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How to Find Product Data in This Databook 


The Databook contains Data Sheets for all products recommended for new designs, lists of Available Products not databooked 
here (data sheets upon request), and a Substitution Guide for products no longer available, plus Selection Guides and a wealth of 
background information. 

THERE ARE TWO VOLUMES 

VOLUME I contains technical data on our integrated circuits and hybrids for data acquisition. 

VOLUME II has all data-acquisition products manufactured in the form of modules, cards, instruments, discrete-assembly 
subsystems and systems. 

DO YOU KNOW THE MODEL NUMBER? 

If you know the model number, turn to the product index on page 1-18 (back of book) and look up the model number. You 
will find the Volume, Section, and Page location of data sheets bound into Volume I and Volume II. 

If you’re looking for a form-and-function-compatible version of an integrated circuit or hybrid product originally brought to 
market by some other manufacturer (second source), add our “AD” prefix (or “ADSP”, for digital signal processing ICs) and 
look it up in the index. 

IF YOU DON’T KNOW THE MODEL NUMBER 

There are two ways to find a device to perform your function: 

1. FIND YOUR FUNCTION IN THE LIST ON THE OPPOSITE PAGE OR ON PAGE 2-1 

Turn direcdy to the appropriate Section (or Volume). You will find one or more functional Selection Guides at the 
beginning of the Section. The Selection Guides will help you find the products that are closest to satisfying your need, and 
their Volume-Section-Page locations. Use them to compare all products in the category by salient criteria, no matter which 
Volume their technical data resides in. 

2. IF THE FUNCTION IS NOT LISTED BY A NAME THAT YOU RECOGNIZE 

Find it in the diagram (opposite page). It will help you find the Selection Guides for products in that functional category. 
Then use the Selection Guide(s) to find the Volume-Section-Page locations of products that will come closest to satisfying 
your need. 


A RELATED PRODUCT MAY BE WHAT YOU REALLY WANT 

Text in each section often mentions related or complementary product categories having a greater or lesser degree of functional 
integration. 

IF YOU CAN’T FIND IT HERE . . . ASK! 

See Worldwide Service Directory, 1-16 and 1-17, at the back of this volume. 
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All Rights Reserved 


Information furnished by Analog Devices is believed to be accurate and reliable. However, no responsibility is as- 
sumed by Analog Devices for its use; nor for any infringements of patents or other rights of third parties which 
may result from its use. No license is granted by impiication or otherwise under any patent or patent rights of Analog 
Devices. 

Specifications and prices shown in this Databook are subject to change without notice. 

Products in this book may be covered by one or more of the following patents. Additional patents are pending. 
See individual data sheets forfurther information: 

U.S.: 3,007,114, 3,278,736, 3,355,670, 3,441,913, 3,467,908, 3,500,218, 3,530,390, 3,533,002, 3,685,045, 3,729,660, 
3,747,088, 3,793,563, 3,803,590, 3,842,412, 3,868,583, 3,872,466, 3,887,863, 3,890,611, 3,906,486, 3,909,908, 

3,932,863, 3,940,760, 3,942,173, 3,946,324, 3,950,603, 3,961,326, 3,978,473, 3,979,688, 4,016,559, 4,020,486, 

4,029,974, 4,034,366, 4,054,829, 4,092,698, 4,123,698, 4,136,349, 4,141,004, 4,213,806, 4,250,445, 4,270,118, 

4,268,759, 4,286,225, 4,309,693, 4,313,083, 4,323,795, 4,338,591, 4,349,811, 4,363,024, 4,374,314, 4,383,222, 

4,395,647, 4,399, 345, 4,400,689, 4,400,690, DES 233,909. U.K.; 964,513, 1,310,591, 1,310,592, 1,364,233, 1,470,673, 
1,470,674, 1,537,542, 1,531,931, 1,571,869, 1,590,136, 1,590,137, 1,599,538, 2,008,876, 2,012,135, 2,032,659, 
2,040,087, 2,050,740, 2,081,040. France: 70.10561, 71.28952, 74.25263, 75-27557, 76 01788, 76 08238, 77 20799, 79 
24021,80 00960, 111 833. West Germany: 20 14 034,21 39 560, MR 9379. Italy: 933,798. Japan: 452,263, 1,092,928, 
1,101,824, 1,180,463. Canada: 984,015, 1,006,236, 1,025,558, 1,035,464, 1,054,248, 1,141,034, 1,141,820, 1,143,306, 
1 , 1 50,41 4, 1 , 1 53,607, 1 , 1 57,57 1 . Sweden : 7603320-8. 
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General Introduction 


Analog Devices designs, manufactures, and sells worldwide 
sophisticated electronic components and subsystems for use in 
precision measurement and control. More than six hundred 
standard products are produced in manufacturing facilities located 
throughout the world. These facilities encompass all relevant 
technologies, including bipolar, I^L, CMOS, and hybrid integrated 
circuits-and assembled products in the form of potted modules, 
printed-circuit boards, and instrument packages. 

State-of-the-art technologies have been utilized (and, in many 
cases, invented) to provide timely, reliable, easy-to-use advanced 
designs at realistic prices. Nearly twenty years of successful 
applications experience and continuing verdcal integration insure 
that these products are oriented to user needs. The continuing 
applicadon of present state-of-the-art and the invention of future 
state-of-the-art processes strengthens the leadership posidon of 
Analog Devices in data-acquisition products. 

MAJOR PROGRESS 

Since the publicadon of our two- volume 1982 Databook and its 
1983 companion update volume, nearly 50 significant new products 
have been introduced. They are idendfied by bullets (•) in the 
index and in the table of contents for each section of this Databook. 
Examples of these new products include: The AD7226 Quad 
DAC - 4 bus-interfaced voltage-output 8-bit DACs on a single 
monoUthic CMOS chip; the AD670 8-bit “ADCPORT,” a 
complete ready-to-go monolithic |xP-compatible 8-bit a/d converter 
with on-chip instrumentadon amplifier; the AD667 complete 
12-bit voltage-output D/A converter with 2p,s voltage-setding 
time; the AD9700 monolithic DAC for raster displays; the ADSP- 
1110 single-port 16-bit multiplier/accumulator for digital signal- 
processing; and the complete, expandable, stand-alone p,MAC- 
5000 single-board measurement-and-control system, programma- 
ble in powerful |xMACBASIC. 

MODULES-SUBSYSTEMS 

The list of product-category “bleed tabs” opposite the “How to 
Find It” Guides on the inside front cover of this Volume is a 
functional summary of our modular and board-level component, 
subsystem, and instrument classes. The complete table of contents, 
starting on page 2-1, provides a detailed panorama of products 
and functions, irrespective of technology, appearing in both 
Volumes of this Databook. 


TECHNICAL SUPPORT 

Analog Devices offers extensive technical literature, which dis- 
cusses the technology and applications of products for precision 
measurement and control. Besides comprehensive data sheets, of 
which there are many outstanding examples in this book, we 
offer Application Notes, Application Guides, Technical Hand- 
books (at reasonable prices), and several serial publications, 
including Analog Dialogue, our technical magazine, which pro- 
vides in-depth discussions of new developments in analog and 
digital circuit technology as applied to data-acquisition and 
control, and MCDigest for users of subsystems and systems. We 
maintain a mailing list of engineers, scientists, and technicians 
with a serious interest in our products. In addition to data-book 
catalogs-such as this one-we also publish several short-form 
catalogs, on specific product families. You will find typical 
publications described on page 1-15 at the back of the book. 

SALES OFFICES 

Backing up our design and manufacturing capabilities and our 
extensive array of publications is a network of sales offices and 
representatives throughout the United States and most of the 
world. They are staffed by experienced sales and applications 
engineers, and many of them maintain a local stock of Analog 
Devices products. Our Worldwide Service Directory appears on 
pages 1-16 and 1-17 at the back of the book. 

PRODUCTS NOT CATALOGUED HERE 

For maximiun usefulness to designers of new equipment, without 
Unwieldy size, we have limited the contents of the Databook to 
products most likely to be used for the design of new circuits 
and systems. If the data sheet for a product you are interested 
in is not in either Volume turn to page 1-13, at the back of this 
book, where you will find a list of older products for which data 
sheets are available upon request. On page 1-14 you will find a 
guide to substitutions for products no longer available. 

PRICES 

At Analog Devices, we recognize that accurate, up-to-date prices 
of our products are an important consideration in making a 
choice among the many available product families. However, 
since prices are subject to change, current price lists and/or 
quotations are available upon request from our sales offices. 

{this section continues at the back of the book) 
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Inductosyn is a registered trademark of Farrand Industries, Inc. 

MULTIBUS is a registered trademark of Intel Corporation. 
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Ordering Guide 


INTRODUCTION 

This Ordering Guide should make it easy to order Analog Devices products, whether you’re buying one IC op amp, a 
multi-option subsystem, or 1000 each of 15 different items. It will help you: 

1. Find the correct part number for the options you want. 

2. Get a price quotation and place an order with us. 

3. Know our warranty for components and subsystems. 

For answers to further questions, call the nearest sales office (listed at the back of the book) or our main office in Norwood, 
Mass. U.S.A. (617-329-4700). 

MODEL NUMBERING 

Many of the data sheets in the Databook have an Ordering Guide. Use it to specify the correct, part number for the exact 
combination of options you want. Part numbering systems for ICs and hybrids will be found in Volume I, Section 3. If 
there is any question, call us. 

ORDERING FROM ANALOG DEVICES 

When placing an order, please provide specific information regarding model type, number, option designations, quantity, 
ship-to and bill-to address. Prices quoted are list; they do not include applicable taxes, customs, or shipping charges. All 
shipments are F.O.B. factory. Please specify if air shipment is required. 

Place your orders with our local sales office or representative, or directly with Norwood. Orders and requests for quotations 
may be telephoned, sent via TWX or TELEX, or mailed. Orders will be acknowledged when received; billing and delivery 
information is included. 

Payments for new accounts, where open-account credit has not yet been established, will- be C.O.D. or prepaid. On all 
orders under fifty dollars ($50.00), a five-dollar ($5.00) processing charge is required. 

When prepaid, orders should include $2.50 additional for packaging and postage (and a 5% sales tax on the price of the 
goods if you are ordering for delivery to a destination in Massachusetts). 

WARRANTY AND REPAIR CHARGE POLICIES 

All Analog Devices, Inc., products are warranted against defects in workmanship and materials under normal use and 
service for one year from the date of their shipment by Analog Devices, Inc., except that components obtained from others 
are warranted only to the extent of the original manufacturers’ warranties, if any, except for component test systems, which 
have a 180-day warranty, and |xMAC and MACSYM systems, which have a 90-day warranty. This warranty does not 
extend to any products which have been subjected to misuse, neglect, accident, or improper installation or application, or 
which have been repaired or altered by others. Analog Devices’ sole liability and the Purchaser’s sole remedy under this 
warranty is limited to repairing or replacing defective products. (The repair or replacement of defective products does not 
extend the warranty period. This warranty does not apply to components which are normally consumed in operation or 
which have a normal life inherently shorter than one year.) Analog Devices, Inc., shall not be liable for consequential 
damages under any circumstances. 

THE FOREGOING WARRANTY AND REMEDY ARE IN LIEU OF ALL OTHER REMEDIES AND ALL OTHER 
WARRANTIES, WRITTEN OR ORAL, STATUTORY, EXPRESS, OR IMPLIED, INCLUDING ANY WARRANTY 
OF MERCHANTABILITY OR FITNESS FOR A PARTICULAR PURPOSE. 
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Orientation 

Operational Amplifiers 


The amplifiers listed in the two volumes of this catalog are 
intended to provide cost-effective solutions to the bulk of 
op-amp requirements in precision measurement and control, 
as well as to more-general requirements in electronic circuits. 
The technical data included in these books* cover the pro- 
perties of some 36 op-amp families, comprising more than 100 
distinct types. Some are general purpose, others provide near- 
optimum performance for specific classes of applications. 

They differ in a variety of ways, for example, circuit technolo- 
gy, circuit architecture, input properties, output properties, 
operating temperature range, degree of isolation, and in terms 
of the many performance specifications. Some are high-perform- 
ance modules, most are monolithic ICs (including precision 
dual devices), some are hybrid ICs. 

The technical data in this volume embrace exceptionally high- 
performance (low-drift and high-speed) operational amplifiers, 
in the form of small encapsulated modules. As the Selection 
Guide indicates, there is also a universe of technical data, to 
be found in Volume I, on a wide range of monolithic and 
hybrid operational amplifiers— including devices screened to 
the requirements of MIL-STD-883B and chips for hybrid 
assembly. 

BACKGROUND 

The operational amplifier is today the most-widely used analog 
subassembly. It is safe to say that its basic properties and appli- 
cations are sufficiently understood by most circuit designers 
and builders. However, the basis for choice, the subtleties of 
using op amps in circuits for best results (especially in preci- 
sion measurement and control), and the varieties of possible 
applications are less clearly understood by op amp users, in 
varying degrees. 

In these few pages, we shall address the question of making a 
proper choice of op amp type for an application, in relation to 
the extensive array of device properties presented in the data 
sheets that follow. 

For those users requiring basic tutorial material, and detailed 
information on getting the most out of op amps, we have 
provided on page 4-16 a bibliography that should make avail- 
able up to 99% of information need now and then, with 
“fanout” to the vast body of literature that — with some re- 
dundancy — will provide the remainder. It should come as no 
surprise to successful users of Analog Devices op amps that a 
number of the references are to the applications sections of 
data sheets included in Volume 1 or Volume II of this catalog. 

SELECTION PRINCIPLES 

In selecting the right device for a specific application, you 
should have clearly in mind your design objectives and a 
firm understanding of what published specifications mean. 
Beyond this, you should detail the significant variables that 
are pertinent to your application. The purpose of this section 

•In addition to the products listed in the Selection Guide, which are 
recommended for new designs, a number of older products are still 
available; data sheets arc available upon request. 


is to put these many decision factors into perspective to 
help you make the most meaningful buying decisions. 

To properly choose an operational amplifier for any given 
set of requirements, the designer must have: 

1. A complete definition of the design objectives. 

Signal levels, accuracy desired, bandwidth require- 
ments, circuit impedance, environmental 
conditions and other factors must be well defined 
before selection can be effectively undertaken. 

2. Firm understanding of what the manufacturer means 
by the numbers published for the parameters. 

Frequently, any two manufacturers may have com- 
parable published specifications, which may have been 
arrived at using differing measurement techniques. 

This creates a pitfall in op amp selection. To avoid 
these difficulties, the designer must know what the 
published specifications mean and how these para- 
meters are measured and then must be able to interpret 
these published specifications in terms meaningful to the 
design requirements. 

There are three fundamental aspects to the rational selection 
of an operational amplifier for a given application: (1) es- 
tablishing the circuit architecture, (2) defining the per- 
formance levels, and (3) choosing the amplifier(s). 

1. To obtain a circuit building block to implement a defined 
functional job, the principal choices are either to purchase a 
committed functional device or to design a circuit employing 
op amps to perform the function. For example, to obtain a dif- 
ference between two voltajges, one may either purchase an in- 
strumentation or isolation amplifier, or design a suitable sub- 
traction circuit using op amps. If a committed functional 
building block, with appropriate specs and price, is not avail- 
able, the circuit designer must start by developing schematic 
diagrams of circuits that will perform the function simply 
using “ideal” operational amplifiers. Many commonly used 
circuits can be found in textbooks, “cookbooks”, and linear 
circuit books, as well as in application notes and data sheets. 

2. Recognizing that the choice of an op amp depends on both 
the overall circuit requirements and the characteristics of avail- 
able op amps, the designer should interpret the desired overall 
performance in terms of the parameters of op amps, and es- 
tablish acceptable ranges of parameters, and their variation 
with time, temperature, supply voltage, etc. Examples of the 
key parameters are the input offset voltage, input bias and off- 
set currents, and the high-frequency performance and transient 
behavior of the op-amp block (and its effect on the closed- 
loop circuit) for large and small signals. It will be helpful to 
develop an application checklist, which includes such con- 
siderations as the character of the input signals and their im- 
pedance, the output load, the desired accuracy — static and 
dynamic — and the environmental conditions. 

3. The designer must then relate acceptable performance of 
the op-amp building block to the specifications and prices of 
available devices from preferred suppliers, bearing in mind a 
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firm understanding of the way in which manufacturers define 
their specifications, and how definitions can differ in a way 
that may be misleading. A set of definitions used by Analog 
Devices follows the next section. 

APPLICATION CHECKLIST 

By way of an application checklist, the designer will need to 
account for the following: 

Character of the application: The character of the 
application (inverter, follower, differential amplifier, 
etc.) will often influence the choice of amplifier. 

Chopper stabilized amplifiers, for example, have not often 
been generally applicable where differential inputs are 
required. 

Accurate description of the input signal: It is 
extremely important that the input signal be 
thoroughly characterized. Is the input a voltage source 
or a current source? Range of amplitude? Source im- 
pedance? Time/frequehcy characteristics? 

Environmental conditions: What is the maximum 
range of temperature, time, and supply voltage over 
which the circuits must operate (to the required 
accuracy) without readjustment? 

Accuracy desired: The accuracy requirement deter- 
mines the extent to which the foregoing considerations 
are critical, and ultimately points the way to a device 
(or series of devices) which are acceptable. Accuracy 
must, of course, be defined in terms meaningful to 
the application with regard to bandwidth, dc offset, 
and other parameters. 

SELECTION PROCESS 

In general, the objective of amplifier selection should be to 
choose the least expensive device which will meet the 
physical, electrical, and environmental requirements imposed 
by the application. This suggests that a “General Purpose” 
amplifier will be the best choice in all applications where 
the desired performance requirements can be met. Where 
this is not possible, it is generally because of limitations 
encountered in two areas — bandwidth requirements, and/or 
offset and drift parameters. 

To make it easier to relate bandwidth requirements with the 
drift and offset characteristics, a capsule view of bandwidth 
considerations precedes the DC discussions below. The 
reader is then returned to an expanded discussion of gain- 
bandwidth considerations. 

Gain Bandwidth Considerations, A Capsule View 
Although all selection criteria must be met simultaneously, 
determination of the bandwidth requirements is a logical 
starting point because: 

A) If DC information is not of interest, a suitable 
blocking capacitor can be connected at the ampli- 
fier input and all of the “drift” specifications may 
usually be ignored, and 


B) Where high frequency OlOMHz) characteristics 
are of primary importance, the choice will be limited 
to those amplifiers designated “Wide Bandwidth/Fast 
Settling.” 

Where DC information is required and where frequency 
requirements are relatively modest (full power response 
below lOOkHz, unity gain of less than 1.5MHz) other criteria 
will probably influence the final choice. It is important, 
however, to choose an amplifier with which an adequate 
value of loop gain is assured (at the maximum frequency of 
interest) to obtain the desired accuracy. Loop gain is the 
excess of open loop gain over closed loop gain, and is 
responsible for the diminishing error due to fluctuations in 
the open loop gain due to time, temperature, etc. For ex- 
ample, if the closed-loop gain is 1000, the open-loop gain 
must be at least 100,000 to yield an error of no more than 
1%, and 1,000,000 to yield an error no greater than 0.1%. 
Where undistorted response is required, the specifications for 
full linear response and slewing rate should be chosen such 
that they are not exceeded at the highest frequency of 
operation. 

Offset and Drift Considerations 

In the majority of op-amp applications, final selection is 
determined by the DC offset and drift characteristics. To 
undertake amplifier selection in these cases, it is necessary 
to translate the requirements listed earlier as follows, (It is 
assumed that bandwidth requirements and temperature range 
have been established at this point.) 

1. What input impedance must the circuit present to the 
signal source?Th\s depends primarily on the source 
impedance, Rj, and the amount of loading error which 

is acceptable. Most amplifier circuits are designed around 
either the inverting or noninverting circuit of Figure 1. The 
choice is often made between the two to accommodate the 
impedance requirement. Input impedance for the inverting 
circuit is approximately equal to the summing impedance, 

Rj and the upper limit on the magnitude of Rj is determined 
by the allowable drift error because of input bias current as 
discussed below. The noninverting circuit offers inherently 
higher input impedance than the inverting circuit (due to 
“bootstrapping” feedback) and in this case input impedance 
is approximately equal to the common mode impedance of 
the amplifier Rj-ni ■ 

2. How much drift error can he tolerated? The question is 
related to the input signal level, e^, and the required accuracy 
For example, to amplify or otherwise manipulate a DC input 
signal of one volt with an accuracy of 0.1%, the offset 

drift error, Vj, must be one millivolt or less. (This assumes 
that other sources of error such as input loading, noise and 
gain error have already been allowed for.) By the same 
reasoning, the allowable drift error for a 1 volt signal and 
0.01% accuracy would be lOOjuV. 

When this has been defined, the allowable limits of offset 
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voltage (Cq^), bias current (ijj), and difference current can 
be calculated by the equations of Figure 1. These equations 
relate offset voltage (eQg), bias current (ib), difference current 
(ij) and the external circuit impedances to the drift error, 

Vjj, for both the inverting and the noninverting circuits. 

From these equations it can be seen how the input impedance 
requirements of the foregoing paragraphs are related to the 
drift error. 

For example, in the case of the inverting circuit, a referred 

/Ri \ 

offset error voltage, ibR; = egm I ) , is generated by the 

\Rf / 

bias current flowing through the feedback impedance. This 
error increases for increasing Rj. Since R; also sets the input 
impedance, there is a conflict between high input impedance 
and low offset errors. Likewise, for a given offset error, higher 
values for R; can be used with an amplifier which has lower 
bias current. 

1 





Signal Input Drift Error = Vd 


ForRc = 0 
and R, « Rj 


e„ = - ^ [e. + e„ ^ + i, rI ^ 

' 7 and R, « Rj 

Signal Input Drift Error = Vd 

Input Impedance R|n R| 

% Drift Error = 

6$ 

Figure 1A. Inverting Configuration 


Where it will otherwise function properly, the noninverting 
circuit generally makes a better choice for high input 
impedance circuits. Also, for the same source and input 
impedance requirement, a given amplifier will generate lower 
offset errors for the noninverting circuit than for the inverting 
circuit. This is so because the bias current flows only through 
Rg for the noninverter and this will always be less than the 
input impedance, Rj, of the inverter. Input impedance of the 
noninverter (approximately R^M^ typically 10^ ohms 
even for the least expensive bipolar amplifiers and up to 10*^ 
ohms for FET types. 

Unfortunately, however, the noninverting configuration can- 
not always be used since it is not convenient to use for many 
circuit functions such as integration or summation. A further 
limitation occurs in high accuracy applications, where com- 
mon mode errors may rule out this circuit configuration. 

Initial offset can usually be zeroed at room temperature so 
that only the maximum temperature excursion (AT) from 
+25 C need be considered. For example, over the range of 
-25°C to +85°C, the maximum temperature excursion (AT) 
from +25°C would be 60°C. As a practical matter, offset 
errors due to supply voltage and time drift can generally 
be neglected since errors due to temperature drift are usually 
much greater. 

Current Amplifier Considerations 

Before leaving the subject of offset errors, we shall discuss 
briefly the current amplifier configuration which is shown 
in Figure 2A. The obvious approach to measuring current 
is to develop a voltage drop across a load resistor, Rf, and to 
measure this potential with a high impedance amplifier as 
shown in Figure 2B. 

This approach has several disadvantages as compared to the 
circuit of Figure 2 A. First the noninverting amplifier intro- 
duces common mode errors which do not occur for Figure 
2A. Second, an ideal current meter would have zero 
impedance whereas, Rf in Figure 2B may become very 
large since this resistor determines the sensitivity of the 
measurement. Third, the changes of input impedance, Rem- 
for the noninverting amplifier with temperature will cause 
variable loading on Rf and hence a change in sensitivity. 


J Rc^ 

SOURCE 

i |ri 

r \ 


j J T 1 ° ^ ^ 



Rg + Ri r 1 

®o = p 1 e, + eos + ib RjJ for Rc - 0 



Signal Drift Error = Vd 

^2 Ri r . „ 1 Ri R9 

eo ^ [e. + eo. . la R.J for Rc = R. 

Signal Drift Error = Va 

Input Impedance Rpj a. R(.|y 

o/.n,ir.P„„. = mVd 


Co = -Rf [i. + + ib] 

'nr—' ' — r " " ' 

Signal Drift error = le 

Input Impedance R,n = (yi^) 

where 1/p = 1 + % Drift Error = 15^ 

rij Hd li 


Figure IB. Noninverting Configuration 


Figure 2A. Current Amplifier 
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The current amplifier of Figure 2A circumvents all of these 
difficulties and approaches an ideal current meter; that is, 
there is essentially no voltage drop across the measuring 
circuit, since with enough open loop gain. A, the input 
impedance Rjjsj becomes very small. 

In selecting a current amplifier, the most important 
consideration is current noise, and bias current drift. 
Measuring accuracy is largely the ratio of current noise and 
drift to signal current, i^. To obtain the drift of error current 
Ig refcned to the input, use the following expression. 



Now, to make a proper selection you must pick an amplifier 
with an error current, Ig, over the operating temperature 
which is small compared to the signal current, ij. Do not 
overlook current noise which may be more important than 
current drift in many applications. 

Gain Bandwidth Considerations, Expanded Discussion 
From the previous discussion, it is apparent that most 
general purpose operational amplifiers will usually give 
adequate performance for the DC and audio frequency range 
applications. However, to obtain unity gain bandwidth above 
2MHz, full power response above 20kHz and slewing rate 
above 6V/jusec, in general, requires special design techniques. 
All amplifiers with wideband, fast response characteristics 
have been listed in the wide bandwidth group to simplify 
the selection for higher frequency applications. 

One factor often overlooked is that stray capacitance and 
impedance levels of the external feedback circuit can be the 
major limitation in high frequency applications. For example, 
in Figure lA, if Rf were one megohm, and stray capacitance, 
Cs, were one picofarad then the closed loop bandwidth 
would be limited to 160kHz (l/(27rRFCs)) regardless of 
how fast the amplifier is. Moreover, output slewing rate will 
be limited by how fast Cg can be charged which in turn is 
related to signal level, e^, and input impedance, Rj, by 
deo/dt = -es/RjCs. For these reasons it is usually not 
possible to obtain both fast response and high input 
impedance for an inverting circuit since both Rj and Rf must 
be large to obtain high input impedance. 


Another advantage of the noninverting circuit (Figure IB) 
is that input impedance, being determined by potentiometric 
feedback, does not depend on the impedance levels for Rj 
and R 2 . Therefore, a low impedance can be used for R 2 so 
that stray capacitance of Cj will not limit the circuit’s band- 
width. In this case the minimum value for R 2 is constrained 
only by the output current rating of the amplifier. Again the 
trade-off between the frequency response and input 
impedance of the inverting and noninverting circuits must 
be evaluated in light of the common mode rejection error 
introduced by the noninverter. 

For greater emphasis wideband applications can be separated 
into two categories — steady state and transient. Since the 
amplifier requirements for the two are somewhat different, 
these categories will be discussed separately. 

A. Steady State Applications 
Steady state applications involve amplifying or otherwise 
manipulating continuous sinusoidal, complex or random 
waveforms. In these applications the significant issues in 
choosing an amplifier are as follows: 

1. Is DC coupling required? If DC information is of no 
consequence, then the offset drift errors are not usually 
important and a capacitor can be used if necessary to block 
the output DC offset. Your only concern here is that DC 
offset at the output does not become so large, as might be 
the case with a high gain stage, that the output is saturated 
or the dynamic swing for AC signals is limited. One way to 
circumvent the latter problem is to use feedback to limit 
the gain at DC as shown in Figure 3. The gain of these circuits 
can be small at DC but large at high frequencies. 



1 1 

(R3 + R.IC R3C 


Figure 3. DC Feedback Minimizes Output Offset 
for AC Applications 

2. What closed loop gain and bandwidth are required? 
Closed loop gain, G, is dictated by the application: To a first 
approximation the intersection of the open and closed loop 
gain curves in Figure 4 gives the closed loop bandwidth, 

^cl (-3dB). For high gain, wideband requirements, it may be 
necessary, or more economical, to use two amplifiers in 
cascade, each at lower gain. 
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3. What loop gain is required or alternatively what gain 
stability, output impedance and/or linearity are necessary? 
The available loop gain at a particular frequency or over a 
range of frequencies is very often more important than 
closed loop bandwidth in selecting an amplifier. Loop gain 
as illustrated in Figure 4, is defined as the difference, in dB, 
or as the ratio, arithmetically, of the open to closed loop 
gain (Aj3 = A/G). You will find in most of the equations 
defining the closed loop characteristic of a feedback 
amplifier that the loop gain (A/3 ) is the determining factor 
in performance. Some of the more notable examples of this 
point are as follows: 


I 



Figure 4. Closed Loop Bandwidth and Loop Gain 

a. Closed loop gain stability = AG/G 

AG/G = (AA/A) [1/(1 + A/3)1 where AA/A is the 
open loop gain stability, usually about 1%/°C. 

b. Closed loop output impedance = Zq^i = Zg/d + Aj3), 
where Zg is the open loop output impedance, often 
200 to 5000 ohms. 

c. Closed loop nonlinearity = Ld = Lgi/fl + Aj3), where Lgj 
is the open loop linearity, usually less than 5%. 

Loop gain of 100, or 40dB, is adequate for most applications 
and this is readily achievable at DC and low frequencies. But 
note that loop gain decreases with increasing frequency 
which makes it difficult to obtain large loop gains at high 
frequencies. For this reason it may be necessary to use a 
lOMHz unity gain amplifier in order to obtain adequate 
feedback over a lOkHz bandwidth. 

4. What full power response and/or slew rate are required? 
You should examine your expected output waveform and 
select an amplifier whose slewing rate exceeds the maximum 
rate of change of output signal. For a sinusoidal waveform 
with a peak voltage output equal to the rated amplifier 
output the frequency should not exceed fp, the full power 
response of the amplifier. As the output signal voltage is 
reduced below the rated output voltage, the usable maximum 
frequency can be extended proportionately. If you do not 
observe these restrictions you will get distortion and 
unexpected DC offsets at the output of the amplifier. 


For some monolithic amplifier designs available today their 
frequency response is not a simple 6dB roll-off; the response 
may be shaped with external RC components for improved 
performance, using a compensation terminal provided. Using 
feedforward or phase lag compensation networks, gain-band- 
width product and/or full power response may be shaped to 
meet varying design requirements. Most internally compen- 
sated op amps offer a stable 6dB per octave roll-off with 
specified unity gain-bandwidth and slew rate thereby limit- 
ing maximum speed and response to those published 
specifications. 

B. Transient Applications 

In applications such as A/D and D/A converters and pulse 
amplifiers, the transient response of the wideband amplifier 
is generally more important than the gain bandwidth 
characteristic described above. Slewing rate, overload 
recovery and settling time are the specifications which 
determine the transient response. 

When applying the high frequency amplifier, it is important 
to understand how amplifier performance is affected by 
component selection as well as impedance levels used 
around the amplifier. 

Settling Time 

Settling time is defined as the time elapsed from the 
application of a perfect step input to the time when the 
amplifier output has entered and remained within a specified 
error band symmetrical about the final value (Figure 5). 
Settling time therefore includes the time required for the 
amplifier to slew from the initial value, recover from slew 
rate limited overload, and settle to a given error in the linear 
range. 



Figure 5. Typical Settling Time Characteristics 

The time and frequency response of a linear, bilateral network 
or amplifier are related by well known mathematics. For ex- 
ample, the step response for a well behaved, ideally linear, 
6dB/octave amplifier with a closed loop bandwidth of cOd 
is shown in Figure 6. 
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However, since settling time is determined by a combination 
of amplifier characteristics (both linear and nonlinear) and 
because it is a closed loop parameter, it cannot be readily pre- 
dicted from the open loop specifications such as slew rate, 
small signal bandwidth, etc. 

Analog Devices specifies settling time for the condition of 
unity gain, relatively low impedance levels, and no 
capacitive loading. A full-scale step input is used to deter- 
mine settling time and the step is generally unipolar — i.e.: 
from zero to plus or minus full scale. The settling time 
indicated is generally the longest time resulting from a step 
of either polarity and is given as a percentage of the full 
scale step transition. 



Figure 6. Step Response for Linear GdB/Ociave Ampiifier 

Settling time is a nonlinear function. It varies with the input 
signal level and it is greatly affected by impedances external 
to the amplifier. 

ERRORS DUE TO NOISE 

A major criterion in the selection of an amplifier for low level 
signals is the amplifier input noise, since this is usually the 
limiting factor on system resolution. In the general case, ampli- 
fier noise can be characterized by a voltage source in series with 
the summing junction and a current source in parallel with the 
summing junction. Whenever high source impedance is encoun- 
tered, current noise flowing through the source impedance will 
appear as an additional voltage noise, combining with the amp- 
lifier voltage noise. The root-square sum of these (uncor- 
related) noise sources will then be amplified along with the 
desired signal. For this reason, selection of a particular ampli- 
fier must consider both the amplifier noise performance as 
well as the source impedance. 

Consideration must also be given to noise sources other than 
the amplifier whenever determining total system noise. RF 
noise may be fed into an amplifier through any connecting wire, 
including power supply and output leads. A quiet power 
supply (nonswitching), adequate shielding, and low-pass 
filters on all incoming leads will usually prevent noise 
pick^jp. 


Thermal noise is generated in any conductor or resistor as a 
result of thermal agitation of the electrons. This noise voltage 
source, sometimes referred to as “Johnson Noise”, is generated 
in the resistive component of any impedance and has a value: 
en = V 4KTBR 

where en = the rms value of the noise voltage 

K = Boltzmann’s Constant (1.38 X 10'^^ joules/kelvin) 

T = absolute temperature of the resistance, kelvin 
B = the bandwidth in which the noise is measured 
Since noise is related to the bandwidth over which the meas- 
urement is made, no noise specification is meaningful unless 
the bandwidth for the specification is given. Although the 
Thermal Noise equation may appear unwieldy for practical 
noise calculations, all that is required to enable rapid approxi- 
mations is to apply a few simple rules of thumb. 

Rules of Thumb 

(1) Remember that a 100kf2 resistor generates 40nV rms in 
a IHz bandwidth. The noise voltages generated by other values 
of resistances in other bandwidths can be calculated by remem- 
bering that the noise is proportional to the square root of the 
resistance and the bandwidth; i.e. 

en (rms) = (40nV/\/Hz) 

(2) To convert the rms noise to a p-p value, a conversion 

factor of 6.6/iV p-p/juV rms is applied for less than 0.1% pro- 
bability of noise peaks exceeding calculated limits. ' 

(3) The total rms noise contribution due to several uncor- 
related random noise sources is determined by the square root 
of the sum of the squares (RSS): 

Ct = Vca^ + + ... 

If any noise source is less than a third of another, it may be 
neglected. The resulting error will be approximately 5%. 

(4) Restricting the bandwidth of a system to the minimum 
usable and using the lowest impedances possible are ways to 
reduce noise. 

DESIGN EXAMPLE 

Figure 7A illustrates a typical circuit with noise calculations 
shown for each noise source. The total of the noise sources is 
obtained by adding each of the individual sources in RSS 
fashion. 

Figure 7B illustrates how the Rules of Thumb may be applied 
in a practical case to approximate the total output noise. In this 
example, model 261J, the lowest noise non-inverting chopper 
type amplifier is being used with a SOkfi source impedance. Thi 
two major noise sources, in addition to the 261J input voltage 
noise of IpV p-p, are the Johnson noise (58pV p-p) and current 
noise (100/iV p-p). 
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Johnson Noise 
Amp. Current Noise 
Amp. Current Noise 
Amp. Voltage Noise 


V^KTBRf 

ifiiRp 

nf>2Rs) (Rf/Rin + 1) 
en(RF/R|N*1) 


TOTAL NOISE G)^ +[eRs (G + 1)]> +e^R, +[(!„, Rpll+Cfin, RsMC + IJ]^ +[e„(G + l)]^ 


Figure 7 A. Noise Components 


GAIN - 100 
BW-0.01 TO lOHz 
Rs -50kn 
Rf • 10kf2 
RtN * 10012 



1) RESISTOR NOISE: Rp * ISnVVRi 

R|N ♦(UnV/v/Bil 100 
Rs - (28nV/v/Hi) 101 - Z.8;iVA/Hi 
TOTAL RESISTO R NO ISE IN 10Hz BW - 
(2.8;iVVHz) (/TOHi) 6.6)iV p p/.iV rtni = 5SpV p p 

21 AMPLIFIER CURRENT NOISE: (20pA p-p) (50k| (101) - lOOpV p-p 
(20pA p p) (lOkI - 0.2pV p p 

3) AMPLIFIER VOLTAGE NOISE: HpV p p) (101) - lOOpV p p 
TOTAL OUTPUT NOISE - VdOO)' + dOOl' + (581= ^ IBOpV p-p 

Figure 7B. Design Exampie 
THE SELECTION GUIDE 

To assist the designer in rapidly distinguishing among the 
many types available from Analog Devices, and to narrow 
the field of further study to just a few types, the Selection 
Guide takes the form of a “bullet chart”. One axis comprises 
a list of key op-amp characteristics— including manufacturing 
technology— and specification ranges; the other is the com- 
plete set of op-amp families catalogued in both volumes. For 
any specification level that can be satisfied by members of a 
given device family, a bullet (•) is placed at the appropriate 
intersection. 

Once the required performance has been established, the 
Selection Guide is used to find the family, or families, coming 
closest to the requirements— or to determine quickly whether 
a particular family is suitable. The exact volume, section, 
and page location of each type is included in the table, so 


that the detailed technical and application data can be con- 
sulted with a minimum of effort. 

An effort has been made to group the amplifiers by their 
most salient application areas, i.e,. General Purpose (low 
cost). High Accuracy, and Fast/Wideband, and by appro- 
priate subclasses within those major classes. 

THE AMPLIFIERS IN THIS SECTION IN BRIEF 

High-Accuracy Low-Drift Differential-Input Modules. “Chop- 
perless” low-drift designs with differential FET inputs, op- 
timized for voltage offset and drift, bias current, dc open- 
loop gain, and CMR, should be considered for high-accuracy 
instrumentation, low-level transducer bridge circuits, pre- 
cision voltage comparators, and for impedance buffer designs. 
The best overall performer in this group in high-impedance 
applications is the model 52K, which combines low offset 
and drift (0.5mV and ljuV/°C) with 3pA bias current, 

High-Accuracy Modules Using Chopper Techniques. The 
amplifiers in this class are widely accepted as the best choice 
when it is essential to maintain low voltage offsets and bias 
currents with time and temperature or whenever external off- 
set adjustments are not practical in the application. Using carri- 
er modulation techniques, these designs achieve drifts to 
0.1/iV/°C and long-term stability to ‘/zjuV/mo. Typical appli- 
cations include error-summing amplifiers for servo loops, pre- 
cision regulators, and input amplifiers for laboratory-grade 
metering instruments and test equipment. 

Two forms of amplifier are available. The noninverting chop- 
per-amplifier (261 family) is a high gain feedback amplifier, 
containing a MOSFET chopper, optimized for follower-with- 
gain applications. The chopper converts the difference between 
the dc or low-frequency input voltage, at high impedance, and 
the feedback voltage to a high-frequency square-wave, ampli- 
fies it with no drift, and demodulates and filters the result to 
produce an output waveform that is an amplified version of 
the input. The closed-loop gain is determined by the attenua- 
tion ratio of the feedback resistor-pair. 

The initial offset is ±25pV max (trimmable to zero), with aver- 
age drift-vs.-temperature of 0.1pW/°C max (model 261K). Bias 
current is respectable, at 300pA max, with a tempco of 
10pA/°C max, to minimize errors with high-impedance 
sources. 

Maximum noise voltage is 0.4pV peak-to-peak, from 0.01 to 
l.OHz, and l.OjuV, from 0.01 to lOHz. Smdl-signal bandwidth, 
established by an external compensating capacitor that is 
chosen as a function of gain, is lOOHz. 

Inverting chopper-stabilized amplifiers (I’iAH'iS family) em- 
ploy narrow-band chopper amplifiers to measure the summing- 
point voltage of the main amplifier (which should be at a 
null), chop, amplify, filter, and feed to the positive input of 
the main amplifier an amplified correction signal. Thus, the 
offset voltage and drift of the main amplifier (including the 
effects of input bias current) are reduced by the gain of the 
chopper amplifier, without a corresponding reduction of 
bandwidth. 
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Chopper and chopper-stabilized amplifiers should be considered 
when long-term stability must be maintained with time and 
temperature, and wherever maintenance-free operation of in- 
struments and remote circuits is essential. Typical applications 
include amplification of microvolt-level signals, precision in- 
tegration, and analog computing. 

Wide Bandwidth, Fast-Settling Modules. High-speed op 
amps are characterized by high slewing rates, fast settling 
time, and wide bandwidth. Fast settling time is especially 
important in applications with rapidly changing or switched 
analog data, in buffers, d/a converters, and multiplexer cir- 
cuitry; wide small-signal bandwidth is important in preampli- 
fication and in handling low-level wideband ac signals; high 
slewing rate is associated with fast settling time and is also 
important in handling ac signals having large magnitudes with 
minimal. distortion, since the large-signal bandwidth is closely 
related to the slewing rate. 

The products in this category with outstanding specifications 
are models 50J/K and 48J/K. Model 50’s max slewing rate is 
500V//XS inverting, 400V //Js noninverting, and small-signal 
unity-gain bandwidth is 70MHz; full-power bandwidth is 
8MHz, min. In addition, these devices will deliver ilOOmA 
of output current at ±10V, an important factor in video and 
line-driver circuitry, and in driving capacitive loads. For ex- 
ample, the current required to sustain 500V//US in a lOOpF 
load is I = C dV/dt = 50mA. Model 48J/K is optimized for 
settling time: 500ns maximum to 0.01%, inverting or non- 
inverting, with output of ±20mA at ±10V. 

Differential FET-Input High-Out Modules. This beefy group 
includes models 50, 51, and 171. Models 50 and 5 1 will fur- 
nish up to ±100mA at ±10V out. In addition both are excel- 
lent wideband amplifiers. Besides the applications suggested 
for them in the wide-bandwidth category, they are useful for 
such applications as current booster/buffer for op amps deal- 
ing with low-level signals— either outside the loop or inside 
the loop. They are protected against short circuits. 

For extended-temperature-range operation, model 5 lA/B 
operates from -25°C to ■h85°C. 

The model 171 has a large output voltage swing, ±140V at 
±10mA, when used with ±150V supplies. However, it need not 
operate symmetrically; any combination of power-supply volt- 
ages between the limits of 15 to -hSOOV for the positive side and 
-15 to -300V for the negative side is acceptable (including 
single-supply operation), provided that the total voltage across 
the amplifier is within the range of 30 to 300V. The output 
will swing to within lOV of the Vg'*' and Vj" supply rails. The 
output and both inputs are protected against short circuits to 
common or to either supply. Model 171K has an open-loop 
gain of 10® min, offset of ImV, drift of 15pLV/°C max, bias 
current of 20pA max, CMR of lOOdB min, unity-gain small- 
signal bandwidth of 3MHz, and slewing rate of lOVZ/zs. Typ- 
ical applications include high compliance-voltage current 
source, high-voltage follower-with-gain, high-voltage integrator, 
differential amplifier for high-common-mode-voltage bridge ap- 
plications, and high-voltage reference supply. 


Isolated Operational Amplifier Module. Model 277 (see 
Section 5) combines a high-performance uncommitted opera- 
tional-amplifier input stage with a precision, isolated output 
stage, an isolated dual ±15V power supply, and transformer- 
coupled isolation circuitry, to form a versatile isolation ampli- 
fier. It is rated to withstand input/output common-mode volt- 
age of 3500V rms max (60Hz, 1 minute), and peak continuous 
ac or dc of ±2500V max, and has input-output CMR of 160dB 
min at dc and 120dB min at 60Hz, with leakage current of 
1/xA @ CMV of 115V rms, 60Hz (Zl = lO^^nyidpF). 

The input-stage performance makes many op-amp applications 
feasible: ±ljuV/°C max offset tempco (trimmed, model 277K), 
bias current of ±20nA max, open-loop gain of 106dB min. In 
addition, isolated power output of ±15mA max at ±15V, re- 
ferred to input common, is available for auxiliary front-end 
circuitry. The output stage has gain of IV/V, nonlinearity of 
0.05% max, 1.5kHz full-power bandwidth, and 50/xV/°C 
offset tempco. 

Typical applications for the 277 include general isolated op- 
amp circuitry, programmable-gain isolated amplifier, isolated 
power source and amplifier for bridge measurements, instru- 
mentation amplifier, instrumentation-grade process-signal iso- 
lator, and current-shunt measurements. 

The extended-temperature-range equivalent of models 277J/K 
is model 277A. 

DEFINITIONS OF SPECIFICATIONS 

Absolute Maximum Differential Voltage 

Under most operating conditions, feedback maintains the error 
voltage between inputs to nearly zero volts. However, in some 
applications, such as voltage comparators, the voltage between 
the inputs can become large. This specification defines the 
maximum voltage which can be applied between inputs with- 
out causing permanent damage to the amplifier. 

Common-Mode Rejection 

An ideal operational amplifier responds only to the difference 
voltage between inputs (e"*" — e”) and produces no output for 
a common-mode voltage, that is, when both inputs are at the 
same potential. However, due to slightly different gains be- 
tween the plus and minus inputs, or variations in offset voltage 
as a function of common-mode level, common-mode input 
voltages are not eliminated at the output. If the output error 
voltage, due to a known magnitude of common-mode voltage, 
is referred to the input (dividing by the closed-loop gain), it re- 
flects the equivalent common-mode errqr voltage (CME) be- 
tween the inputs. Common-mode rejection ratio (CMRR) is 
defined as the ratio of common-mode voltage to the resulting 
common-mode error voltage. Common-mode rejection is often 
expressed logarithmically: CMR (in dB) = 20 logio (CMRR). 

The precise specification of CMR is complicated by the fact 
that the common-mode voltage error can be a highly nonlinear 
function of common-mode voltage and also varies with tem- 
perature. As a consequence, CMR data published by Analog 
Devices are average figures, assuming an end-point measure- 
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merit over the common-mode range specified. The incremental 
CMR about small values of common-mode voltage may be 
greater than the average CMR specified (on the other hand, the 
incremental CMR may be less in the neightborhood of large 
CMV). Published CMR specifications for op amps pertain to 
very low-frequency voltages, unless specified otherwise; CMR 
decreased with increasing frequency. 

Common-Mode Voltage, Maximum 

For differential-input amplifiers, the voltage at both inputs can 
swing about ground (power-supply common) level. Common- 
mode voltage is defined as any voltage (above or belowground) 
that could be observed at both inputs. The maximum com- 
mon-mode voltage is defined as that voltage which will pro- 
duce less than a specified value of common-mode error. This 
establishes the maximum input voltage for the voltage-follower 
connection. 

Drift vs. Supply 

Offset voltage, bias current, and difference current vary as 
supply voltage is varied. Usually, dc errors due to this effect 
are negligible compared to drift with temperature. No infer- 
ence may be drawn from this low-frequency specification con- 
cerning the effects of rapid variation of voltage at the supply 
terminals. 

Drift vs. Temperature 

Offset voltage, bias current, and difference current all change, 
or “drift”, from their initial values with temperature. This is 
by far the most important source of error in most precision 
applications. The temperature coefficients (tempcos) of those 
parameters are all defined as the average slope over a specified 
temperature range. Drift can be a nonlinear function of tem- 
perature (though it is often quite linear over limited tempera- 
ture ranges); the slopes generally are greater at the extremes of 
temperature than around normal ambient (+25°C), which gen- 
erally means that for small temperature excursions in the vi- 
cinity of +25°C, the specification is conservative. 

Analog Devices precision operational amplifiers are specified 
by three- (or more-) point measurements, at 25°C and at the 
high and low extremes of the range (Th, Tl), with the ampli- 
fier adjusted to zero at room temperature. The sum of the 
magnitudes of the drifts in the two ranges must be less than 
the specified drift rate ifiV/°C or nA/°C) multiplied by the 
total temperature range (modified “butterfly”), or, in some 
cases, the magnitude of the drifts in both ranges must be less 


True Butterfly Spec Modified Butterfly Spec 

^ SqsH SqsL ^Cqs _ I CqsH I I SqsL I 

Th-Tr Tl-Tr at Th-Tl 



Tl Th 

A fios 

■ is the max. drift coefficient permissible 


than the specified drift rate multiplied by the respective tern- bm 
perature ranges (“true butterfly”). 

The lowest-cost second-source IC amplifiers are specified only 
in terms of the maximum value of the parameter (e.g., offset 
voltage) over temperature in the specified range. 

Drift vs. Thne 

Offset voltage, bias current, and difference current change with 
time as components age. It is important to realize that drift 
with time is random, and rarely — if ever — accumulates line- 
arly for healthy devices. For example, voltage drift for a chop- 
per-stabilized amplifier might be quoted at ljUV/day, whereas ' 
cumulative drift over 30 days might not exceed 5juV, or 15/iV 
in a year (e.g., model 235). A convenient rule of thumb for 
extrapolation is to divide the drift for a stated interval by the 
square root of its ratio to any other interval of interest. 

Full-Power Response 

The large-signal and small-signal response characteristics of 
operational amplifiers differ substantially. An amplifier’s out- 
put will not respond to large signal changes as fast as the small- 
signal bandwidth characteristics would predict, primarily be- 
cause of slew-rate limiting in the output stages. Full-power re- 
sponse is specified in two ways: full linear response and full 
peak response. Full linear response is specified in terms of the 
maximum frequency, at unity closed-loop gain, for which a 
sinusoidal input signal will produce full output at rated load 
without exceeding a pre-determined distortion level. There is 
no industry-wide accepted value for the distortion level which 
determines the full-linear-response limitation, but we use 3% 
as a maximum acceptable limit for modules. 

In many applications, the distortion caused by exceeding the 
full linear response can be comfortably ignored, but a more- 
serious effect (often overlooked) is ah effect equivalent to a 
dc offset voltage that can be generated when full linear 
response is exceeded, due to rectification of the asymmetrical 
feedback waveform or overloading of the input stage by large 
distortion signals at the summing junction. 

Another frequency response that is often of interest is the 
maximum frequency at which full output swing may be ob- 
tained, irrespective of distortion. This is termed “full peak re- 
sponse” and can often be found in a plot of output voltage 
swing vs. frequency. 

Initial Bias Current 

Bias current is defined as the current required at either input 
from an infinite source impedanee to drive the output to zero 
(assuming zero common-mode voltage). For differential ampli- 
fiers, bias current is present at both the negative and the posi- 
tive input. All Analog Devices specifications pertain to the 
larger of the two, not the average. For single-ended amplifiers 
(i.e., chopper types), bias current refers to the current at the 
input terminal. 

Analog Devices specifies initial bias current, Ib, as the bias 
current at either input, specified at +25 C ambient with the 
input junctions at normal operating temperature (some manu- 
facturers specify initial bias current at power turn-on. Such 
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specifications may be misleading. For example, in FET-input 
amplifiers, bias current is doubled for each 10°C increase; 
since junction temperatures may warm up to 20°C or more 
above ambient, the “initial bias current” spec used by some 
manufacturers may be met only during a brief interval after 
the power is burned on, and may be quadrupled under 
ordinary operation conditions.) 

Initial Difference Current 

Difference current is defined as the difference between the bias 
currents at the two inputs. The input circuitry of differential 
amplifiers is generally symmetrical, so that bias currents at 
both inputs tend to be equal and tend to track with changes in 
temperature and supply voltage. Therefore, difference current 
is often about 0.1 times the bias current at either input, 
assuming that initial bias current has not been compensated at 
the input terminals. For amplifiers in which bias currents 
track, it is often possible to reduce voltage errors due to bias 
current and its variations by the use of equal resistance loads 
at both inputs. 

Input Impedance 

Differential input impedance is defined as the impedance 
between the two input terminals at +25°C, assuming that the 
error voltage is nulled or very near zero volts. To a first approxi- 
mation, dynamic impedance can be represented by a capacitor 
in parallel with a resistor. 

Common-mode impedance, expressed as a resistance in parallel 
with a capacitance, is defined as the impedance between each 
input and power-supply common, specified at +25 C. For 
most circuits, common-mode impedance on the negative input 
has little significance, except for the capacitance which it adds 
at the summing junction (one exception is electrometer cir- 
cuitry). However, common-mode impedance on the plus input 
sets the upper limit on closed-loop input impedance for the 
non-inverting configuration. Common-mode impedance is a 
nonlinear function of both temperature and common-mode 
voltage. For FET-input amplifiers, common-mode resistance is 
reduced by a factor of two for each 10° of temperature rise. 

As a function of common-mode voltage, the resistive com- 
ponent is defined as the average resistance for a common-mode 
change from zero to the maximum common-mode voltage. 
Incremental resistance may be less than the specified average 
value, especially at full-scale for some FET-input amplifiers. 

Input Offset Voltage > 

Offset voltage is defined as the voltage required at the input 
from zero source impedance to drive the output to zero; its 
magnitude is measured by closing the loop (using low values of 
resistance) to establish a large fixed gain, measuring the ampli- 
fied error at the output, and dividing the measured value by 
the gain. 

The initial offset voltage is specified at +25°C and rated supply 
voltage. In most amplifiers, provisions are made to adjust in- 
itial offset to zero with an external trim potentiometer. 

Input Noise 

Input voltage- and current-noise characteristics can be speci- 


fied and analyzed in much the same way as offset-voltage and 
bias-current characteristics. In fact, long-term drift can be con- 
sidered as noise which occurs at very low frequencies. The 
primary difference is that, when evaluating noise performance, 
bandwidth must be considered. Also rms noise from different 
sources is summed by root-sum-of-squares, rather than linear, 
addition. Depending on the amplifier design, noise may have 
differing characteristics as a function of frequency, being 
dominated by “1/f noise”, resistor noise, or junction noise, at 
various frequencies. 

For this reason, several noise specifications are given. Low- 
frequency noise in the band 0.01 to IHz (or 0.1 to lOHz) is 
specified as peak-to-peak, with a 3.3a uncertainty, signifying 
that 99.9% of the observed peak-to-peak excursions will fall 
within the specified limits. Wideband noise is specified as rms. 
For some types, spectral-density plots or “spot noise”, at spe- 
cific frequencies, in pV/s/Hz or pA/\/Hz, are provided. 

Open-Loop Gain 

Open-loop gain is defined as the ratio of a change of output 
voltage to the voltage applied between the amplifier inputs 
to produce the change. Gain is specified at dc. In many appli- 
cations, the frequency dependence of gain is important; for 
this reason, the typical open-loop gain as a function of fre- 
quency is published for each amplifier type. See also unity gain 
small-signal response. 

Overload Recovery 

Overload recovery is defined as the time required for the out- 
put voltage to recover to the rated output voltage from a satu- 
rated condition caused by a 50% overdrive. Published specifi- 
cations apply for low impedances and contain the assumption 
that overload recovery is not degraded by stray capacitance in 
the feedback network. 

Rated Output 

Rated output voltage is the minimum peak output voltage 
which can be obtained at rated current or a specified value of 
resistive load before clipping or out-of-spec nonlinearity occurs. 
Rated output current is the minimum guaranteed value of cur- 
rent supplied at the rated output voltage (or other specified 
voltage). Load impedances less than the specified (or implied) 
value can be used, but the maximum output voltage will de- 
crease, distortion may increase, and the open-loop gain will be 
reduced. (All models are short-circuit protected to ground, and 
many are safe against shorts to the supplies.) 

Settling Time 

Settling time is defined as the time elapsed from the applica- 
tion of a perfect step input to the time when the amplifier out- 
put has entered and remained within a specified error band 
symmetrical about the final value. Settling time, therefore, in- 
cludes the time required: for the signal to propagate through 
the amplifier, for the amplifier to slew from the initial value, 
recover from slew-rate-limited overload (if it occurs), and set- 
tle to a given error in the linear range. It may also include a 
“long tail” due to the time required to reach thermal equilib- 
rium, or the settling time of compensation circuits. Settling 
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time is usually specified for the condition of unity gain, rela- 
tively low impedance levels, and no (or a specified value of) 
capacitive loading, and any specified compensation. A full- 
scale unipolar step input is used, and both polarities are tested. 

Although settling time can generally be grossly inferred from 
the other amplifier specifications (an amplifier that has extra- 
wide small-signal bandwidth, extra-fast slewing, and excellent 
full-power response may reasonably — but not always — be 
expected to have fast settling), the settling time cannot usually 
be rationally predicted from the other dynamic specifications. 

Slewing Rate 

The slewing rate of an amplifier, usually in volts per micro- 
second (V//is), defines the maximum rate of change of output 
voltage for a large input step change. 


Unity-Gain Small-Signal Response 

Unity-gain small-signal response is the frequency at which the 
open-loop gain falls to IV/V, or OdB under a specified com- 
pensation condition. “Small signal” indicates that, in general, 
it is not possible to obtain large output voltage swing at high 
frequencies because of distortion due to slew-rate limiting or 
signal rectification. For amplifiers with symmetrical response 
for signals applied to either input, the dynamic behavior will 
be consistent for both inverting and non-inverting configura- 
tions. However, if feedforward compensation is used, fast re- 
sponse will be available only on the negative input, restricting 
fast applications of the device to the inverting mode. 
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A BRIEF BIBLIOGRAPHY ON OP AMPS 


BOOKS (Not available from Analog Devices except where 
noted) 

IC Op-Amp Cookbook by Walter Jung, Howard Sams & Co., 
Second Edition, 1980, down-to-earth and practical 
paperback 

Linear Integrated Circuit Applications by George B. Clayton, 
The Macmillan Press Ltd.', London, 1975 

Modern Operational Circuit Design, by J. L Smith, John Wiley 
& Sons, Inc., 1971 

Nonlinear Circuits Handbook, edited by D. H. Sheingold. 

1976. $5.95. Analog Devices, Box 796, Norwood, MA 
02062 

Operational Amplifiers and Linear IC’s, by R. F. Coughlin 
and F. F. Driscoll, Prentice-Hall, Second Edition, 1982. 
Practical textbook 

Operational Amplifiers, Theory and Practice, by J. K. Roberge, 
J. Wiley & Sons, 1975. Authoritative book on op amp 
principles and circuitry; contains extensive material on 
compensation to optimize dynamic performance 

Transducer Interfacing Handbook, edited by D. H. Sheingold. 
1980. $14.50. Analog Devices, Box 796, Norwood, MA 
02062 

ARTICLES AND APPLICATION NOTES (Available Upon 
Request; ask for specific issue of Analog Dialogue) 

“Analog Signal Handling for High Speed and Accuracy” by 
A. P. Brokaw, ANALOG DIALOGUE 11-2 

“Current Inverter with Wide Dynamic Range” by Barrie 
Gilbert, ANALOG DIALOGUE 9-1, 1975 


“How to Select Operational Amplifiers”, Application Note 
Section 20 of Volume I 

“An IC-Amplifier User’s Guide to Decoupling, Grounding, and 
Making Things Go Right for a Change,” by A. P. Brokaw, 
Application Note Section 20 of Volume 1 

“Laser-Trimming on the Wafer, A Powerful New Tool for IC’s” 
by R. Wagner, ANALOG DIALOGUE 9-3, 1975 

“Simple Rules for Choosing Resistance Values in Adder- 
Subtractor Circuits” by D. Sheingold, ANALOG 
DIALOGUE 10-1, 1976 

“Specifying and Measuring a Low-Noise FET-Input IC Op 
Amp” by Bill Maxwell, ANALOG DIALOGUE 8-2, 1974 

“How to Test Operational Amplifier Parameters”, Application 
Note Section 20 of Volume I 

USEFUL TUTORIAL MATERIAL IN DATA SHEETS 

Electrometer Circuitry, see ADS 15 

High-Speed Amplifiers, see ADS 18 and Models 50/51 

Low-Drift Differential Op Amp Performance, see AD504 

Low-Level Applications of Chopper-Stabilized Amplifiers: 
Inverting, see Models 234, 235 
Non-Inverting, sec Moder261 
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ANALOG Settling, Wideband, 

DEVICES lOOmA Output, FET Amplifie rs 

MODELS 50 & 51 


FEATURES 

Fast Settling: 200ns max, 0.05% (50J/K) 

100ns max, 0.1% (50J/K) 

100mA Output: dc to 8MHz (50J/K) 
dc to 6MHz (51A/B) 

All Hermetically Sealed Semiconductors (51A/B) 
-55°Cto +125°C Temperature Range (51A/B) 
lOOMHz Gain Bandwidth (50J/K) 

APPLICATIONS 
A to D Input Amplifier 
D to A Current Converter 
Video Pulse Amplifier 
CRT Deflection Amplifier 
Wideband Current Booster 


GENERAL DESCRIPTION 

Models 50 and 51 are ultra fast, wideband differential FET 
amplifiers, designed for applications requiring fast settling time 
with high output current in closed loop gain configurations of 
2 or greater. Model 50 offers guaranteed settling time of 100ns 
maximum to ±0.1% accuracy and 200ns maximum to ±0.05% 
accuracy. Model 5 1 features all hermetically sealed semicon- 
ductors for greater reliability and wide operating temperature 
range (-55°C to +125°C) with guaranteed settling times of 
140ns maximum to ±0.1% and 250ns maximum to ±0.05%. 

Model 50 is available in two input voltage drift selections. 
Model 50J is ±50fjtV/°C max, model 50K is ±15juV/°C max. 
Other outstanding features of models 50J/K are lOOMHz gain 
bandwidth product, slew rate of SOOV/fjLs and output current 
of ±100mA from dc to 8MHz. 

Model 51 is also available in two input voltage drift selections; 
model 51 A is ±50/tV/°C max, model 5 IB is ±20/iV/°C max. 
Models 51A/B offer 80MHz gain bandwidth product, slew rate 
of 400V//Lts and ±100mA output current from dc to 6MHz. 
Both models 50 and 51 offer significant improvement over 
previous designs with lower input voltage noise (6/iV rms, 

5 Hz to 2MHz bandwidth), particularly important in display 
system D/A converter applications. 

FAST SETTLING APPLICATIONS 

D/A converters require fast settling output amplifiers since 
conversion speed is often dictated by the settling time of the 
amplifier. Models 50 and 51 offer fast settling time perform- 
ance at closed loop gains from 2 to 6. This characteristic is 
extremely important for D/A applications requiring fast cur- 
rent to voltage conversion from less than ideal current sources. 



The circuit shown in Figure 1 is that of a typical current to 
voltage converter. The output of the D/A converter is often 
considered an ideal current source (Rout ~ °°) which is con- 
verted to a voltage by the amplifier’s feedback resistor. Al- 
though it may appear that in this application the amplifier is 
being operated in a closed loop gain of 1, a closer look at the 
D/A’s specifications may show an output impedance of J800 to 
2500 ohms. For this condition, the amplifier is operated in a 
closed loop gain of 2 to 6. This is then the range of gains over 
which settling time is important. 



F/ffure 1. High Speed Current to Voltage Buffer 

High speed amplifiers typically suffer significant degradation 
in settling time when operated in closed loop gains greater 
than unity. Model 50, with lOOMHz gain bandwidth and model 
51 with 80MHz gain bandwidth achieve fast settling time since 
they are far from the point of bandwidth limitations. For 
example, at a gain of 4, model 50 has a bandwidth of 20MHz, 
which represents a time constant of 8ns. For 0.1% settling, the 
bandwidth limitation is 6.9 time constants or approximately 
55ns. 


For detailed information, contact factory. 
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(typical @+25°C and ±15V unless otherwise noted) 


MODEL 

50J 50K 

51A 

51B 

OPEN LOOP GAIN 

DC, Load = 100 ohm 

88dB min * 

94dB min 

.. 

DC, Load * 2k ohm 

94dB min • 

97dB min 

•• 

RATED OUTPUT* 

Voltage, Rl > lOOn 

±10V min * 

• 

• 

Current 

±100mAmin * 

• 

• 

Impedance, Open Loop dc 

2 oon ‘ 

* 

* 

Load Capacitance, max 

Inverting 

lOOpF max • 

• 

• 

Noninverting 

50pF max • 

• 

• 



70MHz • 

56MHz 




80MHz 


Full Power 

SMHz min • 

6MHz min 



400V/ps, min * 

300V//1S, min 




400V//is, min 



200ns • 

• 


SETTLING TIME 

Inverting, Gain = 2 

±0.1%, ±10 Volt Step 

100ns max • 

140ns max 

•* 

±0.05%, ±10 Volt Step 

200ns max • 

250ns max ' 

•• 

Noninverting, Gain ~ 2 

±0.1%, ±10 Volt Step 

150ns max • 

200ns max 

•• 

±0.05%, ±10 Volt Step 

300ns max • 

400ns max 

•* 

INPUT OFFSET VOLTAGE 

Initial, @ +25 C 

Adjust to Zero • 

• 

• 

Trim Potentiometer 

ikn • 

• 

• 

With 499^2 Fixed Resistor 

±3mV • 

• 

• 

vs. Temperature 

±50^V/ C max ±15 aiV/ C max ±50/iVrC max 

±20pV/°C max 

vs. Supply Voltage 

±15mV/% 

• 

• 

vs. Time 

±500/iV/month • 

* 

• 

Warm up Drift, 20 Minutes 

±2mV • 

• 

• 

INPUT BIAS CURRENT 

Initial, @ +25 C 

0,0-2nAmax • 

• 

• 

vs. Temperature 

Double/+10°C • 

• 

• 

vs. Supply Voltage 

lOpA/% • 

• 

• 

INPUT DIFFERENCE CURRENT 

Initial, ® +25°C 

±100pA • 

. 

. 

vs. Temperature 

Double/* 10°C * 

• 

• 

INPUT IMPEDANCE 

Differential 

10"*nil3.5pF • 

• 

• 

Common Mode 

10''’nil3.5pF ♦ 

• 

• 

INPUT NOISE 




Voltage, O.lHa to lOHz 

5»iV, p-p • 

• 

* ' 

5Hz to 2MHz 

bfiV, rms * 

• 

• 

Current, O.lHz to lOHz 

Ip A, p-p • 

• 

• 

INPUT VOLTAGE RANGE 

Common Mode Voltage 

±10V min • 

• 

• 

Max Safe Differential Voltage 

±Vs 

• 

• 

Common Mode Rejection, CMV = ±10V 

60dB, min • 

• 

• 

Common Mode Rejection, CMV = ±5V 

70dB,min * 

• 

• 

POWER SUPPLY 

Voltage, Rated Performance’ 

±15Vdc * 

• 

• 

Voltage, Operating 

±(12tol8)Vdc • 

• 

• 

Current, Quiescent 

±40mA • 

• 

• 

TEMPERATURE RANGE 

Rated Specifications 

0 to +70 C • 

-25 C to *85 C 

•• 

Operating^ 

-25°Cto+85°C ^ • 

-55'’Cto+125°C 

•• 

Storage 

-55°C to +125°C * 

• 

• 

MECHANICAL 

Case Size, mm 

1.8" X 1.2" X 0.6" • 

* 

• 

Weight, grams 

31 

* 

• 

Mating Socket 

AC1034 • 




NOTES 

•Specifications same as Model 50J. 

••Specifications same as Model 51A. 

' Short circuit protected to ground. 

* Recommended power supply ADI Model 920, ±15 V @ 200mA. 

®Model 51A and 5 IB have an operating temperature range of -55° C to +100'’C when operating 
in the differential mode. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



MATING SOCKET AC1034 

UNITY GAIN APPLICATIONS 
Models 50 and 51 have been optimized 
for fast settling inverting applications, 
such as current to voltage conversion at 
the output of D/A converters. In these 
configurations the high speed amplifier is 
usually operating in a noise gain of about 
5. (Noise Gain = 1 + Rf/Rou^ of D/A). 
They have also been designed as fast non- 
inverting amplifiers and offer excellent 
performance at noise gains of 2 or higher. 
For unity gain applications the circuits 
shown in Figure 2 and Figure 3 are 
recommended. 



Figure 2. Recommended 
Circuit for Unity Gain 
Noninverting Buffer 



Figure 3. Recommended 
Circuit for Unity Gain 
Inverter 
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ANALOG 

DEVICES 


Low Noise, Low Drift 
Precision FET Ampiifier 

MODEL 52 


FEATURES 

^Guaranteed Low Noise: 1.5pV p-p max (52K). 

Low Voltage Drift: 1/xV/°C max (52K) 

Low Bias Current: 3pA, max 

High CMR: lOOdB, min 

High Voltage Gain: 120dB, min 

Wide Power Supply Range: ±9V to ±18V 

Excellent Long Term Stability: 5/iV /month 

Fast Thermal Response 

APPLICATIONS 

Low Level Instrumentation Preamp 

High Impedance Precision Buffer 

Long Term Integrator 

Current to Voltage Converter 

Precision Voltage Regulator 

Preamp for 16-Bit Resolution V/F Converters 

GENERAL DESCRIPTION 

Model 52, a low noise, high accuracy FET input operational 
amplifier was designed for handling microvolt signals from 
high impedance (>100kn) sources. It features guaranteed low 
voltage noise (1.5/uV p-p max, 0.01 to IHz bandwidth 52K) 
with low input offset voltage drift (3/iV/°C max, 52J ; ljLtV/°C 
max 52K). Unlike most available low drift amplifiers, model 52 
voltage drift is unaffected by trimming the initial offset 
voltage (0.5mV max). The low input bias current (3pA max) 
is held constant over the entire ±10V common mode voltage 
range. High voltage gain (120dB, min) and high CMR (lOOdB, 
min) complete the performance profile. Model 52 is an excel- 
lent choice for high accuracy, high resolution linear signal 
processing applications. 

By incorporating a new low noise N-channel monolithic FET 
input stage, thermal stability, voltage noise and differential sig- 
nal performance are improved to a level previously obtainable 
only in the best bipolar amplifier designs. Model 52 is an ex- 
cellent choice to replace chopper stabilized amplifiers where 
significant sources of error are introduced from zero beating, 
“chopper spikes” and ground loop currents. 

The guaranteed accuracy performance of model 52 suggests 
critical applications such as low noise, low drift “front-end” 
preamplifiers for A to D converters and DVM’s. For high im- 
pedance buffering applications, model 52 offers low input 
bias current, high linear common mode rejection, complete 
protection from input transients (offset voltage and bias cur- 
rent will not degrade due to reverse breakdown) and freedom 
from latch up when the common mode voltage range is ex- 
ceeded. Model 52 is supplied in a reliable, compact epoxy 
module package. Output is protected from shorts to ground 
and/or supply voltage and is capable of driving up to 0.01/uF 
load capacitance. 



001 0,1 ' 1 10 100 Ik lOk 

fREaUENCV-Hr 

VOLTAGE AND CURRENT NOISE PER ROOT Hz OF BANDWIDTH 


IMPROVED OFFSET VOLTAGE STABILITY 
Model 52 has been designed for the lowest possible input 
voltage drift over the 0 to +70°C temperature range. In most 
operational amplifier designs, trimming is accomplished by 
unbalaneing the current in the input stage. This trimming 
technique introduces an additional 2 to 12/uV/°C for each 
millivolt of Eqs that is nulled. To provide performance con- 
sistent with low offset voltage drift, model 52 incorporates a 
three-point trim (see connection diagram) whereby a com- 
pensating voltage is introduced without unbalancing the input 
stage currents. By virtue of this trim scheme, there is no 
degradation in T.C. when Eqs is nulled and the specified per- 
formance is achieved. 

IMPROVED NOISE PERFORMANCE 

Input noise limits signal resolution in low level signal processing 
applications. The FET input stage of model 52 reduces noise 
current significantly from that of bipolar amplifiers, permit- 
ting high source impedance applications. Model 52 also offers 
voltage noise levels appreciably below that of other FET am- 
plifiers. To illustrate the excellent low noise performance of 
model 52, Figure 1 shows typical input voltage noise in a 0.01 
to IHz bandwidth. Noise is typically less than ljuV p-p and is 
free of noise spikes. 



TIME 


Figure 1. Voltage Noise 0.01 to 1Hz Bandwidth 


For detailed information, contact factory. 
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(typical @+25° C and ±15V unless otherwise noted) 


MODEL 

52J 

52K 

OPEN LOOP GAIN 

DC 2kn Load 

120dB min(130dBtyp) 

• 

RATED OUTPUT* 

Voltage, 2kO Load 

±10V min 


Current 

±5mA min 


Maximum Load Capacitance 

0.01/uF 

* 

Impedance, Open Loop 

7sn 


FREQUENCY RESPONSE 

Unity Gain, Small Signal 

500kHz 


Full Power 

4kHz min 


Slew Rate 

0.25V/jis min 


Overload Recovery 

130jis 


Settling Time, ±0.1%, ±10V Step 

100/is 


Settling Time, ±0.01%, ±10V Step 

ISOjis 


INPUT OFFSET VOLTAGE 

lnitial^ ® ■l•25 C 

±500/iV max 

* 

With External Trim Potentiometer 

Adjustable to Zero 

±ljiV/“C max 

vs. Temperature (0 to ■l■70‘’C) 

±3/dV/“C max 

vs. Supply Voltage 

±2fiV/% 

* 

vs. Time 

±5/LlV/Month 

* 

Warm-Up Drift, 5 Minutes 

±5mV 


INPUT BIAS CURRENT 



Initial, ® ■i-25'’c 

-3pA max (-IpA typ) 

* 

vs. Temperature (0 to ■t-70°C) 

x2/-H0‘’C 


vs. Supply Voltage 

±0.01pA/% 


INPUT DIFFERENCE CURRENT 

Initial, ® ■(■25 C 

±lpA 


vs. Temperature (0 to +70°C) 

x2/-H0°C 

* 

INPUT IMPEDANCE 

Differential 

10'’Q||3.5pF 

• 

Common Mode 

10**Q113.5pF 

• 

INPUT NOISE 

Voltage, O.OlHz to IHz 

3.0/jV p-p 

1.5mV p-p max 

lOHz to lOkHz 

S.OfiV rms 

3.0/jV rms max 

« 

f = IHz 

70nV/yTiz rms 

f=10Hz 

25nV/>/Hrrms 

« 

f = lOOHz 

20nV/x/Hrrms 

• 

f=lkHz 

13nV/-s/Hrrms 


Current, O.OlHz to IHz 

O.lpA p-p 

7fA/VHz rms 

* 

f=lHz 

• 

f = lOHz 

2.5fA/>/Hz rms 

* 

f = lOOHz 

S.SfA/v/Tlz rms 

* 

f = IkHz 

6fA/\/Hz rms 

* 

INPUT VOLTAGE RANGE 

Common Mode Voltage 

±10V min 

* 

Common Mode Rejection, CMV = ±10V 

lOOdB min (106dB typ) 

* 

Max Safe Differential Voltage 

±Vs 

• 

POWER SUPPLY^ 

Voltage, Rated Performance 

±15V 

* 

Voltage, Operating 

±(9 to 18)V 

* 

Current, Quiescent 

±5mA 

• 

TEMPERATURE RANGE 

Rated Performance 

0 to +70 C 


Operating 

-25°C to ■^85°C 

* 

Storage 

-55°Cto ■l■125'’C 


MECHANICAL 

Case Size 

1.12" X 1.12" X 0.4" 

* 

Weight 

16g 

• 

Mating Socket 

AC 1008 

* 


NOTES 

•Specifications same as model 52J. 

‘ Protected for short circuit to ground. 

’With no external trim potentiometer connected. 

’ Recommended power supply, ADI model 904, ±15V @ 50mA output. 
Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



[-•-0.04 DIA 
( 1 . 02 ) 



I-* 0.1 GRID 
(2.5) 


‘Optional 1kn external trim pot. Input 
offset voltage may be adjusted to zero 
with trim pot connected as shown, With 
trim pins left open, Input offset voltage 
will be ±0.5mV, maximum. 

*Common Supply connection not required. 

MATING SOCKET 
AC1008 


J r— I 


0.5 (12.7) 

_L_ 




0.09 (2.3) 



BOTTOM VIEW 


•No connection required on Model 52. 
FREQUENCY RESPONSE 
From the plot of Open Loop Voltage Gain 
and Phase Shift (see Figure 2) versus Fre- 
quency, it can be seen that model 52 is stable 
for all closed loop gains. Even at the cross- 
over frequency of 500kHz, model 52 has a 
phase margin of 75 . 



Figure 2. Open Loop Frequency Response 
and CMR 
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□ ANALOG High Voltage 

DEVICES Differential FET Amplifier 

MODEL 171 


FEATURES 

High Output Voltage: ±140V 
High CMR: lOOdBmin 

Operates With a Wide Range of Power Supplies 
HighCMV: ±(lVsl - 10V) 

APPLICATIONS 

High Voltage Compliance Current Source 

High Voltage Follower With Gain 

High Voltage Integrator 

Diff. Amp for High CMV Bridge Applications 

Reference Power Supply 



GENERAL DESCRIPTION 

Model 171 is a high performance FET input op amp designed 
for operation over a wide range of supply voltages. This module 
features an output range of ±15V to ±140V at 10mA, a mini- 
mum CMRR of lOOdB and a high common mode voltage rating 
of ±(Vs - lOV) min. DC offset is less than ±lmV, and maximum 
drift of either ±50 or ±15/iV/°C is available in the J or K ver- 
sions. Bias current is less than 50pA (171J) or 20pA (171K), 
doubling per +10°C increase of temperature. The model 171 
also features small signal bandwidth of 3MHz for unity gain, 
full-power bandwidth of 15kHz, and slew rate of 10V//is. 

These operating characteristics make model 171 an excellent 
choice for high voltage buffer applications, followers with gain, 
off-ground signal measurements and reference power supplies. 

Excellent power supply rejection of IfiV/V enables model 171 
to be powered by inexpensive, low regulation supplies, without 
sacrificing any of the 171’s inherent high performance. The 
supplies also need not be symmetrical. Any combination of 
power supply voltages between the limits of 15 to +300V for 
the positive side and 15 to -300V for negative side is acceptable 
provided the total voltage across the amplifier is within the 
range of 30 to 300V. 

Model 171’s output is completely short circuit protected by the 
use of a current limit scheme. This type of protection provides 
a short circuit output that is only slightly greater than the rated 
output current for normal operation. With this design the 
module and external circuitry are protected, internal heat dissi- 
pation and the associated high temperature rise are limited, and 
added reliability is built in. 


POWER SUPPLY VOLTAGES 

Model 171 offers the flexibility of operating with an extensive 
range and combination of power supply voltages. Figure 1 shows 
a chart of permissible combinations of supply voltages for the 
171. The model 171 maintains its normal operating character- 
istics when using asymmetrical power supply configurations. 



Figure 1. Power Supply Voltage Combinations 


For detailed information, contact factory. 
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(typical @ +25°C and ±125V unless otherwise noted) 


MODEL 

171J 

171K 

OPEN LOOP GAIN 

10^ min 

♦ 

RATED OUTPUT 

Voltage 

±(|Vs|-10V) min 

* 

Current 

ilOmA min 

* 

Maximum Load Capacitance 

lOOOpF 

♦ 

FREQUENCY RESPONSE 

Unity Gain, Small Signal 

3MHz 

* 

Slewing Rate 

10V/|is min 


Full Power 

15kHz min 

* 

Settling Time to±0.1%, ±10V Step 

25)is 


Overload Recovery 

5/xs 

♦ 

INPUT OFFSET VOLTAGE 

Initial Offset, +25°C* 

ilmV 

* 

Avg. vs. Temp (0 to +70°C) 

±50/uV/°C max 

±15juV/°C max 

vs. Supply Voltage 

tliiVIV 

♦ 

vs. Time 

±250/iV/mo 

♦ 

INPUT BIAS CURRENT 

Initial Bias, +25°C 

-5 Op A max 

-20pA max 

vs. Temp (0 to +70°C) 

X 2/10°C 

♦ 

Difference Current 

ilOpA 

±5pA 

INPUT IMPEDANCE 

Differential 

10"mi3.5pF 

* 

Common Mode 

10"mi3.5pF 

* 

INPUT NOISE 

Voltage, 0.01 to l.OHz 

4/iV p-p 

♦ 

lOHz to lOkHz 

2.5fV rms 


5Hz to 50kHz 

6/iV rms 


INPUT VOLTAGE RANGE 

Common Mode Voltage 

±( IVg 1 -lOV) min 

♦ 

Common Mode Rejection 

lOOdB min 

♦ 

Common Mode Rejection 

114dB 

♦ 

Max Safe Differential Voltage 

+1 

♦ 

POWER SUPPLY 

Voltage, Rated Specification 

±25 to ±150Vdc 

* 

Voltage, Operating 

±15 to ±150V dc 

* 

Current, Quiescent 

±6mA typ 

* 

TEMPERATURE RANGE 

Rated Specification 

0 to +70°C 

* 

Operating / 

-25°C to +85°C 

* 

Storage 

-40°C to +100°C 

♦ 

MECHANICAL 

Case Size 

2.4l" X 1.82" X 0.61 

* 

Weight 

80g 

♦ 

Mating Socket 

AC1037 

♦ 


NOTES 

•Specifications same as 171J. 

‘ No external trim connection required. 
Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



2.41 MAX (61.2)——*- 

1 

0.61 MAX 
(15.5) 

J 



.u u u u 


O.ZS MAX (6.4) 
0.20 MIN (5.1) 



Dimensions shown in inches and (mm). 



.60 MAX I12.70I 



MATING SOCKET AC1037 

SINGLE SUPPLY OPERATION 
As shown in Figure 1, the moiiel 171 
requires at least ±15 volts applied across 
it in order to operate properly. The 171 
may be operated from a single floating 
supply voltage by using the power supply 
offsetting scheme shown in Figure 2. 
When this configuration is used, the 171 
is capable of operating over its specified 
input and output voltage range. 
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ANALOG 

DEVICES 


Low Noise 
Chopper Stabilized Amplifiers 


MODELS 234, 235 


FEATURES 

Ultra-Low Noise: 0.7/xV p-p, 0.01Hz to 1Hz BW (234) 
O.SjLtV p-p, 0.01Hz to 1Hz BW (235) 
Very Low Offset Drift: O.I/iV/’C, 1pA/°C (234L) 
0.1/iV/°C, 0.5pA/°C (235L) 
Excellent Long Term Stability: 5/iV/year (235) 

Fast Settling: 4/l(s to 0.01%, 2.5MHz BW (235) 

APPLICATIONS 

Precision Integration 

Servo/Null Detector Loops 

Microvolt/Picoamp Measurements 

Bridge Amplifier 

Controlled Current Source 

Balance Scales and Weighing Instruments 



GENERAL DESCRIPTION 

Analog Devices’ models 234, 235 are high performance, 
economy chopper-stabilized op amps that meet the demands 
of critical laboratory and industrial applications requiring 
ultra-low noise, exceptional long term offset stability and 
versatility. Both models feature compact plug-in modular 
design, and are ideally suited for new design applications, or 
upgrading of existing systems, where both improved per- 
formance and cost savings can be realized. 

Model 234: The model 234 is designed for wideband applica- 
tions and features lO’V/V open loop gain, 2.5MHz unity gain 
bandwidth, full power response to 500kHz and settling time 
of 4/as (to 0.01%, lOV step, 20kJ2 load). The model 234 also 
features low input voltage noise of 0.7/aV p-p (O.OlHz to IHz 
BW), low offset voltage drift of l/iV/°C (234J), 0.03/iV/°C 
(234K) or 0.1/aV/°C (234L) and long term stability of ±2/iV/ 
month. 

Incorporating MOSFET choppers and discrete components 
(vs. IC op amps) for the main and stabilizing amplifier chan- 
nels, this inverting design is virtually free of input chopper 
spikes and offers reduced modulation ripple for quieter wide- 
band performance. These characteristics are especially de- 
sirable when operating from high source impedances (above 
100kJ2) at wide bandwidths. To illustrate the improvements 
in noise and bandwidth performance, over previous Analog 
Devices’ designs, comparative data is set forth in the follow- 
ing sections comparing models 232 and 233 with 234. 

Model 235: The model 235 is recommended for applications 
where lowest cost and lowest noise are required. The model 
235 features low input voltage noise of 0.5/iV p-p (O.OlHz to 
IHz BW), low offset voltage drift of 0.5/uV/°C (235J), 
0.25iUV/°C (23 5 K), 0.1/LiV/°C (23 5 L) and a long term 
stability of 5/LiV/year. 


This combination of noise and drift performance makes 
model 235 ideally suited for demanding applications such as 
balance scales and weighing instmments requiring high ac- 
curacy and excellent long-term stability wi^out the use of 
“front panel’’ balance pots or periodic internal adjustment 

Model 235 has been designed to virtually eliminate intermodu- 
lation problems caused by “beating’’ against power line fre- 
quencies. The chopper’s ultra-stable oscillator is precisely set 
at the factory to a frequency that minimizes ineractions with 
harmonics of 50Hz, 60Hz and 400Hz power lines. 


APPLICATIONS 

In general, the models 234, 235 inverting amplifiers should 
be considered where long term stability of offset voltage must 
be maintained with time and temperature for preeision designs, 
or wherever maintenance-free operation of instruments and 
remote circuits is essential. Typical applications include low 
drift amplification of microvolt signals, integration of low 
duty-cycle pulse trains and analog computing for general 
purpose designs. Low input noise and stable offset voltages 
also make 234, 235 an ideal preamp for precision low fre- 
quency applications such as DVMs, 12- to 16-bit A to D 
converters, and for error amplifiers in servo and null de- 
tector systems. 



Figure 1. Model 234 Comparative input Noise (RTI) 
Performance in a dc to 1 kHz Bandwidth 


For detailed information, contact factory. 
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SPECIFICATIONS 


(typical @+25°C and ±15V unless otherwise noted) 


MODEL 

234J 

234K 

234L 

235J 

235K 

235L 

OPEN LOOP GAIN 







DC, 2k ohm load 

lO’ V/Vmin 

• 


5 X IO’YA' min 

• • 

• • 

RATED OUTPUT 







Voltage 

Current 

±10V min 
±5mA min 

* 




• 

Load Capacitance Range 

O-lOOOpF min 

• 

* 

O.Ol/tF 

* « 

• • 

FREQUENCY* 







Unity Gain, Small Signal 

2.5MHz 

• 


IMHz 



Full Power Response 

500kHz min 

• 

* 

5 kHz min 

•* 


Slew Rate 

30V//is 

* 


0.3V/11S min 



SETTLING TIME to 0.01% 







20kQ load, lOV step 

4;ts 

• 


N/A 

N/A 

N/A 

INPUT OFFSET VOLTAGE 







Initial Offset* 

±50/iV max 

±20/iV max 

±20fiV max 

±25 fiV max 

• • 

±15;iV max 

vs. Temp, 0 to +70°C 

±1.0ptV/°C max 

±0.3;jV/°C max 

±0.1/jV/°C max 

±0.5/iV/°C max 

±0.25/iV/°C max 

±0.1/iV/°C max 

vs. Supply Voltage 

±0.2ilV/% 

• 

* 

±0.1mV/% 

• • 

* * 

vs. Time 

±2AtV/month 

• 

* 

±5nV/yeii 

• • 

• * 

vs. Turn On, 10 sec to 10 min 

+3/1V 



* 


* 

INPUT BIAS CURRENT 







Initial, ® +25'’C 

±100pA max 

* 

* 

• 

±50pA max 

±5 Op A max 

vs. Temp, 0 to +70°C 

±4pA/ C max 

±2pA/°C max 

±lpA/ C max 

IpA/ C max 

0.5pA/°C max 

0.5pA/°C max 

vs. Supply Voltage 

±0.5pA/% 

* 


0.2pA/% 


• • 

INPUT IMPEDANCE 







Invening Input to Signal Ground 

300k ohms 



' 

* 

• 

INPUT NOISE 







Voltage, 0.01 to IHz 

0.7/iV p-p 

• 

• 

0.5/iV p-p 

2iiV p-p max 

2;iV p-p max 

0.1 to lOHz 

1.5MV p-p 

• 

* 

3.5/lV p-p 

•• 

»• 

lOHz to lOkHz 

2lxV rms 

• 

* 

5/iV rms 

•• 

• • 

Current, 0.01 to IHz 

2pA p-p 

• 


lOpA p-p 

• • 

• • 

0.1 to lOHz 

4pA p-p 



30pA p-p 



INPUT VOLTAGE RANGE 







(-) Input to Signal Ground 

±15V max 






POWER SUPPLY (V dc)* 







Rated Performance 

±15V@ 5mA 

• 

• 

• 

• 

* 

Operating 

±(12 to 18)V 

* 


• 


m 

TEMPERATURE RANGE 







Rated Specifications 

0 to +70°C 

* 

• 


* 


Operating 

Storage 

-25 C to +85 C 
-25°C to +100°C * 

• 

-55°C to+125°C 

•• 

* * 


NOTES 

*Spccifications same as model 234J. 
**Specifications same as model 235J. 

* Model 235 overload recovery, 10 sec typ. 


’Externally ^justable to zero. 

’Recommended power supply: Analog Devices model 904, tlSV dc ® 50mA. 
Specifications subject to change without notice. 
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Figure 2. Model 235 Voltage and Current Noise. 
Model 233 Voltage Noise Shown for Comparison. 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 



NOTES: 

*Connect Trim Terminal to Common 
if Trim Pot is not used. 

1 . SG Tied to Common. 

2. Mating Socket AC1010. 

3. Weight: 27 grams. 
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Selection Guide 

Isolation Amplifiers 





MODEL 277 

Versatile Op Amp Front End: Inverting, 
Noninverting, Differential Applications 
Low Nonlinearity: 0.025% max. Model 277K 
Low Input Offset Voltage Drift: IpV/X max. 
Model 277K 

Floating Power Supply: ±15V dc @ ±15mA 
High CMR: 160dB min @'dc 
High CMV: 3500V,,„, 


Page 

Vol. II 
5-9 



• IN/OUT 

) DC POWER 
IN. Vs 
♦ 12.SVTO 


MODEL 289 

Low Nonlinearity: ±0.012% max (289L) 
Frequency Response: (-3dB) dc to 20kHz 

(Full Power) dc to 5kHz 
Gain Adjustable 1 to 100V/V, Single Resistor 
3-Port Isolation: ± 2500V CMV Isolation 
Input/Output 

Low Gain Drift: ±0.005%/°C max 
Floating Power Output: ±15V @ ±5mA 
120dB CMR at 60Hz: Fully Shielded Input Stage 
Meets UL Std. 544 Leakage: 2pA rms max, @ 
115V ac, 60Hz 


Vol. II 
5-17 
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MODEL 290A 


Page 


Isolated Power Supply: ±13V dc @ ±5mA (290A) 
Low Nonlinearity: 0.1% @ lOV pk-pk Output 
High Gain Stability: 0.001%/1000 Hours; 0.01%/°C 
Small Size: 1.5'’x 1.5" x 0.62" 

Low Input Offset Voltage Drift: 10p.V/°C (Gain = 
100V/V) 

Wide Input/Output Dynamic Range: 20V pk-pk 
High CMV Isolation: 1500V dc. Continuous 
Wide Gain Range: 1 to 100VA/ 


Vol. II 


5 



MODEL 292A 

Multichannel Capability Using External Oscillator Vol. II 

(292A) 5-21 

Isolated Power Supply: ±15mA (292A)- 
Low Nonlinearity: 0.1% @ 10V pk-pk Output 
High Gain Stability: 0.001%/1000 Hours; 0.01%/°C 
SmallSize: 1.5" X 1.5" X 0.62" 

Low Input Offset Voltage Drift: 10p.V/°C (Gain = 

100V/V) 

Wide Input/Output Dynamic Range: 20V pk-pk 
High CMV Isolation: 1500V dc, Continuous 
Wide Gain Range: 1 to lOOVA^ 
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MODEL 284 

High CMV Isolation: ±5000V pk, 10ms Pulse; 

± 2500V dc Continuous 
High CMR: IIOdB min with 5kn Imbalance 
Low Nonlinearity: 0.05% @ 10V pk-pk Output 
High Gain Stability: ±0.0075%/°C, ±0.001%/1000 
hours 

Low input Offset Voltage Drift: 10p.V/°C, G = 
100V/V 

Resistor Programmed Gain: 1 to 10V/V (284J) 
Isolated Power Supply: ±8.5V dc @ ± 5mA (284J) 
Meets IEEE Std 472: Transient Protection (SWC) 
Meets UL Std 544 Leakage @ 115V ac, 60Hz: 

2.0p.A max (284 J) 


MODEL 286 

High CMV Isolation: ± 5000V pk, 10ms Pulse; 

± 2500V dc Continuous 
High CMR: IIOdB min with 5kn Imbalance 
Low Nonlinearity: 0.05% @ 10V pk-pk Output 
High Gain Stability: ±0.0075%/°C, ±0.001%/1000 
hours 

Low Input Offset Voltage Drift: 10p.V/°C, G = 
100V/V 

Resistor Programmed Gain: 1 to 100VA/ (286J) 
Isolated Power Supply: ±15V dc @ ± 15mA (286J) 
Meets IEEE Std 472: Transient Protection (SWC) 
Meets UL Std 544 Leakage @ 115V ac, 60Hz: 

2.5pA max (284J) 
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INPUT 


OUTPUT 


AD293 



High Common-Mode Voltage: AD293 ±2500V 
peak max 

Nonlinearity: ±0.05% max (AD293B) 

Adjustable Input & Output Gain: 1VA/ to 1000VA/ 
Complies with NEMA ICS1-111 
Hermetically Sealed Hybrid Construction 




AD294 

High Common-Mode Voltage: ±8000V 
peak max 

Nonlinearity: ±0.05% of max 

Adjustable Input & Output Gain: 1VA/ to 1000VA/ 

Complies with NEMA ICS1-111 

Meets UL Std 544 Leakage: 2.0pA max @ 

115V ac, 60Hz 

Hermetically Sealed Hybrid Construction 


Vol. I 
5-13 
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Orientation 

Isolation Amplifiers 

The isolation amplifier (or isolator) has an input circuit that 
is galvanically isolated from the power supply and the output 
circuit. Isolators are intended for applications requiring safe, 
accurate measurement of dc and low-frequency voltage or 
current in the presence of high common-mode voltage (to 
thousands of volts) with high CMR, line-receiving of signals 
transmitted at high impedance in noisy environments, and for 
safety in general-purpose measurements where dc and- line-fre- 
quency leakage must be maintained at levels well helow certain 
mandated minima.* Principal applications are in electrical en- 
vironments of the kind associated with medical equipment, 
conventional and nuclear power plants, automatic test equip- 
ment, and industrial process-control systems. 

Analog Devices Isolators described in this section use electro- 
magnetically coupled high-frequency carrier techniques for 
communication of power to and signals from the input circuit. 

CHOOSING AN ISOLATOR 

The choice of an isolator depends on the desired functional 
characteristics and the required specifications. Functional 
characteristics include such considerations as number of chan- 
nels, range of output common-mode (output to power sup- 
ply), nature of the front-end amplifier (amplification only or 
general op-amp functioning), and the availability of isolated 
power for additional external front-end circuitry. Key specifi- 
cations include performance specs and “absolute max/min” 
mandated safety specifications. Definitions of specifications 
follow this section. In addition to the products listed here, 
which are recommended for new designs, a number of older 
products are still available; data sheets are available upon re- 
quest. In addition to the useful applications information on 
the data sheets published here, an applications guide^ , avail- 
able upon request, provides information useful to the circuit 
designer. 

The devices described in this section are all voltage-output 
isolation amplifiers, useful in general-purpose circuit applica- 
tions for instrumentation amplifiers or op amps where isola- 
tion is a necessity. In addition to these devices, there are a 
growing number of isolators available from Analog Devices 
that perform dedicated functions, for use where isolation is 
necessary or desirable. Some of their applications can be seen 
in the Transducer Interfacing Handbook^ . 

Data for other products employing isolation techniques may 
be found in these sections of this Volume; Transducers and 
Signal Conditioners, Digital-to-Analog Converters, Synchro/ 
Resolver-Digital Converters, Digital Panel Instruments, 
Intelligent Measurement-and-Control Subsystems, Linear Test 
Systems, and MACSYM. Power Supplies and DC-DC Converters, 
being transformer-coupled, also provide isolation. 

•Examples of such requirements may be found in UL STD 544 and 
SWC (Surge Withstand Capability) in IEEE Standard for Transient 
Voltage Protection 472-1974. 

* Analog Devices “Applications Guide to Isolation Amplifiers” (1984) 

* Sheingold, D. H., ed. Transducer Interfacing Handbook— A guide to 
analog signal conditioning. Norwood MA 02062 (P.O. Box 796): 

Analog Devices, Inc., 1980, $14.50 
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Examples of such products include the 2B54 Thermocouple/mV 
4-Channel Multiplexer/Amplifier, the 2B22 Voltage-or-Current- 
to 4-to-20mA Converter, the DAC1423 10-bit Digital-to-4-to- 
20mA Converter, the AD2036, AD2037, and AD2038 Scan- 
ning Panel Instruments, and the juMAC-SOOO Intelligent Mea- 
surement-and-Control Subsystems. 

Functional Characteristics The figure shows the circuit archi- 
tecture of a self-contained isolator, Model 289. The various 
models differ, but their properties can be discussed in terms of 
the device shown. An Isolator of this type requires power from 
a two-terminal dc supply. An internal oscillator converts the 
dc power to ac, which is transformer-coupled to the shielded 
input section, then converted to dc for the input stage and the 
auxiliary power output. The ac carrier is also modulated by 
the amplifier output, transformer-coupled to the output stage, 
demodulated by a phase-sensitive demodulator (using the 
carrier as the reference), filtered, and amplified, using isolated 
dc power, derived from the carrier. 

The amplifier in this example is a resistor-protected op amp 
(actually, the protection works both ways — it protects the 
amplifier against differential overloads (120V rms continuous) 
and it protects sensitive input sources from supply voltage if 
the amplifier malfunctions), connected for a programmable 
gain from 1 to lOOV/V, as determined by a single external 
resistor. Since both input terminals are floating, the amplifier 
functions effectively as an instrumentation amplifier. All but 
one of the amplifiers in this series function in the instrumenta- 
tion-amplifier mode, but with various gain ranges. The 277 is 
an exception; its input stage is an uncommitted high-gain low- 
drift, low-noise op amp, and the output terminal of the input 
stage is available for feedback connections to perform a wide 
range of single-ended or differential operations. Because of tbe 
transformer coupling, the outputs of all these devices are 
isolated from their input stages. 




SYNC 

IN/OUT 


DC POWER 
IN. Vs 
PWRCOM 


In the figure, it can be seen that the demodulator drive is 
magnetically coupled from the oscillator to the output stage. 





This permits the output to operate at a dc common-mode 
potential with respect to power common. An isolator of this 
type is said to provide three-port isolation, because there are 
three isolated ports: input, power supply, and output. The 
AD293 and AD294 have 3 isolated sections, but the op amp 
supply is tied to output common. The data sheets carry block 
diagrams, which show the architecture of each device; 3-port 
devices, in general, have an output common-mode voltage spec 
in the “Rated Output” section. Two-port devices are those in 
which there is a dc connection between the oscillator power 
supply and the output stage. 

The 289, as can be seen, is a completely self-contained device. 
There are applications for which a degree of “unbundling” can 
lead to economy and improved performance. For example, if 
there are many input channels to be isolated, economies can be 
realized by the use of a common oscillator. In addition, the 
common oscillator makes it possible to avoid the possibility of 
small errors due to beat frequencies developed by small 
amounts of crosstalk. 


Several synchronized multichannel devices are available. Mod- 
el 292A is essentially a 290A with a power amplifier instead of 
an oscillator. It requires a dc power input and a pair of leads 
for a low-power oscillator input, which can be furnished by a 
281 synchronizable oscillator. The 281 will drive from one to 
16 292As, and it will also synchronize additional 281s for 
increments of up to 16 292s per 281. 



SPECIFICATIONS 

The illustration on the next page shows a typical specification 
block and defines the specifications of key interest. 
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NONLINEARITY - This is the 
peak deviation from a best 
straight line, expressed as a % of 
peak-to-peak output. Should be '• 
considered when signal fidelity 
is of prime importance. 

MAX SAFE DIFFERENTIAL 
INPUT — Max voltage that can ^ 
be safely applied across input 
terminals. Important to consider 
for fail-safe designs in the pres- 
ence of high voltages. 


OVERLOAD RESISTANCE - -- 
This is the apparent input im- 
pedance under conditions of am- 
plifier saturation. It limits differ- 
ential fault currents. 


INPUT NOISE - Total noise, 
referred to the input. Facilitates 
comparison with expected sig- 
nal input levels. 


ISOLATED SUPPLY - Dual 
supply voltages, completely iso- 
lated from the input power supply 
terminals, provide the capability 
to excite floating input signal 
conditioners, front-end amplifiers, 
as well as remote transducers. 


GAIN (NONINVERTING) 

Range 

Formula 

Deviation from Formula 
^ vs. Temperature (0 to +70°C)* 
Nonlinearity, (±5V Swing)^’* 

INPUT VOLTAGE RATINGS ' 
Linear Differential Range (G = IV/V) 
^ Max Safe Differential Input 
^ Continuous 
1 Minute 

Max CMV (Inputs to Outputs) 


1 to lOOVA^ 

R^iinT) 

±1.5% max 

15ppm/®C typ (50ppm/®C max) 
±0.025% max 


Continuous ac or dc 

±2500V peak max 

ac, 60Hz, 1 Minute Duration 

25OOV rms 

CMR, Inputs to Outputs 60IIz 


Rs < IkQ, Balanced Source Impedance 

120dB 

Rs<lkn, HI IN Lead Only 

104dB min 

Max Leakage Current, Input to Output ® 

115V rms, 6OH2 ac 

l\iK rms max 

INPUT IMPEDANCE ^ 

Differential 

33pF||10*n 

^ Overload 

lookn 

Common Mode 

20pF]|5X10“n 

INPUT DIFFERENCE CURRENT 

Initial @ +25 C 

lOnA (75nA max) 

vs. Temperature (0 to 70'*C) 

0.15nA/°C 

INPUT NOISE (GAIN = lOOV/V) 

' Voltage 

0.05Hz to lOOHz 

BuV p-p 

lOHz to IkHz 

3/jV rms 

Current 

0.05Hz to lOOHz 

3pA rms 

FREQUENCY RESPONSE 

Small Signal -3dB 

G = 1V/V 

20kHz 

G = lOOVA^ 

5kHz 

Full Power, lOV p-p Output 

G = 1V/V 

5 kHz 

G = 100V/V 

3.5kHz 

Full Power, 20V p-p Output 

G= IV/V 

2.3kHz 

G= lOOV/V 

2.3kHz 

Slew Rate 

0.14V/j:iS 

Settling Timc^ . ±0.05%, ±10V Step 

400jis 


+14.4V to +25V 
+8.5Vto +25V 
+25mA 

0 to +70®C 
-15'*Cto+75°C 
-55®C to +85°C 


CMV, INPUTS TO OUTPUTS - 

Voltage that may be safely applied 
to both inputs with respect to 
outputs or power common. Neces- 
sary consideration in applications 
with high CMV input or when 
high voltage transients may occur 
at the input. 

CMR, INPUTS TO OUTPUTS - 
Indicates ability to reject common 
mode voltages between inputs 
and outputs. Important when 
processing small signals riding on 
high common mode voltages. 

LEAKAGE CURRENT - Maxi- 
mum input leakage current 
when power-line voltage is im- 
pressed on inputs. Vital con- 
sideration for patient safety in 
medical applications. 


OFFSET VOLTAGE, REFERRED TO INPUT 
Initial, @ +25'’C 


vs. Temperature (0 to +70 C) ±15 ±— max 

vs. Supply Voltage (+15V to +20V change) ±2 ±^^^V/V 
RATED OUTPUT 

Voltage, 2kn Load ±10V min 

Output Impedance <lI2(dc to lOOHz) 

Output Ripple, O.lMHz Bandwidth 

No Signd IN 5mV p-p 

+10ViN 50mV p-p 

, ISOLATED POWER SUPPLY 

Voltage ±15V dc 

Accuracy ±10% 

Current ±5mA, min 

Regulation No Load to Full Load ±5% 

Ripple, O.lMHz Bandwidth, No Load 25mV p-p 

Full Load 75mV p-p 

POWER SUPPLY, SINGLE POLARITY' 

Voltage, Rated Performance +14.4V to +25V 

Voltage, Operating +8.5Vto+25V 

Current, Quiescent (@ Vg = +15V) +25mA 

TEMPERATURE RANGE 

Rated Performance 0 to +70®C 

Operating -15'*C to +75'’C 

Storage -55**C to +85°C 

CASE DIMENSIONS l.S^X 2.0" X 0.75" 

NOTES: 

' Gain temperature drift is specified as a percentage of output signal level. 

^ Gain nonlinearity is specified as a percentage of lOV pk-pk output span. 

'When isolated power output is used, nonlinearity increases by i0.002%/mA of current drawn. 
^G» IVA^jwith 2-polc, 5kHz output filter. 

‘ Recommended power supply, ADI model 904, ± 15V ® 50mA output. 

Specifications subject to change without notice. 


OFFSET VOLTAGE REFERRED 
TO INPUT — Total input drift is 
composed of two sources (input 
and output stage drifts) and is 
gain (G) dependent. Referring 
offsets to the input allows them 
to be compared to signal levels. 
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ANALOG 

DEVICES 


Precision isolation Ampiifier 
High CMV/CMR, +15V Floating Power 


MODEL 277 

FEATURES 


Versatile Op Amp Front End: Inverting, Non-Inverting, 
Differential Applications 
Low Nonlinearity: 0.025% max. Model 277K 
Low Input Offset Voltage Drift: C max. Model 277K 

Floating Power Supply: ±15V dc @ ±15mA 
High CMR: 160dB min @ dc 
High CMV: 3500 Vnn, 


APPLICATIONS 

Programmable Gain Isolated Amplifier 

Isolated Power Source and Amplifier for Bridge Measurements 

instrumentation Amplifier 

Instrumentation Grade Process Signal Isolator 

Current Shunt Measurements 



GENERAL DESCRIPTION 

Model 277 is a versatile isolation amplifier which combines a 
high-performance, uncommitted operational amplifier front 
end with a precision, isolated output stage and a floating power 
supply section. This configuration, shown in Figure 1, makes 
the 277 ideally suited to instrumentation applications where 
the need for various forms of signal conditioning, high CMV 
protection and isolated transducer power requirements are 
encountered. 

The input stage is a low drift (±1 mV/°C max, model 277K) 
differential op amp that may be connected for use in inverting, 
non-inverting and differential configurations. The circuitry 
employed around the operational amplifier input stage can be 
designed by the user to suit each application’s particular signal 
processing needs. A full ±10V signal range is available at the 
output of the front end amplifier. 



2, OPTIONAL INPUT OFFSET TRIM |R)| AND OPTIONAL OUTPUT OFFSET TRIM IRol 
ARE SHOWN: WHEN Rq AND R| ARE NOT USED LEAVE PINS 6. 7. 8. 13 OPEN 


Figure 1. Transducer, Power, Gain Resistors, and Shieiding 
Interconnection 


The isolated output stage includes a special modulator/demodu- 
lator technique which provides the 277 with 160dB minimum 
dc common mode rejection between input and output com- 
mon and an input-to-output CMV rating of SSOOVjnjj. When 
combined with the output stage’s low nonlinearity (0.05%, 
models 277J/A and 0.025% model 277K), these high CMR and 
CMV ratings facilitate accurate measurements in the presence 
of noisy electrical equipment such as motors and relays. In 
addition, model 277A offers a -25°C to +85°C rated operating 
temperature range. All versions of model 277 have a ±10 volt 
output range. 

The floating power supply section provides isolated ±15 volt 
outputs capable of delivering currents up to ±15mA. This 
feature permits model 277 to power transducers and auxiliary 
isolated circuitry, thereby eliminating the need for a separate 
isolated dc/dc converter. 

All of the features of the model 277 isolation amplifier are 
packaged in a compact ( 3 " x 2 . 2 " x 0.59") module. As an 
assurance of high performance reliability, every model 277 is 
factory tested for CMV rating by application of 3500Vnns 
(±4900V peak) between input and output common terminals 
for pne minute (meets NEMA and CSA requirements for 
660Vn^s service.) In addition, the 277 has a calculated MTBF 
of 133,000 hours. 



OUT 

OFFSET TRIM 
OUT 

GAIN TRIM 


OUT 


•V| 

OUT COM 
+V| 

PWRCOM 


Figure 2. Model 277 Functional Block Diagram 


For detailed information, contact factory. 
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(typical at +25°C and ±15V unless otherwise noted) 


MODEL 

277J 

277K 

277A 

INPUT STAGE PERFORMANCE'.’ 

OPEN LOOP GAIN 

106dB min 

• 

• 

INPUT OFFSET VOLTAGE 

Initial, ® +25 C (Adjustable to Zero) 

±1.5inV max 

• 

• 

vs. Temperature 

Offset Untrimmed 

45/iV/ C max 

il^V/^C max 

tsitvrc 

Offset Trimmed to Zero 

±3;iV/*C max 

• 

vs. Supply Voltage 

±30^V/V 

• 

* 

vs. Time 

±3.5/iV/mo 

• 

• 

INPUT BIAS CURRENT 

Initial, ® +25 C 

420nA max 

• 

• 

VS. Temperature 

ISOpA/^C 

• 

• 

vs. Supply Voltage 

±100pA/V 

* 

• 

INPUT DIFFERENCE CURRENT 

Initial, ® +25 C , 

46nA 

• 

• 

vs. Supply Voltage 

±50pA/V 

• 

• 

INPUT IMPEDANCE 

Differential 

4MJ2 

• 

• 

Common Mode ^ 

lOOMniKpF 

• 

• 

INPUT NOISE 

Voltage, O.OlHz to lOHz 

1^V p-p 

• 

• 

lOHz to IkHz 

3/iV rms 

* 

• 

Current, O.OUIz to lOHz 

35pA p-p 

• 

• 

INPUT VOLTAGE RANGE 

Common Mode Voltage^ 

tlOVmin ' 

• 

• 

Common Mode Rejection^ , CMV = ±10V, 60Hz 

lOOdB 

• 

• 

Max Safe Differential Voltage 

413V 

• 

• 

ISOLATED POWER SUPPLY^ 

Voliage/Currcnt* 

415V@±15mAmax 

• 

• 

Load Regulation (No Load Full Load) 

+0. -6% 

• 

• 

Line Regulation 

IV/V 

• 

• 

Ripple, Full Load 

30mV p-p @ 70kHz 

• 

* 

OUTPUT STAGE PERFORMANCE 

GAIN 

IV/V 

• 

• 

Gain Error 

40.5% max 

• 

• 

vs. Temperature 

±50ppm/'’c max 

• 

• 

Nonlinearity, 410V Output 

40.05% max 

40.025% max 

• 

VOLTAGE RATINGS’ 

Max CMV, Output Com/Input Com 

ac, 60Hz, 1 Minute 

3500V^, max 

• 

• 

Nonrecurring Spike «1 Second) 

45000V pk max 

• 

• 

Peak ac or dc, Continuous 

±2500V max 

• 

• 

CMR. Output Com/Input Com’ 




dc 

160dB min 

• 

• 

60Hr 

120dB min 

• 

• 

Leak. Cur., Input/output 1 ISV,^,. 60Hz 

ImA rms max 

• 

• 

ISOLATION IMPEDANCE’ 

Input Com/Oueput Com 

10"ni|16pF 

• 

• 

OUTPUT OFFSET VOLTAGE 

Initial, @ +25 C (Adjustable to Zero) 

tlOmV max 

• 

• 

vs. Temperature 

±100pV/®C max 

+50aiV/®C maj 

c tlOO^tV/’’ C max 

vs. Supply Voltage 

4lmV/V 

• 

• 

vs. Time 

4100^V/mo 

• 

• 

FREQUENCY RESPONSE 

Small Signal, >3dB 

2.5 kHz 

• 

• 

Full Power, 20V p-p Output 

1.5kHz 

• 

• 

Settling Time ±10V Step to 0.1% 

1ms 

• 

• 

RATED OUTPUT 

Voltagc/Currcnt 

410V min@±5mA min 

• 

• 

OUTPUT NOISE 

Voltage, O.OlHz to lOHz 

7pV p-p 

• 

• 

lOHz to Ikllz 

25;iV rms 

• 

• 

POWER supply’ 

Voltage, Rated Performance 

±15Vdc 

• 

• 

Voltage, Operating 

±(14 to 16)V dc 

• 

• 

Current, Quiescent 

+35, -5mA 


• 

TEMPERATURE RANGE 

Rated Performance 

0 to +70'’c 

• 

-25''C to +85'’C 

Operating 

-25®C to +85®C 

• 

• 

Storage 

-SS^C to +85°C 

• 

• 

CASE SIZE 

3.0" x 2.2" X 0.59" 

• 

• 


NOTES: 

' Current drawn from INPUT FEEDBACK terminal must be <5mA. 

* Total current drawn from IN FEEDBACK and either +V| 5 q or -V| 5 q must be <lSmA. 

’input common mode specifications are measured at -r^IN and >1N terminals with respect to INPUT COM. 

* Protected for momentary shorts to IN COM. 

’isolation specifications are measured at INPUT COM with respect to OUT COM and PWR COM. 
’Recommended power supply, ADI model 904, ±15V ® i50mA. 

*Specifications same as model 277J . 

Specifications ubject to change without iiotice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm) 


277 


■m* 0.040 (1.02) 

[Httm 

U_0|5 


0.595 MAX (15.1) 


I 2 INPUT FEEDBACK 


»9 INPUT COM 


BOTTOM VIEW 
WEIGHT: 65 grvns 


OUT TRIM 13 I 


PWR COM 16 C 

mx 


0.1 (2.54) GRID 

MATING SOCKET - AC1053 



Figure 3. Input Stage Gain, CMR and Phase 
i^. Frequency 



Figure 4. Output Stage Gain and Phase 
vs. Frequency 
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ANALOG High CMV, 

DEVICES High Performance Isolation Amplifiers 

MODELS 284J, 286J, 281 


FEATURES 

High CMV Isolation: ±5000V pk, 10ms Pulse; ±2500V dc 
Continuous 

High CMR: IIOdB min with Sk^ Imbalance 
Low Nonlinearity: 0.05% @ 10V pk-pk Output 
High Gain Stability: ±0.0075%/°C, ±0.001%/1000 hours 
Low Input Offset Voltage Drift: 10jLiV/°C, G = 100V/V 
(Model 286J) 

Resistor Programmed Gain: 1 to 10V/V (284J) 

1 to 100V A/ (286J) 

Isolated Power Supply: ±8.5V dc @ ±5mA (284J) 

±15V dc@±15mA (286J) 

Meets IEEE Std 472: Transient Protection (SWC) 

Meets UL Std 544 Leakage @ 115V ac, 60Hz: 

2.0/iA max (284J) 

2.5/iA max (286J) 

APPLICATIONS 

Fetal Heartbeat Monitoring 

Multi-Channel ECG Recording 

Ground Loop Elimination in Industrial and Process Control 
High Voltage Protection in Data Acquisition Systems 
4-20mA Isolated Current Loop Receiver 

GENERAL DESCRIPTION 

The models 284J, 286J are low cost, high performance iso- 
lation amplifiers designed for high CMV isolation and low 
leakage in biomedical, industrial and data acquisition systems. 
Using modulation techniques with reliable transformer iso- 
lation, the models 284J, 286J protect both patients and ultra- 
sensitive equipment from high CMV transients up to ±5000V 
pk (10ms pulse) or 2500V dc continuous, high CMR of llOdB 
(5kJ2 imbalance) and feature maximum leakage current of less 
than 3^lA rms, @ 115V ac, 60Hz (inputs to power common). 

The model 284J is a self-contained isolation amplifier for 
single channel applications. For multi-channel applications, 
the model 286J combined with an external synchronizing 
oscillator such as the model 281 may be used; up to 16 model 
286J amplifiers can be driven from 1 model 281 oscillator. 
Additional channels may be obtained by configuring an un- 
limited number of 284Js with several ganged 281 oscillators. 

Both models also provide resistor-programmable gain of 1 to 
lOV/V (284J) or 1 to lOOV/V (286J), high gain stability of 
0.0075%/°C, low nonlinearity of 0.05% @ lOV pk-pk output 
and isolated power supply outputs of ± 15V dc @ ±15mA 
(286J) or ±8.5V dc @ ±5mA (284J). 

WHERE TO USE MODELS 284J, 286J 
Industrial Applications; In data acquisition systems, computer 
interface systems, process signal isolators and high CMV instm- 
mentation, models 284J, 286J offer complete galvanic isola- 
tion and protection against damage from transients and fault 
voltages. High level transducer interface capability is afforded 



with model 286J’s 20V pk-pk or model 284J’s lOV pk-pk in- 
put signal range at a gain of IV/V operation. In portable field 
designs, single supply, wide range operation (■^8V to +16V) 
offers simple battery operation. 

Medical Applications; In biomedical and patient monitoring 
equipment such as multi-channel VCG, ECG, and polygraph 
recorders, models 284J, 286J offer protection from lethal 
ground fault currents as well as 5kV defibrillator pulse inputs. 
Low level bioelectric signal recording is achieved with low 
input noise (8/iV pk-pk @ G = rriax gain) and high CMR 
(110dB,min@60Hz). 

DESIGN FEATURES AND USER BENEFITS 
High Reliability: Models 284J, 286J are conservatively de- 
signed, compact modules, capable of reliable operation in 
harsh environments. Models 284J, 286J have calculated MTBF 
of over 390,000 hours and are designed to meet MIL-STD- 
202E environmental testing as well as the IEEE Standard for 
Transient Voltage Protection (472-1974: Surge Withstand 
Capability). As an additional assurance of reliability, every 
model 284J and 286J is factory tested for CMV and input 
ratings by application of 5kV pk, 10ms pulses, between input 
terminals as well as input/output terminals. 

Isolated Power Supply; Dual regulated supplies, completely 
isolated from the inputpower terminals (±2500V dc isolation), 
provides the capability to excite floating signal conditioners, 
front end buffer amplifiers as well as remote transducers such 
as thermistors or bridges. 

Adjustable Gain; A single external resistor enables gain adjust- 
ment from IV/V to lOOV/V (286J) or IV/V to lOV/V (284J) 
providing the flexibility of applying models 284J, 286J in 
both high-level transducer interfacing as well as low-level 
sensor measurements. 
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SPECIFICATIONS 


(typical @ +25° C and Vs = +1SV dc unless otherwise noted) 


MODEL 

GAIN (NON-INVERTING) 

Range (SOkn Load) 

Formula 

Deviation from Formula 
vs. Time 

vs. Temperature (0 to +70°C)’ 
Nonlinearity, lOV pk-pk Output’ 
INPUT VOLTAGE RATINGS 

Linear Differential Range, G = IV/V 
Max Safe Differential Input 


284J 


286] * 


1 to lOV/V 
Gain = (1 + 


lOOkfl 

10.7kn + Ri(kn) 


±3% 

±0.001%/1000 Hours 

±0.0075%/“C 

±0.05% 


1 to lOOVA' 
Gain = [1 + - 


lOOkn 

Ikn + RifkJi) * 


±4% 


±5V min 


±10V min 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


^ 1.51 (38.1 ) MAX ► 


MODEL 284J, 286J 

T 

0.62 

(15.7) 

MAX 

_L 

TT 

0.20 TO 0 
15 TO 6.4 

0.04lt.02IOIA-».j|-«- 1 


Continuous 

240Vm„ 


Pulse, 10ms duration, 1 pulse/10 sec 

±6500Vp|, max 


Max CMV, Inputs to Outputs 



AC,60Hz, 1 minute duration 

2500V,„„ 


Pulse, 10ms duration, 1 pulse/lUsec 

±2500Vpk max 

• 

With 5 lOkH in series with Guard 

±5000Vpk max 


Continuous, AC or DC 

±2500Vp|, max 


CMR, Inputs to Outputs, 60Hz, Rg ^ 5kn 



Balanced Source Impedance 

114dB 


5kr2 Source Impedance Imbalance 

1 lOdB min 

• 

CMR, Inputs to Guard, 60Hz 



Ikn Source Impedance Imbalance 

78dB 

• 

Max Leakage Current, Inputs to Power Common 


® 1 15VAC, 60Hz 

2.0nA rms max 

2.5itA rms max 

INPUT IMPEDANCE 



Differential 

10'nil70pF 

10'n||150pF 

Overload 

300kn 


Common Mode 

5xl0‘''nll20pF 

• 

INPUT DIFFERENCE CURRENT 



Initial, ® +25'’C 

±7nA max 

• 

vs. Temperature (0 to +70°C) 

±0.1nA/°C 

• 


INPUT NOISE 



Voltage^ 

0.05Hz to lOOHz 

S^V pk-pk 

• 

lOHz to IkHz 

lOpV rms 

iliV rms 

Current 

0.05Hz to lOOHz 

5pA pk-pk 

• 


FREQUENCY RESPONSE 

Small Signal, -3dB 

IkHz 

• 

Slew Rate 

25mV//Lis 

• 

Full Power, lOV p-p Output 

200Hz 

900H2 

Full Power, 20V p^ Output 

N/A 

400Hz 

Recovery Time, to ±100/jV after Application 
of ±6500Vp|j Differential Input Pulse 

200ms 

• 


OFFSET VOLTAGE REFERRED TO INPUT 
Initial, (* +25°C, Adjustable to Zero 
vs. Temperature <0 to +70°C) 
vs. Supply Voltage 

±(5 + 20/G)mV 
±(1 + 150 /G)/jV/°C 
±lmV/% 

±(5 + 45/G)mV 
±(7 + 250/G);2 V/'c 

RATED OUTPUT 



Voltage, 50kf2 Load 

±5V min 

±10V min 

Output Impedance 

IkD 

• 

Output Ripple, IMHz Bandwidth 

5mV pk-pk 

20mV pk-pk 


ISOLATED POWER OUTPUTS 
Voltage, ±5mA Load 
, Accuracy 
Current 

Regulation, No Load to Full Load 
Ripple, lOOkHz Bandwidth 


POWER SUPPLY, SINGLE POLARITV* 
Voltage, Rated Performance 

Voltage Operating 

Current, Quiescent 

+15Vdc 

+(8 to 15.5)Vdc 

+10mA 

• 

•flSmA 

TEMPERATURE RANGE 

Rated Performance 

0 to +70'’C 

• 

Operating 

-25'’C to +85'’C 

• 

Storage 

-55°Cto +85°C 

• 

CASE DIMENSIONS® 

1.5" X 1.5" X 0.62" 

« 


NOTES 

'Specifications same as model 284J . 

' Specifications for model 286J apply when driven by ADI model 281 oscillator. 
’Gain temperature drift and gain nonlinearity are specified as a percentage of 
output signal level. 

’Model 284j! Gain - lOV/Vi Model 286Ji Gain - lOOV/V. 

* Recommended power supply, ADI model 904, il5V ® 50mA. 

’ Recommended mounting sockets - model 284J ; ADI Part Number AC1049i 
model 286J: ADI Part Number AC1054. 


±8.5Vdc 

±5% 

±5mA min 
+0, -15% 
lOOmV pk-pk 


±15Vdc 
0 ,- 6 % 
±15mAmin 
+ 0 , - 10 % 
200mV pk-pk 


FOR GUARDING 
TECHNIQUES SEE FIGURE 3 
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Model 284J 


FOR GUARDING 



Model 286J 



Figure 1, Block Diagram — Model 284J 



Figure 2. Block Diagram — Model 286J 


Specifications subject to change without notice. 
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Understanding the Isolation Amplifier Performance 


INTERCONNECTION AND GUARDING TECHNIQUES 
Models 284J, 286J can be applied directly to achieve rated 
performance as shown in Figures 3 and 4. To preserve the high 



NOTE 1. GAIN RESISTOR. Rj. 1%. SOppm^C METAL FILM TYPE IS RECOMMENDED. 
FOR GAIN - IV/V. LEAVE TERMINAL 2 OPEN. 

FOR GAIN ■ 10V A/, SHORT TERMINAL 2 TO TERMINAL 1 


10.7ka + Ri(kn) 

NOTE 2. GUARD RESISTOR. Rg. REQUIRED ONLY FOR CMV > l2500VpK (iSkVpK MAX). 

Rg MAY BE MOUNTED ON AC1049 MOUNTING SOCKET USING STANDOFF PROVIDED. 
(USE % WATT. 5%, CARBON COMPOSITION TYPE; ALLEN BRADLEY RECOMMENDED). 
NOTE 3. OUTPUT FILTER CAPACITOR. C. SELECT TO ROLLOFF NOISE 

AND OUTPUT RIPPLE: (e.q. SELECT C - l.BpF FORdcTO IOOH2 BANDWIDTH). 

NOTE 4. R2 - 200n. G - 1; R2 ~ 2kn. G>1 


Figure 3. Model 284J Basic Isolator Interconnection 



FOR GAIN • 1VA/. LEAVE TERMINAL 2 OPEN. 

FOR GAIN - 100V/V, SHORT TERMINAL 2 TO TERMINAL 1 
FOR GAINS FROM IV/V TO 100V/V: 

’ * ikn * R, (kni 

NOTES. OPTIONAL GUARD RESISTOR. R<-. REQUIRED ONLY FOR CMV>l2500VpK 

R<. MAY BE CONVENIENTLY MOUNTED ON AC1054 MOUNTING SOCKET USING 
THE STANDOFF PROVIDED (RgI. USE 1/4 WATT. 6% CARBON COMPOSITION TYPE; 
(ALLEN BRADLEY RECOMMENDED). 

NOTE 3. OUTPUT FILTER CAPACITOR C. SELECT TO ROLLOFF NOISE AND OUTPUT 
RIPPLE; li.g. SELECT C-1.5 mF FOR dc TO lOOHi BANOWIDTH) 


Figure 4. Model 286J Basic Isolator Interconnection 



Figure 5. Model 286J Optional Connection: Offset Voltage 
Trim Adjust, Bandwidth (-3dB) Rolloff and Gain Adjust 
(G>100V/V) 

CMR performance, care must be taken to keep the capacitance 
balanced about the input terminals. A shield should be pro- 
vided on the printed circuit board under model 284J or 286J. 
The GUARD (Pin 6) should be connected to this shield. The 
guard-shield is provided with the mounting socket. To reduce 
effective cable capacitance, cable shield should be connected 
to the common mode signal source by connecting the shield as 
close as possible to the signal low. 


Offset Voltage Trim Adjust: The trim adjust circuits shown in 
Figures 3 and 5 can be used to zero the output offset voltage 
over the specified gain range. The output terminals, HI OUT 
and LO OUT, can be floated with respect to PWR COM up to 
■ ±50Vp]^ max, offering three-port isolation. A O.ljuF capacitor 
is required from LO OUT to PWR COM whenever the output 
terminals are floated with respect to PWR COM. LO OUT can 
be connected directly to PWR COM when output offset trim- 
ming is not required. 

INTERELECTRODE CAPACITANCE, TERMINAL RATINGS 
AND LEAKAGE CURRENTS LIMITS 
Capacitance: Interelectrode terminal capacitance arising from 
stray coupling capacitance effects between the input terminals 
and the signal output terminals are each shunted by leakage 
resistanee values exceeding SOkMfZ. Figures 6 and 8 illustrate 
the CMR ratings at 60Hz and 5kf2 source imbalance between 
signal input/ output terminals, along with their respective 
capacitance. 



Figure 6. Model 284J Figure 7. Model 284J 

Terminal Capacitance Terminal Ratings 

and CMR Ratings 



Figure 8. Mode! 286J Figure 9. Mode! 286J 

Terminal Capacitance Terminal Ratings 

and CMR Ratings 


Terminal Ratings: CMV performance is given in both peak 
pulse and continuous ac or dc peak ratings. Pulse ratings are 
intended to support defibrillator and other transient voltages. 
Continuous peak ratings apply from dc up to the normal full 
power response frequencies. Figures 7 and 9 and Table I 
illustrate models 284J, 286J ratings between terminals. 


SYMBOL 

RATING 

REMARKS 

VI (pulse) 

±6500VpK (10ms) 

Withstand Voltage, Defibrillator 

VI (com.) 

±240Vrms 

Withstand Voltage, Steady State 

V2 (pulse) 

±2500VpK (10ms) Rq = 0 

Transient 

V2 (pulse) 

±5000VpK (10ms) Rg = SlOkH 

Isolation, Defibrillator 

V2 (com.) 

±2500VpK 

Isolation, Steady State 

V3 (cont.) 

±50VpK 

Isolation, dc 

Z1 

50kMn||20pF 

Isolation Impedance 

I (286J) 

50/iA rms 

Input Fault Limit, dc to 200kHz 

1 (284J 

3S^A rms 

Input Fault Limit, dc to 60kHz 


Table I. Isolation Ratings Between Terminals 
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Leakage Current Limits: The low coupling capacitance between 
inputs and output yields a ground leakage current of less than 
2.0/iA nns (284J) and 2.5ptA rms (286J) at 115V ac, 60Hz 
(or 0,02/iA/V ac). As shown in Figures 10 and 11, the trans- 
former coupled modulator signal, through stray coupling, 
also creates an internally generated leakage current. Line 
frequency leakage current levels are unaffected by the power 
on or off condition of models 284J, 286J. 


For medical applications, models 284Jand 286J are designed 
to improve on patient safety current limits proposed by 
F.D.A., U.L., A.A.M.I. and other regulatory agencies (e.g., 
model 286J complies with leakage requirements for the Under- 
writers Laboratory STANDARD FOR SAFETY, MEDICAL 
AND DENTAL EQUIPMENT as established under UL544 for 
type A and B patient connected equipment — reference Leak- 
age Current, paragraph 27.5). 


In patient monitoring equipment, such as ECG recorders, 
models 284J, 286J will provide adequate isolation without 
exposing the patient to potentially lethal microshock hazards. 
Using passive components for input protection, this design 
limits input fault currents even under amplifier failure 
conditions. 

TEST CIRCUITS & MAX CURRENT LIMITS FOR 
ANY SWITCH CLOSURE COMBINATION 
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FigurelO. Mode! 284J Leakage Current Performance from 
Line Induced and Internally Generated (Modulator) Operating 
Conditions 
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Figure 1 1. Model 286J Leakage Current Performance from 
Line Induced and Internally Generated (Modulator) Operating 
Conditions 


GAIN AND OFFSET TRIM PROCEDURE, MODEL 284J 

1. Apply = 0 volts and adjust Rq for Cq = 0 volts. 

2. Apply ejf,j = +1.000V dc and adjust Rq for Cq = +5.000V dc. 

3. Apply Cjfj = -l.OOOV dc and measure the output error (see 
curve a). 

4. Adjust Rq until the output error is one half that measured 
in step 3 (see curve b). 

5. Apply eifj = +1.000V dc and adjust Rq until the output 
error is one half that measured in step 4 (see curve c). 



OUTPUT VOLTAGE - Volts 
+15V 



Figure 12. Gain and Offset Adjustment 


GAIN AND OFFSET TRIM PROCEDURE, MODEL 286J 
In applying the isolation amplifier, highest accuracy is achieved 
by adjustment of gain and offset voltage to minimize the peak 
error encountered over the selected output voltage span. The 
following procedure illustrates a calibration technique which 
can be used to minimize output error. In this example, the 
output span is +5V to -5V and operation at Gain = lOV/V 
is desired. 

1. Apply Cjjj = 0 volts and adjust Rq for Cq = 0 volts. 

2. Apply ejf^ = +0.500V dc and adjust Rq for cq = +5.000V dc. 

3. Apply Cjjyj = -0.500V dc and measure the output error 
(see curve a). 

4. Adjust Rq until the output error is one half that measured 
in step 3 (see curve b). 

5. Apply +0.500V dc and adjust Rq until the output error is 
one half that measured in step 4 (see curve c). 



OUTPUT VOLTAGE - Volts 
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FREQUENCY -Hz 


Figure 14. Model 284J Common Mode Rejection vs. 
Frequency 



Figure 15. Mode! 286J Common Mode Rejection I's. 
Frequency 


GUARANTEED CMR @ Q • 10V/V 
11CklBMIN@60Hz AND SkQ 



•TEST CIRCUIT -EACH RESISTOR ADJUSTED OQ TO lOOkn 
CMR VALUE GIVEN FOR WORST CASE RESISTOR COMBINATION 
I I i 1 I I I ‘ ^ I 1 L I 1 1 


10 100 Ik 10k 100k 

SOURCE IMPEDANCE IMBALANCE - n 



Figure 18. Model 284J input Voltage Noise vs. Bandwidth 



BANDWIDTH (>3dB) - Hz 


Figure 19, Model 286J Input Voltage Noise vs. Bandwidth 



Figure 16. Model 284J Common Mode Rejection i/'s. Source 
Impedance Imbalance 
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Figure 17. Model 286J Common Mode Rejection vs. 
Source Impedance Imbalance 


Figure 20. Model 284J Input Offset Voltage Drift vs. Gain 




Figure 21. Model 286J Input Offset Voltage Drift vs. Gain 
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Applying the Multi-Channel Isolation Amplifier 



OUTPUT VOLTAGE - Volti p-p 

Figure 22. Model 286J Gain Nonlinearity u's. Output Voltage 

REFERENCE EXCITATION OSCILLATOR* 

When applying model 286J, the user has the option of building 
alow cost lOOkHz excitation oscillator, as shown in Figure 23, 
or purchasing a module from Analog Devices — model 281. 



Figure 23. Model 281 100kHz Oscillator — Logic and 
Interconnection Diagram 

The block diagram of model 281 is shown in Figure 24. An 
internal +12V dc regulator is provided to permit the user 
the option of operating over two, pin selectable, power in- 
put ranges; terminal 6 offers a range of +14V dc to +28V dc; 
terminal 7 offers an input range of +8V dc to +14V dc. 



Figure 24. Model 281 Block Diagram 

Model 281 oscillator is capable of driving up to 16 model 
286js as shown in Figure 25. An additional model 281 may 
be driven in a slave-mode, as shown in Figure 26 to expand 
the total system channels from 16 to 32. By adding additional 
model 281’s in this manner, systems of over 1000 channels 
may be easily configured. 


EXTERNAL OSCILLATOR INTERCONNECTION 

.286J 


d 


1oNv286J 

! UPTi 
ISOL 

JX 286 J 


Figure 25. Model 281/286 Connection for Driving from 
1 to 16 Isolators 
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Figure 26. Mode! 281/286 Connection for Driving > 16 
Isolators 


SPECIFICATIONS 

(typical @ +25° C and Vs = +15V dc unless otherwise noted) 

MODEL 281* 


OUTPUT 

Frequency 

Waveform 

Voltage (0 and 0 terminals) 
Fan-Out^’^ 

lOOkHz+5% 

Squarewave 

0to+12Vpk 

16 max 

POWER SUPPLY range’ 


High Input, Pin 6 

+(14 to 28)V dc 

Quiescent Current, N.L. 

+5mA 

F.L. 

+16mA' 

Low Input, Pin 7 

+(8 to 14)V dc 

Quiescent Current, N.L. 

+12mA 

F.L. 

+33mA 

temperature 


Rated Performance 

0 to +70°C 

Storage 

-SS^Cto +85°C 

MECHANICAL 


Case Size 

1.4" X 0.6" X 0.49" 

Weight 

10 grams 


NOTES 

' Model 286J oscillator drive input represents unity oscillator load. 

’For applications requiring more than 16 286}s, ^ditional 281s may be used 
in a master/slave mode. Refer to Figure 26. 

'Full load consists of 16 model 286Js and 281 oscillator slave. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 

-1.4(35.6) MAX - 


MODEL 281 


I 0.20 (5.08) M(N 
^ 0.25 (6.35) MAX 


0.49^12.4) 




T 


PIN TERMINAL IDENTIFICATION 

1 POWER COMMON 

2 ^OUTPUT 

3 <t> OUTPUT 

4 SYNC INPUT 

5 SYNC OUTPUT 

6 +Vc: HIGH RANGE +(14to28)V^ 

7 +Vs; LOW RANGE +(8 to 14)Vdc 


^ 1^0.1(2.54) 

~ GRID 

MATING SOCKET: Cinch #16 DIP or Equivalent 


♦CAUTION: 

ESD(EIectro-static-discharge) sensitive device. Permanent damage may occur on unconnected 
devices subjected to high-energy electrostatic fields. Unused devices must be stored in con- 
ductive foam or shunts. The protective foam should be discharged to the destination socket 
before devices are removed. 


WARNING! 






ESD SENSITIVE DEVICE 
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ANALOG 

DEVICES 


Precision, Wide Bandwidth, 
Synchronized Isoiation Ampiifier 


MODEL 289 


FEATURES 

Low Nonlinearity: ±0.012% max (289L) 

Frequency Response: (-3dB) dc to 20kHz 

(Full Power) dc to 5kHz 
Gain Adjustable 1 to 100V/V, Single Resistor 
3-Port Isolation: ±2500V CMV Isolation Input/Output 
Low Gain Drift: ±0.005%/°C max 
Floating Power Output: ±15V @ ±5mA 
120dB CMR at 60Hz: Fully Shielded Input Stage 
Meets UL Std. 544 Leakage: 2(iA rms max, @ 115V ac, 60Hz 

APPLICATIONS 

Multi-Channel Data Acquisition Systems 
Current Shunt Measurements 
Process Signal Isolator 
High Voltage Instrumentation Amplifier 
SCR Motor Control 

GENERAL DESCRIPTION 

Model 289 is a wideband, accurate, low cost isolation ampli- 
fier designed for instrumentation and industrial applications. 
Three accuracy selections are available offering guaranteed 
gain nonlinearity error at lOV p-p output: ±0.012% max 
(289L), ±0,025% max (289K), ±0.05% max (289J). All ver- 
sions of the 289 provide a small signal frequency response 
from dc to 20kHz (-3dB) and a large signal response from dc 
to 5kHz (full power) at a gain of IV/V. This new design offers 
true 3-port isolation, ±2500V dc between inputs and outputs 
(or power inputs), as well as 240V rms between power supply 
inputs and signal outputs. Using carrier modulation tech- 
niques with transformer isolation, model 289 interrupts 
ground loops and leakage paths and minimizes the effect of 
high voltage transients. It provides 120dB Common Mode 
Rejection between input and output common. The high CMV 
and CMR ratings of the model 289 facilitate accurate measure- 
ments in the presence of noisy electrical equipment such as 
motors and relays. 

WHERE TO USE THE MODEL 289 

The model 289 is designed to interface single and multichannel 
data acquisition systems with dc sensors such as thermo- 
couples, strain gauges and other low level signals in harsh in- 
dustrial environments. Providing high accuracy with complete 
galvanic isolation, and protection from line transients of fault 
voltages, model 289’s performance is suitable for applications 
such as process controllers, current loop receivers, weighing 
systems, high CMV instrumentation and computer inter- 
face systems. 

Use the model 289 when data must be acquired from floating 
transducers in computerized process control systems. The 
photograph above shows a typical multichannel application 
allowing potential differences or interrupting ground loops, 
among transducers, or between transducers and local ground. 



^ ’ ^4 CHANNEL ISOLATED DATA ACQUISITION SYSTEM 

DESIGN FEATURES AND USER BENEFITS 


Isolated Power: The floating power supply section provides 
isolated ±15V outputs @ ±5mA. Isolated power is regulated to 
within ±5%. This feature permits model 289 to excite floating 
signal conditioners, front-end buffer amplifiers and remote 
transducers such as thermistors or bridges, eliminating the need 
for a separate isolated dc/dc converter. 

Adjustable Gain: A single external resistor adjusts the model 
289’s gain from 1 V/V to lOOV/V for applications in high and 
low level transducer interfacing. 

Synchronized: The model 289 provides a synchronization 
terminal for use in multichannel applications. Connecting the 
synchronization terminals of model 289s synchronizes their 
internal oscillators, thereby eliminating the problem of oscil- 
lator “beat frequency” interference that sometimes occurs 
when isolation amplifiers are closely mounted. 

Internal Voltage Regulator: Improves power supply rejection 
and helps prevent carrier oscillator spikes from being broad- 
cast via the isolator power terminal to the rest of the system. 
Buffered Output: Prevents gain errors when an isolation ampli- 
fier is followed by a resistive load of low impedance. Model 
289 can drive a 2kf2 load. 

TTiree-Port Isolation: Provides true galvanic isolation between 
input, output and power supply ports. Eliminates need for 
power supply and output ports being returned through a com- 
mon terminal. 

Reliability: Model 289 is conservatively designed to be capable 
of reliable operation in harsh environments. Model 289 has a 
calculated MTBF of 271,835 hours. In addition, the model 
289 meets UL Std. 544 leakage, 2 /liA rms @ 115V ac, 60Hz. 
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SPECIFICATIONS 


(typical @ +25°C and Vs = +14.4V to +25V dc unless otherwise noted) 


289J 


GAIN (NONINVERTING) 

Range 

Formula 

Deviation from Formula 
vs. Temperature (0 to +70'’C)^ 

Nonlinearity, (±5V Swing)^’^ 

±0.05% max 

1 to lOOV/V 
^ , . lOkQ 

RG(kSi) 

±1.5% max 

15ppm/°C typ (50ppm/° C max) 

±0.025% max ±0.012% max 

INPUT VOLTAGE RATINGS 

Linear Differential Range (G = IV/V) 


±10V min 

Max Safe Differential Input 

Continuous 


1 20V rms 

1 Minute 


240V rms 

Max CMV (Inputs to Outputs) 

Continuous ac or dc 


±2S00V peak max 

ac, 60Hz, 1 Minute Duration 


2500V rms 

CMR, Inputs to Outputs 60IIz 

Rs^lkfl, Balanced Source Impedance 


120dB 

Rs<lkn. HI IN Lead Only 


104dB min 

Max Leakage Current, Input to Output ® ‘ 
115V rms, 60Hz ac 


2/iA rms max 

INPUT IMPEDANCE 

Differential 


33pF||10’n 

Overload 


lOOkQ 

Common Mode 


20pFii5 X io‘®n 

INPUT DIFFERENCE CURRENT 

Initial (? +25°C 


lOnA (75nA max) 

vs. Temperature (0 to 70°C) 


0.15nA/°C 

INPUT NOISE (GAIN = lOOV/V) 

Voltage 

0.05Hz to lOOHz 


SfiV p-p 

lOHz to IkHz 


3^iV rms 

Current 

0.05Hz to lOOHz 


3pArms 

FREQUENCY RESPONSE 

Small Signal -3dB 

G = 1V/V 


20kllz 

G = 100V/V 


Skllz 

Full Power, lOV p-p Output 

G==1V/V 


5kHz 

G = 100V/V 


3.5kHz 

Full Power, 20V p-p Output 

G = 1V/V 


2.3kHz 

G = 100V/V 


2.3kHz 

Slew Rate 


0.14V/ps 

Settling Time** ±0,05%, ±10V Step 


400ps 

OFFSET VOLTAGE, REFERRED TO INPUT 
Initial, @ +25*’C 


±5 mV mix 

vs. Temperature (0 to +70'’C) 


±15±-i^mix ±10 ±^HV/°C max 

vs. Supply Voltage (+15V to +20V change) 


±2 ±-^LiV/V 

RATED OUTPUT 

Voltage, 2kJ2 Load 


±10V min 

Output , Impedance 


<in(dc to lOOHz) 

Output Ripple, O.lMHz Bandwidth 

No Signal IN 


5mV p-p 

+10V„,J 


50mV p-p 

ISOLATED POWER SUPPLY 



Voltage 


±15Vdc 

Accuracy 


±10% 

Current 


±5mA. min 

Regulation No Load to Full Load 


±5% 

Ripple, O.lMHz Bandwidth, No Load 


25mV p-p 

Full Load 


75mV p-p 

POWER SUPPLY. SINGLE POLARITY® 
Voltage, Rated Performance 


+14.4V to +25V 

Voltage, Operating 


+8.5Vto -f25V 

Current, Quiescent (@ Vs = +15V) 


+25mA 

TEMPERATURE RANGE 



Rated Performance 


0 to +70*’C 

Operating 


-15°C to +75°C 

Storage 


-55°C to +85°C 

CASE DIMENSIONS 


1.5" X 2.0" X 0.75" 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 




SHIELDED MATING SOCKET 
AC1214 


0.03 
, 12.03) 
MAX 


• COPPER CLAD SHIELD 


T 

0.093 

(2.29) 

REF 


FEEDTHROUGH WIRE 




□T 0.^50 
(12.7) MAX 

ul 


NOTES 

' Gain temperature drift is specified as a percentage of output signal level. 

^ Gain nonlinearity is specified as a percentage of lOV pk*pk output span. 

* When isolated power output is used, nonlinearity increases by ±0.002%/mA of cunent drawn. 
*G = IV/V; with 2-pole, 5kHz output filter. 

* Recommended power supply, ADI model 904, ±15V @ 50mA output. 

Specifications subject to change without notice. 
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INTERCONNECTIONS AND SHIELDING 
TECHNIQUE 

To preserve the high CMR performance of 
model 289, care must be taken to keep the 
capacitance balanced about the input terminals. 
A shield should be provided on the printed cir- 
cuit board under model 289 as illustrated in the 
outline drawing above (screened area). The LO 
IN/ISO PWR COM (pin 1) must be connected 
to this shield. This shield is provided with the 
mounting socket, model AC1214 (solder feed- 
through wire to the socket pin 1 and copper 
foil surface). A recommended shielding tech- 
nique using model AC1214 is illustrated in 
Figure 1. 

Best CMR performance will be achieved by 
using twisted, shielded cable for the input signal 
to reduce inductive and capacitive pickup. To 
further reduce effective cable capacitance, the 
cable shield should be connected to the com- 
mon mode signal source as close to signal low 
as possible (see Figure 1). 
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Understanding the Isolation Amplifier Performance 



NOTE: 

GAIN RESISTOR Rq. 1% 50ppm/^C METAL FILM TYPE IS RECOMMENDED. 

FOR GAIN ” 1VA/, LEAVE PIN 4 OPEN 

FOR GAIN>1VA/, CONNECT GAIN RESISTOR (Rq) BETWEEN PIN 4 AND PIN 1 


GAIN-1 


lOkfl 


Figure 1. Basic Isolator Interconnection 
THEORY OF OPERATION 

The remarkable performance of the model 289 is derived from 
the carrier isolation technique used to transfer both signal and 
power between the amplifier’s input stage and the rest of the 
circuitry. A block diagram is shown in Figure 2. 



Figure 2. Mode! 289 Block Diagram 

The input signal is filtered and appears at the input of the non- 
inverting amplifier, Al. This signal is amplified by Al, with its 
gain determined by the value of resistance connected exter- 
nally between the gain terminal and the input common termi- 
nal. The output of Al is modulated, carried across the isola- 
tion barrier by signal transformer Tl, and demodulated. The 
demodulated voltage is filtered, amplified and buffered by 
amplifier A2, and applied to the output terminal. The voltage 
applied to the Vs terminal is set by the regulator to +12V 
which powers the lOOkHz symmetrical square wave power 
oscillator. The oscillator drives the primary winding of trans- 
former T2. The secondary windings of T2 energize both input 
and output power supplies, and drives both the modulator 
and demodulator. 

INTERELECTRODE CAPACITANCE AND TERMINAL 
RATINGS 

Capacitance: Interelectrode terminal capacitance, arising from 
stray coupling capacitance effects between the input terminals 
and the signal output terminals, are each shunted by leakage 
resistance values exceeding 50Gf2. Figure 3 illustrates model 
289’s capacitance, between terminals. 



Figure 3. Model 289 Figure 4. Model 289 

Terminal Capacitance Terminal Ratings 

Terminal Ratings: CMV performance is given in both peak 
pulse and continuous ac, or dc peak; ratings. Continuous peak 
ratings apply from dc up to the normal full power response 
frequencies. Figure 4 illustrates model 289 ratings between 
terminals. 



GAIN AND OFFSET TRIM PROCEDURE 
The'following procedure illustrates a calibration technique 
which can be used^o minimize output error. In this example, 
the output span is +5V to -5V and Gain = lOV/V. 

1. Apply Ein = 0 volts and adjust Rq for Eq = 0 volts. 

2. Apply Ejisi = +0.500V dc and adjust Rq for Eq = 

+5.000V dc. 


3. Apply Ein = -0.500V dc and measure the output error 
(see curve a). 


4. Adjust Rg until the output error is one-half that measured 
in step 3 (see curve b). 

5. Apply +0.500V dc and adjust Rq until the output error is 
one-half that measured in step 4 (see curve c). 



OUTPUT VOLTAGE - Volt! 



Figure 5a. Recommended Offset and Gain Adjustment 
for Gains > 1 
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PERFORMANCE CHARACTERISTICS 



Figure 6, Typical 289 Phase I's. Frequency 



Figure 7. Typical 289 Common Mode Rejection vs. 
Source impedance 



Figure 8. Typical input Voltage Noise vs. Bandwidth 



Figure 9. Typical Gain Nonlinearity v's. Output Swing 



^ 10 100 
GAIN ■> V/V 


Figure 10. Typical Gain Nonlinearity vs. Gain 



Figure 1 1. Typical Common Mode Rejection vs. Frequency 
at a Gain of 1 VN. CMR is typically 6dB Lower than at a 
Gain of 100V/V 

MULTICHANNEL APPLICATIONS 

Isolation amplifiers containing internal oscillators may exhibit 
a slowly varying offset voltage at the output when used in 
multichannel applications. This offset voltage is the result of 
adjacent internal oscillators beating together. For example, if 
two adjacent isolation amplifiers have oscillator frequencies of 
lOO.OkHz and lOO.lkHz respectively, a portion of the dif- 
ference frequency may appear as a slowly varying output 
offset voltage error. Model 289 eliminates this problem by 
offering a synchronization terminal (pin 8). When this terminal 
is interconnected with other model 289 synchronization ter- 
minals, the units are synchronized. Alternately, one or more 
units may be synchronized to an external lOOkHz ±2% square- 
wave generator by the connection of synchronization termi- 
al(s) to that generator. The generator output should be 
2.5V— 5.0V p-p with lki2 source impedance to each unit. 

Use an external oscillator when you need to sync to an ex- 
ternal lOOkHz source, such as a sub-multiple of a micropro- 
cessor clock. A differential line driver, such as SN75158, can 
be used to drive large clusters of model 289. When using the 
synchronization pin, keep leads as short as possible and do 
not use shielded wire. These precautions are necessary to avoid 
capacitance from the synchronization terminal to other points. 
It should be noted thatunits synchronized must share the same 
power common to ensure a return path. 
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ANALOG 

DEVICES 



Low Cost, Single and 
Multichannel Isolation Amplifier 


MODELS 290A, 292A 


FEATURES 
Low Cost 

Multichannel Capability Using External Oscillator (292A) 
Isolated Power Supply: ±13\/ dc @ ±5mA (290A) or ±15mA 
(292A) 

Low Nonlinearity: 0.1% @ 10V pk-pk Output 
High Gain Stability: 0.001%/1000 Hours; 0.01 %/°C 
Small Size: 1.5" X 1.5" X 0.62" 

Low Input Offset Voltage Drift: 10jLtV/°C (Gain = 100V/V) 
Wide Input/Output Dynamic Range: 20V pk-pk 
High CMV Isolation: 1500V dc. Continuous 
Wide Gain Range: 1 to lOOV/y 

APPLICATIONS 

Ground Loop Elimination in Industrial and Process Control 
High Voltage Protection in Data Acquisition Systems 
Off-Ground Signal Measurements 

GENERAL DESCRIPTION 

Models 290A and 292A are low cost, compact, isolation ampli- 
fiers that are optimized for single and multichannel industrial 
applications, respectively. The model 290A has a self-contained 
oscillator and is intended for single channel applications. A 
single external synchronizing oscillator can drive up to 16 
model 292As or, a virtually limitless number of model 292As 
can be configured using multiple oscillators. The user can sup- 
ply the external oscillator circuit or specify model 281 oscil- 
lator module, which includes a voltage regulator for operation 
over a wide single supply voltage range of +8V to +28V. 

Models 290A and 292A design features include: adjustable gain, 
from 1 to lOOVA^, dual isolated power, ±13V dc, ± 1500V dc 
off ground isolation, lOOdB minimum CMR at 60Hz, lkf2 
source imbalance, in a compact 1.5 X 1.5 X 0.6 module. 
Models 290A and 292A achieve low input noise of 1/iV pk-pk 
(lOHz bandwidth, G = lOOV/V), nonlinearity of ±0.1% @ lOV 
pk-pk output, and an input/output dynamic range of 20V 
pk-pk. 

Using modulation techniques with reliable transformer isola- 
tion, models 290A and 292A will interrupt ground loops, 
leakage paths, and voltage transients, while providing dc to 
2kHz (-3dB) response. 

WHERE TO USE MODELS 290A AND 292A 
Industrial Applications: In data acquisition systems, computer 
interface systems, process signal isolators and high CMV instru- 
mentation, models 290A and 292A offer complete galvanic iso- 
lation and protection against damage from transients and fault 
voltages. High level transducer interface capability is afforded 



with 20V pk-pk input signal range at a gain of IV/V operation. 
In portable single or multichannel designs, single power supply 
operation (+8V to +16V) enables battery operation. 

DESIGN FEATURES AND USER BENEFITS 
Isolated Power: Dual ±13V dc output, completely isolated from 
the input power terminals (±1500V dc isolation), provides the 
capability to excite floating signal conditioners, front end buf- 
fer amplifiers and remote transducers such as thermistors or 
bridges. 

Adjustable Gain: Models 290A and 292A adjustable gain offers 
compatibility with a wide class of input signals. A single ex- 
ternal resistor enables gain adjustment from IV/V to lOOV/V 
providing flexibility in both high level transducer interfacing 
as well as low level sensor measurement applications. 

Floating, Guarded Front-End: The input stage of models 290A 
and 292A can directly accept floating differential signals or it 
may be configured as a high performance instrumentation 
front-end to accept signals having CMV with respect to input 
power common. 

High Reliability: Models 290A and 292 A are conservatively 
designed, compact modules, capable of reliable operation in 
harsh environments. They have a calculated MTBF of over 
400,000 hours and are designed to meet M1L-STD-202E en- 
vironmental testing as well as the IEEE Standard for Transient 
Voltage Protection (472-1974: Surge Withstand Capability). 


For detailed information, contact factory. 
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SPECIFICATIONS 


(typical @ +25®C; G = lOOV/V and Vs = +15V dc, unless otherwise noted) 


MODEL 

290A 

292A 




Range (50kn Load) 


1 to lOOV/V s 

Formula 


G.in=ri+ lOOkfi .1 



L ikn + Ri(kn)J 

Deviation from Formula 


±3% 

vs. Time 


±0.001%/1000 Hours 



±0.0075%/°C 

■MB Wl lla a ! IW 


±0.1% (±0.25%)^ 

INPUT VOLTAGE RATINGS 



Linear Differential Range, G = IVA^ 


±5V min <±10V min)^ 

Max Safe Differential Input 



Continuous, 1 min 


llOV rms 

Max CMV, Inputs to Outputs 



ac, 60Hz, 1 Minute Duration 


1500V rms max 

Continuous, ac 


±1000V pk max 

Continuous, dc 


±1500V pk max 

CMR, Inputs to Outputs, 60Hz, Rg ^ IkH 



Balanced Source Impedance 


lOddB 

Iktl Hi In Lead Only 


lOOdB min 

Max Leakage Current, Inputs to PowerCommon 


®115Vac, 60Hz 


lOpA rms max 

INPUT IMPEDANCE 



Differential 


10‘n||70pF 

Overload 


lOOkQ 

Common Mode 


5 X lO'^milOOpF 

INPUT DIFFERENCE CURRENT 



Initial, @ +25°C 


+3nA 

vs. Temperature (-25°C to +85°C) 


±0.1nA/“C 




Voltage, G = lOOVW 



O.OlHz to lOHz 


IjlV p-p 

lOHz to IkHz 


1.5pV rms 

Current 



0.05Hz to lOOHz 


5pA p-p 

FREQUENCY RESPONSE 



Small Signal, -3dB, G = IV/V 


2.5kHz 

Slew Rate 


SOmV/ps 

Full Power, lOV p-p Output 



Gain - IVA^ thru lOOVA^ 

2.0kHz(1.0kHz) 

’ 3.0kHz(1.0kHz)’ 

OFFSET VOLTAGE REFERRED TO INPUT 



Initial, ® +25°C, Adjustable to Zero 


±(5 + 50/G)mV 

vs. Temperature (-25°C to +85°C) 

±(10+150/G);iV/ C ±(8 + 250/G)MVrC 

vs. Supply Voltage 


±lmV/% 

RATED OUTPUT 



Voltage, 50k Load 


±5V min (±10V min)’ 

Output Impedance 


IkQ 

Output Ripple, IMHz Bandwidth 


lOmV pk-pk 

OSCILLATOR DRIVE INPUT 



Input Voltage 

N/A 

8 to 16V pk-pk 

Input Frequency 

N/A 

lOOkHz ±5%, max 

ISOLATED POWER OUTPUTS 



Voltage Full Load 


±13Vdc 

Accuracy 


±5% 

Current^ 

±5mA min 

±15mA min 

Regulation, No Load to Full Load 


■^0, -15% 

Ripple, lOOkHz Bandwidth 

200mV p-p 

250mV p-p 

POWER SUPPLY, SINGLE POLARITY 



Voltage, Rated Performance 


■HSVdc 

Voltage, Operating 


+8Vdc to+15.5Vdc 

Current, Quiescent 


+20mA 

TEMPERATURE RANGE 



Rated Performance 


-25°C to +85°C 

Storage 


-55°Cto ■r85°C 

CASE DIMENSIONS 


1.5" X 1.5" X 0.62" . 


NOTES 

’ Gain temperature drift is specified as a percentage of output signal level. 
^Gain nonlinearity is specified as a percentage of lOV pk>pk output span. 
’These specs apply for a 20V pk-pk output span. 

^Do not load V|so when operating at output spans greater than lOV pk-pk. 
Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



*PINS e AND 10 NOT PRESENT ON 290A 



W/VTOtOOV/V, 

Figure 1. Block Diagram — Models 290A and 292A 



Figure 2. Model 290A and 292 A Terminal Ratings 


Symbol 

Rating 

Remarks 

Vi 

±110V rms (cont.) 

Withstand Voltage, Steady State 

Vz 

±1000V pk (cont.) 

Isolation, Steady State, ac 

Vz 

±1500V pk (cont.) 

Isolation, Steady State, dc 

Vz 

tlSOOV rms (1 min) 

Isolation, ac, 60Hz 

V3 

±50V pk (cont.) 

Isolation, dc 

Zl 

50Gn||20pF 

Isolation Impedance 


Table I. Isolation Ratings Between Terminals 


CAUTION: 

ESD(Electro-static-discharge) sensitive device. Permanent damage may occur on unconnected 
devices subjected to high-energy electrostatic fields. Unused devices must be stored in con- 
ductive foam or shunts. The protective foam should be discharged to the destination socket 
before devices are removed. 


WARNING! 






ESO SENSITIVE DEVICE 
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Understanding the Isolation Ampiifier Performance 



GAIN AND OFFSET TRIM PROCEDURE 
In applying the isolation amplifier, highest accuracy is achieved 
by adjustment of gain and offset voltage to minimize the peak 
error encountered over the selected output voltage span. The 
following procedure illustrates a calibration technique which 
can be used to minimize output error. In this example, the 
output span is +5V to -5V and operation at Gain = lOV/V 
is desired. 


1. Apply Ejn = 0 volts and adjust Rq for Eq = 0 volts. 

2. Apply Ejn = +0.5V dc and adjust Rq for Eq = +5.0V dc. 

3. Apply Ein = -0.5 V dc and measure the output error (see 
curve a). 

4. Adjust Rq until the output error is one half that measured 
in step 3 (see curve b). 

5. Apply +0.5V dc and adjust Rq until the output error is 
one half that measured in step 4 (see curve c). 



OUTPUT VOLTAGE - Volts 



GAIN RESISTOR, Ri, 1%, 50ppm/°C METAL FILM TYPE IS RECOMMENDED. 
FOR GAIN = 1 V/V, LEAVE TERMINAL 2 OPEN. 

FOR GAIN = 100V/V, SHORT TERMINAL 2 TO TERMINAL 1 
nAiM-,.. iooi<n 


Figure 4. Gain and Offset Adjustment 



Figure 5. Selecting Bandwidth with a 3-Pole 5Hz Active 
Filter for Improved 60Hz Noise Reduction (typ ISOdB @ 
60Hz and IkD, Imbalance) 



PERFORMANCE CHARACTERISTICS 



FREQUENCY - 


Figure 6. Typical Common Mode Rejection i^s. Frequency 



Figure 7. Typical Common Mode Rejection vs. Source 
Impedance Imbalance 



Figure 8. Typical Gain Nonlinearity vs. Output Voltage 
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BANDWIDTH (-3dB) - Hi 


Figure 9. Typical input Voltage Noise vs. Bandwidth 
Input Offset Voltage Drift: Total input drift is composed of 
two sources, input and output stage drifts and is gain depend- 
ent. The curve of Figure 10 illustrates total input drift over 
the gain range of 1 to lOOV/V. 



Figure 10. Typical input Offset Voltage Drift vs. Gain 


REFERENCE EXCITATION OSCILLATOR, MODEL 281 
When applying model 292 A, the user has the option of building 
a low cost lOOkHz excitation oscillator, as shown in Figure 11, 
or purchasing a module from Analog Devices-model 281. 



Figure 1 1. 100kHz Oscillator Interconnection Diagram 
The block diagram of model 281 is shown in Figure 12. An 
internal +12V dc regulator is provided to permit the user 
the option of operating over two, pin selectable, power in- 
put ranges; terminal 6 offers a range of +14V dc to +28V dc; 
terminal 7 offers an input range of +8V dc to +14V dc. 



•LEAVE TERMINAL 6 OPEN. WHEN POWER IS APPLIED TO TERMINAL 7. 

Figure 12. Model 281 Block Diagram 


Model 281 oscillator is capable of driving up to 16 model 
292As, As shown in Figure 13, an additional model 281 may be 
driven in a slave-mode to expand the total system channels 
from 16 to 32. By adding additional model 281s in this man- 
ner, systems of over 1000 channels may be easily configured. 


TO PINS 9 AND 10 OF ISOLATORS 18 THRU 32 



Figure 13. External Oscillator Interconnection 
SPECIFICATIONS 

(typical @ +25“ C and Vs = +15V dc unless otherwise noted) 


MODEL 

281 

OUTPUT 

Frequency 

lOOkHz ±5% 

Waveform 

Squarewave 

Voltage (0 and 0 terminals) 

0 to .12V pk 

Fan-Out*'^ 

16 max 

POWER SUPPLY range’ 

High Input, Pin 6 

.(14 to 28)V dc 

(Juiescent Current, N.L, 

.5mA 

F.L. 

+ 16mA 

Low Input, Pin 7 

+(8tol4)Vdc 

Quiescent Current, N.L, 

+ 12mA 

, F.L, 

.33mA 

TEMPERATURE 

Rated Performance 

0 to .70°C 

Storage 

-55°Cto .85°C 


NOTES 

* Model 292A oscillator drive input represents unity oscillator load. . 
’ For applications requiring more than 16 292As, additional 281s may 
be used in a master/slave mode. Refer to Figure 13. 

’Full load consists of 16 model 292As and 281 oscillator slave. 
Specifications subject to change without notice. 

See Caution note on specifications table. 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 
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PIN TERMINAL IDENTIFICATION 

1 POWER COMMON 5 SYNC OUTPUT 

2 ^OUTPUT 6 .Vs: HIGH RANGE .(14 to 281V dc 

3 ♦ OUTPUT 7 .Vs: LOW RANGE .(8 to 141V dc 

4 SYNC INPUT 


MATING SOCKET: 

CINCH #16 DIP OR EQUIVALENT 
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Analog Multipliers/Dividers 
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Selection Guide 

Analog Multipliers/Dividers 



AD532 

Pretrimmed to ±1.0% (AD532K) 

No External Components Required 
Guaranteed ±1.0% max 4-Quadrant Error (AD532K) 
Diff Inputs for |Xi-X 2 )(Yi- Y2)/10 Transfer Function 
Monolithic Construction 


STABLE 
REFERENCE 
AND BIAS 


■O +Vs 



TRANSFER FUNCTION 




AD534 

Pretrimmed to ±0.25% max 4-Quadrant Error 
(AD534L) 

All Inputs (X, Y and Z) Differential, High Impedance 
for [(Xi-X2)(Yi-Y2)/10V] +Z 2 Transfer Function 
Scaie-Factor Adjustable to Provide up to XI 00 Gain 
Low Noise Design; OOpV rms, lOHz-IOkHz 
Low Cost, Monolithic Construction 
Excellent Long Term Stability 
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AD539 

Two Quadrant Multiplication/Division 
Two Independent Signal Channels 
Signal Bandwidth of 60MHz (Iqut) 
Linear Control-Bandwidth of 5MHz 
Full-Calibrated, Monolithic Circuit 


Page 

Vol. I 
6-49 




AD632 

Pretrimmed to ±0.5% max 4-Quadrant Error Vol. I 

All Inputs (X, Y and Z) Differential, High Impedance 6-67 
for KXi-XzKYi-Yzl/IOV] +Z 2 Transfer Function 
Scale-Factor Adjustable to Provide up to X10 Gain 
Low Noise Design; OOpV rms, 10Hz-10kHz 
Low Cost, Monolithic Construction 
Excellent Long Term Stability 
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Selection Guide 

Analog Multipliers/Dividers 




MODEL 429 

1.0%/0.5% Accuracy Without Trimming (429A/B) 

Low Drift to 1.0m V/^C max 

Wideband - 10MHz 

0.2% Nonlinearity max (429B) 

External Amplifiers not Required 
MTBF: 169, 268 Hours 


AD535 

Pretrimmed to ±0.5% max Error, 10:1 Denominator 
Range (AD535K) 

±2.0% max Error, 50:1 Denominator Range 
(AD535K) 

All Inputs (X, Y and Z) Differential 
Monolithic Construction 
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The devices catalogued in this section are high-performance 
modules that accept analog voltages and multiply, divide, 
square, and/or square-root them, depending on device pro- 
pcrdes and connections. As the Selection Guide indicates, 
a variety of additional devices performing comparable func- 
tions using IC technologies may be found in Volume I, 

Multiplication For two inputs, and Vy, a multiplier will 
provide the output, Eom = VxVy/Efef, where is a dimen- 
sional constant, usually of lOV nominal value. If Ergf = lOV, 
Eout = lOV when Vx and Vy are lOV. Multipliers are used for 
modulation and demodulation, fixed and variable remote gain 
adjustment, power measurement, and mathematical operations 
in analog computing, curve fitting, and linearizing. 

If the inputs may be of either positive or negative polarity, and 
the output polarity is in a correct relationship for multiplica- 
tion, the device is called a “four-quadrant” multiplier, reflect- 
ing the 4 quadrants of the X-Y plane. 

Squaring If Vx = Vy = Vin, a multiplier’s output will be 
Vin' /Eref. A four-quadrant multiplier, used as a squarer, will 
have an output that is positive, whether Vin is positive or nega- 
tive. Squarers are useful in frequency doubling, power meas- 
urement of constant loads, and mathematical operations. 

Division For a numerator input, Vj, and a denominator input, 
Vx, an analog divider will provide the output, 

Eout = Eref(Vz/Vx). If Efgf = lOV, Eout will be lOV or less 
for Vz < Vx- Vx is of a single polarity and will not provide 
meaningful results if it approaches zero too closely. If V^ may 
be of either positive or negative polarity, the device is de- 
scribed as a ^‘two-quadrant” divider, and the output will 
reflectthe polarity of V^. Analog dividers are used to compute 
ratios— such as efficiency, attenuation, or gain; they are also 
used for fixed and variable remote gain adjustment, ratiometric 
measurements, and for mathematical operations in analog 
computing. 

Square rooting For a numerator input, Vjn, and a denominator 
input, Eq (the output fed back to the denominator input), the 
output of a divider is Eq = Ejef(V;n/Eo); hence Eq =\/ErefVin- 
A square-rooter works in one quadrant; some devices require 
external diode circuitry to prevent latchup if the input polarity 
changes, even momentarily. Square roots are used in vector 
and rms computation, to linearize flowmeters, and for mathe- 
matical operations in analog computing. 

CHOOSING A MULTIPLIER, DIVIDER, etc. 

A number of devices are listed here, differing in internal archi- 
tecutre, external functional configuration, and performance 
specifications. Most have essentially fixed references; the 
model 433 is a multifunction device that performs the one- 
quadrant operation, E^ = Vz(Vy/Vx)'", where m is an ex- 
ponent adjustable from 1/5 to 5. With one exception (model 
436 precision 2-quadrant divider), all of the devices listed 
here can be used for any of the functions defined above. 
Considerable information on these functions, the nature of 


Orientation 

Analog Multipliers/Dividers 

devices to perform them, and extensive discussions of their 
applications can be found in two publications available from 
Analog Devices.*’^ A wealth of information is also to be 
found in the data sheets for the individual devices, published 
in this section. In addition to the products listed here, a num- 
ber of popular earlier products are still available; data sheets 
are available upon request. 

Internal Architecture All of the devices in this section rely on 
the logarithmic properties of silicon P-N junctions. With the 
exception of models 433 and 436, the circuit employed is 
basically like that of the “Gilbert cell” (its 4-quadrant-multi- 
plying circuitry and performance are described in (1) and (2), 
with further references to original sources). The input voltages 
are converted to currents, the currents are multiplied together 
and divided by a reference, and the net output current, Ixly/Iref> 
is converted to voltage by feedback around the output amplifier. 
The feedback terminals are available as inputs for applications 
involving division. 

h *15 I4 + Is 



Basic 4-Quadrant Variable-Transconductance Multiplier Circuit 
l0 = (l3 + ls)-(U+IJ = ^^^ 

EXTERNAL RESISTORS ARE 



Functional Block Diagram of Model 433 

In multifunction devices like Model 433, the feedbaek cur- 
rents of the input op amps are used to develop logarithmic 

^Multiplier Application Guide, available upon request 
^Nonlinear Circuits Handbook , D. H. Sheingold, ed., 1976, 536pp., 
$5.95, P.O. Box 796, Norwood MA 02062 
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voltages across transistor base-emitter junctions; these voltages 
are summed and differenced and produce an exponential cur- 
rent proportional to VyVz/Vjj via another transistor junction in 
the input path of the output amplifier. Thus, the output volt- 
age is proportional to VyVz/Vjj; an internally generated refer- 
ence voltage is available as a fixed reference for the odd input 
in two-variable operations. In the 433, the internal emitter- 
voltage difference proportional to log (V^/Vx) can be amplified 
or attenuated by the appropriate connection of a resistive at- 
tenuator with an attenuation ratio, m; since the antilog of 
m(log V^/Vx) is (Vz/Vx)'", the output of the 433 is propor- 
tional to VyCVz/Vx)”’. In the model 436 divider, the inputs 
are scaled and linearly combined, before the log-antilog com- 
putation takes place; the result is that the numerator (of - 
Vz/Vx) may have positive or negative values. The 436 circuit 
is optimized and trimmed for performance as a dedicated 
divider; it has a fixed reference. 

External functional configuration As noted earlier, with the 
exception of the model 436 dedicated divider, all of the devices 
listed here can be used for multiplication, division, squaring, 
and/or square-rooting (MDSSR), by the appropriate connec- 
tion of external jumpers. Performance of pretrimmed devices 
is optimized in specified modes of operation. The data sheets 
show how devices are connected for the various modes of 
operation; where appropriate, the trim circuits and procedures 
for optimizing performance are provided. 

Technologies The devices described in these two volumes are 
either monolithic integrated circuits or high-performance 
modules. For any application, the user will evaluate a device 
on the basis of its performance in the desired mode(s). The 
modules in Volume II provide the highest performance; speed 
(model 429), accuracy as a divider (436), and accuracy in 
multifunction applications (433). On the other hand, the 
ICs in Volume I provide economy of cost and space, and 
the availability of “mil-temp” range (-55°C to +125°C) ver- 
sions. The pretrimmed IC’s (AD534, AD535 and AD532) use 
laser trimming of thin-film-on-silicon chips at the wafer stage 
and buried-Zener reference circuitry, as well as thermally 
balanced input stages and “core” circuitry, for overall maxi- 
mum errors to 0.25%, and linearities as yet unmatched in the 
industry. 

Performance Multiplier performance, specifications and test 
circuitry are described in great detail in the NONLINEAR 
CIRCUITS HANDBOOK. Here is a brief digest of the factors 
relating to low-frequency performance. 

In theory, a multiplier has an output which is ideally the prod- 
uct of two input variables, X and Y, divided by the lOV scaling 
voltage. However, the practical multiplier is subject to various 
offset errors and nonlinearities, which must be accounted for 
in its application. This discussion is intended to assist the 
designer in understanding and interpreting multiplier and 
divider specifications and obtaining insight into device 
performance. 

In practice (see the figure), the multiplier may be considered 


as having two parts, one (M) contains the input circuitry and 
the multiplying cell; the other is the gain-conditioning 
op amp, A. 



Functional Block Diagram of Typical Multiplier/Divider 


Also summed at the op-amp input is the feedback variable, Z. 
In multiplication, Z is connected to the output circuit. In di- 
vision, Z and X are the inputs, and Y is connected to the output- 
The figure shows a model used for considering errors. Xq 
and Y (5 are input offset voltages, Zq is the offset-referred-to- 
the-input of the output amplifier, and F(X’, Y’) is the non- 
linearity, viewed as the departure from the ideal multiplication, 
. The output equation, including the errors is of the form 

*" ■ S' • [S * Sf * 

, Product Xoffsct Yoffse, Output Nonlinearity 

■ offset and feedthrough 

Linear Feedthrough 
“Y” “X" 

The errors are included in the bracketed term, except for gain 
error, which is the departure of “B”, the gain-error term, from 
its nominal value of unity. The effects of input offsets (called 
“linear feedthrough”) can be set to zero by applying external 
input biases, the output offset can be set to zero by biasing the 
output amplifier, and the gain can be externally calibrated by 
adjusting the reference or the feedback resistance. The remain- 
ing departure from the ideal output for any combination of 
input values is the irreducible linearity error, or nonlinearity, 
a function of X and Y that differs from device to device and, 
with temperature, within a given device. The component of 
nonlinearity for X = 0 is called “Y feedthrough” and for 
Y = 0, it is called “X feedthrough”. 

The “total error” specification includes the effects of all these 
errors. Although a guide to performance, it may produce an 
excessively conservative design in some applications. For ex- 
ample, output offset is not important if the output is to be 
capacitively coupled or the initial offset is nulled. Gain error 
is not important if system gain is to be adjusted elsewhere in 
the system or if gain is not a critical factor in system perform- 
ance. If frequent calibration of offset and scale-factor errors 
is available (e.g., in a “smart” instrument, via software) non- 
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linearity becomes the limiting parameter. In such cases, im- 
provements in predicted error can be achieved by using the 
approximate linearity equation: 

f(X.Y) S IVxUx+JVy Uy 

were and Cy are the specified fractional linearity errors 
(%/100) and Vx and Vy are the input signals. 

When multipliers are fed back for use in division applications, 
it is important to recognize that maximum multiplication 
errors are increased approximately in proportion to the inverse 
of the denominator voltage (lOV/Vx), and bandwidth is 
decreased in proportion to denominator voltage. Pretrimmed 
multipliers used in such applications, with wide dynamic range 
of X (e.g., 10:1), will always benefit greatly by the trimming 
of offsets, especially Zq (affects offsets) and Xq (affects gain), 
for small values of X. 

DEFINITIONS OF SPECIFICATIONS* 

Accuracy is defined in terms of total error of the multiplier at 
room temperature and constant nominal supply voltage. Total 
error includes the sum of the effects of input and output dc 
offsets, nonlinearity, and feedthrough. Temperature depend- 
ence and supply-voltage effects are specified separately. 

Scale Factor The sca/e-/acror error (or gam error) is the dif- 
ference between the average scale factor and the ideal scale 
factor (e.g., (10V)“* ). It is expressed in percent of the output 
signal. Temperature dependence is specified. 

Output Offset refers to the offset voltage at the output-ampli- 
fier stage. This offset is usually minimized at manufacture and 
can be trimmed where high accuracy is desired. Output offset 
vs. temperature is also specified. 

Linearity Error or Nonlinearity is the maximum difference 
between actual and “best-straight-line” theoretical output, for 
all pairs of input values, expressed as a percentage of full scale, 
with all other dc errors nulled. It is the irreducible minimum 
error. It is usually expressed in terms of X and Y nonlinearity, 
with the named input swinging over its full-scale range and the 
other input at (±) lOV. Y nonlinearity is considerably less than 
X nonlinearity in “Gilbert-cell” multipliers. This specification 
includes nonlinear feedthrough. 


X or Y Feedthrough is the signal at the output for any value of 
X or Y input in the rated range, when the other input is zero. 

It has two components, a linear one, corresponding to an input 
offset at the zero input, which can be trimmed out (but can 
drift and has a temperature specification), and a nonlinear one, 
which is irreducible. Feedthrough is usually specified at one 
frequency (50Hz) for a 20V p-p sine wave input. It increases 
with frequency, and plots of typical feedthrough vs. frequency 
are provided on multiplier data sheets. 

Noise is specified and measured with both inputs at zero signal 
and zero impedance (i.e., shorted). For low-frequency applica- 
tions, filtering the output of the multiplier may improve small- 
signal resolution significantly. 

Dynamic Parameters include: small-signal bandwidth, full- 
power response, slew(ing) rate, small-signal amplitude error, 
and settling time. 

Small-signal bandwidth is the frequency at which the output 
is down 3dB from its low-frequency value (i.e., by about 30%) 
for a nominal output amplitude of 10% of full scale. 

Full-power response is the maximum frequency at which 
the multiplier can produce full-scale voltage into its rated load 
without noticeable distortion. 

Slew(ing) rate is the maximum rate of change of output 
voltage for the product of a full-scale dc voltage and a full- 
scale step input. 

Small-signal amplitude error is defined in relation to the fre- 
quency at which the amplitude response, or scale factor, is in 
error by 1%, measured with a small (10% of full-scale) signal. 

Settling time, for the product of a ±10V step and lOVdc, is 
the total length of time the output takes to respond to an input 
change and stay within some specified error band of its final 
value. Settling time cannot be accurately predicted from any 
other dynamic specifications; it is specified in terms of a pre- 
scribed measurement. 

Vector error is the most-sensitive measure of dynamic 
error. It is usually specified in terms of the frequency at which 
a phase error of 0.01 radians (0.57 ) occurs. 


•These are general definitions. Further definitions are provided as foot- 
notes to the specification tables; they should be read carefully. 
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□ ANALOG 
DEVICES 


Accurate, Wideband, 
Multiplier, Divider, Square Rooter 


MODEL 429 


FEATURES: 

1 .0%/0.5% Accuracy without 
Trimming (429A/B), 

Low Drift to 1.0my/°C max 

Wideband — 10MHz 

0.2% Nonlinearity max (429B) 

External Amplifiers not Required 
MTBF: 169, 268 Hours 

APPLICATIONS: 

Fast Divider 

Modulation and Demodulation 
Phase Detection 
Instrumentation Calculations 
Analog Computer Functions 
Adaptive Process Control 
Trigonometric Computations 

GENERAL DESCRIPTION 

The model 429, an extremely fast multiplier/divider, should be 
considered if bandwidth, temperature coefficient, or accuracy 
are critical parameters. Based on the transconductance princi- 
ple to achieve high speed, the model 429 offers a unique com- 
bination of features, those being ‘72% max error (429B) and 
lOMHz small signal bandwidth. 

Both models 429A and 429B are internally trimmed achieving 
max errors of 1 .0% and 0.5% respectively. By fine trimming 
the offset and feedthrough with external trim potentiometers 
typical performance may be improved to 0.5% for the 429 A 
and 0.2% for the 429B. 

In addition to high accuracy and high bandwidth, the model 
429 offers exceptionally good stability for changes in ambient 
temperature. Model 429B is 100% temperature tested in order 
to guarantee an overall accuracy temperature coefficient of 
only 0.04%/°C max. Additionally, offset drift is held to 
only lmV/°C max. To satisfy OEM requirements of low cost, 
the 429 uses transconductance principles with the latest design 
techniques and components to achieve guaranteed performance 
at competitive prices. 

MULTIPLICATION ACCURACY 

Multiplication accuracy is generally specified as a percentage of 
full scale output. This implies that error is independent of sig- 
nal level. However, for signal levels less than 2/3 of full scale, 
error tends to decrease roughly in proportion to the input 
signal. A good approximation of error behavior is: 
f (X, Y) = |X| Cx + |Y| ey, where and ey are the fractional 
nonlinearities specified for the X and Y inputs 

EXAMPLE; For model 429A, = 0.5%, Cy = 0.3%. What 

maximum error can one expect for x= 5V, y = IV, providing 



the offset is zeroed out? Can one get less by interchanging 
inputs? 

1. Nominal output is XY/10 = (5)(1)/10 = 500mV 

2. Expected error is (5) (0.5%) + (1) (0.3%) = 

28mV, 5.6% of output (0.28% of F.S.) 

3. Interchanging inputs (1) (0.5%) + (5) (0.3%) = 

20mV, 4.0% of output (0.20% of F.S.) 

Compare this with the overly conservative error predicted by 
the overall 1% of full scale specification: lOOmV, or 20% of 
output. 

FREQUENCY RELATED SPECIFICATIONS 
Accuracy, and its components, feedthrough, linearity, gain, 
(and phase shift) are frequency dependent. Feedthrough is 
constant up to lOOkHz for the Y input, and up to 400kHz for 
the X input. Beyond these frequencies it rises at approximately 
a 6dB/octave rate due to distributed capacitive coupling. A 
plot of typical feedthrough vs. frequency is shown in Figure 1. 
For this measurement one input is driven with a 20V p-p sine 
wave while the other input is grounded and the feedthrough is 
measured at the output. This error will decrease roughly in 
proportion to the input signal, and will also vary with tempera- 
ture (about 0.01%/°C of the nonzero input). Low frequency 
feedthrough error can be further reduced from the internally 
trimmed limits by the use of optional external potentiometers. 

Nonlinearity likewise increases with frequency at a 6dB/ 
octave rate above the break frequency. With the Y input driven 
at lOV p-p, and the X input anywhere between ±10V dc, the 
break frequency is 25kHz. For corresponding X input condi- 
tions, the break occurs at 60kHz. Figure 2 is a plot of the typi- 
cal nonlinearity vs. frequency for the model 429. 
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(typical @ +25°C and ±15VDC unless otherwise noted) 


MODEL 429A 429B 


•MULTIPLICATION 

CHARACTERISTICS 

Output Function 

Error, with Internal Trim, at +25 C 
Error, with External Trim, at +25 C 
Avg. vs. Temp (-25°C to +85°C) 

Avg vs. Supply 

XY/10 
±1% max 
±0.7% 

±0.05%/°C 

±0.05%/% 

±0.5% max 
±0.3% 

±0.04%/°C max 

SCALE FACTOR 



Initial Error at +25 C 

0.5% 

0.25% 

Avg vs. Temp (-25°C to +85°C) 

0.03%/°C 

0.02%/°C 

Avg vs. Supply 

0.03%/% 


OUTPUT OFFSET 



Initial at +25°C (Adjustable to Zero) 

±20mV max 

±I0mV max 

Avg vs. Temp (-25°C to +85°C) 

±2mV/°C 

±lmV/ C max 

Avg vs. Supply 

±lmV/% 

* 


nonIlinearity 

X Input 


(X = 20V p-p 50Hz, Y = ±10V) 

Y Input 

(Y = 20V p-p 50Hz, X = ±10V) 

0.5% max 

0.3% max 

0.2% max 

0.2% max 

FEEDTHROUGH 

X =0, Y = 20V p-p, 50Hz 

50mV p-p, max 

20mV p-p, max 

With External Trim 

16mV p-p 

lOmV p-p 

Y =0, X = 20V p-p, 50Hz 

lOOmV p-p, max 

30mV p-p, max 

with External Trim 

SOmV p-p 

20mV p-p 

BANDWIDTH 



-3dB 

lOMHz 


Full Power Response 

2MHz min 


Slew Rate 

120V/(js min 


1% Amplitude Error 

300kHz min 


1% Vector Error (0.57°) 

50kHz min 


Differential Phase Shift (6^ -6y) 

1° @ IMHz 


Small Signal Rise Time 10-90% 

40 ns 

« 

Settling to ±1% (±10V step) 

500ns 

* 

Overload Recovery 

0.2/Js 

• 

OUTPUT NOISE 

SHztolOkHz 

0.6mV rms 

• 

5 Hz to lOMHz 

3.0mV rms 

• 

OUTPUT CHARACTERISTICS 

Voltage, Ikn load 

±1 IV min 

• 

Current 

±1 1mA min 

• 

Load Capacitance 

O.OljuF max 

• 

INPUT RESISTANCE 

X Input 

10kn±5% 

• 

Y Input 

llkf2±2% 

* 

Z Input 

27kn±10% 

• 

INPUT BIAS CURRENT 


• 

Input X, Y, Z 

±100nA 

• 

Z 

±20nA 

* 

MAXIMUM INPUT VOLTAGE 

For Rated Accuracy 

±10.5V 

• 

Maximum Safe 

±16V 

• 

WARM UP 

To Rated Specifications 

1 second 

• 

POWER SUPPLY' 



Rated Performance 

±(14.8 to 15.3)V dc 

* 

Operating 

±(14 to 16)V dc 

* 

Quiescent Current 

±12mA 

• 

TEMPERATURE RANGE 

Rated Performance 

-25 Cto +85 C 

* 

Operating' 

-25°Cto +85°C 

* 

Storage 

-55°Cto +125°C 

• 

MECHANICAL 



Weight 

2 oz. 

* 

Socket 

AC1023 

* 

Case Dimensions 

1 . 5 " X 1 . 5 " X 0 , 62 ” 

• 


NOTES 

* Specifications same as model 429A. 

’ Recommended power supply, ADI model 904, ±15V ® 50mA output. 
Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



1.51 MAX (38.1) 

F 

0.62 MAX 
(15.7) 

F 



jo.04 DIA. (1.02)-"-^j-^ 


1 

I 0.20MIN., 0.25 MAX. 
' (5.0) (6.4) 



2.54 

PIN CONNECTIONS 

Bottom View Shown in all Figures. 
Optional Trim Pots 
Shown are not Required 
for Rated Accuracy. 

MULTIPLY MODE 
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Gain and input to output phase shift for the model 429 are 
shown in Figure 2. Naturally, no multiplier will maintain accu- 
racy at frequencies approaching the small signal bandwidth. 
For the model 429, the 1% amplitude error will occur at 
500kHz. If input to output phase shift is a criterion, then the 
1% “vector” error occurs at 50kHz. 


jmmmumwimwm 
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Figure 1. Feedthrough vs Frequency 
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Applying the Fast Multiplier 


DIVISION 

The high bandwidth and excellent linearity of model 429 
allows it to be used in divider applications achieving high per- 
formance in the de to 8MHz region. Restrictions imposed on 
divide operation, and the contribution of error terms are 
illustrated in the error analysis below. 



Figure 3. Divider Circuit 


Shown in Figure 3 is a typical multiplier /divider which has 
been connected for divide operation by inserting the multi- 
plier cell, M, in the op amp’s feedback loop. Errors associated 
with the op amp, Aj , are incorporated in e, which represents 
all errors. In order to insure negative feedback, the X input 
range is restricted to negative values. 

Summing currents at the op amp’s summing junction: 


■fllllBBIlIBBIIHBI 


Solving for Y, which is also Co : 

lO(Z-e) 


Figure 2. Typical Amplitude and Phase vs Frequency 

OPTIONAL TRIM - MULTIPLY MODE 
As shipped, the multiplier meets its listed specifications with- 
out use of any external trim potentiometers. Terminals are pro- 
vided for optional feedthrough and offset adjustments. Using 
these adjustments overall static multiplication error may be re- 
duced to only 0.2%. The 20kJ2 trim potentiometers should be 
connected across the ± supply voltage terminals with the arm 
of each potentiometer connected to the desired balance ter- 
minal (see Specifications page). 

ADJUSTMENT PROCEDURE FOR OFFSET 

1. Jumper X input and Y input to ground. 

2. Adjust Rq for an output of zero volts. 

3. Remove jumper from X and Y inputs. 

ADJUSTMENT PROCEDURE FOR FEEDTHROUGH 

1. Jumper Y input to ground and apply 20V p-p at IkHz to 
X input. 

2. Adjust Ry for minimum output voltage. 

3. Remove jumper from Y input. 

4. Jumper X input to ground and apply 20V p-p at IkHz to 
Y input. 

5. Adjust Rx for minimum output voltage. 

6. Remove jumper from X terminal. 


X X 

And now breaking e into its constituents 

loz ioEnv ioEqs ioEqs/ c ioEnlx ioEnly 


ideal noise 
divider error 


X non- 
linearity 
error 


Y non- 
linearity 
error 


These errors can be broken down into two categories, static 
errors and signal dependent errors. All of the static errors 
associated with the divide mode are inversely proportional 
to the denominator signal level. The signal dependent 
errors are the X and Y nonlinearities. For model 429B 
nonlinearity errors are 0.2% for both the X and Y inputs. 
Substituting these values in the error terms yields: 

10 (0.2%) X 10 (0.2%) Y 
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The importance of using the terminal with largest nonlinearity 
for the denominator is revealed by the above expression. 
Effects of X nonlinearity are virtually independent of signal 
level and may be trimmed out. Nonlinearities of Y typically 
contribute 200mV for X = Z = IV i.e., (10 [0.2%] lOV) = 
200mV. This error can be reduced if external trims are used to 
optimize divider performance. 

Bandwidth is also degraded with a decrease in denominator 
level, due to the increase in system gain; 

i.e.) for X = Z = IV, Cq = lOV 


and 

Z 


12 . 

1 


10 


Since the gain bandwidth product is constant, a bandwidth 
of 1/10 of that obtained for full scale denominator levels 
will be obtained for division at IV levels. 


For other denominator levels, bandwidth is determined by: 


B.W. 


Denominator Level 
Full Scale Denominator 


X (Multiplier B.W.) x K 


where K is a constant having a value less than unity. It is intro- 
duced due to a combination of stray capacitance paralleling 
the multiplier cell and effects of feedthrough. For model 429 

B.W. = (-^) 8MHz 

Before selecting a multiplier/divider for divide applications, 
errors resulting from the lowest anticipated denominator sig- 
nal should be considered. After such considerations have been 
made, one can further appreciate the importance of starting 
with an accurate, high speed multiplier such as model 429. 

It is also highly recommended that the optional trim pro- 
cedure for division be performed. 


OPTIONAL TRIMMING - DIVIDE MODE 
Connections are made as shown on Specifications page. 

The suggested trim procedure is (starting with centered adjust 
adjustments): 

*1. With Z = 0, trim Rq to hold output constant, as 
X is varied from -lOV toward -l.OV. 

2. With Z = 0, trim Ry for zero at X = -lOV. 

3. With Z = X and/or Z = -X, trim Rx for mini- 
mum worst-case variation as X is varied from 
-lOV to -l.OV. 

4. Repeat 1 and 2 if step 3 required large initial 
adjustment. 

•For best accuracy X should be allowed to vary from -lOV to lowest 
expected denominator. 


SQUARE ROOTING 

When connected as shown on Specifications page, the model 
429 will provide the square root of Zj^. 

By summing currents at the op amp’s summing junction: 

Z _ 22^ e _ e 

R” lOR R " lOR R 

where e represents all errors associated with the multiplier. 
Solving for the output voltage, Y. 

eo = ± VlO (Z -e) 

There are two values of eo for every value of Z. However, 
only negative values of Cq will provide the negative feedback 
necessary for circuit stability. To restrict the output from 
going positive, a diode is connected as shown on Specifications 
page. The output is then: 

Co = - VlO(Z-e) 

Errors, e, associated with the multiplier, are inside the square 
root and consequently their effect, for large values of Z, is 
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reduced. The reason for the improved performance can be seen 
by inspecting the circuit. The output is fed back to both the X 
and Z terminals, resulting in twice the feedback as would be 
obtained for the divide mode. An alternative method of con- 
sidering error performance is to consider errors as being at the 
Z terminal. By differentiating the ideal transfer function with 
respect to Z, errors for various values of Z may be determined: 


dep 

dZ 


d 




The factor of Vi has the advantage of reducing errors by a 
factor of 2 for Z = 10, but also introduces the potential 
problem of instability. Since the feedback gain is the re- 
ciprocal of the forward gain, the slope of the forward gain 
is 2. Additional phase margin is required to support the in- 
creased gain in the feedback path. Model 429 is optimized 
for phase margin in the multiply and divide modes producing 
minimum vector errors at high frequencies. To avoid the 
potential problem of instability, the RC network shown previ- 
ously is recommended. This network restricts the bandwidth 
and guarantees stability for all positive values of Z. 

OPTIONAL ADJUSTMENT PROCEDURE - SQUARE ROOT 

1 . Apply a voltage to the Z terminal equal to the lowest 
anticipated input voltage. 

2. Adjust Rp such that ep =-\/ lOZ, where Z is the voltage 
applied in step 1. 

DIVISION SPECIFICATIONS 
(TYPICAL) 

OUTPUT FUNCTION ,10(Z)/X 

Numerator Range ±10V 

Denominator Range, 

1% Accuracy. -1 to -10 V 

Denominator Range, 

5% Accuracy. ,-0.2 V to -lOV 

Bandwidth Formula, 

(Hz,-3dB) .(8MHz)(X)/10 


SQUARE ROOTING SPECIFICATIONS 
(TYPICAL) 


OUTPUT FUNCTION 

Dynamic Range 

Accuracy (% of Full Scale) 
Bandwidth Formula, 

(Hz, -3dB) 


■-\/io(Z) 

1000 to 1 

(+0.010V <Z<+10V) 
,0.5% 

.(5MHz) VlXl/lO 


Table I. Division & Square Rooting Specifications 



DENOMINATOR -Voltl 


Figure 3. Typicai Error Performance of Modei 429 in Divide 
Mode for Worst Case of |ep | = WV 
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Selection Guide 

RMS-to-DC Converters 



AD536A 

True rms-to-dc Conversion 
Laser-Trimmed to High Accuracy 
0.2% max Error (AD536AK) 

0.5% max Error {AD536AJ) 

Wide Response Capabiiity: 

Computes rms of ac and dc Signals 
300kHz Bandwidth; Vrm5>100mV 
2MHz Bandwidth: Vrms>1V 
Signal Crest Factor 7 for 1% Error 
dB Output with 60dB Range 
Low Power: 1mA Quiescent Current 
Single or Dual Supply Operation 
Monolithic Integrated Circuit 
-55°C to +125°C Operation (AD536AS) 


AD636 

True rms-to-dc Conversion 
200mV Full Scale 
Laser-Trimmed to High Accuracy 
0.5% max Error IAD636K) 

1.0% max Error (AD636J) 

Wide Response Capability; 

Computes rms of ac and dc Signals 
1MHz -3dB Bandwidth: Vrms>100mV 
Signal Crest Factor of 6 for 0.5% Error 
dB Output with 50dB Range 
Low Power: SOOpA Quiescent Current 
Single or Dual Supply Operation 
Monolithic Integrated Circuit 


Page 

Vol. I 
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Vol. I 
6-71 
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AD637 

High Accuracy 

0.02% Max Nonlinearity, 0 to 2\J rms Input 
0.10% Max Error to Crest Factor of 3 
Wide Bandwidth 
8MHz at 2\J rms Input 
600kHz at lOOmV rms 
Computes; 

True rms 
Square 
Mean Square 
Absolute Value 
dB Output (-60dB Range) 

Chip Select-Power Down Feature Allows; 
Analog "3-State" Operation 
Quiescent Current Reduction from 2.2mA to 
350|jiA 



MODEL 442 

DC to 8MHz Response (-3dB) 

High Accuracy; 

With No Ext. Trim; ±2mV ,±0.15% of Rdg., max 
With Ext. Trim; ±1mV ±0.05% of Rdg., max 
Low Drift; ±{35p.V ±0.01% of Reading)/'C 
max, 442L 

Fast Settling Time: 5ms to 1% 

All Hermetically Sealed Semiconductors 
No External Components Required 
to Meet Specifications 


Page 

Vol. I 
6-77 


Vol. II 
7-7 
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Orientation 

RMS-to-DC Converters 


The 442 is a high-accuracy wide-bandwidth true-mis-to-dc- 
conversion module. As the Selection Guide indieates, addition- 
al devices to perform rms-to-dc conversion, employing IC tech- 
nology, may be found in Volume I. Devices of this class 
compute the instantaneous square of the input signal, average 
it, and take the square root of the result, to provide a dc volt- 
age that is proportional to the rms of the input (and, in the 
case of the ADS 36A and AD636 ICs, an auxiliary dc voltage that 
is proportional to the log of the rms, for dB measurements). 

Excellent pre-trimmed performance, improvable by simple 
optional trims, makes these devices iddal for all types of labo- 
ratory and OEM rms instrumentation where amplitude meas- 
urements must be made with high accuracy, independently 
of waveshape. 

An alternative to rms that has been widely used in the past, 
principally for measurements on sine waves, is mean absolute- 
deviation, or “ac average.” It is performed by taking the ab- 
solute value of (i.e., full-wave or half-wave rectifying) a 
signal, filtering it, and scaling it by the ratio of rms to m.a.d. 
for sine waves, 1.111, so that it reads correctly (for undis- 
torted sine waves). Unfortunately, this ratio varies widely as 
a function of the waveform and will give grossly incorrect 
results in many cases. The table shows a few representative 
examples comparing rms with m.a.d. 

Examples of applications include noise measurement — for 
example, thermal noise, transistor noise, and switch-contact 
noise. True-rms measurement is a technique that provides 
consistent theoretically valid measurements of noise ampli- 
tude (standard deviation) from different sources having dif- 
ferent properties. 

WAVEFORM 


True-rms devices are also useful for measuring electrical sig- 
nals derived from mechanical phenomena, such as strain, stress, 
vibration, shock, expansion, bearing noise, and acoustical 
noise. The electrical signals produced by these mechanical 
actions are often noisy, non-periodic, nonsinusoidal, and 
superimposed on dc levels, and require true-rms for consistent, 
valid, accurate measurements. RMS converters are also useful 
for accurate measurements on low-repetition-rate pulse-trains 
having high crest factors (ratio of peak to rms), and for meas- 
urements of the energy content of SCR waveforms at differing 
firing angles. 

The basic approach used in these converters for computing 
the rms is to take the absolute value, square it, and divide by 
the fed-back output (using the logarithmic characteristics of 
transistor junctions), and filter the result. The resulting 
approximation 

Eo = Avg.j^^ J =\/Avg. (Vjn^) 

IS valid if the averaging time-constant is sufficiently long 
compared with the periods of the lowest-frequency ac com- 
ponents of the signal. 


The simplest form of averaging involves a single-pole filter, 
using an external filtering capacitance. Increased values of 
capacitance for filtering will improve the accuracy for low 
frequency rms measurements and provide reduced ripple at 
the output, but at the cost of increased settling time. For 
fastest settling and minimum ripple, an additional stage of 2- 
pole filtering is useful. The additional filtering permits improve- 
ment of settling time or reduction of ripple (or both) because 
of substantial reduction of 


RMS 

MAD 



SINE WAVE 


V„ 

7T 


Z/2 


= 1.414 


0.637 V„ 



SYMMETRICAL 
SQUARE WAVE 
OR DC 



TRIANGULAR WAVE 
OR SAWTOOTH . 


Vm 






» 1.732 


GAUSSIAN NOISE 


q 



CREST FACTOR IS 
THEORETICALLY 
UNLIMITED, q IS 
THE FRACTION OF 
TIME DURING WHICH 
GREATER PEAKS CAN 
BE EXPECTED TO 
OCCUR 


RMS 


RMS 

•0.798 RMS 1.253 
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J 
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H 
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V MARK/SPACE 


1 
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0.01 


oo 
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Vm VT 

0.5V„ 
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Vm 
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8 
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PERFORMANCE SPECIFICATIONS 

Considerable information regarding rms-to-dc converter cir- 
cuit design, performance, selection, and applications is to be 
found in the NONLINEAR CIRCUITS HANDBOOK.* In ad- 
dition, useful applications information on auxiliary filtering 
can be found in the article “Measure RMS with Less Ripple 
in Less Time. 

The most-salient feature of a true rms-to-dc converter is that 
it ideally has no error due to an indirect approximation to 
the rms. Static errors are due only to scale-factor, linearity, 
and offset errors; dynamic errors are due to insufficient av- 
eraging time at the low end and finite bandwidth and slewing 
rate at the upper end. Linearity errors affect crest factor in 
midband. Dynamic errors are also a function of signal ampli- 
tude, due in part to the variation of bandwidth of the “log” 
transistors with signal level. 

Total Error A specification for quick reference, this is the 
maximum deviation of the dc component of the output volt- 
age from the theoretical output value over a specified range 
of signal amplitude and frequency. It is shown as the sum of 
a fixed error and a component proportional to the theoreti- 
cal output (“% of reading”). It is specified for a sinusoidal 
input in a given frequency and amplitude range. The fixed 
error-component includes all offset errors and irreducible 
nonlinearities; the %-of-reading component includes the linear 
scale-factor error. 

Total Error, external adjustment is the amount by which 
the output may differ from the theoretical value when 
the output offset and scale factor have been trimmed. Note 
that the fixed error-component cannot be reduced to zero, 
even though the output offset can be nulled at zero input. 
This is because of residual input offsets and inherent non- 
linearities in the converter. 


Total Error vs. Temperature is the average change of %-of-full- 
scale error component plus the average change of percent of 
reading error component per degree Celsius, over the rated 
temperature range. 

Frequency for 1 %-of-Reading Error is the minimum value of 
frequency (at the high end) at which the error increases from 
the midband value by 1% of reading. It is a function of peak- 
to-peak input amplitude. 

Frequency for -3dB Reading Error is the minimum value of 
frequency (at the high end) at which the error may equal 
-30% of reading. It is a function of amplitude. 

Crest Factor (a property of the signal) is the ratio of peak 
signal voltage to the ideal value of rms; the specified value of 
crest factor is that for which the error is maintained within 
specified limits at a given rms level for a worst-case — 
rectangular pulse — input signal. 

Filter Time Constant and External Capacitor: The time con- 
stant of the internal averaging filter, and the increase of time 
constant per juF of added external capacitance. 

Input: The voltage range over which specified operation is 
obtained, the maxirpum voltage for which the unit operates, 
the maximum safe input voltage, and the effective input 
resistance. 

Output: The maximum output range for rated performance, 
the minimum current guaranteed available at full-scale output 
voltage, and the source resistance of the output circuit. 

Power Supply: Power-supply range for specified performance, 
power-supply range for operation, and quiescent current drain. 

Temperature Range: The range of temperature variation for 
operation within specifications. Temperature coefficients are 
determined by three-point measurements (Th — 25°C), 

(25 C — Tl), when measured. 


^Nonlinear Circuits Handbook, Analog Devices, Inc., 1974, 1976, 
536pp, edited by D. H. Shcingold. 

^ANALOG DIALOGUE 9-3, 1975, pp 21-22 
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ANALOG 

DEVICES 


Wideband, High Accuracy 
True rms-to-dc Converter 


MODEL 442 


FEATURES 

DC to 8MHz Response (-3dB) 

High Accuracy: 

With No Ext. Trim: ±2mV ±0.15% of Rdg., max 
With Ext. Trim: ±1mV ±0.05% of Rdg., max 
Low Drift; ±(35 mV ±0.01% of Reading)/^C max. 442L 
Fast Settling Time: 5ms to 1% 

Small Size: 1.5" x 1.5" x 0.4" 

All Hermetically Sealed Semiconductors 

APPLICATIONS 

Wideband rms Instrumentation 

Telephone, Telegraph & Modem Test Equipment 

Vibration Analysis 

Sound & Noise Level Instrumentation 
Mean Square Measurements ^ 



2k 3k 4k 6k 10k 20k 30k 40k Wk . 100k 200k 300k 400k 600k 


SIklEWAVE INPUT FREOUtNCY - Hi 


GENERAL DESCRIPTION 

Model 442 is a high performance true rms-to-dc converter 
featuring 8MHz bandwidth, low drift to ±35/iV/°C ±0.01% of 
reading/°C maximum, and ±1% reading error to 800kHz. Unlike 
competing designs, model 442 achieves its high accuracy over a 
very wide input signal range. With no external adjustment, accu- 
racy is held to within ±2mV ±0.15% of reading for input signals 
of 0 to 2Vm^s. If optional adjustments are performed, this accu- 
racy can be improved to ±lmV ±0.05% of reading. Model 442 
is designed to be used in high performance instrumentation 
where response to low level, high speed signals, is of greatest 
importance. 

The compact, log-anti log circuit design of model 442 results 
in high accuracy measurements on sinewave signals and com- 
plex waveforms such as pulse trains. Reading error increases 
0.2% for signals with crest factors up to 7. In addition, true 
rms measurement can be performed directly on signals contain- 
ing both ac and dc components. 

Model 442 is available in three low drift selections offering 
maximum drift performance over 0 to +10 C range; model 
442L: ±(35juV ±0.01% of rdg.)/°C max; model 442K: ±(50/uV 
±0.01% of rdg.)/°C max; model 442J: ±(100juV ±0.01% of 
rdg.)/ C max. 

WHERE TO USE MODEL 442 

Excellent untrimmed performance along with simple, optional 
trims make model 442 the ideal component for all types of 
laboratory and OEM rms instrumentation where wideband 
measurements must be made with high accuracy. Model 442 
is ideally suited for measuring thermal noise, transistor noise 
and switch contact noise. True rms measurement is the only 
technique to accurately measure system noise and thereby 
assist the designer in reducing this noise. Model 442 is also use- 
ful for measuring mechanical phenomena such as strain, stress. 


vibration, shock, expansion and contraction. The electrical 
signals produced by these mechanical actions are often noisy, 
nonperiodic, nonsinusoidal and superimposed on dc levels, 
therefore requiring true rms devices for accurate measurements. 
Model 442 is also required for accurate measurements on low 
repetition rate pulse trains. For pulse trains with crest factors 
of 10, a 3dB bandwidth of 400 times the pulse rate is required 
to achieve 1% accuracy and 4000 times the pulse rate is needed 
for 0.1% accuracy. 

Model 442 may also be connected (se e Figu re 3) to measure 
the MEAN SQUARE of a signal (cq = ej^^ /Vr). The Mean 
Square of a random signal is equal to the variance (a^). 

TOTAL ACCURACY 

Total output error is specified as the sum of two components; 
a fixed term plus a percentage of output signal. Model 442 has 
a rated sinewave accuracy of ±lmV ±0.05% max (externally 
trimmed), which for a one volt rms sinewave, results in a 
±1.5mV maximum error (±lmV fixed error plus ±0.5mV 
reading error). The fixed error component is comprised of out- 
put offsets and linearity errors. Both of these error terms have 
been minimized in the model 442 as a result of special output 
circuit design and sophisticated factory offset trim procedures. 
Output offset can be adjusted for minimum error by means of 
an external adjustment (see Figure 2). The % of reading error 
is attributed to nonlinearity and scale factor errors. Scale factor 
error may also be reduced by external adjustment of an op- 
tional 5kQ potentiometer (see Figure 2). 


For detailed information, contact factory. 
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SPECIFICATIONS 

^ 4 : 

(typical @-i-25°Cand Vg = ±15V dc, unless otherv 

MODEL 

4421 

442K 

442 L 

TRANSFER EQUATION 

Co = \/avg (e|o)’ 

• 

• 

ACCURACY* 

Total Error, Sinewave Input, f ^ 20kllz 

No External Adjustment 

Input Range: 0 to 2Vfn^5 

±2mV ±0.15% of Rdg., max 

• 

* 

External Adjustment 

Input Range; 0 to 2V,^s 

±lmV ±0,05% of Rdg., max 

• 

• 

lOmVjj^j to 2 V ^5 

±0.5mV ±0.05% of Rdg., max 

• 

• 

Additional Error, Sinewave Input, 

20kHz^f< 500kHz 

With or Without External Adjustment 

For Any Input Range 

(±253iV ±0.0025% of Rdg.) x 
/f(kHz)-20kHz\ 



vs. Temperature (0 to +70°C), max 

^ max 

V IkHz / 

±100fiV/°C plus 

±50iuV/°C plus 

±35mV/°C plus 


±0.01% of Rdg./°C 

±0.01% of Rdg./’C 

±0.01% of Rdg./°C 

vs, Supply Voltage 

±0.1mV/% 

• 

• 

Warm-Up Time 

5 minutes 

• 

• 

FREQUENCY RESPONSE, SINEWAVE INPUT 
±1% Reading Error 

Input: 7Vpnj 500kHz 



2Vnns : 

700kHz 



IVmis 

800kHz 



0.2Vnns 

120kHz 



o.iv™. 

80kHz 



O.OlVmis 

25kHz 



-3dB Reading Error 

Input: 

5MHz 




8MHz 



IVnns 

7MHz 



O.ZVn^s 

3MHz 




2MHz 



0.01V,n,s 

300kHz 



Internal Filter Time Constant 

1.5ms 



External Filter Time Constant’ 

15ms/pF 



Total Averaging Time Constant’ 

1.5ms + 15ms/MF 



CREST FACTOR 

±0.2% Additional Reading Error 

7 

• 

* 

±0.5% Additional Reading Error 

10 

* 



OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


-1.51 MAX (38.1)- 



BOTTOM VIEW 


Weight: 40 grams 

MATING SOCKET AC1016 



INPUT SPECIFICATIONS 


Voltage 


Signal Range 

±10Vp„k min 

• 

• 

Safe Input 

±Vs 

• • 

• 

Impedance 

2.5kn ±10% 

• 

• 

OUTPUT SPECIFICATIONS’ 




Rated Output 




Voltage 

+ 10.0V min 


• 

Currciii 

+5mA min 



Impedance 

o.in 



offset Voltage, @ ■t25°C 

±2mV max 



With External 20kn Trim Pot 

Adjustable to Zero 



POWER SUPPLY^ 




Voltage, Rated Specifications 

±15Vdc 



Voltage, Operating 

±(6 to 18)Vdc 



Current, Quiescent 

±12mA 



TEMPERATURE RANGE 




Rated Performance 

0 to +70°C 



Operating 

-25°C to ■t85°C 



Storage 

-55°C to +125°C 



CASE SIZE 

1.5" X 1.5" X 0,4" 




NOTES 

*Specifications same as model 442J. 

**Contact sales office for complete 4 page data sheet. 

' Error is specified as the sum of two components; a fixed term plus a percentage of output signal (reading). Refer to 
TOTAL ACCURACY. 

^Connect optional filter capacitor between pin 1 and pin 2 (see Figure 2). Pin 1 is protected for ^orts to ground and 
the positive supply voltage. Pin 1 is not protected for negative voltage greater than 1 volt. 

* Protected for short circuit to ground and/or cither supply voltage. 

* Recommended power supply-. Analog Devices’ model 904. 

Specifications subject to change without notice. 


Figure 1. Wiring Connections for 
rms Measurements (No External 
Trim) 



Rs - 

Rq -20kn 


•SELECT Cf FOR INCREASED AVERAGING TIME CONSTANT, 
rlmi)* 1.5+ 15C, (yF) 

Figure 2. Optional External 
Adjustment for rms Measurements 



Figure 3. Wiring Connections for 
Mean Square Measurements with 
Adjustable Scale Factor (Vp^p) 
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Selection Guide 

Log-Antilog Amplifiers 



MODEL 755, MODEL 759 

High Accuracy: Models 755N, 755P 
Low Cost: Models 759N, 759P 
Complete Log-Antilog Amplifiers: External 
Components not Required 
Temperature-Compensated Internal Reference 
6 Decades Current Operation: 1nA to 1mA 
1% max Error: InA to 1mA (755) 

20nA to 200pA (759) 

4 Decades Current Operation: ImV to 10V 
1% max Error: ImV to 10V (755) 

ImV to 2V (759) 



MODEL 757 

6 Decade Operation - InA to 1mA 
1/2% Log Conformity - lOnA to lOOpA 
Symmetrical FET Inputs 
Voltage or Current Operation 
Temperature Compensated 
Complete Log Ratio Amplifier: External 
Components not Required 
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Orientation 

Log-Antilog Amplifiers 


The devices catalogued in this section are complete, self-con- 
tained modules that provide output voltage proportional to 
the logarithm or the antilogarithm (exponential) of an input 
quantity. These modules operate on the instantaneous values 
of inputs from dc to an upper cutoff frequency below IMHz. 

LOGS AND LOG RATIOS 

In the logarithmic mode, the ideal output equation is 

Eg can be positive or negative; it is zero when the ratio is 
unity, i.e., Ijn = Iref. K is the output scale constant; it is 
equal to the number of output volts corresponding to a de- 
cade* change of the ratio. In the 755 and 759 log amplifiers, 

K is pin-programmable to be either IV, 2V, or 2/3V, or exter- 
nally adjustable to any value > 2/3 V; in the model 757 log- 
ratio amplifier, K may be either a preset value of IV, or an 
arbitrary value adjustable by an external resistance ratio. 

Ijn is a unipolar input current within a 6-decade range (InA 
to 1mA); it may be applied directly, as a current, or derived 
from an input voltage via an input resistor (in which case, 
the ratio becomes Ein/(RinIref) = Ejn/Eref. In models 755 and 
759, the magnitude of Ijef is internally fixed at lOjuA (E^f = 
O.IV) or externally adjusted; but model 757 is a log-ratio 
amplifier, in which both Ij^ and Ijgf (or Ejn and Ejgf, using 
external scaling resistors) are input variables. 

Each of the log amplifiers is available as a “P” or “N” op- 
tion, depending on the polarity of the input voltage. Loga- 
rithms may be computed only for positive arguments, there- 
fore the reference current must be of appropriate polarity to 
make the ratio positive. “N” indicates that the input current 
(or voltage) for the log mode is positive; “P” indicates that 
only negative voltage or current may be applied in the log 
mode. The polarity of K also differs: K is positive for “N” 
versions and negative for “P” versions. Thus, +10V applied 
to model 759N, with K = +1V, would produce an output vol- 
tage, Eg = “IV log (100) = -2V; on the other hand, - lOV 
applied to model 759P, with K = IV, would produce an out- 
put voltage. Eg = “(- IV) log (100) = +2V. The figure shows, 
in condensed form, the outputs of P and N log-amps, with dif- 
fering K values, for voltage and current inputs. 

Log amplifiers in the log mode are useful for applications re- 
quiring compression of wide-range analog input data, linear- 
ization of transducers having exponential outputs, and analog 
computing, ranging from simple translation of natural rela- 
tionships in log form (e.g., computing absorbance as the log- 
ratio of input currents), to the use of logarithms in facilitating 
analog computation of terms involving arbitrary exponents 
and multi-term products and ratios. 

•A decade is a 10:1 ratio, two decades is 100:1, etc. For example, 
if K = 2, and the ratio is 10, the magnitude of the output would be 
2V, and its polarity would depend on whether the ratio were greater 
or less than unity. If the input signal then changed by a factor of 
1000 (3 decades), the output would change by 6V. 




Output VS. Input of Model 755N & 755P in Log Connection 
(Log Input Scales), Showing Voltages, and Polarity Relationships 

ANTILOGS 

In the antilogarithmic (exponential) mode, the ideal output 
equation is 

I 

Eg = Ej-gf expio (“Ejjj/K) 

Ejj, can be positive or negative; when it is zero. Eg = E^f. 
However, Eg is always of single polarity, positive for “N” 
versions, negative for “P” versions. Thus, for 759P, connect- 
ed for K = -2V, if Ejj, = +4V, and E^f = -O.IV, then 

Eg = -0.1V•10■''/■^ or-lOV; if Ejn = -4V, then 
Eg = -O.lV-10'^'^^^'^ = “ ImV. The figure on the next page 
shows, in condensed form, the outputs of P and N log amps, 
connected for antilogarithmic operation, with different K 
values. 

Antilog amplifiers are useful for applications requiring expan- 
sion of compressed data, linearization of transducers having 
logarithmic outputs, analog function fitting or function gener- 
ation, to obtain relationships or generate curves having volt- 
age-programmable rates of growth or decay, and in analog 
computing, for such functions as compound multiplication 
and division of terms having differing exponents. 
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Eo 



Antilog Operator Response Curves, Semilog Scale 
Eo = Eref10^IN/-‘^ 


LOG-ANTILOG AMPLIFIER PERFORMANCE 
Considerable information regarding log- and antilog-amplifier 
circuit design, performance, selection, and applications is to 
be found in the NONLINEAR CIRCUITS HANDBOOK*. 
Several salient points will be covered here, and specifications 
will be defined. 

A log/antilog amplifier consists of an operational amplifier 
and an element with antilogarithmic transconductance (i.e., 
the voltage into the element produces a current that is an 
exponential function of the voltage). As the figure shows, for 
logarithmic operations, the input current is applied at the op- 
amp summing point, and the feedback circuit causes the am- 
plifier output to produce whatever voltage is required to pro- 
vide a feedback current that will exactly balance the input 
current. 

In antilog operation, the input voltage is applied directly to 
the input of the antilog element, producing an exponential 
input current to the op-amp circuit. The feedback resistance 
transduces it to an output voltage. 



a) Log/Antilog Amplifier Connected in the Log Mode (K = 1) 


^Nonlinear Circuits Handbook, Analog Devices, Inc., 1974, 1976, 
536pp, edited by D. H. Sheingold, $5.95; send check or complete 
MasterCard data to P.O. Box 796, Norwood MA 02062 



b) Log/Antilog Amplifier Connected in the Exponential Mode 

The wide range of log/exponential behavior is made possible 
by the exponential current-voltage relationship of transistor 
base-emitter junctions, 

I = Io(eqV/kT _ 1) ^ I^eqV/kT • 

and V= (kT/q) In (I/Io) 

where I is the collector current, Iq is the extrapolated cur- 
rent for V = 0, V is the base-emitter voltage, q/k (11605° K/V) 
is the ratio of charge of an electron to Boltzmann’s constant, 
andT is junction temperature kelvin. In log/antilog devices, 
two matched transistors are connected so as to subtract the 
junction voltages associated with the input and reference cur- 
rents, making the ratio independent of Iq’s variation with 
temperature. 

AV = (kT/q) In (li„/Io) - (kT/q) In dref/Io) 

= (kT/q) (In Ijn - In l^ef) + (kT/q) (In - In lo) 

= (kT/q) In din/Iref) 

The temperature-dependence of gain is compensated for by a 
resistive attenuator that uses a temperature-sensitive resistor 
for compensation. The attenuator also produces amplification 
of K to the specified nominal values, e.g., from the basic 
59mV/decade (kT/q) InlO at room temperature) to 
IV/decade. 

Errors are introduced by the offset current of the amplifier, 
and the offset voltage, for voltage inputs; by inaccuracy of the 
reference current (or the effective reference voltage, for volt- 
age inputs) in fixed-referenee devices; and by inaccuracy of 
setting K. Additional errors are introduced by drift of these 
parameters with temperature. At any temperature, if these 
parameters are nulled out, there remains a final irreducible dif- 
ference between the actual output and the theoretical output, 
called log-conformity error, which is manifested as a “nonline- 
arity” of the input-output plot on semilog paper. Best log con- 
formity is realized away from the extremities of the rated signal 
range. For example, log-conformity error of model 755 is ±1% 
maximum, referred to the input, over the entire 6-decade range 
from InA to 1mA; but it is only ±0.5% maximum over the 4- 
decade range from lOnA to lOOpA. A plot of log conformity 
error for model 759 is shown here. 

Errors occurring at the input, and log-conformity errors, can 
only be observed at the output, but it is useful to refer them to 
the input (RTI). Equal percentage errors at the input, at what- 
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Lng Conformity Error for Models 759N and 759P 

ever input level, produce equal incremental errors at the out- 
put, for a given value of K. For example, if K = 1, and the RTl 
log-conformity error is +1%, the magnitude of the output error 
will be 

Error = Actual output — ideal output 

= IV-log (1.01 1/Iref) - IV-log (I/Iref) 

= IVlogl.Ol = 0.0043V = 4.3mV 

If, in this example, the input range happens to be 5 decades, 
the corresponding output range will be 5 volts, and the 4.3mV 
log-conformity error, as a percentage of total output range, 
will be less than 0.1%. Because this ambiguity can prove con- 
fusing to the user, it is important that a manufacturer specify 
whether the error is referred to the input or the output. The 
table below indicates the conversion between RTI percentage 
and output error-magnitudes, for various percent errors, and 
various values of K. 


LOG OUTPUT ERROR (mV) 


% ERROR RTI 

K= IV 

K= 2V 

K= (2/3)V 

0.1 

0.43 

0.86 

0.28 

0.5 

2.2 

4.3 

1.4 

1.0 

4.3 

8.6 

2.9 

2.0 

8.6 

17. 

5.7 

3.0 

13. 

26. 

8.6 

4.0 

17. 

34. 

11. 

5.0 

21. 

42. 

14. 

10.0 

41. 

83. 

28. 


For antilog operations, input and output errors are interchanged. 

To arrive at the total error, an error budget should be made up, 
taking into account each of the error sources, and its contribu- 
tion to the total error, over the temperature range of interest. 

Dynamic response of log amps is a function of the input level. 
Small-signal bandwidths of ac input signals biased at currents 
above 1/iA tend to be roughly comparable. However, below 
ljuA, bandwidth tends to be in rough proportion to current 
level. Similarly, rise time depends on step magnitude and 
direction — step changes in the direction of increasing current 
are responded to more quickly than step decreases of current. 


DEFINITIONS OF SPECIFICATIONS 

Log-Conformity Error When the parameters have been adjust- 
ed to compensate for offset, scale-factor, and reference errors, 
the log-conformity error is the deviation of the resulting func- 
tion from a straight line on a semilog plot over the range of in- 
terest. 

Offset Current (Iqs) is the bias current of tbe amplifier, plus 
any stray leakage currents. This parameter can be a significant 
source of error when processing signals in the nanoampere re- 
gion. Its contribution in antilog operation is negligible. 

Offset Voltage (Eqs) depends on the operational amplifier used 
for the log operation. Its effect is that of a small voltage in se- 
ries with the input resistor. For current-logging operations, with 
high-impedance sources, its error contribution is negligible. 
However, for voltage logging, it modifies the value of Vin- 
Though it can be adjusted to zero at room temperature, its 
drift over the temperature range should be considered. In anti- 
log operation, Eqs appears at the output as an essentially con- 
stant voltage; its percentage effect on error is greatest for small 
outputs. 

Reference Current (Iref) is the effective internally-generated 
current-source output to which all values of input current are 
compared. Iref tolerance appears as a dc offset at the output; 
it can be adjusted towards zero by adjusting the reference cur- 
rent, adding a voltage to the output by injecting a current into 
the scale-factor attenuator, or simply by adding a constant bias 
at the output’s destination. 

Reference Voltage (Ejef) is the effective internally generated 
voltage to which all input voltages are compared. It is related 
to Iref by the equation: Ejef = IrefRin> where Rjn is the value of 
input resistance. Typically, I,ef is less stable than Rij,; there- 
fore, practically all the tolerance is due to Ijef. 

Scale Factor (K) is the voltage change at the output for a dec- 
ade (i.e., 10:1) change at the input, when connected in the 
log mode. Error in scale factor is equivalent to a change in gain, 
or slope (on a semilog plot), and is specified in percent of the 
nominal value. 
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ANALOG 

DEVICES 


6-Decade, High Accuracy and 
Wideband Log, Antilog Amplifiers 


MODELS 755N, 755P, 759N, 759P 


FEATURES 

High Accuracy: Models 755N, 755P 
Wideband: Models 759N, 759P 

Complete Log/Antilog Amplifiers: External Components Not 
Required 

Temperature-Compensated Internal Reference 
6 Decades Current Operation: InAto 1mA 
1% max Error: InA to 1mA (755) 

20nA to 200/iA (759) 

4 Decades Voltage Operation: ImV to 10V 
1% max Error: ImV to 10V (755) 

ImV to 2V (759) 

Small Size: 1.l"X 1.l"X 0.4" 



GENERAL DESCRIPTION 

The models 755N, 755P and 759N, 759P are low cost dc 
logarithmic amplifiers offering conformance to ideal log opera- 
tion over 6 decades of current (InA to 1mA) and 4 decades 
of voltage (ImV to lOV). For high accuracy requirements, 
models 755N, 755P offer maximum nonconformity of 0.5%, 
from lOnA to 1mA, and ImV to IV. For wideband applica- 
tions, the models 759N, 759P provide fast response (300kHz 
® ^SIG = lOjuA to 1mA) and feature maximum nonconformity 
of 1% from 20nA to 200piA, and ImV to 2V. The models 
755N and 759N compute the log of positive (^■) input signals, 
while the models 75 5P, 759P compute the log of negative (-) 
signals. 

Designed for ease of use, the models 755N/P and 759N/P are 
complete, temperature compensated log/antilog amplifiers 
packaged in a compact epoxy-encapsulated module. External 
components are not required for logging currents over the 
complete 6 decade range of ljuA to 1mA. Both the scale factor 
(K=2, 1, or 2/3 volt/decade) and log/antilog operation are 
selected by simple pin connection. In addition, both the in- 
ternal 10/iA reference current as well as the offset voltage may 
be externally adjusted to improve overall accuracy. 

The models 755 and 759 are ideally suited as an alternative 
to in-house designs of OEM applications. Advanced design 
techniques and superior performance place the 755 and 759 
ahead of competitive designs in terms of price, performance 
and package design. 



•POSITIVE INPUT SIGNALS, AS SHOWN; USE MODEL 759N 
NEGATIVE INPUT SIGNALS, USE MODEL 7S9P 



+ INPUT CURRENT (AMPS), LOG SCALE 

Figure 1. Functional Block Diagram and Transfer Function 


APPLICATIONS 

When connected in the current or voltage logging configura- 
tion, as shown in Figure 1, the models 755 and 759 may be 
used in several key applications. A plot of input current 
versus output voltage is also presented to illustrate the log 
amplifier’s transfer characteristics. 
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SPECIFICATIONS 


MODEL 

755N/P 

759N/P 

TRANSFER FUNCTIONS 

Current Mode 

Co = ^ 

'ref 

• 

Voltage Mode 

= -Klogio ^ 

“^REF 

• 

Antilog Mode 


• 

TRANSFER FUNCTION PARAMETERS 
Scale Factor (K) Selections** * 

Error® +25®C 

vs. Temperature (0 to +70**C) 
Reference Voltage (Erl-f)^ 

Error ®.25°C 

vs. Temperature (0 to +70 C) 
Reference Current (Iref^^ 

Error® +25®C 

vs. Temperature (0 to +70'’C) 

2, 1, 2/3 Volt/Dccade 
±1% max 
±0.04%/®C max 

O.IV 
±3% max 
±0.1%/’C max 

10/iA 
±3% max 
±0.1%/‘*C max 

±4% max 
±0.05%/‘'C 

±0.05%/®C 

MAXIMUM LOG CONFORMITY ERROR 
Isir. RANGE Esir. RANGE 

RTI RTO(K-l) 

RTI RTO(K-l) 

InA to lOnA 

lOnA to 20nA — 

20nAtol00A(A ImVtolV 

100/jAto 200/iA IV to 2 V 

200/iAtolmA 2V to lOV 

±1% ±4.3mV 

±0.5% ±2.17mV 

±0.5% ±2.17mV 

±1% ±4.3fnV 

±1% ±4.3mV 

±5% ±21mV 

±2% ±8.64inV 

±1% ±4.}mV 

±1% ±4.}mV 

± 2 % ±8.64niV 


(typical @+25°C and ±15V dc unless otherwise noted) 


f? 759N/P OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 






INPUT SPECIFICATIONS 
Current Signal Range 
Mociel 755N.759N 
Model 755P.759P 
Max Safe Input Current 
Bias Current @ +25'’C 

vs. Temperature (0 to +70‘’C) 
Voltage Signal Range (Log Mode) 
Model 755N. 759N 
Model 755P. 759P 
Voltage Signal Range, Antilog Mode 
Model 755N. 755P 
Offset Voltage ® +25'^C (Adjustable 
vs. Temperature (0 to +70®C) 
vs, Supply Voltage 


FREQUENCY RESPONSE, Sinewavc 
Small Signal Bandwidth, *-3dB 
Icif' * InA 


+ lnA to +lmA mi 
-InA to -1mA mil 
±10mA max 
(0, +) lOpA max 
x2/+IO®C 

+ lmV to +10V mi 
-ImVto-lOVmii 


t400^V max 

±15A/V/*Cmax 

±15/jV/% 


(0, ♦) 200pA max 


•Optional lOOkO external trim pot. Input offset voltage may be 
adjusted to zero with trim pot connected as shown. With trim 
terminal 9 left open, input offset voltage will be ±0.4mV (755) 
or ±2mV (759) maximum. 

MATING SOCKET AC1016 



MODEL 755N, ZSSN 
+1NPUT CURRENT 


LOG OF CURRENT 


OUTPUT SPECIFICATIONS^ 
Rated Output 
Voltage 
Current 
Log Mode 
Antilog Mode 
Resistance 


Plot of Output Voltage vs Input Current 
for Model 755 Connected in the Log Mode 




NOTES 

*Specincations same as 755N/P. 

* Use terminal 1 for K « 1 V/decade; terminal 2 for K • 2V/decade: terminals 1 < 
(shorted together) for K * 2/3V/decade. 

‘Specification is* for models 755N, 759N} - for 755P, 759P. 

*No damage due to any pin being shorted to ground. 

* Recommended power supply, model 904, ilSV ® iSOmA output. 

'Case size in inches (mm). 

Specifications subject to change without notice. 



MODEL 755P,759P 
-INPUT VOLTS 


MODEL 755N.759N 
+INPUT VOLTS 


LOG OF VOLTAGE 


Plot of Output Voltage ys Input Voltage 
for Models 755, 759 Connected in the Log Mode 


Figure 2. Transfer Curves 
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Understanding the Log Amplifier Performance 


PRINCIPLE OF OPERATION 

Log operation is obtained by placing the antilog element in the 
feedback loop of the op amp as shown in Figure 1. At the 
summing junction, terminal 5, the input signal current to be 
processed is summed with the output current of the antilog 
element. To attain a balance of these two currents, the op amp 
provides the required output voltage to the antilog feedback 
element. Under these conditions the ideal transfer equation 
(K = 1) is: 

^OUT ^ •siG'^^REF 

The log is a mathematical operator which is defined only for 
numbers, which are dimensionless quantities. Since an input 
current would have the dimensions of amperes it must be 
referenced to another current, Iref> being dimension- 

less. For this purpose a temperature compensated reference of 
lOjuA is generated internally. 

The scale factor, K, is a multiplying constant. For a change in 
input current of one decade (decade = ratio of 10: 1), the out- 
put changes by K volts. K may be selected as IV or 2V by con- 
necting the output to pin 1 or 2, respectively. If the output is 
connected to both pins 1 and 2, K will be 2/3V. 

REFERRING ERRORS TO INPUT 

A unique property of log amplifiers is that a dc error of any 
given amount at the output corresponds to a constant percent 
of the input, regardless of input level. To illustrate this, con- 
sider the output effects due to changing the input by 1%. 

The output would be: 

^OUT “ which is equivalent to: 

^ouT “ (’^sig^*ref) 

' ' y ' ' v ~ * 

Initial Value Change 

The change in output, due to a 1% input change is a constant 
value of ±4.3mV. Conversely, a dc error at the output of 
±4.3mV is equivalent to a change at the input of 1%. An abbre- 
viated table is presented below for converting between errors 
referred to output (R.T.O.), and errors referred to input (R.T.L). 


ERROR R.T.L 

ERROR R.T.O. 

II 

II 

K= 2/3 

0.1% 

0.43mV 

0.86mV 

0.28mV 

0.5 

2.17 

4.34 

1.45 

1.0 

4.32 

8.64 

2.88 

3.0 

12.84 

25.68 

8.56 

4.0 

17.03 

34.06 

11.35 

5.0 

21.19 

42.38 

14.13 

10.0 

41.39 

82.78 

27.59 


Table I. Converting Output Error in mV to Input Error 
in % 


SOURCES OF ERROR 

Log Conformity Error — Log conformity in logarithmic de- 
vices is a specification similar to linearity in linear devices. Log 
conformity error is the difference between the value of the 
transfer equation and the actual value which occurs at the out- 
put of the log module, after scale factor, reference and offset 
errors are eliminated to taken into account. The best linearity 
performance for the models 755, 759 are obtained in the 5 
decades from lOnA to 1mA. To obtain optimum performance, 
the input data should be scaled to this range. 

Offset Voltage — The offset voltage. Egg, of models 755, 759 
is the offset voltage of the internal FET amplifier. This voltage 
appears as a small dc offset voltage in series with the input 
terminals. For current logging applications, its error contribu- 
tion is negligible. However, for log voltage applications, best 
performance is obtained by an offset trim adjustment. 

Bias Current — The bias current of models 755, 759 is the bias 
current of the internal FET amplifier. This parameter can be a 
significant source of error when processing signals in the nano- 
amp region. For this reason, the bias current for model 755 is 
lOpA, maximum, and 200pA maximum for model 759. 

Reference Current — Ij^gp is the internally generated current 
source to which all input currents are compared. Ij^pp toler- 
ance errors appear as a dc offset at the output. The specified 
value of Ij^gp is ±3% referred to the input, and, from Table I, 
corresponds to a dc offset of ±12.84mV for K = 1. This offset 
is independent of input signal and may be removed by in- 
jecting a current into terminal 1 or 2. 

Reference Voltage — Ej^pp is the effective internally generated 
voltage to which all input voltages are compared. It is related 
to Ij^pp through the equation: 

^REF " ^REF ^ ^IN> where is an internal lOkSI, precision 
resistor. Virtually all tolerance in Ej^pp is due to Ippp. Conse- 
quently, variations in Ipgp cause a shift in E^gp. 

Scale Factor — Scale factor is the voltage change at the output 
for a decade (i.e., 10: 1) change at the input, when connected 
in the log mode. Error in scale factor is equivalent to a change' 
in gain, or slope, and is specified in per cent of the nominal 
value. An external adjustment may be performed if fine trim- 
ming is desired for improved accuracy. 
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OPTIONAL EXTERNAL ADJUSTMENTS FOR LOG 
OPERATION 

Trimming Eq^ — The amplifier’s offset voltage, Eq^, may be 
trimmed for improved accuracy with the models 755, 759 
connected in its log circuit. To accomplish this, a 100kf2, 10 
turn pot is connected as shown in Figure 3. The input terminal. 
Pin 4, is connected to ground. Under these conditions the out- 
put voltage is: 

^OUT " *O8l0 ^OS'^^REF 

To obtain an offset voltage of lOOjuV or less, for K = 1, the 
trim pot should be adjusted until the output voltage is be- 
tween +3 and +4 volts for models 755N, 759N, and -3V to 
for models 755P, 759P. 

For other values of K, the trim pot should be adjusted for an 
output of Cqu-p = 3xKto4xK where K is the scale factor. 



Figure 3. Trimming Eq£ in Log Mode 

Reference Current or Reference Voltage — The reference cur- 
rent or voltage of models 755, 759 may be shifted by injecting 
a constant current into the unused scale factor terminal (Pin 1 
or Pin 2). The current injected will shift the reference one 
decade, in accordance with the expression: Ij = 66/:iA log 
lOjuA/lREF (755), Ij = 330 mA log IOmA/Iref (759), where 
Ij = current to be injected and Iref = the desired reference 
current. 

By changing Iref> there is a corresponding change in Ej^gp 
since, Ej^ef “ *REF ^ alternate method for rescaling 

Ej^EF tsto connect an external Rj^j, at the Ijj,^ terminal (Pin 5) 
to supplant the 10kJ2 supplied internally (leaving it uncon- 
nected). The expression for Ej^ef then, Ej^ef “ ^IN ^REF- 
Care must be taken to choose Rjj,j such that (cgjQ max)/Rjj,j 
<lmA. , 

Scale Factor (K) Adjustment — Scale factor may be increased 
from its nominal value by inserting a series resistor Rs between 
the output terminal. Pin 3, and either terminal 1 or 2. The 
table below should be consulted when making these scale 
factor changes. 

CONNECT 

RANGE OF K SERIES VALUE OF Re NOTE 
R TO PIN 

2/3Vtol.01V 1 Rx(K-2/3) use pins 1, 2 

I.OIV to 2.02V 1 R X (K - 1) use pin 1 

>2.02V 2 R X (K - 2) use pin 2 

R= 15kn (755); 3kn (759) 

Table 2. Resistor Selection Chart for Shifting Scale Factor 
ANTILOG OPERATION 

The models 755 and 759 may be used to develop the antilog 
of the input voltage when connected as shown in Figure 4. 

The antilog transfer function (an exponential), is: 

^OUT ~ ^REF [-2^ejj^/K^2] 
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Figure 4. Functional Block Diagram 


Principle of Operation — The antilog element converts the ' 
voltage input, appearing at terminal 1 , to a current which is 
proportional to the antilog of the applied voltage. The current- 
to-voltage conversion is then completed by the feedback re- 
sistor in a closed-loop op amp circuit. 

A more complete expression for the antilog function is: 

^UT “ %IEF 

The terms K, pQg, and Ej^gp are those described previously in 
the LOG section. 

Offset Voltage (pQg) Adjustment — Although offset voltage 
of the antilog circuit may be balanced by connecting it in the 
log mode, and using the teehnique described previously, it may 
be more advantageous to use the circuit of Figure 5. In this 
configuration, offset voltage is equal to eQEj.j./100. Adjust for 
the desired null, using the 100k trim pot. After adjusting, turn 
power off, remove the external lOOfi resistor, and the jumper 
from Pin 1 to +15V. For 755P, 759P use the same procedure 
but connect Pin 1 to -15 V. 



Figure 5. Trimming Eq£ in Antilog Mode 

Reference Voltage (E|^£p) Adjustment — In antilog operation, 
the voltage reference appears as a multiplying constant. E^ef 
adjustment may be accomplished by connecting a resistor, R, 
from Pin 5 to Pin 3, in place of the internal 10kf2. The value 
of R is determined by: 

R = EpEF desired/ 10’® A 

Scale Factor (K) Adjustment — The scale factor may be ad- 
justed for all values of K greater than 2/3V by the techniques 
described in the log section. If a value of K less than 2/3V is 
desired for a given application, an external op amp would be 
required as shown in Figure 6. The ratio of the two resistors is 
approximately: 

Rl/Rjj = (1/K — 1) where K = desired scale factor 








ANALOG 

DEVICES 


6-Decade, High Accuracy 
Log Ratio Ampiifiers 


MODEL 757N, 757P 


FEATURES 

6 Decade Operation — 1nA to 1mA 
1/2% Log Conformity — lOnA to 100/iA 
Symmetrical FET Inputs 
Voltage or Current Operation 
Temperature Compensated 


APPLICATIONS 
Absorbence Measurements 
Log Ratios of Voltages or Currents 
Data Compression 
Transducer Linearization 


GENERAL DESCRIPTION 

Model 757 is a complete, temperature compensated, dc-coupled 
log ratio amplifier. It is comprised of two input channels for 
processing signals spanning up to 6 decades in dynamic range 
(InA to 1mA). By virtue of its symmetrical FET input stages, 
the 757 can accommodate this 6 decade signal range at either 
channel. Log conformity is maintained to within 1/2% over 4 
decades of input (lOnA to lOOjuA) and to within 1% over the 
full input range. Unlike other log ratio designs, model 757 
does not restrict the relative magnitude of the two signal inputs 
to achieve rated performance. Either input can be operated 
within the specified range regardless of the signal level at the 
other channel. 

The model 757 log-ratio amplifier design makes available both 
input amplifier summing junctions. Asa result, it can directly 
interface with photo, diodes operating in the short-circuit cur- 
rent mode without the need of additional input circuitry. 

The excellent performance of model 757 can be further im- 
proved by means of external scale factor and output offset 
adjustments. A significant feature of model 757 not found 
on competing devices is that, when the offset adjustment is 
used to establish a fixed bias at the output, the output offset 
level does not vary as a function of input signal magnitude. On 
other designs, the sensitivity of output offset to input levels 
results in output effects resembling log conformity errors. 

Model 757 can operate with either current or voltage inputs. 

Its excellent performance makes it ideally suited for log ratio 
applications such as blood ahalysis, chromatography, chemical 
analysis of liquids and absorbence measurements. 

CURRENT LOG RATIO 

Current log ratio is accomplished by model 757 when two cur- 
rents, IsiG Iref> ^re applied directly to the input terminals 
(see Figure 1). The two log amps process these signals providing 
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Figure 1. Functional Block Diagram of Mode! 757 

voltages which are proportional to the log of their respective 
inputs. These voltages are then subtracted and applied to an 
output amplifier. The scale factor, when connected as shown, 
is IV/dec. However, higher scale factors may be achieved by 
connecting external scale factor adjusting resistors. (See section 
on optional adjustments and trims.) 

VOLTAGE LOG RATIO 

The principle of operation for voltage log ratio is identical to 
that of current log ratio after the voltage signal has been con- 
verted to a current. To accomplish this conversion, an external 
resistor is attached from the voltage signal to the appropriate 
input current terminal of the 757. Input currents are then 
determined by: 

-«os, ^2 -Cosj 

Isig = -^.Iref = -r^ 

= Input Offset Voltage (Isig Channel) 

Cqsz - Input Offset Voltage (Irep Channel) 
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(typical @ +25°C and Vs = ±15V dc unless otherwise noted) 


MODEL 


757N/P 


TRANSFER FUNCTION ' 




Current Mode 


CoV=-K logio-p^ 

Iref 




[Tej -eo.,) 

R2n 

Voltage Mode 


eo = “K logio X 





RiJ 

ACCURACY 




Log Conformity^ 




Isir.. Irff ” lOnAto lOOnA 


±0.5%, max 


'siGi Iref = InA to ImA 


±1%, max 


Scale Factor (IV/Dec) 


(+0, -2%) max 


vs. Temperature (0 to +70°C) 


±0.04%/°C max 


INPUT SPECIFICATIONS - Both Input Channels 


Current 




Signal Range, Rated Performance 




Model 757N 


+lnA to +lmA min 


Model 757P 


-InA to -ImA min 


Max Safe 


,±10mA max 


Bias Current, @ +25'’C 


(0, +) lOpA max 


vs. Temperature (0 to +70°C) 


x2/+10°C 


Offset Voltage,® +2 5°C 


±lmV max 


VS. Temperature (0 to 




IsiG Channel 


i25/iV/°C max 


1ri;p Channel 


±25pV/°C max 


VS. Supply Voltage 


±5pV/% 


FREQUENCY RESPONSE, Sinewave 




Small Signal Response (-3dB) 




Signal Channel 




•siG = 1"^ 


250Hz 


•siG = IRA 


25kHz 


•siG = 100;tA 


40kHz 


Reference Channel 




Iref = IrA 


lOOHz 


Iref = IrA 


25kHz 


*REF “ lOOpA 


40kHz 


RISE TIME Signal Channel 

Reference Channel 


Increasing Input Current (Iref “ lOpA) dsiG * lOpA) 


InA to lOnA 

250ps 

80ps 


lOnA to lOOnA 

5 Ops 

40ps 


lOOnA to IpA 

3 Ops 

30ps 


Ip A to loop A 

25ps 

25ps 


Decreasing Input Current 




lOOpA to IpA 

2Sps 

25ps 


l^iA to lOOnA 

30ps 

30ps 


lOOnA to lOnA 

loops 

40ps 


lOnA to InA 

600ps 

70ps 


INPUT NOISE 




Voltage (lOHz to lOkHz) 


3pV rms 


Current (lOHz to lOkHz) 


O.lpA rms 


OUTPUT SPECIFICATIONS 




Rated Output 




Voltage 


±10V min 


Current 


±5mA min 


Resistance 


o.m 


Offset Voltage^ (K = IV/Decade) 


±15mV max 


VS. Temperature (0 to +70°C) 


±0.3mV/°C 


vs. Supply 


±5pV/V 


POWER SUPPLY^ 




Rated Performance 


±15Vdc 


Operating 


±(12 to 18)V dc 


Current, Quiescent 


±8mA 


TEMPERATURE RANGE 




Rated Performance 


0 to +70°C 


Operating 


-25‘’Cto +85°C 


Storage 


-55‘’C to+125°C 


MECHANICAL 




Case Size 


1.5" x 1.5" X 0.4" 


Weight 


21 grams 



NOTES 

* For model 757N, K = +1 V/Dccadc and input currents must be positive. For 
model 757P» K ^ -1 V/Decade and input currents must be negative. (Input cur- 
rents are defined as positive when flowing into the input terminals, 4 and 5. 
Refer to TRANSFER CURVES.) 

* The log conformity error is referred to input (RTI). 1% error RTI is equivalent 
to 4.3mV of error at the output for K » IV/Dec. 

* Externally adjustable to zero. 

* Recommended power supply: Analog Devices model 904,±15V @5C)mA. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


* 


_L 



0.41 

(10.2) 

MAX 

1 

0.20 TO 0.25 
(5.1 TO 6.4) 

] r ^ 

— ^ [•»- 0.04 (1.1) 



TRANSFER CURVES 



Log mode output voltage vs. input current for 
Iref = 10(jA. 



- FOR 757P 

Figure 2. Scale Factor Adjustment 

••SEE SCALE FACTOROPTIONAL 



Figure 3. Output Voltage Off set Adjustments 
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Applying the Log Ratio Amplifier 


OPTIONAL ADJUSTMENTS AND TRIMS 
Scale Factor — A one volt per decade scale factor is available 
when pin 1 is tied to 3 and pin 7 is connected to 9. Higher 
scale factors are possible by using a potentiometer, Ri, be- 
tween pins 1 and 3 and a resistor, R 2 , between pins 7 to 9 as 
shown in Figure 2. The value of the required resistor is (1 3.2kf2) 
(K-1) where K is the desired scale factor. The approximate 
potentiometer value is also (13.2kn) (K-1). The scale factor 
adjustment procedure is as follows: 

1. Connect the appropriate value of resistor between pins 
7 and 9. 

2. Set Iref “ IMA, Isig “ 10/iA. Measure Cq. 

3. Set Iref = l/^A, Isig = IOO/lzA. Adjust Ri until the 
difference in Cq corresponding to steps 2 and 3 is K volts. 

4. Repeat steps 2 and 3 until the change in eg = K volts. 

Output VoltJ^e Offset — Output voltage offset must be adjusted 
after the desired scale factor is established as indicated above. 
To adjust the offset, inject equal dc input currents into the 
reference and signal channels. The value of the input currents 
should approximate the average input current levels expected 
to be encountered in normal operation. Adjust the potentio- 
meter shown in Figure 3 until the output voltage is zero. 

LOG CONFORMITY 

Log conformity in logarithmic devices is a specification similar 
to linearity in linear devices. Log conformity error is the differ- 
ence between the theoretical value of the log of a ratio and the 
actual value that appears at the output of the log-ratio module 
after scale factor errors have been eliminated. Measurement of 
this error is made after initially zeroing the module at unity- 
ratio and adjusting the desired scale factor. 

Figure 4 shows the log conformity performance of model 757 
over a 6 decade input range. Log conformity for each channel 
does not vary noticeably as the current is varied in the other 
channel. 



INPUT CURRENT 


Figure 4. Log Conformity Error for Model 757. Curve is for 
Eidier Input Channel with Current Held Constant at lOpA 
On Other Channel. 

FREQUENCY CHARACTERISTICS 

Figure 5 shows a plot of small signal response (-3dB) as a func- 
tion of input signal current. The graph demonstrates the fre- 
quency response performance for each input channel over the 
range of InA to 1mA, independent of current on the other 
channel. 

As shown in the graph, the reference channel is faster than the 
signal channel at low input levels. If an application requires 
higher speed in the input signal channel than in the reference 
channel, then the channels can be interchanged with a resulting 
polarity reversal of the output signal 

log = log Isig - log Iref = -log • 

Iref Isig 



Figure 5. Small Signal Bandwidth (SdB) vs. Input Signal Level 
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APPLICATIONS 

Data Compression — Processing signals with wide dynamic 
range is a common problem in instrumentation and data trans- 
mission. For example, digitizing an analog signal with a range 
of lOnA to lOOfiA with 1% accuracy requires a 20 bit A/D con- 
verter. (Required resolution = 1/100 x 1/10,000 = 1/10® = 

1 / 2 “ ). 

By using the 757 with Iref adjusted to lOnA and K set for 
5/4 V/decade, the input data can be compressed into a 5 volt 
output range. For a 1% resolution of any signal, the allowable 
output error is 4.32mV x K. Log conformity contributes 
2.17mV X K (0.5%) over this range. The remaining error with 
K = 5/4 is 2.69mV and should correspond to less than the LSB 
of the converter. With a 5 volt output range 2.69mV corres- 
ponds just over the LSB of an 11-bit converter. Thus the 757 
module can compress the data for use with a 12 bit A/D (such 
as Analog Devices AD574JD) to obtain the desired 1% 
resolution. 

Absorbence Measurements — Critical properties of materials 
which are of particular interest in the fields of chemistry, 
medicine, spectrometry and pollution control are characterized 
by absorbence. The relationship between absorbence. A, and 
light intensity, I, is: A = log Iq/It where Iq = intensity of inci- 
dent light, and I-r = intensity of transmitted light. 

Figure 6 shows the 757 log-ratio module used in such a photo- 
meter application. Two inputs represent the intensities of light 
transmitted through space and through a medium that absorbs 
light. The absorbence of the medium is given by the formula 

= log ^SIGNAL 

Ireference 

where Isignal and Ireference are the currents representing 
the light intensities. 

The transducers used in this application are photodiodes, which 
provide a short-circuit current proportional to the intensity of 
applied light. The lowest value of absorbence is determined by 
the value of IreF) since when Igic = Iref> A = 0. The out- 
put of the log-ratio module is externally trimmed to 1 V/decade 
and applied to the input of a 3 Vi-digit DPM through the scaling 
network R1 and R2. 

Model 757 was chosen for this design because it makes avail- 
able both amplifier summing junctions. When the photodiodes 
are connected to the summing junctions, they are operated in 
the short-circuit mode, that is, with zero volts across the diodes. 


Short-circuit loading is necessary, because accuracy of the 
photodiodes can be degraded several percent when operated 
with as little as lOOmV across the diode junction. 




ATTENUATOR TO 



Figure 6. Model 757N Applied to Absorbence Measurements 

INTERCONNECTION GUIDELINES 

Model 757 is a complete log ratio amplifier that requires no 

additional frequency compensation for proper operation. 

Input Capacitance — Model 757 is able to operate with lOOOpF 
at both input terminals. Therefore, the 757 can be used in ap- 
plications requiring long cable lengths between the module 
and the signal transducers. 

Input-to-Output C^acitance — When using a log ratio module 
the user should take care in system configurations to avoid 
excessive stray capacitance between input and output terminals. 
Such precautions include avoiding running input and output 
signal lines close together. If long cable runs are required where 
inputs and output are closely bundled together, it is advisable 
to enclose the inputs and/or output in separate, grounded elec- 
trostatic shields. By observing simple rules of good circuit 
layout, problems with oscillations that may result from exces- 
sive input-to-output capacitance can easily be avoided. Model 
757 can accommodate up to 33pF of input-to-output capaci- 
tance without oscillation. 

Leakage Resistance — Since model 757 can operate at extremely 
low input current levels, precautions must be taken to prevent 
current leakage into the input terminals. Such leakage can 
cause errors when small input or reference currents are used. 
This problem may arise on printed circuit layouts if the inputs 
are run too close to the power supply busses. Providing an 
etched guard around the input lines, connected to analog sig- 
nal ground will also reduce unwanted current leakage. 
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Selection Guide 

Temperature Transducers 


AD590 

Linear Current Output; 1|jiA/K 
Wide Range; -55°Cto +150°C 
Probe Compatible Ceramic Sensor Package 
Two-Terminal Device; Voitage In/Current Out 
Laser Trimmed to ±0.5°C Calibration Accuracy 
(AD590M) 

Excellent Linearity; ±0.3°C Over Full Range 
{AD590M) 

Wide Power Supply Range; -I-4V to +30V 
Sensor Isolation from Case 
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AD592 

High Precalibrated Accuracy; 0.5°C max @ 25°C 
Excellent Linearity; 0.2°C max (0 to +70°C) 

Wide Operating Temperature Range; -25°C to 
+ 105'’C 

Single Supply Operation; -l■4V to -I- 30V 
Excellent Repeatability and Stability 
High Level Output Signal; IpA/X 
Two Terminal Monolithic 1C; Temperature In/Current 
Out 

Minimal Self-Heating Errors 
Low Cost Plastic Package 


AC2626 

Linear Current Output; 1pA/K 
Wide Range; — 55°Cto -l-150°C 
Laser Trimmed Sensor (AD590) to ±0.5°C 
Calibration 
Accuracy (AC2626M) 

Excellent Linearity; ±0.3°C Over Full Range 
(AC2626M) 

6 Inch or 4 Inch Standard, Stainless Steel Sheath 
3/16 Inch in Outside Diameter 
3 Feet Teflon Coated Lead Wire 
Wide Power Supply Range -t-4V to -t-30V 
Fast Response; 2 Seconds (In Stirred Water) 
Sensor Isolated from Sheath 
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Signal Conditioners 


Temperature Transducer Signal Conditioners 


-IN -ALM +ALM V+ COMP VO FB 



AD594/AD595 

Pretrimmed for Type J (AD594) or Type K (AD595) 
Thermocouples 

Can Be Used with Type T Thermocouple Inputs 

Low Impedance Voltage Output; 10mV/°C 

Built-In Ice Point Compensation 

Wide Power Supply Range: +5V to ±15V 

Low Power: <1mW typical 

Thermocouple Failure Alarm 

Laser Wafer Trimmed to 1°C Calibration Accuracy 

Set-Point Mode Operation 

Self-Contained Celsius Thermometer Operation 

High Impedance Differential Input 


-ALM 



AD596 

Monolithic Temperature Set-Point Controller 
Built-In Ice Point Compensation for Type J 
Thermocouples 

Self-Contained Temperature Sensor for Stand-Alone 
Operation 

Programmable Dead Band 

Wide Power Supply Range -t-5V to ±15V 

4°C Calibration Accuracy 

Low Power: ±1mW typ 
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Selection Guide 

Signal Conditioners 

Voltage-to-Current Converters 

+ 10V TO +32V 



2B20 


Complete, No External Components Needed 
Small Size: I.T'x 1.1" x 0.4" Module 
Input: 0 to +10V; Output: 4 to 20mA 
Low Drift: 0.005%/°C max; Nonlinearity: 0.005% max 
(2B20B) 

Wide Temperature Range: -25X to +85°C 
Single Supply: + 10V to +32V 
Meets ISA Std. 50.1 for Type 3, Class L arid U, 
Nonisolated Current Loop Transmitters 


Page 

Vol. II 
9-15 


+ 14V TO +32V 



+ 14V TO +28V 



2B22 

Wide Input Range: 0 to +1V to 0 to +10V Vol. II 

Standard Output Range: 4 to 20mA 9-19 

High CMV Input/Output Isolation: 1500V dc 
Continuous 

Low Nonlinearity: 0.05% max, 2B22L 

Low Span Drift: 0.005%/°C max, 2B22L 

Single Supply: +14Vto +32V 

Meets IEEE Std. 472: Transient Protection (SWC) 

Meets ISA Std. 50.1: Isolated Current Loop 
Transmitters 


2B23 

Wide Input Range, Resistor Programmable Vol. II 

Pin Programmable Output: 4 to 20mA or 0 to 20mA 9-23 
High CMV Input/Output Isolation: ±1500Vpk 
Continuous 

Low Nonlinearity: ±0.05% max (2B23K) 

Low Span Drift: ±0.005%/°C max (2B23K) 

Single Supply Operation: +14V to + 28V 
Small Size: 1.8"x2.4"x0.6" 

Meets IEEE Std. 472: Transient Protection (SWC) 

Meets ISA ST. 50.1: Isolated Current Loop 
Transmitters 
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strain Gage/RTD Conditioners 



2B30 


Page 


Complete Signal Conditioning Function Vol. II 

Low Drift: 0.5|jiV/°C max ("L"); Low Noise: 9-29 

IpV p-p max 

Wide Gain Range: 1 to 2000V/V 
Low Nonlinearity: 0.0025% max ("L") 

High CMR: 140dB min (60Hz, G = 1000V/V) 

Input Protected to 130V rms 
Adjustable Low Pass Filter: 60dB/Decade Roll-Off 
(from 2Hz) 


HtlSV 



2B31 

Complete Signal Conditioning Function Vol. II 

Low Drift: C.BiaV/X max ("L"); Low Noise: 9-29 

IpV p-p max 

Wide Gain Range: 1 to 2000V/V 
Low Nonlinearity: 0.0025% max ("L") 

High CMR: 140dB min (60Hz, G = 1000V/V) 

Input Protected to 130V rms 
Adjustable Low Pass Filter: 60dB/Decade Roll-Off 
(from 2Hz) 

Programmable Transducer Excitation: Voltage (4V 
to 15V @ 100mA) or Current (lOOpA to 10mA) 



2B34 

Low Input Offset Drift: ±1.0p.V/°C Vol. II 

Low Gain Drift: ±25ppm/°C 9-35 

Low Nonlinearity: ±0.01% max (±0.005% typ) 

Differential Input Protection: ± 130V rms 
Channel Multiplexing: 3000 chan/sec 
Scanning Speed 
Solid State Reliability 

Internal RTD Excitation/Lead Wire Compensation 


TEMPERATURE TRANSDUCERS & SIGNAL CONDITIONERS VOL II, S-5 











Selection Guide 

Signal Conditioners 

Isolated Transducer Signal Conditioners 


±15V 





± 1500V pk 


±15V 



2B50 

Accepts J, K, T, E, R, S or B Thermocouple Types 
Internally Provided Cold Junction Compensation 
High CMV Isolation; ± 1500V pk 
High CMR: 160dB min @ 60Hz 
Low Drift: ±1)1. V/°C max (2B50B) 

High Linearity: ±0.01% max (2B50B) 

Input Protection and Filtering 
Screw Terminal Input Connections 


2B54 

Low Cost 

Wide Input Span Range: ±5mV to ±100mV 
12-Bit Systems Compatible 

High CMV Isolation; ± 1000V dc; CMR = 156dB min 
@ 60Hz 

Low Input Offset Voltage Drift: ± 1 pVrC max 
(2B54B) 

Low Gain Drift; ±25ppm/°C max (2B54B) 

Low Nonlinearity: ±0.02% max (±0.012% typ) 
Normal Mode Input Protection (130V rms) and 
Filtering 

Channel Multiplexing; 400 chan/sec Scanning Speed 
Solid State Reliability 

2B56 

Universal Thermocouple Compensation 
Internally Provided: Types J, K, T 
User Configurable: Types E, R, S, B 
Digitally Programmable 

High Accuracy: ±0.8'’C max over +5°Cto +45°C 
High Ambient Rejection: 50 to 1 min 
Low Cost 

Small Size: 1 .5" x 2" x 0.4" 


±15V 



2B55 

Low Cost 

Wide Input Span Range: ±50mV to ±5V 
12-Bit Systems Compatible 

High CMV Isolation: ± 1000V dc; CMR = 145dB min 
@ 60Hz 

Low Input Offset Voltage Drift: ± 5|i.V/°C max 
Low Gain Drift: ±25ppm/°C max 
Low Nonlinearity: ±0.02% max (G = 1 to 100) 
Normal Mode Input Protection (130V rms) and 
Filtering 

Channel Multiplexing; 400 chan/sec Scanning Speed 
Solid State Reliability 
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Two-Wire Transmitters 



2B24 


Self-Powered 

Wide Input Range: 1-50mA (2B24B) 

High CMV Isolation: ± 1500V pk; CMR: 120dB 
High Accuracy: ±0.1% 

RFI/EMI Immunity 
Low Cost 



2B52 

Accepts Type J, K or T Thermocouple Inputs 
Compatible with Standard 4-20mA Loops 
High Accuracy: ±0.1% 

High CMV Isoiation: 600V rms; CMR = 160dB 
High Noise Rejection and RFI Immunity 
Internal Cold Junction Compensation 
Open Thermocouple Detection 
Millivolt Signal Transmission 
Low Cost 
FM Approved 



2B53 

Accepts Type J, K or T Thermocouple Inputs 
Compatible with Standard 4-20mA Loops 
High Accuracy: ±0.1% 

High Noise Rejection and RFI Immunity 
Internal Cold Junction Compensation 
Open Thermocouple Detection 
Millivolt Signal Transmission 
Low Cost 
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Signal Conditioners 

Two-Wire Transmitters 



2B57 


Low Cost 

Compatible with Standard 4-20mA Loops 
Low Span Drift: ±0.005%/°C max 
Low Nonlinearity; ±0.05% max 
RFI Immunity 

Small Size: 1.5" x 1.5" x 0.4" 


Page 
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2B58 

Platinum RTD Input Vol. II 

Linearized 4-26m A Output 9-61 

High Accuracy: ±0.1% 

Low Drift; ± 0.01 “C/'C max 
RFI Immunity 
Low Cost 

FM Approved > 


2WIRE 

RTD 


(BLK) 



2B59A 



2B59 

Low Cost 

Standard RTD Input 
Linearized 4-20mA Output 
High. Accuracy: ±0.1% 
Small Size 
Ease of Installation 


Vol. II 
9-63 
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3B Series I/O Subsystems 



Input Module Selection 



Voltage 

Current 

Nonisolated 

Isolated 

Input Type/Span 

Output 

Output 

Modules 

Modules 

dc, ± lOmV, ± 50mV, ± lOOmV 

±10V 

4-20mA/0-20mA 

3B10 

3B30 

dc, ±1V, ±5V 

±10V 

4-20mA/0-20mA 

3B10 

3B31 

dc, ± lOV 

±10V 

4-20mA/0-20mA 

3B11 

3B31 

dc, 4-20mA, 0-20mA 

Oto + lOV 

4-20mA/0-20mA 

3B12 

3B32 

Thermocouple T ypes 
J,K,T,E,R,S,B 

Oto + IOV 

4-20mA/0-20mA 


3B37 

lOOn Platinum RTD, 

2-,3-,4-Wire 
a = 0.00385 (linearized) 

Oto + lOV 

4-20mA/0-20mA 

3B14 

3B34 

lOOn Platinum RTD, 

Kelvin 4-Wire 
a = 0.00385 (linearized) 

Oto + lOV 

4-20mA/0-20mA 

3B15 


Strain Gage ± 30mV, 

± lOOmV 

±10V 

4-20mA/0-20mA 

3B16 


AD590/AD592/AC2626 Solid State 
Temperature Transducer 

Oto + lOV 

4-20mA/0-20mA 

3B13 


Wideband Strain Gage 

±10V 

4-20mA/0-20mA 

3B18 


Wideband mV, V 

±10V 

4-20mA/0-20mA 


3B40/1 

AC Input 

Oto+lOV 

4-20mA/0-20mA 


3B42/3/4 

Frequency Input 

Oto + lOV 

4-20mA/0-20mA 


3B45/6 

Output Module Selection 

Input Type/Span 

Current Output 

Nonisolated 

Modules 

Isolated Modules 

Oto + lOV, ±10V 

4-20mA/0-20mA 

. 3B19 

3B39 
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Selection Guide 

Signal Conditioners 


3B Series I/O Subsystems 
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4B Series Alarm Limit Subsystem 


OVERRIDE REAOBACK 
LO HI LO HI 



Input Modules 

Wide Variety of Sensor Inputs: Thermocouples, 
RTD's, Strain Gages, ADS90/AD592/AC2626 
Dual High Level Outputs 
Voltage: 0 to +10V or ±10V 
Current: 4-20mA/0-20mA 
Mix and Match Input Capability 
Sensor Signals, mV, V, 4-20mA, 0-20mA 
High Accuracy: ±0.1% 

High Noise Rejection and RFI/EMI Immunity 
Reliable Transformer Isolation: ± 1500V CMV 
Meets lEEE-STD 472: Transient Protection (SWC) 
input Protection: 130V or 220V rms Continuous 


Output Modules 

High Level Voltage Input: (0 to +10V, ±10V) 
Process Current Output: (4-20mA/0-20mA) 

High Accuracy: ±0.1% 

Reliable Transformer Isolation: ± 1500V CMV, 
CMR = 90dB 

Meets lEEE'STD 472: Transient Protection (SWC) 
Output Protection: 130V or 220V rms Continuous 


Features/Benefits 

Low Cost, Completely Integrated 12-Channel 
Modular Alarm Limit Subsystem 
Selection of Alarm Limit Modules 
Rugged Industrial Chassis, Rack or 
Surface Mounted 

On-Board Power Supplies Available 
Alarm Modules Accept High Level Voltage 
and Process Current Inputs 
Complete Alarm Function per Module 
High Accuracy of ±0.1% 

Two Set Points, Adjustable Over 100% Span 
Dead Band Adjustment per Set Point, Adjustable 
Over 0.5%-10.0% Span 
Alarm Types are Configurable for HI or 
LO Operation 
Two Relay Outputs 

Display Indicates Set Points and Process Variable 
LED per Set Point Provides Local Alarm Indication 
Input Protection 
High RFI/EMI Immunity 
Specifications Valid Over thie 0 to -H 70°C 
Temperature Range 
Easy to Install Calibrate and Service 


VOL //, 9-10 TEMPERATURE TRANSDUCERS & SIGNAL CONDITIONERS 


Page 

Vol. II 
9-65 


Vol. II 
9-65 


Vol. II 
9-69 












Orientation 

Temperature Transducers & Signal Conditioners 


In this section are listed a wide variety of cost-effective 
to-analog signal conditioners for laboratory and industrial ap- 
plications, and a set of linear high-output-level semiconductor 
temperature transducers, manufactured by Analog Devices. 

The signal conditioners are intended to provide a variety of 
system interfaces for signals originating from input transducers 
or destined for output transducers. 

They accept low or high-level signal inputs from millivolts to 
volts, low- or high-level current inputs from microamperes to 
4-to-20mA loops,' and direct inputs from transducers, such as 
strain gages and other bridge devices, RTDs, thermocouples, 
thermistors, and semiconductor temperature sensors. One of 
these modules (2B35) is a triple-output power supply that 
accepts ac line voltage and provides voltage and programmable 
current excitation for transducers and signal conditioners. 

Outputs from these devices include 0-to-20mA, 4-to-20mA 
and 10-to-50mA transmitter loop current, and normalized 
voltage at ±5V or ±10V levels for inputs to analog and digital 
data-acquisition systems. Most of the devices that operate 
with current loops derive their power directly from the loop 
supply. 

The many useful functions of these devices include— and often 
combine— voltage-to-current conversion; input-to-output and 
channel-to-channel isolation; current-to-current conversion; 
amplification, offsetting, and filtering; transducer voltage and 
current excitation; all-solid-state isolation, gain, filtering, 
protection, and multiplexing; thermocouple open-input de- 
tection and cold-junction compensation; RTD linearizing.* 

SELECTION GUIDE 

These many functions are sorted out and arranged for easy 
access in the Selection Guide so that a device having the 
desired combination of performance characteristics can be 
readily found. Device types are classified in broad categories, 
and the key attributes of each device are listed next to a 
functional block diagram. A quick glance at the Selection 
Guide allows you to choose the product(s) with your desired 
functionality. At this point, you may turn to the appropriate 
data sheet(s) to compare performance, starting the process 
of considering the specific device(s) for your application. 


THAT’S NOT ALL 

Besides the signal conditioners in this section, this databook 
has technical data on many other products that perform signal- 
conditioning functions. They are to be found in these sections 
of this Volume: 

Isolation Amplifiers. 

D/A Converters (DACs having 4-to-20mA output current, 
isolation, and other useful features). 

Data- Acquisition Subsystems (including programmable-gain 
amplifiers, differential inputs, etc.). 

Digital Panel Instruments (with isolation, low-level signal- 
handling capability, digital readout and BCD system out- 
put: scanning multi-channel voltmeters, intelligent thermo- 
couple thermometers, low-cost digital thermometers, 
etc.). 

Microcomputer Interface Boards (with input multiplexing . 
and programmable gain, 4-to-20mA output options, etc.). 

pMAC-4000 Single-Board Intelligent Measurement-and- 
Control Subsystems (with direct sensor inputs, isolation, 
signal conditioning, microcomputer-based linearization, 
ASCII 20mA/RS-232C communications, on-board power 
supply, and digital I/O). 

MACSYM Complete BASIC-Programmable Minicomputer- 
Based Measurement-And-Control SYsteMs (with a wide 
selection of input signal conditioning cards and direct 
connection to sensor field wiring). 



'Many of these issues are discussed in Transducer Interfacing Hand- 
book, a guide to analog signal conditioning, published by Analog 
Devices, Inc., 1980, $14.50, available from P.O. Box 796, Norwood 
MA 02062. 
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ANALOG 

DEVICES General Purpose Temperature Probe 
~ AC2626 


FEATURES 

Linear Current Output: 1/iA/K 
Wide Range: -55“C to +150°C 
Laser Trimmed Sensor (AD590) to ±1.0°C Calibration 
Accuracy, (AC2626L) 

Excellent Linearity: ±0.4°C Over Full Range (AC2626L) 

6 Inch or 4 Inch Standard, Stainless Steel Sheath 

3/16 Inch in Outside Diameter 

3 Feet Teflon Coated Lead Wire 

Wide Power Supply Range +4V to +30V 

Low Cost 

Fast Response: 2 Seconds (In Stirred Water) 

Sensor Isolated From Sheath 


PRODUCT DESCRIPTION 

The AC2626 is a stainless steel tubular probe measuring 3/16 
inch (4.76mm) in outside diameter and is available in 6 inch 
(152.4mm or 4 inch (101.6mm) lengths. The^robe is avail- 
able in linearity grades of 0.4°C, 0.8°C or 1.5 C. 

The probe is designed for both liquid and gaseous immersion 
applications as well as temperature measurements in refrigera- 
tion or any general temperature monitoring application. 

For taking measurements in pipes or other closed vessels, the 
AC2629 compression fitting is available. The AC2629 may be 
applied anywhere along the probe and is supplied in two ma- 
terials. The low cost AC2629B is constructed of brass and the 
higher priced AC2629SS is made of stainless steel. 

PRODUCT HIGHLIGHTS 

The AC2626 is based on the AD590 temperature transducer, 
a two terminal integrated circuit which produces an output 
current linearly proportional to absolute temperature. 

Costly linearization circuitry, precision voltage amplifiers, 
resistance measuring circuitry and cold junction compensation 
are not needed in applying the AC2626. 

Due to the high impedance current output of the AD590, the 
AC2626 is particularly useful in remote sensing applications, 
because of its insensitivity to voltage drops over lines. The out- 
put characteristics also make the AC2626 easy to multiplex. 

In addition to temperature measurement, applications include 
temperature compensation, biasing proportional to absolute 
temperature, flow rate measurement, level detection of fluids 
and anemometry. 

DIRECT INTERFACE PRODUCTS 

For display and/or control applications, two companion prod- 
ucts are available. The AD2038,6 channel digital thermometer. 



and the AD2040, low cost temperature indicator, were designed 


to be used in conjunction with the AC2626. 

1. The AD2038 is a low cost, ac line powered 6 channel digital 
scanning thermometer designed to interface to printers, 
computers, serial data transmitters, etc., for display, con- 
trol, logging or transmission of multi-point temperature 
data. Channel selection is made via three methods: manual, 
using the switch provided on the front; auto/scan, where 
the AD2038 cycling on an internal clock can continually 
scan the six input channels or external selection, where con- 
trol inputs provided on the rear connector enable channel 
selection via external BCD coding. 

2. The AD2040 is a low cost, 3 digit temperature indicator. 

An internal precision voltage reference, resistor network 
and span and zero adjusts allow the AD2040 to read out 
directly in C, F, K or R. User selectable readout as well 
as all other connections, i.e., +5V dc power and AC2626 
interface are all made via the terminal block on the rear. 

APPLICATION HINTS 

1. Under all operating conditions, a minimum 4V dc must be 
present across the AC2626. 

2. Use of twisted pair wiring is recommended, particularly 
for remote applications or in high noise environments. 
Shielded wire is desirable in severe noise environments. 

3. For the lowest cost, the J and K grades are recommended. 
Where probe interchangeability is desired, grade L is 
recommended. 
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SPECIFICATIONS 


(typical @ +25°C and +5V unless otherwise specified) 


MODEL 

AC2626J 

AC2626K 

AC2626L 

ABSOLUTE MAXIMUM RATINGS' 
Forward Voltage (Vs) 

-r44V 



Reverse Voltage (Vs) 

-20V 



Breakdown Voltage (Case to Leads) 

±200V 



Rated Performance Temp. Range 

-55°C to +150°C 



Storage Temperature Range 

-60°C to -rl60°C 



POWER SUPPLY 

Operating Voltage Range 

+4V to +30V 

• 

• 

OUTPUT 

Nominal Current Output @ +25°C 
(298.2°K) 

298. 2pA 



Nominal Temperature Coefficient 

lpA/°C 

• 

• 

Calibration Error (® +25°C 

±5.0°C max 

±2.5°C max 

±1.0°C max 

Absolute Error (over rated performance 
temperature range) 

Without External Calibration 
Adjustment 

±10.0°C max 

±5.5 C max 

±3.0^C max 

With +25°C Calibration Error 

Set to Zero 

±3.0°C max 

±2.0°C max 

±1.6°C max 

Nonlinearity 

±1.5 C max 

±0.8°C max 

±0.4^C max 

Repeatability’ 

0.1°C 



Long Tetm Drift’ 

0.1 C max/month 



Time Constant^ (in stirred water) 

2 sec. 



Current Noise 

40pA\/Hz 



Power Supply Rejection 
+4V<Vs<+5V 

O.SpA/V 



+5V<Vs<+15V 

0.2pA/V 



+ 15V<Vs<+30V 

O.lpA/V 



Electrical Turn-On Time 

20ps 



+ Lead Color 

yellow 

orange 

blue 


MECHANICAL OUTLINE 

Dimensions shown in inches and (mm). 


AC2626 

3/16 STAINLESS STEEL TUBING 
FILLED WITH THERMALLY CONDUCTIVE EPOXY 




NOTE 1 Probet are available in 4 inch or 6 indi ler>gths. 

NOTE 2 * lead wire it color coded: J, yellow; K, oraf> 9 e; L, blue. 
NOTE 3 When auembling compretsion fitting (AC2629) to probe, 
tighten the 1/2" nut 3/4’i of a turn from firtger tight. 


ORDERING GUIDE 
AC2626 

GRADE j 

K 

L 


— ENTER 


T 




LENGTH 


AC2629 
BRASS 
TYPE 316 
STAINLESS 




ENTER -J 


NOTES 

' Maximum safe recommended pressure: 7500psi (5.17 X 10^ Kpa), 

* Maximum deviation between +25‘C readings after temperature cycling between and ♦ 1 50*‘C; guaranteed, 

not tested. 

^Conditions; constant -t-SV, constant -f 125°C;guaranteed, not tested. 

^ The time constant is defined as the time required to reach 63.2% of an instantaneous temperature change. 
•Specifications same asAC2626J. 

Specifications subject to change without notice. 


CALIBRATION 



For most applications, a single point calibration is 
sufficient. With the probe at a known temperature, 
adjust Rt so that Vo corresponds to the known 
temperature. 

If more detailed information is desired, see the 
AD590 data sheet and application note. 
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ANALOG High Performance, 4-20mA Output 
DEVICES Vottage-to-Current Converter 

MODEL 2B20 



FEATURES 

Complete, No External Components Needed 
Small Size: 1.1" x 1.1" x 0.4" Module 
Input: 0 to +10\/; Output: 4 to 20mA 
Low Drift: 0.005%/°C max; Nonlinearity: 0.005% max 
(2B20B) 

Wide Temperature Range: -25°C to +85°C 
Single Supply: +10V to +32V 

Meets ISA Std 50.1 for Type 3, Class L and U, Nonisolated 
Current Loop Transmitters 
Economical 
APPLICATIONS 

Industrial Instrumentation and Control Systems 
D/A Converter — Current Loop Interface 
Analog Transmitters and Controllers 
Remote Data Acquisition Systems 

GENERAL DESCRIPTION 

Model 2B20 is a complete, modular voltage-to-current con- 
verter providing the user with a convenient way to produce 
a current output signal which is proportional to the voltage 
input. The nominal input voltage range is 0 to +10V. The out- 
put current range is 4 to 20mA into a grounded load. 

Featuring low drift (0.005%/°C max, 2B20B) over the -25°C 
to +85°C temperature range and single supply operation (+10V 
to +32V), model 2B20 is available in two accuracy grades. The 
2B20B offers precision performance with nonlinearity error 
of 0.005% (max) and guaranteed low offset error of ±0.1% 
max and span error of ±0.2% max, without external trims. The 
2B20A is an economical solution for applications with lesser 
accuracy requirements, featuring nonlinearity error of 0.025% 
(max), offset error of ±0.4% (max), span error of ±0.6% (max), 
and span stability of 0.01%/°C max. 

The 2B20 is contained in a small (l.l" x l.l" x 0.4"), rugged, 
epoxy encapsulated package. For maximum versatility, two 
signal input (Vjni and V 1 N 2 ) and two reference input (REFini 
and REF 1 N 2 ) terminals are provided. Utilizing terminals Vini 
and REFini eliminates the need for any external components, 
since offset and span are internally calibrated. If higher accu- 
racy (up to ±0.01%) is required, inputs Vin 2 and REFin 2 with 
series trim potentiometers may be utilized. 

APPLICATIONS 

Model 2B20 has been designed for applications in process con- 
trol and monitoring systems to transmit information between 
subsystems or separated system elements. The 2B20 can serve 
as a transmission link between such elements of process con- 


DESIGN FEATURES AND USER BENEFITS 
Process Signal Compatibility: To provide output signal com- 
patibility, the 2B20 meets the requirements of the Instrument 
Society of America Standard S50.1, “Compatibility of Analog 
Signals for Electronic Industrial Process Instruments" for Type 
3, Class L and U, nonisolated current loop transmitters. 

External Reference Use: For increased flexibility, when ratio- 
metric operation is desired, the 2B20 offers a capability of 
connecting an external reference (i.e., from multiplying D/A 
converter) to the REFin 2 terminal. 

Wide Power Supply Range: A wide power supply range (+10V 
to +32V dc) allows for operation with either a +12 V battery, 
a +15V powered data acquisition system, or a +24 V powered 
process control instrumentation. 
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(typical @ +25°C and Vs = +1 5V, unless otherwise noted) 


Model 

2B20A 

2B20B 

INPUT SPECIFICATIONS 



Voltage Signal Range 

0 to +10V 

* 

Input Impedance 

10kS2 

* 

OUTPUT SPECIFICATIONS 



Current Output Range' 

Load Resistance Range^ 

4 to 20mA 

• 

Vs = +12V 

0 to 350f2 max 

« 

Vs = +15V 

0 to 500f2 max 

* 

Vs= +24 V 

0 to 95012 max 


NONLINEARITY (% of Span) 

±0.025% max 

±0.005% max 

ACCURACY^ 



Warm-Up Time to Rated Specs 

Total Output Error @ +25°C^’^ 

1 minute 

« 

Offset (ViN = 0 volts) 

±0.4% max 

±0.1% max 

Span (ViiM = +10 volts) 
vs. Temperature (-25°C to +85°C) 

±0.6% max 

±0.2% max 

Offset (ViN= 0 volts) 

±0.01%/°C max 

±0.005%/°C max 

Span (V|N = +10 volts) 

±0.01%/°C max 

±0.005%/°C max 

DYNAMIC RESPONSE 



Settling Time — to 0.1% of F.S. 



for lOV Step 

25ns 

* 

Slew Rate 

2.5mA/jis 


REFERENCE INPUT* 



Voltage 

+2.5Vdc 

« 

Input Impedance 

10kf2 


POWER SUPPLY 



Voltage, Rated Performance 

+ 15Vdc 

« 

Voltage, Operating 

Supply Change Effect (% of Span)* 

+10V to +32V dc max 

• 

on Offset 

±0.005%/V 


on Span 

±0.005%/V 

. • 

Supply Current 

6mA + Iload 


TEMPERATURE RANGE 



Rated Performance 

-25'’C to+85‘’C 


Storage 

-55'’Cto+125‘’C 

« 

CASE SIZE 

1.125" X 1.125" 



. X 0.4" 

* 


NOTES 

*Specifications s»me as 2B20A. 

‘ Current output sourced into a grounded load over a supply voltage range of +10V to +32V. 

’See Figure 1 for the maximum load resistance value over the power supply range. 

’Accuracy is guaranteed with no external trim adjustments when REFin is connected to REFquT’ 
^All accuracy is specified as % of output span where output span is 16mA (±0.1%=±0.016mA 
output error). 

’Reference input is normally connected to the reference output (+2.5V dc). 

‘ Optional trim pots may be used for calibration at each supply voltage. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



BOTTOM VIEW 
WEIGHT: 106 Grams 


MATING SOCKET: AC1016 

LOAD RESISTi^CE RANGE 
The load resistance is the sum of the resistances 
of all connected receivers and the connection 
lines. The 2B20 operating load resistance is 
power supply dependent and will decrease by 
50 ohms for each 1 volt reduction in the power 
supply. Similarly, it will increase by 50 ohms 
per volt increase in the power supply, but must 
not exceed the safe voltage capability of the unit. 



Specifications subject to change without notice. 


Figure 1. Maximum Load Resistance vs. 
Power Supply 


VOL. II, 9-16 TEMPERATURE TRANSDUCERS & SIGNAL CONDITIONERS 




Applying the 2B20 


PRINCIPLE OF OPERATION 

The design of the 2B20 is comprised of high performance op 
amps, precision resistors and a high stability voltage reference 
to develop biasing and output drive capability. The 2B20 is 
designed to operate from a single positive power supply over a 
wide range of +10V to +32V dc and accepts a single ended, 0 
to +10V voltage input. The internal reference has nominal out- 
put voltage of +2.5 V (REFqut) is used to develop 4mA out- 

put current for a zero volts input when REFin is connected 
to REFouT' 

The output stage of the 2B20 utilizes a sensing resistor in the 
feedback loop, so the output current is linearly related to the 
voltage input and independent of the load resistance. There is 
no minimum resistance for the loads driven by the 2B20; it 
can drive even a short circuit with no damage to the unit. The 
maximum resistance of the load as seen by the unit (resistance 
of the load plus the resistance of the connecting wire) is lim- 
ited. The maximum external loop resistance, Rl, is given by: 

Figure 1 shows the operating region of the 2B20. The load 
must be returned to power supply common. The voltage 
appearing between Iqut (piu 5) and COM (pin 2) should not 
exceed Vmax = +Vs - 5V. Exceeding this value (up to +32V 
dc) will not damage the unit, but it will result in a loss of 
linearity. 

The basic connections of the 2B20 are shown in Figure 2. 


+Vs 



Figure 2. Basic Connections Diagram 


OPTIONAL CALIBRATION AND TRIM PROCEDURE 
Model 2B20’s factory trimmed offset error is ±0.1% max and 
span error is ±0.2% max (2B20B). In most applications, further 
trimming will not be required. If it is necessary to obtain cali- 
brated accuracy of up to ±0.01%, or, if a high signal source 
resistance (with respect to lOkfl) introduces calibration error, 
inputs ViN2 and REFin 2 and optional trim pots should be 
used with Vini and REFinj open. To perform external trims, 
connect 500S2 potentiometers in series with Vin 2 (span trim) 
and REFi>i 2 (offset trim) as shown in Figure 3. Adjust span 
pot, monitoring voltage drop across Rload. to obtain an out- 
put voltage of 5.000V (IouT = 20mA) for a +10V input. Next, 
with 0 volts input, adjust offset pot to obtain l.OOOV output 
(Iqut = 4mA). Check both offset and span and retrim if neces- 
sary after each adjustment. 



Figure 3. Model 2B20 Connections Using Optional Offset 
and Span Trims 

CONNECTING THE 2B20 FOR 0 TO 10mA OUTPUT 
The 2B20 may be utilized in applications requiring 0 to 10mA 
current output for a 0 to lOV input voltage range. To obtain 
0mA output for OV input, REFini (pin 6) and REFin 2 (pin 8) 
terminals should be left open. A typical output current error 
for a zero volts input (without trimming) is 0.1mA. The 2B20 
span calibration may be adjusted by a lkJ2 potentiometer in 
series with the Vi>i 2 input. Basic connections of the 2B20 used 
to obtain a 0 to 10mA output are shown in Figure 4a. 


+Vs 



Figure 4a. Model 2B20 Connected for 0 to 10mA Output 
Range 

CONNECTING THE 2B20 FOR 0 TO 20mA OUTPUT 
The 2B20 may also be configured for use in applications re- 
quiring 0 to 20mA output for a 0 to +10 volt input range. 
REFuji (pin 6) is left open, and REFiisi 2 (pin 8) is con- 
nected to ViNj (pin 1) through a 32.4kn resistor. The typi- 
cal output current error for OV input (without trimming) 
is 0.1mA. The 2B20 span may be adjusted by a 2kf2 po- 
tentiometer in series with the Vin 2 input to provide 9% 
FSR adjustment range. Basic connections for 0-20mA oper- 
ation are shown in Figure 4b. 


Ws 



Figure 4b. Mode! 2B20 Connected for 0 to 20mA Output 
Range 
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OUTPUT PROTECTION 

In many industrial applications, it may be necessary to protect 
the 4 to 20mA output from accidental shorts to ac line volt- 
ages. The circuit shown in Figure 5 can be used for this pur- 
pose. The maximum permissible load resistance will be lowered 
by a fuse resistance value when protection circuitry is utilized. 



Figure 5. Output Protection Circuitry Connections 
APPLICATIONS 

Interfacing Voltage Output D/A Converters: The 2B20 is well 
suited in applications requiring 4 to 20mA output from 
D/A converters. The voltage necessary to power the current 
loop can be derived from the same +15V supply that is used 
to power the converter. The D/A converter, such as the 12-bit 
AD DAC80, should be connected for operation on the uni- 
polar 0 to +10V output range. This is shown in Figure 6. After 
the load resistor connection has been made, the current 
loop can be calibrated using the offset and span adjustment 
potentiometers associated with the 2B20 (or the AD DAC80). 
First, a digital input code of all ones is loaded into the D/A, 
and the offset adjustment potentiometer is adjusted for a 
current output of exactly 4mA. Then, a digital code of all Os 
is loaded into the D/A, and the span adjustment potentiometer 
is adjusted for a voltage across the load that corresponds to a 
current of 20mA -ILSB = 19.9961mA. 



Figure 6. AD DAC80 — 4 to 20mA Current Loop interface 


Interfacing Current Output D/A Converters: To interface cur- 
rent output D/A converters, such as the AD562, a circuit con- 
figuration illustrated in Figure 7 should be used. Since the 
AD562 is designed to operate with an external +10V reference, 
the same external reference may be utilized by the 2B20 for 
ratiometric operation. The output of the AD562 is used to 
drive the summing junction of an operational amplifier to pro- 
duce an output voltage. Using the internal feedback resistor of 
the AD562 provides a 0 to +10V output voltage range suitable 
to drive the 2B20. 



Figure 7. 12~Bit — 4 to 20mA Current Loop interface 

Microcomputer — Current Loop Interface: Figure 8 shows a 
typical application of the 2B20 in a multichannel microcom- 
puter analog output system. When a microcomputer is to con- 
trol a final control element, such as a valve positioner, servo- 
mechanism or motor, an analog output board with 4 to 20mA 
outputs is often necessary. The output boards typically have 
from one to eight channels, each with its own D/A converter. 
The 2B20, in a compact package, allows for an easy installation 
without any additional components and offers a 12-bit system 
compatible performance. 



Figure 8. Microcomputer Analog Output Subsystem 


Pressure Control System: In Figure 9, model 2B20 is used in a 
proportional pressure control system. The 3-15psi working 
pressure of a system is monitored with a pressure transducer 
interfaced by the model 2B3 1 signal conditioner. The high level 
voltage output of the 2B31 is converted to a 4 to 20mA to 
provide signal to the limit alarm and proportional control cir- 
cuitry. A cunent-to-position converter controlling a motorized 
valve completes the pressure-control loop. 



Figure 9. Proportional Pressure Controi System 

Isolated 4 to 20mA Output: For applications requiring up to 
±1500V dc input to output isolation, consider using Analog 
Devices’ model 2B22 isolated voltage-to-current converter. 
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ANALOG 

DEVICES 


High Performance, Isolated 
Voltage-to-Current Converter 


MODEL 2B22 


FEATURES 

Wide Input Range: 0 to +1V to 0 to +10V 

Standard Output Range: 4 to 20mA 

High CMV Input/Output Isolation: 1500V dc Continuous 

Low Nonlinearity: 0.05% max, 2B22L 

Low Span Drift: 0.005%/°C max, 2B22L 

Single Supply: +14V to +32V 

Meets IEEE Std 472: Transient Protection (SWC) 

Meets ISA Std 50.1: Isolated Current Loop Transmitters 
APPLICATIONS 

Industrial Instrumentation and Process Control 
Ground Loop Elimination 
High Voltage Transient Protection 
D/A Converter — Current Loop Interface 
Analog Transmitters and Controllers 
Remote Data Acquisition Systems 

GENERAL DESCRIPTION 

Model 2B22 is a high performance, compact voltage-to-cur- 
rent converter offering 1500V dc input to output isolation in 
interfacing standard process signals. The input stage of the 
model 2B22 is single resistor programmable to accept voltage 
ranges from 0 to +1V to 0 to +10V. The isolated output cur- 
rent range is 4 to 20mA, and the 2B22 can be operated with 
0 to lOOOfl grounded or floating loads. 

Using modulation techniques with transformer isolation for 
reliable performance, the 2B22 is available in three accuracy 
selections offering guaranteed nonlinearity error (2B22L: 
±0.05% max, 2B22K: ±0.1% max, and 2B22J: ±0.2% max) 
and guaranteed low span drift; ±0.005%/°C max, ±0.01%/°C 
max, and ±0.015%/°C max, respectively. The internally trim- 
med span and offset errors are ±0.1% max for the 2B22L and 
±0.25% max for the 2B22J/2B22K. Both span and offset are 
adjustable by the optional external potentiometers. 

Feamring a wide range, single supply operation (+14V to 
+32V), the 2B22 provides isolated +28V loop power and is 
capable of delivering rated current into an external 0 to 1000S2 
load resistance. The unique output stage configuration also al- 
lows the user to utilize an optional external loop power supply 
to interface systems designed for a two-wire operation. 
APPLICATIONS 

Model 2B22 has been specifically designed for high accuracy 
applications in process control and monitoring systems to offer 
complete galvanic isolation and protection against damage 
from transients and fault voltages in transn.itting information 
between subsystems or separated system elements. The 2B22 


meets the requirements of the Instrument Society of America 
Std. 50.1 “Compatibility of Analog Signals for Electronic 
Industrial Process Instruments” for Type 4, Class U isolated 
current loop transmitters. 

In the industrial environment, model 2B22 can serve as a 
transmission link between such system elements as transmit- 
ters, indicators, controllers, recorders, computers, actuators 
and signal conditioners. In data acquisition and control sys- 
tems, the 2B22 may act as an isolated interface between the 
D/A converter output of a microcomputer and standard 4 to 
20mA analog loops. 

DESIGN FEATURES AND USER BENEFITS 
High Reliability: Model 2B22 is a conservatively designed, 
compact, epoxy encapsulated module capable of reliable oper- 
ation in harsh environments. To assure high reliability, the 2B22 
has a calculated MTBF of over 270,000 hours and has been 
designed to meet the IEEE Standard for Transient Voltage 
Protection (472-1974: Surge Withstand Capability). 

Process Signal Compatibility: The versatile input stage design 
with a single resistor gain adjustment enables the 2B22 to ac- 
cept any one of the standard inputs— 0-1 V, O-IOV, 1-5V; or 
l-5mA, 4-20mA, 10-50mA; and provide standard, isolated 
4-20mA output. 

Isolated Loop Power: Internal 28V dc loop supply, completely 
isolated from the input power terminals (±1500V dc isolation), 
provides the capability to drive 0 to lOOOfi loads and elimi- 
nates the need for an external dc/dc converter. 
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SPECIFICATIONS 


(typical @ +25°C and Vs = +15V unless otherwise noted) 


Model 

2B22J 

2B22K 

2B22L 

INPUT SPECIFICATIONS 

Voltage Signal Range, G = 1.6mA/V 

0 to +10V 

« 

. 

G = 16mA/V 

Oto+lV 

• 

• 

Gain Range 

1.6 to 16mA/V 

• 

• 

Maximum Safe Input 

+15V 

• 

• 

Input Impedance 

lOMD 

* 

* 

OUTPUT SPECIFICATIONS 

Current Output Range 

4 to 20mA 


. 

Load Resistance Range, Vs = + 14V to +3 2V, 
Internal Loop Power 

0 to 100012 max 


. 

Maximum Output Current, 

@ Input Overload 

25mA 

. 

. 

Output Ripple, lOOHz Bandwidth 

G = 1.6mA/V 

60(7A pk-pk 

. 

. 

NONLINEARITY (% of Span) 

±0.2% max 

±0.1% max 

±0.05% max 

CMV, INPUT TO OUTPUT 
ac, 60Hz, 1 Minute Duration 

1500V rms 



Continuous, ac or dc 

±1500V pk max 

• 

* 

CMR, INPUT TO OUTPUT 

60Hz, Ikil Source Imbalance 

90dB 


. 

accuracy' 

Warm Up Time to Rated Performance 5 Minutes 

Total Output Error @ +25°C' 

Offset (ViN = OV) ±0.2 5% max 

±0.25% max 

±0.1% max 

Span (V|N = +10V) 

±0.25% max 

±0.25% max 

±0.1% max 

vs. Temperature (0 to +70°C, G = 1.6mA/V) 
Offset (V(!,( = OV) 

±0.01%/°C max 

±0.005%/°C max 

±0.0025%/°C max 

Span (Viisj = +10V) 

±0.01 5%/°C max 

±0.01%/°C max 

±0.005%/°C max 

vs. Temperature (0 to +70°C) 

Offset (VuM = OV, G = 1.6mA/V to 
IfimAA^) 

±0.01%/°C 

±0.005%/°C 

±0.0025%/°C 

Span (G = 1.6mA/V to IfimAA^)^ 

±0.015%/°C 

±0.01%/°C 

±0.005%/°C 


DYNAMIC RESPONSE 

Settling Time - to 0.1% of F.S. for lOV Step 
Slew Rate 

ioofis 

0.06mA/fiS 



REFERENCE INPUT 

Voltage 

Input Impedance 

+2.5Vdc 

6kn 



OSCILLATOR 

Frequency, Internal Oscillator 

External Sync Input 

Frequency 

Waveform 

Voltage 

lOOkHz ± 10% 

lOOkHz ± 10% max 
Square wave, 

50% duty cycle 
20V p-p 



POWER SUPPLY 

Voltage, Rated Performance 

Voltage, Operating 

Supply Current (at Full Scale Output) 

Using Internal Loop Power 

Using External Loop Power 

Supply Change Effect (% of Span) 
on Offset (Vim = OV) 
on Span (Vim = +10V) 

+ 15Vdc 

+ 14Vto +32V dc 

100mA 

50mA 

±0.0005%/V 

±0.0005%/V 



TEMPERATURE RANGE 

Rated Perf ormance 

Operating 

Storage 

0 to +70°C 
-25°C to ±75°C 
-55°C to±85°C 



CASE SIZE 

2.2" X 3" X 0.6" 



NOTES 

* Accuracy is guaranteed at G » 1.6mA/V with no external trim 
adjustments when connected as shown in Figure 1. 

* All accuracy is % of span where span is 16mA (±0.1% » ±0.016mA error). 

*Span T.C. for gains higher than 1.6mAA^ is Rq dependent — a low T.C. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


-3.04 MAX (77.21- 


model 2B22 


I 0.20 MIN (5.08) 
0.25 MAX 16.35) 


l+CURRENT OUT 


:qp 


l-OURRENTOUT 12 


TO 


f-^0.1 (2.54) GRID 


MATING SOCKET: AC1579 


INTERCONNECTION DIAGRAM 
Model 2B22 can be applied directly to 
achieve rated performance as shown in 
Figure 1 below. The input stage gain of 
1.6mA/V, to convert a 0 to +10V signal 
into a 4 to 20mA output current, is ob- 
tained with the values shown. A single 
polarity power supply (+14V to +32V dc) 
should be connected to pin 8. To elimi- 
nate ground loops, the user should ensure 
that the signal return (common) lead does 
not carry the power supply current. Pow- 
er common (pin 7) and signal common 
(pin 6) should be tied at the power supply 
common terminal. The voltage difference 
between pins 6 and 7 should not exceed 
0.2V. An internal dc-dc converter pro- 
vides isolated output loop power (pins 13 
and 14), which is connected externally to 
the current output terminals (pins 11 and 
12) and a load resistance. The standard 4 
to 20mA current output signal is delivered 
into any external load between zero and 

looon. 


(±10ppm/°C) Rg is rccommen(dcd for best performance. 
*Specifications same as 2B22J. 

Specifications subject to change without notice. 



and SOppm/^’C Rq. 


Figure 1. Basic Connections 
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Applying the Isolated Voltage-to-Current Converter 


FUNCTIONAL DESCRIPTION 

The high performance of model 2B22 is derived from the 
carrier isolation technique which is used to transfer both signal 
and power between the V/1 converter’s input circuitry and the 
output stage. High CMV isolation is achieved by the transform- 
er coupling between the input amplifier, modulator section 
and the current output circuitry. The block diagram for model 
2B22 is shown in Figure 2 below. 

The 2B22 produces an isolated 4 to 20mA output current 
which is proportional to the voltage input and independent of 
the load resistance. The input amplifier operates single-ended 
and accepts a positive voltage within 0 to +10V range. Gain 
can be set from 1.6mA/V to 16mA/V by changing the gain 
resistor Rq to accommodate input ranges from 0 to +1V (G = 
16mA/V) to 0 to +10V (G = 1.6mA/V). The transfer function 
is Iqut ~ (4mA + G X Vjn). 

An internal, high stability reference has nominal output volt- 
age of +2.5V (REF OUT) and is used to develop a 4mA output 
current for a 0 volts input. The terminals REF OUT (pin 1) 
and REF IN (pin 2) should be connected via the offset setting 
resistor Rq- For ratiometric operation, an external reference 
voltage can be connected to the REF IN terminal. 

The 2B22 is designed to operate from a single positive power 
supply over a wide range of +14V to +32V dc. An internal 
dc-dc converter provides isolated +28V loop power which is 
independent of +Vs. The maximum resistance of the load Rl 
( resistance of the receivers plus the resistance of the connec- 
ting wire) is 100012. Since the loop power is derived from the 
input side, the current capability of the power supply (+Vs) 
must be 100mA min to supply full output signal current. 



^CURRENT 

OUT 


-CURRENT 

OUT 


V 


Figure 2. Block Diagram — Mode! 2B22 
OPTIONAL TRIM ADJUSTMENTS 

Model 2B22 is factory calibrated for a 0 to +10V input range 
(G = 1.6mA/V). As shipped, the 2B22 meets its listed specifica- 
tions without use of any external trim potentiometers. Addi- 
tional trim adjustment capability, to reduce span and offset 
errors to ±0.05% max, is easily provided as shown in Figure 3. 
The span and offset trim pots are adjusted while monitoring 
the voltage drop across a precision (or known) load resistor. 
The following trim procedure is recommended; 

1. Connect model 2B22 as shown in Figure 3. 

2. Apply ViN = 0 volts and adjust Rq (Offset Adjust) for 
Vout = +2V ±4mV. 


3. Apply ViN = +10.00V and adjust Rq (Span Adjust) for 
VoUT = +10V±4mV. 



GAIN AND OFFSET SETTING 

The gain of the 2B22 is a scale factor setting that establishes 
the nominal conversion relationship to accommodate +1V to 
+ 10V full scale inputs (Vin). The value of the gain setting re- 
sistor Rq is determined by: RG(kf2) = 6.314SF/(10. 1 - SF) 
where SF is a scale factor equal to the value of F.S. Ex- 
ample: to convert a 0 to ±1V input to the 4 to 20mA output, 
SF = 1 and Rq = 693S2. Due to device tolerances, allowance 
should be made to vary Rq by ±5% using the potentiometer. 

The value of the offset resistor Rq is independent from the 
gain setting and given by the relationship: Rq (kJ2) = 2.5 
(Vref “ 2.4) where Vref is the reference voltage applied. For 
example, the reference provided by the 2B22 is +2.5V and 
therefore Rq = 250J2. The accuracy of the Rq calculation from 
from the above formula is ±5%. When an external reference 
operation is desired (i.e. for ratiometric operation), connect 
the reference voltage via Rq to pin 2 and leave pin 1 open. 

EXTERNAL LOOP POWER OPERATION 
For maximum versatility, the 2B22’s output stage is designed 
to operate from the optional, isolated external loop power sup- 
ply. This feamre allows the user to interface systems wired for 
a two-wire operation. As shown in Figure 4, the same wiring is 
used for loop power and output. The load resistance is con- 
nected in series with an external dc power supply (+6V to 
+32V), and the current drawn from the supply is the 4 to 
20mA output signal. The input stage of the 2B22 still requires 
+Vs power, but the current drain from +Vs is limited to 50mA. 
Use of an external loop power may require gain and offset 
trimming to obtain specified accuracy. The maximum series 
load resistance depends on the loop supply voltage as shown 
in Figure 4. 


•Vs 



EXTERNAL +Vloop - Volts 


Figure 4. Optional External Loop Power Operation 
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SYNCHRONIZING MULTIPLE 2B22’S 
In applications where multiple 2B22’s are used in close prox- 
imity, radiated individual oscillator frequencies may cause 
“beat frequency” related output errors. These errors can be 
eliminated by synchronizing multiple units by connecting the 
SYNC OUT (pin 10) terminal to the SYNC IN (pin 9) terminal 
of the adjacent 2B22. The SYNC OUT terminal of this 
“slaved” unit can be used to drive another adjacent 2B22 
(Figure 5). For best accuracy, each 2B22 should be retrim- 
med when synchronizing connections are used. 



OUTPUT PROTECTION 

The current output terminals (pins 11 and 12) are protected 
from shorts up to +32V dc but in many industrial applications, 
it may be necessary to protect the 4 to 20mA output from 
accidental shorts to ac line voltages. The circuit shown in Fig- 
ure 6 can be used for this purpose. The maximum permissible 
load resistance will be lowered by a fuse resistance value when 
protection circuitry is utilized. 



Figure 6. Output Protection Circuitry Connections 

APPLICATIONS IN INDUSTRIAL MEASUREMENT AND 
CONTROL SYSTEMS 

Process Signal Isolator: In process control applications, model 
2B22 can be applied to interface standard process signals (e.g. 
1 to 5mA, 4 to 20mA, 10 to 50mA, 1 to 5V) and convert 
them to isolated 4 to 20mA output. A typical hook-up of 
model 2B22 is illustrated in Figure 7, showing input resistor 



Rc converting the current from a remote loop to a voltage in- 
put, and a span adjustment resistor Rq- A value of R^ should 
be selected to develop a minimum of +1V signal with full scale 
input current applied. For example, a 50f2 resistor converts 
the 4 to 20mA current input to a 200mV to IV voltage input, 
which the 2B22 isolates and converts to a 4 to 20mA output. 
The reference input (pin 2) is not connected since the process 
signal provides a desired offset. 

Isolated D/A Converter: Model 2B22 offers total ground isola- 
tion and protection from high voltage transients in interfacing 
D/A converters to standard 4 to 20mA current loops. This 
requirement is common in a microcomputer-based control 
system. The voltage necessary to power the current loop can 
be derived from the same +15V supply that is used to power 
the D/A converter. The D/A converter, such as the 12-bit AD 
DAC80, should be connected for operation on the unipolar 
0 to +10V output range. This is shown in Figure 8. After the 
load resistor connection has been made, the current loop can 
be calibrated using the offset and span adjustment potentio- 
meters associated with the 2B22. First, a digital input code of 
all one’s is loaded into the D/A, and the offset adjustment 
potentiometer is adjusted for a current output of exactly 4mA. 
Then, a digital code of all zero’s is loaded into the D/A, and the 
span adjustment potentiometer is adjusted for a voltage across 
the load that corresponds to a current of 20mA less ILSB 
(19.9961mA). 


Figure 8. D/A Converter — Isolated 4 to 20mA Interface 

Pressure Transmitter: In Figure 9, model 2B22 is used in a 
pressure transmitter application to provide complete input- 
output isolation and avoid signal errors due to ground loop 
currents. The process pressure is monitored with a strain gage 
type pressure transducer interfaced by the Analog Devices’ 
model 2B30 transducer conditioner. The bridge excitation and 
system power is provided by the model 2B35 triple output 
power supply. The high level voltage output of the 2B30 is 
converted to the isolated 4 to 20mA current for transmission 
to a remote recorder or indicator. 



♦1500V dc MAX 




Figure 7. Process Signal Current Isolator 


Figure 9. Isolated Pressure Transmitter 
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ANALOG 

DEVICES 


Programmable Output, 
Isolated Voltage-to-Current Converter 


MODEL 2B23 


FEATURES 

Wide Input Range, Resistor Programmable 
Pin Programmable Output: 4 to 20mA or 0 to 20mA 
High CMV Input/Output Isolation: ± 1500V pk 
Continuous 

Low Nonlinearity: ±0.05% max (2B23K) 

Low Span Drift: ±0.005%/°C max (2B23K) 

Single Supply Operation: +14V to +28V 
Small Size: 1.8" x 2.4" x 0.6" 

Meets IEEE Std. 472: Transient Protection (SWC) 

Meets ISA Std. 50.1: Isolated Current Loop 
Transmitters 

APPLICATIONS 

Industrial Instrumentation and Process Control 
Ground Loop Elimination 
Transient Voltage Protection 
Analog Transmitters and Controllers 
Remote Data Acquisition Systems 

GENERAL DESCRIPTION 

The model 2B23 is a high performance, low cost voltage to 
current converter featuring ± 1500V pk input to output isolation 
for interfacing with standard process signals. The input stage of 
the 2B23 may be single resistor programmed to accept voltages 
within a 0 to 4- lOV range ( + 0.1V to 4- lOV full scale). The 
isolated output is pin programmable to provide current in the 
range of 4 to 20mA or 0 to 20mA and can be operated with 0 to 
soon grounded or floating loads. 

The 2B23 uses reliable transformer isolation techniques and is 
available in two accuracy selections offering guaranteed non- 
linearity error (2B23K: ±0.05% max, 2B23J: ±0.1% max) and 
guaranteed low span drift (2B23K: ±0.005%/°C max, 2B23J: 
±0.01%/°C max). The internally trimmed span and offset errors 
are ±0.1% for the 2B23K and ±0.25% for the 2B23J. Both 
span and offset may be adjusted using optional external 
potentiometers. 

Featuring wide range, single supply operation (+ 14V to +28V 
dc), the 2B23 provides isolated loop power, thus eliminating the 
need for an external dc/dc converter. 

APPLICATIONS 

Model 2B23 has been designed to provide high accuracy, versatility 
and low cost in industrial and laboratory system applications 
requiring isolated current transmission. The 2B23 meets the 
requirements of the Instrument Society of America Std. 50.1 
“Compatibility of Analog Signals for Electronic Industrial Process 
Instruments” and may serve as a transmission link between 
such system elements as computers, controllers, actuators, re- 
corders and indicators. 



S: 1500V pk 


In data acquisition and control systems, the 2B23 may act as an 
isolated interface between the D/A converter output of a micro- 
computer analog I/O and standard 4 to 20mA or 0 to 20mA 
analog loopSi In process control systems, the 2B23 may be used 
as a current output stage of a proportional controller to interface 
devices such as current-to-position converters and current-to- 
pneumatic transducers. 

DESIGN FEATURES AND USER BENEFITS 
High CMV Isolation: The 2B23 features high input to output 
galvanic isolation to eliminate ground loops and offer protection 
against damage from transients and fault voltages. Its isolation 
barrier will withstand continuous CMV of ± 1500V pk and 
1500V rms @ 60Hz for 60 seconds. 

High Reliability: To assure high reliability in harsh industrial 
environments, reliable magnetic isolation is used. The 2B23 
meets the IEEE Standard for Transient Voltage Protection (472- 
1974: Surge Withstand Capability) and offers reliable operation 
over - 25°C to + 85'’C temperature range. 

Versatility: The. 2B23 can be easily tailored to the user’s appli- 
cation, accommodating a wide range of input voltages, providing 
pin programmable, standard current outputs and offering wide 
range, single supply operation. 

Small Size: To conserve board space, the 2B23 is packaged in a 
compact, 1.8" x 2.4" X 0.6" module. 
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(typical @ + 25°C and Vs = + 15V unless otherwise noted) 


Model 

2B23J 

2B23K 

INPUT SPECIFICATIONS 

Input Voltage Range 

Factory Calibrated 

Oto + I0V 

* 

Full Scale Input 

+ 0. IV min to + lOV max 

* 

T ransfer Function (TF) 

Factory Calibrated 

1.6mAA^ 

★ 

User Programmable 

1.6mAA^to200mA/V 

* 

Maximum Safe Input 

±I5V 

* 

Input Impedance 

lOMn 

it 

OUTPUT SPECIFICATIONS 

Current Output Range 

User Selectable 

4 to 20mA , 0 to 20mA 

* 

Load Resistance Range 

Internal Loop Power 

0 to 800fl max 

* 

Maximum Output Current 

@ Input Overload 

22mA typ 

* 

Output Noise 

lOOHz Bandwidth 

1.5p.A pk-pk 

* 

NONLINEARITY 

±0.1% max 

± 0.05% max ( ± 0.02% typ) 

ISOLATION 

CMV, Input to Output 

ac,60Hz, 1 min 

1500V rms 

* 

Continuous, ac or dc 

± 1500V pk 

* 

T ransient Protection - 

IEEE Std. 472 (SWC) 

* 

CMR 

@ 60Hz, Ikfl Source Imbalance 

86dB 

* 

ACCURACY* 

Warm Up Time to Rated Performance 

5 Minutes 

* 

Total Output Error @ + 25°C^’’ 

Offset (V,N = OV) 

± 0.25% max 

±0.1% max 

Span(ViN= +10V) 

± 0.25% max 

±0.1% max 

vs. Temperature (0 to + 70°C) 

Offset, 4-20mA Mode 

±0.01%/°C max 

±0.005%/°Cmax 

0-20mA Mode 

±0.01%/°Ctyp 

±0.005%/°Ctyp 

Span, Both Modes 

±0.01%/°Cmax 

±0.005%/“Cmax 

DYNAMIC RESPONSE 

Settling Time to 0. 1% of FS for lOV Step 

5ms 

* 

Small Signal Bandwidth 

400Hz 

* 

POWER SUPPLY 

Voltage, Rated Performance ( + Vg) 

+ I5Vdc 

* 

Voltage, Operating 

+ I4V min to + 28V max 

★ 

Supply Current (@ 20mA Output) 

75mA 

★ 

Supply Change Effect 

on Offset and Span 

±0.0015%A^ 

* 

ENVIRONMENTAL 

Temperature Range 

Rated Performance 

0 to + 70'’C 

* 

Operating 

-25°Cto+85°C 

★ 

Relative Humidity 

per MIL-STD 202, Method 103B 

±0.2% Error 

* 

RFI Immunity 

27MHz(a)5W@3ft 

± 0. 1% Error 

- it 

CASE SIZE 

1.8" X 2.4" X 0.6" 

* 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 
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MATING SOCKET: 
AC1586 

Dimensions shown in inches and (mm). 



NOTES 

'Accuracy is guaranteed (w TF = 1 .6mA/V with no external trim adjustments when connected in the basic configuration. 
^All accuracy is%of span wherespan is 16mA (i.e., ±0.1% = 0.016mA error). 

^Span T.C. for transfer functions higher than 1 .6m.AAt is Rc dependent -low T.C. ( ± lOppmTC) 

Rg recommended for best performance. 


‘Specifications same as 2B23J. 

Specifications subject to change without notice. 
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Applying the Isolated Voltage-to-Current Converter 


FUNCTIONAL DESCRIPTION 

The high performance of model 2B23 is derived from the carrier 
isolation technique which is used to transfer both signal and 
power between the V/I converter’s input circuitry and the output 
stage. High CMV isolation is achieved by the transformer coupling 
between the input amplifier stage, modulator, and current output 
circuitry. A block diagram of the 2B23 is shown in Figure 1. 



Figure 1. 2B23 Functional Block Diagram 

The model 2B23 produces an isolated 4 to 20mA or 0 to 20mA 
output current which is proportional to the input voltage and 
independent of the output load resistance. The input amplifier 
accepts a positive voltage within the range of 0 to + lOV. The 
transfer function of the input stage may be set from 1.6mAA^ to 
200mA/V (dependent upon the output current range desired) by 
changing the gain resistor Rq connected between pins 5 and 7. 

An internal, high stability reference having a nominal output 
voltage of + 5 V (REF OUT) is used to develop a 4mA output 
current for a 0 volts input. REF OUT (Pin 3) and REF IN (Pin 
4) should be connected via the offset scaling resistor Rq. An 
output current bypass section allows scaling of the nominal 4 to 
20mA output current to a range of 0 to 20mA. This is accomplished 
by connecting the output range select pin (Pin 12) to the Iqut 
pin (Pin 10) thereby providing a bypass for the 4mA. For 4-20mA 
operation, the bypass pin is connected to Iqut COMMON 
(Pin 11). 

The 2B23 is designed to operate from a single positive power 
supply ( + Vs) over a range of +14V to +28V dc. The power 
supply section consists of an input voltage regulator, a dc/dc 
converter, plus associated rectifying and filtering circuitry. The 
dc/dc converter generates isolated loop power which is independent 
of Vs and capable of driving the maximum load resistance (re- 
sistance of receivers plus the resistance of connecting wire) of 
soon. The current capability of the power supply ( + Vs) must 
be 75mA minimum to supply full output signal current. 

BASIC INTERCONNECTIONS 

The 2B23 may be applied to achieve rated performance as shown 
in Figure 2. The transfer function of 1.6mA/V, for conversion 
of the 0 to -f lOV input signal into a 4 to 20mA output current, 
is obtained using the values shown (Ro= lOkfl, Rsc = 30in, 

Rg open). For best performance, Rsc should be a metal film, 
±0.1% tolerance, 25ppm/°C resistor and Rq should be ± 1%, 
100ppm/°C. 



Figure 2. Basic Interconnections 


A power supply ( + Vs) is connected to Pin 1. To avoid ground 
loops, the user should ensure that the input signal return (SIG 
COM) does not carry the power supply return current. Power 
common (Pin 2) and signal common (Pin 5) should be tied at 
the power supply common terminal. 

OPTIONAL TRIM ADJUSTMENTS 

Model 2B23 is factory calibrated for a 0 to 4- lOV input range 
and an output of 4 to 20mA, meeting its listed specifications 
without use of any external trim potentiometers. If desired, 
optional span and zero trim adjustments may be easily accom- 
plished as described in the following sections. 

Input Gain Adjustment: The input gain of the 2B23 is a scale 
factor setting that establishes the nominal conversion relationship 
to accommodate + IV to + lOV full scale inputs (Vjn). In addition, 
full scale inputs as low as lOOmV may be accommodated. 

The value of the gain setting resistor Rq is determined by: Rq 
( kfl) = 10kn/(G- 1) where G represents a ratio of 10 V/Vin(V) 
F.S. For example, to convert a 0 to + IV input to 4 to 20mA 
output, ViN F.S. = -t- IV and G = lOV/lV = 10, therefore Rq 
= lOkn/9 = l.lkfl. Due to resistor tolerances, allowance should 
be made to vary Rq by using a series cermet type potentiometer 
(Figure 3). For best performance, Rq should be a metal film, 

1% tolerance, 25ppm/°C resistor. 



0 TO +1V dc INPUT;4-20mA OUTPUT 


Figure 3. input Gain Adjustment 
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Offset and Output Scaling Adjustments: After selecting the 
required input stage gain, the 2B23 must then be configured for 
either 4 to 20mA or 0 to 20mA output current range. Figures 4a 
and 4b illustrate the respective methods for each. The value of 
the offset resistor Rq is independent from the gain setting and 
may be adjusted by a series cermet pot. 

For fine adjustment of the output current, Rsc value should be 
trimmed as shown in Figure 3. 



4a. 4-20mA Output Connections 



4b. 0-20mA Output Connections 
Figure 4. 4-20mA/0-20mA Scaling Connections 
USING MULTIPLE 2B23s 

Unlike other transformer-based isolators, the 2B23 does not 
require any synchronizing circuits to eliminate beat frequency 
related output errors in multichannel applications. This is due 
to the use of pulse-width modulation technique in the 2B23. 
Radiated individual oscillator frequencies will have no effect 
upon performance, even in situations requiring multiple 2B23s 
to be located in close proximity to one another. For this reason, 
no provisions for external synchronization are necessary. 

OUTPUT PROTECTION 

The current output terminals (Pins 10 and 11) are protected for 
reverse voltage and shorts up to + 32V dc but in many industrial 
applications it may be necessary to protect the 4 to 20mA from 
accidental shorts to ac line voltages. The circuit shown in Figure 
5 may be employed for this purpose. The maximum permissible 
load resistance will be lowered by a fuse resistance value when 
protection circuitry is utilized. 



Figure 5. Output Protection Circuitry 


APPLICATIONS 

In Figure 6, model 2B23 is used in multiloop application of the 
data acquisition and control system to provide isolated current 
interface to a recorder, indicator and a valve positioner. 



Figure 6. Multiloop Isolation 


In applications requiring eurrent to voltage conversion, the 
2B23 may be used as shown in Figure 7. An external - lOV 
reference is used to provide necessary input offset. This circuit 
will provide ± 1500V isolation in converting 4-20mA into a 0 to 
■f lOV output. The output measurement device must have a 
high input impedance to avoid loading errors. 


+ 15V 



Figure 7. 4-20mA to 0 to + 10V Isolated Converter 
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ANALOG 

DEVICES 


Loop Powered Isolator 


MODEL 2B24 


FEATURES 

Self-Powered 

Wide Input Range: 1-50mA (2B24B) 

High CMV Isolation: ±1500V pk; CMR: 120dB 
High Accuracy: ±0.1% 

RFI/EMI Immunity 
Low Cost 

APPLICATIONS 
Ground Loop Elimination 
Transient Voltage Protection 



GENERAL DESCRIPTION 

The model 2B24 is a low cost, loop-powered isolator designed 
to accept input current in the range of l-50mA and provide an 
isolated output current proportional to the input. The 2B24 
is powered by the input signal and does not require an ex- 
ternal power supply. 

Two basic models are available for signal ranges of 4-20mA 
(2B24A) and 4-20mA or 10-50mA (2B24B). Both feature 
high accuracy (±0.1%), high input to output isolation 
(±1500V pk, continuous), and high CMR (120dB). Other 
features include low input signal loop burden, low sensitivity 
to variations in load, as well as excellent stability (±0.01%/ 

°C) over a wide ambient temperature range (-30°C to 
+85°C). 

A rugged metal enclosure, suitable for field mounting, offers 
environmental protection and screw terminal input and out- 
put connections. This enclosure may be either surface or 
relay track mounted. 

APPLICATIONS 

The 2B24 is designed to eliminate ground loop problems and 
high common mode noise interference in process control, 
monitoring and factory automation systems. It is especially 
useful for providing individual isolation of many current 
loop outputs operating from a common source of dc power. 


OPERATION 

The 2B24 is factory calibrated to accuracy of ±0.1% of span. 
A user accessible span trim potentiometer providing ±3% ad- 
justment range permits precise field calibration. This may be 
accomplished by connecting normal operating load resistance 
and adjusting SPAN for a 20.00mA output when an input is 
20.00mA. 

A wide range of load resistance (up to 600J2 @ 20mA and 
240fi @ 50mA) may be accommodated by the 2B24. The 
transmitter supplying power to the 2B24 must be capable of 
furnishing the necessary input voltage for the given load and 
desired maximum output current. 

DESIGN FEATURES AND USER BENEFITS 
High Isolation: Input to output isolation eliminates ground 
loops and allows ±1500V potential difference between the 
input and the output. 

Loop Powered: All power required for the 2B24 is derived 
from the process loop, eliminating the need for an external 
supply and therefore reducing installation cost. 

High Noise Rejection: The 2B24 features internal filtering to 
eliminate errors caused by EMI/RFI and line noise pickup. 
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SPECIFICATIONS 


(typical @ +25° C and l||\| = 20mA unless otherwise noted) 


Model 

2B24A 

2B24B 

INPUT SPECIFICATIONS 



Input Signal 

4-20mA 

4-20mA, 10-50mA 

Maximum Input Range 

1-3 0mA 

l-50mA 

Input Voltage Requirement* 

3.5V-I- loUT R*-" 

* 

OUTPUT SPECIFICATIONS 



Output Signal 

4-20mA 

4-20mA, 10-5 0mA 

Maximum Output Range 

l-30mA 

l-50mA 

Span Adjustment Range 

±3% of Span 

* 

Load Resistance Range 

0 to 600S2 @ 20mA 

0 to 240n ® 50mA 

Load Resistance Change Effect 



per 10S2 Change 

±0.15% of Span 

• 

ACCURACY 



Total Output Error^ 

±o.i%@ rl = 3oon 

±0.1% @Rl = i2on 

Linearity 

±0.05% @ Rl = 300f2 

±0.05% @ Rl = 120n 

Span Stability vs. Temperature 

±0.01%/°C 

* 

ISOLATION 



CMV, Input to Output, Continuous 

±1500Vpk 

« 

Common Mode Rejection @ 60Hz 

120dB @ Rl = 300n 

120dB @ Rl = 120n 

ENVIRONMENTAL 



Temperature Range, Operating 

-30°C to +85°C 

• 

Storage Temperature Range 

-55°Cto-H25°C 

• 

Humidity Effect, Span Etror^ 

±0.2% of Span 


RFI Effect (5W @ 470MHz @ 3 ft.) 



Error 

±0.5% of Span 

* 

PHYSICAL 



Case Size 

4" X 3.25" X 1.25" 

« 

Weight 

8,5 oz (240g) 

* 


OUTLINE DIMENSIONS (MAX) 

Dimensions shown in inches and (mm). 





(32.5) 

Jl 


NOTES 

’ Includes 3.SV plus voltage drop across output load. 
^Accuracy is specified as a percent of output span and includes 
combined effects of repeatibillty, hysteresis, and linearity. 
’Per MIL-STD-202. Method 103. 

'Specifications same as 2B24A. 

Specifications subject to change without notice. 



V INPUT - VolB 


Figure 2. Required Vngpi/f vs. 
RLOAD (max) - 2B24A & B 


BASIC APPLICATIONS 


SENSOR 

INPUT 




TWO-WIRE 

TRANSMITTER 


INPUT \\ OUTPUT 


Rload 


DC 

SUPPLY 
+ -■ 



1 • 1 SENSOR 

INPUT 

1 1 1 I 

4-20mA 


Jl 

4-20mA 

+ - 

DC 


TRANSMITTER 


INPUT 1 

llOUTPUT 

Rload I 

SUPPLY 




))2B24 


Figure la. Two-Wire Transmitter Application 


Figure 1b. Four-Wire Transmitter Application 
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ANALOG 

DEVICES 


High Performance, Economy 
Strain Gage/RTD Conditioners 


MODELS 2B30 AND 2B31 


FEATURES 
Low Cost 

Complete Signal Conditioning Function 

Low Drift: 0.5juV/°C max ("L"); Low Noise: I^V p-p max 

Wide Gain Range: 1 to 2000V/\/ 

Low Nonlinearity: 0.0025% max ("L") 

High CMR: 140dB min (60Hz, G = 1000V/V) 

Input Protected to 130V rms 

Adjustable Low Pass Filter: 60dB/Decade Roll-Off (from 2Hz) 
Programmable Transducer Excitation: Voltage (4V to 15V @ 
100mA) or Current (lOOuA to 10mA) 

APPLICATIONS 
Measurement and Control of: 

Pressure, Temperature, Strain/Stress, Force, Torque 
Instrumentation: Indicators, Recorders, Controllers 
Data Acquisition Systems 
Microcomputer Analog I/O 

GENERAL DESCRIPTION 

Models 2B30 and 2B31 are high performance, low cost, com- 
pact signal conditioning modules designed specifically for high 
accuracy interface to strain gage-type transducers and RTD’s 
(resistance temperature detectors). The 2B31 consists of three 
basic sections: a high quality instrumentation amplifier; a 
three-pole low pass filter, and an adjustable transducer excita- 
tion. The 2B30 has the same amplifier and filter as the 2B31, 
but no excitation capability. 

Available with low offset drift of 0.5/LtV/°C max (RTI, G = 
lOOOV/V) and excellent linearity of 0.0025% max, both 
models feature guaranteed low noise performance IfiV p-p 
max, and outstanding 140dB common mode rejection (60Hz, 
CMV = ±10V, G = lOOOV/V) enabling the 2B30/2B3 1 to main- 
tain total amplifier errors below 0.1% over a 20°C temperature 
range. The low pass filter offers 60dB/decade roll-off from 
2Hz to reduce normal-mode noise bandwidth and improve 
system signal-to-noise ratio. The 2B3rs regulated transducer 
excitation stage features a low output drift (0.015%/ C max) 
and a capability of either constant voltage or constant cur- 
rent operation. 

Gain, filter cutoff frequency, output offset level and bridge 
excitation (2B31) are all adjustable, making the 2B30/2B31 
the industry’s most versatile high-accuracy transducer-interface 
modules. Both models are offered in three accuracy selections, 
J/K/L, differing only in maximum nonlinearity and offset drift 
specifications. 

APPLICATIONS 

The 2B30/2B31 naay be easily and directly interfaced to a wide 
variety of transducers for precise measurement and control of 
pressure, temperature, stress, force and torque. For ap- 



TRANmiCtftS 


i — ^vv — J ^ * 


TRANSDUCER SIGNAL CONDITIONING USING 2B31 


plications in harsh industrial environments, such characteristics 
as high CMR, input protection, low noise, and excellent tem- 
perature stability make 2B30/2B3 1 ideally suited for use in 
indicators, recorders, and controllers. 

The combination of low cost, small size and high performance 
of the 2B30/2B31 offers also exceptional quality and value to 
the data acquisition system designer, allowing him to assign a 
conditioner to each transducer channel. The advantages of this 
approach over low level multiplexers include significant im- 
provements in system noise and resolution, and elimination of 
crosstalk and aliasing errors. 

DESIGN FEATURES AND USER BENEFITS 
High Noise Rejection: The tme differential input circuitry 
with high CMR (140dB) eliminating common-mode noise 
pickup errors, input filtering minimizing RFI/EMI effects, out- 
put low pass filtering (fc=2Hz) rejecting 50/60Hz line frequen- 
cy pickup and series-mode noise. 

Input and Output Protection: Input protected for shorts to 
power lines (130V rms), output protected for shorts to ground 
and either supply. 

Ease of Use: Direct transducer interface with minimum exter- 
nal parts required, convenient offset and span adjustment 
capability. 

Programmable Transducer Excitation: User-programmable 
adjustable excitation source-constant voltage (4V to 15V @ 
100mA) or constant current (lOO/uA to 10mA) to optimize 
transducer performance. 

Adjustable Low Pass Filter: The three-pole active filter 
(fg=2Hz) reducing noise bandwidth and aliasing errors with 
provisions for external adjustment of cutoff frequency. 
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SPECIFICATIONS 


(typical @+25°C and Vs = ±15V unless otherwise noted) 


MODEL 

2B30J 

2B31J 

2B30K 

2B31K 

2B30L 

2B31L 

GAIN* 

Gain Range 

1 to 2000V/V 

• 

• 

Gain Equation 

G » (1 + 94kJ2/Rc) 120kn/(R,, + 

16.2kn)l 


. 

Gain Equation Accuracy 

±2% 

• 

• 

Fine Gain (Span) Adjust. Range 

±20% 

• 

• 

Gain Temperature Coefficient 

±25ppm/**C max(±10ppm/‘ C typ) 

• 

• 

Gain Nonlinearity 

±0.01% max 

±0.005% max 

±0.0025% max 

OFFSET VOLTAGES* 

Total Offset Voltage, Referred to 

Input 

Initial, 1$ *2$ C 

Adjustable to Zero (±0.5mV typ) 

• 

• 

Warm-Up Drift, 10 Min., G = 1000 

±5/jV RTI 

• 

• 

vs. Temperature 

G-IV/V 

±150mV/°C max 

±75)iV/°Cmax 

±50)lV/‘C max 

G = lOOOV/V 

±3pV/*C max 

±lMV/*Cmax 

±0.5(lV/*C max 

At Other Gains 

±(3 ± 150/G)^rV/°Cmax 

±(1 ± 75/G)tlV/’C max 

±(0.5 ± 50/G)pV/°C max 

vs. Supply, G *s lOOOVA^ 

±25#lV/V 

• 

• 

vs. Time, G - lOOOVA^ 

±3pV/month 

• 

• 

Output Offset Adjust. Range 

±10V 

• 

• 

INPUT BIAS CURRENT 

Initial ® ■<■25 C 

■<‘200nA max (lOOnA typ) 

• 

• 

vs. Temperature (0 to -^TO^C) 

-0.6nA/“c 

• 

• 

INPUT DIFFERENCE CURRENT 

Initial ® ^25 C 

±5nA 

• 

• 

vs. Temperature (0 to •♦■70‘’C) 

±40pA/°C 

• 

• 

INPUT IMPEDANCE 

Differential 

lOOMniKTpF 

• 

• 

Common Mode 

100Mn||47pF 

• 

• 

INPUT VOLTAGE RANGE 

Linear Differential Input 

±10V 

• 

• 

Maximum Differential or CMV Input 
Without Damage 

130V rms 

. 

. 

Common Mode Voltage 

±10V 

• 

• 

CMR, lkf2 Source Imbalance 

G-lVAf, dc to 60Hz' 

90dB 

• 

• 

G - lOOV/V to 2000V/V, 60Hz‘ 

140dB min 

• 

• 

dc^ 

90dB min (112 typ.) 

• 

• 

INPUT NOISE 

Voltage. G= lOOOV/V 

O.OlHz to 2Hz 

lyV p-p max 

. 

. 

lOHz to lOOHi’ 

l^v p-p 

• 

• 

Current, G » 1000 

O.OlHz to 2Hz 

70pA p-p 

• 

• 

lOHz to lOOHa’ 

30pA rms 

• 


RATED OUTPUT' 

Voltage, 2kf2 Load^ 

±10V min 

• 

• 

Current 

±5mA min 

• 

• 

Impedance, dc to 2Hz, G « lOOV/V 

o.in 

• 

• 

Load Capacitance 

0.01/iF max 

• 


DYNAMIC RESPONSE (Unfiltcrcd)^ 

Small Signal Bandwidth 

-3dB Gain Accuracy, G = lOOV/V 

30kHz 

• 


G = 1000V/V5kHz 

• 


Slew Rate 

lV/;iS 

• 


Full Power 

15kHz 

• 

* 

Settling Time, G * 100, ±10V Output 

Step to ±0.1% 

30ms 



LOW PASS FILTER (Bessel) 

Number of Poles 

3 

• 


Gain (Pass Band) 

+ 1 

• 


Cutoff Frequency (-3dB Point) 

2Hz 

* 


Roll-Off 

60dB/decade 

• 


Offsetfat 25°C) 

±5mV 

• 


Settling Time, G = lOOV/V, ±10V 

Output Step to ±0.1% 

600ms 

• 


BRIDGE EXCITATION (Sec Table 1) - 

Page 4 



POWER SUPPLY^ 

Voltage, Rated Performance 

±15Vdc 

• 

• 

Voltage, Operating 

±(12 to 18)V dc 

• 

• 

Current, Quiescent 

±15mA 

• 

• 

TEMPERATURE RANGE 

Rated Performance 

0 to *10°C 

• 

• 

Operating 

-25®Cto *B5^C 

• 

• 

Storage 

-55®C to+125”C 

• 



2" X 2" X 0.4” (5 1 X 5 1 X 10.2mm) 

• 

* 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 




MOUNTING CARDS 
AC1211; AC1213 



AC1211/AC1213 
CONNECTOR DESIGNATIONS 


REGULATOR +Vr h 
SENSE LOW(-) 

REF OUT 


COMMON 

FINE GAIN ADJ. 

FINE GAIN AOJ. 
FILTER OFFSET TRIM 
FILTER OFFSET TRIM 
OUTPUT 2 (FILTERED) 
-INPUT 

INPUT OFFSET TRIM 
INPUT OFFSET TRIM 
♦INPUT 


FUNCTION 


EXCSELt 
ISEL 
VexC out 

>EXC OUT 
SENSE HIGH (♦) 

EXC SEL 2 

OUTPUT OFFSET TRIM 
-Vs 


Rgain 

Rqain 

OUTPUT 1 (UNFILTERED) 
BANDWIDTH ADJ. 1 
BANDWIDTH ADJ. 3 
BANDWIDTH ADJ. 2 


NOTES 

*Specifications same as 2B30J/2B31J. 

' Specifications referred to output at pin 7 with 3.7Sk, 1%, 25ppm/’C 
fine span resistor installed and internally set 2Hz filter cutoff 
frequency. 

’Specifications referred to the unfiltered output at pin 1. 

’Protected for shorts to ground and/or either supply voltage. 

* Recommended power supply ADI model 902-2 or model 2B3S 
transducer power supply (for 2B30). 

Specifications subject to change without notice. 


The AC121 1/AC1213 mounting card is avaiiable for 
2B30/2B31. The AC121 1/AC1213 is an edge conned 
card with pin receptacies for plugging in the 2B30/2B 
In addition, it has provisions for installing the gain re- 
sistors and the bridge excitation, offset adjustment ar 
filter cutoff programming components. The AC121 1; 
AC1213 is provided with a Cinch 251-22-30-160 (or 
equivalent) edge connector. The AC1213 Includes thi 
adjustment pots; no pots are provided with the 
AC1211. 
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Understanding the 2B30/2B31 


FUNCTIONAL DESCRIPTION 

Models 2B30 and 2B31 accept inputs from a variety of full 
bridge strain gage-type transducers or RTD sensors and con- 
vert the inputs to conditioned high level analog outputs. The 
primary transducers providing direct inputs may be 60f2 to 
1000J2 strain gage bridges, four-wire RTD’s or two- or three- 
wire RTD’s in the bridge configuration. 

The 2B30 and 2B31 employ a multi-stage design, shown in 
Figure 1, to provide excellent performance and maximum 
versatility. The input stage is a high input impedance (10® J2), 
low offset and drift, low noise differential instrumentation 
amplifier. The design is optimized to accurately amplify low 
level (mV) transducer signals riding on high common mode 
voltages (±10V), with wide (1-2000V/V), single resistor (Rq), 
programmable gain to accommodate O.SmV/V to 36mV/V 
transducer spans and 5J2 to 2000^ RTD spans. The input 
stage contains protection circuitry for accidental shorts to 
power line voltage (130V rms) and RFI filtering circuitry. 

The inverting buffer amplifier stage provides a convenient 
means of fine gain trim (0.8 to 1.2) by using a lOkll poten- 
tiometer (Rp); the buffer also allows the output to be offset 
by up to ±10V by applying a voltage to the noninverting input 
(pin 29). For dynamic, high bandwidth measurements— the 
buffer output (pin 1) should be used. 

The three-pole active filter uses a unity-gain configuration and 
provides low-pass Bessel-type characteristics-minimum over- 
shoot response to step inputs and a fast rise time. The cutoff 
frequency (-3dB) is factory set at 2Hz, but may be increased 
up to 5kHz by addition of three external resistors (RseLi - 
Rsels)- 

INTERCONNECTION DIAGRAM AND SHIELDING 
TECHNIQUES 

Figure 1 illustrates the 2B3 1 wiring configuration when used 
in a typical bridge transducer signal conditioning application. 

A recommended shielding and grounding technique for pre- 
serving the excellent performance characteristics of the 2B30/ 
2B31 is shown. 

Because models 2B30/2B3 1 are direct coupled, a ground return 
path for amplifier bias currents must be provided either by di- 
rect connection (as shown) or by an implicit ground path 
having up to IMQ resistance between signal ground and condi- 
tioner common (pin 28). The sensitive input and gain setting 


terminals should be shielded from noise sources for best per- 
formance, especially at high gains. To avoid ground loops, sig- 
nal return or cable shield should never be grounded at more 
than one point. 

The power supplies should be decoupled with l/uF tantalum 
and lOOOpF ceramic capacitors as close to the amplifier as 
possible. 

TYPICAL APPLICATION AND ERJIOR BUDGET 
ANALYSIS 

Models 2B30/2B31 have been conservatively specified using 
min-max values as well as typicals to allow the designer to 
develop accurate error budgets for predictable performance. 
The error calculations for a typical transducer application, 
shown in Figure 1 (350Q bridge, ImV/V F.S., lOV excitation), 
are illustrated below. 

Assumptions: 2B31L is used, G = 1000, AT = ±10° C, source 
imbalance is lOOQ, common mode noise is 0.25 V (60Hz) on 
the ground return. 

Absolute gain and offset errors can be trimmed to zero. The 
remaining error sources and their effect on system accuracy 
(worst case) as a % of Full Scale (lOV) are listed: 



Effect on 

Effect on 


Absolute Accuracy 

Resolution 

Error Source 

%of F.S. 

%of F.S. 

Gain Nonlinearity 

±0.0025 

±0.0025 

Gain Drift 

±0.025 


Voltage Offset Drift 

±0.05 


Offset Current Drift 

±0.004 


CMR 

±0.00025 

±0.00025 

Noise (0.01 to2Hz) 

±0.01 

±0.01 

Total Amplifier Error 

±0.09175 max 

±0.01275 max 

Excitation Drift 

±0.15 (±0.03 typ) 


Total Output Error 

±0.24175 max 

±0.0127 max 

(Worst Case) 

(±0.1 typ) 



The total worst case effect on absolute accuracy over ±10°C is 
less than ±0.25% and the 2B31 is capable of 1/2 LSB resolu- 
tion in a 12 bit, low input level system. Since the 2B31 is con- 
servatively specified, a typical overall accuracy error would be 
lower than ±0.1% of F.S. 

In a computer or microprocessor based system, automatic 
recalibration can nullify gain and offset drifts leaving noise, 
nonlinearity and CMR as the only error sources. A transducer 
excitation drift error is frequently eliminated by a ratiometric 
operation with the system’s A/D converter. 



Figure 1. Typical Bridge Transducer Application Using 2B31 
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BRIDGE EXCITATION (2B31) 


The bridge excitation stage of the model 2B3 1 is an adjustable 
output, short circuit protected, regulated supply with internally 
provided reference voltage (+7. 15 V). The remote sensing in- 
puts are used in the voltage output mode to compensate for 
the voltage drop variations in long leads to the transducer. The 
regulator circuitry input (pin 24) may be connected to +Vs or 
some other positive dc voltage (pin 28 referenced) within 
specified voltage level and load current range. User-program- 


mable constant voltage or constant current excitation mode 
may be used. Specifications are listed below in Table I. 

MODEL 2B31J 2B31K 2B31L 


Constant Voltage Output Mode 
Regulator Input Voltage Range 
Output Volt^e Range 
Regulator Input/Output Voltage 
Differential 
Output Current* 

Regulation. Output Voltage 
vs. Supply 

Load Regulation, Ii ^ imA to 
iL = SOmA 

Output Voltage vs. Temperature 
(0 to +70° C) 

Output Noise 

Reference Voltage (Internal) 
Constant Current Output Mode 
Regulator Input Voltage Range 
Output Cunent Range 
Compliance Voltage 
Load Regulation 
Temperature Coefficient 
(0to+70°C) 

Output Noise 


+9.5V to+28V 
+4V to +15V 

3V to 24V 
0 to 100mA max 

0.05%A^ 

0 . 1 % 

0.015%/®C max 
0.003%/°C typ 
ImV rms 
7.15V ±3% 

+9.5V to +28V 
lOOpA to 10mA 
0 to lOV 
0 . 1 % 

0.003%/°C 

1/jA rms 


‘ Output Cunent derated to 33mA max for 24V regulator input/output 
voltage differential. 

Table /. Bridge Excitation Specifications 
OPERATING INSTRUCTIONS 

Gain Setting: The differential gain, G, is determined according 
to the equation: 

G = (1 +94kn/RG) (20kn/(RF + 16.2kn)] 

where Rg is the input stage resistor shown in Figure 1 and Rp 
is the variable 10kr2 resistor in the output stage. For best 
performance, the input stage gain should be made as large as 
possible, using a low temperature coefficient (10ppm/°C) Rg, 
and the output stage gain can then be used to make a ±20% 
linear gain adjustment by varying Rp. 

Input Offset Adjustment: To null input offset voltage, an op- 
tional lOOkfl potentiometer connected between pins 13 and 
14 (Figure 1) can be used. With gain set at the desired value, 
connect both inputs (pins 12 and 15) to the system common 
(pin 28), and adjust the lOOkfl potentiometer for zero volts 
at pin 3 . The purpose of this adjustment is to null the internal 
amplifier offset and it is not intended to compensate for the 
transducer bridge unbalance. 

Output Offset Adjustment: The output of the 2B30/2B31 can 
be intentionally offset from zero over the ±10V range by apply- 
ing a voltage to pin 29, e.g., by using an external potentiometer 
or a fixed resistor. Pin 29 is normally grounded if output off- 
setting is not desired. The optional filter amplifier offset null 
capability is also provided as illustrated in Figure 1. 

Filter Cutoff Frequency Programming: The low pass filter cut- 
off frequency may be increased from the internally set 2 Hz by 
the addition of three external resistors connected as shown in 
Figure 1. The values of resistors required for a desired cutoff 
frequency, fg, above 5Hz are obtained by the equation below: 

RsELi = 11.6X 10*/(2.67fc-4.34): 
RseL 2=27.6X 10®/(4.12fc-7) 

RsEL 3 = 1 05 X 10*/(0.806fc - 1.3) 

where Rsel i* in ohms and in Hz. Table II gives the nearest 
1% Rsel several common filter cutoff (-3dB) frequencies. 


fc (Hz) 

^SELl (1^^) 

RsEL 2 (kH) 

RseL 3 (kJ2) 

(Pin 1 to 9) 

(Pin 9 to 8) 

(Pin 8 to 6) 

2 

Open 

Open 

Open 

5 

1270.000 

2050.00 

383.000 

10 

523.000 

806.00 

154.000 

50 

90.000 

137.00 

26.700 

100 

44.200 

68.10 

13.300 

500 

8.660 

13.30 

2.610 

1000 

4.320 

6.65 

1.300 

5000 

0.866 

1.33 

0.261 


Table ii. Filter Cutoff Frequency vs. RsEL 

Voltage Excitation Programming: Pin connections for a con- 
stant voltage output operation are shown in Figure 2. The 
bridge excitation voltage, Vexc> is adjusted between +4V to 
+15V by the 20kfi (50ppm/°C) RysEL potentiometer. For 
ratiometric operation, the bridge excitation can be adjusted 
by applying an external positive reference to pin 25 of the 
2B31. The output voltage is given by: Vpxc OUT = 3.265Vrep 
IN. The remote sensing leads should be externally connected 
to the excitation leads at the transducer or jumpered as shown 
in Figure 2 if sensing is not required. 



Figure 2. Constant Voltage Excitation Connections 

Current Excitation Programming: The constant current excita- 
tion output can be adjusted between lOOpA to 10mA by two 
methods with the 2B31. Figure 3 shows circuit configuration 
for a current output with the maximum voltage developed 
across the sensor (compliance voltage) constrained to +5V. The 
value of programming resistor Risel calculated from 

the relationship: Risel = (Vreg IN “ Vref InXIexC OUT- 



Figure 3. Constant Current Excitation 
Connections (VcOMPL =0 to +5V) 

A compliance voltage range of 0 to +10V can be obtained by 
connecting the 2B31 as shown in Figure 4. The 2kJ2 potenti- 
ometer Risel adjusted for desired constant current excita- 
tion output. 



Figure 4. Constant Current Excitation 
Connections (VcOMPL = 0 to +10V) 
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Applying the 2B30/2B31 


APPLICATIONS 

Strain Measurement: The 2B30 is shown in Figure 5 in a strain 
measurement system. A single active gage (120S2, GF = 2) is 
used in a bridge configuration to detect small changes in gage 
resistance caused by strain. The temperature compensation is 
provided by an equivalent dummy gage and two high precision 
12pn resistors complete the bridge. The 2B35 adjustable 
power supply is set to a low +3V excitation voltage to avoid 
the self-heating error effects of the gage and bridge elements. 
System calibration produces a IV output for an input of 1000 
microstrains. The filter cutoff frequency is set at lOOHz. 



Figure 5. Interfacing Half -Bridge Strain Gage Circuit 

Pressure Transducer Interface: A strain gage type pressure 
transducer (BLH Electronics, DHF Series) is interfaced by the 
2B31 in Figure 6. The 2B31 supplies regulated excitation 
(+10V) to the transducer and operates at a gain of 333.3 to 
achieve O-IOV output for 0-10,000 p.s.i. at the pressure trans- 
ducer. Bridge Balance potentiometer is used to cancel out any 
offset which may be present and the Fine Span potentiometer 
adjustment accurately sets the full scale output. Depressing 
the calibration check pushbutton switch shunts a system cali- 
bration resistor (Rcal) across the transducer bridge to give an 
instant check on system calibration. 

COM -15V -flSV 



Figure 6. Pressure Transducer Interface Application 


Platinum RTD Temperature Measurement: In Figure 7 model 
2B31 provides complete convenient signal conditioning in a 
wide range (-100°C to +600°C) RTD temperature measure- 
ment system. YSI - Sostman four-wire, 100J2 platinum RTD 
(PT139AX) is used. The four wire sensor configuration, com- 
bined with a constant current excitation and a high input im- 
pedance offered by the 2B31, eliminates measurement errors 
resulting from voltage drops in the lead wires. Offsetting may 
be provided via the 2B3rs offset terminal. The gain is set by 
the gain resistor for a +10V output at +600°C. 



Figure 7. Platinum RTD Temperature Measurement 


Interfacing Three-Wire Sensors: A bridge configuration is par- 
ticularly useful to provide offset in interfacing to a platinum 
RTD and to detect small, fractional sensor resistance changes. 
Lead compensation is employed, as shown in Figure 8, to 
maintain high measurement accuracy when the lead lengths are 
so long that thermal gradients along the RTD leg may cause 
changes in line resistance. The two completion resistors (Rl, 
R2) in the bridge should have a good ratio tracking (±5ppm/°C) 
to eliminate bridge error due to drift. The single resistor (R3) 
in series with the platinum sensor must, however, be of very 
high absolute stability. The adjustable excitation in the 2B31 
controls the power dissipated by the RTD itself to avoid 
self-heating errors. 



linearizing Transducer Output: To maximize overall system 
linearity and.accuracy, some strain gage-type and RTD trans- 
ducer analog outputs may require linearization. A simple cir- 
cuit may be used with the 2B31 to correct for the curvature 
in the input signal. Consult factory for the application 
assistance. 


TEMPERATURE TRANSDUCERS & SIGNAL CONDITIONERS VOL II, 9-33 








Data Acquisition System: Figure 9 shows a typical applica- 
tion of the 2B30/2B31 in a low level, high speed microcom- 
puter based data acquisition system. The advantages of this 
configuration are improvement in CMR enhanced by a low 
pass filter/channel provided by the 2B31, elimination of ali- 
asing errors and crosstalk noise between input channels, im- 
provement in system noise and resolution, and optimized, 
individual bridge excitation source for each channel. 



Figure 9. Use of the 2B30/2B3 1 in Data Acquisition System 


PERFORMANCE CHARACTERISTICS 
Input Offset Voltage Drift: Models 2B30/2B31 are available 
in three drift selections: ±0.5, ±1 and ±3 mV/°C (max, RTI, G = 
lOOOV/V). Total input drift is composed of two sources (input 
and output stage drifts) and is gain dependent. Figure 10 is a 
graph of the worst case total voltage offset drift vs. gain for 
all versions. 



Figure 10. Total Input Offset Drift (Worst Case) vs. Gain 


Gain Nonlinearity and Noise: Nonlinearity is specified as a per- 
cent of full scale (lOV), e.g. 0.25mV RTO for 0.0025%. Three 
maximum nonlinearity selections offered are: ±0.0025%, 
±0.005% and ±0.01% (G = 1 to 2000V/V). Models 2B30/2B31 
offer also an excellent voltage noise performance by guaran- 
teeing maximum RTI noise of IpV p-p (G = lOOOV/V, Rs ^ 
5kn) with noise bandwidth reduced to 2Hz by the low pass 
filter. 

Low Pass Filter: The three pole Bessel-type active filter attenu- 
ates unwanted high-frequency components of the input sig- 
nal above its cutoff frequency (-3dB) with 60dB/decade roll- 
off. With a 2 Hz filter, attenuation of 70dB at 60Hz is obtained, 
settling time is 600ms to 0.1% of final value with less than 1% 
overshoot response to step inputs. Figure 1 1 shows the filter 
response. 



Bridge Excitation (2B31): The adjustable bridge excitation is 
specified to operate over a wide regulator input voltage range 
(+9.5V to +28V). However, the maximum load current is a 
function of the regulator circuit input-output differential volt- 
age, as shown in Figure 13. Voltage output is short circuit 
protected and its temperature coefficient is ±0.015% Vqut/ ^ 
max (±0.003%/°C typ). Output temperature stability is directly 
dependent on a temperature coefficient of a reference and for 
higher stability requirements, a precision external reference 
may be used. i 



INPUT-OUTPUT VOLTAGE DIFFERENTIAL - V 

Figure 13. Maximum Load Current vs. Regulator 
Input-Output Voltage Differential 
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ANALOG 

DEVICES 


Four Channel 
RTD/Strain Gage Conditioner 


MODEL 2B34 


FEATURES 

Low Input Offset Drift: ±1.0/iV/°C 

Low Gain Drift: ±25ppm/°C 

Low Nonlinearity: ±0.01% max (±0.005% typ) 

Differential Input Protection: ±130V rms 

Channel Multiplexing: 3000 chan/sec Scanning Speed 

Solid State Reliability 

Internal RTD Excitation/Lead Wire Compensation 

APPLICATIONS 
Multichannel Signal Conditioning 
Data Acquisition 
Industrial Process Monitoring 



GENERAL DESCRIPTION 

The model 2B34 is a four channel signal conditioner providing 
input protection, multiplexing, and amplification in a single, 
low cost package. A multi-purpose device, the 2B34 is design- 
ed to effectively condition low level signals (±30mV to 
±100mV) such as those produced by RTD and strain gage 
sensors. The superior design of the 2B34 provides low input 
drift (±1.0/xV/° C), high common mode rejection (94dB @ 
60Hz), and extremely stable gain (±25ppm/°C). Other fea- 
tures include low nonlinearity (±0.01% max), excitation and 
lead wire compensation for RTD inputs, and a wide operating 
temperature range (-25°C to +85°C). 

APPLICATIONS 

The 2B34 is a superior alternative to the relay multiplexing 
technique used in multichannel data acquisition systems, 
computer interface systems, and measurement and control 
instrumentation. Advantages over relay circuits include func- 
tional versatility, superior signal conditioning, and solid state 
speed and reliability. 

DESIGN FEATURES AND USER BENEFITS 

Solid State Design: Complete solid state construction offers 

both high performance and reliability. 

Ease of Use: The multichannel, functionally complete design 
in a compact (2" X 4" X 0.4”) module, conserves board space 
and eliminates the need for a number of discrete components 
that would otherwise be required. 

Low Cost: The 2B34 offers the lowest cost per channel for 
solid state, low level sensor signal conditioning. 

Wide Operating Temperature Range: The 2B34 has been 
designed to operate over -25°C to +85°C ambient tempera- 
ture range. 


FUNCTIONAL DESCRIPTION 

The internal structure of the 2B34 is shown in Figure 1. Four 
individual input channels are multiplexed into a single, low 



-425) RTD ENABLE 


Figure 1. 2B34 Functional Diagram 
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SPECIFICATIONS 


(typical @ +25“C, Vs = ±15V, unless otherwise noted) 


Model 

2B34J 

Strain Gage Mode 

RTD Mode 

ANALOG INPUT 

Number of Channels 

4 

* 

Input Range 

±30mV & ±100mV 

25-173n & 0-350f2 

Gain Range (Rq =9450) 

166.6V/V & 50V/V 

* 

Expanded' 

50V A' to lOOOV/V 

• 

Transfer Function 

N/A 

VoUT = 10.4 X 10'* X 

Gain Error 

±0.6% max (G = 50) 

(Rrtd) “0.04] G 

• 


±0.8% max (G = 166.6) 

• 

Gain Temperature Coefficient* 

±25ppm/°C 

* 

Gain Nonlinearity 

±0.01% of Span, max 

• 

Offset Voltage 

Input Offset, Initial* (Adj. to Zero) 

±150»iV 


vs. Temperature 

±l/tV/°C 

±0.015 deg/deg 

Channel to Channel Offset 

±25|iV 

* 

Total Offset Drift (RTI) 

±lllV/°C 

* 

Input Noise Voltage 

O.OlHz-lOOHz, Rs = Ikn 

1.5(jV p-p 


Common Mode Voltage 

±6V 

N/A 

Common Mode Rejection 

Rs = lOOn, f = 60Hz 

94dB (@ G = 166.6) 

N/A 

Rs = Ikn, f = 60Hz 

86dB (@ G = 166.6) 


Maximum Safe Differential Input (10 min) 

130V rms 


Normal Mode Rejection @ 60Hz 

24dB 

• 

Input Resistance 

20Mn 

* 

Input Bias Current 

lOnA max 

• 

Lead Resistance Effeet 

N/A 

±0.03 deg/n 

ANALOG OUTPUT 

Output Voltage Swing 

±5V @ 1mA 

• 

Output Resistance 

Direct Output 

o.in 

• 

Switched Output 

3512, +0.5%/°C 

♦ 

Maximum Switched Voltage 

±9V, no load 

• 

SENSOR EXCITATION 

Excitation Level (per channel) 

NA 

0.4mA ±1% 

vs. Temperature 

NA 

(±1.7% max) 
±10ppm/“C 

CHANNEL SELECTION 

Channel Selection Time to ±0.01% F.S. 

300p(s 

. 

Channel Scanning Speed 

>3000 chan/sec 

• 

DYNAMIC RESPONSE 



Input Settling Time to ±0.01% F.S. 

0.4 sec 

• 

Bandwidth 

4Hz 

• 

POWER SUPPLY 

Voltage, ±Vs, Rated Performance 

±15Vdc±5% 

« 

Current 

+33mA, -15mA, max 

• 

Supply Effect on Offset 

±0.003%/% 

±0.02%/% 

ENVIRONMENTAL 

Temperature 

Rated Performance 

0 to +70°C 

• 

Operating 

-25°C to +85'’C 

• 

Storage 

-55°C to +85°C 


CASE SIZE 

2" X 4" X 0.4" 



NOTES 

' Gain range may be expanded by use of external amplifier as shown in Figure 5. 
‘Does not include effects of sensor excitation drift. 

‘with no induced offset, using circuit shown in Figure 2 (pots centered). 
*Speciricttions same as Strain Gage Mode. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



— 2.01 (51.1) MAX m- 

_L 



0.41 



(10.4) 



MAX 


0.02 (O.SI MAX 


















w. 















m\ 

c 























































































































































































































































































































» 

p 
















■ 

St' 

.€ 

a 














i 

b 

ID 

m 














m\ 

■ 













■ 

a 





















'* 























































































































» 

« 

'■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

• 

» 

• 

:■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

• 






































'#1 








































• 

« 

■ 

:■ 

■ 

'■ 

a 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

■ 

n 

■ 

■ 

l» 






















k 

■ 

















R 

9 

a 

iM 

































4.02 

(102.1) 

MAX 


BOTTOM VIEW 


>0.1 (2.54) GRID 


2B34 PIN DESIGNATIONS 


nn 

FUNCTION 

nm 

FUNCTION 1 

1 

NC 

37 

HI > 


2 


38 



3 

SW'D OUTPUT ENABLE 

39 

Rg/ofs 


4 

SW'D OUTPUT 

40 

Rg 

-CHANNEL A 



41 

LO 


6 

DIRECT OUTPUT 

42 

COM 


7 

SW'D INPUT 

43 

Vqfs (+10VI> 


8 


44 


9 

OUTPUT OFFSET 

45 


KEi 


46 


El 

-15V 

47 

HI > 


|3 

ANA COM 

48 



la 

+15V 

49 

Rg/OFS 


14 


50 

Rg 

-CHANNEL B 

15 


51 

LO 


16 


52 

COM 


17 


53 

VOFS (+10V)J 


18 


El 


19 




20 


56 

HI ^ 


21 


57 



22 

ADRl CHANNEL 

58 

Rg/ofs 


23 

ADROJ SELECT 

59 

Rq 

^ CHANNEL C 

24 

GAIN SELECT 

60 

LO 


25 

RTD ENABLE 

61 

COM 


26 


62 

VoFS (+10V)J 


27 


63 


28 


64 


29 


65 


30 


66 

HI ^ 


31 

DIG COM 

67 



32 

SYNC IN 

68 

Rg/ofs 


33 

SYNC OUT J * 

69 

Rg 

-CHANNEL D 

34 


70 

LO 


35 


71 

COM 


36 


72 

VoFS l+IOV)' 



•SHORTED INTERNALLY FOR FEEDTHROUGH FOR USE WITH 
2BS4/SS MODELS. 
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drift differential instrumentation amplifier, with the desired 
channel specified by the two digital channel select inputs. 

This signal is then fed to a digitally controlled programmable 
gain amplifier (PGA). The appropriate gain for a particular 
sensor type is selected by the gain select input. 

User selectable direct or switched output permits direct out- 
put connection of several modules, should more than four 
channels be required. 

An internally selectable constant current excitation source 
provides direct connection of 2 or 3 wire RTDs, thus eliminat- 
ing the need for external excitation sources. Each channel 
contains an input protection and filtering network to preserve 
signal integrity in the presence of series mode 50/60Hz noise. 

OPERATING INSTRUCTIONS 

Connection of the 2B34 with three wire RTD inputs is shown 
in Figure 2 and will be all that is needed in most cases. The 
following sections describe the basic application, as well as 
detail some optional connections that enhance the module’s 
performance in more complex applications. All unused inputs 
should be shorted to common. 


CHANNEL D I 

ANA COM nSV 


ENABLE Q 
KHANNELC X 


ADI 

ADO 

Channel 

0 

0 

A 

0 

1 

B 

1 

0 

C 

1 

1 

D 


Table I. Channel Selection 

brated toprovidegainsof SOand 166.6, with gain components 
shown in Figure 2. Thisprovidesproper amplification of input 
signals over the span of ±30mV to ±100mV. Selection of the 
desired gain and sensor input mode is achieved by applying the 
appropriate binary codes shown in Table II. A 200^ pot 
provides ±3% full scale span adjustment. 


(Pin 24) 


Gain Select Input 

Selected Gain 

0 

166.6 

1 

50 


(Pin 25) 


RTD ENABLE 

Selected Mode 

0 

RTD 

1 

Strain Gage 


Table II. Gain and Mode Selection 

Zero Suppression & Gains In most instances, the gain capa- 
bility of the 2B34 will be sufficient. However, in the case of 
input signals that may require gains greater than 166, the 

FOR MV/STRAIN GAGE MODE CALIBRATION _L ^OBBll ?T 

^FOR RTD MODE CALIBRATION T V 


-CHANNEL D I r, 


Jl.2l< 

O.OOBmF * r> 

HI— n 


Figure 2. Basic RTD Application 


Channel Selection: Each channnel of the 2B34 is turned on 
and off by applying the proper binary code to channel select 
inputs (ADRO, ADRl). Channels may be selected in any order 
and there are no restrictions on rate other than the 300ps 
settling time for access to a channel (Table I, channel select 
truth table). 

Gain Selection: The 2B34 is designed to provide signal con- 
ditioning of both RTD and strain gage sensor inputs. To ac- 
commodate both of these sensor types, the 2B34 is precali- 


Vo - [ [(o.4 X 10-3 (Rrtd) -O m) 6o] - j ^ 


Figure 3. Zero Suppressed Switched Output RTD 
Application 
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gain range of the 2B34 may be supplemented by use of an 
external amplifier (Figure 3). A low drift, operational ampli- 
fier (such as the AD741K) should be used to maintain signal 
integrity. 

Optional Offset Adjustment: All channels of the 2B34 are 
typically within ±150juV (RTI) offset. For use in more de- 
manding applications, the module has provisions for fine 
adjustment of the input offset (RTI) of each input as well 
as the output offset (RTO) of the entire module. None of 
the offset adjustments will affect drift performance. 

In some applications, where ±25lXV channel-to-channel offset 
voltage can be tolerated, adjustment of only the output offset 
will be sufficient. The offset circuit shown in Figure 2 (for 
channel “A”) is required when a potentiometer is not used to 
adjust input offset. The output offset adjustment may then be 
used to null the ISO/uV (RTI) offset, leaving an offset differ- 
ence between channels of ±25juV. If input offset adjustment 
is desired, the input offset circuitry shown in Figure 3 should 
be used. This provides approximately ±140mV (RTO) of ad- 
justment, and should be adequate, in most cases, for elimi- 
nation of sensor offset errors. 

To calibrate in the mV (strain gage) mode, (Figure 3), short 
the signal inputs (for example, pins 66, 70 for channel “D”) 
to common and center the input offset adjustment potentio- 
meter. Adjust the output offset potentiometer until the out- 
put is nulled for that channel at the appropriate gain. The 
input offset pots on each channel may then be used to elimi- 
nate any errors on subsequent channels that are selected. 

To calibrate in the RTD mode, follow the same procedure, but 
replace the short with a 100J2 resistance standard. 

Channel Expansion: The 2B 34 has provisions for directly inter- 
connecting several modules when more than four channels are 
required. The series switched outputs of the modules are con- 
nected together, the channel select inputs are driven in paral- 
lel, and the switched output of the desired module is selected 
using the ENABLE pin. This technique is shown in Figure 4. 
Channel address and ENABLE (active low) inputs are CMOS/ 
TTL compatible with an input current of lOOfiA each. 


ANALOG BUS 

(TO ADDITIONAL MODULES) 



2B34 Strain Gage Application: Figure 5 shows a four channel 
strain gage input system utilizing the multiplexing feature of 
the 2B34. Input offset and gain adjustments are used to elimi- 
nate inherent sensor errors. The model 2B35 triple output 
supply may be used to provide power for the 2B34 as well as 
excitation for the strain gage sensors. 



Figure 5. 2B34 Strain Gage Application 


Figure 4. Channel Expansion 
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ANALOG 

DEVICES 


Precision, Tripie Output 
Transducer Power Suppiy 


MODEL 2B35 


FEATURES 

Resistor Programmable Voltage or Current Output 
Voltage: +1V dc to +15V dc @ 125mA max 
Current: lOOjiA to 10mA (Vcompl =+10V) 

Dual Fixed Output: ±15V dc @ ±65mA max 

Excellent Regulation: Line ±0.01% max; Load ±0.02% max 

Low Drift: 0.006%/°C max {2B35K) 

No Derating Over -25°C to +71°C Operating Range 

APPLICATIONS 

Measurement and Control Instruments and Systems 
Excitation Source For: 

Strain Gages, Pressure Transducers, Load Cells, 

Torque Transducers, RTD's 



rtNgGAtN 


BRIDGE TRANSDUCER SIGNAL CONDITIONING 


GENERAL DESCRIPTION 

The 2B35 is a triple output modular power supply designed to 
provide regulated excitation to a wide variety of transducers 
as well as ±15V power for amplifiers and other analog circuits 
of an instrumentation system. The single-resistor programmable 
transducer excitation output may be operated in two modes: 
constant voltage, providing a +1V to +15V output or a con- 
stant current, adjustable from lOOjuA to 10mA. 


OPERATION 

Figure 1 illustrates operation of the 2B35K providing an ad- 
justable voltage output and dual 15V dc outputs. The resistor 
programmable output (+Vout) i* between +1V to +15V 
by the Rtrim • Rtrim niay be determined by using either the 
table shown in Figure 1 or the graph shown in Figure 2. For 
example, to provide an adjustable range from +1V to +6V, 
Rtrim should be a 5kn pot. 


The programmable output in the voltage mode features cur- 
rent rating of 0 to 125mA, suitable to excite four 350S2 trans- 
ducers at lOV. Current limiting protects the output against ac- 
cidental overload and remote sensing corrects for the trans- 
ducer cable resistance variations. In the constant current mode, 
externally set lOO/uA to 10mA output offers a 0 to +10V com- 
pliance voltage range. The ±15V outputs feature 0.5% tracking 
accuracy and current rating of 0 to ±65mA max. 

Two accuracy selections are available offering guaranteed low 
temperature coefficient; 2B35K: 0.006%/°C max and 2B35J: 
0.05%/°C max. Line and load regulation are also guaranteed; 
2B35K: 0.01% and 0.02%, and 2B35J: 0.08% and 0.1%, max, 
respectively. 

APPLICATIONS 

The 2B35 is designed for ac powered signal conditioning in- 
strumentation applications used for data acquisition, control, 
indication or recording. This compact module may be applied 
as a power source for the model 2B30 strain gage transducer/ 
RTD signal conditioner in a high accuracy transducer interface 
application. Some typical applications involve strain gages for 
stress/strain measurements, pressure transducers, load cells, 
torque transducers and RTD’s. 


The remote sensing inputs (pins 5 and 8) are connected at the 
transducer (load) to the voltage output (SENSE HIGH to 
+VouT and SENSE LOW to COMMON). 



Figure 1. Model 2B35K Connection Diagram for Dual 15V dc 
and Adjustable +1V to +15V Output 

For optional input voltage ranges, see note 1, next p^e. 
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SPECIFICATIONS 


(typical ® +25°C and 115V ac 60Hz unless otherwise noted) 


Model 

2B35J 

2B35K 

INPUT 

Input Voltage Range^ 

105V ae to 125V ac 

• 

Input Frequency Range 

50Hz to 400Hz 

* 

ADJUSTABLE OUTPUT 

Voltage Mode 

Output Voltage Range 

+lVto ■H5V dc 


Output Voltage Stability 

vs. Temperature — % Vqut/ C max 

±0.05 

±0.006 

vs. Time — % VouT/n'Of'th 

±0.01 


Output Current (-25°C to +71°C)* 

0 to 125mA max 


Output Impedance — @ dc, max 

o.in 


Noise and Ripple (dc to IMHz) — mV p-p max 

1 


— mV rms max 

0.25 


Regulation 

Line (full range) — % Vqut msix 

±0.08 

±0.01 

Load (no load to full load) — % Vqut *nax 

±0.1 

±0.02 

Remote Sensing Impedance 

30kf2 


Short Circuit Current Limit^ (-25°C to C) 

200mA 


Current Mode 

Output Current Range 

lOOpA to 10mA 

* 

Output Current Stability 

vs. Temperature — % Iqut/ C max 

±0.05 

±0.006 

vs. Time — % louT^nionth 

±0.01 


Compliance Voltage Range 

0 to +10V 


Noise and Ripple (dc to IMHz) — /jA p-p 

0.1 


Line Regulation (full range) — % Iqut 

±0.08 

±0.01 

DUAL FIXED OUTPUTS 

Output Voltage 

±15V dc 

* 

Voltage Error — mV max 

-0, -flOO 

* 

Accuracy Tracking (-15V Ref to +15V) — % max 

±0.5 

* 

Stability vs. Temperature — %/°C max 

±0.02 

±0.006 

Output Current'* 

0 to ±65mA max 


Output Impedance — @ dc, max 

o.in 

• 

Noise and Ripple (dc to IMHz) — mV p-p 

1 

* 

— mV rms 

0.25 

* 

Regulation 

Line (full range) — % max 

±0.08 

±0.01 

Load (no load to full load) — % max 

±0.1 

±0.02 

Short Circuit Current Limit^ (-25°C to +71°C) 

±180mA 

* 

INPUT TO OUTPUT ISOLATION 

Breakdown Voltage — Continuous, ac or dc 

±500V pk max 

• 

Isolation Resistance . 

50Mn 

* 

TEMPERATURE RANGE 

Operating, Rated Performance 

-25 C to +71 C 

• 

Storage 

-25°Cto +85'’C 

* 

MECHANICAL 

Case Dimensions — Inches 

2.5 X 3.5 X 1.25 

* 

Weight — Grams 

550 

* 

Mating Socket 

AC1212 

* 


NOTES 

•Specifications same as model 2B35J. 

* Optional input voltage ranges: “E” Option; 205-240V ac, 50 to 400Hz 

"F” Option i 90-1 lOV ac, 50 to 400Hz 
“H” Option; 220-260V ac, 50 to 400Hz 
Order option desired as a suffix to model number. 

’Maximum output current available over the entire output voltage and 
temperature range without derating. 

’Output protected for continuous short circuit over the temperature range. 

• Unbalanced load operation is permissible for any combination of +Iq and 
Ho I which does not exceed a total of 1 30mA. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



BOTTOM Virw [—0.1 (2.6) GRID 


MATING SOCKET: AC1212 



RtRIM - Ohms 

Figure 2. Voltage Output fs. RjRIM 

ADJUSTABLE CURRENT OUTPUT 
WITH DUAL 15V dc OUTPUTS 
Pin connections to provide dual 15V dc 
and a constant current output are shown in 
Figure 3. The current output is adjusted 
from lOOjuA to 10mA via Rtrim- The 
value of programming resistor Rtrim 
may be calculated from the relationship: 
Rtrim = 2.46/Iout where Rtrim is in 
kJ2 and loUT i" niA. 



Figure 3. Model 2B35 Connection 
Diagram to Provide Dual 15V dc and 
Adjustable lOOpA to 10mA Current 
Ouput 
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ANALOG 

DEVICES 


Isolated, Thermocouple 
Signal Conditioner 


MODEL 2B50 


FEATURES 

Accepts J, K, T, E, R, S or B Thermocouple Types 
Internally Provided Cold Junction Compensation 
High CMV Isolation: ±1500V pk 
High CMR: 160dB min @ 60Hz 
Low Drift: ±1|LiV/°C max (2B50B) 

High Linearity: ±0.01% max (2B50B) 

Input Protection and Filtering 
Screw Terminal Input Connections 

APPLICATIONS 

Precision Thermocouple Signal Conditioning For: 
Process Control and Monitoring 
Industrial Automation 
Energy Management 
Data Acquisition Systems 


GENERAL DESCRIPTION 

The model 2B50 is a high performance thermocouple signal 
conditioner providing input protection, isolation and common 
mode rejection, amplification, filtering and integral cold junc- 
tion compensation in a single, compact package. 

The 2B50 has been designed to condition low level analog 
signals, such as those produced by thermocouples, in the pres- 
ence of high common rfiode voltages. Featuring direct thermo- 
couple connection via screw terminals and internally provided 
reference junction temperature sensor, the 2B50 may be jump- 
er programmed to provide cold junction compensation for 
thermocouple types J, K, T, and B, or resistor programmed for 
types E, R, and S. 

The high performance of the 2B50 is accomplished by the use 
of reliable transformer isolation techniques. This assures com- 
plete input to output galvanic isolation (±1500V pk) and 
excellent common mode rejection (160dB @ 60Hz). 

Other key features include: input protection (220V rms), 
filtering (NMR of 70dB @ 60Hz), low drift amplification 
(±l/iV/°C max - 2B50B), and high linearity (±0.01% max - 
2B50B). 

APPLICATIONS 

The 2B50 has been designed to provide thermocouple signal 
conditioning in data acquisition systems, computer interface 
systems, and temperature measurement and control instrumen- 
tation. 



In thermocouple temperature measurement applications, out- 
standing features such as low drift, high noise rejection, and 
1500V isolation make the 2B50 an ideal choice for systems 
used in harsh industrial environments. 

DESIGN FEATURES AND USER BENEFITS 
High Reliability: To assure high reliability and provide isola- 
tion protection to electronic instrumentation, the 2B50 has 
been conservatively designed to meet the IEEE Standard for 
transient voltage protection (472-1974: SWC) and provide 
220V rms differential input protection. 

High Noise Rejection: The 2B50 features internal filtering 
circuitry for elimination of errors caused by RFI/EMI, series 
mode noise, and 50Hz/60Hz pickup. 

Ease of Use: Internal compensation enables the 2B50 to be 
used with seven different thermocouple types. Unique circuit- 
ry offers a choice of internal or remote reference junction 
temperature sensing. Thermocouple connections may be 
made either by screw terminals or, in applications requiring 
PC Board connections, by terminal pins. 

Small Paekage: 1.5" X 2.5" X 0.6" size conserves board space. 
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(typical @+25° C and Vs = ±15V unless otherwise noted) 


MODEL 

2B50A 

2B50B 

INPUT SPECIFICATIONS 

Thermocouple Types 



Jumper Configurable Compensation 

J, K, T, or B 


Resistor Configurable Compensation 

R, S, or E 

« 

Input Span Range 

±5 mV to ±100mV 

• 

Gain Range 

50V/V to lOOOV/V 


Gain Equation 

1 ■)-(200kn/RG) 


Gain Error 

±0.25% 

* 

±25ppm/°C max 

Gain Temperature Coefficient 

±35ppm/°C max 

Gain Nonlinearity* 

±0.025% max 

±0.01% max 

Offset Voltage 

Input Offset (Adjustable to Zero) 

±50/iV 

, 

vs. Temperature 

±2.5/iV/°Cmax 

±l/iV/“ C max 

vs. Time 

±1.5/iV/month 

* 

Output Offset (Adjustable to Zero) 

±10mV 


vs. Temperature 

±30/iV/°C 

* 

Total Offset Drift 

±( 2.5 +^) /iV/°C 

±(l + |f)/iV/“c 

Input Noise Voltage 

O.OlHz to lOOHz, Rs = lkS2 

1/iV p-p 


Maximum Safe Differential Input Voltage 

220V rms. Continuous 

• 

CMV, Input to Output 

Continuous, ac or dc 

±1500V pk max 


Common Mode Rejection 



® 60Hz, Ikfl Source Unbalance 

160dB min 

• 

Normal Mode Rejection @ 60Hz 

70dB min 

■* 

Bandwidth 

dc to 2.5Hz (-3dB) 

• 

Input Impedance 

lOOMn 

* 

Input Bias Current* 

±5nA 

* 

Open Input Detection 

Downscale 

* 

Response Time* , G = 250 

1.4sec 

• 

Cold junction Compensation 

Initial Accuracy 

±0.5°C 


vs. Temperature* (+5°C to +45°C) 

±0.01®C/®C 


OUTPUT SPECIFICATIONS 

Output Voltage Range* 

±5V ® ±2mA 

« 

Output Resistance 

o.m 

• 

Output Protection 

Continuous Short to Ground 

* 

POWER SUPPLY 

Voltage 



Output ±Vs (Rated Performance) 

±15V dc ±10% @ ±0.5mA 


(Operating) 

±12V to ±18V dc max 

* 

Oscillator +Vosc (Rated Performance) 

+13Vto-H8V@ 15mA 

* 

ENVIRONMENTAL 

Temperature Range, Rated Performance 

0 to +70 C 

* 

Operating 

-25'’C to +85°C 

* 

Storage Temperature Range 

-55°Cto+85°C 

♦ 

RFI Effect (5W @ 470MHz @ 3ft) 

Error 

±0.5% of Span 

• 

PHYSICAL 

Case Size 

1.5 X 2.5 X 0.6 

* 


NOTES 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 
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ANALOG 

DEVICES 


ZBSQA 


ISOLATED THERMOCOUPLE 
CONDITIONER 


■2.51163.75)- 


0.20 (5.08) 




PIN DESIGNATIONS 


PIN 

FUNCTION 

PIN 

FUNCTION 

1 

INPUTLO 

23 










KB 


EB 


TW 

Rf:/COM 

EB 


KB 


EB 

+V OSC 




OSC COM 

mm 

+V ISO OUT 

30 


9 






■a 


■n 


KB 


■a 


KB 


KB 


■a 


IKB 


■a 


H 

OUTPUT OFFSET 
ADJUST 

KB 


KB 


16 

OUTPUT SCALE 

E^B 

f s IJ d 1 1 .1 1 

■Oi 

OUTPUT 

■SB 

ffl— 

na 


KIB 

■El 


■a 


♦Vs 

43 

CJC SENSOR IN 

ui 

-Vs 

44 

tit SENSOR t>uT 





MATING SOCKET: 
AC1218 


*Specifications same as 2B50A. 

' Gain nonlinearity is specified as a percentage of output signal span representing peak deviation from the 
best straight line; e.g., nonlinearity at an output span of lOV pk-pk (±5V) is ±0.01% or ±lmV. 

’Does not include open circuit detection current of 20nA (optional by jumper connection). 

’Open input response time is dependent upon gain. 

* When used with internally provided CJC sensor. 

’Compensation error contributed by ambient temperature changes at the module. 

‘ Output swing of ±10V may be obtained through output scaling (Figure 5). 

Specifications subject to change without notice. 
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Applying the 2B50 


FUNCTIONAL DESCRIPTION 

The internal structure of the 2B50 is shown in Figure 1. An 
input filtering and protection network precedes a low drift, 
high performance amplifier whose gain is set by a user supplied 
resistor (Rq) for gains of 50 to lOOOV/V. Isolated power is 
brought out to permit convenient adjustment of the input off- 
set voltage, if desired. 


ISOLATED 

POWER 

♦VouT -VOUT 



Figure 1. 2B50 Functional Block Diagram 

Internal circuitry provides reference junction compensation. 
An integral reference junction sensor is provided for direct 
thermocouple connections, or an external reference sensor 
(2N2222 transistor) may be used in applications having remote 
thermocouple termination. Compensating networks for 
thermocouple types J, K, and T are built into the 2B50. A 
fourth compensation (X) may be programmed with a single 
resistor for any other thermocouple type. The 2B50 can be 
programmed for uncompensated output when used with 
inputs other than thermocouples. 

Transformer coupling is used to achieve stable, reliable input 
to output galvanic isolation, as well as elimination of ground 
loop error effects. 

Normally, the full scale output of the 2B50 is ±5V. However, 
with the addition of an external resistive divider, the output 
buffer amplifier may be scaled for a gain of up to 2, providing 
a full scale output swing of ±10V. 

OPERATING INSTRUCTIONS 

The connections shown in Figure 2 are common to most appli- 
cations using the 2B50, and, in many cases, will be all that is 
required. 


/39\ Rq Rg/COM 


COM 

OSCILLATOR j 
POWER ./Jbv 


Two sets of parallel thermocouple input connections are pro- 
vided. The thermocouple input may be connected by screw 
terminals (Input +, Input-) or to terminal pins 1 (-) and 
2 (+) in cases where thermocouples are to be remotely termi- 
nated. The following sections describe a basic thermocouple 
application, as well as detail some optional connections to en- 
hance performance in more demanding applications. Jumper A 
(Figure 2) is used to disconnect cold junction compensation 
circuitry during offset adjustments. 

INTERCONNECTION GUIDEUNES 
All power supply inputs should be decoupled with 1/iF ca- 
pacitors as close to the unit as possible. Any jumpers installed 
for programming purposes should also be installed as close as 
possible to minimize noise pickup effects. 

Since the oscillator section of the 2B50 accounts for most 
of the power consumption but can accept a wide range of 
voltages (+13V to +18V), it may be desirable to power this 
section from a convenient source of unregulated power. 

If the same supply is to be used for both amplifier and oscil- 
lator circuitry, the power supply returns should be brought 
out separately so that oscillator power supply currents do not 
flow in the low lead of the signal output In either case, a 
l/uF capacitor must be connected from +Vosc 28) to 
Oscillator COM (Pin 29). 

The oscillator and amplifier sections are completely isolated; 
therefore, a dc power return path is not required between the 
two power supply commons. 

GAIN SETTING 

The gain of the 2B50 is set by a user-supplied resistor (Rq) 
connected as shown in Figure 2. Gain will normally be selected 
so that the maximum output of the signal source will result in 
a plus full scale output swing. The resistor value required 
is determined by the equation: Rq = 200kn/(G-l). 

A series trim on the gain setting resistor can be used to trim 
out the resistor tolerance and module gain error (Figure 3). 
Since addition of a series resistance will always decrease gain, 
the value of the gain-setting resistor should be selected to pro- 
vide a gain somewhat higher than the desired trimmed gain. A 
good quality (e.g., 10ppm/°C), metal-film resistor should be 
used for Rq, since drift of Rq will add to the overall gain 
drift of the 2B50. A cermet pot is suitable for the trim. Note 
that a minimum gain of 50 is required for guaranteed operation. 



Figure 2. Basic 2B50 Appiication 


I Figure 3. Gain Adjustment 

1 INPUT AND OUTPUT OFFSET ADJUSTMENTS 

L — COM The 2B50 has provisions for adjusting input and output offset 

., 3 V TO errors of the module. None of the offset adjustments will af- 

feet drift performance, and adjustments need not be used 
unless the particular application calls for lower offsets than 
those specified. 

Connections for offset adjustments are shown in Figure 4. 
Isolated supply voltages are brought out for input trimming 
convenience only and are not for use as a power supply for 
external components. 
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(B) 


Figure 4. (A) Input and (B) Output Offset Adjustment 


Type B thermocouples are unique, in that they have almost 
no output in the +5°C to +45°C range, and, therefore, do not 
require cold junction compensation at all. To accommodate a 
type B thermocouple, resistor Rx must be left open. Error due 
to cold junction temperature will be less than ±1°C for any 
measurement above 260° C. In the measurement range above 
1000°C (where type B thermocouples are normally used) the 
error will be less than ±0.3°C. 


T Type 

Rx (kS2) 

E 

1.87 

R,S 

19.6 

B 

Open 


Table I. Compensation Vaiues for Thermocouple Types E, 
R,Sand B 


OFFSET CALIBRATION 

1. Short Input + and Input - together. 

2. Disconnect cold junction compensation circuitry by 
removing Jumper “A” (Figure 2). 

3. Adjust input offset trim pot (±250/iV range, RTI) to 
zero output while operating at the desired gain. In most 
applications, adjustment of the input offset alone will be 
sufficient. Output offset adjustment (±30mV range) may be 
performed if it is desired to adjust output offset on the 
nonisolated side. 

OPEN INPUT DETECTION 

Connecting the open input detection pin (PIN 39) to input 
high (PIN 2) creates a 20nA bias current which will provide a 
negative overscale response if the input is opened, or in case 
of thermocouple “burn out”. The speed at which this occurs 
is dependent on gain, with a typical response time of 1.4sec 
@G = 250. 

OUTPUT SCALING 

With the output scale (PIN 16) connected to the output (PIN 
17), the full scale output range is ±5V and the total gain is 
equal to the gain set by Rq. For applications tequiring a full 
scale output of ±10V, a resistive divider may be connected 
to provide a gain of 2 at the output amplifier (see Figure 5). 

In this configuration, total gain will be twice the gain set by 
Rq. Output gains greater than 2 cannot be used. 


ilOVouT 


Figure 5. Output Scaiing Connections 

COLD JUNCTION COMPENSATION 
The 2B50 may be programmed to provide cold junction 
compensation for types J, K and T thermocouples by con- 
necting a jumper from input low (PIN 1) to the appropriate 
programming points (PIN 42 for J, PIN 41 for K or T). To 
compensate other thermocouple types, a resistor (Rx) is con- 
nected from the “X” programming point (PIN 40) to Input 
Low (PIN 1). Table I shows the appropriate Rx values for 
types E, R, and S. Rx should be a 50ppm/°C, 1% tolerance 
resistor. 



REMOTE REFERENCE SENSING 

In applications requiring termination of thermocouple leads 
at a point located remotely from the 2B50, with connections 
brought to the 2B50 (PINS 1,2) by copper wires, reference 
temperature sensing at the remote location will be necessary. 
The 2B50 has provisions for connection of a 2N2222 tran- 
sistor (metal can version) for use as a reference junction 
sensor. The connections are shown in Figure 6. The remote 
sensing transistor is calibrated by adjusting Rcal P obtain 
the value of Vcal specified in Table II. 

(Example: Vqal = 570.0mV @ 25°C) 



Sensor Temp (°C) 
5 

10 

15 

20 

25 

30 

35 

40 ■ 

45 


Vcal (mV) 

616.5 
604.9 

593.3 

581.6 

570.0 

558.4 
546.8 

535.1 

523.5 


(Values may be interpolated) 

Tabie li. Calibration Voltages vs. Sensor Temperature 


Proper sensor placement is important. Close thermal contact 
of the sensor and thermocouple termination point (reference 
junction) is essential for accurate operation of the 2B50. The 
sensor may be placed any distance from the 2B50. When the 
sensor leads are more than ten feet long, or in the presence of 
strong noise signal sources, shielded cable should be used. 
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ANALOG 

DEVICES 


Two-Wire, Thermocouple 
Temperature Transmitters 


MODELS 2B52 and 2B53 


FEATURES 

Accept Type J, K or T Thermocouple Inputs 
Compatible with Standard 4-20mA Loops 
High Accuracy: ±0.1% 

High CMV Isolation: 600V rms; CMR » 160dB (2B52) 

High Noise Rejection and RFI Immunity 
Internal Cold Junction Compensation 
Open Thermocouple Detection 
Millivolt Signal Transmission 
Low Cost, 

FM Approved (2B52) 

APPLICATIONS 

Thermocouple Temperature Monitoring and Control In; 
Process Control 
Factory Automation 
Eriergy Management 

GENERAL DESCRIPTION 

Models 2B52 and 2B53 are high performance, low cost temper- 
ature transmitters designed to accept a thermocouple input 
from types J, K or T and produce a standard 4-20mA output 
current proportional to the measured temperature. 

Two basic models are available. The 2B52 features high input 
to output isolation (600V rms) and high CMR (160dB @ 

60Hz). The 2B53 offers a functionally equivalent design with- 
out input to output isolation. Both models were designed to 
operate as two-wire transmitters and are compatible with 
standard 4— 20mA loops. The 2B52 is approved by Factory 
Mutual for intrinsically safe use in hazardous locations. 

• The 2B52 and 2B53 offer high noise rejection, RFI immunity 
and automatic cold junction compensation to assure accurate 
operation in noisy industrial environments over a wide ambi- 
ent temperature range. Other features include open thermo- 
couple detection, fast response time and a low bias current 
to minimize errors induced by thermocouple extension wires, 

A rugged metal enclosure, suitable for field mounting, offers 
environmental protection and screw terminal input and output 
connections. This enclosure may be either surface or standard 
relay track mounted. 

APPLICATIONS 

The 2B52 and 2B53 have been specifically designed to provide 
low cost, reliable and accurate thermocouple temperature mea- 
surement and transmission in a wide array of industries, in- 
cluding chemical, petrochemical, power generation and food 
processing. 

These models are especially useful in process control and moni- 
toring applications where the process sensor is located remotely 



from the receiver. The 2B52 and 2B53 may then be used to 
provide signal conditioning near the point of temperature mea- 
surement and to transmit an accurate, noise immune, high level 
current signal over conventional copper wires, resulting in 
improved performance and reduced cost. 

DESIGN FEATURES AND USER BENEFITS 
Low Cost: Low transmitter cost, two-wire operation and the 
use of inexpensive copper wire for transmission result in 
lower total installation cost. 

High Isolation (2B52): Input to output isolation eliminates 
ground loop errors in installations requiring grounded sensors 
and permits direct transmission of signal to a receiver where 
common mode voltages up to 600V rms may exist. 

High Noise Rejection: The 2B52 and 2B53 feature internal 
filtering circuitry to eliminate errors caused by RFI/EMI 
and line frequency pickup. 

Environmental Protection: High quality electronic components, 
protective coating and mechanical packaging combine to pro- 
vide a high degree of reliability and protection against tempera- 
ture, humidity and noise interference. 

Millivolt Transmission: Unique circuitry of the 2B52 and 2B53 
allows both models to be used as mV signal transmitters. 

Ease of Calibration: Both models can be quickly, easily and 
accurately calibrated in the field to operate over any input 
span between 5 and 100 millivolts. 
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0P£0|p|Q^y|Q|^^ (typical @ +25° C and Vs = +24V dc 


unless otherwise noted) 


Model 

2B52A 

2B53A 

INPUT SPECIFICATIONS 

Thermocouple Types 

J,k,t 


Input Span Range 

5mV min, lOOmV max 

* 

Input Impedance 

SMD 


Input Bias Current* 

85nA 

30nA 

Zero and Span Adj. Range 

±5% of Span 

* 

Open Input Detection 

Upscale 

• 

OUTPUT SPECIFICATIONS 

Output Span 

4-20mA 


Minimum Output Current 

3.3mA, typ 

2mA, typ 

‘ Maximum Output Current 

42mA, typ 

28mA, typ 

Load Resistance Range Equation 

Rl max = (+Vs-12V)/20mA 

• 

@ +24V Supply 

0 to 600n max 

• 

Output Protection* 

+60V 

* ^ 

ACCURACY 

Total Output Error 

±0.1% 


Stability vs. Ambient Temperature 

Zero, for Ambient 0 to +50 

±0.015 C/ C 

• 

0 to +85 V 

±0.025°C/‘’C 

• 

-30‘‘C to O^C^ 

±0.06°C/°C 

* 

Span, for Ambient -30°C to +85°C 

±0.005%/°C 


Warm-up Time to Rated Performance 

5 min 

3 min 

ISOLATION 

CMV, Input to Output, Continuous 

600V rms 

NA 

Common Mode Rejection, @ 60Hz 

160dB 

NA 

Normal Mode Rejection, @ 60Hz 

60dB 

NA 

RESPONSE TIME 

to 90% of Span 

0.3 sec 

0.1 sec 

INTRINSICALLY SAFE OPERATION 

Use in Class I, Division 1, 

Groups A,B,C, and D Hazardous 

Locations 

FM Approved 

NA 

POWER SUPPLY 

Voltage, Operating Range 

+ 12V to +60V dc 

* 

Supply Change Effect, % of Span 

on Zero 

0.005%/V 

* 

on Span 

0.001%/V 

0 

ENVIRONMENTAL 

Temperature Range, Rated 

Performance 

-30 C to +85 C 

• 

Storage Temperature Range 

-55°C to +125°C 

• 

Relative Humidity, Noncondensing* 

0 to 90% 

0 

RFI Effect (5W @ 470MHz ® 3 ft.) 

Error, % of Span 

±0.5% 

* 

PHYSICAL 

Case Size 

4 X 3.25" X 1.25" 

0 

Weight 

8.5 oz. (240g) 

8oz.(227g) 


NOTES 

’ Includes thermocouple burnout detection current. 

^Protected for reverse polarity and for any combination of input and output pins. 
’Accuracy is specified as a percent of output span (16mA). Accuracy spec includes 
combined effects of transmitter repeatability, hysteresis and linearity. Does not 
include sensor error. 

* Includes combined effects of cold junction compensation and amplifier offset drift. 
•Per MIDSTD-202E method 103. 


'Specifications same as 2B52A. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS (MAX) 

Dimensions shown in inches and (mm). 

I 4.015 I 

P (101.91 P 


©. 


0.24 

(6.1) 

L 

T\ 


DO 


ZERO SPAN 

-N 2B52/2B53 


I — TC 1 rOUTPUTi 

- 4 4- 

2 3 4 5 6 



_3.75 i0,03 
(95.3 10.8) 




H 

H 

H 

H 

H 

H 

r 

~T 

1.28 

(32.5) 

— 


— ^ 1—0.31(7.9) 


ORDERING INFORMATION 
Example: MODEL 2B52A - 1 - J - 03 

Select Model 

2B52A (Isolated) I 
2B53A (Nonisolated)/ 

Select Housing 

1 — Standard Enclosure} 

Select Thermocouple Type 
J, KorT} 

Select Temperature Range }■ 

01 through 06 


Range in °C(°F) 

-100 to +300 

TC Type 

No. 

(-148 to +572) 

0 to +200 

J, K, T 

01 

(+32 to +392) 

0 to +500 

T 

02 

(+32 to +932) 

0 to +600 

J 

03 

(+32 to +1112) 

0 to +750 

K 

04 

(+32 to +1382) 

0 to +1000 

J 

05 

(+32 to +1832) 

K 

06 



STANDARD RELAY TRACK MOUNTING 



T 

3TK2. 

3 3/8" 

1 


_L 



— ^0.7t— 

Both 2B52 and 2B53 may be conveniently 
mounted in a standard relay mounting channel 
(3.25 wide) such as Reed Devices Inc. (RDI) 
model 3TK2-6 or equivalent. 
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ANALOG 

DEVICES 


Four-Channel, Isolated 
Thermocouple/mV Conditioners 


MODELS 2B54 AND 2B55 


FEATURES 

Low Cost Per Channel 

Wide Input Span Range: ±5mV to ±100mV (2B54) 

±50mV to ±5V (2B55) 

12-Bit Systems Compatible 

High CMV Isolation: ±1000V dc; CMR = 156dB min @ 60Hz 
Low Input Offset Voltage Drift: ±1/iV/°C max (2B54B) 

Low Gain Drift: ±25ppm/°C max (2B54B) 

Low Nonlinearity: ±0.02% max (±0.012% typ) 

Normal Mode Input Protection (130V rms) and Filtering 
Channel Multiplexing: 400 chan/sec Scanning Speed 
Solid State Reliability 

APPLICATIONS 

Multichannel Thermocouple Temperature Measurements 
Low and High Level Data Acquisition Systems 
Industrial Measurement and Control Systems 

GENERAL DESCRIPTION 

Models 2B54 and 2B55 are low cost, high performance, four- 
channel signal conditioners. Both models are functionally 
complete, providing input protection, isolation and common 
mode rejection, multiplexing, filtering and amplification. 

The 2B54 has been designed to condition low level signals 
(±5mV to ±100mV), like those generated by thermocouples 
or strain gages, in the presence of high common mode voltages. 
The 2B55 is optimized to condition ±50mV to ±5V or 4 to 
20mA transmitter signals as inputs. The four-channel structure 
of both models results in significant cost and size reduction. 

The high performance of the 2B54 and 2B55 is accomplished 
by the use of reliable transformer isolation techniques and an 
amplifier-per-channel architecture. Each of the input channels 
is galvanically isolated (±1000V dc) from the other input 
channels and from output ground. The amplifier-per-channel 
structure is used to obtain low input drift (±l/uV/°C max, 
2B54B), high common mode rejection (156dB @ 60Hz), and 
very stable gain (±25ppm/°C max). Other key features include 
low input noise (1/rV p-p), low nonlinearity (±0.02% max) 
and open-thermocouple detection (2B54). 

APPLICATIONS 

Models 2B54 and 2B55 were designed to serve as a superior 
alternative to the relay multiplexing circuits used in multi- 
channel data acquisition systems, computer interface systems, 
process signal isolators, and temperature measurement and 
control instrumentation. Advantages over relay circuits include 
functional versatility, superior performance, and solid state 
reliability. 



In thermocouple temperature measurement applications, out- 
standing low drift, high noise rejection, high throughput and 
lOOOV isolation make the 2B54 a natural choice over flying 
capacitor multiplexers in conditioning any thermocouple type. 
When cold junction compensation is required in measurement 
of temperature with thermocouples, the 2B54 may be used 
directly with the model 2B56 Universal Cold Junction Com- 
pensator. 

DESIGN FEATURES AND USER BENEFITS 
High Reliability: To assure high reliability and provide isola- 
tion protection to electronic instrumentation, reliable trans- 
former isolation and solid state switching are used. Both 
models have been conservatively designed to meet the IEEE 
standard for Transient Voltage Protection (472-1974:SWC) 
and offer 130V rms normal mode input protection. 

High Noise Rejection: To preserve high system accuracy in 
electrically noisy industrial environments, the 2B54 and 2B55 
provide excellent common mode noise rejection, RFI/EMl 
immunity, and low pass filtering for rejection of series mode 
noise and 50Hz/60Hz pickup. 

Ease of Use: The multichannel, functionally complete design 
in a compact (Z" X 4" X 0.4") module, assures ease of use, con- 
serves board space and eliminates the need for a number of 
discrete components necessary in relay multiplexing circuits. 

Low Cost: The 2B54 and 2B55 offer the lowest cost per chan- 
nel for isolated, solid state, low level signal conditioners. 
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SPECIFICATIONS 


(typical @+25°C, Vs = ±15V and Vosc = +l5V, unless otherwise noted) 


Model 

2BS4A 

2B54B 

2B55A 

ANALOG INPUTS 




Number of Channels 

4 

• 

• 

Input Span Range 

±5mV tollOOmV 

* 

±50mV to±5V 

Cain Equation 

G = 1 +10kJ2/RG 

• 

• 

Gain Error 

±0.2% max (G = 50 to 300) 

• 

± 0 . 2 % max(G = l to 100) 


±l%max (G = 1000) 

• 

NA 

Gain Temperature Coefficient 

±35ppm/‘c max 

±25ppm/**C max 

±25ppm/'^C max 

Gain Nonlinearity* 

±0.03% max (G = 50 to 300) 

±0.02% max(±0.O12% typ) 

±0.02% max (G = 1 to 100) 

±0.03% (G* 1000) 

• 

NA 

Offset Voltage 




Input Offset, Initial (Adj. to Zero) 
vs. Temperature 

±20;iV max 
±2.5 mV/* C max 

±l^iV/°C max(±0.5/iV/°C typ) 

±50/jV max 
±5/2V/°C max 

vs. Time 

±1.5/iV/month 

• 


Output Offset (Adjustable to Zero) 

±12mV max 

• 


VS, Temperature 

±50mV/°C max 

• 


Total Offset Drift (RTI). max 

±(2.5.f).V/»C 

±(l±^)pv/»c 

±(5flV+^)pV/''C 

Input Noise Voltage 

O.OlHz -lOOHz, Rs = Ikn 

CMV, Channel'to*Channel or 

IfiV p-p 

• 


Channel-to-Ground 

Continuous, ac, 60Hz 

750V rms 



Continuous, ac or dc 

Common Mode Rejection 

±1000V pk max 



Rs<100n./>50Hz 

156dBmin <G = 1000) 


145dBmin (G = 100) 

Rs<100n./>50Hz 

USdBmin (G = 50) 


llOdBmin (G = l) 

Normal Mode Input, Without Damage 

130V rms. 60Hz 



Normal Mode Rejection, @ 6 OH 2 

55dB min (G = 1000) 


55dBmin (G = 100) 

Input Resistance, Power On 

lOOMO 



Power Off 

35kn min 


74kn min 

Input Bias Current 

+8nA max 



ANALOG OUPUT 




Output Voltage Swing^ 

±5V® ±5mA 



Output Noise, dc - lOOkHz 

Output Resistance 

0.8mV p-p 



Direct Output 

o.in 



Switched Output 

35n 



CHANNEL SELECTION 




Channel Selection Time to ±0.01% FS 

2.5ms max 



Channel Scanning Speed 

Channel Select Input Reverse Voltage 

400 chan/sec min 



Rating 

3V max 



POWER SUPPLY 




Voltage 




Output ±Vs (Rated Performance) 

±15Vdc ±10% 



(Operating) 

±12V to ±18V dc max 



Oscillator +Vosc 




(Rated Performance) 

+ 13.5Vto +24V 



Absolute max +Vosc 

+26V 



Current 




Output ±Vs = ±15V 

±4mA max 



Oscillator +Vosc = +15V 

Supply Effect on Offset 

40mA max 



Output ±Vs 

lOOpV/V RTO 


* 

Oscillator +Vosc 

ipv/v RTI 


* 

ENVIRONMENTAL 




Temperature 




Rated Performance 

0 to +70°C 



Operating 

-25°Cto +85°C 



Storage 

Relative Humidity 

-55°C to +85°C 



Non-Condensing to ■♦•40®C 

0 to 85% 



CASE SIZE 

2 " X 4 " X 0 . 4 " 




OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 

Urn 2.01 ISVDMAX »-4 I 


1 ^ 

L 0.2 15.1) MAX 



HOLE LOCATIONS. 


2B54/2B55 PIN DESIGNATIONS 


i SW'D bu^l»uT 


SWITCHEDN 

DIRECT / 

SENSE I 

yOUTPUT 
OPS. ADJ. I 


Rq/COM 

LO/OPS 

V-OUT 

V+OUT 




49 Rq 

50 Rq/COM ) CHANNELS 

51 LO/OFS 

52 V- OUT 


58 Rq I 
69 Rq/COM /CHANNEL C 
60 LO/OFS I 


31 COM fOSC. POWER 




68 Rg 

69 Rg/COM 

70 LO/OFS 


NOTES 

'Specifications s&me as 2B54A. 

* Gain nonlinearity is specified as a percentage of output signal span representing peak deviation 

from the best straight line; e.g. nonlinearity at an output span of lOV pk-pk (iSV) is aO.02% or t2mV. 

* Protected for shorts to ground and/or either supply voltage. 

Specifications subject to change without notice. 


MOUNTING CARDS 
AC1215, AC1216 

The AC1215 and AC1216 mounting cards are available to assist in evaluation of the 
2B54 and 2B55. These 4 1/2 X 6 printed circuit edge connector cards have sockets 
that allow a 2B54/2B55 and 2B56 to be plugged directly onto them, as well as offset 
adjustment pots, and address decoding circuitry. The AC1215 and AC1216 differ only 
in input signal connections; the AC1215 includes a screw terminal block and AC1216 
has an edge connector. 


AC1215 OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 




Mating Connector: 

Cinch 251-22-30-160 or equivalent. 
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Understanding the 2B54 and 2B55 Isolated Conditioners 


FUNCTIONAL DESCRIPTION 

The internal structure of the 2B54/2B55 is shown in Figure 1. 
Four individually isolated input channels are multiplexed into 
a single output buffer, with the desired channel selected by 
control inputs SELECT A through SELECT D. Isolated power 
and timing signals for the input channels are provided by an 
internal oscillator. 

Each channel contains an input protection and filtering net- 
work and a low-drift amplifier whose gain is set by a user- 
supplied resistor (Rg)- Additional filtering is provided in the 
amplifier circuit. This structure preserves signal integrity by 
taking all signal gain ahead of the isolation and multiplexing 
circuits. The isolated power supply for each channel is brought 
out to permit convenient fine adjustment of the input offset 
voltage if desired. 

Transformer coupling is used to achieve stable, reliable galvanic 
isolation of each channel from all other channels and from out- 
put ground. Although the bandwidth of the input channels is 
small «2Hz at high gains) to provide immunity to normal- 
mode noise, the multiplexing technique allows the channels 
to be scanned at a high rate (400 channels/sec). Thus a high 
revisitation rate is maintained even in systems with a large 
number of input channels. 

The output buffer amplifier operates at unity gain with feed- 
back provided by an external connection from the DIRECT 
output to the SENSE input. The DIRECT output provides a 
±5V swing with low source resistance to permit error-free 
operation with heavy loads. In addition, a separate series- 
switched output with an active-low enable control is provided 
so that multiple modules may be combined without the use of 
external analog multiplexers. An offset trim point which does 
not affect drift is also provided on the output channel. 


I I PROTECTION I 



POWER 

^CH CH CH Ch'' 


g SYNC IN 
SYNC OUT 


SELECT 

SELECT SELECT 
A Bv 

-0*^0-! SELECT 


Figure 1. 2B54/2B55 Functional Diagram 


2B55’s are used or when a system clock is present. 

The 2B54 and 2B55 share the same design, differing only in 
input specifications and filter characteristics. 

OPERATING INSTRUCTIONS 

The connections shown in Figure 2 are common to most 
applications of the 2B54/2B55, and in many cases will be all 
that is required. The following sections describe this basic 
application and also detail some optional eonnections which 
enhance the module’s utility in more complex applications. 



The internal oscillator has Its own power supply pins for en- ^ n ^ rr 

. , r • n u-i- j • • difference between OUT COM and OSC COM Will not affect 

hanced application flexibility, and a sync mechanism is pro- 

* * ^ ^ * oneration 

vided to eliminate beat-frequency errors when multiple 2B54/ ^ 
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^DOTTED CONNECTIONS SHOWN FOR 
SEPARATE OSCILLATOR SUPPLY IF USED. 

Figure 2. Basic 2B54/2B55 Application 
Interconnection Guidelines 

In any high accuracy isolator application it is important to 
minimize coupling between input and output, and the 2B54/ 
2B55 pinout has been designed to make this easy to do. For 
best results, keep all leads associated with signals on the input 
edge as far as possible from signals on the output edge. This 
will minimize the effects of board leakage and capacitance. 

The use of a guard track on both sides of the board (Figure 2) 
can also be helpful. 

The power supplies should be decoupled with tantalum capac- 
itors as close to the unit as possible. For lowest noise, the out- 
put grounding scheme should be as shown in Figure 2. The 
output signal common is connected directly to pin 12, with 
power supply returns brought separately to that pin so that 
power supply currents do not flow in the low lead of the signal 
output. 

Since most of the power taken by the 2B54/2B55 is supplied 
to the internal oscillator which requires only a positive supply 
and can accommodate a wide range of supply voltages, it is 
sometimes desirable to power the oscillator from a convenient 
source of unregulated power (such as +24V — Figure 2), A 
O.l^F capacitor should be then connected directly from 
pin 12 to pin 31. Since the output and oscillator circuits 
are not fuUy isolated, a dc path must exist between the two 
power supply commons. A small (one or two volts) potential 
difference between OUT COM and OSC COM will not affect 
operation. 








Gain Setting • 

The gain of each channel is independently set by a user- 
supplied resistor (Rq) connected as shown in Figure 2. Chan- 
nel gain will normally be selected so that the maximum output 
of the signal source will result in a plus or minus full scale 
(±5V) output swing. The resistor value required is Rq = 

10kJ2/ (G - 1). Thus if Rq = 101J2, the gain will be, 100, and 
an input signal swing of ±50mV will yield an output span of 
±5V. 

A parallel trim on the gain-setting resistor can be used to trim 
out the resistor’s tolerance and the module’s gain error (Fig- 
ure 3). Since a parallel trim will always increase the gain, the 
value of the gain-setting resistor should be chosen to give an 
untrimmed gain somewhat lower than the desired trimmed 
gain. Good quality metal-film resistors should be used for R^ 
since gain accuracy and drift are a direct function of Rg’s 
characteristics. Cermet pots are suitable for the trim. 



Figure 3. Input Offset and Gain Adjustments 
Optional Offset Adjustment 

The 2B54/2B55 has provision for fine adjustment of the input 
offset of each channel and the output offset of the entire 
module. None of the offset adjustments affect offset drift, and 
there is no need to make any adjustment unless the application 
calls for tighter offsets than those specified for the module type. 

Connections for input offset adjustment are shown in Figure 
3. This is a fine trim with a limited range (±250pV — 2B54 
and ±lmV — 2B55, RTI), used to adjust each channel for 
zero offset while operating at the desired gain. Since the 
range of the input offset trim is small, it will usually be neces- 
sary to adjust output offset first. This can be conveniently 
done by operating one channel with zero input at unity gain 
(by disconnecting the gain resistor) and adjusting the output 
offset control for zero output. Connections for output offset 
adjustment are shown in Figure 4. 



^ TO PRESERVE GAIN STABILITY THE OUTPUT GAIN ADJUSTMENT 
RANGE SHOULD NOT BE MORE THAN 10%. 


Figure 4. Output Offset and Master Gain Adjustments 

An alternative offset adjustment procedure is appropriate in 
applications where the channel gains are field-selected by 
switching the gain-setting resistor. Here it is desirable to set 
the input offset so that there is no zero shift at the output 
when the gain is changed. To make the adjustment, switch 
back and forth from low to high gain with zero input and ad- 
just the input offset control until no shift occurs at the output 
when changing gains. Then adjust the output offset control for 
zero output at the lower gain. 


Stable components (a metal film resistor and a cermet pot) 
should be used for the input offset adjustment to avoid com- 
promising drift. Output offset adjustment components are not 
critical and may be omitted altogether when a single 2B54/ 
2B55 is followed by an A to D Converter that has a zero 
adjustment. 

Qiannel Selection 

Each channel in the 2B54/2B55 is turned on and off by a 
SELECT input. As indicated in Figure 1, each SELECT input 
consists of an LED in series with a resistor, and is not con- 
nected to any other circuits in the module. Turning the LED 
on (l>2.5mA) turns the channel on, and turning the LED off 
(K50/rA) turns the channel off. This allows considerable 
flexibility of connection, but the easiest way to use the SELECT 
inputs is to tie all four SELECT + pins to +5V and drive the 
SELECT-inputs from TTL logic (either open-collector or 
totem-pole outputs can be used), as shown in Figure 2. 

It is also possible to use CMOS logic to drive the SELECT 
inputs (Figure 5). With a +15V logic supply a standard CMOS 
decoder or gate can supply enough current to drive the SE- 
LECT inputs directly, but at lower supply voltages it is advisa- 
ble to use a buffer such as that shown in Figure 5b. The power 
taken by the SELECT inputs is small, since only one is on at a 
time, but at the higher CMOS supply voltages more current 
than the required 2.5mA will flow. This does not affect opera- 
tion, but if desired the current can be brought back to the min- 
imum value with series resistors as shown in Figure 5. Use 2kn! 
for lOV operation, and 3. 9kJ2 at 15V. 

The maximum reverse voltage applied to any SELECT input 
must be limited to 3 V to avoid damage to the LED. Maximum 
forward current should be kept below 25mA. Each SELECT 
input is isolated from all other circuits in the module and may 
be operated up to ±50V away from output and power ground. 

Channels may be selected in any order, and there are no 
restrictions on rate or duty cycle except the 2.5ms settling 
time for access to a channel. It should be noted, however, that 
selecting two or more channels simultaneously for more than 
a few microseconds will result in a very long settling time when 
the conflict is resolved. Timing overlaps should therefore be 
avoided. 



Figure 5. CMOS Channel Selection 
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Channel Expansion 

The 2B54/2B55 has provision for directly interconnecting 
several modules when more than four channels are needed. 

The series-switched outputs of a group of modules are con- 
nected together, the SELECT inputs are driven in parallel, 
and the output of the desired module is selected using the 
Output Enable pin. This is shown in Figure 6. A single 
74LS139 decoder is used to drive the SELECT inputs of up 
to four modules, and also provides address expansion so that 
the binary coded channel address word selects the appropriate 
module output via the Output Enable pins. The overall opera- 
tion of the series-switched outputs is analogous to three-state 
logic, and the output rail is thus an analog bus. 

It is possible to operate up to sixteen modules in parallel, for 
a total of 64 input channels. Note that it will be necessary to 
break up the SELECT inputs into several groups to avoid over- 
loading the decoder when many modules are used. The set- 
tling time of the output switches is <50/is to ±0.01% and is 
thus negligible in comparison to the channel selection times. 

The Output Enable signal is active low, and is compatible with 
both TTL and CMOS logic. The switching threshold is -^1.8V; 
input current at OV is typically -0.4mA. 

The output resistance of the Switched Output (typically 35J2 
+0.5%/°C) is low enough to provide fast switching times but 
will cause gain errors when driving a heavy load. A single buf- 
fet isolating the Switched Outputs from the load will solve 
this problem in an “analog bus” application (Figure 6). In 
single-module applications the DIRECT (low impedance) out- 
put should be used. Note that in all cases the SENSE pin must 
be connected to the DIRECT output to provide feedback for 
the output amplifier. 

TO ADDITIONAL MODULES 

/ \ 

ANALOG CHANNEL MODULE 
BUS SELECT SELECT 

1 TO AO 
CONVERTER 


MSB 

( BINARY 
> CHANNEL 
I ADDRESS 

LSB J 


NOTE: ALL “SELECT +" PINS TIED TO +5V. 

Figure 6. Expansion to More than Four Channeis 
Synchronization 

In applications where multiple 2B54/2B55’s are used in close 
proximity or when system clock signals are present near the 
isolator, differences in individual oscillator frequencies may 
cause “beat frequency” related output errors. To eliminate 
these errors, multiple units may be synchronized by con- 
necting the SYNC OUT (pin 33) terminal to the SYNC IN (pin 



32) terminal of the adjacent 2B54/2B55 (Figure 7). The first 
of a group o^ modules may be synchronized to an external 
source via the SYNC IN pin. To minimize noise pickup, sync 
wiring should be separated from analog signal runs. 


The frequency of the external sync source, when used, will 
have a small effect on the gain and output offset of the 2B54/ 
2B55. Thus any adjustments should be made with the module 



FROM EXTERNAL NOTE: MAKE NO CONNECTIONS TO SYNC IN OR 
SYNC SOURCE FOR UNSYNCHRONIZEDOPERATION 
(IF USED) 

400kH> t10%. IV -15V P-P, 

30% TO 70% DUTY CYCLE 


OUT 


Figure 7. Synchronization 


Open Input Detection 

The 2B54 can be programmed to respond to an open-circuit 
condition on a channel input with either an upscale or down- 
scale response when the affected channel is selected. The 
response time to detect an open input can be in the tens of 
seconds, since only a few nA of input bias current are avail- 
able to charge the input filter. The circuits in Figure 8 
indicate the selection of either downscale or upscale response 
and can be used to provide shorter open-circuit response 
times. Either circuit will produce a bias current of approxi- 
mately 20nA which can be used to aid or oppose the 3nA 
typically supplied by the module, as shown. The circuit of 
Figure 8 A has the advantage of simplicity, but the high- 
value resistor may not be readily available. Figure 8B shows 
how to solve the problem at the expense of complexity. The 
values shown may be modified to give an optimum trade of 
bias current for response time in a given application. A 2 to 
5 second response is typical for the values shown. 


If a downscale response is desired, a resistor divider circuit 
like Figure 8B may be desired to prevent a negative over- 
scale. If a negative overscale condition occurs (typically 
-7V), the output will saturate on all channels. 



© GIVES DOWNSCALE RESPONSE © GIVES DOWNSCALE RESPONSE 

^GtVESUPSCALE RESPONSE ^ GIVES UPSCALE RESPONSE 


8A 88 


Figure 8. High Speed or Reversed Open input Detection 


Output Filtering 

In most applications, no output filtering will be required since 
the effect of the small carrier-related noise spikes on the out- 
put (<lmV p-p, lOOkHz B.W.) drops off rapidly as bandwidth 
decreases and in many cases will be negligible. In some applica- 
tions (e.g., when driving a successive-approximation A to D) 
the effective system bandwidth may be large enough to pass 
the noise. To eliminate the carrier noise (without any effect 
on switching times), a simple R-C filter may be used at the 
output (Figure 9A). Only one filter is needed even when mul- 
tiple modules are used, as shown in Figure 9B. If the load to 
be driven has an input resistance of less than 10MJ2, a buffer 
will be needed.. 
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Figure 9. Output Filtering 


CMR AND NMR PERFORMANCE 
Common mode rejection is a result of both isolation and 
filtering and indicates ability to reject common mode inputs 
while amplifying differential signal inputs. CMR is dependent 
on source impedance imbalance, signal frequency and condi- 
tioner gain. 

Normal mode rejection is also a function of the 2B54/2B55 ' 
gain. Figures 10 and 11 illustrate typical CMR and NMR 
performance. Note that any additional low pass filtering (e.g., 
an integrating A to D converter) at the output of the 2B54/ 
2B55 will further improve both CMR and NMR performance. 



Figure 10. Common Mode and Normal Mode Response — 
Mode! 2B54 



0.1 1 10 100 1000 10k 


FREQUENCY -Hz 

Figure 1 1. Common Mode and Normal Mode Response — 
Mode! 2B55 

APPLICATIONS 

Thermocouple Temperature Measurement: Figure 12 shows a 
four-channel thermocouple input system with isolation, amp- 
lification, and multiplexing provided by the 2B54. Several 
different thermocouple types are used, and the gain-setting 
resistors on each channd have been chosen to take the stand- 
ard ANSI range for each type to a 5V output span. Since 


thermocouples must be compensated for the temperature of 
the reference junction which is formed where the thermo- 
couple leads are terminated, the 2B56 Universal Cold Junction 
Compensator is used. The 2B56 monitors the temperature of 
the reference junction (terminal block) via an external sensor 
and corrects the signal at the output of the 2B54 for reference 
temperature. Compensation for several thermocouple types is 
selectable via digital control inputs. Thermocouple lineariza- 
tion, if needed, would be typically performed in system’s 
software. 



Figure 12. Four-Channel Thermocouple Temperature Measure- 
ment with Cold Junction Compensation 

Process Signals Interface; In Figure 13, the 2BS5 is used to 
provide floating inputs for four 4-20mA process signal loops. 
The use of floating inputs in this type of application gives 
protection from common-mode voltages and greatly simplifies 
system configuration, since additional loads in series with the 
loop can be connected on either side of the isolator input. 

Each current input is converted into a 1 to 5 volt signal by 
a 250S2 resistor. The 2B55 is operated at unity gain (no gain- 
setting resistors) so that a 1 to 5 volt signal appears at the out- 
put. Since no gain-setting resistors are used, gain adjustment, 
if required, is done by connecting trims directly across the 
input resistors. Other current ranges can be accommodated 
by changing the value of the input resistors. 

When there are several loads on the loop, compliance voltage 
at the transmitter may be at a premium. In this case it will 
be advantageous to reduce the voltage swing at the isolator 
inputs by using smaller resistors (perhaps 25J2) and scaling 
the output back to a 5V span by taking an appropriate gain 
in the isolator. 
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ANALOG High Accuracy, Thermocouple 

DEVICES Cold Junction Compensator 

MODEL 2B56 


FEATURES 

Universal Thermocouple Compensation: 
Internally Provided: Types J, K, T 
User Configurable: Types E, R, S, B 
Digitally Programmable Type Select 
High Accuracy: ±0.8°C max over +5“C to 445“C 
High Ambient Rejection: 50 to 1 min 
Low Cost: 

Small Size: 1.5" X 2" X 0.4" 

APPLICATIONS 

Thermocouple Signal Conditioning 
Temperature Measurement and Control Systems 
Temperature Data Acquisition and Logging 
Temperature Controllers 


GENERAL DESCRIPTION 

Model 2B56 is a high accuracy, universal thermocouple cold 
junction compensator. Designed to operate with an external 
temperature sensor in thermal contact with the cold junc- 
tion, the 2B56 provides an automatic compensation for ampli- 
fied thermocouple signals over wide ambient temperature 
variations. The 2B56 is calibrated to compensate the cold junc- 
tion to a reference temperature of 0°C. The total compensa- 
tion error is ±0.8°C max over +5°C to +45°C. 

Designed to compensate seven different thermocouple types, 
the 2BS6 may be digitally programmed to select compensa- 
tion for types J, K and T, and one user programmed type (E, 
R, S, B or none). This feature makes the 2B56 especially suit- 
able for multichannel applications involving several thermo- 
couple types. 

COLD JUNCTION COMPENSATION PRINCIPLES 
In thermocouple measurements, temperature is determined by 
measuring the potential difference between the measurement 
(hot) junction of two dissimilar metals and the reference (cold) 
junction which is formed when thermocouple leads are con- 
nected to a measuring circuit. Since this potential difference is 
proportional to the temperature difference between the mea- 
surement temperature and the temperature at the reference 
junction, the reference junction temperature must be known. 
Changes in reference junction temperature influence the out- 
put voltage and, therefore, cold junction compensation is 
required to eliminate measurement errors. 

Two methods may be used to reduce errors introduced at the 
thermocouple connections; keep the reference junction at a 
known constant temperature, or measure the reference junc- 
tion temperature and cancel the changes by the appropriate 



correction to the thermocouple output signal. The first 
method, accomplished by immersing the reference junction 
in an ice bath maintained at 0°C is not very practical. The 
2B56 employs the second method and has been specifically 
designed to eliminate the need for ice baths by electronically 
simulating the desired reference point. Digital program- 
mability, high accuracy and low cost make the 2B56 ideal 
for single or multichannel thermocouple temperature meas- 
urement, indication or control systems. 

FUNCTIONAL DESCRIPTION 

The 2B56 compensates for cold junction temperature by 
adding a correction signal at the output of the user’s thermo- 
couple amplifier, as shown in Figure 1. The value of the cor- 
rection signal is determined by the cold junction temperature, 
as measured by a sensor, and the thermocouple type in use, as 
specified by two digital TYPE SELECT inputs. Since compen- 
sation is done at the output of the thermocouple amplifier it 
is also necessary to scale the correction signal for the gain of 
the amplifier. This is done by a scaling circuit which has pro- 
vision for a user-supplied gain-setting resistor for each thermo- 
couple type in use. 

Compensating networks for thermocouple types J, K, and T 
are built into the 2B56. A fourth compensation (X) can be 
programmed with two external resistors for any other thermo- 
couple type. The X compensation can also be used without 
programming resistors to obtain an uncompensated output 
when sensors other than thermocouples are in use. 
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(typical @ +25° C, Vs = ±15V unless otherwise noted) 


MODEL 

2BS6A 

COLD J UNCTION COMPENSATION 

Thermocouple Types: 

Internally Compensated 

Externally Programmable 

Reference Temperature 

Compensation Accuracy 

Total Output Error @ +25°C* 

vs. Ambient Temperature ( + 5*^0 to +45*^0* 
Compensation Error 

vs. Sensor Temperature (+5°C to +45**C)^ 
vs. Compensator Module Temperature 
(0 to +70°C)’ 

Cold Junction Temperature Sensing Element 

J.K.T 

B, E, R, S, None 

0®C 

±0.2®C 
±0.8°C max 

±0.4°C max (±0.1 5°C typ) 

±0.02® C/®C max (0.01®C/®C typ) 
AD590 or2N2222 

INPUT SPECIFICATIONS 

Voltage Signal Range 

Input Impedance 

Signal Gain^ 
vs. Temperature 

Input Offset Voltage 
vs. Temperature 

±10V 
lOOkH 
+ 1V/V 
±10ppm/®C 
±lmV max 
±15pV/®C max 

OUTPUT SPECIFICATIONS * 

Output Voltage 

Output Impedance 

±10V @±5mA 

o.in 

DYNAMIC RESPONSE 

Selection Settling Time 

Signal Settling Time, to ±0.01% 

0.5ms 

SO^ts 

DIGITAL INPUTS 

Select Inputs A & B 

TTL, CMOS Compatible 

POWER SUPPLY 

Analog, Rated Performance 

Operating 

Digital, Vdd 

±15Vdc±10%@±5mA 

±12Vto±18V dc 

+5V to +15V dc @ 2mA max 

TEMPERATURE RANGE 

Rated Performance 

Operating 

Storage 

0 to +70'’C 
-25°C to +85°C 
-55°Cto tUS'e 

CASE SIZE 

1.5''X2"X0.4" 


NOTES 

‘ Tout comp«asation error composed of errors of cempertcure sensor sitd module tt 
the same ambient temperature. 

^Compenution error contributed by ambient temperature changes at temperature sensor. 

* Compensation error contributed by ambient temperature changes at the module. 

* Signal gain of 2 is also available by jumper seleaion. 

’ Protected for shorts to ground or either supply voltage. 

Specifications subject to change without notice. 


I 

1 Max Gain for Sensor Temp 

Type 

to +45 C 

to +70°C 

J 

1000 

650 

K, T 

1300 

820 

E 

870 

550 

R, S 

9000 

5500 

B 

Any 

Any 


Table I. Maximum Gain vs. Sensor Temperature and 
Thermocouple Type 


Type 

RXl 

RX2 

E 

412kn 

1.43kn 

R, S 

4i2kn 

i2in 


Table II. Resistor for Com- 
pensating Types E, R and S 


Typ 

ho 

B 

e Sel. 
gic 

A 

Compensation 

0 

0 

J 

0 

1 

K 

1 

0 

T 

1 

1 

X 


Tabie III. Digital Selection 
of Compensation Type 


Sensor 

VcAL ("iV) 

Temp (“O 

2N2222 

AD590 

5 

616.5 

634.5 

10 

604.9 

645.9 

15 

593.3 

657.3 

20 

581.6 

668.7 

25 

570.0 

680.1 

30 

558.4 

691.5 

35 

546.8 

702.9 

40 

535.1 

714.3 

45 

523.5 

725.7 


Values may be interpolated 


Table IV. Calibration Voltage 
vs. Sensor Temperature 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


L 


-1.615 (38.1) MAX- 


0.41 

(10.4) 

MAX 


qR 


T~ 

*— 0.2 (S.1) 'M 


NOTE; 

TERMINAL PINS INSTALLED ONLY 
IN SHADED HOLE LOCATION 









»& 

IS! 





BS 


























































PIN DESIGNATIONS 


PIN 

FUNCTION 

PIN 

FUNCTION 

1 

SIGNAL INPUT 

18 

ANALOG COMMON 

2 

SENSOR SELECT 

19 

I TYPE SELECT 

3 

SENSOR SELECT 

20 

T TYPE SELECT 

4 

SENSOR INPUT 

21 

+Vdd 

5 

SENSOR SELECT 

22 

DIGITAL COMMON 

6 

SENSOR SELECT 

23 

+Vs 

7 


24 


8 

Vref 

25 


9 


26 


10 


27 

-Vs 

11 

"X" COMPENSATION 

28 


12 

TYPE J ) 

29 


13 

TYPEX ( GAIN 

30 


14 

TYPET ( SELECT 

31 


15 

TYPE”X'’ ; 

32 


16 


33 

OUTPUT 

17 

ANALOG pOMMON 

34 

SCALE 


MATING SOCKET: AC1217 


A buffer amplifier is provided at the output of the 2B56 to 
preserve accuracy when driving heavy loads. The gain from 
ViN to Vqut will be +1 when SCALE is connected to VouT 
(see Figure 1). Input and output signal swings of up to ±10V 
can be accommodated with this connection. When the SCALE 
pin is left open, the gain from Vim to Vqut is +2. This is use- 
ful when interfacing a thermocouple ampliHer with a ±5V out- 
put swing (such as the 2B54) to an A to D converter with a 
±10V input range. 

THERMOCOUPLE 



Figure 1. 2B56 Functional Block Diagram 

It should be noted that the 2B56 is designed for use with 
noninverting thermocouple amplifiers. Thus a positive volt- 
age change at the input of the 2B56 must indicate increasing 
temperature. 
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Applying the 2B56 


OPERATING INSTRUCTIONS 

Temperature Sensors: The temperature sensor used with the 
2B56 can be either the Analog Devices AD590 temperature 
transducer or the popular 2N2222 transistor. Either sensor type 
can be used without loss of accuracy, but each has advantages 
in different applications. The 2N2222 (the metal can version 
must be used) is widely available at very low cost. However, 
an adjustment must be made whenever the sensor is replaced. 
The AD590 is available in several precalibrated accuracy grades, 
but at somewhat higher cost. 

Connections are shown for both sensor types in Figure 2. 
Resistor Rqal calibration adjustment point. It is used 
only to adjust for unit-to-unit variations in the sensors. All 
other adjustments have been made internal to the 2BS6. 



Figure 2. Sensor Connections and Calibration 

With either sensor type, proper placement of the sensor is 
important. Close thermal contact of the sensor and the thermo- 
couple termination point (reference junction) is necessary, 
particularly when nearby heat sources are present, since these 
could cause the sensor temperature to differ from the refer- 
ence junction temperature. In multichannel applications, care 
should be taken to keep all input terminals at the same tem- 
perature to avoid channel-to-channel errors. The sensor may 
be placed at any distance from the 2B56. When the sensor 
leads are more than ten feet long, or where strong noise sources 
are present, shielded cable should be used with the 2N2222 
sensor. The ADS 90 will operate properly with twisted-pair 
leads at distances up to a few hundred feet. 

Gain Selection: Since the 2B56 performs cold junction com- 
pensation at the output of the user’s thermocouple amplifier, 
it must take the gain of that amplifier into account. For this 
purpose, four gain-programming pins are provided: one each 
for the J, K, and T compensations and one for the X (user- 
selected) compensation. Thus the user’s thermocouple ampli- 
fiers can have different gains for each thermocouple type in 
use, and the 2B56 gain will be selected automatically when 
the thermocouple type is selected at the digital TYPE SELECT 
inputs. Gain-programming resistors are connected as shown in 
Figure 1. The value of each resistor is R = 10kJ2/(G-l) where 
G is the gain of the user’s thermocouple amplifier from the 
thermocouple terminals to the input of the 2B56. As an ex- 
ample, if the thermocouple amplifiers in use have a gain of 
llOfortype J, 90 for type K, and 220fortype T, then Rj = 
91.7f2, Rk = 112f2, and Rx = 45.7J2. Gain resistor pins for 
unused thermocouple types must be grounded. The resistors 
used to set gain should have a tolerance of 1% or better. A 
1% error in setting gain will result in a 0.01°C/°C slope error. 

The gain of the thermocouple amplifier will normally be 
determined by the thermocouple type, temperature measure- 
ment range, and A to D converter input range, but there are 
some practical limits imposed by the 2B56. The minimum 


allowable gain for proper operation is 40. The maximum gain 
which can be used is limited by the dynamic range of the com- 
pensation circuits in the 2B56, and is a function of thermo- 
couple type and the temperature range (at the sensor) over 
which compensation is to be effective. Table I lists the maxi- 
mum gain for each thermocouple type both for the specified 
+5°C to ■t45°C sensor temperamre range and for a wider 
(reduced accuracy) 0 to -t-70°C range. 



Figure 3. Error Due to Thermocouple Nonlinearity 


Compensation of Other Thermocouple Types: Compensation 
for type J, K, and T thermocouples is built into the 2B56. A 
fourth compensation can be added by installing two resistors 
(Rxi arid Rx 2) ^ shown in Figure 1. Table II gives the values 
needed for proper compensation of type E, R, and S thermo- 
couples. Type B thermocouples are a special case, in that they 
have almost no output in the ■h 5°C to +45°C range, and there- 
fore, do not need cold junction compensation at all. To 
accommodate a type B thermocouple, select No Compensa- 
tion (described in the next section). Errors due to cold junc- 
tion temperature will be less than ±1°C for any measurement 
temperature above 260° C. In the measurement range beyond 
1000° C (where type B thermocouples are normally used) the 
error will be less than ±0.3°C. 

No Compensation Operation: In some instances it may be 
desirable to disable the compensation function of the 2B56, 
so that it functions as a straight-through amplifier with a gain 
of one (or two, if the output scaling feature is used). This 
might be done, for example, in a multichannel system with a 
mixture of thermocouples and strain gage signals or other 
sources requiring no compensation. It is also necessary when 
using the type B thermocouple, as described above. The X 
compensation can be programmed to provide no compensation 
by grounding pin 11 (X COMP), Figure 1. A 200S2 resistor 
should be used for Rx (at any gain). Selecting X compensa- 
tion with this connection will give an uncompensated output. 

Digital Inputs: The TYPE SELECT inputs are compatible 
with TTL or CMOS logic, or may be used with jumpers or 
switches. Table III shows the truth table for these inputs. 

Each input has an internal 22ki2 pullup resistor to Vdd and 
drives a single CMOS gate. For use with TTL signals, Vdd 
should be connected to the -^5V logic supply. When CMOS 
logic is used, connect Vdd to the CMOS logic power supply 
(which must be in the -fSV to ■^15V range). If jumpers or 
switches are used, connect Vdd to the h-ISV analog power 
supply. Grounding a SELECT input will give a logic “0”; 
an open input will be at logic “1” due to the action of the 
internal pullups. 
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A separate pin is provided for logic ground to minimize ground 
loop problems. However, for proper operation logic ground at 
the module must be within ±0.3V of analog common. Failure 
to observe this restriction may result in damage to the module. 

Calibration: Only one adjustment is necessary to get proper 
operation of the 2B56. This is shown in Figure 2 for both 
sensor types. Rcal is adjusted to obtain the correct voltage 
at Vcal fot the appropriate sensor type and temperature, as 
listed in Table IV. Use a high-impedance voltmeter to meas- 
ure Vcal to prevent loading errors. 

The tolerance to which the calibration adjustment must be 
made depends on the requirements of the application. For 
either sensor type, and for all thermocouple types, each milli- 
volt of calibration error will result in a temperature offset 
error at the 2B56 output of 0.44 C, accompanied by a slope 
error of 0.0015°C/°C. 

Curvature Error: The voltage output of thermocouples is a 
nonlinear function of temperature, so the reference junction 
output which is compensated by the 2B56 is also nonlinear. 

The correction signal generated by the 2B56, however, is ap- 
proximately linear. The 2B56 is adjusted internally to give the 
best fit of its linear correction to the nonlinear reference junc- 
tion output over the +5°C to +45°C range. The remaining error, 
which is included in the specifications given on page 2, is 
shown for each thermocouple type in Figure 3. Note that as 
a result of thermocouple nonlinearity the error at +25 C will 
not be zero after calibration is done. The error for a particular 
thermocouple type could be adjusted to zero at +25 C by ap- 
propriate adjustment of the thermocouple amplifier offset, 
but the improvement will be at the expense of increased 
errors over the +5°C to +45°C range. 

APPLICATIONS 

The application of the 2B56 to a single-channel system is 
shown in Figure 1. Because the 2B56 compensates at the out- 
put of the thermocouple amplifier, it is also very attractive 
for use in multiplexed multichannel systems. Three typical 
applications are shown in Figure 4. The amplifier-per-channel 
structure shown in Figure 4a is one example of a system which 
could have a different gain for each thermocouple type in use, 
with channels preassigned or switchable for thermocouple type. 
The model 2B30 may be used as an amplifier for applications 
not requiring isolation. 

In systems of this type, it is important that the ON resistance 
of the multiplex switches be less than 100 ohms, since larger 
values can create slope errors in the 2B56. If switches with 
higher resistance are used, a unity-gain buffer should be placed 
between the multiplexer and the 2B56. An AD741 or AD301- 
type amplifier will suffice unless the system is very fast. 

Figure 4b shows an input-multiplexed system. Different gains 
for different channels in this type of system are sometimes 
provided by software control of the amplifier gain. The 2B56 
can also accommodate this situation, since it can accept a dif- 
ferent gain for each thermocouple type. 

Figure 4c shows a somewhat different application of the 2B56. 
Here the signal input is grounded, so that the output is simply 
the correction signal rather than a corrected version of the 
input. In this case the actual summation is done elsewhere, 
usually in the processor following the A to D converter. The 
advantage of such a structure is that it allows somewhat 
simpler calibration of the individual channels because the com- 
pensator can be bypassed. 

There is no electrical limit to the number of channels that 
can be served by a single 2B56 in these applications or the 



Figure 4. Model 2B56 in Various Multichannel Applications 

many others that are possible. There is, however, a thermal 
limit in that a single temperature sensor must accurately moni- 
tor the temperature of a number of sets of input terminals. 
The actual channel limit will thus be determined by the allow- 
able error and the degree to which all the inputs can be held 
at the same temperature. 


Figure 5 shows the application of the 2B56 to the output of 
the 2B 5 4 Four-Channel Isolator. More than one 2B54 can be 
served by the same 2B56 by using the built-in output switches 
of the 2B54 to connect several isolators to one output line. 
Note that the values of the gain-setting resistors for the 
2B54 and 2B56 are the same, since both have the same gain 
formula. This permits very simple reconfiguration when the 
system must be tailored for new applications. 



Figure 5. Four-Channel Thermocouple Temperature Measure- 
ment with Cold Junction Compensation 
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ANALOG 

DEVICES 


Low Cost, Two- Wire 
Temperature Transmitter 


MODEL 2B57 


FEATURES 
Low Cost 

Compatible with Standard 4-20mA Loops 
Low Span Drift: ±0.005%/° C max 
Low Nonlinearity: ±0.05% max 
RFI Immunity 

Small Size: 1.5" X 1.5" X 0.4" 
APPLICATIONS 

Temperature Monitoring and Control 
Remote Temperature Sensing 
Process Control Systems 
Energy Management Systems 


GENERAL DESCRIPTION 

The model 2B57 is a low cost, two-wire temperature trans- 
mitter designed to interface with Analog Devices’ ADS 90 
temperature transducer and produce a standard 4 to 20mA 
output current proportional to the measured temperature. 

The 2B57 can also be interfaced with Analog Devices’ ADS 92 
temperature transducer when user calibrated. The 2BS7 
features a low span drift of ±0.00S%/°C max, a high linearity 
(±0.0S% max) and high noise immunity to assure measure- 
ment accuracy in harsh industrial environments. 

The transmitter accommodates the ADS 90 temperature meas- 
urement range of -SS°C to +1S0°C. Both zero and span ad- 
justments are provided to trim the range for input measure- 
ment spans between 20°C and 20S°C. The transmitter out- 
put of 4 to 20mA and a wide range of power supply voltages 
make the 2BS7 compatible with standard two-wire control 
loops. 

The basic package is a small (l.S" X l.s" X 0.4"), rugged, 
epoxy encapsulated module. For applications requiring pro- 
tective housing, the 2BS7 is available in a versatile metal case. 

APPLICATIONS 

The 2BS7 has been specifically designed to provide low cost, 
accurate and reliable temperature measurement in any applica- 
tions below +150°C in which conventional electrical tempera- 
ture sensors and transmitters are currently employed. 

Industrial applications in process control and monitoring sys- 
tems include chemical, petroleum, food processing, power 
generation and a wide variety of other industries. 



In multipoint energy management applications, low cost and 
small size combine to make the AD590 and 2B57 ideal for 
mounting in standard utility or thermostat boxes for remote 
temperamre sensing. 

DESIGN FEATURES AND USER BENEFITS 
RFI Noise Immunity; The transmitter incorporates RFI fil- 
tering circuitry to assure protection against radio frequency 
interference. 

Low Cost: The low cost of the 2B57 transmitter and two-wire 
operation reduce total system installation cost, 
linear Output: The transmitter output is linear with tempera- 
ture, thus eliminating the need for linearizing circuitry. 
Standard Loop Compatibility: The two-wire output structure 
conforms to the Instrument Society of America Standard 
ISA-S50.1 “Compatibility of Analog Signals for Electronic 
Industrial Process Instruments.’’ 
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(typical @ +25° C and Vs = +24V dc, unless otherwise noted) 


MODEL 

2B57A 

INPUT SPECIFICATIONS 

Sensor Type* 

Maximum Temperature Measurement Range 
Minimum Input Span (for a 4-20mA Output) 

Zero Adjustment Range 

Input Protection^ 

Open Input Detection 

AD590 

-55°Cto+150°C 

20°C 

-55°C to +60°C 
+50V dc 

Upsede 

OUTPUT SPECIFICATIONS 

Output Span 

Minimum Output Current 

Maximum Output CXirrent 

Load Resistance Range 

Equation 
@ +24V Supply 

Output Protection^ 

4 to 20mA 

2.5mA 

26mA 

RlmAX = (VsuPPLY — 12V)/20mA 

0 to 600n max 
+50V dc 

NONLINEARITY (% of Span) 

±0.02% typ (±0.05% max) 

ACCURACY 

Warm-Up Time to Rated Performance 

Total Output Error, without External Trims^ 

Zero 

vs. Ambient Temperature (-30°C to +85°C) 
Span 

vs. Ambient Temperature (-30°C to +85°C) 

1 min 

±0.2% typ.(±0.5% max) 

±0.005%/°C typ (±0.01%/°C max) 
±0.2% typ (±0.5% max) 

±0.001%/°C typ (±0.005%/°C max) 

RESPONSE TIME, to 90% of Span 

0.15 sec 

POWER SUPPLY 

Voltage, Rated Performance 

Voltage, Operating 

Supply Change Effect, % of Span 
on Zero 
on Span 

+24V dc 

+12Vto+50V dc 

±0.005%/V 

±0.001%A/’ 

ENVIRONMENTAL 

Temperature Range, Rated Performance 

Storage Temperature Range 

Relative Humidity, to +40°C 

RFI Effect (5W @ 420MHz @ 3 ft) 

Error, % of Span 

-30°Cto+85°C 
-55°Cto +100°C 

0 to 90% 

±0.5% max 

CASE SIZE 

1.5" X 1.5" X 0.4" 


NOTES 

' AD590 produces an output current proportional to absolute temperature (1 mA/°K). 
^Protected for any combination of input and output pins. 

^ Accuracy is speciHed as a percent of output span (16mA) for an input range of -55°C 
, to -t-lSO^C. Accuracy spec includes combined effects of transmitter repea^ility, 
hysteresis, and linearity. Does not include sensor error. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 


1.51 

-(38.3)- 

MAX 




T 0.20 (5^8) MIN 
^ 0.25 (6.35) MAX 


“ 0.4 

(10.41) 

MAX 


0.04(1.02) 

DIA 



MOUNTING CARD 


AC1583 OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 



I ^ 0.093 






The AC1583 mounting card is avail- 
able to assist in applying the 2B57. 
The AC1583 is suitable for mounting 
in a standard l" X 4" thermostat 
or electrical boxes. It includes screw 
terminals for field wiring, provisions 
for plugging in the 2B5 7 and ADS 90, 
and 5kn span and zero adjustment 
pots. 
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FUNCTIONAL DESCRIPTION 

The 2B57 transmitter converts the output of an AD590 tem- 
perature transducer to a current output within a span of 4 to 
20mA. The transmitter includes input protection and filtering 
circuitry, an amplifier, voltage regulator, precision voltage 
reference and an output current generator. 

A precision voltage reference, resistor network, and span and 
zero adjusts are used in conjunction with a low current drain 
amplifier to scale output signal of the AD590. The amplifier 
drives a current generator which controls output current (Fig- 
ure 1). 



Figure 1. Model 2B57 Functional Block Diagram 


Input power and output signal are transmitted over the same 
two leads. The load resistance is connected in series with a dc 
power supply, and the current drawn from the supply is the 
4 to 20mA output signal. The maximum series load resistance 
depends on the supply voltage and is given by Rlmax = (+Vs 
-12V)/20mA. A wide range of power supply voltages may be 
used (see Figure 2). 



Figure 2. Maximum Load Resistance vs. Power Supply 


THE SENSOR 

The AD 5 90 is a calibrated two terminal temperature sensor 
producing a current in microamperes (IjuA/^K) that is linearly 
proportional to absolute temperature for temperatures from 
-55°C to +150°C. The AD590 sensor is available in a hermet- 
ically sealed TO-52 transistor package, a miniature flat-pack, 
chip form and stainless steel probes (AC2626). The sensor 
construction assures reliable isolation from ground. 

The AD590 is available in several accuracy grades, as shown in 
Table I. The grade selection will depend on whether the device 
is used uncalibrated or with calibration at a single value. For 
greater accuracy (in any grade), the device may be calibrated 
at two points. 


Applying the 2B57 

TABLE I. AD590 ACCURACY SPECIFICATIONS 
(MAX ERROR) 


Conditions 


Max Error (±°C) 


Grade 

I 

J 

K 

L 

M 

Error at 25 C, as delivered 

10.0 

5.0 

2.5 

1.0 

0.5 

Errors over the -55 C to +150 C range; 
Without external calibration 

20.0 

10.0 

5.5 

3.0 

1.7 

with error nulled at 25°C only 

5.8 

3.0 

2.0 

1.6 

1.0 

Nonlinearity 

3.0 

1-5 

0.8 

0.4 

0.3 


OPERATING INSTRUCTIONS 

Model 2B57 is factory calibrated to ±0.5% accuracy for a 
maximum sensor measurement range of -55°C to +150°C 
(205°C span) with Rspan and Rzero resistor values as shown 
in Figure 3. For this input range 4mA output corresponds to 
an AD590 temperature of -55°C and 20mA to +150^C. The 
span and zero adjustments can be used to accommodate other 
input ranges. 

Rspan Rzero 


I LOAD, 

Figure 3. Model 2B57 Basic Application 

Span Adjustment: The value of the span setting resistor 
Rspan i* determined by: 

Rspan (J^)=f — 1 -58ion 

iVAN \io-®AXSPAN/ 

where SPAN is a desired measurement span in °C. For ex- 
ample, for a measurement span of 100 C Rspan 

( ^ — I _ 5 g 2 Qj 2 = 6.19kJ2. If a span accuracy 

\10-®AX100/ 

of ±0.5% if desired, the value of the Rspan resistor should be 
accurate to ±0.1%. 

Zero Adjustment: Zero adjustment must be performed after 
installation of the Rspan resistor. To select Rzero AD 5 90 

or a calibrated current source may be used as an input to the 
2B57. If an AD590 is used, it must be maintained at the de- 
sired reference temperature. A resistance decade box is 
inserted between pins 1 and 2 of the 2B57. The decade box 
is adjusted to produce an output corresponding to the selected 
reference temperature. For example, for a sensor measure- 
ment range of 0 to 100°C and an AD590 at 0°C, the RzERO 
is adjusted for an output current of 4mA. If a current source 
is used, its output must equal the AD590 output at the se- 
lected reference temperature. For example, at 0°C the current 
source output must equal 273.2iuA. 

Sensor Calibration Trim; The sensor calibration error is the 
major contributor to maximum total error in all AD 5 90 
grades. To trim this error the temperature of the AD590 is 
measured by a reference temperature sensor and Rzero i* 
trimmed to the calculated value of the 2B57 output current at 
that temperature. A reference temperature at the midpoint 
in the span should be selected. 
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For best measurement accuracy over temperature, RzERO and 
RspaN should be trimmed with the AD590 at two known tem- 
peratures. For example, with the Rspan selected for a 100°C 
span and with the AD 5 90 at 0°C Rzero adjusted for a 4mA 
output. Rspan then trimmed for a 20mA output with the 
sensor at 100 C. Figure 4 illustrates a typical two-trim system 
accuracy. 



Figure 4. Typical Two-Trim Accuracy (AD590 and 2B57) 


OPTIONAL PACKAGING CONFIGURATION (2B57A-1) 

The 2B57 is available mounted in an aluminum case including 
screw terminals for connecting an external sensor and power. 
This versatile housing may be surface mounted in racks, cabi- 
nets, NEMA enclosures, etc., or snapped onto standard relay 
tracks. The 2B57 in a metal housing is calibrated for a -55°C 
to +150 C measurement range and may be ordered by speci- 
fying model 2B57A-1. Price: 2B57A-1 - $95 (1-9), $68 (100s), 

TRANSMITTER HOUSING OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 




Refer to operating instructions section for suggested method 
of calibration. 

AC2626 PROBE (AD590 PACKAGING OPTION) 

The AC2626 is a stainless steel tubular probe measuring 3/16 
inch (4.76mm) in outside diameter and is available in 6 inch 
(152.4mm) or 4 inch (101.6mm) lengths. Based on the 
AD590F, the probe is available in linearity grades of 0.3°C, 
0.4° C, 0.8°C or 1.5°C and is compatible with the 2B57 
transmitter. The mechanical outline of the AC2626 is shown 
below. 


The probe is designed for both liquid and gaseous immersion 
applications as well as temperature measurements in refrig- 
eration or any general temperature monitoring applications. 

AC2626 MECHANICAL OUTLINE 
Dimensions shown in inches and (mm). 


3/16 STAINLESS STEEt TUBING 
FILLED WITH THERMALLY CONDUCTIVE EPOXY 


3/16 

(4.76) 


:c 


3 FT. (914.4) ±1 (25.4) 
#24 STRANDED WIRE 
TEFLON INSULATED 



AC2629 STAI NLESS STEEL TYPE 316 
COMPRESSION FITTING (See Note 3) 


PIPE THREAD 1/8 



NOTE 1 Probes ere available in 4-Inch or 6-inch lengths. Other 

lengths are available; consult factory for price and delivery. 

NOTE 2 * lead wire is color coded; J, yellow; K, orange; L, blue; M, green. 
NOTE 3 When essembling compression fitting (AC2629) to probe, 
tighten the 1/2" nut 3/4't of a turn from finger tight. 
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ANALOG 

DEVICES 


Two- Wire, Linearized RTD 
Temperature Transmitter 


MODEL 2B58 


FEATURES 
Platinum RTD Input 
Linearized 4-20mA Output 
High Accuracy: ±0.1% 

Low Drift: ±0.01°C/°C Max 
RFI Immunity 
Low Cost 
FM Approved 

APPLICATIONS 

RTD Temperature Transmission in: 
Process Control 
Factory Automation 
Energy Management 


GENERAL DESCRIPTION 

The model 2B58 is a high accuracy, two-wire temperature 
transmitter designed to accept a platinum RTD (Resistance 
Temperature Detector) input and produce a proportional 
standard 4-20mA output. The RTD signal is internally line- 
arized to provide an output which is linear with temperature. 
Four precalibrated ranges are available for RTD measurements 
from -100°C to +400° C. 

The 2B58 features high accuracy of 0.1%, low drift of 
±0.01°C/ C, high noise rejection and RFI immunity. Both 
two-wire and three-wire 100J2 sensors may be used. Lead wire 
compensation is provided for three-wire RTDs. The 2B58 is 
approved by Factory Mutual for intrinsically safe use in) 
hazardous locations. 

A rugged metal enclosure, suitable for field mounting, offers 
environmental protection and screw terminal input and output 
connections. This enclosure may be either surface or standard 
relay track mounted. 

APPLICATIONS 

The 2B58 has been specifically designed to provide high- 
performance two-wire transmission of nieasured temperatures 
using RTD sensors. 

Two-wire current transmission permits remote mounting of 
the transmitter near the sensor to minimize the effects of 
noise and signal degradation to which low level sensor outputs 
are susceptible. Transmission of the proportional current out- 
put may be accomplished by means of inexpensive copper 
wires. These factors make the 2B58 ideally suited for applica- 
tions where accuracy, stability, and low cost installation are 
desired. 



DESIGN FEATURES AND USER BENEFITS 
High Accuracy: The 2B58 offers high calibration accuracy, 
linearized output and conformity with the standard DIN 
43760 (a = 0.00385) RTD sensors. 

Low Cost; The 2B58 combines low price with a two-wire 
transmission, lowering total installation cost. 

High Noise Rejection: The transmitter features internal 
filtering circuitry to assure protection against RFI and line 
frequency pickup. 

Standard Loop Compatibility: The two-wire output structure 
conforms to the ISA Standard S50.1 “Compatibility of Ana- 
log Signals for Electronic Industrial Process Instruments”. 

Wide Operating Temperature Range: The 2B58 has been 
designed to operate over -30°C to +85°C ambient tempera- 
ture range. 
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(typical @+25° C and Vs = +24V dc unless otherwise noted) 


Model 2B58A 


INPUT SPECIFICATIONS 

Sensor Type 

Normal Mode Rejection 

Sensor Excitation Current 

Zero and Span Adjustment Range 

Platinum, lOOfl ® 0“C, a = 0.00385 
2 or 3 Wire 

S6dB @ 60Hz 

O.SmA 
±5% of Span 

OUTPUT SPECIFICATIONS 


Output Span 

4-20mA 

Minimum Output Current 

3.5mA, typ 

Maximum Output Current 

40mA, typ 

Load Resistance Range Equation 

Rl max = (+Vs - 16V)/20mA 

® +24V Supply 

0 to 4oon 

Output Protection' 

±60V 

ACCURACY 


Total Output Error’ 

±0.1% 

Stability vs. Ambient Temperature 


Zero, Measurement Range 01 through 03’ 

±0.01°C/°C max (±0.005°C/°C typ) 

Measurement Range 04’ 

±0.01°C/°C 

Span 

±0.005%/°C 

Stability vs. Time’ 

±50ppm/Month 

Lead Resistance Effect, to 400 per Lead 


Span Error 

±0.5% 

Warm-Up Time to Rated Performance 

3 Minutes 

INTRINSICALLY SAFE OPERATION 


Use in Class I, Division 1, 

FM Approved 

Groups A,B,C, and D Hazardous Locations 


RESPONSE TIME 


To 90% of Span 

0.4 sec 

POWER SUPPLY 


Voltage, Operating Range 

■fldVto +60V dc 

Supply Change Effect, % of Span 


on Zero 

±0.005%/V 

on Span 

±0.0 1%A^ 

ENVIRONMENTAL 


Temperature Range, Rated Performance 

-30'’C to +85®C 

Storage Temperature Range 

-55'’Cto+125°C 

Humidity, Effect^ 


Error 

±0.6% of Span 

RFI Effect (5W @ 470MHz @ 3 ft.) 


Error 

±0.5% of Span 

PHYSICAL 


Case Size 

4" X 3.25" X 1.25" 

Weight 

8 oz (227 g) 


NOTES 

' Protected for reverse polarity and for any input/output connection combination. 
^Accuracy is specified as a percent of output span <16mA). Accuracy spec includes 
combined effects of transmitter repeaubility, hysteresis and sensor linearization 
conformity. Does not include sensor error. 

^ See ordering information for measurement temperature ranges 01 through 04. 
^PcrMlL-STD-202E Method 103B. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS (MAX) 

Dimensions shown in inches and (mm). 


■4.015 (101.9)- 


0.24 

(6.1) 

i 

T 


®( 

ZERO SPAN 


2B58 


oo 

SPAN 

K I OUTPUl 

1 2 3 4 5 6 


© 


f 

.6^ 
1 .) 

A 


1.64 

(41.7) 


0.125 ±0.010 
(3.2 ±0.3) ■ 


©fi^ @ @ @ i||0 

© 


'^#6-32 SCREWS 

3.75 ±0.03 

• "(95.3 ±0.8) . 

HHNtHI 

h 





3.26 

(82.8) 


i 


1.28 

(32.5) 


-*A 1 -*— 


0.31 (7.9) 


ORDERING INFORMATION 

Example: Model 2B58A - - 1 - ^ 

i i ^ I 

Enter Model + 

2B58A 

Enter Housing 

1-Standard Enclosure 

Enter Sensor Type 

1-100J2 Platinum, a= 0,00385 

Enter Temperature Range 


01 Through 04 

Range in °C (°F) No. 

-100 to +100 01 

(-148 to +212) 

0 to +100 02 

(+32 to +212) 

0 to +200 03 

(+32 to +392) 

0 to +400 04 

(+32 to +752) 



STANDARD RELAY TRACK MOUNTING 


Model 2B58 may be conveniently 
mounted in a standard relay mounting 
channel (3.25 wide) such as Reed 
Devices Inc. (RDI) model 3TK2-6 or 
equivalent. 
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ANALOG 

DEVICES 


Low Cost, Two-Wire 
RTD Temperature Transmitter 


MODEL 2B59 


FEATURES 
Low Cost 

Standard RTD Input 
Linearized 4-20mA Output 
High Accuracy: ±0.1% 

Small Size 
Ease of Installation 

APPLICATIONS 

Temperature Monitoring and Transmission 
Energy Management Systems 


GENERAL DESCRIPTION 

The model 2B59 is a low cost temperature transmitter de- 
signed to accept an RTD sensor input and produce a 4-20mA 
output proportional to the measured temperature. The RTD 
signal is internally linearized to provide an output which is 
linear with temperature. The 2B59 is a true two-wire trans- 
mitter, with the same wiring used for power and output. The 
load resistance is connected in series with a dc power supply 
(+Vs) and the current drawn from the supply is the 4-20mA 
output signal. 

' The transmitter features high calibration accuracy of ±0.1%, 
Several factory-calibrated temperature measurement ranges 
are available for standard platinum and nickel-iron RTD 
sensors. Both zero and span user-accessible screwdriver ad- 
justments are provided for fine calibration after installation, 
if needed. 

The 2B59 is packaged in a small (1.2" X 1.5” X O.S”), rugged, 
epoxy encapsulated module and may be easily mounted by 
using a single screw. Connections to the transmitter are made 
via four color-coded leads using standard wire nuts. 

APPLICATIONS 

The 2B59 has been specifically designed to provide low cost, 
small size, ease of installation, and reliability in multipoint 
temperature monitoring applications. 

In energy management and control systems, the 2B59 may be 
mounted in standard l" X 4” utility or thermostat boxes in 
conjunction with a sensor and used for duct or room tem- 
perature sensing and transmission. 



CALIBRATION 

The 2B59 is factory calibrated to provide zero and span ac- 
curacy of ±0.1% of span. Should field calibration of the 2B59 
to the specified range be desired, the following procedure is 
recommended: 

1. Connect the transmitter as shown in Figure 2. Substitute 
a resistance standard for the RTD and use a load resistor 
for the appropriate power supply voltage, as specified by 
the graph of Rload max vs. Vsupply (Figure 1). 

2. Determine minimum and maximum resistance values of 
sensor being used from standard resistance/temperature 
tables. (For example, for a 100 Pt sensor, a measurement 
range of 0 to +100°C corresponds to the resistance range 
of lOO.On to 138.50n.) 

3. Connect required minimum input resistance standard. 
Adjust ZERO potentiometer, if necessary, to obtain an 
output of 4 ±0.0 16mA. 

4. Connect required maximum input resistance standard. 
Adjust SPAN potentiometer, if necessary, to obtain an 
output of 20 ±0.01 6mA, 

5. Repeat steps 3 and 4 until readings converge. 

An alternate method of calibration utilizing an RTD sensor 
would be to adjust the ZERO and SPAN potentiometers 
while alternatively maintaining the probe at the specified 
minimum and maximum measured temperatures. A precision 
thermometer, located at the temperature probe, should be 
used to provide an accurate point of reference. 
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(typical @+25°C and Vs = +24V unless otherwise noted) 


MODEL 

2B59A 

INPUT SPECIFICATIONS 


Sensor Type 


Platinum 

100f2@0C,a= 0.00385 

Nickel-Iron 

lOOOn, 200012 @ +21,1°C (+70‘ 


a = 0.00527 

Zero and Span Adjustment Range 

±3% of Span min 

Open Input Detection 

Upscale 

OUTPUT SPECIFICATIONS 


Output Span 

4-20mA 

Minimum Output Current 

3.4mA 

Maximum Output Current 

35mA 

Load Resistance Equation 

Rl max = (+Vs - 10V)/20mA 

@ +24V Supply 

0 to 70012 

ACCURACY 


Total Output Error* 

±0.1% 

Stability vs. Ambient Temperature 


Zero 

±0.015%/°C 

Span 

±0,005%/°C 

Warm-Up Time to Rated Performance 

1 min 

RESPONSE TIME 


To 90% of Span 

0.125ms 

POWER SUPPLY 


Voltage, Operating Range^ 

+ 10V to+35Vdc 

Supply Change Effect, % of Span 

±0.001%/V 

ENVIRONMENTAL 


Temperature Range, Rated Performance 

-25°C to +85°C 

Storage Temperature Range 

-55°Cto+125°C 

Humidity Effect 


Error, 90% RH @ +40° C 

±0,2% of Span 

PHYSICAL 


Case Size 

1.2" X 1.5" X 0.5" 


NOTES 

‘ Accuracy is specified as a percent of output span (16mA), Accuracy spec 
includes combined effects of transmitter linearity, repeatability and 
hysteresis. Does not include sensor error. 

* Protected for reverse polarity. 

Specifications subject to change without notice. 

ORDERING INFORMATION 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 




6.00(152.40) 

MIN 

_L 

SENSOR -l||l- 
-VSUPPLY — — 


0.1 (2.54) GRID 



VsuPPLY - VOLTS 


MODEL 2B59A - 0 - 1 - 01 


ENTER MODEL T ‘ ' 

2B59A 1 

ENTER ENCLOSURE 

0- MODULE 

ENTER SENSOR TYPE 

1- lOOnPt, a= 0.00385 

2- lOOOnNiFe, a = 0.00527 

3- 2000nNiFe,a = 0.00527 

ENTER TEMPERATURE RANGE 

01 through 06 ►AVAILABLE TEMPERATURE RANGES IN “F (°C) 

01 0 to +100 (-18 to +38) — Sensors 1 and 2 

02 +20 to +120 (-7 to +49) — Sensors 1, 2 and 3 

03 +50 to +150 (+10 to +66) — Sensors 1 and 2 

04 +32 to +212 (0 to +100) — Sensors 1, 2 and 3 

05 -30 to +130 (-34 to +54) — Sensor 3 

06 +200 to +400 (+93 to +204) — Sensor 3 


Figure 1. RlOAD vs. V SUPPLY 


2WIRE 

RTD 



Figure 2. Basic Appiication 


(Consult factory for aidcditional ranges.) 
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ANALOG 

DEVICES 


The Complete 
Signal Conditioning I/O Subsystem 

3B Series 


FEATURES 

Low Cost, Completely Integrated 16-Channel Modular 
Signal Conditioning Subsystem 
Wide Selection of Functionally Complete Input and 
Output Plug-In Modules, 

Rugged Industrial Chassis, Rack or Surface Mounted 
On-Board Power Supplies Available 
Analog Input Modules Available for Direct Interface to a 
Wide Variety of Signal Sources 
Thermocouples, RTDs, Strain Gages, 

Millivolt and Voltage Sources, 

4-20mA/0-20mA Process Current Inputs 
Current Output Modules 
4-20mA/0-20mA Outputs 
Complete Signal Conditioning Function 
Input Protection, Filtering, Amplification, 

Galvanic Isolation to ± 1500V, 

Wide-Range Zero Suppression, 

High Noise Rejection and RFI/EMI Immunity, 
Simultaneous Voltage and Current Outputs 

GENERAL DESCRIPTION 

The 3B Series Signal Conditioning I/O Subsystem provides a 
low cost, versatile method of interconnecting real world analog 
signals to a data acquisition, monitoring or control system. It is 
designed to interface directly to analog signals such as ther- 
mocouple, RTD, Strain Gage, or AD590/AC2626 solid state 
temperature sensor outputs or millivolt or process current signals 
and convert the inputs to standardized analog outputs compatible 
with high level analog I/O subsystems. 

The 3B Series Subsystem consists of a 19" relay rack compatible 
universal mounting backplane and a family of plug in (up to 16 
per rack) input and output signal conditioning modules. Eight 
and four channel backplanes are also available. Each backplane 
incorporates screw terminals for sensor inputs and current outputs 
and a connector for high level single ended outputs to the user’s 
equipment. 

The input and output modules are offered in both isolated 
(± 1500V peak) and nonisolated versions. The input modules 
feature complete signal conditioning circuitry optimized for 
specific sensors or analog signals and provide high level analog 
outputs. Each input module provides two simultaneous outputs: 

0 to lOV (or ± lOV) and 4-20mA (or 0-20mA). Output modules 
accept high level single ended signals and provide an isolated or 
nonisolated 4-20mA (or 0-20mA) process signal. All modules 
feature a universal pin-out and may be readily “mixed and 
matched” and interchanged without disrupting field wiring. 

Each backplane contains the provision for a subsystem power 
supply. The 3B Series Subsystem can operate from a dc/dc 
converter or ac power supply mounted on each backplane or 
from externally provided dc power. Two LEDs are used to 
indicate that power is being applied. 



conditioning problems in measurement and control applications. 
Some typical uses are in mini- and microcomputer based systems, 
standard data acquisition systems, programmable controllers, 
analog recorders, dedicated control systems, and any other ap- 
plications where monitoring and control of temperature, pressure, 
flow, and analog signals are required. Since each input module 
features two simultaneous outputs, the voltage output can be 
used to provide an input to a microprocessor based data acquisition 
or control system while the current output can be used for 
analog transmission, operator interface, or an analog backup 
system. 

DESIGN FEATURES AND USER BENEFITS 
Ease of Use: Direct sensor interface via screw terminals, stan- 
dardized high level outputs, factory precalibration of each unit 
and the modular design make the 3B Series Subsystem extremely 
easy to use. The subsystem features rugged packaging for the 
industrial environment and can be easily installed and 
maintained. 

High Protection and Reliability: All field wired terminations 
offer 130V or 220V rms normal mode protection. To assure 
connection reliability, gold plated pin and socket connections 
are used throughout the system. The isolated modules offer 
protection against high common mode voltages and are designed 
to meet the IEEE Standard for Transient Voltage Protection 
(472-1974: SWC). 

High Performance: The high quality signal conditioning features 
±0.1% calibration accuracy and chopper-based amplification 
which assures low drift (± lp,V/°C) and excellent long term 
stability. For thermocouple applications, high accuracy cold 
junction sensing is provided in the backplane on each channel. 
Low drift sensor excitation is provided for RTD and strain gage 
models. For RTD models, the input signal is linearized to provide 
an output which is linear with temperature. 


APPLICATIONS 

The Analog Devices 3B Series Signal Conditioning Subsystem is 
designed to provide an easy and convenient solution to signal 


This four-page data summary contains key specifleations to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office . 
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FEATURES 

Wide Variety of Sensor Inputs 
Thermocouples, RTDs, Strain Gages, AD590/AC2626 
Dual High Level Outputs 
Voltage: 0 to + 10V or ± 10V 
Current: 4-20mA/0-20mA 
Mix and Match Input Capability 
Sensor Signals, mV, V, 4-20mA, 0-20mA 
High Accuracy: ±0.1% 

Low Drift: ±1p,V/°C 
Reliable Transformer Isolation: 

± 1500V CMV, CMR =160dB 

Meets lEEE-STD 472: Transient Protection (SWC) 

Input Protection: 130V or 220V rms Continuous 
Low Cost Per Channel 

GENERAL DESCRIPTION 

Each input module is a single channel signal conditioner that 
plugs into sockets on the backplane and accepts its signal from 
the input screw terminals. All input modules provide input 
protection, amplification and filtering of the input signal, accuracy 
of ±0.1%, low drift of lp.V/°C (low level input modules), and 
feature two high level analog outputs that are compatible with 
most process instrumentation. The isolated input modules also 
provide ± 1500V isolation. 



The choice of a specific 3B module depends on the type of 
input signal and also whether an isolated or nonisolated interface 
is required. Input modules are available to accept millivolt, volt, 
process current, thermocouple, RTD, strain gage, and AD590 
inputs. The voltage output of each module is available from the 
voltage I/O connector while the current output is available on 
the output screw terminals. 


THERMOCOUPLE INPUT MODEL 3B37 

The isolated thermocouple models incorporate cold junction 
compensation circuitry which provides an accuracy of ±0.5°C 
over the +5°C to +45°C ambient temperature range. Open 
thermocouple detection (upscale) is also provided with the ther- 
mocouple models. Standard models are available with factory 
calibration for thermocouple types J, K, T, E, R, S and B. 
However, if another thermocouple type or a special range is 
desired, the 3B37-X-00 and ranging card, AC1310, can be used 
to satisfy the requirement. All screw terminal connections have 
at least 130V rms protection. 

RTD INPUT MODELS 3B14, 3B15, 3B34 

Each RTD model provides a sensor excitation current of 0.25mA 
and produces an output signal that is linear with temperature 
with a conformity error of ±0.05% of span and accuracy of 
±0.1% span.. The lead resistance effect for the three models is 
±0.02°C/I1 for the 3B14 and the 3B34, and ± .00001°C/0 for 
the 3B15. All excitation input and output screw terminal con- 
nections have at least 130V rms protection. 

STRAIN GAGE INPUT MODEL 3B16 

Model 3B16 is designed to accept inputs from full four arm 
bridge strain gage-type transducers. The 3B16 provides a constant 
■f lOV bridge excitation and can be used with a bridge resistance 
of 300n or greater. All excitation input and output screw terminal 
connections have 130V rms protection. 

WIDEBAND STRAIN GAGE MODEL 3B18 

Model 3B18 is designed to accept inputs from full four arm 
bridge strain gage-type transducers. The 3B18 provides a switch 
selectable excitation of -I- 3.3V or -I- lO.OV and can be used with 
lOOn to lOOOfl strain gage bridges. The module has a 20kHz 
bandwidth to interface to dynamic signals. 

MILLIVOLT AND VOLTAGE INPUT MODELS 3B10, 
3B11, 3B30, 3B31 

Models 3B10 and 3B11 are nonisolated modules that accept 


millivolt and voltage signals respectively; Models 3B30 and 
3B31 are isolated modules that accept millivolt and voltage 
signals respectively. All screw terminal connections have at least 
130V rms protection. 

WIDEBAND MILLIVOLT AND VOLT INPUT 
MODELS 3B40, 3B41 

Models 3B40 and 3B41 are isolated modules that accept millivolt 
and voltage signals respectively. The modules have a lOkHz 
bandwidth to interface to dynamic signals. All screw terminal 
connections have at least BOV rms protection. 

CURRENT INPUT MODELS 3B12, 3B32 

Models 3B12 and 3B32 are nonisolated and isolated modules 
respectively that accept process current signals. Both models use 
a lOOn sensing resistor that is mounted on backplane terminals 
2 and 3. All screw terminal connections have at least BOV rms 
protection. 

AD590 INPUT MODEL 3B13 

Model 3BB accepts an AD590 as its input signal. Sensor excitation 
is provided and a 2kn sensing resistor is mounted on backplane 
terminals 2 and 3. All excitation input and output screw terminal 
connections have BOV rms protection. 

AC INPUT MODELS 3B42, 3B43, 3B44 

Models 3B42, 3B43 and 3B44 are designed to accept ac signals 
from 20mV to 450V rms. The modules are rms calibrated for 
sinusoidal inputs, such as ac power lines. All screw terminal 
connections have at least BOV rms protection. 

FREQUENCY INPUT MODELS 3B45, 3B46 

Preliminary models 3B45 and 3B46 are designed to accept fre- 
quency input signals from 25Hz to 25kHz. User selectable 
thresholds of 1.6V and OV (for zero crossing) are available. All 
screw terminal connections have at least BOV rms protection. 
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Output Modules 


FEATURES 

High Level Voltage Input (0 to +10V, ±10V) 

Process Current Output |4-20mA/0-20mA) 

High Accuracy: ±0.1% 

Reliable Transformer Isolation: ± 1500V CM V, CMR = 
90dB 

Meets lEEE-STD 472: Transient Protection (SWC) 
Output Protection: 130V or 220V rms Continuous 
Reliable Pin and Socket Connections 
Low Cost Per Channel 


GENERAL DESCRIPTION 

Each output module accepts a high level analog signal from the 
system connector and provides a current output on the output 
screw terminals. When a +24V loop supply is used, loads up to 
850fl can be driven. If desired, + 15V can be used to power the 
output modules with a smaller load (up to 4000). Each output 
module features high accuracy of ±0.1%. If isolation is required, 
the 3B39 provides ± 1500V peak common mode voltage isolation 
protection. 

NONISOLATED OUTPUT MODEL 3B19 

The 3B19 output module accepts a 0 to + lOV or ± lOV input 
signal and converts it to a proportional current output. Output 



ranges are jumper selectable for either 0 to 20mA or 4 to 20mA. 
The current output is protected to 130V rms continuous. 


ISOLATED OUTPUT MODEL 3B39 

Model 3B39 is an isolated module that accepts a 0 to + lOV or 
± lOV input signal and converts it to a proportional current 
output. Output ranges are jumper selectable for either 0 to 
20mA or 4 to 20mA. Input to output isolation is fated to 1500V 
pk continuous. 



FEATURE 

4, 8, or 16-Channel Versions Available 
ac or dc Power Supply Options 


GENERAL DESCRIPTION 

The three backplane models, 3B01, 3B02 and 3B03 are designed 
for 16, 8 and 4 channels, respectively, to give users the flexibility 
to match the size of a system to specific applications. The sixteen 
channel backplane can be mounted in a 19" x 5.25" panel space. 
The backplanes can be surface mounted, mounted on a rack or 
mounted in a NEMA enclosure. 

POWER SUPPLY 

The 3B Series Subsystem can operate from a common ac power 
supply or dc/dc ( + 24V input) power supply mounted on the 
backplane or an externally provided ± 15V and +24V supply. 
The power supply is bussed to all signal conditioners in the 
system. The current consumption is a function of the modules 
that are actually used. 


Backplanes 
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3B Series Subsystem Specifications 

INPUT MODULES 

Input Types 

Thermocouples: J, K, T, E, R, S, B 
RTDs: lOOn Platinum (linearized) 

Strain Gage Transducers: 

±30mV and ±100mV spans 
Solid State Temperature Transducers: 

AD590 or AC2626 

DC Voltage: ± lOmV, ± 50mV, ± lOOmV 
±1V, ±5V,±10V 
DC Current: 4 ta 20mA, 0 to 20mA 

Outputs (Simultaneous) 

0 to + lOV or ± lOV and 
4 to 20mA or 0 to 20mA 

Performance 
Accuracy: ±0.1% of span 
Nonlinearity: ±0.01% of span 
Bandwidth: 3Hz ( — 3dB) 

Isolated Modules 
Common Mode Voltage, 

Input to Output: ± 1500V pk continuous 
Transient Protection: Meets lEEE-Std 472 (SWC) 
Normal Mode Input Protection: 220V rms 
continuous 

Current Output Protection: 130V rms 
continuous 

Common Mode Rejection @ 50Hz or 60Hz: 
160dB 

Normal Mode Rejection @ 50Hz or 60Hz: 

60dB 

Nonisolated Modules 
Common Mode Voltage: ±6.5V 
Normal Mode Input Protection: 130V rms 
continuous 

Current Output Protection: 130V rms 
continuous 

Common Mode Rejection @ 50Hz or 60Hz: 

90dB 

Normal Mode Rejection @ 50Hz or 60Hz: 

60dB 


OUTPUT MODULES 
Input 

Oto +10Vor ±10V 

Output 

4 to 20mA or 0 to 20mA 


Specifications subject to change without notice., 


Performance 

Accuracy: ±0.1% of span 

Nonlinearity: ±0.01% of span 

Isolated Module 
Common Mode Voltage, 

Input to Output: ± I500V pk continuous 
Current Output Protection 
Transient: Meets lEEE-Std 472 (SWC) 
Continuous: 220V rms 

Nonisolated Module 
Current Output Protection: 130V rms 
continuous 


BACKPLANES 

Channel Capacity 
3B01: 16 channels 
3B02: 8 channels 
3B03: 4 channels 


POWER SUPPLIES 

Backplane Mounted: 

100, 115, 220, 240V ac, 50/60Hz 
or +24V dc 
External Power Option 
±15V dc and +24V dc 


MECHANICAL 

Input or Output Modules: 

3.150" X 0.775" X 3.395" 

(80.0mm x 19.7mm x 86.2mm) 
Backplanes: 

3B01: 17.40" x 5.20" x 4.37" 

(442.0mm x 132.1mm x 111.1mm) 
3B02: 11.00" x 5.20" x 4.37" 

(279.4mm x 132.1mm x 111.1mm) 
3B03: 7.80" x 5.20" x 4.37" 

(198.1mm x 132.1mm x 111.1mm) 


ENVIRONMENTAL 

Temperature Range, Rated Performance: 

-25'’C to +85°C 
Storage Temperature Range: 

-55°C to +85°C 

Relative Humidity: Conforms to MIL-STD 202, 
Method 103 

RFI Susceptibility: ±0.5% span error, 

5W @ 400MHz @ 3 ft. 
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ANALOG 

DEVICES 


Alarm Limit Subsystem 
4B Series 



WIDE CHOICE OF 
POWER SUPPLY OPTIONS 


RELIABLE GOLD PLATED 
■ PIN AND SOCKET CONNECTORS 

INDUSTRIAL SCREW TERMINALS 
FOR PROCESS CURRENT INPUTS 


RIBBON 

HIGH LEVEL VOLTAGE 
INPUTS 


COMPLETE ALARM FUNCTION 
PER MODULE 


FEATURES/BENEFITS 

• Low Cost, Completely Integrated 12-Channel Modular 
Alarm Limit Subsystem 

Selection of Alarm Limit Modules 

Rugged Industrial Chassis, Rack or Surface Mounted 

On-Board Power Supplies Available 

• Alarm Modules Accept High Level Voltage and Process 
Current Inputs 

• Complete Alarm Function per Module 

High Accuracy of ±0.1% 

Two'Set Points, Adjustable Over 100% Span 
Dead Band Adjustment per Set Point, Adjustable 
Over 0.5%-10.0% Span 

Alarm Types are Configurable for HI or LO Operation 
Two Relay Outputs 

Three Digit Display Indicates Set Points and Process 

Variable as a Percent of the Input Span 

LED per Set Point Provides Local Alarm Indication 

Input Protection 

High RFI/EMI Immunity 

• Specifications Valid Over the 0 to +70°C Temperature 

Range 

• Easy to Install, Calibrate and Service 

Direct Connections to Industrial Screw Terminals 
Modules Removable without Disturbing Field Wiring 
or Power 

Front Panel Set Point and Dead Band Adjustments 

• Convenient Connection to User's Equipment 

Interfaces Directly to Analog Output Subsystems 
Used for Single Board Computer Interfaces 
Universal Adapter Board Allows Easy Interface 
to Any Equipment 


GENERAL DESCRIPTION 

The 4B Series Alarm Limit Subsystem is a low cost method of 
providing adjustable alarm limits to a variety of process sensors 
and transducers. It has been designed as a companion product 
to the 3B Series Signal Conditioning Subsystem, which interfaces 
directly to a variety of process sensors and transducers and 
converts the inputs to standardized high level analog outputs. 
The Alarm Limit Subsystem accepts the high level output from 
the 3B Series Subsystem or any other transmitter and provides 
fully independent HI and LO relay outputs. 

The subsystem consists of a 19" relay rack compatible universal 
mounting backplane and a family of plug-in (up to 12 per rack) 
alarm limit modules. A four channel backplane is also available. 
The modules, designed for voltage or current inputs, can be 
readily mixed and matched and interchanged without disturbing 
field wiring. Each backplane incorporates screw terminals for 
field wiring and a connector for high level single ended inputs 
from the user’s equipment. 

Each alarm module has two set points which are fully adjustable 
over the 100% span. It will accept a standardized high level 
analog input and will provide one or two ON/OFF outputs. The 
allowable input ranges are ± lOV, 0 to + lOV, 4-20mA and 0- 
20mA. All input types can be connected to either the voltage 
input connector or the input screw terminals. 

The two set points within each module can be user configured 
with push-on jumpers for HI-LO, HI-HI or LO-LO use. If 
only one limit per channel is desired, the module can be used in 
a HI or LO state. The value of each set point and the process 
variable can be viewed with a 3 digit display which is controlled 
with a rotary switch. Each set point has an adjustable dead band 
(hysteresis) which can be adjusted up to 10% of span and can be 
used to eliminate nuisance alarms. 


This two-page data summary contains key specifications to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 
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DESIGN FEATURES AND USER BENEFITS 

Direct interface via screw- terminals or ribbon cable, two screw- 
driver adjustable set points per module, adjustable dead band 
per set point, a three digit display that indicates the value of the 
process variable and set points, and the modular design make 
the 4B Series Subsystem extremely easy to use. The subsystem 
features rugged packaging for the industrial environment and 
can be easily installed and maintained. 

All input screw terminals offer 130V rms normal mode protection. 
Connection reliability is assured by gold plated pin and socket 
connectors. The high quality alarm modules feature ±0.1% 
accuracy and a low drift with temperature ( ± 0.005%/°C). 

APPLICATIONS 

The Analog Devices’ 4B Series Alarm Limit Subsystem is designed 
to provide an easy and convenient solution to alarm/annunciation 
problems in measurement and control applications. In a typical 
application, the 4B Series Alarm Subsystem provides alarm 
indication for any sensor input when used with the 3B Series 
Signal Conditioning Subsystem. The 3B Series interfaces directly 
to sensors and converts the inputs to the standardized high level 
analog signal that the 4B Series alarms. This modular approach 
provides a very flexible means to alarm indication since the 
same 4B module can be used to alarm a variety of sensors when 
used with the appropriate 3B module. The 4B Series can also 
provide alarm indication or ON/OFF control when used with 
field transmitters or any other device that provides a process 
current or high level voltage output. 

FUNCTIONAL DESCRIPTION 

Each alarm module is a single channel unit that plugs into sockets 
on the backplane and accepts its signal from either the input 
screw terminals or the voltage input connector. All alarm modules 
provide input protection, filtering of the input signal, accuracy . 
of ±0.1% and feature two relay outputs that are capable of 
driving loads up to 3 A. 

The choice of a specific 4B module depends on whether the 
input signal is a high level voltage or a process current. The 
voltage inputs can be connected to a 4B module by either the 
input screw terminals or the voltage input connectors. Process 
currents can also be connected through either the screw terminals 
or the voltage input connector, but must use a sensing resistor. 
The current input models are shipped with the required sense 
resistor, which is to be installed on the input screw terminals. 

The transfer function provided by each alarm module is: 

Inputs: High level voltage or process current 
Outputs: Two independent ON/OFF Relay Outputs 

Figure 1 shows a functional diagram for the model 4B10 alarm 
limit module which has been configured for HI-LO operation. 
The high level voltage input signal is filtered and compared 
against both set points. If the process variable is above the HI 
limit or below the LO limit, the appropriate relay is turned on. 
Each set point has an adjustable dead band (0.5%-10.0% span), 
which is used to eliminate nuisance alarms. Dead band is the 
amount of signal change necessary, after an alarm has occurred, 
to return an alarm to its original condition. As an example, if 
the HI limit is set at 75% of span and the dead band is 2%, the 
alarm will turn on when the process variable is at 75% and will 
not turn off until the process variable falls to 73%. For a LO 
limit configuration, the dead-band relationship is reversed and 
the alarm would not turn off until the process variable has risen 
above the sum of the LO set point value and the dead-band 
value. 

Each set point has an LED which turns on when an alarm 
condition occurs and provides local alarm indication. 



Figure 1. 4B10 Functional Block Diagram 

The alarm status of both limits can be read externally from the 
digital I/O connector. When an alarm state exists which is TTL 
active high on the readback pins, the relay can be turned off 
with an external override signal (TTL active low) that connects 
to the digital I/O cpnnector. The readback/override feature 
allows for external monitoring of the alarm states as well as for 
external control or alarm acknowledgement. When an override 
signal is used, the readback feature reads the alarm state and 
not the relay input signal so that the state of the process variable 
can still be monitored. 


For the modules with a display, positive overload is indicated 
by I] J i]and negative overload is indicated by a C in the left 
most position. 

The 4B modules have five user programmable jumper options. 
Each unit can be configured for unipolar or bipolar inputs, both 
set points can be configured for HI or LO limit operation, and 
both relays can be configured for Normally Open (NO) or Normally 
Closed (NC) operation. These options allow the user to readily 
tailor the 4B units to his specific needs. For instance, if HI-HI 
operation were required, it is available by changing the appropriate 
jumpers. All modules are shipped from the factory configured 
for unipolar input, NO relay action, and HI-LO operation. 


4B MODULE SPECIFICATIONS 

(typical @ + ZS"!! and ± 15V, + 5V dc power) 

Model 4BI0,4B20 4B11,4B21 4B12,4B22 

Inputs' Oto + ioy, ±I0V 0-20mA 4-20mA 

Outputs (2 SPST Relays) 


Performance 

Accuracy^ 

Temperature Stability 
Bandwidth^ 

Normal Mode Input Protection 
Normal Mode Rejection (si 50Hz or 60Hz 
Input Resistance* 

Warm-Up Time to Rated 
Performance 
Features 

Two Set Points per Module 

Dead band per Set Point 

Relay Action 
Three Digit Display^ 

Alarm Status Readback 
External Override Signal 
Power Supply 

Voltage, Rated Performance 
Voltage, Operating 
Current* 

Sizc^ 

Environmental 

Temperature Range, Rated Performance 
Storage Temperature Range 
Relative Humidity, Conforms to MIL 
Sid 202, Method 103B 
RFI Susceptibility 


oto + ioy, ±iov 

Resistive Rating: 3A (cr 
120Vacor24Vdc 

±0.1% span 
± 0.005% span/°C 
5Hz(-3dB) 

130V rms 

20dB 

lOOMH 

3 Minutes 

Adjustable over 100% span 
by 25 turn potentiometers 
0.5%-10.0% span, adjustable 
by 1 turn potentiometer 
Field reversible by jumper change 
0-99.9% of input span 
TTL Level 
TTL Level 

±15V, +5V 

±12Vto±18V, +4.5Vto5.5V 
± 12mA, -b 150mA 
4.020" X 1.050" X 4.020" 

Oto +70°C 
-25“Cio +85X 

0 to 95% @ box, noncondensing 
± 0.5% span error, 
5Wa.M00MHz@3ft, 


NOTES 

'Voltage input range is jumper selectable. 

^Accuracy includes setability, repeatability, linearity, and hysteresis. Models 4B10, 4B11, and 4B12 have a quantization 
error of ± 1 digit. 

^Unipolar inputs only. Bipolar inputs have a bandwidth of lOHz ( - 3dB). 

‘Unipolar inputs only. Bipolar inputs have an input resistance of 400kn. 

^Only models 4B10, 4B11 and 4B12 have a three digit display. 

•Only models 4B10, 4B11 and 4B12. Models 4B20, 4B21 and 4B22 require ± 12niA for ± 15V and + 125mA 
from + 5V, 

'Only applies to models 4B10, 4Bn and 4B12. Models 4B20, 4B21 and 4B22 measure 4.020’’x 1. 050' x 3.530'. 
^Specifications same as 4B10, 4B20.. 

Specifications subject to change without notice. 
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Digital-to-Analog Converters 

Contents 

Page 

Selection Guides 

General Purpose 8-Bit DACs 10-3 

General Purpose 10-Bit DACs 10-4 

General Purpose 12-Bit DACs 10-5 

High Resolution DACs 10-6 

CMOS Multiplying DACs 10-8 

LOG DACs 10-11 

8-Bit /iP-Compatible DACs 10-12 

12-Bit /rP-Compatible DACs 10-14 

Video Display DACs 10-17 

Video Speed Current Output DACs 10-19 

Video Speed Voltage Output DACs 10-20 

General Information 10-21 

Specifications and Terms 10-22 

DAC1136/DAC1138 High Resolution 16- and 18-Bit DAC Modules 10-27 

DAC1146 Low Cost High Accuracy 18-Bit DAC Module 10-35 

MDD uitra-High-Speed Deglitched 8- and 10-Bit DAC Modules 10-39 

MDMS Ultra-High-Speed 8-, 10-, and 11 -Bit Multiplying DACs 10-43 


DIGITAL-TO-ANALOG CONVERTERS VOL II, 10-1 




VOL II, 10-2 DIGITAL-TO-ANALOG CONVERTERS 


Selection Guide 

Digital-to-Analog Converters 


General Purpose 8-Bit D/A Converters 


MSB LSB 



ADI 408/ADI 508 Page 

improved Replacement for Industry Standard Vol. I 

1408/1508 9-265 

Improved Settling Time: 250ns typ 
Improved Linearity: ±0.1% Accuracy Guaranteed 
Over Temperature Range (-9 Grade) 

High Output Voltage Compliance: + 0.5V to -5.0V 
Low Power Consumption: 157mW typ 
High Speed 2-Quadrant Multiplying Input: 4.0mA/p.s 
Slew Rate 

Single Chip Monolithic Construction 
Hermetic 16-Pin Ceramic DIP 



AD DAC-08 


Exact Replacement for Industry Standard DAC-08 
Fast (85ns typical) Settling Time 
Linearity Error ±1/4LSB (±0.1%) Guaranteed Over 
Full Temperature Range 

Wide Output Voltage Compliance: —10V to +18V 
Single Chip Monolithic Construction 
16-Pin Ceramic DIP Packaging 


Vol. I 
9-89 
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Selection Guide 

Digital-to-Analog Converters 

General Purpose 10-Bit D/A Converters 


DIGITAL LOGIC INPUTS 



AD DAC-100 

Complete Current Output Converter 
High Stability Buried Zener Reference 
Single Chip Monolithic Construction 
Wide Supply Range ±6V to ±18V 
Trimmed Output Application Resistors 
Fast Settiing - 225ns (8 Bits), 375ns (10 Bits) 
Guaranteed Monotonicity Over Full Operating 
Temperature Range 
TTL and DTL Compatible Logic Inputs 
Hermeticaly-Sealed 16-Pin Ceramic DIP (All Grades) 



AD561 

Complete Current Output Converter 
High Stability Buried Zener Reference 
Laser Trimmed to High Accuracy (1/4 LSB Max Error, 
AD561K, T) 

Trimmed Output Application Resistors for 0 to +10, 
±5 Volt Ranges 
Fast Settling - 250ns to 1/2LSB 
Guaranteed Monotonicity Over Full Operating 
Temperature Range 

TTL/DDT and CMOS Compatible (Positive True Logic) 
Single Chip Monoiithic Construction 
Hermetically-Sealed Ceramic DIP (All Grades) 


Page 

Vol. I 
9-287 


Vol. I 
9-43 
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General Purpose 12-Bit D/A Converters 


REF OUT Vcc 



AD565A Page 

Single Chip Construction Vol. I 

Very High Speed; Settles to 1/2LSB in 250ns max 9-57 

Full Scale Switching Time: 30ns 
High Stability Buried Zener Reference On Chip 
Monotonicity Guaranteed Over Temperature 
Linearity Guaranteed Over Temperature: 1/2LSB max 
(AD565AK, T) 

Guaranteed for Operation with ±12V Supplies 
Low Power: 225mW Including Reference 
Pin-Out Compatible with AD563, AD565 



AD566A 

Single Chip Construction Vol. I 

Very High Speed: Settles to 1/2LSB in 350ns max 9-65 

Full Scale Switching Time; 30ns 
Guaranteed for Operation with -12V Supply 
Monotonicity Guaranteed Over Temperature 
Linearity Guaranteed Over Temperature: 

1/2LSB max (AD566AK, T) 

Low Power: 180mW 

Pin-Out Compatible with AD562, AD566 



AD DAC80 SERIES 

Single Chip Construction Vol. I 

On-Board Output Amplifier 9-277 

Low Power Dissipation: 300mW 
Monotonicity Guaranteed Over Temperature 
Guaranteed for Operation with ±12V Supplies 
Improved Replacement for Standard DAC80 
High Stability, High Current Output Buried Zendr 
Reference 

Laser Trimmed to High Accuracy; ± 1/2LSB max 
Nonlinearity 

Low Cost Plastic Packaging 
Current Out Models and Voltage Output Models 
Available 



AD6012 

1/2LSB max Differential Linearity Error Over 
Temperature 

250ns Typical Settling Time 
Full Scale Current 4mA ' 

High Speed Multiplying Capability 
TTL/CMOS/ECUHTL Compatible 
High Output Compliance; -5V to -hlOV 
Complementary Current Outputs 
Low Power Consumption: 230mW 


Vol. I 
9-97 
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Digital-to-Analog Converters 

High Resolution D/A Converters 



m 6.3V REF OUT 
in +15V 
*221 GAIN ADJUST 
m SUMMING JUNCTION 
in COMMON 

nn -15V 
m +5V 

ni vouT 

~i7| BIT 16 
in bit 15 
17| BIT 14 
m BIT 13 


AD DAC71/AD DAC72 

16-Bit Resolution 
±0.003% Maximum Nonlinearity 
Low Gain Drift ±7ppm/°C 
0 to +70°C Operation {AD DAC71, AD DAC71H, 
AD DAC72C) 

— 25°C to -l-85°C Operation (AD DAC72) 

Current and Voltage Models Available 
Improved Second-Source 


Page 

Vol. I 
9-271 



ZERO 
71 ADJUST 
70 Sk SENSE 
69 CURRENT OUT 
68 10k SENSE 


63 REF IN 
52 REF OUT 


49 GAIN 
48 GAIN 
47 AMP OUT 
46 BIPOLAR 
OFFSET OUT 
44 AMP IN 


•DAC1138 0NLY 


DAC1136 

16-Bit Resolution and Accuracy 
Lovv Cost 

Nonlinearity 1/2LSB 

Settling to 1/2LSB (0.0008%) in 6ps 


DAC1138 

18-Bit Resolution and Accuracy (38pV, 1 Part in 
62,144) 

Integral Nonlinearity 1/2LSB 
Differential Nonlinearity 1/2LSB 
Settling to 1/2LSB (0.002%) in lOps 
Hermetically-Sealed Semiconductors 


Vol. II 
10-27 


Vol. II 
10-27 
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DAC1146 

Low Cost, High Accuracy 18-Bit D/A Converter 
Integral Nonlinearity: ±0.00076% FSR max 
Differential Nonlinearity: ±0.00076% FSR max 
Low Differential Nonlinearity T.C.: ±1ppm/°C max 
Wide Power Supply Operation: ±11.5V to ±16V 
Fast Settling: Sps to ±0.00076% FSR 
Small Size 2" x 2" x 0.4" 


HDD-1409 

14-Bit Resolution 
200kHz Word Rates 
RZ Gated Output 
32-Pin DIP 

APPLICATIONS 
FDM/TDM Transmultiplexers 
Digital Signal Processing 
PCM Systems 
Digital Audio 



AD569 


Guaranteed 16-Bit Monotonicity 
Voltage Output, 6ps Settling Time 
Monolithic BIMOS Construction 
±0.02% Nonlinearity 
8- and 16-Bit Bus Compatible 
6|xs Settling Time 
Low Drift 

Low Power: 150mW 
Low Cost 


Page 

Vol. II 
10-35 


Vol. I 
9-305 


Vol. I 
9-81 
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Digital-to-Analog Converters 


CMOS Multiplying D/A Converters 



AD7523 

8 Bits of Resolution 

Fast Settling: 100ns 

Low Power Dissipation 

Low Feedthrough: 1/2LSB @ 200kHz 

Full Four-Quadrant Multiplying 


Page 

Vol. I 
9-167 



AD7533 

Lowest Cost 10-Bit DAC 

Low Cost AD7520 Replacement 

Linearity: 1/2, 1 or 2LSB 

Low Power Dissipation 

Full Four-Quadrant Multiplying DAC 

CMQS/TTL Direct Interface 

Latch-Free (Protection Schottky Not Required) 

End-Point Linearity 



AD7525 

Resolution: 3 1/2 Digit BCD (1999 Counts) 
Nonlinearity: ±1/2LSB Tmin to Tmax 
G ain Error: ±0.05% FS 
Excellent Repeatability Accuracy 
Low Power Dissipation 


Vol. I 
9-195 


Vol. I 
9-177 
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(LSBI (MSB) 



AD7240 

12 Bits of Resolution 

Fast Voltage Settling Time: 550ns to 0.01% 

Total Unadjusted Error: 1LSB max 
Single Supply Operation 

Latch-Up Proof (No Protection Schottky Required) 
Superb Differential Nonlinearity: 1/2LSB max 
Over Temperature 
Low Power Dissipation: 30mW 



AD7541A 

12 Bits of Resolution 
Improved Version of AD7541 
Full Four Quadrant Multiplication 
12-Bit Linearity (End-Point) 
±1LSB Gain Error 
All Parts Guaranteed Monotonic 
TTL/CMOS Compatible 
Protection Schottky not Required 
Low Logic Input Leakage 



I RFB 
I (out 
I AQNOS 
I AQNDF 


IcS 


DB7-DB0 DQND Vu 


AD7534 

14 Bits of Resolution 
Full 4-Quadrnat Multiplication 
Microprocessor Compatible with Double Buffered 
Inputs 

Exceptionally Low Gain Temperature Coefficient, 
0ppm/°C typ 
Small 20-Pin Package 

Low Output Leakage (<20nA) over the Full 
Temperature Range 

All Grades 14-Bit MonotonIc over the Full 
Temperature Range 


Page 

Vol. I 
9-145 


Vol. I 
9-209 


Vol. I 
9-201 
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Digital-to-Analog Converters 

CMOS Multiplying D/A Converters 



AD7546 

16 Bits of Resolution 

Monotonic to 16 Bits Over Temperature 

On-Chip Deglitch Switch 

Unipolar and Bipolar Operation 

Microprocessor Compatible 

TTL/CMOS Compatible Latched Inputs 

Voltage Output (Constant Output Impedance) 

Low Cost 

Low Power Consumption; 50mW typ 


Page 

Vol. I 
9-239 


VOL. H, 10-10 DIGITAL-TO-ANALOG CONVERTERS 





Log D/A Converters 



(MSB) DATA INPUTS (LSB) 



AD7111 Page 

Dynamic Range: 88.5dB Vol. I 

Resolution; 0.375dB 9-109 

On-Chip Data Latches 

Full ±25\/ Input Range Multiplying DAC 

Low Distortion 

Single +5V Supply 

Latch-Up Free (No Protection Schottky Required) 

APPLICATIONS 

Digitally Controlled AGC Systems 

Audio Attenuators 

Wide Dynamic Range A/D Converters 

Sonar Systems 

Function Generators 


AD7115 

Dynamic Range: 0 to 19.9dB Plus Full Muting 

Resolution; O.ldB 

2 1/2 Digit BCD Input Coding 

On-Chip Data Latches 

Full ±25V Input Range 

Low Distortion and Noise 

Latch-Up Free (No Protection Schottky Required) 
TTL Compatible 



Vol. I 
9-115 



(MSB) (LSB) 


AD7118 

Dynamic Range 85.5dB Vol. I 

Resolution I.SdB 9-123 

Full ±25V Input Range Multiplying DAC 
Extended Temperature Range -55°C to + 125°C 
Low Distortion 
Low Power Consumption 
Latch-Proof Operation (Schottky Diodes Not 
Required) 
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Digital-to-Analog Converters 

8-Bit (jiP-Compatible D/A Converters 



AD558 

Complete 8-Bit DAC 

Voltage Output - 2 Calibrated Ranges 

Internal Precision Band-Gap Reference 

Single-Supply Operation: -l-5Vto +15V 

Full Microprocessor Interface 

Fast: 1 ps Voltage Settling to ±1/2LSB 

Low Power: 75mW 

No User Trims 

Guaranteed Monotonic Over Temperature 
All Errors Specified T^in to Tmax 
Small 16-Pin DIP Package 
Single Laser-Wafer-Trimmed Chip for Hybrids 


Page 
Vol. 1 
9-35 



AD7224 

8-Bit DAC with Output Amplifier 
Full Double Buffering 
Microprocessor Compatible 
Single Supply Operation 
Multiplying Capability 
No User Trims 
Low Power 
0.3" Wide 18-Pin DIP 


Vol. I 
9-129 



AD7226 

Four 8-Bit DACs with Output Amplifiers 
0.3" Wide, 20-Pln DIP 
Microprocessor Compatible 
TTL/CMOS Compatible 
No User Trims 

Single Supply Operation Possible 


Vol. I 
9-133 
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AD7524 

Microprocessor Compatible (6800, 8085, Z80, Etc.) 

TTL/CMOS Compatible Inputs 

On-Chip Data Latches 

End Point Linearity 

Low Power Consumption 

Monotonicity Guaranteed (Full Temperature Range) 
Latch-Free (No Protection Schottky Required) 



AD7528 


Dual D/A Converter 
On-Chip Latches for Both DACs 
-f 5V to +15V Operation 
DACs Matched to 1% 

Four Quadrant Multiplication 
TTL/CMOS Compatible 

Latch-Free (Protection Schottkys Not Required) 
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AD7542 

Nonlinearity: ±1/2LSB Tmin to T^ax 

Low Gain Drift: 2ppm/°C typ, 5ppm/°C max 

Microprocessor Compatible 

Full 4-Quadrant Multiplication 

Low Multiplying Feedthrough 

Low Power Dissipation: 40mW max 

Small Size: 16-Pin DIP 



AD7543 

Nonlinearity: ±1/2LSBTni!n to Tmax 

Low Gain T.C.: 2ppm/°C typ, 5ppm/°C max 

Serial Load on Positive or Negative Strobe 

Asynchronous CLEAR Input for Initialization 

Full 4-Quadrant Multiplication 

Low Multiplying Feedthrough: 1LSB max @ lOkHz 

Requires no Schottky Diode Output Protection 

Low Power Dissipation: 40mW max 

-H5V Supply 

Small Size: 16-Pin DIP 
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Digitai-to-Analog Converters 


12-Bit imP-Compatible D/A Converters 


Rfb 



AD7545 

Low Gain T.C.: 2ppm/°C typ 
Fast TTL Compatible Data Latches 
Single +5V to +15V Supply 
Small 20-Pin 0.3" DIP 

Latch Free (Schottky Protection Diode Not Required) 
ideal for Battery Operated Equipment 


V[ 



DB7-DB0 dSnD 


AD7548 

8-Bit Bus Compatible 12-Bit DAC 
Ail Grades 12-Bit Monotonic Over Full Temperature 
Ranges 

Operation Specified at -l-5V,, + 12V or +15V 
Power Supply 

Low Gain Drift of 5ppm/°C Maximum 
Full 4-Quadrant Multiplication 
Small 20-Pin Package 


Page 
Vol. I 
9-231 


Vol. I 
9-247 
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HDG SERIES 


Ultra Fast 7ns Settling Time to 0.4% (8ns max) 

Low 50 pV-s max Glitch Energy 
Operates from Singie -5.2V Power Supply 
Complete Composite Inputs 

Designed for Generai Output Compatibility with EiA 
Standard RS-170 and RS-343, Including 
10% Brightness 
HDG-0805 
Resoiution: 8 Bits 
% of Gray: 0.4% 

Settling Time: 8ns 
HDG-0605 
Resolution: 6 Bits 
% of Gray: 1.6% 

Settiing Time: 6ns 
HDG-0405 
Resoiution: 4 Bits 
% of Gray: 6.4% 

Settiing Time: 4ns 


AD9700 


Update Rates to 1Z5MHz 
2ns Rise Time 
On-Chip Reference Voltage 
Single -5.2V Power Supply 
Complete Composite Inputs 

APPLICATIONS 
Raster Scan Displays 
Color Graphics 
Automated Test Equipment 
TV Video Reconstruction 
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Selection Guide 

Digital-to-Analog Converters 

Video Display D/A Converters 



AD9768 

8 Bits of Resolution 
5ns Settling Time 
100MHz Update Rate 
20mA Output Current 
ECL-Compatible 
40MHz Multiplying Mode 


DEGLITCH BIT 1 
DEGLITCH BIT 2 
DEGLITCH BIT 3 

REFERENCE 

WHITE 

BIT 1 
BIT 2 
BIT 3 
BIT 4 
BIT5 
BIT 6 
BIT 7 
BIT 8 
BIT 9 
BIT 10 


GLITCH ADJUST 



HDD SERIES 


HOD-0810 - 8 Bits of Resolution 
HDD'1015 - 10 Bits of Resolution 
Ultra Fast 10ns Settling Time to 0.2% (HDD>0810) 
15ns Settling Time to 0.1% (HDD>1015) 
Internal Monolithic Reference 
Low 200pV>s Glitch Energy 
Single -5.2V Power Supply 

Designed for General Output Compatibility with EIA 
Standards RS-170 and RS-343, Including 
10% Brightness 

Complete Composite Inputs (HDD-081 OC, 
HDD-1015C) 
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Video Speed Current Output D/A Converters 



HDS-0810E/HDS-1015E 

HDS-0810E; 8 Bits 
HDS-1015E; 10 Bits 
ECL Inputs 

Settiing Time to 10ns 
Low Giitch Energy - 200pV-s 
100MHz Update Rates 
Low Power <1 Watt 


Page 
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9-321 



HDS-0820/HDS-1025 

HDS-0820: 8 Bits 

HDS-1025: 10 Bits 

25ns Current Settiing to 0.1% 

10mA Current Out 

Guaranteed Monotonicity Over Temperature 
No External Parts Required 
Reliable Hybrid Construction 




HDS-1240E 

12 Bits of Resolution 
12-Bit Settling Time to 40ns 
Low Giitch Energy 
ECL Compatible 

Replacement for ADH-030, DA-4000, DAC397 


Vol. I 
9-323 
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Selection Guide 

Digital-to-Analog Converters 

Video Speed Voltage Output D/A Converters 



-16V +167 


HDH SERIES 

200ns Voltage Settling to 0.1% 

10mA Current Out 

Guaranteed Monotonicity Over Temperature 
No External Parts Required 
Reliable Hybrid Construction 
HDH-0802 
Resolution: 8 Bits 
Settling Time: 200ns to 0.4% 

HDH-1003 
Resolution: 10 Bits 
Settling Time; 300ns to 0.1% 

HDH-1205 
Resolution: 12 Bits 
Settling Time: 500ns to 0.125% 


Page 

Vol. I 
9-317 


BIT 1 (MSB) 


STROBE 



HDD-1206 

12 Bits of Resolution 

Registers, D/A, Amplifier in Single Hybrid 

Deglitched Voltage Output 

eiVIHz Update Rate 


Vol. I 
9-301 



HDM-1210 


Small Size; 24-Pin DIP 
12-Bit Multiplying Accuracy 
Good Drive: 10.24mA 
Highest Speed Available 


Vol. I 
9-315 
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Orientation 

Digital-to-Analog Converters 


FACTORS IN CHOOSING A D/A CONVERTER 
In the current issue of this two-volume catalog, there are listed 
some 62 different families of digital-to-analog converters 
(DACs). If one were to consider all the variations, there would 
be more than 260 types to choose among. The reason for so 
many different types is the number of degrees of freedom in 
selection— technological, functional, and performance. Com- 
plete information on converters may be found in the 250- 
page book, ANALOG-DIGITAL CONVERSION NOTES, 
published by Analog Devices and available for $5.95 from 
P.0, Box 796, Norwood MA 02062. 

TECHNOLOGICAL FACTORS 

The technologies represented in these two volumes include 
modules (cards and potted circuits) and integrated circuits— 
monolithic and hybrid. Modules historically have provided 
the extremes of performance and arbitrary levels of func- 
tional completeness (e.g., the 18-bit DAC1138, the 10-bit 
20MHz-word-rate deglitched MDD-1020, and the isolated 
10-bit DAC1423 loop DAC), although ICs are catching up 
rapidly. 

The technical data in this volume embrace exceptionally 
high performance (high-resolution and high-speed) d/a con- 
verters, in the form of encapsulated modules. As the Selection 
Guide indicates, there is also a universe of technical data, to 
be found in Volume I, on a wide range of monolithic and 
hybrid d/a converters, including microprocessor-compatible 
types with resolution through 16 bits, and chips for hybrid 
assembly. 

FUNCTIONAL CHARACTERISTICS 

The basic structure of all conventional D/A converters involves 
a network of precision resistors, a set of switches, and some 
form of level-shifting to adapt the switch drives to the speci- 
fied logic levels. In addition, the device may contain output- 
conditioning circuitry, an output amplifier, a reference ampli- 
fier, an on-board reference, on-board buffer-registers (single- 
or dual-rank), configuration conditioning, and even high- 
voltage isolation. 

Basic DAC 

This form, which supplies a current, and consequently a small 
voltage across its internal impedance or an external low-imped- 
ance load, is used principally for high speed. Basic current- 
output DACs are inherently fast, but additional elements 
(such as an output op amp), furnished by the user to meet 
overall system specs, slow down the conversion. 

While the basic DAC function is almost always linear, there 
are exceptions. For example, the AD7111 LOGDAC, which 
has linear two-quadrant analog response, has a digitally con- 
trolled exponential gain function, i.e., 0.375dB per bit, a 
useful function in digital audio systems. 

Output Conditioning 

The analog quantity that is the “output” of a DAC, represent- 
ing the input digital data, may be a “gain” (multiplying DAC), 
a current, and/or a voltage. In order to obtain a substantial 


voltage output at low impedance, an op amp is required. It is 
generally provided on-board in modular and hybrid DACs. 

Almost all types of DACs provide one or more feedback resis- 
tors; they are matched to, and thermally track, resistances in 
the network, so that an external op amp, if used, will not 
require an external feedback resistor that might introduce 
tracking errors. If more than one feedback resistor is provided, 
a choice of analog output voltage ranges becomes available, e.g. , 
0-5V full-scale or O-IOV full-scale. If bipolar output-voltage 
ranges are specified, a bipolar-offset output is provided to sub- 
tract a half-scale value from the current flowing through the 
op amp summing point; it is usually derived from the DAC’s 
reference (or analog) input to avoid additional tracking error. 
Multiplying DACs use an internal or external op amp for bi- 
polar offset. 

In addition to the usual zero-based current and voltage out- 
puts, DACs are available with 4-to-20mA ISA-standard loop- 
current outputs, both direct-coupled (DAC1420/22) and high- 
voltage-isolated (DAC1423), with some additional features 
that are specifically useful in digital control of analog processes. 
In order to avoid difficulties, the user must pay especial atten- 
tion to the specified output polarity, its relationship to the 
reference (if external) and to the input digital code. This can 
be especially tricky if the output is bipolar and the input re- 
quires a complementary (negative-true) digital coding. Another 
such case is where a current-output DAC, specified for a par- 
ticular output-voltage polarity when used with an inverting op 
amp, is used in a mode that develops an output voltage passive- 
ly (without the op amp) across an external resistive load. In 
addition to polarity, in this case, the user should be aware of 
the output-compliance constraint and the specified resistive 
component of output impedance. 

Reference Input 

The reference may be specified as external or internal, fixed or 
variable, single-polarity or bipolar. If internal, it may be perr 
manently connected (as in the DACl 106/1 108) or optionally 
connectible (as in the DAC1136/1138). If the DAC is a 4- 
quadrant multiplying type, the reference (or “analog input”) 
is external, variable, and bipolar. The user should check a 
converter’s specifications to determine whether the full- 
scale accuracy specifications are overall or subdivided into 
a converter-gain spec and a reference spec. 

Digital Dau 

There are a number of ways in which converters differ in re- 
gard to the input data: First, the coding must be appropriate 
(binary, offset-binary, two’s-complement, BCD, arbitrary, 
etc.), and its sense should be understood (positive-true, 
negative-true). The resolution (number of bits) must be suf- 
ficient; in addition, the specifications must be checked to 
ascertain that the 2" distinct binary input codes will not only 
be accepted, but that also they will (if necessary) correspond 
to 2” output values in a monotonic progression at any temper- 
ature in the operating range, with sufficient accuracy. 
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The data levels accepted by the converter must be checked 
(TTL, ECL, low-voltage CMOS, high voltage CMOS), as 
must the input loading imposed by the converter, and the 
supply conditions Under which the converter will respond 
to the data. Check the data notation (is the MSB Bit 1 or 
Bit (n-1)?)— misinterpretation can lead to connecting the 
data bits in backward order. If buffer registers are desired, 
the converter should have an appropriate buffer configuration 
The data can be clocked in, while the DAC output remains 
unchanged. 

Controls 

If the DAC has external digital controls— for example, register 
strobes— their drive levels, digital sense (true or false), loading, 
and timing must be considered. The function and use of con- 
figuration controls (where present), such as serial/parallel, 
short-cycle, or chip-select decoding should be understood, and 
the appropriate ways of disabling them when not needed 
should be employed. 

Power Supplies 

Appropriate power supplies should be made available, consid- 
ering the logic levels and analog output signals to be employed 
in the system. The appropriate degree of power-supply stabil- 
ity to meet the accuracy specs should be employed. Any rec- 
ommended external protection circuitry (e.g., Schottky diodes, 
to ensure that Vcc is never more than 0.4V above Vdd the 
AD7522) should be planned for. In many cases separate analog 
and digital grounds are required; ground wiring should follow 
best practice to minimize digital interference with high-accu- 
racy analog signals, while ensuring that a connection between 
the grounds can always exist at one point, even if the “mecca” 
point is inadvertently unplugged from the system. 

For video converters, use massive, low impedance ground 
systems. The analog and digital grounds are connected to- 
gether inside converters of these types, so bus bars are es- 
sential for system grounding and power distribution; use 
lots of ground plane on PC boards. 

SPECIFICATIONS AND TERMS 

Definitions of the performance specifications, and related 
information, are provided on the next few pages, in alpha- 
betical order. 

Accuracy, Absolute 

Error of a D/A converter is the difference between the actual 
analog output and the output that is expected when a given 
digital code is applied to the converter. Sources of error in- 
clude gain (calibration) error, zero error, linearity errors, and 
noise. Error is usually commensurate with resolution, i.e., less 
than 2*(" + 1), or “Vi LSB” of full scale. However, accuracy 
may be much better than resolution in some applications; for 
example, a 4-bit reference supply having only 16 discrete digi- 
tally chosen levels would have a resolution of 1/16, but it 
might have an accuracy to within 0.01% of each ideal value. 

Absolute-accuracy measurements should be made under a set 
of standard conditions with sources and meters traceable to an 
internationally accepted standard. 


Accuracy, Relative 

Relative accuracy error, expressed in %, ppm, or fractions of 
1 LSB, is the deviation of the analog value at any code (rela- 
tive to the full analog range of the device transfer character- 
istics) from its theoretical value (relative to the same range), 
after the full-scale range (FSR) has been calibrated. Since the 
discrete analog output values corresponding to the digital in- 
put values ideally lie on a straight line, the relative-accuracy 
error of a linear DAC can be interpreted as a measure of non- 
linearity (see Linearity). 

Compliance-Voltage Range 

For a current-output DAC, the maximum range of (output) 
terminal voltage for which the device will provide the speci- 
fied current-output characteristics. 

Common-Mode Rejection (CMR) 

The ability of an amplifier to reject the effect of voltage 
applied to both input terminals simultaneously. Usually a 
logarithmic expression representing a “common-mode rejec- 
tion ratio” e.g., 1,000,000:1 (CMRR) or 120dB (CMR). A 
CMRR of 10^: 1 means that a IV common-mode voltage 
passes through the device as though it were a differential input 
signal of 1 microvolt. 

Common-Mode Voltage 

An undesirable signal picked up in a circuit by both wires 
making up the circuit, with reference to an arbitrary “ground.” 
Amplifiers differ in their ability to amplify a desired signal 
accurately in the presence of a common-mode voltage. 

Deglitcher 

As the input code to a DAC is increased or decreased by small 
changes, it passes through what is known as major and minor 
transitions. The most major transition is at half-scale, when the 
DAC switches around the MSB, and all switches change state, 
Le., 01111111 to 10000000. If, at major transitions, the 
switches are faster (or slower) to switch off than on, this 
means that, for a short time, the D/A will give a zero (or full- 
scale) output, and then return to the required 1 LSB above the 
previous reading. Such large transient spikes which differ 
widely in amplitude and are extremely difficult to filter out, 
are commonly known as “glitches”, hence, a deglitcher is a 
device which removes these glitches or reduces them to a set of 
small, uniform pulses. It normally consists of a fast sample- 
hold circuit, which holds the output constant until the switches 
reach equilibrium. Glitch energy is smallest in fast-switching 
DACs driven by fast logic gates that have little time-skew be- 
tween 0-1 and 1-0 transitions. 
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Feedthrough 

Undesirable signal coupling around switches or other devices 
that are supposed to be turned off or provide isolation, e,g,. 
feedthrough error in a multiplying DAC. It is variously speci- 
fied in %, ppm, fractions of 1 LSB, or fractions of 1 volt, with 
a given set of inputs, at a specified frequency. 

Four-Quadrant 

In a multiplying DAC, “four quadrant” refers to the fact that 
both the reference signal and the number represented by the 
digital input may be of either positive or negative polarity. A 
four-quadrant multiplier is expected to obey the rules of multi- 
plication for algebraic sign. 

Gain 

The “gain” of a converter is that analog scale-factor setting 
that provides the nominal conversion relationship, e.g., lOV 
span for a full-scale code change, in a fixed-reference converter. 
For fixed-reference converters where the use of the internal 
reference is optional, the converter gain and the reference 
may be specified separately. Gain- and zero-adjustment are 
discussed under Zero. 

Least-Significant Bit (LSB) 

In a system in which a numerical magnitude is represented by 
a series of binary (i.e., two-valued) digits, the LSB is that bit 
that carries the smallest value, or weight. For example, in the 
natural-binary number 1101 (decimal 13, or 2^ + 2^ + 0 + 2°), 
the rightmost digit is the LSB. Its analog weight, relative to 
full scale, is 2'*', where n is the number of binary digits. It rep- 
resents the smallest analog change that can be resolved by an 
n-bit converter. 

Linearity 

Linearity error of a converter (also, integral nonlinearity, see 
Linearity, Differential), expressed in % or ppm of full-scale 
range, or (sub)multiples of 1 LSB, is a deviation of the analog 
values, in a plot of the measured conversion relationship, from 
a straight line. The straight line can be either a “best straight 



a. %LSB Nonlinearity Achieved b. Nonlinearity Reference is 
By Arbitrary Location of "Best Straight Line Through End 
Straight Line". Points. Nonlinearity >y3LSB 

for Curve of a. 

Comparison of Linearity Criteria for 3-Bit D/A Converter. 

Straight Line Through End Points is Easier to Measure, Gives More- 
Conservative Specification. 


line”, determined empirically by manipulation of the gain 
and/or offset to equalize maximum positive and negative devi- 
ations of the actual transfer characteristics from this straight 
line; or it can be a straight line passing through the end points 
of the transfer characteristic after they have been calibrated 
(sometimes referred to as “end-point” linearity). End-point 
linearity error is similar to relative-accuracy error. 

For multiplying D/A converters, the analog linearity error, at 
a specified digital code, is defined in the same way as for multi- 
pliers, i.e., by deviation from a “best straight line” through the 
plot of the analog output-input response. 

Linearity, Differential 

Any two adjacent digital codes should result. in measured out- 
put values that are exactly 1 LSB apart (2‘” of full scale for an 
n-bit converter). Any deviation of the measured “step” from 
the ideal difference is called differential nonlinearity, expressed 
in (sub)multiples of 1 LSB. It is an important specification, 
because a differential linearity error greater than 1 LSB can 
lead to non-monotonic response in a D/A converter and 
missed codes in an A/D converter (see Differential Linearity 
in the A/D converter section for an illustration). 

Monotonic 

A DAC is said to be monotonic if the output either increases 
or remains constant as the digital input increases, with the 
result that the output will always be a single-valued function 
of the input. The specification “monotonic” (over a given 
temperature range) is sometimes substituted for a differential 
nonlinearity specification, since differential nonlinearity less 
than 1 LSB is a sufficient condition for monotonic behavior. 

Most-Significant Bit (MSB) 

In a system in which a numerical magnitude is represented 
by a series of binary (i.e., two-valued) digits, the MSB is that 
digit (or bit) that carries the largest value of weight. For 
example, in the natural-binary number 1101 (decimal 13, or 
2^ +2^ +0 + 2°), the leftmost “1” is the MSB, with a weight 
of 2" ■ 1, or 8 LSBs. Its analog weight, relative to a DAC’s full- 
scale span, is Vi. In bipolar DACs, the MSB indicates the polar- 
ity of the number represented by the rest of the bits. 

Multiplying DAC 

A multiplying DAC differs from a fixed-reference DAC in 
being designed to operate with varying (or ac) reference 
signals. The output signal of such a DAC is proportional to 
the product of the “reference” (i.e., analog input) voltage 
and the fractional equivalent of the digital input number 
(see also four-quadrant). 

Noise, Peak and rms 

Internally generated random noise is not a major factor in 
D/A converters, except at extreme resolutions (e.g. , DACl 1 3 8) 
and dynamic ranges (AD7111). Random noise is characterized 
by rms specifications for a given bandwidth, or as a spectral 
density (current or voltage per root hertz); if the distribution 
is Gaussian, the probability of peak-to-peak values exceeding 
7x the rms value is less than 0.1% (see the waveform table in 
Section 7). 


DIGITAL-TO-ANALOG CONVERTERS VOL. 11, 10-23 



Of much greater importance in DACs is interference in the 
form of high-amplitude low-energy (hence low-rms) spikes ap- 
pearing at the dag’s output, caused by coupling of digital 
signals in a surprising variety of ways; they include coupling 
via stray capacitance, via power supplies, via inadequate ground 
systems, via feedthrough, and by glitch-generation. Their pres- 
ence underscores the necessity for maximum application of the 
designer’s art, including layout, shielding, guarding, grounding, 
bypassing, and deglitching. 

Offset 

For almost all bipolar converters (e.g., ±10-volt output), 
instead of actually generating negative currents to corre- 
spond to negative numbers, a unipolar DAC is used, and the 
output is offset by half full scale (1 MSB). For best results, 
this offset voltage or current is derived from the same ref- 
erence supply that determines the gain of the converter. 

This makes the zero point of the converter independent of 
thermal drift of the reference, because the Vi scale offset 
cancels the weight of the MSB at zero, independently of the 
amplitude of both. 

Powe^Supply Sensitivity 

The sensitivity of a converter to changes in the power-supply 
voltages is normally expressed in terms of percent-of-full-scale 
change in analog output value (or fractions of 1 LSB) for a 1% 
dc change in the power supply, e.g., 0.05%/%AVg). Power 
supply sensitivity may also be expressed in relation to a speci- 
fied dc shift of supply voltage. A converter may be considered 
“good” if the change in reading at full scale does not exceed 
±Vi LSB for a 3% change in power supply. Even better specs 
are necessary for converters designed for battery operation. 

Quantizing Uncertainty (or “Error”) 

The analog continuum is partitioned into 2” discrete ranges 
for n-bit processing. All analog values within a given range of 
output (of a DAC) are represented by the same digital code, 
usually assigned to the nominal midrange value. For applica- 
tions in which an analog continuum is to be restored, there is 
an inherent quantization uncertainty of ±V4 LSB, due to lim- 
ited resolution, in addition to the actual conversion errors. For 
applications in which discrete output levels are desired (e.g., 
digitally controlled power supplies or digitally controlled 
gains), this consideration is not relevant. 

Resolution 

An n-bit binary converter should be able to provide 2^ distinct 
and different analog output values corresponding to the set 
of n-bit binary words. A converter that satisfies this criterion 
is said to have a resolution of n bits. The smallest output 
change that can be resolved by a linear DAC is 2"" of the full- 
scale span. However, a nonlinear device, such as the AD7111 
LOGDAC has a logarithmic gain resolution of 0.375/88. 5dB= 
l:256dB, which corresponds to a gain increment of 4.25/step, 
or 26,600:1. 

Settling Time 

The time required, following a prescribed data change, for the 
output of a DAC to reach and remain within a given fraction 


(usually ±'A LSB) of the final value. Typical prescribed changes 
are full-scale, 1 MSB, and 1 LSB at a major carry. Settling time 
of current-output DACs is quite fast. The major share of set- 
tling time of a voltage-output DAC is usually contributed by 
the settling time of the output op-amp circuit. 

Slew Rate (or Slewing Rate) 

Slew rate of a device or circuit is a limitation in the rate of 
change of output voltage, usually imposed by some basic cir- 
cuit consideration, such as limited current to charge a capac- 
itor. Amplifiers with slew rate of a few V/fis are common, and 
moderate in cost. Slew rates greater than about 75 volts/^is are 
usually seen only in more sophisticated (and expensive) devices. 
The output slewing speed of a voltage-output D/A converter 
is usually limited by the slew rate of the amplifier used at its 
output (if one is used). 

Stability 

Stability of a converter usually applies to the insensitivity of 
its characteristics to time, temperature, etc. All measurements 
of stability are difficult and time consuming, but stability vs. 
temperature is sufficiently critical in most applications to 
warrant universal inclusion of temperature coefficients in 
tables of specifications (see “Temperature Coefficient”). 
Staircase 

A voltage or current, increasing in equal increments as a func- 
tion of time and having the appearance of a staircase (in a time 
plot), generated by applying a pulse train to a counter, and the 
output of the counter to the input of a DAC. 

A very simple A/D converter can be built by comparing a stair- 
case from a DAC with the unknown analog input. When the 
DAC output exceeds the analog input by a fraction of 1 LSB, 
the count is stopped, and the code corresponding to the count 
is the digital output. 

Switching Time 

In a DAC, the switching time is the time it takes for the switch 
to change from one state to the other (“delay time” plus “rise 
time” from 10%-90%), but does not include setding time, e.g. 
to <V4 LSB. 

Temperature Coefficients 

In general, temperature instabilities are expressed as %/°C, 
ppm/ C, as fractions of 1 LSB/°C, or as a change in a para- 
meter over a specified temperature range. Measurements are usu- 
ally made at room temperature and at the extremes of the 
specified range, and the temperature coefficient (tempco, T.C.) 
is defined as the change in the parameter, divided by the cor- 
responding temperature change. Parameters of interest include 
gain, linearity, offset (bipolar), and zero. 

Gain Tempco: Two factors principally affect converter gain 
stability with temperature. 

a) In fixed-reference converters the reference source will 
vary with temperature. For example, the tempco of an 
AD581L is generally less than 5ppm/°C. 

b) The reference circuitry and switches may add another 
3ppm/°C in good 12-bit converters (e.g. AD566K/T). 
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High-resolution converters require much better tempeos 
for accuracy commensurate with the resolution. 
Linearity Tempco: Sensitivity of linearity (“integral” and/ 
or differential linearity) to temperature (in % FSR/“c or 
ppm FSR/ C) over the specified range. Monotonic behavior 
is achieved if the differential nonlinearity is less than 1 LSB 
at any temperature in the range of interest. The differential 
nonlinearity temperature coefficient may be expressed as 
a ratio, as a maximum change over a temperature range, 
and/or implied by a statement that the device is monotonic 
over the specified temperature range. 

Offset Tempco: The temperature coefficient of the all- 
DAC-switches-off (minus full scale) point of a bipolar con- 
verter (in % FSR/°C or ppm FSR/°C) depends on three 
major factors: 

a) The tempco of the reference source 

b) The voltage zero-stability of the output amplifier 


c) The tracking capability of the bipolar-offset resis- 
tors and the gain resistors 

Unipolar Zero Tempco (in % FSR/°C or ppm FSR/°C): The 
temperature stability of a unipolar fixed-reference DAC is 
principally affected by current leakage (current-output 
DAC), and offset voltage and bias cunent of the output 
op-amp (voltage-output DAC). 

Zero- and Gain-Adjustment Principles 
The output of a unipolar DAC is set to zero volts in the all- 
bits-off condition. The gain is set for F.S. ( 1 - 2‘^) with all 
bits on. The “zero” of an offset-binary bipolar DAC is set to 
-F.S. with all bits off, and the gain is set for +F.S. ( 1 - 2"^“ “ ^ )) 
with all bits on. The data sheet instructions should be followed. 
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ANALOG 

DEVICES 


High Resolution 16- and 18-Bit 
Digital-to-Analog Converters 


DAC1 136/1 138 


FEATURES 

DAC1138 

18-Bit Resolution and Accuracy (38/iV, 1 Part in 262,144) 
Nonlinearity 1/2LSB max (DAC1138K) 

Excellent Stability 

Settling to 1/2 LSB (0.0002%) in 10/is 
Hermetically-Sealed Semiconductors 

DAC1136 

16-Bit Resolution and Accuracy (15^V, 1 Part in 65,536) 
Low Cost 

Nonlinearity 1/2LSB max (DAC1136K, L) 

Settling to 1/2LSB max (0.0008%) in 

DEGLITCHER IV 
Eliminates DAC Glitches 

Available on DAC1 136/1 138 Card-Mounted Assembly 



GENERAL DESCRIPTION 

The DACl 136/1 138 are complete self-contained current or 
voltage output modular digital-to-analog converters with 
resolutions and accuracies of 16 and 18 bits. 

The DACl 136/1 138 combine precision current sources 
with state-of-the-art steering switches to produce a very linear 
output. Inputs to these converters are compatible with TTL 
levels. The converters have a current output of -2mA full scale. 
A voltage output can be obtained by connecting the internal 
amplifier to the current output by means of jumpers. By using 
additional jumpers, the user can select any one of the fol- 
lowing output ranges: 0 to +5V, 0 to -hIOV, ±5V, or ±10V. 

The DACl 136/1 138 are available on Card-Mounted Assemblies. 
In this configuration, selectable options include: input codes, 
output amplifiers, and a high speed transient-suppressing 
Deglitcher Module, Deglitcher IV. 

WHERE TO USE HIGH RESOLUTION DACS 
The DAC1136/1138 deliver exceptional accuracy for a broad 
range of display, test and instrumentation applications. The 
DAC1136, with aresolution of 16 bits or 1 part in 65,536, 
and the DACl 138 with a resolution of 18 bits or 1 part in 
262,144 are ideally suited for applications requiring wide 
dynamic range measurement and control. Applications include 
data acquisition systems, high resolution CRT displays, auto- 
matic semiconductor testing, photo-typesetting, frequency 
synthesis and nuclear reactor control. 


CERTIFICATE OF CALIBRATION 
Each DACl 138 has been calibrated with equipment and 
methods that are traceable to the National Bureau of Stand- 
ards (NBS). A Certificate of Performance is sent with each 
unit, which includes 1000 hour stability data for the reference 
zener and linearity test data. 



ZERO 
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OFFSET OUT 
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•DAC1138 0NLY 


Figure 7. Block Diagram and Pin Designations 
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QP|rp|r|pAT|nUQ (typical @ + 25°C, rated power supplies unless otherwise noted; specifications for mounting card with 
OiUjIiIUMI lUliO amplifier/deglitcher options same as module unless otherwise noted) 



DAC1136 Module 

J 1 K IL 

DAC1136 on Mounting Card with 

Amplifler/Deglitcher Options. 

DegUtcherlV I Low Drift 234L I High Speed 44K 

(Internal ADS42K)| w/wo Deglitcher I w/wo Deglitcher 

RESOLUTION, BITS 

16 


ACCURACY 

Integral Nonlinearity 

Differential Nonlinearity 

Gain and Offset Error (Externally Adjustable) 


Gain, offset and glitch-nulling adjustments 
provided on the mounting card. 

ANALOG OUTPUT 

Unipolar Mode 

Bipolar Mode 

Voltage Output Range (Pin Selectable) 

-2mAto0mA 
-ImAto + lmA 

Oto +5V,0to + lOV, ±5V, ± lOV 


DIGITAL INPUTS 

TTL/CMOS ; See Figure 2 


INPUT CODES 

Unipolar Mode 

Bipolar Mode 

Complementary Binary (COMP BIN) 
Complementary Offset Binary (COMP OBIN) 

BIN, COMP BIN, 2’s COMP, COMP 2’s COMP 

OBIN, COMP OBIN 

SIGN PLUS MAG BIN, COMP SIGN PLUS MAG BIN 

STROBE INPUT 

None 

One standard series 74LS load, leading*edge 
triggered, pulse width 100ns minimum. 

DYNAMIC CHARACTERISTICS 

Settling Time to 1/2LSB 

Current 

Full Scale Step 

LSB Step 

Voltage 

Unipolar(10V Step) 

Bipolar (20V Step) 

LSB Step 

Slew Rate 

8|i.s 

6pLS 

90)1$ 

250)is 

8)is 

lV/|is 

80(i.s 

90^s 

8p.s 

2V/J1S 

Voltage Output, Onl 
Voltage Output, Onl 

45ps 

60|is 

8)is 

6V/)is 

y 

y 

25)is 

30)is 

8ps 

20V/)is 

TEMPERATURE COEFFICIENTS 
(ppm ofFSR/°C)' 

Integral Nonlinearity 

Differential Nonlinearity 

Gain(Excluding 

Offset 

Unipolar Mode 

Bipolar Mode 

±I ±1 ±1.5 max 

±1 ±1 ±L5max 

±5 ±5 ±8 max 

±0.5 

±5 

■ 

■ 

±2 

STABILITY, LONG TERM 
(ppm of FSR/1 ,000 hrs.)^ 

Gain (Excluding Vrpp) 

Offset 

±5 

±6 

— 

NOISE (Include Vre,,; Double for 

Bipolar Mode) 

Output Current (BW = lOOkHz) 

Output Voltage (BW = O.l-lOHz) 

(a 0V(AI1 1’s Code; “ZERO”) 

(fi 5V(MSB = 0 Code; “Half Scale”) 

(d lOV (A1 1 0’sCode; “Full Seale”) 

Output Voltage (BW = lOOkHz) 

0.5nArms 

4)iV pk-pk 

6)iV pk-pk 

9|iV pk-pk 

30)iV rms 

Voltage Output, Only 

20)iVrms | 40|iVrms | 35)iVrms 

VOLTAGE COMPLIANCE (Amplifier 

Offset, Eos) 

Max Eos Allowed for Rated Accuracy 

Initial Eos (Factory Adj.) 

Eos Drift 

Current Output (pin 69) 

Voltage Protection 

Source Resistance 

Unipolar Mode 

Bipolar Mode 

Source Capacitance 

± 2raV max 
±100pV 
± 10)iV/”C 

via Internal Schottky Diodes 

>33kn 

>5kn 

150pF 

±50)iV 

±5)iV/°C 

±20)iV 

±0.1pV/°C 

±100)iV 

±15)iV/°C 

REFERENCE VOLTAGE (Vref) 

Voltage(ZouT =200fl) 

Noisc(BW = 0.1-10Hz) 

Tempco 

+ 6.000V (Maximum Error, ± 0.024V) 

3|iV pk-pk 

5ppmrC 

* 

POWER SUPPLY REQUIREMENTS’ 

+ 5Vdc, ±5% 

+ 15Vde, ±5% 

9mA 

±30mA 


1 95mA 

1 ±37mA 

1 ±40mA 

POWER SUPPLY REJECTION ( ± 1 5 V dc) 

Gain or Offset vs. FSR 

Differential Nonlinearity 

80dB 

± 1/4LSB per Volt AVs 

lOOdB 1 lOOdB 

1 75dB 

ENVIRONMENTAL 

Operating Temperature 

Storage Temperature 

Humidity 

0to-l-70°C 
-55”Cto -fi85°C 

5% to 95%, Noncondensing 

- 55°C to 80°C 1 - 55°C to + 85'’C 1 - 55“C to -1- 85°C 


'Maximum temperature coefficients guaranteed from 15“C to 35“C, typical from 0 to +70"C. ’Recommended Power Supply: Analog Devices Model 923. 
^Recommended DNL calibration check: 6 months. Specifications subject to change without notice. 
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Qnrp|r|pAT|nUQ (typical @ + 25°C, rated power supplies unless othenvise noted; specifications for mounting card with 
OrLUirlUMI lUll^ amplitier/deglitcher options same as module unless otherwise noted) 



DACllBS Module 

J 1 K 

DACllBS on Mounting Card with 

Amplifier/Deglitcher Options. 

Deglitchcr IV | Low Drift 234L 

(Internal AD542K) | w/wo Deglitchcr 

RESOLUTION, BITS 

18 


ACCURACY 

Integral Nonlinearity 

Differential Nonlinearity 

Gain and Offset Error (Externally Adjustable) 


Gain, offset and glitch-nulling adjustments 
provided on the mounting card. 

ANALOG OUTPUT 

Unipolar Mode 

Bipolar Mode 

Voltage Output Range (Pin Selectable) 

-2mAto0mA 
— 1mA to + 1mA 

Oto +5V,0to + lOV, ±5V, ±10V 


DIGITAL INPUTS 

TTL/CMOS ; See Figure 2 


INPUT CODES 

Unipolar Mode 

Bipolar Mode 

Complementary Binary (COMP BIN) 
Complementary Offset Binary (COMP OBIN) 

BIN, COMP BIN, 2’s COMP, COMP2’s COMP 

OBIN, COMP OBIN 

SIGN PLUS MAG BIN, COMP SIGN PLUS MAG BIN 

STROBE INPUT 

None 

One standard series 74LS load, leading-edge 
triggered, pulse width 100ns minimum. 

DYNAMIC CHARACTERISTICS 

Settling Time to 1/2LSB 

Current 

Full Scale Step 

LSBStep 

Voltage 

Unipolar(10V Step) 

Bipolar (20V Step) 

LSB Step 

Slew Rate 

lOfis 

8p.s 

175^s 

140 p.s 

ISp-s 

2V/jis 

Voltage C 
Voltage C 

SOps 

90p.s 

18ps 

2V/M.S 

)utput. Only 
)utput,Only 

45 ps 

60ps 

18ps 

6V/ps 

TEMPERATURE COEFFICIENTS 
(ppm ofFSR/°C)' 

Integral Nonlinearity 

Differential Nonlinearity 

Gain (Excluding V rup) 

Offset 

Unipolar Mode 

Bipolar Mode 

±0.3 

±0.4 

±0.8 

±0.5 

±1 

±0.5 

±0.1 

STABILITY, LONG TERM 
(ppm of FSR/1 ,000 hrs.)^ 

Gain (Excluding Vrep) 

Offset 

±2 

±2 

±1 1 ±0.5 

NOISE (Include Vrf.p; Double for 

Bipolar Mode) 

Output Current (BW = lOOkHz) 

Output Voltage (BW = O.l-lOHz) 

(<|'0V(A1I I’s Code; “ZERO”) 

(li-SVfMSB = OCode;“HalfScale”) 

(li'lOV (A1 1 0’s Code; “Full Scale”) 

Output Voltage (BW = lOOkHz) 

0.5nArms 

4p.V pk-pk 

6p.V pk-pk 

9p,V pk-pk 

30p.V rms 

Voltage Output, Only 

20|xV rms | 40pV rms 

VOLTAGE COMPLIANCE (Amplifier 

Offset, Eos) 

Max Eos Allowed for 

Rated Accuracy 

Initial Eqs (Factory Adj.) 

Eos Drift 

Current Output (pin 69) 

Voltage Protection 

Source Resistance 

Unipolar Mode 

Bipolar Mode 

Source Capacitance 

± 200p.V max 
±100p.V 
± lOpVrC 

via Internal Schottky Diodes 

>33kn 

>5kn 

150pF 

±50p.V 

±5pvrc 

1 ±20pV 

1 ±0.1pV/°C 

REFERENCE VOLTAGE (Vrep) 

Voltage (ZouT “200(1) 

Noise (BW = O.l-lOHz) 

Tempco 

-(-6.000V (Maximum Error, ±0.024V) 
3p.V pk-pk 

5ppm/°C 


POWER SUPPLY REQUIREMENTS’ 

+ 5Vdc, ±5% 

+ 15Vdc, ±5% 

9inA 

±30mA 


1 95mA 

1 ± 37mA 

POWER SUPPLY REJECTION ( ± 15V dc) 

Gain or Offset vs. FSR 

Differential Nonlinearity 

80dB 

±1/4LSB per Volt AVs 

lOOdB 1 

1 75dB 

ENVIRONMENTAL 

Operating Temperature 

Storage Temperature 

Humidity 

0 to + 70^0 
-55°Cto-f-85‘'C 

5% to 95%, Noncondensing 

-55°Cto +80'>C j 

-55°Cto-l-85°C 


NOTES 

‘Maximum tempcrarure coefficients guaranteed from 15X to 35X, typical from 0 to +70X. ^Recommended PowerSuppIy Analog Devices: Model 923. 

Recommended DNL calibration check; 6 months. Specifications sub)cct to change without notice. 
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Characteristic Curves* 



Settling Time (Voltage Output) vs. %-of-Full-Scale- 
Error for 20V Output Step (+10V^^ -10V) 



SETTLING TIME 


Settling Time (Voltage Output) vs. %-of-Full-Scale- 
Error for 10V Output Step (OV^i^ +10V) 


INPUT CONSIDERATIONS 

The DAC1136/1138 may be driven by TTL or CMOS as 
shown in Figure 2. Note that the TTL input is shown with 
inputs for both a direct “totem pole” TTL gate and open 
collector (or “pull-up”) configurations. 

♦5V — 

BIT 
INPUT 

DAC 




2a. TTL Totem Pole^ 


2b. Switch or Relay Input^ 



2c. CMOS Input 


1. FOR TTL WITH OPEN COLLECTOR, DO NOT USE EXTERNAL PULL-UP. 
CONVERTERS HAVE INTERNAL lOkn PULL-UP ON EACH INPUT TO 3.BV. 

2. USE SPST SWITCH OR RELAY TO GROUND. WHEN SWITCH IS OPEN. THE 
INTERNAL lOkO WILL PULL INPUT UP TO 3.8V. 


Figure 2. Input Connections 

OUTPUT CONNECTIONS AND GUARDING 

The DACl 136/1138 output connections for various voltage 

ranges are shown in Figure 3. 

Since an LSB is only 38juV (at 10 volts full scale for the 
DACl 138), care must be exercised to properly guard the 
current output of the converter from leakage current. Any 
connection made to the DAC’s current output (pin 69) 
should be guarded. Suggested printed circuit board guarding 
is shown in Figure 3. The optional Card-Mounted Assemblies 
of the DACl 136/1 138 have been carefully designed for 
optimum guarding and performance. 



SETTLING TIME 


Settling Time (Voltage Output) vs. %-of-Full-Scale-Error for 
LSB Steps (Essentially Independent of Amplifier Used). With 
Deglitcher IV, the LSB Step at the Major Carry Settles as 
Fast as the Typical LSB Step, Following the 1 1ps Hold 
Period. 


i I I I' 


» VOLTAGE OUTPUT 
I T 


o 6 • 9 9 


6 5 9 I 


68 I S3 52 49 48 47 1 46 


[ 

[ 

r 

\ 

> m- VOLTAGE OUTPUT 

1 1 

o 6loio 6 6 6 6 ^ 

71 70 1 ]69 1 68 53 52 49 48 4 

1 L: 

3 i O 1 

7 ]48 «4^T0 

, PIN 34 

GUARD FOIL V 


r-i 1 1 1 1 


1 

o 6ioio 6 6 6 6 i 

71 70 1 69 1 68 53 52 49 48 4 

1 ' 

!> 1 < 
LiJ 

? 9 1 

46 44 1 TO 

1 >IN 34 

1 GUARD FOIL V | 


r-n 1 1 1 1 

1- 

VOLTAGE OUTPUT 

1 

0 01916 6 6 6 6 ^ 

71 70 1 69 1 68 53 52 49 48 4 

1 

1 

1 

« «;^To 

1 PIN-U 

GUARD FOIL V 


DAC CONNECTED FOR HOV 


Figure 3. Output Voltage Connections and Suggested PCB 
Guarding (Unipolar and Bipolar) 


•NOTE: All curves typical at rated supply voltage. 
F.S. = Full Scale 
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GAIN AND OFFSET ADJUSTMENTS 
The gain and offset adjustments are made with external 
potentiometers which the user supplies. With the appropriate 
digital inputs applied, these potentiometers are adjusted until 
the desired output voltage is obtained. The proper connec- 
tions for offset and gain are shown in Figure 4. The volt- 
meter used to measure the output should be capable of stable 
resolution of 1/4LSB in the region of zero and full scale. 
Because of the interaction between offset and gain adjust- 
ments, the adjustment procedure described below should be 
carefully followed. Offset adjustment affects gain, but gain 
adjustment does not affect offset. 



+15Vdc -15V dc COMMON 

NOTES: 

1. ALL FIXED RESISTORS ARE 5% CARBON COMP. UNLESS OTHERWISE NOTED. 

2. ALL POTENTIOMETERS ARE 20-TURN INFINITE RESOLUTION TYPE. 


Figure 4. Gain and Offset Adjustments 


DIFFERENTIAL LINEARITY ADJUSTMENT 
Each DAC1136/1138 has been factory calibrated and 
tested to achieve the performance indicated in the electrical 
specifications. Before attempting recalibration, it is imperative 
that the circuit be checked to confirm that all previously de- 
scribed precautions have been taken to insure proper applica- 
tion at the 16- or 18-bit level. Basically, the DAC is trimmed 
by comparing a bit to the sum of all lower bits, and adjusting, 
if necessary, for a one LSB positive difference. The top 4 
major carries, i.e., MSB minus the sum of bits 2-through-the- 
LSB, down through bit 4 minus the sum of bits 5-through-the- 
LSB, can be trimmed using the procedure outlined below. A 
differential voltmeter capable of lOOjuV Full Scale should be 
connected to Vqut of ^he DAC. This will resolve an LSB 
which at 18 bits is 38juV (lOV range). A Fluke 895 A or equiv- 
alent is recommended. 


1. Bit 4 Trim 

a. Set bit inputs to 1 1 1 10 .... 0. 

b. Read the output voltage by nulling the voltmeter. 

c. Set bit inputs to 1 1 101 .... 1. 

d. Read voltage by nulling voltmeter. This reading should 
be equal to that of step lb plus ILSB. Adjust bit 4 if 
required (see B4, Figure 6). 

2. Bit 3 Trim 

a. Set bit inputs to 1110 .... 0. 

b. Read output voltage by nulling the voltmeter. 

c. Set inputs to 1101 .... 1. 

d. Read voltage by nulling the voltmeter. This reading 
should be equal to that of step 2b plus ILSB. Adjust 
bit 3 if required (see B3, Figure 6). 



For unipolar mode, apply a digital input of all “I’s” (com- 
plementary binary code for zero output) and adjust the offset 
potentiometer until a O.OOOOOV output is obtained (see 
Table I). Once the appropriate offset adjustment has been 
made, apply a digital input of all “O’s”. Adjust the gain 
potentiometer until the plus full scale output is obtained 
(see Table I). 

For bipolar mode, apply a digital input of all “I’s” (comple- 
mentary offset binary code for minus full scale) and adjust the 
offset potentiometer for the proper minus full scale output 
voltage (see Table I). Once the appropriate minus full scale 
adjustment has been made, apply a digital input of all “O’s”. 
Adjust the gain potentiometer until the plus full scale output 
shown below is obtained. 


RANGE 

IDEAL OUTPUT 



DAC1138 ! DAC1136 

Unipolar: 

All 11...1 

All 00.. .0 

0V-> + 10V 

O.OOOOOV 

+9.999962V +9.999848V 

0V^-i-5V 

O.OOOOOV 

+4.999981V +4.999924V 

Bipolar: 
-10V-> + 10V 

-lO.OOOOOV 

+9.999934V +9.999695V 

-5V ^ +5V 

-5.00000V 

+4.999962V +4.999848V 

To adjust: 

Adjust ZERO pot 

Adjust GAIN pot 


Table i. Full Scale Output 


3. Bit 2 Trim 

a. Set bit inputs to 1 10 .... 0. 

b. Read output voltage by nulling the voltmeter. 

c. Set bit inputs to 101 .... 1. 

d. Read voltage by nulling voltmeter. This reading should 
be equal to that of step 3b plus ILSB. Adjust bit 2 

if required (see B2, Figure 6), 


4. Bit 1 (MSB) Trim 

a. Set bit switches to 100 .... 0. 

b. Read output voltage by nulling the voltmeter. 

c. Set bit switches to 011 .... 1. 

d. Read voltage by nulling voltmeter. This reading should 
be equal to that of step 4b plus ILSB. Adjust bit 1 
(MSB) if required (see MSB, Figure 6). 


If insufficient range exists on any adjustment, then a separate 
adjustment for the weight of bits 5-through-the-LSB (see 
Sum B5 ->■ LSB, Figure 6) should be performed. This condition 
will probably not occur on bit 2, 3 and 4 but might occur on 
the MSB, If adjustment of the sum of bits 5-through-the-LSB is 
made, the trim procedure for all bits should be repeated. Ob- 
viously, since the procedure affects the weight of individual 
bits, it affects the overall gain of the DAC. The final step 
should be adjustment of gain (user supplied adjustment ex- 
ternal to module, or pot at edge of mounting card). 
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OUTLINE DIMENSIONS AND 
PIN DESIGNATIONS 
Dimensions shown in inches and (mm). 



0.500 

(12.71 



NOTES: 

1. PINS: 0.019 ±0.001 DIA. 

2. GRID AND MARKINGS NEXT TO PINS ARE FOR REFERENCE ONLY AND DO 
NOT APPEAR ON UNIT. 

3. PINS 27 AND 29 ARE NOT PRESENT ON DAC1136. 


USING AN EXTERNAL 6V REFERENCE 
The DACl 136/1 138 can be operated with an external 
reference connected to pin 53 of the module. The current 
drain on the external reference will be 1.125mA in bipolar 
mode or 0.125mA in unipolar mode (pin 46 should be left 
open and not grounded when using an external reference 
in the unipolar mode). When an external reference is used, pin 
52, (the output of the internal reference) is left open. 
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Codi Semiconductor manufactures a reference module called 
Certavblt* with a 10 volt output accurate to 0.001%. This out- 
put is temperature compensated to within lppm/°C from 
+15°C to +55°C. The Certavolt requires a power supply of 
+28V dc @ 20mA. To convert the +10 volt output of the Cert- 
avolt to the +6 volt reguired by the DAC, the circuit shown 
in Figure 5 is recommended. 

‘ Certavolt is a registered trade name by Codi Semiconductor. 


VouT 



Figure 5. DAC 11 36 /1 138 with External Precision Reference 


OPTIONAL CARD-MOUNTED ASSEMBLY 
Analog Devices offers an optional Card-Mounted Assembly 
designed to provide optimum performance at the 18-bit level. 
As shown in Figure 6, this 4 1/2” X 6" printed circuit card 
includes the appropriate DAC GAIN and OFFSET adjustment 
potentiometers, power supply bypass capacitors and input 
registers.. The Card-Mounted Assembly can be ordered with 
custom code-setting logic, external output amplifiers, and a 
Deglitcher IV. 



TO ISOLATE ANALOG AND DIGITAL GROUND 
W7 IS OMITTED. 

W6 AND W1 1 ARE NOT INSTALLED WHEN USER 
DESIRES 4.WIRE CONNECTION TO J2 WHEN 
EITHER A 44K OR 234L AMPLIFIER IS USED. 


Figure 6. Card-Mounted Assembly. Dimensions shown in 
inches and (mm). 







CARD-MOUNTED ASSEMBLY JUMPER DESIGNATIONS 
The output voltage range, reference source, amplifier and de- 
glitcher configurations are programmed at the factory by 
means of jumpers, resistors, and capacitors (see ordering 
guide for details). The mounting card can be programmed by 
the user, if necessary, as shown below. 


Output Voltage Range 

Install Jumpers 

±10V 

WIO, W5 

±5V 

W12, W5 

+10V 

W12, W3 

Reference 

Install Jumpers 

Internal 

W2 

External 

W1 

Amplifier 

Install Jumpers 

Internal 

W4, W9 

External^ 

W8,W13 

Deglitcher IV^ 

W8, W15,’W17, W18 

Deg. IV with Ext Amp^ 

W8,W14,W16 


NOTES: 

‘With a 234L amplifier install C7 (0.01/iF, 10%, ceramic capacitor). 
With a 44K amplifier use a variable resistor (typ value w 4990, 

O.IW, 1%) to adjust the output voltage for a ±100/iV reading as 
measured between pins 69 and 34 of the DAC (this step sets voltage 
compliance); install this value resistor (R13 position). 

*With Deglitcher IV remove R20 (lOOfl) and replace the resistor with 
a jumper. 

®With Deglitcher IV and a 234L amplifier remove C6 (6.8pF Capacitor) 
and install: C7 (O.OlfiF, 10%, ceramic capacitor), C18 (lOOpF, 10%, 
ceramic capacitor), C17 (lOOOpF, 10%, polystyrene capacitor) and 
replace R20 (lOOO) with a jumper. With Deglitcher IV and a 44K 
ampIiEer perform the operation described in Note 1, remove C6 
(6.8pF capacitor) and install: C18 (lOOpF, 10%, ceramic capacitor), 
C17 (lOOOpF, 10% polystyrene capacitor) and replace R20 (lOOJl) 
with a jumper. 



J1 MATES WITH CINCH P.N. 251-22-30-160 
(SUPPLIED). 

■DACI 138 ONLY 


CONNECTOR J2 


BJIM 

FUNCTION 

1 

ANALOG SENSE LOW 

2 

ANALOG SOURCE LOW 

3 

NC 

4 

ANALOG SOURCE HIGH 

5 

ANALOG SENSE HIGH 

6 

ANALOG REF. IN/OUT 

A 

ANALOG REF. IN/OUT 

B 

ANALOG SENSE HIGH 

C 

ANALOG SOURCE HIGH 

D 


E 

ANALOG SOURCE LOW 

F 



J2 MATES WITH CINCH P.N. 
251-06-30-160 (SUPPLIED). 


Mounting Card Connector Designations 


DEGLITCHER IV 

The Deglitcher IV is a precision high-speed, high-isolation 
sample-and-hold circuit which eliminates the glitches that 
occur whenever a DAC is dithered through a major carry. Such 
momentary transients can be of concern in applications such 
as high-resolution CRT beam positioning, where glitch-free 
code transitions are often required for optimum display qual- 
ity and legibility. Oscilloscope photographs in Figures 7a and 
7b below show the output of a DAC 11 36 being dithered 
up and down through the major carry, between codes 
1000000000000000 and 0111111111111111. In Figure 7b, 
the Deglitcher IV is turned on virtually elminating the 
glitches and allowing the 152/iV LSB step to be clearly seen. 



Figure 7b. Same Major-Carry Dither with Deglitcher IV 
(BW = 1MHz), Vertical Scale, 200yLV /Division 

The Deglitcher IV utilizes a proprietary sampling technique 
which isolates the output amplifier during the critical 10/is 
period immediately following a code change. The only dis- 
cernible difference in DAC performance when used with 
Deglitcher IV is a delay of approximately ll/us after the 
strobe goes HI before the (deglitched) DAC output voltage 
starts slewing toward the new value. 

GLITCH ADJUSTMENT 

There are two “Glitch” adjustment potentiometers, accessi- 
ble on the Card-Mounted Assembly. The adjustment on the 
card permits nulling of any Track-to-Hold offset, whereas the 
adjustment internal to the Deglitcher IV allows for precise 
nulling of the Hold-to-Track transient. Because of the near- 
infinite attenuation of the actual DAC current glitches, no 
current-glitch transient is visible on the output. For this 
reason, it is easiest to null the 2 Deglitcher adjustments while 
strobing the Card with a static digital input 
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INPUT OPTIONS 

The Card-Mounted Assembly contains input registers. The 
input code ordered by the user is set at the factory by means 
of various jumpers in the logic circuitry. See ordering guide 
for details. 

Since the Card-Mounted Assembly contains input registers, the 
card requires a strobe pulse circuit. Strobe characteristics of 
input registers are: 

1. r\ Strobe Pulse: One Std. series 74LS load, Leading- 

Edge-Triggered. Positive pulse should remain HI for > 

100ns. 

2. The digital input code can be changed at any time up to 
and including that instant when the strobe command goes 
HI. 

3. The actual transfer of the input code to the DAC will occur 

3/is after the strobe command; during this 3/is the digital 
input code to the card assembly should not be changed, in 
order to prevent the possible coupling of logic noise into 
the DAC output. At t^, +3 ms, the deglitcher is automatically 
enabled for the following 8/is. Thus there will be a delay of 
11/Lts before the deglitched output starts slewing to the new 
value. Actual data transfer to the DAC automatically occurs 
at to +3.lAts. 

OUTPUT OPTIONS 

The Card-Mounted Assembly for the DACl 136/1 138 allows 
for several user-selectable output configurations: 

1. Internal Output Amplifier inside the DAC Module. 

2. Analog Devices model 234L; for low noise, low drift appli- 
cations (2nY, ±0.1/jV/°C). 


3. Analog Devices model 44K: available only with DACl 136; 
recommended only for high speed or high current 
applications. 

4. Deglitcher IV with self-contained precision Bl-FET output 
amplifier (AD542K). 

5. Deglitcher IV with model 234L output amplifier. 

6. Deglitcher IV with model 44K output amplifier (recommended 
with DACl 136 only). 

When using an external amplifier, a four terminal output con- 
nection can be utilized on the Card-Mounted Assembly in 
order to allow for compensation of connector contact re- 
sistance. 



1. VOLTAGE DROP BETWEEN SOURCE LO AND SENSE LO MUST OBSERVE CURRENT 
MODE COMPLIANCE LIMITS FOR RATED ACCURACY. 

2. THIS CONNECTION SCHEME CANNOT BE USED WITH INTERNAL 
AMPLIFIER OF THE DAC OR WITH THE AMPLIFIER 
INTERNAL TO THE DEGLITCHER IV. 

Figure 8. Four-Terminal Output Connections 


ORDERING GUIDE 


WHEN ORDERING THE DACl 136 OR DACl 138, ORDER EITHER: 


1, Module only: DAC1136J DAC1138J 

DAC1136K DAC1138K 

DAC1136L 


2. DAC1136/1138 as a Card-Mounted Assembly: 



s 


CODE 

OUTPUT 

AMPLIFIER 

B 

INTERNAL 

B 


B 

234L 

B 

DEGLITCHER IV 

5 

DEGLITCHER IV’ 
AND44K 

6 

DEGLITCHER IV 
AND 234L 


NOTE 1: NOT AVAILABLE FOR 
DAC1136L. DAC1138J 
AND DAC1138K. 



VOL //, 10-34 DIGITAL-TO-ANALOG CONVERTERS 




































ANALOG 

DEVICES 


Low Cost/High Accuracy 
18-Bit D/A Converter 

DAC1146 







SPECIFICATIONS 


(typical @ + 25°C, Vs = ±15V, Vref = +10V unless otherwise specified) 


MODEL 

DAC1146 

RESOLUTION 

18 Bits 

ACCURACY 


Integral Nonlinearity 

± 0.00076% FSR‘(max) 

Differential Nonlinearity 

± 0.00076% FSR'(max) 

Monotonic ( 1 6 Bits) 

Guaranteed 

Offset^ 

Adjustable to Zero 

Gain^ 

Adjustable to Full Scale 

STABILITY 


Differential Nonlinearity 

± lppm/°C(max) 

Offset 

±30M.V/°C(max) 

Bipolar Offset 

± 7ppm/°C (max) 

Gain 

± 12ppm/°C(max) 

STABILITY, Long Term 


(ppm/ 1000 hr) 


Differential Nonlinearity 

± Ippm 

Offset 

± 3ppm 

Bipolar Offset 

± 3ppm 

Gain 

± 12ppm 

REFERENCE VOLTAGE (Vr,.;,.) 


Output Voltage 

+ lO.OOV ±0.3% (max) 

Output Current 

2mA (max) 

Ext. Ref Voltage Range^ 

- 12V to + 12V 

Input Resistance 

12kll 

DYNAMIC PERFORMANCE’ 


Settling Time to ±0.00076% 

' 

Voltage, Full Scale Step 


Unipolar (lOV) 

6p.s 

Bipolar ( ± lOV) 

12ps 

Voltage, LSB Step 

3)j.s 

Current 

2)jls 

DIGITAL INPUTS 

CMOS , TTL Compatible 

Codes 


Unipolar 

Binary (BIN) 

Bipolar 

Offset Binary (OBIN), Two’s Complement 

ANALOG OUTPUT 


Voltage 

+ 5V, + 10V, ±5V, ±10V 

Current 

— 2mA, ± 1mA 

Voltage Compliance 

± 500mV 

Noise (lOOkHzB.W.) 

30(xV rms 

POWER REQUIREMENTS 


Voltage (Rated Performance) 

±15V(±5%) 

Voltage (Operating) 

± 1L5V to ± 16.0V 

Supply Current Drain 


±15V 

+ 15mA, -25mA 

TotalPower((( Vs = ±15V 

600mW 

POWER SUPPLY SENSITIVITY 


Offset 

0.001%/% ± Vs 

Gain 

0.001%/% ± Vs 

TEMPERATURE RANGE 


Rated Performance 

0 to + 70'’C 

Operating 

-25°Cto +85^ 

Relative Humidity 

Meets MIL STD 202E, Method 103B 

SIZE 

2" X 2" X 0.4" 


(50.8 X 50.8 X 10.16mm) 

Weight 

33g 


NOTES 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



^ 2 01(51 1)MAX 




_± 


DACTI46 

0.41 

(10.4) 

MAX 




0.025 (0.63) DIA 



IN SHADED HOLE LOCATIONS 


MATING CONNECTORS 
AC1584-3 (2 REQUIRED) 


PIN DESIGNATIONS 


PIN 

FUNCTION 

PIN 

FUNCTION 

1 

MM 

32 

+ 15V 

2 

MSB 

31 

-15V 

3 

BIT 2 

30 

ANALOG GROUND 

4 

BIT 3 

29 

AMPIN 

5 

BIT4 

28 

CURRENT OUT 

6 

BIT 5 

27 

N.C. 

7 

BIT 6 

26 

REFERENCE OUT 

8 

BIT 7 

25 

REFERENCE IN 

9 

BITS 

24 

10k 

10 

BITS 

23 

10k 

11 

BIT 10 

22 

5k 

12 

BIT 11 

21 

AMP OUT 

13 

BIT 12 

20 

OFFSET 

14 

BIT 13 

19 

BIT 18 (LSB) 

15 

BIT 14 

18 

BIT 17 

16 

BIT 15 

17 

BIT 16 


' FSR means Full Scale Range. 

^Offset andgainareadjustableto zero by means of external potentiometers . See Figure 2 for proper connections . 
’Rated performance is specified with + 10. OV reference. 

’See Figure 5 for settling time curves. 

Recommended Power Supply: Analog Devices Model 904. 

Specifications subject to change without notice. 
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ANALOG OUTPUT RANGE 

In the unipolar mode the DAC1146 provides an output current 
of - 2mA. In the bipolar mode the DAC output current is 
offset by ImA, (by connecting pin 25 to pin 24) for an output 
of ± 1mA. 

The DAC can be pin programmed for + 5V, + lOV, ± 5V and 
± lOV by converting the DAC’s current output to a voltage. To 
program the DAC for voltage output ranges (see Figure 1, 
Figure 2 and Table I). 


Output 

Voltage 


Connect Pin^ 

Connect Pin 

Connect Pin 

Range 

Input Code* 

25 to Pin 

28 to Pin 

21 to Pin(s) 

+ 5V 

BIN 


29 

22,23,24 

+ 10V 

BIN 

■ 

29 

23,24 

±5V 

OBIN, 2’s Comp 

24 

29 

22 

±10V 

OBIN, 2’s Comp 

24 

29 

23 


*For BIN or OBIN codes connect MSB to ground. 

For 2’s comp code connect MSB to + 5 V system power. 

^Connect Pin 25 through a SOfl potentiometer to cither internal reference (Pin 26) or an external reference. 

Table I. Analog Output Range Pin Programming 

OFFSET AND GAIN CALIBRATION 

Initial offset and gain errors can be adjusted to zero by poten- 
tiometers as shown in Figure 2. Proper offset.and gain calibration 
requires great care and the use of extremely sensitive and accurate 
measurement instruments. These instruments should be capable 
of measuring to within l|xV of the adjusted output voltage at 
both ends of the range. The potentiometers selected should be 
good quality Cermet type. Multi-turn potentiometers having ten 
to fifteen turns and 100ppm/°C temperature coefficients will be 
adequate. The temperature coefficients contributed by these 
Cermet potentiometers will be less than 0.1ppm/®C. 

For unipolar mode, apply a digital input code of all “O’s” and 
adjust the offset potentiometer until a O.OOOOOV output is obtained 
(see Table II). Once the appropriate offset adjustment has been 
made, apply a digital input code of all “I’s”, and adjust the 
gain potentiometer until the plus full scale output is obtained 
(see Table II). 

For bipolar mode, apply a digital input code of 100 ... 00 and 
adjust the offset potentiometer until a O.OOOOOV output is obtained 
(see Table II). Once the appropriate offset adjustment has been 
made, apply a digital input of all “I’s”, and adjust the gain 
potentiometer until the proper plus full scale output is obtained. 




Code 000 . . 

. 00 

Code 111 . . . 

11 

Unipolar 
+ 5V 

O.OOOOOV 


+ 4.999981V 


-t-lOV 

O.OOOOOV 


+ 9.999962V 



Code 100 . . 

. 00 

Code 111 . . . 

11 

Bipolar 

±5V 

O.OOOOOV 


+ 4.999962V 


±10V 

O.OOOOOV 


-t- 9.999924V 



Table II. Full Scale Calibrated Output Voltages 


PRECISION LOW DRIFT VOLTAGE OUTPUT 

The internal output amplifier of the DAC 11 46 is optimized for 
high speed applications like digital audio and sonar, that require 
fast settling time. An external precision operational amplifier 
like the AD OP-07 can be applied when low offset drift is im- 
portant. Simply connect the current output (Pin 28) to the inverting 
input of the amplifier. This connection should be made as close 
as possible to the DAC. Connect the proper feedback resistors 
as shown in last two columns of Table I. To avoid decreasing 
the gain drift performance of the DAC always use the internal 
feedback resistors, since they are matched to the internal current 
weighting resistors of the DAC (see Figure 3). 

The current drift of the DAC1146 is typically 350pA/°C from 
+ IS^C to -I- 35°C. When using the AD OP-07, the total drift of 
the output signal will be less than 2p,V/°C. 



Figures. Low Drift Voltage Output (+ 10V) Application 

DIFFERENTIAL LINEARITY ADJUSTMENT 

Each DAC1146 has been factory calibrated and tested to achieve 
the performance indicated in the electrical specifications. Before 
attempting recalibration, it is imperative that the circuit be 
checked to confirm that all precautions have been taken to insure 
proper application. The DAC is trimmed by comparing a bit to 
the sum of all lower bits, and adjusted if necessary, for a one 
LSB positive difference. The top four bits can be trimmed 
using the procedure outlined on next page. A differential voltmeter 
capable of 100p,V full scale should be connected to amp out of 
the DAC. A Fluke 895A or equivalent is recommended (see 
Figure 4). 



Figure 4. Optional Differential Linearity Adjustment Circuit 
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1. Start with Bit 4, proceed to Bits 3, 2 and 1 by repeating 
steps 2 through 5. Set Bits 17 and 18 to “0” for this entire 
rocedure. 

2. Set all digital inputs less significant than the bit being adjusted 
to “1”; set all others to “0”. 

3. Read the output voltage by nulling the voltmeter. 

4. Set the digital input for the bit being adjusted to “1”, set all 
others to “0”. 

5. Read the output voltage by nulling the voltmeter. This reading 
should be equal to that of Step 3 plus 153p.V (lOV FSR). If 
not, adjust the bit. 

6. Retrim gain. 

DIGITAL AUDIO APPLICATION 

When using a DAC to reconstruct an audio signal, emphasis is 
placed on important audio parameters. These parameters include: 
Total Harmonic Distortion, Dynamic Range and Settling Time. 

Settling Time: Settling time is the total time for the output to 
settle within an error band around its final value after a change 
in the input. Settling times for the DAC1146 are specified to 
±0.00076% of full-scale for any step change (see Figure 5). 



Total Harmonic Distortion: When the DAC1146 is used at 16 
bits of resolution with a deglitcher as shown in Figure 6, the 
Total Harmonic Distortion (THD) for a full scale signal over 
the entire audio range 20Hz to 20kHz is typically less than 
0.002% or -94dB. 

Total Harmonic Distortion is defined as the ratio of the square 
root of the sum of the squares of the rms harmonic value to the 
rms fundamental values and is expressed in percent dB. 


The THD can be calculated from the following formula and 
verified by testing (see Figure 6). 


THD 


RMS Error 
RMS Signal 


\/ nSi [ElG) + EqCi)] ^ 

RMS Signal 


X 100% 


where N is the number of samples. 

Ei.(i) is the linearity error of the DAC at each 
sample point. 

EqCi) is the quantization error of the DAC at each 
sample point. 

THD TESTING 

When testing for THD the test equipment used must be distortion 
free so as not to mask the true performance of the device under 
test. The test circuit (see Figure 6) will produce a negligible 
amount of distortion when generating a test signal. 


The PROM contains one cycle of a computer generated sine 
wave. Frequency select switches program the adder with the 
number of codes that it should skip on each count. This selection 
allows any of 2048 discrete frequencies between 12Hz and 25kHz 
to be generated with a constant 50kHz update rate. The DAC 
output is deglitched, and displayed on the spectrum analyzer. 
Total Harmonic Distortion can be computed by comparing the 
amplitude of the fundamental frequency with the amplitudes of 
the harmonics. 


TYPICAL THD TEST RESULTS 


Dynamic Range: The DAC 1146 has a typical dynamic range of 
96dB for a 16- bit input and lOOdB for an 18-bit input. The 
theoretical dynamic range can be expressed as 6dB X N, where 
N is the number of bits. The theoretical limit would indicate a 
dynamic range of 108dB for an 18-bit input, however linearity, 
noise and other errors limit the useful dynamic range to lOOdB 
at 18 bits. 


Dynamic Range 

Dynamic Range 
THDatFS 
THDat -15dB 
THDat-20dB 
THDat -30dB 


16-Bit Resolution 
96dB 

0.002% (-94dB) 
0.01% (-80dB) 
0.02% (-74dB) 
0.06% (-64dB) 


18-Bit Resolution 
lOOdB 

0.001 5% (-96dB) 
0.0075% (-82dB) 
0.015% (-76dB) 
0.045% (-67dB) 



TIMING DIAGRAM 


Figure 6. Block Diagram Harmonic Distortion Test Circuit 
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ANALOG 

DEVICES 


Ultra High Speed 
Deglitched D/A Converter 

MDD SERIES 


FEATURES 

Ultra-High Speed: 20MHz Word Rate 
8- and 10-Bit Versions Available 
TTL Compatible 

Smallest Size Available: 3" X 4" X 0.5" 

Completely Self-Contained with Input Register, D/A, 
Deglitcher, Timing, Internal References, and Output 
Buffering 

APPLICATIONS 

Color-Television Video Reconstruction, Time-Base Cor- 
rection and Frame Synchronization 
Graphic Displays 
Deflection Systems 
Character Generators 
High Speed D/A Systems 


GENERAL DESCRIPTION 

The MDD Series is a subsystem module which contains an 
input digital register, ultra-high speed current output D/A 
converter, deglitcher, output buffer amplifier, precision refer- 
ences, and timing circuitry within a 3"X4"X0.5" case. The out- 
put of the device is an ultra-linear analog representation of 
the digital input. Requiring only external gain and offset 
potentiometers for final calibration, the MDD D/A solves the 
glitch problem associated with high-speed D/A converters. The 
incorporation of an internal register virtually eliminates the 
need for input bit time deskewing. While not totally eliminat- 
ing the glitch per se, the remnant glitch is very small, and more 
importantly, constant (and therefore filterable) over the out- 
put range. 

The MDD Series is available with 8- or 10-bit resolution and in 
two versions. The basic versions contain a unity gain output 
buffer and can deliver 2V p-p open circuit (or IV p-p into a 
load) when the MDD output is both source and load termin- 
ated. The “A” versions contain a very high speed output gain 
amplifier to allow the MDD to deliver 4V p-p open circuit (or 
2V p-p into a load) when the device is source and load termin- 
ated. Higher output voltages may be obtained— up to ±10V by 
external feedback resistor selection. However, settling time 
degradation must be expected. 

TV APPLICATION 

The “A” version of the MDD Series deglitched D/A is ideally 
suited for color television video reconstruction. Its output can 
directly drive the low impedances normally associated with 
video baseband transmission. Since the output impedance of 



the internal operational amplifier is less than lf2, the transmis- 
sion-line match obtained with the internal source terminating 
resistor is almost perfect. Other applications include waveform 
generation, automatic test equipment, and fast process con- 
trol systems. 

Designed primarily for PC board mounting, these D/A’s may 
also be plugged into pin sockets. The pins are 0.04" diameter, 
gold plated, and are on 0.2" centers. For increased reliability, 
each module is burned in for 96 hours at -^25°C before final 
test and shipment. 


DIGITAL 
INPUTS 
ISm Nott 1) 



-OD/A OUTPUT 
■>ODEGLITCH£R INPUT 


-O 93D OUTPUT 


-O 75D OUTPUT 


-O+REFOUT 


MDD Series Block Diagram 
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SPECIFICATIONS 


(typical at +25°C and nominal supply voltages unless otherwise noted) 


MODEL 

MDI>0820 MDD-1020 

MDI>0820A MDD-1020A 

RESOLUTION 

8 Bits 

10 Bits 

Accuracy (including linearity) at 

Maximum Word Rate of 20MHz 

±0.2% 

±0.05% 

Monotonicity 


Guaranteed 0 to +70°C 

DIGITAL DATA BIT INPUTS 

Logic Level/Load 


1 Standard “S” TTL Load 

Positive Logic— Binary (BIN) 


“l” = +2.4Vto+5V 
“0” = OV to +0.4V 

DIGITAL STROBE INPUT 

Logic Level/Load 


2 Standard “S” TTL Loads 

Positive Logic 


“1” = +2.4V to+5V 
“0” = OV to +0 4V 

Risctime and Falltime 


10ns max 

Width 


15ns min 

Timing 


Negative-Going Trailing Edge to Occur a 

Minimum of 20ns After Last Data Bit 

Change 

Frequency 


20MHz max 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



Voltage, No Load, Unipolar 
Bipolar 

Impedance 
Pin 23, Low Z 
Pin 22, son 
Pin 21, 75n 
Pin 20, 93 n 
Amplifier Current 

DAC Current 


MDD^820 
MDD-1020 
0 to +2V 

+lVto -IV 

ion max 

son ±s% 
7sn ±5% 
93n±S% 


MDD-0820A 

MDD-1020A 

Externally Programmable with 
Gain and Offset Resistors 
to ±10V max 

m max 

son ± 1 % 

7sn±i% 

93n ±1% 


PIN DESIGNATIONS 


±50mA for dc load = lOOn min, 
dc load = ZouT Rload 
+ 15mA 


SETTLING TIME 

DAC Current Output (to 0.1%) 
Voltage Output 


ISns 
sons to 0.1% 
2V p-p 


QQI 


I3EI 


IB 


H9I 


KH 


hcbi 

HI :1 d 

KBI 




warn 


HC3H 


HU 

■TTTTITTniTHHHi 

wmmm 


KHi 


WESKti 




BEIB 


E^H 




KH 

■rnTTTnmHH 

HSSi 


m 


wEam 


m 

■rrnrTTTniiVBHH 

wEm 


warn 

■TTFZTil 1 > 1 J i ii iv-4 

msmm 

U' J la'viVJ d :i U' 1 u inSi 

m 

K.Tf:TilTIT':lT7T21i ■■ 








120ns to 0.1% 
4V p-p 


'ALL GROUNDS INTERNALLY CORRECTED 


RESIDUAL GLITCH* 


30mV for 2V p-p F.S. Output 
orl.5%ofF.S. 


lOmV for 2V p-p F.S. Output 
or0,S%of F.S. 


OUTPUT ZERO OFFSET 


Adjustable to Zero 


OUTPUT ZERO OFFSET vs. TEMP 


lOOppm/ C 


Adjustable 


REFERENCES AVAILABLE 


±6.2V 


POWER REQUIREMENTS 
+1SV±3% 

-15V t3% 

+5V ±5% 

Power Supply Rejection Ratio 


120mA 

150mA 

250mA 

0.1%/V 


CASE 


DialiyI Phthalate (per MIL-M-14 
type SDG-F) 


TEMPERATURE RANGE 
Operating 
Storage 


0 to +70 C 
-55°C to +85°C 


NOTES 

' Occurs at the update rate. 

Specifications subject to change without notice. 
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NOTES ON “DEGLITCHING” 

An MDD Series D/A converter operating with a full-scale p-p 
analog output of IV will typically have a glitch, or transient, 
in its output which is ISmV in amplitude and is 25ns wide, 
at the 50% points. These typical values are independent of 
whether the D/A converter is an 8-bit unit or a 10-bit unit. 

This glitch remains constant, regardless of the transition 
points. In other words, it is the same for the transition from 
0000000001 to 1000000000 as it is for the transition from 
1000000000 to 1000000001 or any other two input words. 
A constant glitch is the purpose of the deglitcher circuits. 
They are intended to hold the area under the curve at a con- 
stant value; they are not intended to get rid of all glitches 
per se. 

When the area under the transient curve is held constant, the 
frequency spectrum of the glitch is a fine line; i.e., a single- 
line spectrum at the sample rate frequency, and harmonics of 
the sample frequency. 

If the glitch is a function of signal dynamics, as it is in the 
case of a D/A converter output which is not deglitched, a 
multitude of intermodulation products are formed. Some of 


these IM products appear in the video pass-band as spurious 
signals and increased noise level. The deglitcher circuits effec- 
tively eliminate these products. When they do, the S/N ratio 
approaches that of an ideally-quantized signal, where the rms 
noise is QJs/vi, when frequencies above Nyquist are filtered 
out. 

In summary then: 

• The residual glitch for an MDD Series D/A converter is 
typically 15mV for a full-scale IV p-p output; this is 1.5% 
of F.S. 

• The glitch width is typically 25ns at the 50% points. 

• The amplitude and width of the glitch are constant, and 
independent of: 

—the magnitude of change in successive transitions 
—number of bits of digital output 
—input (update) data rates 

D/A converters without deglitching circuits have smaller, 
shorter glitches, on the average; but this type of converter has 
larger glitches at the major crossings, especially at the mid- 
scale transition. 


PEDESTAL _> ^ 



RESIDUAL GLITCH 


Figure 1. Pedestal /Glitch Relationship 


DATA 

INPUTS 

(CHANGING) 


IK 

H 


•K~" X 




MINIMUM 20n$ BETWEEN LAST BIT CHANGE 
AND STROBE TRAILING EDGE 


STROBE 

INPUT 


, I I , MINIMUM 15ns MAXIMUM 65% OF PERIOD 
I I ~ OF UPDATE RATE 

n n n 

— 50ns(MIN) — »-| 


i . 



1 






1 

1 .lit 


"T 

1 imniRnn 

ininT»»'» T 

1 

ii 

m 

nil 

1 


500kHz/DIV 


I ^ APPRO X. / Figure 4, Spectrum of 10-bit D/A Operating at 11 MHz Update 

MDDT) 82 ooR 1 * 40in Rate Without Deglitching — UnfUtered 

MDD-1020 OUTPUT 


MDD4)820 A OR 

MDD-1020 A OUTPUT 


I APPROX. /■ 

|- 60ns — / 




Figure 2. MDD Series Timing Diagram 



INPUT DIGITAL CODE 
lo =0TO+15mA 


Figure 3. D/A Current Equivalent Circuit 


lOdB/DIV 


500kHz/DIV 

Figure 5. Spectrum of 10-bit D/A Operating at 1 1MHz Update 
Rate With Deglitching — UnfUtered 
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Figure 6. Unipolar Output Configuration Basic Versions 



OFFSET 



2. THE LOGIC IS INVERTED INTERNALLY FOR THE "A” VERSIONS SUCH THAT ALL 
"I'S” AT THE DIGITAL INPUTS YIELDS A FULL-SCALE POSITIVE VOLTAGE AT THE 
OP AMP OUTPUT. 


3. FOR POSITIVE UNIPOLAR OPERATION, THE NOMINAL OFFSET POTENTIOMETER 
RESISTANCE SHOULD BE SET FOR A VALUE OF APPROXIMATELY SOOn, MAKING 
A 20000 POTENTIOMETER IDEAL. 

4 . FOR BIPOLAR OPERATION, THE NOMINAL OFFSET POTENTIOMETER RESISTANCE 

SHOULD BE SET FOR A VALUE OF APPROXIMATELY 23000, MAKING A 50000 
POTENTIOMETER IDEAL. THE OUTPUT VOLTAGE SHOULD BE ADJUSTED FOR ZERO 
WITH AN INPUT CODE OF 10 OO. 

5. MAKE Cfb NOMINALLY lOpF. SELECT FOR OPTIMUM SETTLING TIME IF DESIRED. 

6. IF ADJUSTABLE GAIN IS DESIRED, ADD A LOW-VALUE, LOW-INDUCTANCE CERMET 
TRIMMING POTENTIOMETER IN SERIES WITH Rqain- BY PUTTING THE GAIN ADJUSTMENT 
HERE, THE GAIN AND OFFSET ADJUSTMENTS ARE INDEPENDENT OF EACH OTHER. 


Figure 8. Output Configuration — "A" Versions 


Figure 7. Bipolar Output Configuration Basic Versions 


ENCODE 
COMMAND 
INPUT 


+15V 

-1SV 

+5V 



Figure 9. Typical A/D-D/A Back-to-Back Connections 
for Video Applications or Testing 


The typical video differential phase and gain errors (disre- 
garding quantization effects) for the configuration shown are 
3° and 3%, respectively, using an encode command frequency 
of three times the NTSC color subcarrier (10.74MHz). For 
applications requiring digitization at frequencies of four times 
NTSC (14.32MHz) or three times PAL (13.29MHz) the 
MATV-0816 A/D Converter should be substituted. For ap- 
plications requiring digitization at four times PAL ( 17.74MHz), 
the MATV-0820 A/D Converter should be substituted. Results 
are applicable for either NTSC or PAL test signals using the 
20 IRE modulated ramp. 

Due to the inherently stable characteristics of the output oper- 
ational amplifier, the “A” versions are recommended for 
driving properly terminated video terminated lines. 


ORDERING INFORMATION 


For 8-Bit Models, 
Order: 


MDD-0820 without output amplifier 
MDD-0820A with output amplifier 


For 10-Bit Models, 
Order: 


MDD-1020 without output amplifier 
MDD-1020A with output amplifier 


Mating pin socket connectors for the MDD Series is model 
MSB-2. Prototyping socket is MSD-1. 

The MDD Series D/A’s are normally burned-in at +25°C for a 
minimum of 96 hours. For extended burn-in, consult the 
factory. All of Analog Devices’ data acquisition products are 
covered by a one-year warranty. 
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ANALOG 

DEVICES 


Ultra High Speed 
Multiplying D/A Converter 

MDMS SERIES 



FEATURES 

Small Size: 2" X 2" X 0.4" 

High Multiplying Accuracy: Maintains Monotonicity and 
Linearity for any Analog Input within the Specified Range 
High Current Output: 10mA Full Scale 
High Reliability, Hybrid Microcircuit Construction 
Guaranteed Operation: -30°C to +85°C 

APPLICATIONS 
CRT Displays 
Waveform Generation 
Vector Generation 
Fast Digital Attenuator 



GENERAL DESCRIPTION 

The MDMS series is an ultra-high speed, one or two-quadrant, 
multiplying D/A converter capable of lOMHz operation and 
11-bit precision. The settling time for both analog and digital 
inputs is 100ns, and the large signal bandwidth of the analog 
input is in excess of lOMHz. The module is designed for the 
needs of the graphic display field and other applications re- 
quiring high-accuracy, high-speed multiplying operation. 

The current output of the MDMS series D/A is precisely pro- 
portional to the analog input signal multiplied by the digital 
input code. The analog input signal may be any voltage 
between OV and -lOV, and can be a sine wave, triangle wave, 
sawtooth, or other waveform. The D/A output is an accurate 
scaled version of the input waveform, the scale factor being 
the digital input code. Alternatively, the analog input voltage 
may be used to scale a digitally generated signal. Various off- 
setting provisions are made so that the analog signal, digital 
signal, and output may be made bipolar or unipolar in order 
to accommodate various uses requiring one or two-quadrant 
operation. 

The output impedance of the D/A is 200 ohms so that a two- 
volt output swing is possible with no load. Loading the output 
with 200 ohms results in a 1 volt p-p output. If an external 
operational amplifier such as the Analog Devices’ HOS-050, 
HOS-050A, or HOS-060 op amp is connected to the output 
of the D/A, output voltages up to 20V p-p are obtainable at 
a small sacrifice in speed. 


ORDERING INFORMATION 

Order Model Number MDMS-0801, MDMS-1001, or MDMS- 
1101. Ruggedized versions with extended burn-in are also 
available. Consult the factory. 




BIPOLAR OPERATION IS ACCOMPLISHED 
BY CONNECTING PIN 30 to -10V, OR IF 
ADJUSTMENT IS REQUIRED,PIN 30 MAY 
BE CONNECTED THROUGH A 1.5k ADJUST- 
MENT POTENTIOMETER TO -15V. 


MDMS Series - Block Diagram 
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SPECIFICATIONS 


(typical @ +25°C and nominal power supply voltages unless otherwise noted) 


MODEL 

MDMS-0801 

MDMS-1001 

MDMS-llOl 

RESOLUTION 

8 Bits 

10 Bits 

11 Bits 

LSB Weight 

40flA 

lOflA 

5liA 

ACCURACY (ADJUSTABLE TO) 

±0.2% 

±0.05% 

±0.025% 

Monotonicity 

Guaranteed 

• 

• 

Linearity 

20)iA, ±1/2LSB 

5/iA.±l/2LSB 

2.5/iA»±l/2LSB 

ANALOG INPUT 

Voltage Range 

0 to -lOV 

• 

• 

Impedance 

4kn ±2% 



Transfer Function (inverting) 

OV input scales D/A output to minimum output; 


-lOV input scales D/A output to maximum output. 

DIGITAL INPUT (TTL) 

Positive Logic, "1” * 

+2.4V to +5.0V 

• 

• 

••0” = 

OV to 0.4V 

• 

• 

Loading, 2 Std. TTL Loads 

“0” = 

-5mA 

• 

• 

“1” = 

50mA 

• 

• 

CODING (PARALLEL INPUT DATA) 

Unipolar 

BIN 

• 

• 

Bipolar 

OBN 

• 

* 


All “I’s” Input Miximum Positive Output 

All “O’s” Input Maximum Negative Output 


OUTPUT (CURRENT) 




Unipolar 

0 to +10mA 

• 

• 

Bipolar 

±5mA 

• 


Compliance Voltage 

+ 1.5V, -2V 

* 

• 

Impedance 

2oon, ±1% 

• 

• 

Loading 


200n for 0 to IV p'p Out 




OO for 0 to 2V p-p Out 


Zero Offset (max) 

50nA 

• 

. • 

DYNAMIC CHARACTERISTICS 




Settling Time (digital & analog) 

90ns to 0.2% F.S. 100ns to 0.1% F.S. 

H0n$to0.05% F.S. 

Bandwidth (analog in) 

lOMHz 


’ 

TEMPERATURE COEFFICIENTS 




Linearity 

2ppm/°C 

• 

• 

Monotonicity 


Guaranteed -SO^^C to +85 C 


POWER REQUIREMENTS 




+ I5V ±10% 

60mA 

• 

• 

-15V ±10% 

20mA 

• 

• 

Power Supply Rejection Ratio 

0.005%/V 

• 


TEMPERATURE RANGE 




Operating 


-30°C to tSS’e 


Storage 


-55°C to+US'e 


PHYSICAL CHARACTERISTICS 




Case 


Diallyl Phthalate per MIL- 




M-14 Type SDG-F 



NOTES 

*Spccifications sime asMDMS-0801 
Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (nun). 


1 





J_ 


0.400 

(10.2) 


0.020(0.508) ^7 



OF PIN 1 

WEIGHT; 1.6 0Z,4S3G 

PINS ARE GOLD PLATED PER MIL-G'S204 TYPE II 


MATING SOCKET MSA-1 


PIN DESIGNATIONS 


■39 

FUNCTION 

1 

BIT 1 INPUT IMSB) 

2 

BIT 2 INPUT 

3 

BIT 3 INPUT 

4 


S 

BIT 5 INPUT 

7 

BIT 6 INPUT 

8 

BIT 7 INPUT 

8 

BIT 8 INPUT 

10 

BIT B INPUT 

11 

BIT 10 INPUT 

12 

BIT 11 INPUT LSB 

19 

ANALOG INPUT 

21 

OFFSET ADJ 

23 

-15V POWER INPUT 

25 

+15V POWER INPUT 

HIQM 

GROUND 


BIPOLAR OFFSET 

32 

ANALOG OUTPUT 



-15V .ISV 


Figure 1. The MDMS- 1101 Multiplying D/A 
Used as a Digital Waveform Generator with 
Digital A ttenuator Control 


THIS WAVEFORM IS OBTAINED tlOV 
WITH LOGIC 00000000000 AT 
THE ATTENUATOR DIGITAL 
INPUT. 0 


-6V 

-10V 


THIS WAVEFORM IS OBTAINED 
WITH LOGIC 10000000000 AT 
THE ATTENUATOR DIGITAL 
INPUT. 



-10V 


THIS WAVEFORM IS OBTAINED 
WITH LOGIC 1 1 1 1 1 1 1 1 1 1 1 AT 
THE ATTENUATOR DIGITAL 
INPUT. 


♦10V 

♦5V 

0 


00000000000 


-6V 

-10V 


11111111111 


1. R1 MAY BE OMITTED IP 0 8% DC 
SHIFT IS PERMISSIBLE BETWEEN 


ATTENUATOR INPUT SET FOR 


THE ABOVE WAVEFORMS DEPICT THE 
ANALOG OUTPUT FOR VARIOUS VALUES 
OF ATTENUATOR DIGITAL INPUTS TO 
D/A #2 WITH A DIGITAL TRIANGLE 
BEING APPLIED T 


PEAK POSITIVE LEVEL - 
OOOOOOOOOOODIGITAL INPUT 
PEAKNEGATIVELEVEL- 
11111111111 DIGITAL INPUT 
(THE OUTPUT OP AMP INVERTS THE 
SENSE OF THE INPUT BITS) 


Figure 2. Operation of Multiplying D/A Circuit 
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Analog-to-Digital Converters 
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Video A/D Converters 11-15 
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ADC1130/ADC1131 14-Bit High-Speed ADC Modules 11-27 

ADC1140 Low Cost 16-Bit Analog to Digital Converter 11-31 

•ADC1143 Low Power/High Performance 16-Bit ADC 11-35 

CAV-0920 9-Bit Video ADC 11-39 

•CAV-1040 10-Bit Video ADC 11-43 

CAV-1210 12-Bit Video ADC 11-45 

MAH Ultra-High Speed 8- and 10-Bit ADC Modules 11-49 

MAS Ultra-High-Speed 8-, 10-, and 12-Bit ADC Modules 11-53 

MATV Video 8-Bit ADCs with Built-In Track-Hold 11-57 

MOD-1005 10-Bit 5 MHz Video ADC with Built-In Track-Hold 11-61 

MOD-1020 10-Bit 20MHz Video ADC with Built-In Track-Hold 11-65 

MOD-1205 12-Bit 5MHz Video ADC with Built-In Track-Hold 11-69 


•New product since publication of 19S2-1983 Databook Update. 
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DIGITAL 

y* V- COMMON CONVERT 



AD673 

Complete 8-Bit A/D Converter with Reference, Clock 
and Comparator 

Full Microprocessor Bus Interface 
Fast Successive Approximation Conversion - 20p.s 
No Missing Codes Over Temperature 
Operates on -H5V and -12V to —15V Supplies 


Voo Vref Ain Bofs 



AD7574 

No Missed Codes Over Full Temperature Range 

Fast Conversion Time: 15|jis 

Interfaces to pP like RAM, ROM or Slow Memory 

Low Power Dissipation; 30m W 

Ratiometric Capability 

Single -i-5V Supply 


Page 

Vol. I 
10-95 


Vol. I 
10-151 
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Analog-to-Digital Converters 

8-Bit A/D Converters 


Vdd Vref Bofs 



AD7581 

8-Bit Resolution 

On-Chip 8x8 Dual-Port Memory 

No Missed Codes Over Full Temperature Range 

Interfaces Directly to Z80/8085/6800 

CMOS, TTL Compatible Digital Inputs 

Three-State Data Drivers 

Ratiometric Capability 

Interleaved DMA Operation 

Fast Conversion 

lAGND Ai'D Process Totally Transparent to pP 


Page 


Vol. I 
10-159 



> DATA READY 

> BIT \ 

3 (MSS) 


I J 


HAS-0802 

Conversion Times as Low as 1.2ps 
Resolution; 8 Bits 

Exceptional Accuracy: 0.012% of F.S. 
Low Power 

Contained in Glass or Metal 32-Pin DIP 
Adjustment-Free Operation 


Vol. I 
10-201 
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10-Bit A/D Converters 



-15V 

+15V 

ANALOG GNO 
ZERO ADJ 
20V SPAN INPUT 
10V SPAN INPUT 
BIPOLAR OFFSET 
GAIN (REF IN) 
REF OUT 
SERIAL OUT 
SERIAL OUT 
CONVERT START 
EOC 

CLOCK IN 
CLOCK OUT 
CLOCK ADJ 


AD579 ‘’“8' 

Complete 10-Bit A/D Converter with Reference and Vol. I 

Clock 10-79 

Fast Successive Approximation Conversion: 1.8ps 
Buried Zener Reference for Long Term Stability and 
Low Gain T.C.: ±40ppmrc max 
Max Nonlinearity: <±0.048% 

Low Power: 775mW 



HAS-1002 

Conversion Times as Low as 1.7ps 
Resolution: 10 Bits 
Exceptional Accuracy: 0.012% of F.S. 
Low Power 

Contained in Glass or Metal 32-Pin DIP 
Adjustment-Free Operation 



Vol. I 
10-201 
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10-Bit A/D Converters 


Dir.lTAL 


V* V COMMON 


BLA NK & 

CONVERT CONTROL 



AD571 

Complete A/D Converter with Reference and Clock 
Fast Successive Approximation Conversion - 25p.s 
No Missing Codes Over Temperature 
Oto +70X- AD571K 
-55°Cto +125X-AD571S 
Digital Multiplexing - 3 State Outputs 
18-Pin Ceramic DIP 
Low Cost Monolithic Construction 



AD573 

Complete 10-Bit A/D Converter with Reference, 
Clock and Comparator 

Full 8- or 16-Bit Microprocessor Bus Interface 
Fast Successive Approximation Conversion - ISps 
No Missing Codes Over Temperature 
Operates on -I-5V and -12V to -15V Supplies 


VOL //, 1 1-6 ANALOG-TO-DIGITAL CONVERTERS 












{10) CLOCK OUTPUT 


' AND TERMINATE 
END OF 


AD575 


Complete 10-Bit A/D Converter with Reference, 
Clock and Comparator 
Serial Output 

Fast Successive Approximation Conversion - 20ps 
No Missing Codes Over Temperature 
Operates on -l-SV and -12V to -15V Supplies 
Low Cost Monolithic Construction 
Internal/External Clock Option 
Triggered or Continuous Conversions 
Automatic Shunt Cycle Option 



RD CS CE FORM HSEL/LSEL 


AD7571 

10-Bit Plus Sign Resolution 

No Missed Codes Over Full Temperature Range 

Conversion Time 80ps 

Differential Analog Voltage Inputs, ±10V Range 
Serial and Parallel Data Outputs 
Easy Interface to Most Microprocessors 
Internal Clock Oscillator 

Single Supply Operation for Positive-Only Signals 
Monolithic Construction 


P^e 

Vol. I 
10-67 


Vol. I 
10-139 
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12-Bit A/D Converters 



AD572 

True 12-Bit Operation: Max Nonlinearity <±0.012% 
Low Gain T.C.: <±15ppm/°C (AD572B) 

Low Power: OOOmW 
Fast Conversion Time: <25ps 
Monotonic Feedback DAC Guarantees No Missing 
Codes 



$1ATU$ 

STS 

0811 MSB 

0810 


068 

087 

0B« 

DBS 


I OtCITAL 
0U1P0TS 


082 

080 LSB 

/ 

DIGITAL COMMON 
DC 


AD574A 

Complete 12'Bit A/D Converter with Reference and 
Clock 

Full 8- or 16-Bit Microprocessor Bus Interface 
250ns Bus Access Time 
Guaranteed Linearity Over Temperature 
0 to -t-yO'C - AD574AJ, AK, AL 
-BB'C to ■H25'’C - AD574AS, AT, AU 
No Missing Codes Over Temperature 
Fast Successive Approximation Conversion - 25ps 
Buried Zener Reference for Long-Term Stability and 
Low Gain T.C. 

10ppm/°C max AD574AL 
12.5ppm/X max AD574AU 
Low Profile 28-Pin Ceramic DIP 
Low Power: 390mW 


Page 

Vol. I 
10-39 


Vol. I 
10-55 
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AD578 

Complete 12-Bit A/D Converter with Reference and 
Clock 

Fast Conversion; 3ps (max) 

Buried Zener Reference for Long Term Stability and 
Low Gain T.C.: ±30ppm/°C max 
Max Nonlinearity: <±0.012% 

Low Power: 775mW 
Hermetic Package Available 
Positive-True Parallel or Serial Logic Outputs 
Short Cycle Capability 

Precision -I- 10V Reference for External Applications 
Adjustable Internal Clock 
"Z" Models for ±12V Supplies 


ARATOR V 


-Vref out 
-VreF in 



AD5200 SERIES 

AD5200; 50ps Conversion Time 
AD5210: 13p.s Conversion Time 

True 12-Bit Operation: ±1/2LSB max Nonlinearity 
Totally Adjustment-Free 

Guaranteed No Missing Codes Over the Specified 
Temperature Range 
Hermetically-Sealed Package 
Standard Temperature Range: -25°Cto -h85°C 
Extended Temperature Range; -55°Cto +125°C 
Serial and Parallel Outputs 

Monolithic DAC with Scaling Resistors for Stability 
Low Chip Count for High Reliability 
Industry Standard Pin Out 
Small 24-Pin DIP 
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12-Bit A/D Converters 




BIT 7 

I BITS 

I BITS 

j BIT 10 

I BIT 11 

j BIT 12 LSB 

I SERIAL OUT 

I -15V OR -12V 

I REF OUT 
I 16.3V) 

j CLOCK OUT 

I STATUS 


I +15VOR +12V 


AD5240 

Complete 12-Bit A/D Converter with Reference and 
Clock 

Fast Successive Approximation Conversion: Sps 
Buried Zener Reference for Long Term Stabiiity and 
Low Gain T.C.: 10ppm/°C 
Max Noniinearity: <±0.012% 

Low Power: 775mW Typical 

Hermetic Package Avaiiabie 

Low Chip Count - High Reiiabiiity 

Pin Compatible with AD ADC84/AD ADC85 

"Z" Modeis for ±12V Suppiies 


AD ADC80 

True 12-Bit Operation: Max Nonlinearity ±0.012% 

Low Gain T.C.: ±30ppm/°Cmax 

Low Power: BOOmW 

Fast Conversion Time: 25p.s 

Precision 6.3V Reference for External Application 

Short-Cycle Capability 

Serial or Parallel Data Outputs 

Monolithic DAC with Scaling Resistors for Stability 

Low Chip Count - High Reliability 

Industry Standard Pin Out 

"Z" Models for ±12V Supplies 


Page 
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10-111 


Vol. I 
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AO ADC84/AD AOC85 


Page 



SERIAL OUT 
-15V SUPPLY 
BUFFER IN 
BUFFER OUT 
+15V SUPPLY 
GAIN ADJUST 

, ANALOG 
1 GROUND 
I 20V 

I SPAN INPUT 
I 10V 

i SPAN INPUT 
I BIPOLAR 
I OFFSET 
I COMPARATOR 

I CONVERT 
I COMMAND 

1 STATUS 

I CLOCK OUT 


REF OUT a.3V 


CLOCK RATE 


CONTROL 


AD ADC84/AD ADC85 

Complete 12-Bit A/D Converter with Reference and Yol. i 
Clock 10-191 

Fast Successive Approximation Conversion: lOps 
Buried Zener Reference for Long Term Stability and 
Low Gain T.C.: 10ppm/°C 
Max Nonlinearity: <±0.012% 

Low Power: 880mW Typical 

Hermetic Package Available 

Low Chip Count - High Reliability 

Industry Standard Pin Out 

“Z" Models for ±12V Operation Available 



HAS-1201 

12-Bit Resolution 

1MHz Word Rate 

T/H and Timing Circuits Included 

Single Hybrid Package 

APPLICATIONS 
Radar Systems 
Medical Instrumentation 
Electro-Optics Systems 
Test Systems 



Vol. I 
10-205 
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Page 



HAS-1409 

14-Bit Resolution Vol. I 

125kHz Word Rates 10-207 

Internal Track-and-Hold 
40-Pin DIP 

APPLICATIONS 
FDM/TDM Transmultiplexers 
CAT/NMR Scanners 
PCM Systems 
Digital Audio 


Vrefi AIN IRIN IRJCT IROUT 



BUSV BUSY OVRG DB12 DBO 


AD7552 . 

12-Bit Binary with Polarity and Overrange 
Accuracy ±1LSB 
Microprocessor Compatible 
Ratiometric Operation 
Low Power Dissipation 


Vol. I 
10-127 
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High Resolution A/D Converters 
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ADC1130/ADC1131 

Page 

14-Bit Resolution and Accuracy 

Vol. II 

Fast 12|xs Conversion Time (ADC1131J/K) 

11-27 

Low 10ppm/°C Maximum Gain TC 


User Choice of Input Range 


No Missing Codes 



ADC1140 

Low Cost 16-Bit A/D Converter Vol. II 

Guaranteed Nonlinearity; ±0.003% FSR max 11-31 

35|i.s Maximum Conversion Time 
Small Size 2" x 2 ” x 0.4" 

Wide Power Supply Operation; ± 12V to ±17V 


ADC1143 

High Performance 16-Bit A/D Converter Vol. II 

Low Power Consumption; 11-35 

175mW max. Vs = ±15V 
150mW max. Vs = ±12V 
Guaranteed Nonlinearity; 

± 0.006% FSR max (ADC1 143J) 

±0.003% FSR max (ADC1143K) 

Guaranteed Differential Nonlinearity; 

±0.006% FSR max (ADC1143J) 

±0.003% FSR max (ADC1143K) 

Low Differential Nonlinearity T.C.; 

±2ppm/°C max (ADC1143J) 

±1ppm/°C max (ADC1143K) 

Fast Conversion Time; 

70|xs.max (ADC1143J) 
lOOps max (ADC1143K) 

Wide Power Supply Operation; 

Vs= ±11.4V to ±18.0V 
Vd= - l-3.0Vto +18.0V 













Video A/D Converters 





AD5010/AD6020 

Scan Frequency to 100MHz (AD5010KD) Vol. I 

Low 450mW Power Dissipation 10-103 

± 1/4LSB Linearity 

ECL Logic Compatible 

No Sample & Hold Required 

Overflow Output for Extended Resolution 

APPUCATIONS 
Video Data Conversion 
High Speed Data Acquisition 
Radar/Sonar Data Conversion 



9000 SERIES 

6-Bit, 75MHz Minimum Word Rates 
No T/H Required 
— 55X to -H25'C Temperature 
Overflow Bit for Cascading Units 

APPLICATIONS 
Image Processing 
Video Digitizing 
Radar Digitizing 
Military Systems 
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Video A/D Converters 



CAV-0920 

9-Bit Resolution 
20MHz Word Rate 
Single 35-ln^ PC Board 
ECL Compatible 
No External Circuits Required 

APPLICATIONS 
Television Digitizing 
Radar Digitizing 
Medicai Instrumentation 
Digitai Communications 
Spectrum Anaiysis 


Page 

Vol. II 
11-39 



CAV-1040 


10-Bit Resoiution 
40MHz Word Rate 
Singie 35-In* PC Board 
ECL Compatible 
No External Circuits Required 

APPLICATIONS 
Radar Digitizing 
Medicai Instrumentation 
Digital Communications 
Spectrum Analysis 


Vol, II 
11-43 
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CAV-1210 

12-Bit Resolution 
10MHz Word Rate 
Single 35-ln^ PC Board 
ECL Compatible 
No External Circuits Required 

APPLICATIONS 
Radar Digitizing 
Medical Instrumentation 
Digital Communications 
Spectrum Analysis 


Vol. II 
11 - 1-5 
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Video A/D Converters 



MATV-081 1/MATV-0816 

MATV-0811: 11 MHz Word Rates 
MATV 0816: 16MHz Word Rates 

8-Bit Accuracy - Guaranteed Monotonic 
Most Economical Video AID 

Smaliest Available Complete A/D - 5.5" x 4.38" x 0.85" 
Self Contained - Includes Input Buffer, Encoder, 
Reference, Timing, and Buffered Parallel Output 

APPLICATIONS 

Digitize Color Television at Up to Three or Four 
Times NTSC or PAL Color Subcarrier Frequencies 
Video Time Base Correction and Frame 
Synchronization 
Radar Signal Processing 

Real Time Transient and Continuous Spectrum 
Analysis 



DIGITAL 

OUTPUTS 


MATV-0820 

8-Bit Accuracy - Guaranteed Monotonic 
Ultra-High Speed - dc to 20MHz Word Rates 
Most Economical Video AID 

Smallest Available Complete AID - 5.5" x 4.38" x 0.85" 
Self Contained - Includes Input Buffer, Encoder, 
Reference, Timing, and Buffered Parallel Output 

APPLICATIONS 

Digitize Color Television at Up to Three or Four 
Times NTSC or PAL Color Subcarrier Frequencies 
Video Time Base Correction and Frame 
Synchronization 
Radar Signal Processing 
Real Time Transient and Continuous Spectrum 
Analysis 


Page 
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MOD-1005 

10 Bits @ 5MHz Word Rate 
One-27 Sq. In. PC Board 

Built-In Track-and-Hold - 25ps Aperture Uncertainty 
20MHz Analog Input Bandwidth 
TTL Compatible 

Low (10-Watt) Power Dissipation 
Signal-to-Noise Ratio Greater Than 58dB 
Noise Power Ratio Greater Than 49dB 
Completely Repairable 

APPLICATIONS 
Radar Digitizing 
Digitai Communications 
Real Time Spectrum Analysis 
High Resolution TV 





MOD-1 020 

10 Bits @ 20MHz Word Rates 
One-35 Sq. In. PC Board 
Built-In Track-and-Hold - 25ps Aperture ^ 
ISMHz Large-Signal Input Bandwidth 
ECL Compatible 

Signal-to-Noise Ratio Greater Than 56dB 
Noise Power Ratio Greater Than 45dB 

APPLICATIONS 
Television Digitizing 
Radar Digitizing 
Medical Instrumentation 
Digital Communications 
Spectrum Analysis 
Sonar Digitizing 


TERMINATION 

ANALOG 

ANALOG 


ENCODE 

COMMAND 

INPUT 

ENCODE 

COMMAND 


ENCODE 

COMMANC 

GROUND 



MOD-1205 

12 Bits @ 5MHz Word Rate 
One-27 Sq. In. PC Board 

Built-In Track-and-Hold - 25ps Aperture Uncertainty 
15MHz Analog Input Bandwidth 
TTL Compatible 

Low (13-Watt) Power Dissipation 
Signal-to-Noise Ratio Greater Than 66dB 
Noise Power Ratio Greater Than 56dB 
Completely Repariable 

APPLICATIONS 
Radar Digitizing 
Digital Communications 
Real Time Spectrum Analysis 
Signature Analysis 


Vol. II 
11-61 


Vol. II 
11-65 


Vol. II 
11-69 
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Analog-to-Digital Converters 


FACTORS IN CHOOSING AN A/D CONVERTER 
In the two volumes of this catalog, there are listed some 34 
different families of analog-to-digital converters (ADCs). If 
one were to consider all the variations, there would be con- 
siderably more than 92 different types to choose among 
(excluding digital panel meters and data-acquisition systems, 
which are catalogued elsewhere). The reason for so many dif- 
ferent types is the number of degrees of freedom in selection- 
technological, functional, performance, and package. Com- 
plete information on converters may be found in the 250- 
page hooV., Analog-Digital Conversion Notes, published by 
Analog Devices and available for $5.95 from P.O. Box 796, 
Norwood, MA 02062. 

tECHNOLOGICAL FACTORS 

The technologies represented here include modules (cards and 
potted circuits) and integrated circuits— monolithic and hybrid. 
Modules generally can provide the extremes of performance 
as well as arbitrary levels of functional completeness. For 
example, the 12-bit 5MHz MOD-1205 is built on a card that 
includes a track-hold amplifier. 

The technical data in this volume embrace exceptionally high 
performance (high-resolution and high-speed) A/D converters, 
in the form of encapsulated modules and printed-circuit cards. 
As the Selection Guide indicates, there is also a universe of 
technical data, to be found in Volume I, on a wide range of 
monolithic and hybrid A/D converters, including many micro- 
processor-compatible types. 

Besides the products in this section, analog-to-digital conver- 
sion functions in this Volume (at various levels of system 
integration) are also inherent in the sections devoted to Data- 
Acquisition Subsystems, Digital Panel Instruments, Micro- 
computer Interface Boards, Intelligent Measurement-and- 
Control Subsystems, and MACSYM. A/D conversion functions 
are also performed by products in the Voltage-to-Frequency 
and Synchro-Digital Conversion sections. 

FUNCTIONAL CHARACTERISTICS 

Block diagrams illustrating the various conversion techniques 
appear on individual data sheets. 

The moderate-speed converters described in this volume 
«lMHz) employ two fundamental techniques— skcccssjvc 
approximations, for moderate-to-high resolution at moderate- 
to-high speed, and integration, for high resolution at modest 
speeds. The ADC1143 and ADC1140 are examples of the 
former, the converters used in DPMs, the latter. 

Like a chemist’s balance with binary weights (1/2, 1/4, 1/8, 
etc.), the successive-approximation converter compares the 
unknown input with sums of accurately-known binary frac- 
tions of full scale, starting with the largest (2‘^), and rejecting 
any that change the comparator’s state (“tip the scale’’). At 
the end of conversion (EOC), the output of the converter 
is a digital word, representing the ratio of the input to full 
scale by a fractional-binary code. 
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Integrating types count pulses for a period proportional to the 
input. Most-frequently used are dual slope types, which count 
off the period required for the integral of the reference to 
become equal to the average value of the input (over a fixed 
period). Integrating types can be made insensitive to drift by 
storing errors during an error-correcting -cycle and subtracting 
them during the input-measuring cycle. This correction can be 
performed in analog fashion, using capacitance for storage, or 
digitally— using the information stored in a counter for cor- 
rection (AD7550). 

The video converters described here (MATV, MOD-1205, etc.) 
employ two basic encoding techniques: simultaneous, or flash 
conversion, and serial-Gray-code conversion. High resolution 
and high speed are obtained by subranging, i.e., by performing 
an n-bit conversion in two steps; Analog Devices has perfected 
a form of subranging, known as DCS— digitally corrected sub- 
ranging— which permits accurate resolutions of 12 bits and 
more.* 

In flash conversion, the analog signal is compared against 
2" - 1 graded voltage levels, using as many comparators, and 
the comparator output logic levels are processed by a priority 
encoder, which converts the “thermometer” output to a bina- 
ry (or Gray) code. Since the whole conversion occurs essential- 
ly simultaneously, it is the fastest means of conversion, but it 
requires many accurate comparators and large numbers of gates. 

In scnaZ-analog-parallel-digital conversion, there are a number 
of cascaded stages, each having a gain of +2 for signals less 
than one-half the reference, and a gain of -2 for signals be- 
tween one-half the reference and full scale. At each stage, a 
decision is made as to whether the signal is larger (1) or smal- 
ler (0) than one-half the reference; the stage’s analog output 
becomes the input to the next stage. The complete time for 
one conversion is determined by the propagation delay of the 
analog signal through all stages; however, since the decision 
of each stage can be latched as soon as the stage has settled 
(and a new conversion can, in principle, be started as soon 
as the first bit has been latched), the rate at which conver- 
sions come out of the pipeline is considerably faster than the 
time for one sample to go through the conversion process. 
Though fast, this process is difficult to implement accurately 
for more than a few bits, because of the compounding of 
gain (hence errors). 

A subranging converter digitizes to a group of more-significant 
bits, and stores them in a latch. A fast, very-high-accuracy 
D/A converter converts them to an analog signal, which is then 
subtracted from the input. The difference, or residue, is ampli- 
fied and digitized, and (in DCS) the result is combined digit- 
ally in such a way as to correct for mid-scale conversion errors. 

whatever the technique, these A/D converters comprise several 
essential functions: an analog section, a digital data-generating 
section, data outputs, and digital controls. Some video con- 
verters also include an on-board track-hold function. 

•A considerable amount of useful information about video conver- 
sion can be found in “Understanding High-Speed (Video) A/D Con- 
verter Specifications’’, available upon request. 



Analog Section 

This section requires a reference, one or more high-gain com- 
parators, and either a D/A converter (successive approxima- 
tions and subranging) or a controllable integrator. The refer- 
ence may be internal or external, fixed or variable, and of a 
specified polarity/sense in relation to the analog input. In 
ratiometric conversion, the reference is usually external and 
variable. 

In successive-approximation converters, the comparator is 
generally used in the current-summing mode; that is, the 
current output of the DAC is summed with the current devel- 
oped in the DAC’s “feedback resistor” by the input voltage (of 
opposite polarity), and the balancing action of the converter 
tends to bring the summing junction towards a voltage null 
(much like that of an op amp) at the end of conversion. The 
typical DAC feedback options, when applied in an ADC, 
provide input-scaling choices. When the bipolar-offset connec- 
tion is jumpered to the summing point, input signals of both 
polarities can be handled. The current-switching action of the 
DAC, at the typically fast clock-rates used in successive-ap- 
proximation converters, can disturb the output of the analog 
signal source, especially if it is a slow high-precision op amp. In 
such cases, buffering may be necessary; some of the modules, 
have on-board analog buffer-followers, and the card-mounted 
video converters have on-board track-hold-buffer amplifiers. 

In integrating types, absolute-value and polarity-sensing cir- 
cuitry may be required at the front end to handle both polari- 
ties of input. Outputs are usually sign-magnitude BCD. 

Digital Data-Generadng Section 

In successive-approximation types, this section consists of a 
discrete or integrated successive-approximations register (SAR), 
its controls, and inputs from the comparator and clock (which 
is on-board, but in many cases permits external clock pulses, 
frequency adjustment, and/or control). In integrating types, 
this section consists of the clock-pulse generator, the coun- 
ter(s), the input from the comparator, and the associated 
controls. 

Data Outputs 

Factors to consider here include coding, resolution, overrange 
information, levels, format, validity, and timing. Coding is 
usually binary, including jumper-connected offset-binary and/ 
or two’s complement for bipolar input signals. For some types, 
BCD is available, with sign-magnitude for bipolar inputs. Out- 
put coding specs should always be checked for digital polarity 
(positive- or negative-true) of both magnitude and sign infor- 
mation. The resolution (number of output bits) must be suffi- 
cient for the application; in addition, the specifications must 
be checked to ascertain that not only will all 2” (binary) 
output codes be present (no missing codes), but they must all 
be present at any temperature in the operating range and 
related to the input with sufficient accuracy. Integrating types 
generally have no problems with missing codes (except some- 
times at zero, with sign-magnitude coding); nevertheless, non- 
linear integration can cause the conversion relationship to 
become nonlinear. Successive-approximation types have no 


way of determining overrange; they simply fill up. However, 
counter types roll over and put out a carry flag to signal 
overrange. 

The data levels available at the converter output must be 
checked (TTL, low-voltage CMOS, high-voltage CMOS, ECL), 
as must the load-driving capability and fanout, and the supply 
conditions under which appropriate output levels will be 
furnished. The available choice of output formats must also be 
as desired— parallel, serial, byte-serial, and/or pulse-train. If the 
converter is intended to communicate directly with a data 
bus, the output should have three-state capability, and parallel 
outputs must be enabled in bytes of appropriate widths. If the 
output is serial NRZ (non-retum-to-zero), it should be ac- 
companied by a set of synchronized clock-pulses. 

A status (or busy or EOC or “data ready”) output changes 
state to indicate when the data becomes valid. The exact 
nature of this transition should be specified— polarity, timing, 
levels, etc. For serial data, the exact relationship between the 
data and the synchronizing clock should be specified, to indi- 
cate when each bit becomes valid, and for how long. In 
general, the timing of the whole conversion process must be 
clearly understood, especially if high speeds are necessary, 
either for conversion, or for communication with a processor 
(or both). The timing diagrams on specification sheets are 
usually accompanied by adequate descriptions of the conver- 
sion process and specifications of the critical interface para- 
meters. 

Controls 

The functions, action (levels or edges), polarity, and timing of 
all control inputs and outputs should be clearly understood, as 
well as their loading characteristics and dependence on the 
supply. In addition to the essential start-conversion-command 
input and a status output, various control commands may be 
available, such as clock inhibit, high (low)-byte enable, status 
enable, and— for speeding up conversion at the cost of resolu- 
tion in successive-approximation converters— sA?orf-cyc/c. 

Power Supplies 

Appropriate power supplies should be made available, con- 
sidering the logic levels and analog input signals to be employed 
in the system. The appropriate degree of power-supply stability 
to meet the accuracy specifications should be provided. Any 
recommended external protection circuitry should be planned 
for. In many cases, separate analog and digital grounds are re- 
quired; ground wiring should follow best practice to minimize 
digital interference with high-accuracy analog signals, while 
ensuring that a connection between grounds can always exist 
at one point, even if the “mecca” point is inadvertently un- 
plugged from the system. 

For video converters, use massive, low-impedance ground 
systems. The analog and digital grounds are connected to- 
gether inside converters of these types, so bus bars are essen- 
tial for system grounding and power distribution; use lots of 
ground plane on PC boards. 


ANALOG-TO-DIGITAL CONVERTERS VOL 11, 1 1-21 



Application Checklist 

The designer will generally require specific information in the 
following categories, before proceeding to the selection process: 

• Accurate description of input and output 

1. analog signal range and source or load impedance 

2. digital code needed — binary, offset binary, 2’s com- 
plement, BCD, etc. 

3. logic level system, i.e., TTL/DTL/ECL compatible 

• What are the needed analog bandwidth and data through- 
put rate? 

• What are the control interface details? 

• What does the system error budget allow for the converter? 

• What are environmental conditions — temperature range, 
time, supply voltage — over which the converter should 
operate to the desired accuracy? 

For A/D converters, the following considerations are typical. 

• What is the analog input voltage range, and to What resolu- 
tion must the signal be measured? 

• What is the requirement for linearity error (or relative 
accuracy error)? 

• To what extent must the various sources of error be mini- 
mized as environmental temperature changes? 

• How much time can be allowed in the system for each 
complete conversion? What aperture uncertainty and 
acquisition time are needed for the sample-hold? 

• How stable is the system power supply? What errors will 
result from power supply terminal voltage variations of 
this order? 

• Can the system tolerate missed codes under any con- 
ditions? 

• What is the character of the input signal? Is it noisy, 
sampled, filtered, rapidly-varying, slowly-varying? What 
kind of pre-processing is to be (or can be) done that will 
affect the choice (and cost) of the converter? Is aliasing 
a potential problem? 

SPECIFICATIONS & TERMS 

Definitions of performance specifications, and related informa- 
tion, are to be found on the following pages, in alphabetical 
order.* 

*For video converters, there are a number of additional application- 
oriented specifications pertaining to the device’s use in a system 
(e.g., noise power ratio, differential phase, differential gain, signal-to- 
noise ratio). Some useful references for understanding such 
specifications can be found in the following publications, available 
from Analog Devices, Computer Labs Division 7810 Success Road, 
Greensboro NC 27409. 

Kester, W.A., “PCM Signal Codecs for Video Applications”, SMPTE 
Journal, Volume 88, November 1979, pp 770-778. 

Pratt, W.J., “Test A/D Converters Digitally”, Electronic Design, 
December 6, 1975 

Smith, B.F. and Pratt, W.J., “Undersunding High-Speed A/D 
Converter Specifications”, Computer Labs, 1974 


Accuracy, Absolute 

The error of an A/D converter at a given output code is the 
difference between the theoretical and the actual analog input 
voltages required to produce that code. Since the code can be 
produced by any analog voltage in a finite band (see Quantizing 
Uncertainty), the “input required to produce that code’’ is 
defined as the- midpoint of the band of inputs that will pro- 
duce the code. For example,' if 5 volts (±1.2mV) will theoreti- 
cally produce a 12-bit half-scale code of 100000000000, then 
a converter for which any voltage from 4.997V to 4.999V will 
produce that code will have absolute error of 
1/2(4.997 + 4.999) - 5 volts = -2mV. 

Absolute error comprises gain error, zero error, and nonlinear- 
ity, together with noise. Absolute-accuracy measurements 
should be made under a set of standard conditions with sources 
and meters traceable to an internationally accepted standard. 

Accuracy, Relative 

Relative accuracy error, expressed in %, ppm, or fractions of 
an LSB, is the deviation of the analog value at any code (rela- 
tive to the full analog range of the device transfer characteris- 
tic) from its theoretical value (relative to the same range), after 
the full-scale range (FSR) has been calibrated. 

Since the discrete points on the theoretical transfer character- 
istic lie on a straight line, this deviation can also be interpreted 
as a measure of nonlinearity (see Linearity). 

The “discrete points” of an A/D transfer characteristic may be 
the midpoints of the quantization bands at each code (see 
Accuracy, Absolute), or— for convenience— the ideal transi- 
tions, which are displaced by 1/2LSB. 

Aperture Time 

This is the interval between the application of the hold com- 
mand to a sample/track-hold and the actual opening of the 
switch. The aperture time consists of a ddlay (which depends 
on the logic and the switching device- 50ns for SHA1144) and 
an uncertainty (due to jitter— 20ps max rms for HTS-0025). 
When a sample-hold is used in an application where timing is 
critical, the timing of the hold command can be advanced to 
compensate for the known component of aperture delay. The 
jitter, however, imposes the ultimate limitation on timing ac- 
curacy. When a sample-hold is used with an ADC, the timing 
uncertainty of the conversion process is reduced by the ratio 
of aperture jitter to the conversion time, i.e., the maximum 
frequency which can be handled with less than ILSB error due 
to timing is 2’"/(7r Tgu) instead of 2’"/(n’ 7^), where Tau is the 
aperture uncertainty and Tc is the conversion time. 

Common Mode Rejection (CMR) 

The ability of a device to reject the effect of voltage applied 
to both input terminals simultaneously. Usually expressed as 
the log of a “common-mode rejection ratio,” e.g., 1,000,000:1 
(CMRR) or 120dB (CMR). A CMRR of 1,000,000 to 1 means 
that a IV common-mode voltage passes through the amplifier 
as through it were a differential signal of one microvolt at 
the input. 
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G)nversion Time and Conversion Rate 
The time required for a complete measurement by an ADC is 
called conversion time. For most converters (assuming no sig- 
nificant additional systemic delays), this is identical to the 
inverse of conversion rate. However, in some high-speed con- 
verters, because of pipelining, new conversions are initiated 
before the results of prior conversions have been determined; 
thus, for example, the MOD-1205 can provide 12-bit output 
data at a 5MHz word rate (200ns/conversion), even though the 
time for any one conversion, from start to finish, is two clock 
periods plus 275ns, or 675ns, at 5MHz. 

Dual-Slope Converter 

An integrating analog-to-digital converter in which the unknown 
signal is converted to a proportional time interval, which is 
then measured digitally. This is done by integrating the un- 
known for a predetermined time. Then a reference input is 
switched to the integrator, and integrates “down” from the 
level determined by the unknown until a “zero” level is 
reached. The time for the second integration process is propor- 
tional to the average of the unknown signal level over the 
predetermined integrating period. A digital time-interval meter 
(i.e., counter) is generally used as the output indicator. 


INTEGRATOR 
. OUTPUT 


SIGNAL INTEGRATE REFERENCE INTEGRATE 
TIME TIME 



weight. For example, in the natural binary number 1101 (dec- 
imal 13, or 2^ + 2^ + 0 + 2°), the rightmost “1” is the LSB. 

Its analog weight, relative to full scale, is^'”, where n is the 
number of binary digits. It represents the smallest change that 
can be resolved by an n-bit converter, 
linearity Error 

Linearity error of a converter, expressed in percent or parts- 
per-million of full-scale range, or fractions of a least-significant 
bit, is the deviation of the analog values from a straight line, in 
a plot of the measured conversion relationship. The straight 
line can be cither a “best straight line,” determined empirically 
by manipulation of the gain and/or offset to equalize maxi- 
mum positive and negative deviations of the actual transfer 
characteristic from this straight line; or, it can be a straight line 
passing through the end points of the transfer characteristic 
after they have been calibrated. Sometimes referred to as 
“end-point” nonlinearity, the latter is both a more conserva- 
tive measure and is much easier to verify in actual practice. 
“End-point” nonlinearity is similar to relative accuracy error 
(see Accuracy, Relative). Linearity has two components— 
differential and integral nonlinearity. 


linearity, Differential and Integral 
A digital output code should correspond to a quantum of 
analog input values exactly 1 LSB in width (2'*’ of full scale, 
for an n-bit converter). Any deviation of the measured “step” 
from the ideal width is called Differential Nonlinearity. It is 
an important specification, because a differential nonlinearity 
error greater than 1 LSB can lead to nonmonotonic behavior ol 
of a D/A converter, and missed codes in an A/D converter 
employing such a DAC. A flagrant example of differential non- 
linearity is shown here. 



Feedthrough 

Undesirable signal-coupling around switches or other devices 
that are supposed to be turned off or provide isolation, e.g., 
feedthrough error in a multiplexer. It is variously specified in 
%, ppm, fractions of 1 LSB, or fractions of 1 volt, with a given 
set of inputs, at a specified frequency. 

“Flash” Converter 

A converter in which all the bit choices are made at the same 
time. It requires 2" - 1 voltage-divider taps and comparators, 
and a comparable amount of priority encoding logic. An ex- 
tremely fast scheme, it requires large numbers of precision 
components. Flash converters are often used for partial con- 
versions in subranging converters. 

Gain Adjustment 

The “gain” of a converter is that analog scale factor setting 
that provides the nominal conversion relationship, e.g., lOV 
full scale, in a fixed-reference converter, or 100% of full-scale 
in a ratiometric converter. Gain- and zero-adjustment princi- 
ples are- discussed under zero. 

Least Signifleant Bit (LSB) 

In a system in which a numerical magnitude is represented by 
a series of binary (i.e., two-valued) digits, the “least significant 
bit” is that digit (or “bit”) that carries the smallest value or 



In the illustration, the horizontal bars represent the measured 
DAC output values corresponding to 6 adjacent digital codes. 
The DAC is nonlinear, in that the next-least-significant bit 
(XXOlO) is 116 LSB too large. Thus, instead of the five quanta, 
or steps, being all equal ( = 1 LSB), quantum 2 is 2Vi LSB and 
quantum 4 is -Vi LSB. The differential linearity error, the dif- 
ference between the actual quantum width and the ideal 
1 LSB, is +lVi LSB for quantum 2 and -IVi LSB for 
quantum 4. 
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When this DAC is used in successive-approximations conver- 
sion, it will lead to a missed code. Analog inputs slightly larger 
than the value of XXlOO will be converted to XXlOO, and 
analog inputs slightly less than the value of XXlOO will be con- 
verted to XXOIO. The code XXOll will not exist; it will be a 
missed code. 

Often, instead of a maximum differential nonlinearity speci- 
fication, there will be a simple specification of “no missed 
codes”, which implies a differential nonlinearity less than 
1 LSB. 

While differential nonlinearity deals with errors in step size, 
integral nonlinearity has to do with deviations of the overall 
shape of the conversion response. Even converters that are not 
subject to differential linearity errors (e.g., integrating types) 
have integral linearity (sometimes just “linearity”) errors. 

Power-Supply Sensitivity 

The sensitivity of a converter to dc changes in power-supply 
voltages is normally expressed in terms of percentage change 
in analog input value (or fractions of the analog equivalent 
of 1 LSB), corresponding to a given code, for a 1% dc change 
in the power supply, e.g., 0.05%/%AVs). Power-supply sensi- 
tivity may also be expressed in relation to a specified dc shift 
of the supply voltage. High-accuracy ADCs intended for 
battery operation require excellent rejection of large supply- 
variations. 

Quad-Slope Converter 

This is an integrating analog-to-digital converter that goes 
through two cycles of dual-slope conversion, once with zero 
input and once with the analog input being measured. The 
errors determined during the first cycle are subtracted digitally 
from the result in the second cycle. The scheme results in an 
extremely accurate converter. For example, the 13-bit single- 
chip AD7550 is a CMOS quad-slope A/D converter with typ- 
ical tempcos (gain and zero temperature coefficients) of 
lppm/°C. 

Quantizing Uncertainty (or “Error”) 

The analog continuum is partitioned into 2^ discrete ranges 
for n-bit conversion. All analog values within a given range are 
represented by the same digital code, usually assigned to the 
nominal midrange value. There is, therefore, an inherent quan- 
tization uncertainty of iVi LSB, in addition to the actual 
conversion errors. In integrating converters, this “error” is 
often expressed as “±1 count.” 

Ratiometric Converter 

The output of an A/D converter is a digital number propor- 
tional to the ratio of (some measure oO the input to a refer- 
ence. Most requirements for conversions call for an absolute 
measurement, i.e., against a fixed reference. In some cases, 
where the measurement is affected by a changing reference 
voltage (e.g., the voltage applied to a bridge), it is advantageous 
to use that same reference as the reference for the conversion, 
to eliminate the effect of variation. Ratiometric conversion 
can also serve as a substitute for analog signal division (where 
the denominator changes but little during the conversion). 


Stability 

Stability of a converter, usually applies to the insensitivity 
of its characteristics with time, temperature, etc. All measure- 
ments of stability are difficult and time consuming, but sta- 
bility vs. temperature is sufficiently critical in most applica- 
tions to warrant universal inclusion in tables of specifications 
(see “Temperature Coefficients”). 

Subranging Converters 

In this type of converter, an extremely fast conversion pro- 
duces the most-significant portion of the output word. This 
portion is converted back to analog with a fast high-accuracy 
D/A converter and subtracted from the input. The resulting 
residue is converted to digital at high speed and combined with 
the results of the earlier conversion to form the output word. 

In digitally corrected subranging (DCS), the two bytes are com- 
bined in a manner that corrects for the error of the LSB of the 
most-significant byte. For example, using 8-bit and 5-bit 
conversion, and this proprietary technique, a full-accuracy 
high-speed 12-bit converter can be built. 

Successive Approximations 

Successive approximations is a high speed method of compar- 
ing an unknown against a group of weighted references. The 
operation of a successive approximations A/D converter is 
generally similar to the orderly weighing, of an unknown quan- 
tity on a precision chemical balance, using a set of weights 
such as: 1 gram, 1/2 gram, 1/4 gram, 1/8 gram, 1/16 gram, etc. 
The weights are tried in order, starting with the largest. Any 
weight that tips the scale is removed. At the end of the process, 
the sum of the weights remaining on the scale will be within 
one LSB of the actual weight (±14 LSB, if the scale is properly 
biased — see zero). 

Temperature Coefficients 

In general, temperature instabilities are expressed in %/ C, 
ppm/ C, as fractions of 1 LSB/ C, or as a change in a para- 
meter over a specified temperature range. Measurements are 
usually made at room temperature and at the extremes of the 
specified range, and the temperature coefficient (tempco, 

T.C.) is defined as the change in the parameter, divided by the 
corresponding temperature change. Parameters of interest 
include gfliw, linearity, offset (bipolar), and zero. The last three 
are expressed in % or ppm of full-scale range per Celsius degree. 

Gain Tempco: Two factors principally affect converter gain 
instability with temperature: 

a) In fixed-reference converters, the reference source will 
vary with temperature. For example, the tempco of an 
AD581L is typically 5ppm/°C. 

b) The ratiometric circuitry has a sensitivity to temperature. 

Linearity Tempco: Sensitivity of linearity to temperature 
over the specified range. To avoid missed codes, it is suf- 
ficient that the differential nonlinearity error be less than 
1 LSB at any temperature in the range of interest. The dif- 
ferential nonlinearity temperature coefficient may be ex- 
pressed as a ratio, as a maximum change over a specified 
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temperature range, and/or implied by a statement that there 
are no missed codes when operating within a specified temper- 
ature range. 

Offset Tempco The temperature coefficient of the all- 
DAC-switches-off (minus full-scale) point, of a bipolar 
successive-approximations converter, is dependent on three 
variables: . 

1) The tempco of the reference source 

2) The voltage stability of the input buffer and the 
comparator 

3) The tracking capability of the bipolar-offset resistors 
and the gain resistors. 

Unipolar Zero The zero tempco of an ADC is dependent 
only on the zero stability of the integrator and/or the input 
buffer and the comparator. It may be expressed in iiV/°C, 
or in percent or ppm of full-scale per degree C. 

Zero- and Gain-Adjustment Principles 
The zero adjustment of a unipolar ADC is set so that the 
transition from all-bits-off to LSB-on occurs at -j x 2'^ 
of nominal full-scale. The gain is set for the final transition 


I 


OUTPUT CODE 


y^LSB 

to all-bits-on to occur at F.S. (1 - -|-x 2'”). The “zero” of an 
offset-binary bipolar ADC is set so that the first transition 
occurs at -F.S. (1 - 2'*’) and the last transition at +F.S. 

(1 — 3 X 2'”). The data sheet instructions should be followed. 
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ANALOG 

DEVICES 


14-Bit High Speed 
Analog-to-Digital Converters 


ADC1130, ADC1131 


FEATURES 

14-Bit Resolution and Accuracy 
Fast 12jLts Conversion Time (ADC1131J/K) 
Low 10ppm/°C Maximum Gain TC 
User Choice of Input Range 
No Missing Codes 


ADC1131 TIMING DIAGRAM 
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APPLICATIONS 

Wide Band Data Digitizing 

Multi-Channel Computer Interface 

High Accuracy Data Acquisition 

X-Ray Tomography 

Nuclear Accelerator Instrumentation 



GENERAL DESCRIPTION 

The ADC1130 and ADC1131 are high speed analog-to-digital 
converters packaged in a small l" x 4” x 0.4" (5 1 x 102 x 10mm) 
module, which perform complete 14’bit conversions in 25ps 
and 12/is respectively. Using the successive approximations 
technique, they convert analog input voltages into natural 
binary, offset binary, or two’s complement coded outputs. 
Data outputs are provided in both parallel and non-return-to- 
zero serial form. 

Four analog input ranges are available: 0 to +20V, 0 to +10V, 
±10V, ±5V. The user selects the desired range by making ap- 
propriate connections to the module terminals. The ADC1130 
and ADC1131 can also be connected so as to perform conver- 
sions of less than 14 bit resolution with a proportionate de- 
crease in conversion time. 

TIMING 

As shown in Figure 1, the leading edge of the convert command 
set the MSB output to Logic “0” and the CLOCK OUT, 
STATUS, MSB, and BIT 2 through BIT 12 outputs to Logic 
“1”. Nothing further happens until the convert command re- 
turns to Logic “0”, at which time the clock starts to run and 
the conversion proceeds. 

With the MSB in the Logic “0” state, the internal digital-to- 
analog converter’s output is compared with the analog input. 

If the D/A output is less than the analog input, the first “0” to 
“1” clock transition resets the MSB to Logic “1”. If the D/A 
output is greater than the analog input, the MSB remains at 
Logic “0”. 

The first “0” to “1” clock transition also sets the BIT 2 output 
to Logic “0” and another comparison is made. This process con- 
tinues through each successive bit until the BIT 14 (LSB) com- 


parison is completed. At this point the STATUS and CLOCK 
OUT return to Logic “0” and the conversion cycle ends. 


The serial data output is of the non-return-to-zero (NRZ) format. 
The data is available, MSB first, 20ns after each of the four- 
teen “0” to “1” clock transitions. 


CONVERT 

COMMAND 


ruuum n/ui 





BIT3 __| |_J 


BIT 13 



BIT 13 

• • • flsB 

PREVIOUS WORD: 100 .. . 10 
NEW WORD: 101 ...01 

Figure 7. Timing Diagram 


BIT 2 

nr 


MSB BIT 3 
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(typical @ +25° C unless otherwise noted) 


MODEL 

HIGH SPEED Ufii 

ADC1131 

J K 

MEDIUM SPEED 25us 
ADC1130 

RESOLUTION, BITS 

14 14 

14 

CONVERSION TIME (max) 

12us IZfls 

25ms 

ACCURACY 

Integral Nonlinearity Error (LSB) 
Differential Nonlinearity 

Error (LSB) 

Missing Codes 

±1/2 (max) • 

±1/2 (1 max) ±1/2 (max) 

No missing codes • 

±1/2 (1 max) 

TEMPERATURE COEFFICIENTS 

Gain ppm/°C 

Unipolar Offset 

Bipolar Offset 

±12 (max) ±7 (+10 max) 

±0.7 (±3 max) * 

±3 (±7 max) * 

±12 max 

INPUT VOLTAGE RANGES 

±5V, ±10V, +10V, +20V • 

* 

INPUT IMPEDANCE (lOV RANGE) 

2500n * 

• 

CONVERT COMMAND 

Positive Pulse, 200ns min, 

400ns max Leading Edge . 

Resets, Trailing Edge Starts, 

TTL/DTL Compatible 

• 

PARALLEL DATA OUTPUT 

Unipolar 

Bipolar 

Positive True Binary * 

Positive True Offset Binary, 

Two’s Complement * 

• 

• 

SERIAL DATA OUTPUT 

Unipolar 

Bipolar 

Positive True Binary * 

Positive True Offset Binary * 

* 

« 

STATUS OUTPUT 

*T" During Conversion. 

Complement also available * 

TTL/DTL Compatible. 

• 

LOGIC FANOUTS AND LOADINGS 
Convert Command Input 

Clock Input 

Short Cycle Input 

Parallel Data Outputs 

Serial Data Output 

STATUS Output 

STATUS Output 

Clock Output 

ITTL Unit Load • 

3TTL Unit Loads * 

ITTL Unit Load * 

3TTL Unit Loads/Bit * 

8TTL Unit Loads * 

2TTL Unit Loads * 

12TTL Unit Loads * 

4TTL Unit Loads * 

• 

• 

• 

• 

• 

• 

• 

« 

POWER REQUIREMENTS 

+ 15V ±5% ® 40mA * 

-15V ±5% ® 60mA * 

+5V ±5% ® 250mA * 

• 

• 

• 

POWER SUPPLY SENSITIVITY 

To ±15V Tracking Supplies 

Gain 

Zero 

To ±15V Non-Tracking Supplies 

Gain 

Zero 

■ 

±4.5ppm/%AV§ * 

±4.5ppm/%AVg * 

±10ppm/%AVs • 

±7ppm/%AVs * 

• 

• 

« 

• 

TEMPERATURE RANGE 

Operating 

Storage 

0 to +70°C * 

-55°C to +85°C • 

• 


*Same Specifications as ADC1131J. 

NOTES 

* Offset (zero) and gain errors are adjnscable to zero by means of excernal 
potentiometers. See Figure 5 for proper connection. 

* Recommended power supply: Analog Devices model 923. 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



NOTE: 

Terminal pins installed only in shaded hole 
locations. 

Module weight: 3.5 ounces (99.3 grams). 
All pins are gold plated half-hard brass 
(MIL-G-45204),0.019" ±0.001" (0.48 
±0.03mm) dia. 

For plug-in mounting canl order Board 
No. AC1578. 


BLOCK DIAGRAM 
AND PIN DESIGNATIONS 
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ANALOG INPUT CHARACTERISTICS 

The input circuit of the ADC1130 and ADC1131 are shown 

in block diagram form. 


PINS 

20V INPUT 
PIN 6 

10V INPUT 
PIN 19 

BIPOLAR OFFSET 
PIN 20 

OFFSET ADJUST 
PIN 23 

GROUND SENSE 

Figure 2. Input Circuit Block Diagram 

When the converters are connected as a unipolar device. Pin 19 
is left open circuit and, thus, no offset current is applied to the 
comparator input. The 0 to +10V input signal applied to Pin 6 
(or the 0 to +20 V input signal applied to Pin 5) develops a 0 to 
+4mA current which is compared to the 0 to -4mA output of 
the D/A converter. A voltage between +15V and -15 V can be 
applied to Pin 20 from the wiper of a lOOkfl potentiometer 
to adjust the zero point by ±40LSB. To reduce the range of 
this trim padding resistors should be used. 

With the offset output, Pin 22, connected to Pin 19, a +2mA 
offset current is applied to the comparator input. The 
ADC1130 and ADC1131 will then accept bipolar inputs of 
±5V at Pin 6, or ±10V at Pin 5 and compare the 0 to +4mA 
sum of the offset and input signal currents to the 0 to -4mA 
D/A converter output. The offset adjustment potentiometer 
is once again used as described in the preceding paragraph. 

Signal ground sense, Pin 23, should normally be jumpered to 
analog ground. Pin 3. In the event that an offset voltage is 
developed in the ground wiring, it may be possible to elimi- 
nate its effect by connecting Pin 23 directly to the signal or 
analog ground of the device feeding the analog input signal 
to the ADC. In any case. Pin 23 must not be left open. 

If a high input impedance is required, it can be achieved by 
using a high speed operational amplifier as an input buffer. 

PARALLEL DATA OUTPUT 

These converters produce natural Binary Coded outputs when 
configured as a unipolar device. As a bipolar device, they can 
produce either Offset Binary or Two’s Complement output 
codes. The most significant bit is represented by Pin 72 
(MSB output) for Binary and Offset Binary codes, or by Pin 
70 (MSB output) for the Two’s Complement code. Tables I 
and II illustrate the relationship between analog input and 
digital output for all three codes. 


ANALOG INPUT | 

DIGITAL OUTPUT 

0 to +10V 
Range 

0 to +20V 
Range 

Binary Code 

+9.9994V 

+19.9988V 

11111111111111 

+5.0000V 

+10.0000V 

10000000000000 

+1.2500V 

+2.5000V 

00100000000000 

+0.0006V 

+0.001 2V 

00000000000001 

+0.0000V 

+0.0000V 

00000000000000 


Table I. Nominal Unipolar Input-Output Relationships 



Applying the ADC1130, ADC1131 


±5V 

Range 

±10V 

Range 

Offset Binary 
‘ Code 

Two’s Complement 
Code 

+4.9994V 

+9.9988V 

11111111111111 

01111111111111 

+2.5000V 

+ 5.0000V 

11000000000000 

01000000000000 

+0.0006V 

+0.001 2V 

10000000000001 

00000000000001 

+0.0000V 

+0.0000V 

10000000000000 

00000000000000 

-5.0000V 

-lO.OOOOV 

00000000000000 

10000000000000 


Table II. Nominal Bipolar Input-Output Relationships 
SERIAL DATA OUTPUT 

The serial data output, available on Pin 32, is of the non-return- 
to-zero format. The data is transmitted MSB first and is Binary 
coded for unipolar units and Offset Binary coded for bipolar units. 

Figure 3, shown below, indicates one method for transmitting 
data serially using only three wires (plus a digital ground). The 
data is clocked into a receiving shift register using the delayed 
clock output of the converter. 


12 BIT SHIFT 
REGISTER 


'32 SERIAL OUT 
I 33 STATUS 


135 CLOCK IN 
>3B CLOCK OUT 


Figure 3. Serial Data Transmission 
The timing diagram presented in Figure 4 shows that the con- 
verter’s clock output must be delayed by an amount of time 
greater than or equal to the sum of the receiving shift register 
setup time plus the 20ns clock output to serial output delay. 


• FIRST CLOCK PULSE 


SECOND CLOCK PULSE ■ 


' RECEIVING SHIFT 
REGISTER SETUP 
TIME 


Figure 4. Serial Data Timing Diagram 
The 50ns span between the time that the last serial output bit 
is available and the time that the STATUS output returns to 
zero insures that the data in the shift register will be valid on 
the “1” to “0” transition of the STATUS signal. 

GAIN AND OFFSET ADJUSTMENTS 
The potentiometers used for making gain and offset adjust- 
ments are connected as shown in Figure 5. Note that a jumper 


19 BIPOLAR OFFSET 

20 OFFSET ADJUST 


JUMPER CONNECTED 
FOR BIPOLAR 
OPERATION ONLY 


22 OFFSET OUTPUT 


ADJUSTMENT RANGES 
GAIN: 148LSB 
OFFSET: ±40LSB 


Figure 5. Adjustment Connections 
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is connected between Pin 19 and Pin 22 for bipolar operation; 
these pins must be left open for unipolar operation. 

Proper gain and offset calibration requires great care and the 
use of extremely sensitive and accurate reference instruments. 
The voltage standard used as a signal source must be very stable. 
It should be capable of being set to within I/kV of the de- 
sired value at both ends of its range. 

The gain and offset calibrations will be independent of each 
other if the offset adjustment is made first. These adjustments 
are not made with zero and full scale input signals and it may 
be helpful to understand why. An A/D converter will produce 
a given digital output for a small range of input signals, the 
nominal width of the range being one LSB. If the input test 
signal is set to a value which should cause the output of the 
converter to be on the verge of switching from one digital value 
to the adjacent digital value, the unit can be calibrated so that 
it does change values at just that point. With a high speed con- 
vert command rate and a visual display, these adjustments can 
be performed in a very accurate and sensitive way. Analog 
Devices’ Analog-Digital Conversion Notes gives more detailed 
information on testing and calibrating A/D and D/A converters. 

OFFSET CALIBRATION 

For the 0 to +10V unipolar range set the input voltage precise- 
ly to +0.0003V; for 0 to +20V units set it to +0.0006V. Ad- 
just the zero potentiometer until the converter is just on the 
verge of switching from 00 .... 0 to 00 .... 1. 

For the ±5V bipolar range set the input voltage precisely to 
-4.9997V; for ±10V units set it to -9.9994V. Adjust the 
zero potentiometer until offset binary coded units are just 
on the verge of switching from 00 .... 0 to 00 .... 1 
and two’s complement coded units are just on the verge of 
switching from 100 ... 0 to 100 ... 1. 

GAIN CALIBRATION 

Set the input voltage precisely to +19.9982V for 0 to +20V 
units, +9.9991V for 0 to +10V units, +4.9991V for ±5V 
units, or +9.9982V for ±10V units. Note that these values 
are IViLSB’s less than nominal full scale. Adjust the gain 
potentiometer until binary and offset binary coded units are 
just on the verge of switching from 11...0toll...l 
and two’s complement coded units are just on the verge of 
switching from 011 ... 10 to 011 ... 11. 

POWER SUPPLY AND GROUNDING CONNECTIONS 
These converters do not have an internal connection between 
analog power ground and digital ground and, thus, a connec- 
tion must be provided in the external circuitry. The choice of 
an optimum “star” point for these grounds is an important 
consideration in the performance of the system. No strict rules 
can be given, only the general guidelines that the grounding 
should be arranged in such a manner as to avoid ground loops 
and to minimize the coupling of voltage drops (on the high 
current carrying logic supply ground) to the sensitive analog 
circuit sections. One suggested approach is shown in Figure 6. 



Figure 6. Power Supply and Grounding Connections 
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The ±15V and +5V power supplies must be externally bypassed 
with 15/LiF (+35V tantalum) capacitors. These capacitors should 
be connected between Pin 27 and Pin 3, between Pin 25 and 
Pin 3, and between Pin 29 and Pin 30. Capacitor connections 
should be made as close to the module pins as possible. 
CLOCK CONNECTWNS 

When the converters are used with their own internal clock. 
Pin 36 is simply jumpered to Pin 35. When the internal clock 
is not used. Pin 36 is grounded and an external clock capable 
of driving three TTL loads is connected to Pin 35. The convert 
command should be synchronized with thelexternal clock. 
REPETITIVE CONVERSIONS 

When making repetitive conversions, a new convert command 
may be initiated any t ime after the “1” to “0” transition of the 
STATUS output. The STATUS output may not, however, be 
connected directly to the CONVERT COMMAND input for the 
purpose of automatically generating convert command pulses. 
SHORT CYCLE CONNECTIONS 

When the converters are operated as a 14-bit device. Pin 37 
is left open. If, however, it is to perform conversions of less 
than 14 bits. Pin 37 is connected to the N+1 bit output 
(where N is the number of bits in the conversion). The con- 
version time in this mode of operation is T(- x N/14 where 
Tc is the conversion time of the particular model when oper- 
ated at 14-bit resolution. 

THE AC1578 MOUNTING CARD 

The AC1578 mounting card is specifically designed to be used 
with Analog Devices high resolution, high speed analog-to- 
digital converters, models ADC1130 and ADC1131. This 
4.5 X 3.56 (114 X 90mm) printed circuit card, shown in 
Figure 7, has sockets which allow the converter to be plugged 
directly onto it. It contains an input buffer that can be pro- 
grammed using on-board jumpers to provide the input ranges 
of 0-10 volts, ±10 volts, or ±5 volts. Additionally, a 0-20 volt 
input range can be achieved by wiring the AC1578 without 
utilizing the buffer. 

The analog information has been isolated from the digital 
information by the use of two separate connectors, one at 
the top (designated “PI”) and one at the bottom (designated 
“P2”) of the AC 15 78. Both connectors PI and P2 are sup- 
plied with each card. Whenever feasible, the top connector 
should be used for analog interfacing to eliminate crosstalk. 

Additional wiring information and calibration procedure are 
contained in a separate data sheet for the AC1578 which is 
shipped with the card and is available on request. 


PIN DESIGNATIONS (PI) 



Figure 7. AC 1578 Mounting Card 




ANALOG 

DEVICES 


FEATURES 

Guaranteed Nonlinearity: ±0.003% FSR max 
35jlis Maximum Conversion Time 
Small Size 2" X 2" X 0.4" 

Wide Power Supply Operation: ±12V to ±17V 

APPLICATIONS 
Process Control Data Acquisition 
Seismic Data Acquisition 
Nuclear Instrumentation 
Medical Instrumentation 
Pulse Code Modulation Telemetry 
Industrial Scales 
Robotics 


GENERAL DESCRIPTION 


The ADC1140 is a low cost 16-bit successive-approximation 
analog-to-digital converter having a 3 5/is maximum conversion 


time. This converter provides high accuracy, hi^h stability and 
low power consumption all in a 2" X 2" X 0.4' module. 


High accuracy performance such as integral and differential 
nonlinearity of ±0.003% FSR max arc both guaranteed. Guar- 
anteed stability such as differential nonlinearity TC of ±2ppm/ 
°C maximum, offset TC of ±30/nV/°C maximum, gain TC of 
±12ppm/°C maximum and power supply sensitivity of 
±0.002% of FSR/% Vs are also provided by the ADC1140. 

The ADC1140 makes extensive use of both integrated circuit 
and thin-film components to obtain excellent performance, 
small size and low cost. The internal 16-bit DAC incorporates 
Analog Devices’ proprietary thin-film resistor technology and 
proprietary CMOS current-steering switches. A low noise ref- 
erence, low power comparator and low power successive-ap- 
proximation register are also used to optimize the ADC1140’s 
design (shown in Figure 1). 


The ADC1140 can operate with power supplies ranging from 
±12V to ±17V and has provisions for a user supplied ex- 
ternal reference. Four analog input voltage ranges are selectable 
via pin programming: ±5V, ±10V, 0 to +5V and 0 to +10V, 
Bipolar coding is provided in the offset binary and two’s com- 
plement formats with unipolar coding displayed in true binary. 


Low Cost 16-Bit 
Analog-to-Digital Converter 

ADC1140 



ADC1140 FUNCTIONAL BLOCK DIAGRAM 
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SPECIFICATIONS 


(typical @ +25° C ±Vs = ±15V, VcC = +5V, VreF = +10.0V unless otherwise specified) 


Model ADC1140 


RESOLUTION 

16 Bits 

CONVERSION TIME 

35/ismax 

ACCURACY* 


Nonlinearity Error 

±0.003% FSR’ max ' 

Differential Nonlinearity Error 

±0.003% FSR* max 

STABILITY 


Differential Nonlinearity 

±2ppm/° C max 

Gain (with internal reference) 

±12ppm/°C max 

(without internal reference) 

±4ppm/° C max 

Unipolar Offset 

±30jiV/°C max 

Bipolar Offset 

±7ppm/°C max 

POWER SUPPLY SENSITIVITY 

±0.002% FSR/% Vs 

ANALOG INPUT 


Voltage Ranges 


Bipolar 

±5V, ±10V 

Unipolar 

0 to -t-5V, 0 to -flOV 

Input Resistance 


0 to •f5V 

2.5kQ 

0to■^10V,±5V 

5.0kQ 

±10V 

lO.OkQ 

External Reference Input^ 


Voltage Range 

0 to +12V 

Input Resistance 

2.5kn 

DIGITAL INPUT 


Convert Command 

Positive Pulse, 100ns Width min 


Negative Edge Triggered 

Logic Loading 

ITTL Load 

DIGITAL OUTPUT 


Parallel Output Data 


Unipolar 

Binary (BIN) 

Bipolar 

Offset Binary (OBIN) Two’s Complement 

Output Drive 

ITTL Load 

Status 

Logic “1” During Conversion 

Output Drive 

ITTL Load 

INTERNAL REFERENCE VOLTAGE 

■HOV, ±0.3% 

External Load Current 


(Rated Performance) 

2mA max 

Temperature Stability 

±8.5ppm/° C max 

POWER REQUIREMENTS^ 


Voltage (Rated Performance) 

±15V ±3%,•^5V ±3% 

Voltage (Operating) 

±12V to ±17V, ■t-4.75V to ■I-5.25V 

Supply Current Drain ±15V 

±25mA 

•H5V 

150mA 

TEMPERATURE RANGE 


Specified 

0 to -^70°C 

Operating 

-25°Cto •t-85°C 

Storage 

-55°Cto •h85°C 

SIZE 

2" X 2" X 0,4" (51 X 51 X 10.4mm) 

Weight 

1.2 oz(33g) 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 



TERMINAL PINS INSTALLED ONLY 
IN SHADED HOLE LOCATIONS. 


MATING CONNECTORS 
AC1577 (2 REQUIRED) 

PIN DESIGNATIONS 


PIN FUNCTION 


PIN FUNCTION 


1 +BV 

2 DIGITAL QRDUND 

3 MSB 

4 MSB 

5 BIT 2 

6 BIT 3 

7 BIT 4 

8 BITS 

9 BITS 

10 BIT 7 

11 BITS 

12 BITS 

13 BIT 10 

14 BIT 11 
IB BIT 12 

18 BIT 13 


32 +1BV 
31 -1BV 

30 ANALOG GROUND 
29 ANALOG INI 
28 ANALOG IN 2 
27 ' ANALOG IN 3 
26 +10VREFOUT 
26 REFERENCE IN 
24 OFFSET ADJUST 
23 NOT USED 
22 STATUS 

21 CONVERT COMMAND 
20 NOT USED 
19 L5B 
18 BIT 16 

17 BIT 14 


OTHER HIGH RESOLUTION PROD- 
UCTS FROM ANALOG DEVICES! 

• 14-Bit/15-Bit Sampling A/D Con- 
verters-, DAS 1152/53 

- 25kHz (14-Bit)/20kHz (15-Bit) 
throughput rates 

— Second Source to A/D/A/M824 
and A/D/A/M825 Modules 

• 14-Bit/15-B it Low Level Data 

Acquisition Systems: DAS1155/56 

- 25kHz (14-Bit)/20kHz (15-Bit) 
throughput rates 

— High Performance PGIA (IV/V— 
lOOOV/V), SHA and A/D 
Converter 

• 14-Bit Sample-Hold Amplifier: 

SHA1144 

— Acquisition Time: 8/is max to 
±0.003% (20V step) 


NOTES 

'Offset and gain error are adjustable to zero by means of external 
potentiometers. See Figure 3 for proper connection. 

* FSR means Full Scale Range. 

* Rated performance is ^ecified with +10.0V reference. 


* Recommended Power Supply: Analog Devices Model 923. 
Specifications subject to change without notice. 
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Applying the ADC1140 


OPERATION 

For operation, the only connections to the ADC 1140 that are 
necessary are the power supplies, internal or external reference, 
input voltage pin programming, convert command and digital 
output. Refer to Table I for input pin programming and 
Figure 3 for offset and gain calibration. 


ANALOG 
GROUND 

ANALOG 
IN#1 

ANALOG 
IN #2 
ANALOG 
IN #3 

. +10V 

[ REF OUT 

! REF IN 

OFFSET 
ADJ 

Figure 2. Analog Input Block Diagram 
ANALOG INPUT PROGRAMMING 

The analog input section consists of three analog input termi- 
nals. Analog input range selection is accomplished by pin pro- 
gramming as shown in Table I. 

In the unipolar mode, a 0 to +10V or a 0 to +5V input signal 
develops a 0 to +2mA current that is compared to the 0 to 
-2mA (shown in Figure 2) current output of the DAC. 

In the bipolar mode, a +lmA offset current from the reference 
is applied to the comparator input via pin programming con- 
nections. The ADC1140 can then accept either ±5V or ±10V 
inputs. These inputs again will be converted to current and 
compared with the DAC’s 0 to -2mA current output. 


Input Signal 
Range 

Coding 

Connect Input 
Signal To 

Pin(s) 

Connect 
Pin 26 To 
Pin* 

Connect 
Pin 30 To 
Pin(s) 

+ 10V 

OBIN, Two’s Comp 

28 

27 

29, 2 

±5V 

OBIN, Two’s Comp 

29 

27 

28, 2 

0 to +5V 

BIN 

27, 28, 29 

Open 

2 

0 to +10V 

BIN 

27, 28 

Open 

29, 2 


*If Internal Reference is used, Pins 25 and 26 must be connected together through 
a 50n potentiometer or 24.9n fixed resistor (see Figure 3 and the gain calibration 
section). 

Table I. Analog Input Voltage Pin Programming 

OPTION OFFSET & GAIN CALIBRATION 
Initial offset and gain errors can be adjusted to zero by poten- 
tiometers as shown in Figure 3. Proper offset and gain calibra- 
tion requires great care and the use of an accurate and stable 
voltage reference. The voltage standard used as a signal 
source must be very stable. It should be capable of being set 
to within IpV of the desired value at both ends of its range. 
The potentiometers selected should be of the good quality 
Cermet type. Multi-turn potentiometers having ten to fifteen 
turns and lOOppm/^C temperature coefficients will be 
adequate. The temperature coefficients contributed by these 
Cermet potentiometers will be less than 0.1ppm/°C. 

By adjusting the offset first, gain and offset adjustments will 
remain independent of each other. 




Figure 3. Offset and Gain Calibration 
OFFSET CALIBRATION 

For 0 to -J-IOV range, set the input voltage precisely to +76pV; 
for 0 to -1-5 V range, set it at <-38pV. Adjust the zero potentio- 
meter until the binary coded converter is just on the verge 
of switching from 000 ... 00 to 000 . . .01. 

For ±5V range, set the input voltage precisely to -4.999924V; 
for ±10V range, set it at -9.999847V. Adjust the zero poten- 
tiometer until the offset binary coded units are just on the 
verge of switching from 000 ... 00 to 000 ... 01 and the 
two’s comp, coded units are just on the verge of switching 
from 100 ... 0 to 100 ... 1. 


GAIN CALIBRATION 

Set the input voltage precisely at -t-9.99977V for 0 to -hIOV 
input range, -f-4.99977V for ±5V input range, -^9. 99954V for 
±10V input range, or -!-4. 99988V for 0 to -t-SV input range, 
adjust the gain potentiometer until binary and offset binary 
coded units are just on the verge of switching from 111 ... 0 
to 11 1 ... 1 and two’s comp, coded units are just on the verge 
of switching from 011 ... 10 to 011 ... 11. Note that these 
values are 11/2 LSBs less than nominal full scale. 



POWER SUPPLY AND GROUNDING CONNECTIONS 
The analog power ground (pin 30) and digital ground (pin 2) 
are not connected internally. The connection must be made 
externally. The choice of an optimum “star” point is an - 
important consideration in avoiding ground loops and to 
minimize coupling between the analog and digital sections. 
One suggested approach is shown in Figure 4. 

Because the ADCl 140 contains high quality tantalum capaci- 
tors on each of the power supply inputs to ground, external 
bypass capacitors are not required. 



Figure 4. Power Supply and Grounding Techniques 
ADCl 140 TIMING 

Conversion is initiated v/ith the negative going edge of the 
Convert Command pulse as shown in Figure 5. The Convert 
Command pulse width must be a minimum of 100ns. Once the 
conversion process is initiated, it cannot be retriggered until 
after the end of conversion. 

With the negative edge of the Conven Command pulse, all 
internal logic is reset. The MSB is set low with the remaining 
digitial outputs set to logic high state, and the status line is 
set high and remains high thru the full conversion cycle. 
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During conversion each bit, starting with the MSB, is sequen- 
tially switched low at the rising edge of the internal clock. The 
DAC output is then compared to the analog input and the bit 
decision is made. Each comparison lasts one clock cycle with 
the complete 16-bit conversion taking 35jus maximum. At this 
time, the STATUS line goes low signifying that the low con- 
version is complete. 


CONVERT 

COMMAND 


H h*- 100ns (min) 

.Sli 


rLrLrLrujTJiJL 



OUTPUT DATA VALID 


Figure 5. A DC 11 40 Timing Diagram 


negative edge of the convert command pulse. At this time the 
STATUS pulse goes low causing the SHA1144 to go from the 
sample mode to the hold mode. When the conversion is com- 
plete, 3 5/xs later, the STATUS pulse goes low, thus placing 
the SHAl 144 in the sample mode. 


ANALOG 

INPUT 


ft cc 


_ni 


Figure 6. High Resoiution Data Acquisition System 


EXTERNAL REFERENCE 

The ADC1140 is capable of operating with an external +10.0V 
reference. Simply disconnect the gain trim potentiometer from 
pin 26 and connect it to the external reference as shown in 
Figure 7. The external reference output must appear as a low 
impedance and must remain very stable during conversion 
to insure that accuracy is maintained. Gain error is adjusted 
as previously discussed in the gain calibration section. 



ANALOG INPUT/OUTPUT RELATIONSHIPS 
The ADC 1140 produces a true binary coded output when 
configured as a unipolar device. Configured as a bipolar device, 
it can produce either offset binary or two’s complement out- 
put codes. The most significant bit (MSB) is displayed on pin 
4 for the binary and offset binary codes or on pin 3 for the 
two’s complement code. Table II shows the unipolar analog 
input/digital output relationships. Table III shows the bipolar 
analog input/digital output relationships for offset binary 
code and two’s complement codes. 


Analog Input 

Digital Output 

0 to +5V 

0 to +10V 


Range 

Range 

Binary Code 

+4.999924V 

+9.99985V 

nil 1111 nil 1111 

+2. 50000V 

+ 5.00000V 

1000 0000 0000 0000 

+1. 25000V 

+2. 50000V 

0100 0000 0000 0000 

+0.62500V 

+ 1.25000V 

0010 0000 0000 0000 

+0.000076V 

+0.000153V 

0000 0000 0000 0001 

+0.00000V 

+0.00000V 

0000 0000 0000 0000 

Table II. 

Unipolar Input/Output Relationships 


Analog Input Digital Output 


±5V Range ±10V Range 


Offset Binary Code 


2’s Complement Code 


+4.99985V 
+2. 50000V 
+0,0001 53 V 
+0.00000V 
-5.00000V 


+9. 99970V 

+5.00000V 

+0.000305V 

+0.00000V 

-lO.OOOOOV 


nil nil nil nn 
1 100 0000 0000 0000 
1000 0000 0000 0001 
1000 0000 0000 0000 
0000 0000 0000 0000 


0111 nil nil nil 
0100 0000 0000 0000 
0000 0000 0000 0001 
0000 0000 0000 0000 
1000 0000 0000 0000 


Table Hi. Bipolar Input/Output Relationships 


HIGH RESOLUTION DATA ACQUISITION SYSTEM 
Shown in Figure 6 is a high resolution data acquisition system. 
Here the SHAl 144, a high resolution sample-hold amplifier, 
is used to drive the ADC1140. Conversion is initiated by the 


Figure 7. External Reference 
The ADCl 140 is factory tested and calibrated with the in- 
ternal + 10.0V reference voltage but nonstandard external 
voltages can be used with the digital output coding being 
determined by the formula shown in Figure 7. 

PIA INTERFACE 

The ADCl 140 can be used with a PIA to interface directly to 
a microprocessor. As shown in Figure 8 the 16-bit output of 
the ADCl 140 is split into two 8-bit bytes. Part A of the PIA 
is programmed to read the eight most-significant-bits while 
Part B reads the eight least-significant-bits. Output CB2 is used 
to start the ADCl 140 conversion process. CBl, of the PIA, is 
used to sense the STATUS of the ADCl 140 so that the end of 
conversions can be determined. The control bus, address bus, 
and data bus are then connected directly to the microprocessor. 

With the use of PIAs, control of one or more ADC 1140s can 
be accomplished in many different configurations. 
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Figure 8. ADCl 140 interface to PIA 







ANALOG 

DEVICES 


Low Power/High Performance 
16-Bit A/D Converter 


ADC1143 


FEATURES 

Low Power Consumption: 

175mW max. Vs = ±15V 
150mW max. Vs = ±12V 
Guaranteed Nonlinearity: 

±0.006% FSR max IADC1143J) 
±0.003% FSR max (ADC1143K) 
Guaranteed Differential Nonlinearity: 
±0.006% FSR max (ADC1143J) 
±0.003% FSR max (ADC1143K) 
Low Differential Nonlinearity T.C.: 
±2ppm/°C max (ADC1143J) 
±1ppm/°C max (ADC1143K) 

Fast Conversion Time: 

70ps max {ADC1143J) 
lOOps max {ADC1143K) 

Wide Power Supply Operation: 

Vs = ± 11.4V to ±18.0V 
VD=+3.0Vto + 18.0V 

APPLICATIONS 
Seismic Data Acquisition 
Oil Well Instrumentation 
Portable Industrial Scales 
Portable Test Equipment 
Robotics 



The ADC 1143 can operate with power supply voltages ranging 
from ± 11.4V dc to ± 18.0V dc for Vs and +3V dc to + 18V 
dc for the Vd supply. An internal voltage reference is provided, 
but an external reference can be used. Five analog input voltage 
ranges are selectable via user pin programming: +5V, + lOV,, 

+ 20V, ±5V and ± lOV. Digital output coding in unipolar 
operation is true binary; for bipolar operation, the coding is 
offset binary or two’s complement. Digital outputs are provided 
in both parallel and serial formats. 


GENERAL DESCRIPTION 

The ADC1143 is a low power 16-bit successive-approximation 
analog-to-digital converter with a maximum power consumption 
of 175mWatVs= ±15V, 150mW at Vs= ± 12V, and is contained 
in a 2" x 2" x 0.4" module. 

High performance like integral nonlinearity of ±0.006% FSR 
(ADC1143J)/± 0.003% FSR (ADC1143K) and differential non- 
linearity of ±0.006% FSR (ADC1143J)/± 0.003% FSR 
(ADC1143K) are guaranteed. Additional guaranteed performance 
includes: differential nonlinearity T.C. of ± 2ppm/°C (ADCl 143J)/ 
± lppm/°C (ADC1143K), offset T.C. ±40p,V/°C and gain T.C. 
± 12ppm/°C. 

The ADCl 143 makes extensive use of CMOS integrated circuits 
and thin-film components to obtain low power consumption, 
excellent performance and small size. The internal 16-bit CMOS 
DAC incorporates Analog Devices’ proprietary thin-film resistor 
technology and proprietary current steering switches. CMOS 
successive-approximation registers, low power comparator and 
low noise reference are also used to optimize the performance of 
the ADCl 143 (shown in Figure 1). 



Figure 7. ADCl 143 Functional Block Diagram 
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SPECIFICATIONS 


(typical @ +25°C, Vs= ±15V, Vd= +5V, VRHr= +10V unless otherwise specified) 


MODEL 

RESOLUTION 

CONVERSION TIME 
ACCURACY 
Integral Nonlinearity 
Differential Nonlinearity 
No Missing Codes (0 to + 50°C) 

13 Bits 

14 Bits 

STABILITY 

Differential Nonlinearity 
Offset 

Bipolar Offset 
Gain 

ANALOG INPUT 
Voltage Range 
Unipolar 
Bipolar 

Input Resistance 
+ 5V 

+ lOV, ± 5V 
+ 20V, ±I0V 
External Reference Input 
Voltage Range^ 

Input Resistance 
DIGITAL INPUTS 
Convert Command 

Logic Loading 
DIGITAL OUTPUTS 
Parallel Output Data 
Unipolar 
Bipolar 
Output Drive 
Status 

Output Drive 
Serial Output 
Output Drive 
Clock Output 
Output Drive 


ADC1143J 

16 Bits 

70p.s(max) 

± 0.006% FSR‘ (max) 
± 0.006% FSR' (max) 


: 2ppm/°C (max) 

: 40p.V/°C (max) 

: 9ppm/°C (max) 

: 12ppm/'’C(max) 


+ 5V, + 10V, +20V 
± 5V, ± lOV 


Oto + 12V 

lOkn 

Positive Pulse, 1 ps width (min) 
negative edge triggered 
CMOS Compatible 


Binary (BIN) 

Offset Binary (OBIN), Two’s Comp 
CMOS Comp, 2LSTTL Loads 
“0” During Conversion 
CMOS Comp, 2LSTTL Loads 

CMOS Comp, I LSTTL Load’ 

CMOS Comp, 1 LSTTL Load 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


±0.003% FSR '(max) 
±0.003% FSR' (max) 


± lppm/°C(max) 


^0.2 (5.01 MIN 


TEMPERATURE RANGE 
Rated Performance 
Operating 
Storage 

Relative Humidity 


SIZE 


Oto +70°C 

-25°Cto+85°C 

-25‘'Cto+85°C 

Meets MIL-STD 202E, Method 103B 


2"x2"x0.4’' 

(50.8 X 50.8 X 10. 16ram) 
33g 



0.1 (2.6) GRID 


MATING CONNECTORS 
AC1584-3 (2 REQUIRED) 


PIN DESIGNATIONS 


PIN FUNCTION PIN 

1 45V 32 

2 DIGITAL GROUND 31 

3 MSB 30 


415V 

-15V 

ANALOG GROUND 
ANALOG IN 1 
ANALOG IN 2 
ANALOG IN 3 
410V REF OUT 
REFERENCE IN 
OFFSET ADJUST 
CLOCK OUT 
STATUS 

CONVERT COMMAND 

SERIAL OUT 

LSB 

BIT 15 

BIT 14 



NOTES Offset and gain errors are adjustable to zero by means of i 

'FSR Means Full Scale Range. See Figure 3 for proper connections. 

^Raied performance is specified with + lO.OV reference. Recommend Power Supply: Analog Devices Model 923 

’LSTTL drive requires 2. 2kO pulldown resistor. *Specifications same as ADC 1 1 43J 

Specifications subject to change without notice. 


by means of external potentiometers. 
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Applying the ADC1143 


OPERATION 

For operation, the only connections to the ADC1143 that are 
necessary are the power supplies, internal or external reference, 
input voltage pin programming, convert command and digital 
output. Refer to Table I for input pin programming and Figure 
3 for offset and gain calibration. 



Figure 2. Analog Input Block Diagram 
ANALOG INPUT RANGE 

The analog input voltage section of the ADC 1143 consists of 
three analog input terminals (see Figure 2). Analog input voltage 
range selection is accomplished by pin programming as shown 
in Table I. 

In the unipolar mode, a +5V, + lOV or +20V input signal can 
be applied. These input voltages develop a 0 to + 2mA current 
which is compared to the 0 to - 2mA current output of the 
internal reference DAC in the ADC1143. In the bipolar mode, a 
± 5V or ± lOV input signal can be applied. These input voltages 
develop a ± 1mA current which is compared to a 0 to -2mA 
current of the internal reference DAC which is offset by +■ 1mA, 
to produce a ± 1mA current. 

OFFSET AND GAIN CALIBRATION 

Initial offset and gain errors can be adjusted to zero by poten- 
tiometers as shown in Figure 3. Proper offset and gain calibration 
requires great care and the use of extremely sensitive and accurate 
reference instruments. The voltage reference used as a signal 
source must be very stable and have the capability of being set 
within ± 1|jlV of the desired value. The potentiometers should 
be good quality cermet type. Multiturn potentiometers having 
ten to fifteen turns and ± 100ppm/°C temperature coefficients 
will be adequate. The temperature coefficient contribution will 
be less than ±0.1ppm/°C. 

By adjusting the offset first, gain and offset adjustment will 
remain independent of each other. 

OFFSET CALIBRATION 

For +5V range, set the input voltage to precisely -f-38|jLV; for 
+ lOV range, set it to + 76p,V; for + 20V range, set it to + 153p-V. 


ANALOG GROUND ^ 

ANALOG INPUT #1 *SEE TABLE I FOR BIPOLAR CONNECTION 

ANALOG INPUT #2 @ 

pK GAINADJ 

ANALOG INPUT #3 (27) lonn 


20kfi > OFFSET 
ADJUST 


Figure 3. Offset and Gain Calibration 
Adjust the offset potentiometer until the binary output code is 
on the verge of switching from 000 ... 00 to 000 . . . 01. 

For ±5V range, set the input voltage to precisely -4.999924V; 
for ± lOV range, set it to —9.999847V. Adjust the offset poten- 
tiometer until the offset binary code is on the verge of switching 
between 000 ... 00 and 000 . . .01, and two’s complement 
coded units are switching from 100 ... 00 to 100 ... 01. 

GAIN CALIBRATION 

For +5V range, set the input voltage to precisely + 4.99988V; 
for + lOV range, set it to + 9.99977V; for -I-20V range, set it to 
+ 19.9995V. Adjust the gain potentiometer until the binary 
output code is on the verge of switching from 111 . . . 10 to 111 
... 11 . 

For ±5V range, set the input voltage to precisely -I- 4.99977V; 
for ± lOV range, set it to -f- 9.99954V. Adjust the gain poten- 
tiometer until the offset binary code is on the verge of switching 
from 111 ... 10 to 111 ... 11, and the two’s complement 
coded units are switching from 011 ... 10 to 011 ... 11. 

POWER SUPPLY AND GROUNDING CONNECTIONS 

The analog power ground (pin 30) and digital ground (pin 2) 
are not connected internally in the ADC1143, thus the connection 
must be made externally. The choice of an optimum “star” 
point is an important consideration in avoiding ground loops 
and to minimize coupling between the analog and digital sections. 
One suggested approach is shown in Figure 4. 

Because the ADC 11 43 contains high quality tantalum capacitors 
on each of the power supply inputs to ground, external bypass 
capacitors are not required. 



Figure 4. Power Supply and Grounding Techniques 


Input Voltage 


Connect Input Connect Pin* Connect Pin 


Range 

Output Coding 

Signal To Pin(s) 

26 to Pin # 

30 to Pin(s) 

+ 5V 

BIN 

27, 28,29 

open 

2 

+ 10V 

BIN 

27,28 

open 

2,29 

+ 20V 

BIN 

27 

open 

2,28,29 

±5V 

OBIN,2’s Comp 

29 

27 

2,28 

±10V 

OBIN,2’s Comp 

28 

27 

2,29 


*If internal reference is used, Pins 25 and 26 must be connected together through a lOOfl potentiometer 
or 49. 9n fixed resistor (see Figure 3 and Gain Calibration Section). 

Table I. Analog Input Voltage Range Pin Programming 
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EXTERNAL REFERENCE 

The ADC 1143 is capable of operating with an external reference. 
Simply disconnect the gain trim potentiometer from Pin 26 and 
connect it to the external reference as shown in Figure 5. The 
ADC1143 is tested and specified with a + 10. OV reference. An 
external reference with a voltage of 0 to + 12V can be applied. 
The external reference must appear as a low impedance and 
must remain very stable during conversion to insure that accuracy 
is maintained. 

When using an external reference, the digital output coding can 
be determined by the formula shown in Figure 5. 



Figure 5. External Reference 
ADC1143 TIMING 

Conversion is initiated with the negative going edge of the convert 
command pulse as shown in Figure 6. The convert command 
pulse width must be a minimum of l|xs. Once the conversion 
process is initiated, it cannot be retriggered until after the end 
of conversion. 

With the negative edge of the convert command pulse, all internal 
logic is reset. The MSB is set high with the remaining bits set 
to logic low. The status line is set' low and remains low through 
the full conversion cycle. 

During conversion, each bit starting with the MSB is set high 
on the rising edge of the internal clock. The ADC’s internal 
DAC output is then compared to the analog input and the bit 
decision is made. Each comparison lasts one clock cycle with 
the complete conversion of the ADC1143J and ADC1143K 


CONVERT 

COMMAND 

CLOCK 

STATUS 

MSB 

BIT! 


lnt(mln) 

_n 



.ADC1U3J (70^t max)/ADC1143K llOO^a max). 


I ,, 



I » 

f^' 

^ „ l I 0 

- ^ ,, I ’ 


MSB 

SERIAL 

OUT 


^ 

"r I Brrz } BIT3 






PARALLEL 

DATA 

VALID 


Figure 6. ADCn43 Timing Diagram 

taking 70(jls max and 100|jls max respectively. The parallel output 
data is valid on the rising edge of the status line. 


Serial output data is valid for each bit at the completion of clock 
cycle used to make the bit decision as shown in Figure 6. 


SEISMIC DATA ACQUISITION APPLICATION 

The ADC1143’s low power consumption and high performance 
make it ideally suited for portable seismic data acquisition systems 
like the one shown in Figure 7. In seismic data acquisition 
systems, geophones are used to receive reflected shock waves 
from subsurface strata, induced by controlled discharge of ex- 
plosives. These reflected signals may travel several miles before 
reaching the geophones and are difficult to discern from noise 
or other interference like ground roll. The low level signals 
from the geophones are amplified and filtered appropriately to 
remove the undesired signals. The conditioned signal is amplified 
by the PGA then held by SHA and converted to digital form by 
the ADC1143. The digital data is stored on an on-site recorder 
for later data collection and processing. 



NOTE: LOW CUT EQUIVALENT TO HIGH PASS 


0 

Figure 7. Seismic Data Acquisition System Block Diagram 


VOL U, 1 1-38 ANALOG-TO-DIGiTAL CONVERTERS 












n ANALOG 

9-Bit Video 

U DEVICES 

Anaiog-to-Digitai Converter 

CAV-0920 


FEATURES 

9-Bit Resolution 

20MHz Word Rate 

Single 35-in^ PC Board 

ECL Compatible 

No External Circuits Required 

APPLICATIONS 
Television Digitizing 
Radar Digitizing 
Medical Instrumentation 
Digital Communications 
Spectrum Analysis 


GENERAL DESCRIPTION 

The Analog Devices model CAV-0920 A/D converter combines 
performance, size, and economy to achieve a remarkable 
solution for high-speed digitizing problems. 

The unit provides digital data with 9-bits of resolution at word 
rates from dc through 20MHz. It is a complete answer to the 
question of digitizing video, radar, and other high-frequency 
inputs; it includes a track-and-hold, along with encoding and 
timing circuits. The CAV-0920 is a “system solution” for the 
designer who wants to avoid the need to combine the plethora 
of components necessary to make IC encoders operate as 
functional A/D converters. 

The unique digital correcting subranging (DCS) conversion 
technique used in the design virtually eliminates the errors 
normally associated with subranging A/D converters. 

The CAV-0920 is constructed on a single PC board intended for 
mounting on a “mother” board in the user’s system. Its small 
size makes it adaptable to a wide range of mother board sizes 
and allows room for including other (signal conditioning, 
processing, memory, etc.) circuits adjacent to the converter. 

All inputs and outputs are ECL compatible. The A/D requires 
only an encode command and external power supplies for 
operation. Analog input impedance is 500 ohms/volt, making it 
easy to match lower impedances within the system. 

Gain and offset potentiometers on the PC card permit adjusting 
the input for optimum system operation. 

With the exception of having two less pins (Bit 10 true and 
complement outputs), the CAV-0920 is pin-for-pin compatible 
with the MOD-1020. 

Hybrid microcircuits, ICs, and discrete components are 
combined in the design, to obtain the maximum benefits of all 
technologies. The CAV-0920 is factory repairable and backed by 
Analog Devices’ limited one-year warranty. 




Differential Phase - Model CA V-0920 A/D and Deglitched 
HDS-W15E D/A in Back-to-Back Arrangement; 15MHz 
Word Rate 



Differential Gain - Model CAV-0920 A/D and Deglitched 
HDS-1015E D/A in Back-to-Back Arrangement; 15MHz 
Word Rate 


The waveforms above were obtained using a Tektronix 
Model 149 A N.T.S.C. Test Signal Generator with a 20-IRE 
TV test signal output. The display (output) was obtained 
using a Tektronix Model 520A Vectorscope. 
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SPECIFICATIONS 

(typical at +25°C with nominal power supplies unless otherwise 

Model 

Units 

CAV-0920 

RESOLUTION’ fFS = Full Scale) 

Bits(%FS) 

9(0.2) 

LSB WEIGHT 

mV 

2 or 4 (Depending on Input! 

ACCURACY 

(■Including Linearity) rti dc 

%FS ± 1/2LSB 

0.1 

Monoionicity 


Guaranteed 0 to + 70°C 

Nonlinearity vs. Temperature 

%ofFS/'C 

0.001 

Gain vs. Temperature 

%ofFS/°C 

0.02 

DYNAMIC CHARACTERISTICS 

AC Linearity (dc to 1 MHz) 

dB below FS' 

55 

(IMHztoSMHz) 


50 

(SMHztolOMHz) 


45 

Conversion Time^ 

ns (max) 

180(±20) 

Conversion Rate^ 

MHz 

20 

Aperture Uncertainty (Jitter) 

ps, rms 

±25 

Aperture Time (Delay) 

ns 

10 

Signal to Noise Ratio'' 

dB 

52 

Signal to Noise Ratio^ 

dB 

61 

Noise Power Ratio* 

dB 

41 

Transient Response'’ 

ns 

50 

Overvoltage Recovery® 

ns , 

50 

Input Bandwidth 

Small Signal, 3'JB^ 

MHz, min 

30 

Large Signal, 3dB'° 

MHz, min 

15 

Two Tone Linearity ((« Input Frequencies) 

(60kHz; 62kHz) 

dB below FS 

55 

(4.998MHz; 5.000MHz) 

dB below FS 

50 

(9.996MHz; 9.998MHz) 

dB below FS, min 

45 

Differential Gain" 

% 

2 

Differential Phase' ' 

Degree 

1 

ANALOG INPUT 

Voltage Range 

• V 

1 p-p or 2 p-p, Depending on Jumper Option 


V, max 

±4 

Input Type 


Unipolar or Bipolar 

Impedance 

Ohms 

500 or 1000, Depending on Jumper Option 

Offset 


Adjustable to Zero With On-Board Potentiometer 

Offset vs. Temperature 

%ofFS/°C 

0.01 

ENCODE COMMAND INPUT 

Logic Levels, ECL-Compatible 

V 

“0” = - 1.7 

(Balanced Input) 


“1” = -0.9 

Impedance 

Ohms, max 

lOOLine-to-Line 

Width’’ 

Min 

ns 

10 

Max 

70% Encode Command 

Period 

Frequency 

MHz 

20 


(Calibration Frequency is Customer-Specified; See Ordering Information.) 


DIGITAL OUTPUT 


Format 

Bits 

9 Parallel; NRZ 

Logic Lev'els, ECL-Compatible 

V 

‘0”= -1.7 

(Balanced Output) 


“1” = -0.9 

Drive 

Ohms, min 

75, Line-To-Line 

Time Skew 

ns, max 

5 

Coding 


Binary (BIN); 2’s Complement (2SC) 


DATA READY OUTPUT 


Logic Levels, ECL-Compatible 
(Balanced Output) 

Drive 

Rise and Fall Time 

Duration 

V 

Ohms, min 
ns, max 
ns (max) 

“0” = -1.7 
“1” = -0.9 
75,Line-to-Line 

5 

25(±5) 

POWER REQUREMENTS 

-i-15V±5% 

mA(max) 

198(205) 

-15V ±5% 

mA (max) 

260(265) 

-1- 5V ± 5% 

mA (max) 

86(88) 

-5.2V ±5% 

A (max) 

1. 8(1.9) 

Power Consumption 

W (max) 

16.7(17.4) 

TEMPERATURE RANGE 

Operating 

°C 

Oto 4-70 

Storage 

°C 

-55to4-85 

Cooling Air Requirements 

LFPM 

500 

(Linear Feet Per Minute) 

MEAN TIME BETWEEN FAILURES” 
(MTBF) 

Hours 

7.5 X lO'' 


NOTES 

lAC Linearity expressed in terms of spurious in-band signals generated at 
20MHz encode rate at analog input frequencies shown in ( ). 

'Measured from leading edge Encode Command to trailing edge Data 
Readyi use trailing edge to strobe output data into external circuits. 

^To be specified by customer. See Ordering Information 

■’Rms signal to rms noise ratio with 500kHz analog input. 

^Peak-to-peak signal to rms noise ratio with SOOkHz analog input. 

®DC to 8.2MHz white noise bandwidth with slot frequency of 1.248MHz; 
and encode rate of 20MHz. 

^For full-scale step input, 9-bit accuracy attained in specified time. 

’‘Recovers to 9-bit accuracy in specified time after 2 x FS input 
overvoltage. 

’With analog input 40dB below FS. 

’°With FS analog input; large-signal bandwidth flat within 0.2dB, dc 
to lOMHz. 

“Applies to units optimized for video applications. See Ordering 
Information. 

’^Measured with 20-IRE Unit Reference, modulated ramp. 

“Transition from digitial “0” to “1" initiates encoding. 

“± 15V supplies need to be equal and opposite within 200mV 
and track over temperature. 

“25'*Ambient. 


Specifications subject to change without notice. 
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CAV-0920 ANALOG INPUT RANGE OPTIONS 

For IV p-p input range, connect analog input to pin 10, and 
connect pins 9 and 10 together. Unterminated input impedance 
is 500 ohms. For 2V p-p input range, connect analog input to 
pin 10; pin 9 is left disconnected. Unterminated input impedance 
is 1,000 ohms. 

To obtain the desired terminated input impedance, connect the 
appropriate external terminating resistor, between the analog 
input pin(s) and ground as shown in the examples. Input 
impedances greater than 1 ,000 ohms will result in loss of input 
bandwidth and should be avoided. 

The OFFSET potentiometer (R7) has sufficient range to allow 
the user to operate the A/D in either the unipolar or bipolar 
mode. 



Z(N Rterm (Rtebm resistors are 1%,1/8W,IVIF) 

(ohms) 

50 56.2 

75 88.7 

93 115.0 



ZiN Rterm (Rjerm RESISTORS ARE 1%,1/8W.MF) 

(ohms) 

50 52.3 

75 80.6 

93 102.0 

OFFSET AND GAIN ADJUSTMENT 

When adjusting the offset and gain of the A/D in the system, 
the OFFSET control (R7) is adjusted first. The CAV-0920 can 
be operated in either a unipolar or bipolar mode. For a standard 
binary output, adjustments for each mode are: 

Bipolar 

1. Apply OV to analog input. 

2. Adjust R7 OFFSET control while observing MSB (Bit 1). 
Adjust until digital output has MSB “toggling” between “0” 
and “1”. 


3. Apply desired maximum positive voltage to analog input. 

4. Adjust R15 GAIN control while observing LSB (Bit 9). 
Adjust until digital output has Bits 1-8 solid “1” with LSB 
“toggling.” 

Unipolar Positive 

1. Apply OV to analog input. 

2. Adjust R7 OFFSET control while observing LSB (Bit 9). 
Adjust until digital output has Bits 1-8 solid “0” with LSB 
“toggling”. 

3. Apply desired maximum positive voltage to analog input. 

4. Adjust R15 GAIN control while observing LSB (Bit 9). 
Adjust until digital output has Bits 1-8 solid “1” with LSB 
“toggling”. 



ORDERING INFORMATION 

The encode (word) rate of the CAV-0920 A/D converter is 
specified by the customer, as outlined below. 

Order by model number CAV-0920-XXX; in this model 
number, XXX is specified by the customer to indicate the 
desired word rate in MHz. The decimal place is assumed (but 
not shown) between the second and third places. CAV-0920-160, 
for example, indicates calibration at 16.0MHz. 

The CAV-0920 will maintain 9-bit accuracy within ± 12% of 
this specified word rate when the requested word rate is higher 
than lOMHz. In the example for a 16MHz word rate cited 
above, the CAV-0920 could be operated at 4 X burst frequency 
in either NTSC (3.58MHz) or PAL (4.43MHz) systems without 
readjustment. 

For encode rates below lOMHz, the CAV-0920-100 maintains 
full accuracy through lOMHz. 

If later applications of the converter require word rates outside 
the limits of the original calibration, the unit can be returned to 
the factory for calibration at the new frequency; there is a 
nominal charge for this service. 

Mating sockets for the CAV-0920 are model number MSB-2 
(thru hole) MSB-3 (closed end). These are individual solder-type 
pin sockets for mounting in PC boards; one is required for each 
of the 34 pins of the converter. 
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ANALOG 

DEVICES 


PRELIMINARY TECHNICAL DATA 
FEATURES 
10-Bit Resolution 
40MHz Word Rate 
Single 35-ln^ PC Board 
ECL Compatible 
No External Circuits Required 

APPLICATIONS 
Radar Digitizing 
Medical Instrumentation 
Digital Communications 
Spectrum Analysis 


10-Bit Video 
Anaiog-to-Digitai Converter 


CAV-1040 


GENERAL DESCRIPTION 

The Analog Devices model CAV-1040 A/D converter is a “system 
solution” which combines 10-bit resolution, 40MHz word rates, 
and small size to solve high-speed digitizing problems. Its design 
is based on proven concepts introduced in the MOD- 1020 and 
MOD-1205 A/D converters and takes advantage of recent tech- 
nology to achieve exceptional cost/performance tradeoffs. 

It is pin-for-pin compatible with the industry’s first 10-bit, 
20MHz A/D, the MOD-1020. But it doubles the word rate of its^ 
predecessor, making it possible for system designers to upgrade / 
their systems without new layouts. 

This remarkable converter is a complete answer to the question 
of digitizing radar, video, and/or other high-frequency inputs; it 


includes a track-and-hold, along with encoding and timing circuits. 
The CAV-1040 is an ideal choice for the designer who needs 
state-of-the-art performance in high-resolution, ultra-high-speed 
A/D conversion. 

All inputs and outputs are ECL compatible. Analog input im- 
pedance is 500D on IV range; 2500 on 2V range. The A/D 
requires only an encode command and external power supplies 
for, operations* 

'W' ''' 

Hybrid microcircuits, IC’s, and discrete components are combined 
'to obtain the maximum benefits of all technologies. The CAV-1040 
is factory repairable and backed by Analog Devices’ limited one- 
year warranty. 



CAV-7040 Block Diagram 
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SPECIFICATIONS 


(typical at +25°C with nominal power supplies unless otheiwise noted) 


Model 

Units 

CAV-1040 

RESOLUTION (FS = Full Scale) 

Bits 

10 


%FS 

0.1 

LSB WEIGHT 



IV p-p FS 

mV 

1 

2Vp-pFS 

mV 

2 

ACCURACY 



(Includisg Linearity) @ dc 

%FS ± 1/2LSB 

0.05 

Monotonicity 


Guaranteed 0 to -E 70“C 

DYNAMIC CHARACTERISTICS 



In-Band Harmonics' 



(dctolMHz) 

dB below FS 

60 

(IMHztoSMHz) 

dB below FS 

55 

(5MHzto20MHz) 

dB below FS 

50 

Conversion Time^ 

ns 

90+1 clock period 

Conversion Rate 

MHz, max 

40 

Aperture Uncertainty (Jitter) 

ps,niaz 

±25 

Signal to Noise Ratio (SNR)* 

dB)inin 

56 

Noise Power Ratio (NPR)^ 

dB(min) 

50(48) 

Input Bandwidth 



Small Signal, 3dB* 

MHz 

30 

Large Signal, 3dB‘ 

MHz 

15 

ANALOG INPUT 



Voltage Range 



Input Pins9& lOConnected 

V,p-pFS 

1 

Inpu!Pin9or 10 

V,p-pFS 

2 


V,mai 

±4 

Input Type 

Either Unipolar or 

Bipolar 

Impedance 



IV Input Range 

n 

250 

2V Input Range 

n 

500 

Offset 

Adjustable to Zero with On-Card Potentiometer 

vs. Temperature 

%ofFS/“C 

0.025 

ENCODE COMMAND INPUT' 



Logic Levels, ECL-Compatible 

V 

“0”= -1.7 

(Balanced Input) 

V 

“1” = -0.9 

Impedance (Line-tc-Line) 

n,max 

100 

Rise and Fall Times 

as, mar 

5 

Width 



Min 

ns 

10 

Mas 

70% of Encode Command Period 

Frequency 

MHz 

40 

DIGITAL OUTPUT 



Fonnat 

Bits 

10ParaUel;NRZ 

Logic Levels, ECL-Compatible 

V 

“0”= -1.7 

(Balanced Output) 

V 

“1” = -0.9 

Drive (Line-to-Line) 

' n,min 

75 

Time Skew 

ns, max 

5 

Coding 


Binary (BIN); 



2’s Complement (2SC) 

DATA READY OUTPUT 



Logic Levels, ECL-Compatible 

V 

“0”=-1.7 

(Balanced Output) 

V 

‘•1”= -0.9 

Drive (Line-to-Line) 

n,min 

75 

Rise and Fall Time 

ns, max 

5 

Duration 

ns (max) 

20(±5) 

POWER REQUIREMENTS 



-H5V±5% 

mA(max) 

390(425) 

-15V ±5% 

mA(max) 

175(200) 

-l-5V±5% 

mA(max) 

20(25) 

-5.2V ±5% 

A (max) 

2.5 (2.8) 

Power Consumption 

W(max) 

21(24) 

TEMPERATURE RANGE 



Operating 

°C 

Oto +70 

Storage 

°C 

-55 to +85 

Cooling Air Requirements 

LFPM 

500 


(Linear Feet Per Minute) 

CONSTRUCTION 



Single Printed Circuit Card 

Inches 

7.0 X 5.0 X 0.5 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (nun). 



PIN DESIGNATIONS 


Rn 


EQ 


n 


■n 







1 i \\7, L* 1 1 



n 
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lEl 


Ikl 

1 H : { • i ^ K' 1 

»ii 


■n 
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IWft 


■n 


ivn 

■•nriiiM.YJ 
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im 


El 
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ALL GROUND PINS ARE CONNECTED TOGETHER WITHIN THE ADC. 


NOTES 

'In-Buid Harmonics expressed in terms of spurious in-band 
signals genesated at 40MHz encode rats zi cnalog inputs 
shown in ( ). 

^Measured from leading edge Encode Command to trailing edge Data 
Ready; use trailing «d^ to strobe output data into external circuits. 
^RMS signal to rms noise ratio with 500kHz analog input. 

^DC to 8.2MHz white noise bandwidth with slot frequency of 3.886MHz; 
and encode rate of 40MHz. 

^ith analog input 40dB below FS. 

^ith FS analog input. (Large-signal bandwidth flat within 0.2dB, dc 
to 8MHz). 

^Transition from digital *’0"* to digital “1” initiates encoding. 
Spedfications subject to change without notice. 
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ra ANALOG 

12-Bjt Video 

U DEVICES 

Analog-to-Digital Converter 


CAV-1210 


FEATURES 

12-Bit Resolution 

10MHz Word Rate 

Single 35-ln^ PC Board 

ECL Compatible 

No External Circuits Required 

APPLICATIONS 
Radar Digitizing 
Medical Instrumentation 
Digital Communications 
Spectrum Analysis 



GENERAL DESCRIPTION 

The Analog Devices model CAV-1210 A/D converter combines 
performance, size, and economy to achieve a remarkable solution 
for high-speed digitizing problems. 

The unit is capable of 12 bits of resolution at word rates through 
lOMHz. It is a complete answer to the question of digitizing 
radar, video, and/or other high-frequency inputs; it includes a 
track-and-hold, along with encoding and timing circuits. The 
CAV-1210 is a “system solution” for the designer who wants to 
avoid the need for combining the plethora of components necessary 
to make IC encoders operate as functional A/D converters. 

The unit uses the unique digital correcting subranging (DCS) 
conversion technique, pioneered by Analog Devices, which 
virtually eliminates the errors normally associated with subranging 
A/D converters. 

The CAV-1210 is constructed on a single PC board intended for 
mounting on a “mother” board in the user’s system. Its small 
size makes it adaptable to a wide range of mother board sizes 
and allows room for including other (signal conditioning, proc- 
essing, memory, etc.) circuits adjacent to the converter. 

All inputs and outputs are ECL compatible; analog input im- 
pedance is 1000 ohms. The A/D requires only an encode cqmmand 
and external power supplies for operation. 

Hybrid microcircuits, ICs and discrete components are combined 
in the design, to obtain the maximum benefits of all technologies. 
The CAV-1210 is repairable and backed by Analog Devices’ 
limited one-year warranty. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


5(t2.7l| 

MAX 

f -J-il-*- 0.041 


COMPONENT AREA 


0.3 ±0. 

I (7.69 ±0 
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(typical at +25°C with nominal power supplies unless otherwise noted) 


Model 

Units 

CAV-1210 

RESOLUTION (FS = Full Scale) 

Bits(%FS) 

12(0.024) 

LSB WEIGHT 

mV 

0.5 

ACCURACY 



(Including Linearity) (a dc 

%FS +1/2LSB 

0.0125 

Monotonicity 


Guaranteed 0 to +70°C 

Nonlinearity vs. Temperature 

%ofFS/°C 

0.000125 

Gain vs . T emperature 

%ofFS/°C 

0.005 

DYNAMIC CHARACTERISTICS 



AC Linearity' (dc to IMHz) 

dB below FS 

70 

(IMHztoSMHz) 


65 

Conversion Time^ 

ns (max) 

225 (±20) 

Conversion Rate* 

MHz 

10 

Aperture Uncertainty (Jitter) 

ps 

±25 

Aperture Time (Delay) 

ns 

6 

Signal to Noise Ratio (SNR)'* 

dB 

62 

Signal to Noise Ratio (SNR)* 

dB 

71 

Noise Power Ratio (NPR)* 

dB (min) 

53(52) 

Transient Response^ 

ns, max 

100 

Overvoltage Recovery* 

ns, max 

200 

Input Bandwidth 



Small Signal, 3dB^ 

MHz 

35 

Large Signal, 3dB'° 

MHz 

30 

Two-Tone Linearity ((o/ Input Frequencies) 



(60kHz; 62kHz) 

dB below FS, min 

70 

(2.498MHz; 2.500MHz) 

dB below FS, min 

65 

(4.996MHz; 4.998MHz) 

dB below FS,min 

60 

ANALOG INPUT 



Voltage Range 

V,FS 

±1 

(■f IV input = all “Is”; - IV input = all “Os”) 

V,max 

±2 

Input Type 


Bipolar 

Impedance 

Ohms 

1000 

Offset 



Initial (Set at Factory) 

mV, max 

±1 

vs. Temperature 

%ofFS/°C 

0.02 

ENCODE COMMAND INPUT' ' 



Logic Levels, ECL-Compatible 

V 

“0”= -1.7 

(Balanced Input) 


“1” = -0.9 

Impedance 

Ohms, max 

100 Line-to-Line 

Width 



Min 

ns 

10 

Max 

70% of Encode Command Period 

Frequency 

MHz 

10 

(Calibration Frequency is Customer-Specified; See Ordering Information.) 

DIGITAL OUTPUT 



Format 

Bits 

12 Parallel; NRZ 

Logic Levels, ECL-Compatible 

V 

“0” = -1.7 

(Balanced Output) 


"1” = -0.9 

Drive 

Ohms, min 

75, Line-To-Line 

Time Skew 

ns, max 

5 

Coding 


Offset Binary (OBN); 



2’s Complement (2SC) 

DATA READY OUTPUT 



Logic Levels, ECL-Compatible 

V 

“0”= -1.7 

(Balanced Output) 


“1” = -0.9 

Drive 

Ohms, min 

75, Line-to-Line 

Rise and Fall Time 

ns, max 

5 

Duration 

ns (max) 

25(±5) 

POWER REQUREMENTS'* 



-(-15V ±5% 

mA (max) 

185(205) 

-15V +5% 

mA (max) 

240(265) 

-(-5V±5% 

mA(max) 

120(135) 

-5.2V ±5% 

A (max) 

2.1 (2.3) 

Power Consumption 

W(max) 

18(19.7) 

TEMPERATURE RANGE 



Operating'* 

'C 

Oto -1-70 

Storage 

°C 

-55to-f85 

Cooling Air Requirements 

LFPM 

500 

(Linear Feet Per Minute) 



MEAN TIME BETWEEN FAILURES'* 



(MTBF) 

Hours 

1.06 X 10* 


NOTES 

lAC Linearity expressed in terms of spurious in-band signals generated at 
lOMHz encode rate at analog input frequencies shown in ( ). 

^Measured from leading edge Encode Command to trailing edge Data 
Ready; use' trailing edge to strobe output data into external circuits. 

^To be specified by customer. See Ordering Information. 

^Rms signal to rms noise ratio with 500kHz analog input. 

^Peak-to-peak signal to rms noise ratio with 500kHz analog input. 

^DC to 4.1MHz white noise bandwidth with slot frequency of 3.886MH2; 
and encode rate of lOMHz. 

^For full-scale step input, 12-bit accuracy attained in specified time. 

*Recovers to 12-bit accuracy in specified time after 2 x- FS input 
overvoltage. 

^ith analog input 40dB below FS. 

*°With FS analog input. (Large-signal bandwidth flat within 0.2dB, dc 
to 5MHz. 

“Transition from digital “0” to digital “1” initiates encoding. 

15V must be equal and opposite within 200mV and track 
over temperature. 

“Some spec degradation may occur outside a “window” of 50* 
centered at +25*0. 

“25'’Ambient. 

Specifications subject to change without notice. 
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theory of Operation 


ANALOG 

INPUT 



ENCODE 

COMMAND 

ENCODE 

COMMAND 



DATA DATA -5.2V +15V -15V +5V 

READY READY 


CA V-1210 Block Diagram 


BIT 1 (MSB) 
BIT 1 
BIT 2 
BIT 2 
BIT 3 
Bira 
BIT 4 
BiT4 
BIT 5 
BIT 5 
BITS 
BIT 6 
BIT? 

BIT? 

BIT 8 
BITS 
BITS 
BITS 
BIT 10 
BIT 10 
BIT 11 
BIT 11 

BIT 12 (LSB) 
BIT 12 



THEORY OF OPERATION 

Refer to the block diagram of the CAV-I210. 

The analog input signal to be digitized is applied first to a track- 
and-hold (T/H) amplifier, which is normally operated in the 
“track” mode, following all changes in analog input as they 
occur. The user of the CAV-1210 determines the point at which 
the analog signal is to be digitized by applying an Encode 
Command. 

The leading edge of the encode command causes the track-and-hold 
circuit to switch momentarily to the “hold” mode of operation, 
“freezing” the analog input long enough to begin the digitizing 
process. The “held” value of the analog signal is applied to a 6- 
bit A/D encoder, and (through a buffer amplifier) to an analog 
delay circuit whose delay is equal to the time required for the 
first digitizing/reconstruction step of the encoding process. 

The analog output of the T/H is now digitized and resolved to 
6-bit accuracy and applied through registers to a 6-bit D/A 
converter, which has 12-bit accuracy. Via a second set of registers, 
the same 6-bit digitized signal is applied to the digital correction 
logic circuits. The value stored in the second bank of registers 
will ultimately represent Bits 1-6 of the final digital output of 
the CAV-1210. 

The digitized signal applied to the fast-settling D/A converter is 
reconverted to an inverted analog signal and is applied with the 
delayed analog input to a wideband, fast-settling operational 
amplifier. The op amp output represents the residue signal 


which remains after a 6-bit representation of the analog input 
has been subtracted from that input. 

Thfe residue, or error, signal is digitized by a second encoder to 
a resolution of 7 bits and applied to the digital correction logic 
circuits along with Bits 1-6. 

The correction circuits use a combination of the 6-bit and 7-bit . 
signals to compensate for possible nonliuearities and other errors 
to assure the final 12-bit digital output will be 12-bit accurate. 

Oversimplified, the digital correction circuits use the information 
contained in the 7-bit signal to determine whether or not Bits 1- 
6 need to be modified. 

Basically, the correction circuits use the information contained 
in the MSB of the 7-bit byte to determine what action needs to 
be taken with regard to the first six bits. Depending upon its 
value, the circuits will pass the 6-bit information as it is, or add 
a value of binary “1” to it. Bits 2-7 of the 7-bit information 
become Bits 7-12 of the digital output of the CAV-1210. 

This unique use of 13 bits to achieve an accurate 12 bits of 
resolution compensates for a multitude of potential errors which 
otherwise could be eliminated only by incorporating expensive, 
high precision parts into the design. Digitally corrected subranging 
(DCS) used in the CAV-1210 does not prevent such anomalies 
as gain error, track/hold droop error, linearity error, or offset 
error. But it obviates the effects of these problems and makes 
high-speed, high resolution digitizing an economic reality. 
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ORDERING INFORMATION . 

The CAV-1210 A/D converter will meet all specifications shown 
in the Specifications table of the data sheet at encode (word) 
rates through lOMHz. 

For standard CAV-1210 units intended to operate with specified 
performance over the full range through lOMHz, order model 
number CAV-1210-100. 

If desired, the customer can order the unit calibrated at the 
factory for optimum performance at some specified rate within 
this range for those applications in which the unit will generally 
be operated at the same word rate. 

Order by model number CAV-1210-XXX; in this model number, 
XXX is specified by the customer to indicate the desired optimized 
word rate. The decimal place is assumed (but not shown) between 
the second and third places. CAV-1210-050, for example, indicates 
final calibration and, consequently, optimum performance at 
5.0MHz; but the unit will operate through lOMHz. 

Optimum performance will be achieved within a ± 12% band of 
frequencies around the selected word rate, but the user must 
keep in mind the upper performance specification of lOMHz. 
“Optimum” final calibration at 9.8MHz, for example, is not 
meant to imply optimum performance at word rates above lOMHz. 
The unit will operate beyond lOMHz, but accuracy, NPR, 

SNR, and/or other specifications may be outside the limits shown 
on Specifications page. 

If later applications require word rates outside the limits of the 
original optimum frequency, the unit can be returned to the 
factory for calibration at a new optimum; there is a nominal 
charge for this service. 


Mating sockets for the CAV-1210 are model number MSB-2 
(thru hole) or MSB-3 (closed end). These are individual solder-type 
pin sockets for mounting in PC boards; one is required for each 
of the 40 pins of the converter. 


PIN 

FUNCTION 

PIN 

FUNCTION 

1 

GROUND 

21 

BiT9 

2 

ENCODE COMMAND 

22 

BIT 8 

3 

ENCODE COMMAND 

23 

BIT 8 

4 

GROUND 

24 

BIT 7 

5 

-5.2V 

25 

BIT 7 

6 

+ 15V 

26 

BIT 6 

7 

-15V 

27 

BIT 6 

8 

GROUND 

28 

BIT 5 

9 

ANALOG INPUT 

29 

BIT 5 

10 

GROUND 

30 

BIT 4 

11 

+ 5V 

31 

BIT 4 

12 

GROUND 

32 

BIT 3 

13 

GROUND 

33 

BIT 3 

14 

BIT12(LSB) 

34 

BIT 2 

15 

BIT12(LSB) 

35 

BIT 2 

16 

BIT 11 

36 

BIT 1 (MSB) 

17 

BIT 11 

37 

BIT 1 (MSB) 

18 

BIT 10 

38 

DATA READY 

19 

BIT 10 

39 

GROUND 

20 

BIT 9 

40 

DATA READY 


CA V- 1210 Pin Designations 
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□ ANALOG Ultra High Speed 

DEVICES 8- and 10-Bit A/D Converters 


l\ 

/IAH-080 

1, -1 

001 

1 


FEATURES 
High Speed at Low Cost 
8-Bits @ 750ns max 
10-Bits @ l/is max 
Monotonic Over Temperature 
Differential Nonlinearity ±1/4LSB typ 
Parallel and Serial Outputs 
Pin and Function Compatible with 4130,4131 
APPLICATIONS 
High Speed Data Acquisition 
Real Time Waveform Analysis 
Radar Signal Processing 
Analytical Instruments 

GENERAL DESCRIPTION 

The MAH series of high-speed analog-to-digital converters 
represent the latest “state-of-the-art” in high speed succes- 
sive approximation technology. They are the fastest and most 
accurate complete converters of their type, featuring internal 
reference, clock, timing, encoding, and control logic functions. 
The MAH series A/Ds should be considered in applications 
where completeness of design function, ease of interface, and 
speed are required. These modules make maximum use of the 
latest monolithic and hybrid parts to minimize total parts 
complexity and increase reliability. They are designed to be 
form, fit, and function compatible with the T.P. 4130 and 
4131, with advantages over the latter in overall accuracy with- 
out any sacrifice in speed. 

In almost all applications, these A/Ds require the use of 
fast sample-and-hold. Depending upon the application, either 
the ADI THC or THS series of ultra-fast sample-and-holds are 
recommended. 



1 ON MODEL MAH 0801, PINS 15 AND 16 ARE UNUSED, 

2 ANALOG AND POWER GROUNDS ARE CONNECTED 
TOGETHER INTERNALLY, 


MAH-0801 and MAH-1001 Block Diagram 



i 


0.02 DIA PINS -^1^ ~ it 
( 0 . 5 ) ] 


0.250 (6.35) MIN 




NOTES: 

SOME MODELS DO NOT USE ALL PIN OUTS. IN THESE 
CASES, UNUSED PINS ARE DELETED. 


>0.1 (2.54) GRID 


MATING CONNECTOR: MSA-1 


PINS ARE GOLD PLATED 

DOT ON TOP INDICATES POSITION OF PIN 1 
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SPECIFICATIONS 


(typical @ +25° C unless otherwise noted) 


MODEL 

UNITS 

MAH-0801 

MAH-1001 

RESOLUTION FS @ Full Scale 

Bits 

8 

10 

ACCURACY (Relative to Full Scale) 

±% FS 

0.2 

0.05 

Quantization Error 

LSB 

±1/2 

« 

Nonlinearity 

LSB (max) 

±1/4 

±1/2 

Differential Nonlinearity 

LSB (max) 

±1/4 

±1/2 

Missing Codes 

Monotonicity 

LSB (typ) 

±1/8 ±1/4 

No Missing Codes 0 to +70° C 

Monotonic 0 to +70°C 

TEMPERATURE COEFFICIENTS 

Differential Nonlinearity 

±ppm/ C 

3 

* 

Gain 

±ppm/°C 

20 

* 

Zero Offset (Unipolar) 

±/iV/’C 

10 

* 

Zero Offset (Bipolar) 

±ppm/° C 

15 

* 

INPUT 

Ranges (Full Scale) 

MAH-XXXX-1 

V 

Oto-5 


MAH-XXXX-2 

V 

0 to -10 

* 

MAH-XXXX-3 

V 

±5 

• 

MAH-XXXX-4 

V 

±10 

• 

MAH-XXXX-5 

V 

±1.024 

* 

Impedance (Function of Option) 

nrv 

100 

• 

OVERVOLTAGE 

V 

To Twice Peak Input FS Without Damage. 

CONVERSION TIME' 

ns max 

750 

1000 


ns typ 

700 

950 

ENCODE COMMAND 

Logic Levels (1 Standard TTL Load) 
Function 

V 

“0” = 0 to +0.4, “1" = +2 to +5.5 

Positive-going edge resets converter. 

Trailing edge starts conversion. 

Duration (Width) 

ns min (max) 

50(150) 

* 

Rise and Fall Times 

ns max 

20 

• 

Repetition Rate 

kHz max 

1333 

1000 

LOGIC OUTPUTS 

Levels TTL (Same as Encode Command) 

Drive Capability 

Parallel Data 

Coding (Unipolar) 

(Bipolar) 

Serial Data 

Coding 

Clock 


Data and Data Ready— 10 Std TTL Loads, 
Clock— 10 TTL Loads 

8 or 10 lines of data held until start of 
next Encode Command 

CBN * 

COB/C2SC * 

MSB first, successive pulse output during 
conversion, NRZ. 

Same as parallel output except 2SC not 
available. 

Pulse train of 9 or 11 internal clock pulses, 
gated on during the conversion period. 

POWER REQUIREMENTS 

+14.5V to+15.5V 

mA max 

50 

* 

-14.5V to -15.5V 

mA max 

30 

* 

+5V±5% 

mA max 

250 

* 

TEMPERATURE RANGE 

Operating 

Storage 

°C 

°c 

0 to +70 
-55 to +85 

* 


PHYSICAL CHARACTERISTICS 
Case 


Diallyl Phthalate per MIL-M-14 Type SDG-F 


NOTES 

' Total conversion time from leading edge of encode command pulse to 
trailing edge of data ready pulse with SOns wide encode command. 
'Specifications same as MAH-0801. 

Specifications subject to change without notice. 
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OUTPUT CODING 

The logic output coding is shown true relative to the analog 
input to the A/D. If an inverting track and hold— such as the 
Analog Devices THC series— or an inverting op amp is used 
ahead of the A/D, the true logic coding is inverted relative to 
the system input. This yields the systemic coding as follows: 


Binary (BIN) in place of Complementary Binary (CBN) for 
options 1 and 2; Offset Binary (OBN) in place of Complemen- 
tary Offset Binary (COB) for options 3, 4 and 5; Two’s Com- 
plement (2SC) in place of Complementary Two’s Comple- 
ment (C2SC). 


Scale 

Input Voltage 

Complementary 
Straight Binary 

-FS -ILSB 

-9.9900V 

nil nil 11 


-7.5000V 

1100 0000 00 


-5.0000V 

1000 0000 00 


-2.5000V 

0100 0000 00 


-O.OOIOV 

0000 0000 01 

DBHI 

O.OOOOV 

0000 0000 00 


NOTE 

(0 to -lOV) for MAH-1001-2; LSB = lOmV for MAH-1001-1, apply 
input voltage factor of 1/2, 


Scale 

iBBi 

Complementary 
Offset Binary 

Complementary 
Two’s Complement 

-FS -ILSB 

^.9900V 

nil nil 11 

0111 nil 11 

-3/4 FS 

-3.7500V 

1110 0000 00 

0110 0000 00 

-1/2 FS 

-2.5000V 

1100 0000 00 

0100 0000 00 


O.OOOOV 

1000 0000 00 

0000 0000 00 

-t-1/2 FS 

-f2. 5000V 

0100 0000 00 

1100 0000 00 

■f3/4 FS 

■^3. 7500V 

0010 0000 00 

1010 0000 00 

+FS -ILSB 

-F4.9900V 

0000 0000 01 

1000 0000 01 

+ FS 

^■5.0000V 

0000 0000 00 

1000 0000 00 


NOTE 

(-5V to +5V) for MAH-1001-3: LSB = lOmV for MAH-1001-4 apply 
input voltage factor of 2. 


Table I. MAH-0801 and MAH-1001 Unipolar Operation Table II. MAH-0801 and MAH-1001 Bipolar Operation 

for Options 1 and 2 for Options 3 and 4 


Scale 

Input 

Voltage 

Complementary 
Offset Binary 

Complementary 
Two’s Complement 

-FS -ILSB 
-1/2 FS 

0 

+1/2 FS 
+FS 

-1.022V 

-0.512V 

-O.OOOV 

+0.512V 

+1.024V 

nil nil 11 
1100 0000 00 
1000 0000 00 
0100 0000 00 
0000 0000 00 

0111 nil 11 
0100 0000 00 
0000 0000 00 
1100 0000 00 
1000 0000 00 


NOTE 

(-1.024V to + 1.024V) for MAH-lOOl-S: LSB = 2mV. 

Table III. MAH-0801 and MAH-1001 Bipolar Operation 
for Option 5 


CALIBRATION AND ADJUSTMENT 


ZERO ADJUST 
10k 



Figure 1. MAH-0801 and MAH-1001 Hookup 


PROCEDURE: 

1. APPLY ENCODE COMMAND PULSE TO THE ENCODE 
COMMAND INPUT (PIN 3). 

2. CONNECT A PRECISION VOLTAGE SOURCE TO THE 
ANALOG INPUT (PIN 19) AND ANALOG GROUND 
(PIN 20). ADJUST THIS SOURCE FOR+1/2LSB. 

VARY THE ZERO ADJUST POTENTIOMETER FOR AN 
LSB FLUTTER (THIS WILL APPEAR AS AN EQUAL 
UNCERTAINTY AT THE OUTPUT BETWEEN THE 
CODES 0000 0000 AND 0000 0001). 

3. WITH THE PRECISION VOLTAGE SOURCE ADJUSTED 
TO -FS +1/2LSB, ADJUST THE GAIN POTENTIOMETER 

FOR A FLUTTER BETWEEN CODES 11 11 1110 

AND nil nil. 

Unipolar Operation 

PROCEDURE: 

1. APPLY AN ENCODE COMMAND TO THE ENCODE COM- 
MAND INPUT (PIN 3). 

2. CONNECT A PRECISION VOLTAGE SOURCE TO THE 

ANALOG INPUT (PIN 19) AND ANALOG GROUND (PIN 
20). ADJUST THIS SOURCE TO +FS -1/2LSB. THE ZERO 
ADJUST POTENTIOMETER FOP A FLUTTER BETWEEN 
VARY CODES 0000 0000 AND 0000 0001. 

3. ADJUST THE VOLTAGE SOURCE TO -FS -H/ZLSB. AD- 

JUST THE GAIN POTENTIOMETER FOR A FLUTTER 
BETWEEN THE CODES nil 11 10 AND 

nil .... 1111 . 

Bipolar Operation 
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TIMING DIAGRAM 




DATA 
READY - 
OUTPUT 




BIT6 t BIT7 I BITS 


-MAH0801 lOOtfim 
. MAH-0801 TSOnifm 




PARALLEL 

OUTPUT 

DATA 

VALID 


1-1001 OSOns (max)- 


Figure 2. MAH-0801 and MAH-1001 Timing Diagram 


APPLICATIONS 


OFFSET ADJUST 


OFFSET ADJUST 




Figure 3. Depicts a Complete 8-Bit, 1MHz Conversion System Figure 4, Depicts the MAH- 1001-2 A/D Converter Used 

Using the THS-0060 Track-and-Hold and the MAH-0801-5 with the THC-0300 Track-and-Hold 

Low- Voltage input A/D Converter 


NOTES ON USAGE 

The use of a large ground plane is highly recommended. Tie 
all grounds for both the ADC and T&H together. Make the 
distance from the ADC to the system ground as short as pos- 
sible with as low an impedance as possible. Bypass each power 
supply mn with a ceramic (0.1/iF) and tantalum (3.3/iF) ca- 
pacitor. Keep the analog input as far away from the digital 
outputs as practical. Avoid the use of twisted pair cables for 


digital outputs wherever possible. The use of coax cable for 
analog inputs is recommended wherever practical to avoid 
digital feedback. 

ORDERING INFORMATION 

The 8- and 10-bit versions of the MAH series may be ordered 
with various options according to the chart below. 


PIN DESIGNATIONS 
MAH-0801, MAH-1001 


PIN 

FUNCTION 

PIN 

FUNCTION 

1 

DATA READY OUT 

15 

BIT 9 OUT 

2 

INTERNAL CLOCK OUT 

16 

BIT 10 OUT (LSB) 

3 

ENCODE COMMAND IN 

17 

BIT 1 OUT (MSB) 

4 

SERIAL OUTPUT 

19 

ANALOG INPUT 

5 

BIT 1 OUT (MSB) 

20 

ANALOG GROUND 

6 

BIT 2 OUT 

30 

GAIN ADJUST 

7 

BIT 3 OUT 

31 

GAIN ADJUST 

8 

BIT 4 OUT 

32 

OFFSET ADJUST 

11 

BIT 5 OUT 

33 

POWER GROUND 

12 

BIT 6 OUT 

34 

-15V POWER IN 

13 

BIT 7 OUT 

35 

+1 5 V POWER IN 

14 

BIT 8 OUT 

36 

+5V POWER IN 


NOTES 

On Model MAH-0801, Pins 15 and 16 are deleted. 
Power and Analog grounds are internally connected. 


MAH-0801 


RESOLUTION 
AND ACCURACY 

MAH-0801 = 8 Bits 
MAH-1001 = 10 Bits 


-1 

^ — I 

ANALOG INPUT 
RANGE 

-1 0 to -5V FS 
-2 0 to -lOV FS 
-3 ±5V FS 
-4±10V FS 
-5 +1.024V FS 
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□ ANALOG Speed 8-,10-, 

DEVICES and 12-Bit A/D Converters 



IVIAS-0801 

1-1 

00 

1.-1 

1202 


FEATURES 
High Speed at Low Cost 
8 Bits 1)is max 
10 Bits I.Sjis max 
12 Bits 2/xs max 

No Missing Codes Over Temperature 
Low Power 

Industry Standard Pin Out 
Parallel and Serial Outputs 

APPLICATIONS 
High Speed Data Acquisition 
Real Time Waveform Analysis 
Radar Signal Processing 
Analytical Instruments 



GENERAL DESCRIPTION 

The MAS series of high speed analog-to-digital converters 
represent the “state of the art” in application of the succes- 
sive approximation conversion technique by providing highest 
speed at lowest cost. With monotonicity guaranteed over 
temperature these reliable modules are form, fit and function 
compatible with popular industry standards from Datel and 
Philbrick (for new designs consider the HAS series of hybrid 
converters). 

In most applications these A/Ds should be used with a fast 
sample hold such as the THS/THC series. 


INPUT 

OFFSET 

ANALOG 

GROUND 



SERIAL DATA 
OUT 

(MSB) "1 
BIT 1 


L PARALLEL 
f DATA OUT 


J 


DATA READY 
OUT 


INTERNAL 
CLOCK OUT 


ENCODE 

COMMAN[ 

INPUT 



I MSB 
i MSB 


PARALLEL 

Vdata 

OUT 


MAS-1202 Block Diagram 


MAS-0801 and MAS-1001 Block Diagram 
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SPECIFICATIONS 


(typical @+25°C unless otherwise noted) 



Model Units MAS-0801 MAS-1001 MAS-1202 


RESOLUTION FS = Full Scale 

Bits 

8 10 

12 

ACCURACY (Relative to Full Scale) 

±% FS 

0.2 0.05 

0.012 

Quantization Error 

LSB 

±1/2 * 

• 

Nonlinearity 

LSB (max) 

±1/2 * 

* 

Differential Nonlinearity 

LSB (max) 

±1/2 • 


Missing Codes 


No Missing Codes 0 to ■h70°C 


TEMPERATURE COEFFICIENTS 


. 


Differential Nonlinearity 

Ippm/'C 

3 * 

« 

Gain 

±ppm/“c 

20 • 

30 

Gain (Option-P) 

±ppm/°C 

5 * 

NA 

Zero Offset (Unipolar) 

±AiV/“c 

10 * 

100 

Zero Offset (Bipolar) 

±ppm/°C 

15 * 

« 

Zero Offset (Option-P) 

±ppm/°C 

5 * 

NA 

INPUT 




Ranges (Full Scale) 

. Options MAS-0801 and MAS-1001 ONLY 

STANDARD 

MAS-XXXX-1 

V 

0 to -5 * 

0 to +10/±5 

MAS-XXXX-2 

V 

0 to -10 * 

NA 

MAS-XXXX-3 

V 

±5 • 

NA 

MAS-XXXX^ 

V 

±10 • 

NA 

MAS-XXXX-5 

V 

±1.024 * 

NA 

Impedance (Function of Option) 

nrv 

100 • 

1150Q 

OVERVOLTAGE 

V 

To Twice Peak Input FS Without Damage. 

CONVERSION time' 

fis max 

1 1.5 

2 


/ds typ 

0.8 1.3 

1.8 

ENCODE COMMAND 




Logic Levels (1 Standard TTL Load) 

V 

“0” = 0 to ■hO.4, “1” = +2 to +5.5 

Function 


Positive-going edge resets converter, 



Trailing edge starts conversion for 8- 



and 10-bit versions. 


Duration (Width) 

ns min 

50 * 

100 

Rise and Fall Times 

ns max 

20 * 

• 

Repetition Rate 

kHz max 

1000 666 

500 

LOGIC OUTPUTS 




Levels TTL (Same as Encode Command) 




Drive Capability 


Data and Data Ready — 4 Std TTL Loads, 



Clock — 6TTL Loads 


Parallel Data 


8, 10 or 12 lines of data held until next 



Encode Command 


Coding (Unipolar) 


CBN • 

BIN 

(Bipolar) 


COB/2SC • 

OBN/2SC 

Serial Data 


MSB first, successive pulse output during 



conversion, NRZ. 


Coding 


Same as parallel output except 2SC not 



available. 


Clock 


Pulse train of 9, 1 1 or 1 3 internal clock 



pulses, gated on during the conversion 



period. 


POWER REQUIREMENTS 




■t:14.5Vto-H5.5V 

mA 

70 • 

80 

-14.5V to -15.5V 

mA 

30 • 

20 

+5V±5% 

mA 

150 * 

* 

TEMPERATURE RANGE 




Operating 

°C 

0 to +■’0 * 

* 

Storage 

°C 

-55 to +85 • 

• 

PHYSICAL CHARACTERISTICS 




Case 


Diallyl Phthalate per MIL-M-14 Type SDC-F 


NOTES 

' Tot»l conversion time from leading edge of encode command pulse to 
trailing edge of data ready pulse with SOns wide encode command. 


•Specifications same as MAS-0801 . 
Specifications subject to change without notice. 
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OUTLINE DIMENSIONS 


OUTLINE DIMENSIONS 


Dimensions shown in inches and (mm). 


Dimensions shown in inches and (mm). 



NOTES: 

SOME MODELS DO NOT USE ALL PIN OUTS. IN THESE 
CASES, UNUSED PINS ARE DELETED. 

PINS ARE GOLD PLATED 

DOT ON TOP INDICATES POSITION OF PIN 1 
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PIN DESIGNATIONS 
MAS-0801, MAS-1001 



FUNCTION 

PIN 

FUNCTION 

ni 

DATA READY OUT 

15 

BIT 9 OUT 


INTERNAL CLOCK OUT 

16 

BITIOOUT(LSB) 


ENCODE COMMAND IN 

19 

ANALOG INPUT 


SERIAL OUTPUT 

20 

ANALOG GROUND 

mM 

BIT 1 OUT (MSB) 

30 

REFERENCE OUT 


BIT 2 OUT 

31 

REFERENCE INPUT 

mM 

BIT 3 OUT 

32 

OFFSET 

8 

BIT 4 OUT 

33 

POWER GROUND 

11 

BIT 5 OUT 

34 

-15V POWER IN 

12 

BIT 6 OUT 

35 

+15V POWER IN 

13 

BIT 7 OUT 

36 

+5V POWER IN 

14 

BIT 8 OUT 




PIN DESIGNATIONS 
MAS-1202 


PIN 

FUNCTION 

PIN 

FUNCTION 

1 

DATA READY 

16 

BIT 10 OUT 


INTERNAL CLOCK OUT 

17 

BIT 11 OUT 


BIT 1 OUT (MSB) 

18 

BIT12 0UT(LSB) 


SERIAL DATA OUT 

19 

ANALOG INPUT 

5 

BIT 1 OUT (MSB) 

20 

ANALOG GROUND 

6 

BIT 2 OUT 

29 

ENCODE COMMAND IN 


BIT 3 OUT 

30 

GAIN ADJUST 


BIT 4 OUT 

31 

BIPOLAR OFFSET 


BIT 5 OUT 

32 

UNIPOLAR ZERO 


BIT 6 OUT 

33 

POWER GROUND 


BIT 7 OUT 

34 

-15V POWER IN 

mM 

BIT 8 OUT 

35 

■H5V POWER IN 


BIT 9 OUT 

36 

+5V POWER IN 


ORDERING INFORMATION 

The 8- and 10-bit versions of the MAS series may be ordered 
with various options according to the chart below. 


MAS-0801 


RESOLUTION 
AND ACCURACY 


-1 


ANALOG INPUT 
RANGE 


MAS-0801 = 8 Bits -1 0 to -5V FS 
MAS-1001 = 10 Bits -2 0 to -lOV FS 
-3 ±5V FS 
-4 ±10V FS 
-5 ±1.024V FS 


■CBN 



LOGIC OUTPUT 
CODING 
(See Note 1) 

CBN = Complementary 
Binary (Options 
1 and 2) 

COB = Complementary 
Offset Binary 
(Options 3, 4 and 5) 
C2SC = Complementary 
Two’s Comple- 
ment (Options 
3, 4 and 5) 


NOTES 

1. For 12-bit performance order the MAS-1202 which has no options. 

2. The mating connector for the MAS series is the MSA-1. 
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OUTPUT CODING 

The logic output coding is shown true relative to the analog 
input to the A/D. If an inverting track and hold— such as the 
Analog Devices THC series— or an inverting op amp is used 
ahead of the A/D, the true logic coding is inverted relative to 
the system input. This yields the systemic coding as follows: 


Scale 

Input Voltage 

Complementary 
Straight Binary 

-FS -ILSB 

-9.9900V 

1111 1111 11 

-3/4 FS 

-7.5000V 

1100 0000 00 

-1/2 FS 

-5.0000V 

1000 0000 00 

-1/4 FS 

-2.5000V 

0100 0000 00 

-ILSB 

■4).0010V 

0000 0000 01 

0 

O.OOOOV 

0000 0000 00 


NOTE 

(0 to -lOV) for MAS-1001-2i LSB = lOmV for MAS-1001-1, apply 
input voltage factor of 1/2. 


Tablet. MAS-0801 and MAS-1001 Unipolar Operation 
for Options 1 and 2 


Scale 


Complementary 
Offset Binary 

Complementary 
Two’s Complement 

-FS -ILSB 
-1/2 FS 

0 

-^l/2 FS 
+FS 

-1.022V 
-0.512V 
-O.OOOV 
+0.512V 
+ 1.024V 

1111 1111 11 
1100 0000 00 
1000 0000 00 
0100 0000 00 
0000 0000 00 

0111 nil 11 
0100 0000 00 
0000 0000 00 
1100 0000 00 
1000 0000 00 


NOTE 

(-1.024V to +1.024V) for MAS-1001-5 i LSB = 2mV. 


Table Hi. MAS-0801 and MAS-1001 Bipolar Operation 
for Option 5 


Binary (BIN) in place of Complementary Binary (CBN) for 
options 1 and 2; Offset Binary (OBN) in place of Complemen- 
tary Offset Binary (COB) for options 3, 4 and 5; Two’s Com- 
plement (2SC) in place of Complementary Two’s Comple- 
ment (C2SC). 


Scale 

iBI 

Complementary 
Offset Binary 

Complementary 
Two’s Complement 

-FS -ILSB 

^.9900V 

nil nil 11 

0111 nil 11 

-3/4 FS 

-3.7500V 

1110 0000 00 

0110 0000 00 

-1/2 FS 

-2.5000V 

1100 0000 00 

0100 0000 00 

0 

O.OOOOV 

1000 0000 00 

0000 0000 00 

+1/2 FS 

+2.5000V 

0100 0000 00 

1100 0000 00 

+3/4 FS 

+3.7500V 

0010 0000 00 

1010 0000 00 

+FS -ILSB 

+4.9900V 

0000 0000 01 

1000 0000 01 

+FS 

+5.0000V 

0000 0000 00 

1000 0000 00 


NOTES; 

(-5V to +5V) for MAS-1001-3; LSB = lOmV for MAS-1001^ apply 
input voltage factor of 2. 


In Table II, complementary 2SC is accomplished by factory option. 

Table II. MAS-0801 and MAS-1001 Bipolar Operation 
for Options 3 and 4 


Scale 


Straight Binary 

+FS -ILSB 

+9.9976V 

nil nil nil 

+7/8 FS 

+8.7500V 

1110 0000 0000 

+3/4 FS 

+7.5000V 

1100 0000 0000 

+1/2 FS 

+5.0000V 

1000 0000 0000 

+1/4 FS 

+2. 5000V 

0100 0000 0000 

+1LSB 

+0.0024V 

0000 0000 0001 

0 

O.OOOOV 

0000 0000 0000 


NOTE 

Unipolar Operation (0 to +10V) 

Table IV. MAS-1202 Unipolar Operation (0 to +10V) 


Scale 

Input Voltage 

Straight Binary 

Two’s Complement 

+FS -ILSB 

+4.9976V 

nil nil nil 

0111 nil nil 

+3/4 FS 

+3. 7500V 

1110 0000 0000 

0110 0000 0000 

+1/2 FS 

+2. 5000V 

1100 0000 0000 

0100 0000 0000 

0 

O.OOOOV 

1000 0000 0000 

0000 0000 0000 

-1/2 FS 

-2.5000V 

0100 0000 0000 

1100 0000 0000 

-3/4 FS 

-3.7500V 

0010 0000 0000 

1010 0000 0000 

-FS +1LSB 

-4.9976V 

0000 0000 0001 

1000 0000 0001 

-FS 

-5.0000V 

0000 0000 0000 

1000 0000 0000 


NOTE 

In Table V, TWO’S COMPLEMENT (2SC) is accomplished by using 
the MSB output for Bit 1. 


Tabie V. MAS-1202 Bipolar Operation (-5V to +5V) 
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ANALOG 

DEVICES 


8-Bit Video 
Anaiog-to-Digital Converter 


MATV-0811, -0816, -0820 


FEATURES 

8-Bit Accuracy — Guaranteed Monotonic 
Ultra-High Speed — dc to 20MHz Word Rates 
Most Economical Video A/D 

Smallest Available Complete A/D — 5.5" X 4.38" X 0.85" 

Self Contained — Includes Input Buffer, Encoder, Reference, 
Timing, and Buffered Parallel Output 

APPLICATIONS 

Digitize Color Television at Up to Three or Four Times 
NTSC or PAL Color Subcarrier Frequencies 
Video Time Base Correction and Frame Synchronization 
Radar Signal Processing 

Real Time Transient and Continuous Spectrum Analysis 



GENERAL DESCRIPTION 

The Analog Devices’ MATV series of A/D converters represent 
a major breakthrough in high-speed A/D technology. Providing 
conversion word rates from dc to llMHz, 16MHz and 20MHz 
the MATV-0811, MATV-0816 and MATV-0820 are the lowest 
cost A/D converters in their performance class. As complete 
devices, they require only the addition of external power to 
accomplish precision video A/D conversion. 

The use of internal hybrid microcircuit construction allows 
these modular A/D’s to occupy a volume of only 21 cubic inches. 
They are housed in metal cases which not only shield the cir- 
cuits from external RF interference, but aid in efficient heat 
dissipation. A choice of analog input voltages is available, in- 
cluding the industry standard 0 to -HlV at 75J2. The encode 
command input, data ready output, and the digital bit outputs 
are all TTL compatible. Designed to operate from either ±12V 
or ±15V analog and +5V digital supplies (MATV-0811 and 
MATV-0816 also require -5.2V), the MATV series dissipate 
less than 8 watts. Their weight is < 10 ounces due to enclosure 
rather than encapsulation. This technique facilitates rapid, 
inexpensive factory repair and aids in reliable printed circuit 
board mounting by the customer without extensive mechan- 
ical constraints or system engineering. 

Relative dc accuracy is 0.2% of full scale ±1/2LSB when oper- 
ating over the frequency range of dc to 20MHz. The MATV 
series is designed to digitize color television signals at rates 
up to 20MHz and is also ideally suited for other analog to 
digital conversion requirements, such as radar signal processing, 
laser pulse analysis, transient analysis, and medical electronics 
applications where real-time analysis and display of large quan- 
tities of information are required. 



MATV-081 1, MATV-0816 Block Diagram 



Ra AND Re ARE DETERMINED BY THE ANALOG INPUT IMPEDANCE 
AND ENCODE COMMAND INPUT IMPEDANCE. RESPECTIVELY. 


MA TV-0820 Block Diagram 
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SPECIFICATIONS 


(typical @ +25° C and nominal power supply voltages unless otherwise noted) 


MODEL 

UNITS 

MATV-0811 

MATV-0816 

MATV-0820 

RESOLUTION (FS = Full Scale) 

Bits/% FS 

8/0.4 



LSB Weight 

% FS 

0.4 



ACCURACY (relative) at dc 

typ 

±0.15%±1/2LSB 

*1 



max 

±0.2% +1/2LSB 

*1 


Monotonicity 


GUARANTEED 



Differential Nonlinearity vs Temperature 

% FS/°C 

001 


0.005 

Linearity and Gain vs Temperature 

% FS/°C 

0.02 


0.01 

DYNAMIC CHARACTERISTICS 





AC Linearity ® Encode Rate^ 

MHz 

11 

15 

20 

Analog Input Frequency 





DC to 3.6MHz 

Spurious Signals are 





> dB below FS 

50 

* 

• 

3.6MHz to 5.5MHz 


45 

• 

• 

Cortversion Rate (Encode Word Rate) 

MHz max 

11 

16' 

20 

Conversion Time^ 

ns 

150+20 

120±20 

35 ±10 + I/Encode Rate 

Aperture Uncertainty (Jitter) 

ps max 

±30 


• 

Aperture Time 

ns 

3 


12 

Signal to Noise Ratio 





(rms signal to rms noise) 

dB min 

48 


• 

(peak signal to rms noise) 

dB min 

58 


• 

Noise Power Ratio^ 

dB min 

37 


• 

Transient Response* 

ns 

SO 


• 

Overvoltage Recovery Time* 

ns 

60 


• 

Differential Gain’ 

% 

3 


• 

Differential Phase 

Degrees 

1 


♦ 

Bandwidth 





Small Signal 3dB 

MHz 

20 


• 

Large Signal 3dB 

MHz 

IS 


• 

Flat ±0.1dB, dc through 

MHz 

5.5 


* 

INPUT* 





Voltage Range 





Unipolar (Pin 5 Grounded) 

V 

Oto 1 

• 

• 

Bipolar (Pin 5 open) 

V 

±0.5 

• 

• 

Impedance (Terminated to Ground) 

n 

75 

* 

• 

ENCODE COMMAND INPUT* 





Logic Levels, TTL Compatible 


“0” = 0 to +0.4V 

• 

• 



"1" = +2.4V to +5V 

• 

• 

Impedance (terminated to ground) 

n 

75 ±5% 

• 

• 

Rise and Fall Times (10% to 90%) max 

ns 

10 

• 

• 

DurationAVidth 50% points (see timing diagram) 

ns min 

10 

• 

20 




40 

• 

Frequency (random or periodic) 

dc to MHz 

11 

16 

20 

DIGITAL DATA OUTPUT* 





Format 


Eight Parallel Bits NRZ 


Logic Levels, TTL 


(Same as Encode Command) 


Drive Capability (not short circuit protected) 

TTL Loads 

lOStd 

10 Schoitky 


Time Skew 

ns max 

15 

10 

10 

Coding 


Straight Binary (BIN) 


DATA READY OUTPUT 





Format’ 


RZ 

• 

* 

Logic Levels, TTL 


(Same as Encode Command) 


Drive Capability 


lOStd 

10 Schottky 


Width 

ns 

40±10 

35±5 

25±5 

POWER requirements'® 





MATV-OSn, MATV-0816/MATV-0820 





+15V±2%/+11.8V to+15.5V 

mA max 

210 

• 

70 

-15V ±2%/-11.8V to -15.5V 

mA max 

180 

• 

400 

+5V±5%/+5V+5% 

mA max 

450 

540 

200 

-5.2V ±5% 

mA max 

280 

• 

N/A 

TEMPERATURE RANGE 





Operating (case) 

°C 

0 to +70 

• 

• 

Storage 

°C 

-55 to ■r85 

* 

• 


•Same as MATV-0811. 


NOTES 

‘ Applies to a customer specified operating frequency, ±10%. Outside this range, accuracy may 
degrade to ±0.3% 11/2LSB. 

^ AC linearity expressed in terms of spurious in-band signals generated at specified encode races. 

’Pipeline delay not related to encode rate. 

• DC to 5MHz while noise BW with slot frequency at 500kHz. 

*Time to achieve 8-bit (0.2%) accuracy after F.S. step input. 

* For signals not exceeding 10% overvoltage, the A/D will recover to 8-bit accuracy within 60ns 
after the signal returns to the specified range. Overvoltage inputs greater than 1 50% of F.S. 
may damage input circuits and should be avoided. 

^ At maximum encode rate, 20 IRF unit subcarrier, not including quantization effects. 

’Consult factory for other voltage, impedance and logic level options. 

*The leading edge of the data ready pulse occurs approximately 10ns before output data 
changes. The trailing edge is recommended for strobing data into external circuits. 


* For MATV-0811, the leading edge of the Data Ready pulse occurs approximately 15ns before 
output data changes. The trailing edge is recommended for strobing data into external circuits. 
For MATV-0816, the leading edge of the Data Ready pulse occurs approximately 10ns before 
output data changes. The trailing edge is recommended for strobing data into external circuits. 
For MATV-0820, the leading edge of the Data Ready pulse occurs approximately simultaneously 
with output data changes. The trailing edge is recommended for strobing data into external 
circuits. This provides a minimum of 20ns set-up time for external registers. 

'®The A/D’s arc calibrated at the factory at cither ±12V or ±15 V as a no-cost option. Other 
operating voltages within this range may be specified by the user at slight additional cost. 

See application section fur more information. 

Specifications subject to change without notice. 
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MECHANICAL OUTLINE AND DIMENSIONS 

Dimensions shown in inches and (mm). 


MATV SERIES 
PIN DESIGNATIONS 





(A) LOCATIONS ARE HOLES (0.16" TO 0.18" OIA.) THRU THE A/D 
SUITABLE FOR SECURING THE UNIT TO A MOTHER BOARD, ETC. 
IBI LOCATIONS ARE EQUIPPED WITH #6X32 CLINCH NUTS (0.3" DEEP) 
SUITABLE FOR ATTACHING HEATSINK, ETC. 

DOT ON TOP INDICATES POSITION OF PIN 1. 
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Figure 4. T ypical Differential Gain of MA TV -08 1 6 
Operating at 15MHz Word Rates 

ORDERING INFORMATION 

Each MATV series A/D converter will be calibrated at ±15V 
as a standard. Order by model number either MATV-0811, 
MATV-0816 or MATV-0820. 

Optional Versions 

The MATV series A/D’s are available with a variety of options, 
including analog input range and impedance, encode command 
input impedance, encode word rate, power supply voltage cali- 
bration, etc. Any option other than what is shown on the data 
sheet will have longer delivery, since each non-standard device 
is built on a per order basis. 

A complete listing of optional designators is available from 
either the factory or your local Analog Devices’ sales office. 


Figure 5. Typical Differential Phase of MA TV-08 1 6 
Operating at 15MHz Word Rates 

Device Marking 

The MATV series A/D that you order will be marked with a 
series of alphanumerics which specifically designate the options 
built into the device. For the standard devices, these will be as 
follows: 

MATV-0811 will be marked MATV-0811-1-BIN-15 for older 
devices, or MATV-0811-AA150 for newer devices. 
MATV-0816 will be marked MATV-08 16-01 75 BIN 75143150 
for older devices, or MATV-0816 ABBA143150 for newer 
devices. 

MATV-0820 will be marked MATV-0820-0175 BIN 75 for 
older devices, or MATV-0820 ABAA for newer devices. 

This information is provided so that there will be no confusion 
as to why information other than the basic model number ap- 
pears on the device identification label, which might cause 
problems at a customers’ incoming inspection. 
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ANALOG 

DEVICES 


10-Bit Video 
Anaiog-to-Digitai Converter 


MOD-1 005 


FEATURES 

10 Bits @ 5MHz Word Rate 
One-27 Sq. In. PC Board 

Built-In Track-and-Hold — 25p$ Aperture Uncertainty 
20MHz Analog Input Bandwidth 
TTL Compatible 

Low (10-Watt) Power Dissipation 
Signal-To-Noise Ratio Greater Than 58dB 
Noise Power Ratio Greater Than 49dB 
Completely Repairable 

APPLICATIONS 

Radar Digitizing ^ 

Digital Communications 
Real Time Spectrum Analysis 
High Resolution TV 

GENERAL DESCRIPTION 

Analog Devices’ model MOD-1005 is a very high-speed A/D 
converter capable of digitizing video input signals to 10-bit 
accuracy at random or periodic word rates of dc through 
5MHz. The MOD-1005 is truly a breakthrough in high-speed 
A/D technology. It is the most cost effective A/D in this speed 
category, combining small size and low power dissipation with 
low cost. 

The MOD-1005 is constructed on a single printed circuit card 
which is intended for mounting on a system mother-board, and 
occupies only 27 square inches. Within this A/D is the required 
sample/track and hold amplifier, encoder, timing circuits and 
output latches for a true simultaneous, all-parallel digital out- 
put. 

The encode command input and digital outputs are TTL com- 
patible. The A/D requires only an external encode command 
pulse and external power supplies for operation. NO external 
parts are required. Gain and offset potentiometers are provided 
on the card. The A/D is fully repairable either at the factory or 
in the field. 




Block Diagram 


The MOD-1005 is ideally suited for systems requiring the ul- 
timate in eonversion speed and accuracy. Such applications 
include radar digitizing, digital communications, spectrum 
analysis, and many others. Each MOD-1005 is backed by 
Analog Devices’ limited one year warranty. 
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(typical @ +25° C with nominal power supplies unless otherwise noted) 


MODEL 

MOD-1005 

RESOLUTION (FS = FULL SCALE) 

10 Bits (0.1% FS) 

LSB WEIGHT 

4mV 

ACCURACY (INCLUDING LINEARITY) @ DC 

±0.05% Full Scale +1/2LSB 

Monotonicity 

Guaranteed 

Differential Nonlinearity vs. Temperature 

0.0005% of FS/°C 

Gain vs. Temperature 

0.01%ofFS/°C 

DYNAMIC CHARACTERISTICS 

AC Linearity' 

Spurious Signals >59dB below FS 

Conversion Time 

See Text 

Conversion Rate (Word Rate) 

dc to 5MHz 

Aperture Uncertainty (Jitter) 

±25ps max 

Aperture Time 

45ns (±10ns from unit to unit) 

Signal to Noise Ratio (rms signal to rms noise) 

58dB min at 500kHz analog input 

Noise Power Ratio^ 

49dB min 

Transient Response (Full Scale Step Input) 

10-Bit (0.05%) Accuracy within 50ns 

Overvoltage Recovery Time 

Recovers to 10-bit accuracy after 


2 X FS input overvoltage in 

200ns 

Input Bandwidth (small signal, 3dB) 

20MHz min 

Input Bandwidth (large signal, 3dB) 

15MHz min flat within ±0.1dB, 
dc through 5MHz 

INPUT 

Voltage Range 

±2.048V FS 
±4V Absolute max 

Impedance 

5 on 

Offset Voltage 

Adjust to 0 with On Board Potentiometer 

Offset vs. Temperature 

0.01% Full Scale/°C 

Bias Current 

InA max 

ENCODE COMMAND INPUT 

Logic Levels, TTL Compatible 

“0” = 0 to ■f0.4V 
“1”= +2.4V to+5V 

Logic Loading 

2 Standard TTL Gates 

Rise and Fall Times 

10ns max 

Duration Min/Max 

20ns/60% of Duty Cycle 

Frequency (Random or Periodic) 

dc to 5MHz 

Sample Delay 

45ns (unit to unit tolerance is ±10ns) 

DIGITAL DATA OUTPUT 

Format 

10 Parallel Bits, NRZ 

Logic Levels, TTL Compatible 

“0” = 0 to -^0.4V 
“l’’ = -^2.4V to■^5V 

Drive (Not Short Circuit Protected) 

Up to 1 Schottky TTL or 

2 Standard TTL Loads 

Time Skew 

10ns max 

Coding 

2’s Complement (2SC) 

Conversion Time 

See Text on the Next Page 

POWER REQUIREMENTS^ 

typ/max 

-H5V±5% 

150/170mA 

-15V ±5% 

150/170mA 

-6V +4% 

300/350mA 

+5V ±5% 

350/400mA 

-5V +5% 

500/550mA 

Power Consumption 

10 Watts 

TEMPERATURE RANGE 

Operating 

0 to -^70 C 

Storage 

-55°C to -^85‘’C 

Cooling Requirements 

100 Linear Feet Per Min (LFPM) 

MTBF^ 

7.62X10^ Hours 

PHYSICAL CHARACTERISTICS 

Construction 

Single Printed Circuit Card 


NOTES 

' AC linearity expressed in terms of spurious in-band signals generated as specified encode rates, 
with dc to 2. 5MHz analog input. 

*DC to 2.4MHz white noise BW with Slot frequency of 512kHz. 

* ± 1 5 V supplies must be equal and opposite within 200m V and track over temperature. 

^ MTBF based on 30®C ambient; ground; benign. 

Specifications subject to change without notice. 
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OUTLINE DIMENSIONS 

Dimensions shown in inches (mm). 


PIN DESIGNATIONS 



PIN 

FUNCTION 

1 

-5V 

2 

ENCODE COMMAND 

3 

GND* 

4 

+5V 

5 

GND* 

6 

GND* 

7 

-6V 

8 

-6V 

9 

BIT 1 MSB 

10 

BIT 2 

n 

BIT 3 

12 

BIT 4 

13 

BITS 

14 

BITS 

15 

GND* 


PIN 

FUNCTION 

16 

BIT 7 

17 

BIT 8 

18 

BIT 9 

19 

BIT 10 LSB 

20 

+15V 

21 

-15V 

22 

GND* 

23 

GND* 

24 

GND* 

25 

GND* 

26 

GND* 

27 

GND* 

28 

GND* 

29 

GND* 

30 

GND* 

31 

ANALOG INPUT 


*ALL GROUND PINS ARE CONNECTED TOGETHER 
WITHIN THE MOD-1005 


ORDERING INFORMATION 

Order model number MOD-1005 A/D converter. Mating 
pin sockets for the MOD-1005 are model number MSB-2 
(31 required per A/D). 


CONVERSION TIME 

Output data is valid two encode command clock periods plus 
200ns after application of an initial encode command pulse. 
Due to the pipeline delay effect of the A/D, a total of three 
encode command pulses are required to shift the data to the 
output of the A/D. For example, with a 5MHz encode rate, 
data is valid 600ns after the application of the first encode 


command pulse — assuming that two pulses occur after the 
first. 

Use of the trailing edge of the encode command is recom- 
mended for strobing output data into external register (see 
Figure 1). 



0 

1 

200ns 

1 

400ns 

1 

600ns 

1 

800ns 

1 


Tn 

Tn+1 

'■’n+2 

Tn+S 

1 

Tn-W 

ENCODE 

ri 

n 

n 

jn 

n 

COMMAND 

DATA 

DATA Tn , 

.aVDATATN. 

.2 Y data Tn. 

.lY DATATn 

YDATA Tn+1 

OUT 

VALID 

A VALID 

A VALID 

A VALID 

A VALID 


DATA Tn (THE RESULT OF ENCODE COMAND Tn) OCCURS TWO CON- 
VERSION PERIODS PLUS 200ns AFTER ENCODE COMMAND Tn. FOR A 
5MHz WORD RATE AS SHOWN, DATA IS VALID 200ns AFTER THE THIRD 
ENCODE COMMAND PULSE OR Tn 600ns. IN ALL CASES, THREE ENCODE 
COMMAND PULSES ARE REQUIRED FOR TRANSFER OF DATA TO THE 
OUTPUT, DUE TO THE PIPELINE DELAY EFFECT THROUGH THE A/D. NO 
DATA READY PULSE IS SUPPLIED. 


Figure 1. MOD- 1005 Timing Diagram 
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GROUND CONNECTIONS 

It should be noted that the MOD-1005 PC board has 13 ground 
pins. These are all connected to the ground plane on the board. 
For best results it is recommended that ALL of these pins be 
connected to a massive system or “mother board” ground 
plane. 

CALIBRATION PROCEDURE (MOD-1005) 

The MOD-1005 A/D is precisely calibrated at the factory be- 
fore shipment, and should need no further calibration. How- 
ever, if slight readjustments of the A/D are required in the 
system, the following procedure should be followed. It should 
be remembered that the output coding of this A/D is 2SC. 

Offset Adjustment 

The offset is adjusted by varying potentiometer R33 with 0 
volts applied to the analog input. To obtain the proper output 


code, observe that the digital output is changing between 
1111111111 and 0000000000 at this adjustment 
level. When properly adjusted a digital code of 0000000000 
will represent analog input ILSB above zero volts, and a 
digital code of 1111111111 will represent an analog in- 
put of ILSB below zero volts. 

Gain Adjustment 

The gain is adjusted by varying potentiometer R3. This ad- 
justment is made by applying +2. 042V (FS -1 1/2LSB) to the 
analog input and while monitoring the digital output, adjust 
R3 for the output code varying between 0111111110 and 
0111111111 (FS). If the user needs to offset the entire 
range of the A/D, this can be accomplished by readjusting 
R33 as required. However, in this procedure, the offset should 
always be adjusted first. 



A/D Converter Assembly 
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ANALOG 

DEVICES 


FEATURES 

lO-Bits @ 20MHz Word Rates 
One 35 Sq. In. PC Board 
Built-In Track-and-Hold — 25ps Aperture 
15MHz Large-Signal Input Bandwidth 
ECL Compatible 

Signal-to-Noise Ratio Greater Than 56dB 

Noise Power Ratio Greater Than 45dB 

APPLICATIONS 

Television Digitizing 

Radar Digitizing 

Medical Instrumentation 

Digital Communications 

Spectrum Analysis 

Sonar Digitizing 


GENERAL DESCRIPTION 

The Analog Devices’ model MOD-1020 is an ultra-high-speed 
A/D converter capable of digitizing video input signals to 10- 
bit accuracy at word rates through 20MHz. The MOD-1020 is 
another in the series of state-of-the-art A/D converters from 
Analog Devices that employs the unique digital correcting 
subranging (DCS) conversion technique to virtually eliminate 
errors normally associated with subranging type A/D convert- 
ers. No other A/D converter commercially available offers the 
user the speed and accuracy attainable with the MOD-1020. 

The MOD-1020 is constructed on a single printed circuit card 
which is intended for mounting on a system mother board and 
occupies only 3 5 square inches. The A/D is complete with inter- 
nal track-and-hold, encoder, timing circuitry, references, and 
latched output. It produces a true all-parallel digital output. 

The encode command input, digital outputs, and data ready 
output are balanced ECL compatible. The A/D requires only 
an external encode command input pulse and external power 
supplies for operation. The analog input impedance is at least 
500J2, so that the user can easily terminate the A/D with lower 
impedances in his system. Gain and offset potentiometers are 
provided on the card so that the A/D can be operated in either 
the unipolar or bipolar modes. The A/D is fully repairable. 

The MOD-1 020 is ideally suited for systems requiring the 
ultimate in conversion speed and accuracy. Such applications 
include radar digitizing, digital communications (baseband 
digitizing), composite color television digitizing, spectrum ana- 
lysis, medical instrumentation, and many others. Each MOD- 
1020 is backed by Analog Devices’ limited one-year warranty. 


10-Bit Video 
Analog-to-Digital Converter 

MOD-1020 



TO CIRCLE TO CIRCLE 



Differential Phase — Generator 
and Vectorscope Back-to-Back 
No A/D Conversion 

TO CIRCLE 



Differential Phase — Mode! 
MOD- 1020 ADC and Model 
4 120E DAC Back-to-Back 
14.4MHz Conversion 
(Word) Rate 


Differential Gain — Generator 
and Vectorscope Back-to-Back 
No A/D Conversion 


TO CIRCLE 



Differential Gain — Mode! 
MOD- 1020 and Model 4 120E 
DAC Back-to-Back 14.4MHz 
Conversion (Word) Rate 


The above waveforms were obtained utilizing a Tektronix 
Model 149A N.T.S.C. Test Signal Generator with a 20 IRE 
unit TV test signal output. The display (output) was obtained 
using a Tektronix Model 5 20A Vectorscope. 
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SPECIFICATIONS 


(typical @ +25°C with nominal power supplies unless otherwise noted) 


MODEL 

MOD1020 


RESOLUTION (FS = FULL SCALE) 

10 Bits (0.1% FS) 


LSB WEIGHT 



ACCURACY (INCLUDING LINEARITY) ® DC 

±0.05% Full Scale ±1/2LSB 


Monotonicity 

Guaranteed 0 to -^Kfc 


Nonlinearity vs. Temperature ’ 

0.0005% of FS/°C 


Gain vs. Temperature 

0.015% of FS/°C 


DYNAMIC CHARACTERISTICS 

AC Linearity* (dc to IMHz) 

Spurious Signals >60dB below FS 


(IMHztoSMHz) 

Spurious Signals >5SdB below FS 


(5MHz to lOMHz) , 

Spurious Signals >S0dB below FS 


Conversion Time 

See Text and Timing Diagram 


Conversion Rate^ 

dc to 20MHz (See Note and Ordering Information) 


Aperture Uncertainty (Jitter) 

±25ps max 


Aperture Time (Delay) 

5ns (i2ns unit-to-unit tolerance) 


Signal to Noise Ratio^ 

56dB min 


Signal to Noise Ratio^ 

65dB min 


Noise Power Ratio* 

45dB min, 47dB typ 


Transient Response* 

SOns 


Overvoltage Recovery’ 

sons 


Input Bandwidth (small signal, 3dB)* 

30MHz 


Input Bandwidth (large signal, 3dB)^ 

15MHz; Flat within 0.2dB, dc to lOMHz 


Two-Tone Linearity (@ Input Frequency); 



60kHz: 62kHz 

In-Band Spurious Signals >60dB below FS 


4.998MHz; 5.000MHz 

In-Band Spurious Signals >5 SdB below FS 


9.996MHz; 9.998MHz 

In-Band Spurious Signals >S0dB below FS 


Differential Gain'® 

1% with 20 IRE Unit Reference 


Differential Phase*® 

0.5“ with 20 IRE Unit Reference 


ANALOG INPUT (Sec Notes on Input 



Range in Text) 

Voltage Range 

IV p-p or 2V p-p, Depending on Hook-Up 

Either Unipolar or Bipolar 
±4V Absolute max Input 


Impedance 

100012 (2V Input Range) 

500^2 (IV Input Range) 


Offset 

Adjustable to Zero with On-Card Potentiometer (R4) 


Offset vs. Temperature 

0.01%/°C 


ENCODE COMMAND INPUT 

Logic Levels, ECL Compatible 

''0"--1.7V 


(Balanced Input) 

"I" = -0.9V 


Impedance 

lOOQ Line-to-Line 


Rise and Fall Times 

5n$ max 


Duration (min/max) 

lOns/70% of Duty Cycle 


Frequency 

Specified by Customer, to 20MHz (See Ordering Information) - 


DIGITAL OUTPUT DATA 

Format 

10 Parallel Bits. NRZ 


Logic Levels, ECL Compatible 

"0'’ = -1.7V 


(Balanced Outputs) 

‘‘r'*=-o.9v 


Drive 

7512 to 100S2, Line-to-Line 


Time Skew 

5ns max 


Coding 

Binary (BIN); 2'$ Complement (2SC) 


DATA READY OUTPUT 

Logic Level, ECL Compatible 

"0" = -1.7V 


(Balanced Output) . 

”r' = -0.9V 


Rise and Fall Times 

5ns max 


Duration 

25ns ±3ns 


Conversion Time 

Output data valid 185 ±20ns after the leading edge of second 

Encode Command pulse— assuming that two pulses occur. Use 
of the trailing edge of the Data Ready pulses is required to 
shift the data to the output. For example, with a 20MHz encode 
rate, data is valid 285 ±20ns after the application of the first 

Encode Command pube— assuming that two pulses occur. Use 
of the trailing edge of the Data Ready pulse is recommended 
for strobing output data into external registers.. 


POWER REQUIREMENTS 

+ 15V±5% 

2CK)mA 


-15V ±5% 

200mA 


+5V±5% 

100mA 


-5.2V ±5% 

2.7A 


Power Consumption 

21 Witts 


TEMPERATURE RANGE" 

Operating 

0 to +70°C 


Storage 

-55°C to +85°C 


Cooling Requirements 

500 Linear Feet per Minute (LFPM) 


PHYSICAL CHARACTERISTICS 



Construction 

Single Printed Circuit Card 



NOTES 

' AC lincirity expressed in terms of spurious in-band signals generated at 20MHz 
encode rate at the analog frequencies ( ) shown. 

’To be specified by the customer. See text and ordering information. 

* RMS signal to rms noise ratio with 500kHz analog input. 

* Peak-to-peak signal to rms noise ratio with SOOkHz analog input. 

*DC to 8.2MHz white noise bandwidth with slot frequency of 5.886MHz and 
an encode rate of 20MHz. 

* Recovers to 1 0-bit accuracy after 2 X FS input overvoltage in time specified. 
’For full-scale step input, attains 10-bit accuracy in time specified. 


'With analog input signal 40dB below FS. 

* With FS analog input. 

"Applies to devices optimized for video applications. Differential gain and 
phase are measured and optimized for ADC’s which have the following 
encode rate optional designators <sce Ordering Information): “107” (3 X 
NTSC lubcarrier); ”133" (3 X PAL); ”143" (4 X NTSC); "177” (4 X PAL). 

" ilSV must be equal and opposite within 200mV and track 
over temperature. 

Specifications subject to change without notice. 
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Physical Characteristics 



OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 
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ANALOG INPUT #2 I 

1 28 

BIT 3 

■n 

+5y _ _ _ 1 

1 29 

BIT 3 

am 


lEIil 

BIT 2 

■9 


IKDI 

bTtT 

'am 


IKa 

BIT 1 

iia 

BIT 10 

lEa 

BIT 1 

16 

BIT 9 

34 

DATA READY 

17 

BIT 9 

35 

GROUND 

18 

BITS 

36 

DATA READY 


ALL GROUND PINS ARE CONNECTED TOGETHER WITHIN THE ADC. 


0.15 

(3.81) 

0.23 

(5.84) 


ENCODE 

COMMAND 

INPUT 


DATA 

READY 

OUTPUT 


0 50 100 150 200 250 300 

[-Tn [-Tn+i |-Tn+ 2 |"TNt3 |-Tn+4 [-Tn+S [-Tn+B 

V DATaV DATaV DATA 

n nn 

|Tn-1 |Tn |Tn+i 
I validI validIvalid 


OUTPUT data ARE VALID 185 t20ns AFTER THE LEADING EDGE 
OF THE SECOND ENCODE COMMAND (TIME INCLUDES WIDTH OF 
DATA READY PULSE). TWO ENCODE COMMAND PULSES ARE RE- 
QUIRED TO SHIFT THE DATA TO THE OUTPUT. 


MOD-1 020 Timing Diagram 
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so:) &6.2n (Rterm resistors ARE 1%,1/8W,MF) 50n 52.3n 

7sn e8.7n 75n so.en 

93^ 115.0a 93n 102.0n 

W P P INPUT OPTION 2V P P INPUT OPTION 

FOR IV P P INPUT RANGE. CONNECT ANALOG INPUT TO PIN 9. AND CONNECT 
PINS 9 AND 10 TOGETHER. UNTERMINATED INPUT IMPEDANCE IS SOOn. 

GAIN ADJUSTMENT RANGE (R25) IS i20% MIN. FOR 2V P-P INPUT RANGE. 

CONNECT ANALOG INPUT TO PIN 9. PIN 10 IS LEFT DISCONNECTED. UN- 
TERMINATED INPUT IMPEDANCE IS lOOO:). GAIN ADJUSTMENT RANGE 
(R25) IS 120%. 

TO OBTAIN THE DESIRED TERMINATED INPUT IMPEDANCE. CONNECT 
THE APPROPRIATE EXTERNAL TERMINATING RESISTOR BETWEEN THE 
ANALOG INPUT PIN(S) AND GROUND. AS SHOWN IN THE ABOVE EXAMPLES. 

INPUT IMPEDANCES GREATER THAN lOOf) WILL RESULT IN LOSS OF INPUT 
BANDWIDTH AND SHOULD BE AVOIDED. 

THE OFFSET POTENTIOMETER (R4) HAS SUFFICIENT RANGE TO ALLOW 
THE USER TO OPERATE THE ADC IN EITHER THE UNIPOLAR OR BIPOLAR 
MODE. THE ADC'S ARE CALIBRATED IN THE BIPOLAR CONFIGURATION AT 
THE FACTORY. 


MOD-1 020 Analog Input Range Options 


OFFSET AND GAIN ADJUSTMENT 

The offset of the ADC is adjusted by varying potentiometer 
R4. Apply an input voltage to the analog input corresponding 
' to positive full scale. Adjust R4 such that the digital output is 
changing between 1111111111 and 1111111110. 

The gain of the ADC is adjusted by varying potentiometer 
R25. Apply an input voltage to the analog input that corre- 


sponds to negative full scale. Adjust R25 such that the digital 
output is changing between 0000000000 and 0000000001. 

In the foregoing, the ADC is calibrated to have a unipolar posi- 
tive transfer function. If bipolar input range is required, adjust 
R4 to offset the entire input by one-half of the full scale input. 

In setting the gain, always adjust R4 first to obtain the correct 
setting for full scale positive input. 



Location of Adjustment Potentiometers 


ORDERING INFORMATION 

IMPORTANT-THE ENCODE RATE OF THE MOD-1020 
MUST BE SPECIFIED BY THE CUSTOMER AS SHOWN 
BELOW: 

ORDER MODEL NUMBER: MOD-1020- “XXX”, where 
“XXX” is to be specified by the customer. “XXX” represents 
the encode word rate in MHz with the decimal place assumed 
to be (but not shown) between the second and third places. 
Full 10-bit accuracy will be maintained within ±12% of this 
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specified frequency, up to a maximum of 21MHz. For example, 
a device specified as MOD-1020-200 is for operation at 
20.0MHz and will maintain accuracy from 17.6MHz to 21MHz. 

For encode rates of lOMHz or less, the MOD-1020 will main- 
tain fully accuracy to lOMHz. For encode frequencies of 
lOMHz or less, order MOD-1020-100. 

Mating sockets for the MOD-1020 are model number 
MSB-2 (36 required per A/D). 






ANALOG 

12-Bit Video 

DEVICES 

Anaiog-to-Digital Converter 

IVIOD-1205 


FEATURES 

12Bit$@5MHz Word Rate 
One-27 Sq. In. PC Board 

Built-In Track-and-Hold — 25ps Aperture Uncertainty 

ISMHz Analog Input Bandwidth 

TTL Compatible 

Low (13-Watt) Power Dissipation 

Signal-to-Noise Ratio Greater Than 66dB 

Noise Power Ratio Greater Than 56dB 

Completely Repairable 

APPLICATIONS 
Radar Digitizing 
Digital Communications 
Real Time Spectrum Analysis 
Signature Analysis 



GENERAL DESCRIPTION 

Analog Devices’ model MOD-1 205 is a very high-speed A/D 
converter capable of digitizing video input signals to 12-bit 
accuracy at random or periodic word rates of dc through 
5MHz. The MOD-1 205 is truly a breakthrough in high-speed 
A/D technology. It utilizes the latest state-of-the-art conver- 
sion technique called digital correcting subranging (DCS) to 
effectively eliminate errors normally associated with sub- 
ranging type ADCs. It is .the most cost effective- A/D in this 
speed category, combining small size and low power dissipation 
with low cost. 

The MOD-1 205 is constructed on a single printed circuit card 
which is intended for mounting on a system mother board and 
occupies only 27 square inches. Within this A/D is the required 
sample/track-and-hold amplifier, encoder, timing circuits and 
output latches for a true simultaneous, all-parallel digital output. 

The encode command input and digital outputs are TTL com- 
patible. The A/D requires only an external encode command 
pulse and external power supplies for operation. NO external 
parts are required. Gain and offset potentiometers are pro- 
vided on the card. The A/D is fully repairable either at the 
factory or in the field. 

The MOD-1 205 is ideally suited for systems requiring the ul- 
timate in conversion speed and accuracy. Such applications 
include radar digitizing, digital communications, spectrum 
analysis, and many others. Each MOD-1 205 is backed by 
Analog Devices’ limited one year warranty. 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 




BOTTOM VIEW ' W-O 

WEIGHT: 5 OZ: 142 G 0.301 0.02 (12.7) 

(7.6910.51) MAX 
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(typical @ +25°C with nominal power supplies unless otherwise noted) 


MODEL 

MOD-1205 

RESOLUTION (FS = FULL SCALE) 

12 Bits (0.024% FS) 

LSB WEIGHT 

ImV 

ACCURACY (INCLUDING LINEARITY) ® DC 

±0.0125% Full Scale +1/2LSB 

Monotonicity 

Guaranteed (0 to +70°C) 

Nonlinearity vs. Temperature 

0.005% of FS/“C, max 

Gain vs. Temperature 

0.01% of FS/°C, type; 0.03% of FS/°C, max 

DYNAMIC CHARACTERISTICS 

AC Linearity' (dc to IMHz) 

Spurious Signals >70dB below FS, max 

(IMHz to 2.5MHz) 

Spurious Signals >65dB below FS, max; >68dB, typ 

Conversion Time 

See Text and Timing Diagram 

Conversion Rate (Word Rate) 

5MHz 

Aperture Uncertainty (Jitter) 

±25ps max 

Aperture Time 

30ns (tlOns from unit to unit) 

Signal to Noise Ratio* 

66dB min; 68dB, typ 

Noise Power Ratio* 

56dB min, 58dB typ 

Transient Response^ 

12-Bit (0.0125%) Accuracy within 200ns 

Overvoltage Recovery Time® 

200ns 

Input Bandwidth (small signal, 3dB) 

15MHz min 

Input Bandwidth (large signal, 3dB) 

lOMHz min; flat within ±0.1dB, dc through 5MHz 

ANALOG INPUT 

Voltage Range 

±2.048V FS 

' Impedance 

±4V Absolute max 

400Q with pin 30 open, 50Q with pin 30 grounded 

Offset Voltage 

Adjust to 0 with On Board Potentiometer 

Offset vs. Temperature 

0.02% FS/“C, type; 0.05% of FS/°C, max 

Bias Current 

InA max 

ENCODE COMMAND INPUT 

Logic Levels, TTL Compatible 

“0” = 0 to +0.4V 

Logic Loading 

“l” = +2.4Vto+5V 

2 Standard TTL Gates 

Rise and Fall Times 

10ns max 

Duration min/max 

2 5 ns/50% of Duty Cycle 

Frequency (Random or Periodic) 

5MHz 

DIGITAL DATA OUTPUT 

Format 

12 Parallel Bits, NRZ 

Logic Levels, TTL Compatible 

“0” = 0 to +0.4V 

Drive (Not Short Circuit Protected) 

“l’’ = +2.4V to +5V 

Up to 1 Schottky TTL or 

Time Skew 

2 Standard TTL Loads 

10ns max 

Coding 

Offset Binary (OBN) or 2’s complement (2SC) 

Conversion Time 

See Text on the Next Page 

POWER REQUIREMENTS" 

+15V±5% 

200mA 

-15V ±5% 

150mA 

-6V ±4% 

700mA 

+5V±5% 

800mA 

Power Consumption 

13 Watts 

TEMPERATURE RANGE 

Operating 

0 to +70'’C 

Storage 

-55°C to +85°C 

Cooling Requirements 

500 Linear Feet Per Min (LFPM) ® +70'’C 

PHYSICAL CHARACTERISTICS 

Construction 

Single Printed Circuit Card 


NOTES 

' AC linearity expressed in terms of spurious in-band signals generated at specified encode 
rates at analog input frequencies ( ). 

’rms signal to rms noise at SOOkHz analog input. 

’dc to 2.4MHz white noise bandwidth with slot frequency of 512kHz. 

* For full-scale step input, attains 12-bit accuracy in time specified. 

’Recovers to 12-bit accuracy after 2 X FS input overvoltage in time specified. 

* ±15V supplies must be equal and opposite within 200mV and track over 
temperature. 

Specifications subject to change without notice. 
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PIN 

FUNCTION 


PIN 

FUNCTION 

1 

ENCODE COMMAND 


17 

BIT 9 

2 

GNO* 


18 

BIT 10 

3 

+5V 


19 

BIT 11 

4 

GND" 


20 

BIT12(LSB) 

5 

GND* 


21 

+15V 

6 

-6V 


22 

-15V 

7 

-6V 


23 

GND* 

8 

BIT 1 


24 

GND* 

9 

BIT 1 (MSB) 


25 

GND* 

10 

BIT 2 


26 

+6V 

11 

BITS 


27 

-6V 

12 

BIT 4 


28 

GND* 

13 

BITS 


29 

GNO* 

14 

BIT 6 


30 

TERMINATION 

15 

BIT 7 


31 

GNO* 

16 

BIT 8 


32 

ANALOG INPUT 


'ALL GROUND PINS ARE CONNECTED TOGETHER 
WITHIN THE MOD-1205 



BIT 1 
BIT 1 


Pin Designations 


NOTE; WITH PIN 30 OPEN, ANALOG INPUT IMPEDANCE IS 4001). WITH PIN 30 
GROUNDED. ANALOG IMPEDANCE IS 500. 


MOD-1 205 Biock Diagram 


ORDERING INFORMATION 

Order model number MOD-1 205 A/D converter. Mating pin 
sockets for the MOD-1205 are model number MSB-2 (32 
required per A/D). 

CONVERSION TIME 

Output data is valid two encode command clock periods plus 
275ns ±2 5ns after application of an initial encode command 
pulse. Due to the pipeline delay effect of the A/D, a total of 


three encode command pulses are required to shift the data to 
the output of the A/D. For example, with a 5MHz encode rate, 
data is valid 675ns ±2 5 ns after the application of the first en- 
code command pulse— assuming that two pulses occur after 
the first. 

Use of the trailing edge of the encode command is recom- 
mended for strobing output data into external register (see 
Figure 1). 


0 


200ns 400ns 600ns 

I 


800ns 

I 


ENCODE 

COMMAND 


Tn Tfjtl T|yn.2 Tm+ 3 Tig +4 

_n n n n tl 


DATA 

OUT 


data Tfj .3 Vdata Tm.jVdata Tn.,/ 

VALID A valid a valid \ 


DATA Tn VDATA Tn+ i 
VALID A VALID 


DATA Tn (THE RESULT OF ENCODE COMMAND Tn) OCCURS TWO CON- 
VERSION PERIODS PLUS 275ns ±25ns AFTER ENCODE COMMAND Tn. 
FOR A 5MHz WORD RATE AS SHOWN, DATA IS VALID 275ns ±25ns 
AFTER THE THIRD ENCODE COMMAND PULSE OR Tn + 675ns ±25ns. 

IN ALL CASES, THREE ENCODE COMMAND PULSES ARE REQUIRED 
FOR TRANSFER OF DATA TO THE OUTPUT, DUE TO THE PIPELINE 
DELAY EFFECT THROUGH THE A/D. NO DATA READY PULSE IS 
SUPPLIED. 


Figure 1. MOD-1205 Timing Diagram 
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GROUND CONNECTIONS 

It should be noted that the MOD-1 205 PC board has 9 ground 
pins. These are all connected to the ground plane on the board. 
For best results it is recommended that ALL of these pins be 
connected to a massive system or “mother board” ground 
plane. 

CALIBRATION PROCEDURE (MOD-1205) 

The MOD-1 205 A/D is precisely calibrated at the factory be- 
fore shipments and should need no further calibration. How- 
ever, if slight readjustments of the A/D arc required in the 
system, the following procedure should be followed. This 
procedure refers to a binary output. 

Offset Adjustment 

The offset is adjusted by varying potentiometer R22 with 0 
volts applied to the analog input. To obtain the proper output 


code, observe that the digital output is changing between 
100000000000 and 011111111111 at this adjust- 
ment level. When properly adjusted a digital code of 
100000000000 will represent analog input ILSB above 
zero volts, and a digital code of 011111111111 will 
represent an analog input of ILSB below zero volts. 

Gain Adjustment 

The gain is adjusted by varying potentiometer R2. This adjust- 
ment is made by applying +2.0465V (FS -1 1/2LSB) to the 
analog input and while monitoring the digital output, adjust 
R2 for the output code varying between 111111111110 
and 111111111111 (FS). If the user needs to offset the 
entire range of the A/D, this can be accomplished by a readjusting 
R22 as required. However, in this procedure, the offset should 
always be adjusted first. 



Location of Adjustment Potentiometers 
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Voltage-to-Frequency & 
Frequency-to-Voltage Converters 
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458 lOOkHz Voltage to Frequency Converter 12-13 

460 IMHz Voltage to Frequency Converter 12-13 
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Selection Guide 

Voltage-to-Frequency Converters 






ADVFC32 

High Linearity 

±0.01% max at 10kHz FS 
±0.05% max at 100kHz FS 
±0.2% max at 0.5MHz FS 
Output DTL/TTLyCMOS Compatible 
V/F or FA/ Conversion 
6 Decade Dynamic Range 
Voltage or Current Input 
Reliable Monolithic Construction 



MODEL 458/MODEL 460 

Model 458; Full Scale Output 100kHz 
Model 460; Full Scale Output 1MHz 
High Stability; 5ppm/°C max. Model 458L 
15ppm/°C max, Model 460L 
High Linearity; ±0.01% max at 100kHz, Model 458 
±0.015% max at 1MHz, Model 460 
Versatility; Differential Input Stage 

Voltage and Current Inputs 
Floating Inputs; ±10V CMV 
Wide Dynamic Range; 6 Decades, Model 460 
TTL/DTL Compatible Output 
No External Components to Meet Rated 
Performance 


Page 

Vol. I 
11-27 


Vol. II 
12-13 
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Selection Guide 

Frequency-to-Voltage Converters 



MODEL 451/MODEL 453 

Model 451: Full Scale Input 10kHz 
Model 453: Full Scale Input 100kHz 
Versatility: Adjustable Threshold, Gain & Output 
Offset 

Guaranteed Low Nonlinearity: SOppm max, 451 L 
and 453L 

Accepts TTL, CMOS, HNIL, Sinewave, Pulse, 
Squarewave and Triangle Wave Input Signals 
No External Components to Meet Rated 
Performance 

+ 20mA Output to Operate Relays and Meters 
Low Profile Package, 0.4" Case Height 


Page 

Vol. II 
12-7 
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Orientation 

Voltage-to-Frequency & 
Frequency-to-Voltage Converters 


VOLTAGE-TO-FREQUENCY CONVERTERS 
Voltage-to-frequency converters (VFC’s) convert analog volt- 
age or current levels to pulse trains or square waves in a logic- 
compatible form (usually TTL) at frequencies that are accu- 
rately proportional to the analog quantity. The output contin- 
uously tracks the input signal, responding directly to changes 
in the input signal; external-clock synchronization is not re- 
quired. V/F converters find applications in analog-to-digital 
converters with high resolution, long-term high precision inte- 
grators, two-wire high-noise-immunity digital transmission, and 
digital voltmeters. 

FREQUENCY-TO-VOLTAGE CONVERTERS 
Frequency-to-voltage converters (FVC’s) perform the inverse 
operation; they accept a wide variety of periodic waveforms 
and produce an analog output proportional to frequency. 
Combining adjustable threshold, gain, and output offset with 
low linearity-error, F/V converters offer economical solutions 
to a wide variety of applications where it is required to convert 
frequency to an analog voltage. Examples are motor-speed con- 
trollers, power-line frequency monitors, and VCO stabiliza- 
tion circuits. In analog-to-analog data transmission, they con- 
vert serially transmitted data in the form of pulse streams back 
to analog voltage. 

Applications of both forms of conversion, as appropriate to 
specific device types, are illustrated with varying degrees of 
detail on the individual data sheets. 

FACTORS IN CHOOSING VFC’s AND FVC’s 
Voltage-to-frequency converters are available from Analog 
Devices in both module- and monolithic-IC- form. The output 
of modular types, ranging from lOkHz to IMHz F.S., is a train 
of pulses of constant height and width, with very low duty 
cycle for small analog inputs. The technical data in this 
volume embrace exceptionally high performance (low-drift 
and high-resolution) V/F converters, in the form of encap- 
sulated modules. As the Selection Guide indicates, there is 
also technical data, to be found in Volume I, on a range of 
monolithic V/F converters, including ADI’s unique ADS 37, 
which has symmetrical square-wave output, and both volt- 
age and temperature references. Apart from performance 


specifications, the tradeoffs between module and IC are as 
follows: modular VFCs have the advantages of completely 
specified performance; they do not rely on the specifications 
of critical external components, because the complete self- 
contained functional package requires no external com- 
ponents; trims are optional. IC’s, on the other hand, have the 
advantages of lower cost and smaller size, and— in the case of 
the ADS 3 7— versatility of output and input connections, lower 
offset drift, flexibility of frequency range, low power, single- 
supply operation, low external-component count, plus built- 
in voltage— and temperature— references. Modules offer better 
linearity, lower gain drift, and higher full-scale frequencies. 

The most-popular VFC designs (Figure 1) contain an integra- 
tor, which charges at a rate proportional to the value of the 
input signal. Each time the integrator’s charge has been in- 
creased by a precisely metered increment, the threshold crossing 
produces a pulse of accurately known area. The pulse serves 
both as the output (via a buffer) and as a subtractive charge 



Figure 1. Block Diagram — Models 458, 460 VFC's 

increment to reduce the integrator’s net charge. The next pulse 
is triggered when the net integral has again reached the thresh- 
old. The relationship between the pulse rate and the input 
level is linear. 
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Figure 2. Block Diagram — Models 451 & 453 FVCs 

Frequency-to^oltage-corwerter modules (Figure 2) average a 
train of equal-area pulses that are generated internally by a 
precision charge dispenser, in response to each crossing of an 
input threshold. The analog output voltage is proportional to 
the sum of the pulse areas over a given period. 


SPECIFICATIONS 

The salient specifications for VFC’s are (non)linearity , as a 
percentage of full-scale fK(\ncncy, frequency range, the greater 
the frequency range, the greater the resolution for a given 
counting period full-scale-calibration error; gain-temperature 
coefficient, in ppm of signal per C, where “gain” is the ratio of 
full-scale frequency to full-scale voltage, input-offset tempera- 
ture coefficient; overrange capability, within rated specifica- 
tions, and step response, the worst-case time interval required 
for the frequency to respond to a full-scale-step input change. 

For FVC’s, important specs, in addition to accuracy specs cor- 
responding to the above, include output ripple (for specified 
input frequencies), threshold (for recognition that another 
cycle has been initiated, and for versatility in interfacing vari- 
ous types of sensors directly), hysteresis, to provide a degree 
of insensitivity to noise superimposed on a slowly-varying 
input waveform, and dynamic response (important in motor 
control). 

Definitions of some critical specifications, and the conditions 
for adjusting or measuring them, are detailed on individual 
data sheets. 
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ANALOG 

DEVICES 


Low-Cost, Versatile, lO/IOOkHz 
Frequency to Voltage Converters 


MODELS 451, 453 


FEATURES 
Low Cost 

Versatility; Adjustable Threshold, Gain & Output Offset 
Guaranteed Low Nonlinearity: SOppm Max, 451 L and 453L 
Accepts TTL, CMOS, HNIL, Sinewave, Pulse, Squarewave and 
Triangle Wave Input Signals 
No External Components to Meet Rated Performance 
+20mA Output to Operate Relays and Meters 
Low Profile Package, 0.4" Case Height 
Meet MIL-STD-202E Environmental Testing 
APPLICATIONS 

Motor Control and Speed Monitor 
Line Frequency Monitor and Alarm Indicator 
Fluid Flow Measurements and Control 
FM Demodulation and VCO Stabilization 
Frequency vs. Amplitude Response Measurements 



GENERAL DESCRIPTION 

Models 451 and 453 are low cost lOkHz and lOOkHz frequency 
to voltage converters that feature excellent low nonlinearity to 
less than SOppm, output current of +20mA and the capability 
of interfacing with TTL, HNIL, CMOS, sinewave, squarewave, 
pulse and triangular input signals. External components are not 
required to achieve rated performance, however, extreme ver- 
satility is maintained by allowing access to all critical points of 
the design. This versatility allows programmable input thresh- 
old, gain, and output offset voltage. 

Both models 45 1 and 45 3 are available in three selections, each 
offering guaranteed maximum nonlinearity error as well as 
maximum gain drift error. Models 45 IJ and 45 3 J offer 0.03% 
max nonlinearity and 100ppm/°C max gain drift. Models 45 IK 
and 45 3K offer 0.015% max nonlinearity and 50ppm/°C max 
gain drift. Models 45 IL and 45 3L offer 0.008% max nonline- 
arity and 50ppm/°C max gain drift. 

WHERE TO USE FREQUENCY TO VOLTAGE CONVERTERS 
Pin compatible with existing popular models, these versatile 
new designs offer economical solutions to a wide variety of 
applications where it is required to convert frequency to an 
analog voltage. 

Process Control Systems: For motor speed controllers, power 
line frequency monitoring and fluid flow measurements where 
flow transducers, such as variable reluctance magnetic pickups, 
provide pulse train outputs as a linear function of flow rate. 

Audio and Accoustic Systems: For wow and flutter measure- 
ments with tape recorders and turntables, FM demodulation 
and speaker response measurements. 

Test Instrumentation: For VCO stabilization, analog readout 
frequency meter, vibrational analysis and frequency versus 
amplitude X-Y plots where the vertical axis presents the nor- 


mal amplitude signal and the horizontal axis presents the out- 
put signal from the F/V converter. 

Data Acquisition Systems: For converting serially transmitted 
data back to analog voltages. 

DESIGN FEATURES AND USER BENEFITS 
The combination of low cost and high performance provided 
by models 45 1 and 45 3 offers exceptional quality and value 
to the OEM designer. These compact modules have been de- 
signed to provide maximum versatility, thereby increasing their 
utility in a broad scope of applications. 

Adjustable Input Threshold: Threshold level is externally resis- 
tor programmable from 0 to ± 12V, permitting simple, direct 
interface with low level signals, e.g. lOmV p-p, as well as with 
high level inputs such as CMOS and HNIL logic levels, e.g. 0 
to +12V. 

Adjustable Gain: Model 451 can be adjusted to provide full 
scale output voltage for any input frequency from lOOHz to 
20kHz. Model 453 can be adjusted to provide full scale output 
voltage for any input frequency from IkHz to 200kHz. This 
adjustable gain feature enables the user to easily match the 
maximum frequency output from a wide class of frequency 
transducers to the +10V' full scale output from models 45 1 and 
453. Increased signal conversion sensitivity with higher resolu- 
tion results. 

Adjustable Output Offset Voltage: The output offset is adjust- 
able from -lOV to +10V, enabling bipolar outputs, or expanded 
scale measurements or setting the input frequency where zero 
output voltage occurs. 
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SPECIFICATIONS (typical 


@ +25°C and Vj = ±15V dc unless otherwise noted) 


MODEL 


lOkHz FULL SCALI 
451 1 



L 

lOOkHz FULL SCALE 

J 1 1 L 

TRANSFER FUNCTION 

Eo =(10 ®V/Hz)(F,n) 

Eo = (10 ’‘'V/Hz)(F,n) 

FREQUENCY INPUT 



Frequency Range 

dc to lOkHz min 

dc to lOOkHz min 

Overrange 

10% min 

10% min 

Waveforms 

Sine, Square, Triangle, Pulse Train 

Sine, Square, Triangle, Pulse Train 

Pulse Width (Pulse Train Input) 

20/Lts min 

2fis min 

' Threshold 

-rl.4V 

+1.4V 

With External Adjustment 

0Vto±12V 

0Vto±12V 

Hysteresis 

±50mV 

±100mV 

Levels (TTL Compatible) High 

+ 1.45Vto-H2V 

+1.5V to +12V 

Low 

-12V to+1.3SV 

-12V to +1.3V 

Max Safe Input Voltage* 

±Vs 

±Vs 

Impedance 

lOMnillOpF 

lOMQIIlOpF 

ACCURACY 



Warm-Up Time 

one minute 

one minute 

Nonlinearity^ 



Fin = IHz to llkHz 

±0.03% max 

±0.015% max 

±0.008% max 

_ 1 _ 1 _ 

Fin = IHz to llOkHz 

- 

- 

_ 

±0.03% max I ±0.015% max ±0.008% max 

Gain vs. Temperature^ (0 to +70°C) 

±100ppm/ C max 

±50ppm/ C max 

±50ppm/ C max 

±100ppm/°C max 1 ±50ppm/°C max 1 ±50ppm/°C max 

vs. Supply Voltage ' 

±300ppm/% 

±350ppm/% 

vs. Time 

±30ppm/month 

±30ppm/month 

RESPONSE 



Step Response to ±0.5% of Final Value 



Fin = dc to Full Scale 

4ms 

0.8ms 

Fug = Full Scale to dc 

30ms 

4ms 

Internal Filter Time Constant 

200/is 

24/us 

External Filter Time Constant 

20ms/iiF 

20ms/juF 

output'' 



Voltage (Fin = Fuh Scale)* 

+9. 85V min; •r9.9SV max 

+9.85Vmin;+9.95Vmax 

Current (Eq = +10V, -lOV) 

(+20, -2)mA min 

(+20, -2)mA min 

Offset Voltage* @ *25°C 

±7.5mV max 

±7.5mV max 

vs. Temperature (0 to +70°C) 

±30AiV/°C max 

±30/uV/°C max 

vs. Supply Voltage 

±100itV/% max 

±50/uV/% max 

vs. Time 

±100|uV/month 

±100/iV/month 

Ripple 



Fifg = IHz 

3mV p-p 

55mV p-p 

Fin = lOkHz 

80mV rms 

35mV rms 

Fin = lOOkHz 

- 

35mV rms 

Impedance 

o.in 

o.in 

Offset Scale Factor’ 

-56nA/V 

-45/uA/V 

POWER SUPPLY® 



Voltage, Rated Performance 

±15V dc 

±15Vdc 

Voltage, Operating 

±(12 to 18)V dc 

±(12tol8)Vdc 

Current, Quiescent 

(+10, -8)mA 

(+10, -8)mA 

TEMPERATURE RANGE 



Rated Performance 

0 to +70'’C 

0 to +70°C 

Operating 

-25°C to +85°C 

-25°C to +85°C 

Storage 

-55°Cto+85°C 

-55°C to +125°C 

MECHANICAL 



Case Size 

1.5" X 1.5" X 0.4" 

1.5" X 1.5" x 0.4" 

Weight 

25 grams 

25 grams 


NOTES 

* F|IsI and REF terminals can be shorted to tVg indefinitely without damage. 

^ Nonlinearity error is specified as a percentage of lOV full scale output level. 
’Gain temperature drift is specified in ppm of output signal level. 

*OUT terminal can be shorted indefinitely to iVg and ground without damage. 
’Adjustable to ■r-lO.OOOV using FULL SCALE ADJUST trim pot. 


’ Adjustable to aero using 50kn OFFSET ADJUST trim pot. 

^Current in^ the SUM PT terminal to offset the output voltage positive^ 
’Recommended power supply, ADI model 904, ±15 V ® 50mA output. 
Specifications subject to change without notice. 


All Units Meet the Requirements of 
MIL-STD-202E as Outlined Below 


TEST METHOD CONDITION 


High ’remperature Storage 

108A 

D (Non-Operatine) 

.Moisture Resistance 

106D 

(10 Days) 

Solderabilitv 

208C 


Thermal Shock 

107D 

A (5 Cycles) 

'lerminal Strength 

211A 

A (Pull Test: 10 lbs) 

Temperature Cycling 

102A 

D (-55°C/+85°C) 

Vibration 

204C 

B (15EPeak) 

Barometric Pressure 

105C 

B (50.000 Feet) 


Table I. Environmental Specifications 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 
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Applying the Frequency-to-Vott%e Converter 


FREQUENCY TO VOLTAGE OPERATION 
Models 451 and 453 accept virtually any signal waveshape pro- 
viding accurate conversion into an output voltage proportional 
to the input signal frequency. The only restriction is that the 
input signal must remain above the threshold level for lOfis 
when using model 451, and 2fis when using model 453. Linear, 
stable conversion over four decades of input range for model 
451 and five decades of input range for model 453, is achieved 
using a precision charge-dispensing design approach. Figure 1 
represents a functional block diagram for both models 45 1 and 
45 3 frequency to voltage converters. 



Figure 1. Block Diagram — Models 451 & 453 FA/ Converters 


THEORY OF OPERATION 

Input signals are applied directly to a comparator, Al, which 
is internally set to provide a +1.4V threshold with ±50mV hy- 
steresis for model 451 and ±100mV hysteresis for model 453. 
This threshold level offers excellent noise immunity for TTL 
input levels. Following the input comparator is a precision 
charge dispensing circuit and outpufamplifier where the com- 
parator signal is converted to a dc voltage. When the input com- 
parator changes state, Cc is alternately charged from a precision 
voltage reference and discharged through the summing point 
of an output amplifier, A2. A fixed amount of charge, Q, is 
controlled during each charge/discharge cycle. The higher the 
input frequency, the higher the average current into the sum- 
ming point of A2. A current to voltage conversion is then 
accomplished by Rp. The current pulses from the charge dis- 
pensing circuit are integrated by Cp to reduce ripple. Added 
filtering for low frequency input signals is provided by an adap- 
tive filter at the output of the charge dispensing circuit. 

BASIC FA^ HOOK-UP 

Models 451 and 453 can be applied directly to achieve rated 
performance without external trim potentiometers or other 
components. Figure 2 illustrates the basic wiring connection 
for either F/V converter model. Using the basic hookup as 
shown, full scale output voltage accuracy is +10V, -Vi% to 
The output offset voltage is OV to ±7.5mV. The Full Scale and 
Output Offset errors can be eliminated by using the FINE 
TRIM PROCEDURE. 






MODEL 

INPUT VOLTAGE RANGE 1 

INPUT FREQUENCY RANGE 


HighlEHl 1 

Low<El> I 

(Fin) 

451 . 

+1.45Vto+12V 

-12V to +1.357 

Oto 11kHz 

453' • 

+1.SVto+12V 1 

.12Vto+1JV 

Oto 110kHz 


Figure 2. Basic Wiring Interconnection 


FINE TRIM PROCEDURE 

Connect the F/V converter as shown in Figure 3 and allow a 
five minute warm-up after initial power turn-on. Adjust the 
OFFSET ADJUST pot, Rq, for an output of O.OOOV. The in- 
put terminal, Fj^, can be left open or tied to COM without 
affecting OFFSET ADJUST. Using a precision, stable frequen- 
cy source connected to Fifj terminal, set the input frequency 
to lO.OOOkHz for model 45 1 or 1 OO.OOOkHz for model 45 3 . 
Adjust the FULL SCALE ADJUST trim pot, Rs, for an output 
of +10.000V. 


♦ 15V 



Rs ■ FULL SCALE ADJUSTMENT; 500n 

Ro ■ OUTPUT OFFSET ADJUSTMENT. 50kH TO lOOkO 

Figure 3. Wiring Interconnection Showing Fine Adjustment 

Trims for Offset and Full Scale Frequency 

ADDITIONAL TRIM CAPABILITY 

Adjusting Input Thresholds The input comparator of models 
451 and 453 shown in Figure 1, conditions the input signals 
providing protection against noisy environments as well as pre- 
venting double triggering with slow rise-time signals. Input 
levels up to the supply voltages, ±Vs, will not cause damage to 
the input comparator. 

Threshold voltage level, V-p, is internally set for both models 451 
and 453 at +1.4V. Hysteresis, Vh, for model 451 is ±50mV, 
and ±100mV for model 453. Signals of virtually any waveshape 
which exceed the combined threshold and hysteresis levels, V-p 
±Vh, will trigger the F/V converter. The REF terminal per- 
mits the user to conveniently adjust the input threshold over 
the range from 0 to ±12V to achieve optimum noise rejection 
or increased triggering sensitivity. 

Increasing Threshold for Greater Noise Immunity: Connecting 
an external resistor from the REF terminal to the positive 
supply voltage, +Vs, increases the input threshold level above 
+ 1.4V, offering increased input noise immunity. Optimum 
noise immunity is generally determined by adjusting the thresh- 
old level to a point mid-way between the high and low input 
signal levels. For example, for a 0 to + 12V input swing — 
representative of CMOS and HNIL logic signals — a 17.6kQ 
resistor from +15 V to the REF terminal results in a +6V 
threshold. 



Figure 4. Increasing Threshold Above +1.4V for Greater 
Noise Immunity 

Changes in impedance at the REF terminal result in changes to 
the hysteresis. Hysteresis levels can be calculated by assuming 
the comparator output is switching between ±12V. This ±12V 
signal is attenuated by a resistor-divider network formed by 
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Rh (see Figure 1) and the parallel combination of all resistors 
attached at the comparator positive input. For example, with a 
17.6kJ2 resistor connected to the REF terminal, hysteresis be- 
comes ±35mV for model 451 and ±75mV for model 453. The 
F/V converter will, therefore, trigger at +6V ±35mV for model 
451 and +6V ±75mV for model 453. 

Decreasing Threshold for Signals Less Than +1.4V: A resistor 
connected from the REF terminal to the negative power sup- 
ply. -Vs. will increase the input triggering sensitivity for opera- 
tion with signals below +1.4VpK. As shown in Figure 5, a 
minimum threshold of zero volts is obtained with a lOOk^ 
resistor. The triggering level, Vj ± Vh. will be established by 
the resulting hysteresis levels. With a lOOkJl to -15 V, model 
451 hysteresis will be ±50mV and model 453 hysteresis will 
be ±60mV. 

To reduce the hysteresis for greater triggering sensitivity, a 
Ikfl resistor can be connected from the REF terminal to COM. 
Signals exceeding ±5mV (lOmV p-p) with model 451 and 
±15mV (30mV p-p) for model 453, will operate the F/V con- 
verter. A lkf2 resistor from REF to COM is the minimum 
value recommended to reduce hysteresis and achieve reliable 
operation. 



451 


lookn 

lOOkO 


iSOmV 

f20nV 

tSmV 


♦1.45V; ♦1.35V 
l20mV (40(nV p-p) 
aSmV (lOwVp-p) 


453 


SlOOmV 

tSOmV 

t15mV 


♦ 1.6V; ♦I.SV 
«60mV (121>nV p-p) 
t15mV (30mVp-p) 


Figure 5. Decreasing Threshold Beiow +1 .4V to Increase 
Triggering Sensitivity for Low Level Input Signals 



Rf ml - R, • R. - full scale frequency (HiI 

Kg - 1.8 X 10* (MODEL 451) 

Kg - 2.2 K 10* (MODEL 453) 

FULL SCALE FREQUENCY RANGE: MODEL 451: 100HMo20kH2 
MODEL 453: IkHi to 200kH2 

Figure 6. Selecting External Gain Resistor Rp 

Adjusting Gain: Connect the FULL SCALE ADJUST terminal 
to the OUTPUT terminal to set the gain of model 45 1 at lO'^V/ 
Hz for a lOkHz full scale input frequency and the gain of 
model 453 at lO'^V/Hz for a lOOkHz full scale input frequen- 
cy. Connecting an external resistor from the SUM PT terminal 
to the OUTPUT terminal and leaving the FULL SCALE AD- 
JUST terminal open, facilitates gain adjustment. Model 451 
can be adjusted over the range from 10'* V/Hz to 5 x 10’'’v/Hz 
resulting in a full scale input frequency from lOOHz to 20kHz 
respectively. The gain of model 453 can be adjusted over the 
range from 10'^ V/Hz to 5 x 10’* V/Hz resulting in a full scale 
input frequency from IkHz to 200kHz respectively. The gain 


adjustment procedure is capable of increasing full scale frequen- 
cy beyond the rated ranges for each model, however, nonline- 
arity will increase above 300ppm. 

When using large values of Rp to externally set gain of the F/V 
converter, the output amplifier gain increases resulting in an 
increase in sensitivity when using the OFFSET ADJUST trim 
pot. For improved resolution in high gain applications (Rp > 
1M£2), an alternate method of trimming offset is shown in 
Figure 6. 

Offsetting the Output: The output of models 451 and 453 can 
be offset over the range from -lOV to -t-lOV, enabling scale 
expansion for increased signal sensitivity as well as bipolar out- 
put swings up to 20V p-p. 

Current introduced at the SUM PT terminal results in shifts of 
the output voltage directly proportional to the Offset Scale 
Factor, Ks- For model 451, Ks = -56/iA/V and for model 453, 
Kg - -45juA/V. The offset current can be generated using an 
external resistor from a voltage reference to the SUM PT ter- 
minal. A stable, well regulated supply voltage, such as ADI’s 
model 904 is recommended. To shift the output positive, 0 to 
■^10V, connect the current resistor to the negative, -Vg supply. 
To shift the output negative, 0 to -lOV, connect the current 
resistor to the positive, +Vg, supply. 

The example using model 451 illustrated in Figure 7 provides 
a 0 to ■^5V output change in response to a 5kHz to lOkHz 
input change. With this input, a bipolar output from -2.5V to 
■♦2.5V can be obtained by increasing the output voltage shift 
from -5V, (Rc = 53.6kn) to -7.5V, (Rc = 35.7kS2). 



■0 OUTPUT 

TO ♦SV 


OUTPUT OFFSET SHIFT ■ 

(R,*Rj,jofFSET SCALE FACTOR) 

(OFFSET SCALE FACTOR: -SewAA/, MODEL 451; -ASuA/V. MODEL 453) 


Figure 7. Selecting External Output Offset Resistor, Rq 
SCALE EXPANSION 

By combining both gain and output offset voltage adjust- 
ments, signals which exhibit a center frequency with small 
frequency changes, can be converted with improved resolu- 
tion. Representative signals benefiting from the Scale Expan- 
sion procedure outlined below, are tachometer and frequency 
modulated signals. In the case of tachometer outputs, the 
speed is often set at an idle point and changes in output fre- 
quency represent changes in motor loading conditions. In the 
case of FM signals, the F/V converter can be applied such 
that the carrier frequency produces zero output. The result- 
ing output voltage from the F/V converter represents the 
modulating signal. 

Procedure for Scale Expansion: The following procedure incor- 
porates both gain and output offset adjustments to achieve 
scale expansion. An example is illustrated in "Figure 8 for an 
FM signal with a 50kHz carrier frequency and ±5 kHz modu- 
lating signal. 

1) Determine the Gain: G = AEq/AFjn where AEq is the total 

output voltage change desired in volts, and AFjim is the total 
input frequency change in Hz. . - 

2) Calculate the external gain resistor, Rp ; 

Rf(J2) = G(1.8 X lO’), model 451 
Rpfn) = G(2.2 X 10®), model 453 
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Understanding the Frequency-to-Voitage Converter Performance 


3) Calculate the Output Offset Shift, AEg, required to achieve 
the desired maximum output voltage, Eq (max) with the max 
input frequency, Ejn (max), and the new gain; 


AEg (volts) = G Fjn (max) - Eq (max) 
4) Calculate the offset current resistor, Rc ; 


Rc = 


Vg G 
(AEg)(ks) 


kj = 56 X 10'^ , model 45 1 
kj = 45 X 10'*° , model 45 3 



Figure 8. Application of Mode! 453 in FM Demodulation 


INTERFACING SIGNALS WITH DC OFFSETS > lOV 
Signals with dc levels up to ±10V can be directly connected to 
the input terminal of models 451 and 453. Capacitive coupling, 
as shown in Figures 9 and 10, is used for inputs with dc offsets 
greater than ±10V. The IMfl resistor illustrated in Figure 9 
provides a dc return path to power common for the input com- 
parator bias current. Threshold adjustments can be made fol- 
lowing the capacitor, to set the F/V input sensitivity to match 
the ac signal peak-to-peak amplitude. Signals as low as lOmV 
p-p with model 451 and 30mV p-p model 453 are acceptable. 
Refer to Figures 4 and 5 . 

AC signals greater than ±Vg should be attenuated with a resis- 
tive divider network following the capacitor. When large input 
transients (>±Vg) are possible due to either a noisy environ- 
ment or power turn-on surges, protection is provided with the 
addition of two diodes as shown in Figure 10. 



Figure 9. Interfacing Signals With DC Offsets Greater 
Than ±10V 


DC 

OFFSET L 


Figure 10. Input Diode Protection for High Voltage Transients 
PERFORMANCE SPECIFICATIONS 

Nonlinearity: Nonlinearity error is specified as a % of lOV full 
scale output voltage and is guaranteed for each model over the 
specified input range. Model 451 is rated over IHz to llkHz 
range and model 453 is rated over IHz to llOkHz range. 
Typical nonlinearity performance is shown for all models in 
Figure 11. 






0.03 

c 0.025 

0.02 

S> 0 
of 0 01 


1 10 100 Ik 10k 100k 

INPUT FREQUENCY (F(n) - Hi 

Figure 1 1. Nonlinearity Error Versus Input Frequency 

Gain Temperature Stability: Gain Drift is specified in ppm of 
output signal and is guaranteed for each model over the 0 to 
+70°C temperature range. Models 45 IK, 45 IL, 45 3 K and 45 3L 
offer ±50ppm/ C maximum gain drift, Models 45 IJ and 45 3J 
offer ±100ppm/°C maximum gain drift. Gain drift is typically 
half the guaranteed limits. 



OUTPUT RIPPLE 

The output contains an ac ripple signal which increases in 
amplitude with input frequency. Adding external capacitance 
in parallel with the internal filter capacitor will reduce output 
ripple as shown in Figures 12 and 13. 



Figure 12. Output Ripple Versus External Filter Capacitor (Cp) 
-Model 451 



D.1 U.--J I -1.1 L-.-T III! 1 I 1_U I 1 UJ 

10 100 Ik 10k 100k 

INPUT FREQUENCY -Hi 


Figure 13. Output Ripple Versus External Filter Capacitor (Cp) 
- Mode! 453 
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SETTLING TIME 

Increasing the external filter capacitor to reduce output ripple 
will increase the settling time to step changes in frequency 
occurring at the input. Figure 14 shows curves of settling time 
to ±0.5% of final value for both increasing and decreasing full 
scale step changes. As Cp increases in value, the total filter time 
constants for models 45 1 and 453 approach equal values, result- 
ing in identical settling time. 



EXTERNAL FILTERCAPACtTOR.Cp 

Figure 14. Settling Time Versus External Filter Capacitor 
APPLICATIONS IN PROCESS CONTROL SYSTEMS 
MOTOR CONTROLLER 

In making rpm measurements, transducers are often encoun- 
tered that have pulse-train outputs from variable-reluctance 
magnetic pickups (in which the output frequency is a function 
of rpm). These low level signals are generally in the range of 
0 to 200mV peak. The adjustable input threshold feature of 
models 45 1 and 45 3 enables direct connection to low level 
transducers, offering simple, reliable interfacing. 


generator loads after the generator has reached a specified 
speed. As shown in Figure 16, the relay will remain open until 
the output from the F/V converter reaches a preset POWER 
ON trip level. The F/V output signal is linearly related to the 
speed of the motor, permitting precise control of the POWER 
ON set point. 

APPLICATION IN INSTRUMENTATION SYSTEMS 

FREQUENCY MONITORING 

Small input frequency changes can be monitored more readily 
by using the programmable gain feature of models 45 1 and 
453 to achieve greater signal sensitivity. In the application of 
model 451 illustrated in Figure 17, gain has been set to O.IV/ 

Hz, resulting in a lOOHz full scale frequency range. The output 
resolution for small changes occurring in the 60Hz line frequency 
has been improved. An additional advantage of this approach 
is the reduced accuracy and stability requirements placed on 
the relay trip levels, set by the voltage levels at the comparators. 
A precision voltage reference supply is not required. 

Since both models 45 1 and 45 3 tolerate input signals up to the 
supply levels, iVg, costly input protection is eliminated in 
most applications. 


FREQUENCY 



RELAY 

OUTPUT 


RELAY 

OUTPUT 


The motor speed control and monitoring application shown in 
Figure 15 illustrates the F/V converter applied in a closed loop 
control system. R1 sets the threshold to +60mV with ±50mV 
hysteresis for model 451. 


Figure 17. Application of FA7 Converter to Monitor 60Hz 
Line Frequency 

APPLICATION IN DATA ACQUISITION SYSTEMS 


The +20mA output current capability of both models 45 1 and 
453, enables direct interface to low impedance loads, up to 
5000, such as analog meters or relays. 



Figure 15. Application of F/V Converter to Control and 
Monitor Motor Speed in Closed Loop System 
SPEED SWITCH 

With the addition of a low cost comparator and relay, the F/V 
converter provides a reliable approach to controlling heavy 



VARIABLE 

RELUCTANCE 

MAGNETIC 

PICKUP 


HIGH NOISE IMMUNITY TRANSMISSION 
F/V converters are excellent companion products to V/F con- 
verters for use in low cost, two wire data transmission systems. 
As shown in Figure 18, this V/F/V approach utilizes the con- 
tinuous self-clocking feature of the V/F converter thereby 
eliminating the need for costly additional twisted pair cable for 
external synchronization. Model 610 instrumentation amplifier 
amplifies the low level differential transducer signal to the lOV 
full scale of models 450 and 456 lOkHz V/F converters. A dif- 
ferential line driver is used to drive a twisted pair cable through 
a noisy environment. A differential line receiver is used to drive 
model 451 lOkHz F/V converter. The low cost of the V/F and 
F/V converters in addition to the simple twisted pair cabling 
approach make it economical to use a V/F/V converter pair for 
each channel in a data acquisition system. 


GAIN 

SET 0TO+10V 



Figure 16. Application of F/V Converter to Control Load Power 
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Figure 18. Application of F/V Converter in a Low Cost, High 
Noise Rejection Two-Wire Data Transmission System 









1^ ANALOG High Accuracy, 100kHz and 1MHz 
hm DEVICES Voltage to Frequency Converters 

MODELS 458 and 460 


FEATURES 

High Stability: 5ppm/°C max. Model 458L 
15ppm/°C max. Model 460L 
High Linearity: ±0.01% max at lOOkHz, Model 458 
±0.015% max at 1MHz, Model 460 
Versatility: Differential Input Stage 

Voltage and Current Inputs 
Floating Inputs: ±10V CMV 
Wide Dynamic Range: 6 Decades, Model 460 
TTL/DTL Compatible Output 

APPLICATIONS 

Fast Analog-to-Digital Converter 

High Resolution Optical Data Link 

Ratiometric Measurements 

2-Wire High Noise Immunity Digital Transmission 

Long Term Precision Integrator 

GENERAL DESCRIPTION 

Models 458 and 460 are high performance, differential input, 
voltage to frequency modular converters designed for analog 
to digital applications requiring accuracy and fast data con- 
version. Model 458 offers a lOOkHz full scale frequency, 
guaranteed nonlinearity of ±0.01% maximum over five dec- 
ades (IHz to lOOkHz) of operation and guaranteed low max- 
imum gain drift in three model selections; model 458L: 
5ppm/ C max; model 458K: lOppm/ C max; and model 
458J: 20ppm/°C max. Model 460 offers a IMHz full scale 
frequency, guaranteed maximum nonlinearity of ±0.015% 
over six decades (IHz to IMHz) of operation and guaranteed 
low maximum gain drift in three selections; model 460L: 
15ppm/ C max; model 460K: 25ppm/ C max; and model 
460J : 50ppm/°C max. Model 460L is the industry’s first 
IMHz V/F converter to offer 15ppm/°C maximum gain drift. 

The differential input stage of models 458 and 460 provide 
the versatility of either direct interface to off-ground 0 to 
+ 11V input signals with common mode voltages (CMV) to 
±10V, as well as ground referenced positive, 0 to +11V or 
negative, 0 to -IIV signals. Both models also accept positive 
current signals.- 0 to +0.5mA, model 458; 0 to -^ImA, model 
460 for current to frequency (1/F) applications. 

The rated performance of both models 458 and 460 is 
achieved without the need for external components or ad- 
justments. Optional adjustments are available for trimming 
full scale frequency and the input offset voltage. 

WHERE TO USE MODELS 458 AND 460 
The combination of low gain drift, low nonlinearity and the 
versatility of a differential input with both high speed 
(lOOkHz/lMHz) models, offer excellent solutions to a wide 
variety of demanding applications; in high speed remote data 
acquisition systems — two wire data transmission over long 




wires; in 5 Vi digit DVM’s — featuring high resolution A/D con- 
version, monotonic performance, no missing codes and high 
noise rejection; in strain gage bridge weighing applications — 
accurate ratiometric measurements over wide dynamic range. 

DESIGN APPROACH - PRECISION CHARGE BALANCE 
Models 458 and 460 incorporate a superior charge balance de- 
sign that result in high linearity and temperature stability '- 
see Figure 1. Both models accept unipolar, single-ended volt- 
age or current input signals directly. By offsetting the input 
using the current terminal, models 458 and 460 will accept 
bipolar input voltages up to ±5V. 



Figure 1. Block Diagram - Models 458, 460 


V/F & FA/ CONVERTERS VOL II, 12-13 








SPECIFICATIONS 


(typical @ +25°C and Vs = ±15V dc unless otherwise noted) 



lOOkHz Full Scale 

IMHz Full Scale 


458 

460 

MODEL 

J 1 K 1 L 

J 1 K 1 L 

TRANSFER FUNCTION 



Voltage Input 

fouT = (lO^HzA^) Cn^ 

^OUT “ (IO’HzA') eg^ 

Current Input 

^OUT “ ^ Hz/mA) 

•foUT = (10‘Hz/mA) in.j 

ANALOG INPUT 



Configuration 

Differential 

Differential 

Voltage Signal Range 



ejfj Terminal (e^gp = 0) 

0 to +10V dc min 

0 to +10V dc min 

'ref Terminal (e,^, = 0) 

0 to -lOV dc min 

0 to -lOV dc min 

Differential (ep.^ - ej^gp) 

0 to +10V dc min 

0 to +10V dc min 

Overrange 

+ 10% min 

+ 10% min 

Current Signal Range (ij^j) 

0 to +0.5mA min 

0 to +lmA min 

Common Mode Voltage 

ilOV 

±10V 

Common Mode Rejection 

40dB 

40dB 

Impedance, e^^ Terminal 

20kQ 

lOkn 

'ref Terminal 

40kn 

20 kn 

i|fj Terminal 

on 

on 

Max Safe Input 

±Vs 

±Vs 

ACCURACY 



Warm Up Time 

5 Seconds to 0,01% 

2 Minutes to 0.02% 

Nonlinearity, cin = +0.1mV to +11V 

±0.01% of Full Scale, max 

±0.015% of Full Scale, max 

eiN = -0.1mV to-llV 

±0,01% of Full Scale 

±0.015% of Full Scale 

Full Scale Error' 

+0.1% to +2%, max 

+0.1% to +2%, max 

Gain vs. Temperature (0 to +70°C) 

±20ppm/°C max 1 ±10ppm/°C max 1 ±5ppm/°C max 

±50ppm/°C max I ±25ppm/°C max I ±15ppm/°C max 

vs. Supply Voltage 

±15ppm/% 

±25ppm/% 

vs. Time 

±5ppm/day, ±25ppm/month 

±10ppm/day 

Input Offset Voltage’ 

±10mV max 

±10mV max 

vs. Temperature (0 to +70°C) 

±i0ljV/°C max 

±30mV/°C max 

vs. Supply Voltage 

±10/iV/% 

±10mV/% 

vs. Time 

±2pV/day, ±20pV/month 

±10ppm/day 

RESPONSE , 



Settling Time, ±0.01% +10V Step 

3 Output Pulses Plus 2ps 

2 Output Pulses Plus 2 ms 

Overload Recovery Time 

10ms 

1ms 

FREQUENCY OUTPUT’ 



Waveform 

TTL/DTL Compatible Pulses 

TTL/DTL Compatible Pulses 

Pulse Width 

5ms 

500ns 

Rise and Fall Time 

300ns/50ns 

60ns/50ns 

Pulse Polarity 

Positive 

Positive 

Logic “1” (High) Level 

+2.4V min 

+2.4V min 

Logic “0" (Low) Level 

+0.4V max 

+0.4V max 

Capacitive Loading 

SOOpF max 

200pF max 

Fan Out Loading 

10 TTL Loads min 

10 TTL Loads min 

Impedance 

3kn (High State) 

670n (High State) 

POWER SUPPLY^ 



Voltage, Rated Performance 

±15Vdc 

±15Vdc 

Voltage, Operating 

±(13tol8)Vdc 

±(13 to 18)V dc 

Current, Quiescent 

(+25,-8)mA 

(+25,-8)mA 

TEMPERATURE RANGE 



Rated Performance 

0 to +70°C 

0 to +70°C 

Operating 

-25°C to +85°C 

-25°C to +85°C 

Storage 

-55°C to +125°C 

-55°C to +125°C 

MECHANICAL 



Case Size 

2" X 2" X 0.4" 

2" X 2" X 0.4" 

Weight 

45 Grams 

45 Grams 

, Mating Socket 

AC1016 

AC1016 


NOTES 

* Adjustable to zero using 500n potentiometer. 

’Adjustable to zero using 50kf2 potentiometer. 

’Protected for continuous short'circuits to ground and momentary (less than 1 sec) shorts to the +V 5 ^pply. Output is not protected for shorts to the -V§ supply. 
•Recommended power supply, ADI model 904, ±15V (S 50mA output. 


Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (nun). 


-2.01 (50.8) MAX- 


0.41 

flO.2) 

MAX 


0.20 TO 0.25 (5 TO 6.4) j I 0.04 -H T 

•J ^ ^ (1.02) DIA U ^ 



MATING SOCKET: AC1016 
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Applying the Voltage to Frequency Converter 


VOLTAGE TO FREQUENCY OPERATION 
Models 458 and 460 provide accurate conversion of analog 
signals into a train of constant width and constant amplitude 
pulses at a rate directly proportional to the analog signal am- 
plitude. The output continuously tracks the input signal, re- 
sponding directly to changes in the input signal; external 
clock synchronization is not required. The output pulse 
train is TTL/DTL compatible, permitting direct interface to 
digital processing circuits. 

BASIC V/F HOOK-UP AND OPTIONAL TRIMS 
Models 458 and 460 can be applied directly to achieve rated 
performance without external trim potentiometers or other 
components. Figures 2, 3 and 4 below illustrate the basic 
wiring connections for either V/F converter model. Using the 
basic hookup without trims, full scale (ejj,j = lOV) accuracy 
is -1-0.1% to -h 2% and the input offset voltage is ±10mV 
max. The full scale and input offset voltage errors can be 
eliminated by using the FINE TRIM PROCEDURE. 

FINE TRIM PROCEDURE 

Connect the optional trims as shown in Figure 2, 3 or 4 and 
allow a five minute warm-up after initial power turn-on. 
Using a precision, stable voltage source, set the input voltage, 
eg, to lOmV. Adjust the OFFSET trim, Rq, for an output 
pulse interval of 0.01 sec (model 458) or 0.001 sec (model 


Set the input voltage to +10.000V and adjust the FULL 
SCALE trim for an output pulse frequency of lOOkHz (model 
458), or IMHz (model 460). The V/F converter may now be 
used without further adjustment. 

DIFFERENTIAL INPUT 

The ejfj and Cj^gp input terminals represent a true differen- 
tial input capable of accepting a signal from a strain gage 
bridge, a balanced line, or a signal source sitting at a com- 
mon mode voltage. The differential input eliminates the need 
for a differential amplifier to handle these signals. 

To apply the 458 or 460 voltage inputs differentially, the 
ejj.j pin must always be positive with respect to the e^gp 
pin as shown in Figure 4. The differential signal source may 
be completely floating with common mode voltages up to 
±10V max. For differential inputs the output frequency is: 

Four = ('- ^^) X (-^ )] Kg 

INPUT CMR ERROR 

SIGNAL 

IC = 10‘*Hz/V: model 458 
lO^Hz/V; model 460 





The output may also be scaled up so that low amplitude sig- 
nals, such as IV will give full scale output frequency; lOOkHz 
model 458 or IMHz model 460. By scaling the output fre- 
quency for low level signals, the step response will signifi- 
cantly improve. As shown in Figure 6 for model 458, the 
step response for a 1 volt input decreases from 200/is before 
input scaling, to 20/is with scaling. 


Figure 4. Floating Input Signal 



* FULL SCALE ADJUSTMENT; (Use low T.C. Cermet, <50ppiT)/°C or equivalent) 

Ro - INPUT OFFSET ADJUSTMENT; SOk^ (Uie low T.C. Cermet. <50ppm/°C or equivalent) 
CAUTION; DO NOT SHORT OUTPUT TERMINAL TO -15V 


Figure 6. Offsetting input to Achieve improved Dynamic 
Response for Small Signal inputs 
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PERFORMANCE SPECIFICATIONS 

Nonlinearity: Nonlinearity error is specified as a % of lOV 
full scale input and is guaranteed over the 0.1m V to IIV 
operating signal range; ±0.01% max, models 458J/K/L, 
±0.015% max, models 460J/K/L. Typical nonlinearity per- 
formance is illustrated in Figure 7. 



Figure 7. Nonlinearity Error Versus input Voltage 

Gain Temperature Stability: Gain drift is specified in ppm 
of output signal and is guaranteed for each model over the 
0 to +70°C temperature range; 5ppm/°C (458L), 10ppm/°C 
(458K), 20ppm/°C (458J), 15ppm/°C (460L), 25ppm/°C 
(460K) and 50ppm/°C (460J) max. 


LONG TERM PRECISION INTEGRATOR 
In critical measurement applications, such as pollution mon- 
itoring where it is required to integrate for periods greater 
than 1 hour with overall accuracy of 0.05%, the V/F con- 
verter offers a superior low cost approach when compared to 
the traditional operational integrator circuit. As shown in 
Figure 8, the analog signal is applied to a precision input 
• amplifier, model 52K and then to the V/F input. The V/F 
output is connected to a large capacity counter and display, 
operating as a totalizer. The total pulse count is equal to the 
time integral of the analog input signal. Since the output 
displayed is an accumulated pulse count, there is no inte- 
grator drift error. A feature of this approach is the infinite 
hold capability without errors due to time drift, since the 
counter may be held at any time without affecting the out- 
put reading. 



(OR 0.4167V INTEGRATED FOR 2 DAYS) 


Figure 8. Models 458/460 as Long Term Integrator with 
Arbitrary Display Calibration. Frequency Division Ratio can 
Otherwise be Chosen to Provide Direct Readout in any 
Desired Units. 

CMOS/HNIL COMPATIBLE OUTPUT 

The circuit shown in Figure 9 may be used to shift the output 
of the 458/460 from 0 to +5V to 0 to +12V, to provide a 4V 
noise immunity for driving high noise immunity logic (HNIL) 
and CMOS logic. 


+ 15V 



Figure 9. Circuit for Shifting the Output of the 458/460 
to Drive CMOS/HNIL Logic 

PRECISION HIGH CMV ANALOG ISOLATOR 

By combining the V/F converter with a floating power sup- 
ply and optical isolator as shown in Figure 10, accurate low 
level measurements in the presence of high common mode 
voltages may be achieved. Only the CMV rating of the opti- 
cal isolator and the breakdown rating of the power supply 
limit the CMV rating. Using this approach for isolating trans- 
ducers, ground loop problems are eliminated. Cost and com- 
plexity are minimized since only a single optical isolator is 
required to couple the serial pulse output from the V/F to 
the digital readout. 



500VDC to 1600VDC 


Figure 10. Optical Isolation Using LED Photo Isolator to 
Provide Up to 1500V dc CMV Isolation 

APPLICATION IN DATA ACQUISITION SYSTEMS 
High Noise Immunity Data Transmission: A method of ac- 
curately transmitting analog data through high noise environ- 
ments is illustrated in Figure 11. This approach utilizes the 
self clocking output of models 458 and 460 and eliminates 
the need for costly additional twisted pair for external syn- 
chronization. Model 610 amplifies the low level differential 
transducer signal up to the lOV full scale V/F input level. 

A differential line driver is used to drive a twisted pair cable. 
The differential line driver and receiver offer high noise im- 
munity to common mode noise signals. 



LM55107A 


Figure 1 1. Application of Mode! 458 V/F Converter in a 
High Performance, High Noise Rejection Two-Wire Data 
Transmission System 
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Synchro & Resolver Converters 
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Inductosyn is a registered trademark of Farrand Industries, Inc. 

MULTIBUS is a registered trademark of Intel Corporation. 
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Selection Guide 

Synchro & Resolver Converters 


The products in this section are generally concerned with angular measurements. They include the following classes of 
device: 

Digital Angle to Trigonometric (sine-cosine) Analog Voltage 
Digital-to-Resolver Converters 
Digital-to-Synchro Converters 
Inductosyn™-to-Digital Converters 
Resolver-to-Analog Voltage Converters 
Resolver-to-Digital Converters 

Resolver-to-Digital Display (Angular-Position Indicators) 

Synchro-to-Analog Voltage Converters 
Synchro-to-Digital Converters 

Synchro-to-Digital Display (Angular-Position Indicators) 

Complete descriptions, specifications, and applications information on the products in this section can be found in the data 
sheets. Brief general information can be found overleaf. 

The Selection Guide is provided to ease the job of finding the right unit to do your job. Devices are listed in the Selection 
Guide vertically, by model number, in alphabetic, then numeric order, as well as by function and type of input. Salient 
characteristics are listed horizontally. A bullet is placed at each intersection that is appropriate for each device. 



' 1 3-Bit BCD plus sign. 

’ 14-Bits BCD. 

Industosyn is a registered trademark of Farrand Industries Inc. 

Shading indicates new products since publication of i982-i983 Databook Update. 
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Here’s an example of its use: if you were looking for a 14-bit digital-to-resolver converter with the highest accuracy in the 
smallest package, you might start at the 14-bit column; you would sec that there are two resolver families that have 14-bit 
resolution and error less than 5 arc-minutes: DRC1745 and DRC1705;the DRC1745 is a hybrid, and the DRC1705 is in a 
>0.4" module. Thus, you would be quickly led to look at the DRC1745 data sheet and be guided to its location by the 
page number at the right. 

In addition to the devices listed in the chart, data sheets for the following accessory products are also to be found in this 
section: 

Volume II, Page 13-33 
Volume II, Page 13-63 

Volume II, Page 13-69 


Resolver and Synchro 5VA Output Transformers, models 
RTM/STM1686/1696/1736/1687/1697/1737 

Synchro/Resolver 5VA-Output Power Amplifier, model SPA1695 

Two-Speed Processor for Coarse/Fine Synchro/Resolver Systems, 
model TSL1612 



SYNCHRO & RESOLVER CONVERTERS VOL II, 13-3 


























Orientation 

Synchro & Resolver Converters 


These products constitute a complete line of devices for the 
digital measurement and control of angular and linear displace- 
ments by means of synchros, resolvers, and Inductosyns. In 
addition to modules and hybrid circuits that perform the 
appropriate conversions, the line also includes modules that 
perform purely algebraic or logical functions; in some cases, 
solid-state circuitry emulates the functions of electromechan- 
ical devices. 

The range of synchro processing modules now available covers 
a wide area of application. They are widely used in military and 
radar applications, but there are additional fields in which they 
could be used to advantage because of the proven ruggedness 
and high precision of the electromechanical hardware, their 
standardized specifications, and their low cost. They have a 
number of advantages over potentiometers and optical systems. 

In this introductory section, there will be provided a brief set 
of device definitions. Detailed data and applications informa- 
tion is given in the data sheets. For a complete introduction to 
synchro/digital conversion. Analog Devices has available a 208- 
page book. Synchro and Resolver Conversion, edited by G. 
Boyes(1980), $11.50. 

In this section, and in much of the text, the word “Synchro” 
appears frequently. In many cases, the word “Resolver” could 
be used in its place. The modules make use of angular data in 
resolver form; if the input data is in three-wire synchro form, 
transformers in “Scott T” configuration convert it to resolver 
form; analog outputs are available in both forrns. There are a 
number of voltage and frequency options. 

REPRESENTATION OF ANGLES IN DIGITAL FORM 
Binary 

The most commonly used method of representing angles in 
digital form is simple natural binary weighting, where the most- 
signifieant bit (MSB) represents 180 , the next represents 90°, 
etc. The table shows the bit weights in degrees, degrees-and- 
minutes, and radians for this coding method. 

BCD 

When angular measures have to be displayed in visual form, 
BCD coding is used, through the use of binary-to-BCD con- 
verters, such as the BDM1615, which provides the necessary 
scaling and conversion, e.g., from 10100000000000 (180° 

+ 45°) to 10 0010 0101.0000 000 (or 225.00°). 

TYPICAL S/D/S DEVICES 

Binary-to-Binary-Coded-Digital Converter (BDM161 5/16/17) 

A device that accepts angular data in binary form and converts 
it to BCD form, with fractional degrees in decimal fractions of 
1° (1615, 1617) or minutes and seconds (1616). The BCD 
output is modulo 360°. 


Bit No. 

Degrees 

Degrees, minutes 

Radians 

1 

180 

180 

0 

3.141593 

2 

90 

90 

0 

1.570796 

3 

45 

45 

0 

0.785398 

4 

22.5 

22 

30 

0.392699 

5 

11.25 

11 

15 

0.196349 

6 

5.625 

5 

37.5 

0.098175 

7 

2.8125 

2 

48.75 

0.049087 

8 

1.40625 

1 

24.38 

0.024544 

9 

0.70312 

0 

42.19 

0.012272 

10 

0.35156 

0 

21.09 

0.006136 

11 

0.17578 

0 

10.55 

0.003068 

12 

0.08789 

0 

5.27 

0.001534 

13 

0.04395 

0 

2.64 

0.000767 

14 

0.02197 

0 

1.32 

0.000383 

15 

0.01099 

0 

0.66 

0.000192 

16 

0.00549 

0 

0.33 

0.000096 


Digital-to-Synchro Converters (DSC1705/06) 

Devices that accept parallel binary digital inputs (14 or 12 
bits) and an ac reference signal, and provide outputs in 3-wire 
synchro form. 

Inductosyn/ResoIver-to-Digital Converter (IRDC1730) 

A device that produces a digital output capable of resolving 
(to 12 bits) intermediate distances within a single track-pitch 
of a Farrand linear-Inductosyn stator in displacement- and 
angle-measuring Inductosyn systems. The moving element is 
used as though it were a resolver input; hence the device will 
also convert resolver information to digital. 

Synchro-to-Digital Converter 

A device that accepts either 3-wire synchro- or 4-wire resolver 
inputs, together with a 2-wire ac reference, and outputs angu- 
lar binary data in a continuously tracking mode, employing a 
Type 2 servo loop. The inputs may be from either remote 
synchros or from electrically simulated synchros (e.g., DSC’s). 

Digital Converter and Processor for Two-Speed Synchros 
(TSL1612) 

A two-speed processor takes as inputs two sets of digital infor- 
mation, representing the angles from coarse and fine synchros, 
and combines them to produce a single 19-bit word represent- 
ing the actual angle of the “coarse” shaft. The TSL consists of 
the processing logic alone— it can be used with a pair of SDC’s, 
which provide the two sets of digital information. 
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ANALOG 

DEVICES 


Synchro/Resolver Angle Position 
Indicators and Digital Converter 


API1620 and API1718 


FEATURES 
Five Digit Display 

Accuracy 0.02° (API1620) or 2 arc-minutes (API1718) 

Two Channel Input 

Accepts High or Low Level Synchros, Resolvers or Magslips 
47 H 2 to 600Hz Carrier Frequency 
16-Bit BCD or Natural Binary Output 
Storage Compartment for Leads/Connectors 

API1620 FEATURES 

Degrees and Decimal Parts of a Degree Display 
Display Test Facility 
Full Scale 359.99° 

API1718 FEATURES 
Nato Codified 

Degrees and Minutes Display 
Display Latch Facility 
Full Scale 359° 59' 

DESCRIPTION 

The Angle Position Indicators API 1620 and API1718 are 
instruments for displaying in visual digital form the angle 
represented by synchro, magslip or resolver signals. In addition 
to displaying the angle in visual form the APIs also convert the 
input angular signals into natural binary or BCD angular data 
at TTL levels for use externally. Facility is provided for the 
connection of two sets of input signals which may be alter- 
nately switched into the converter. The APIs have been designed 
to accommodate input signals from all the usually encountered 
angular data transmission systems i.e., Synchros, Magslips and 
Resolvers at both high and low voltage levels and at frequen- 
cies from 47Hz to 600Hz. The two sets of inputs to the APIs 
can be different e.g., a 60Hz synchro on one input together 
with a 400Hz resolver on the other. The facility of switching 
from one set of inputs to the other enables the angular posi- 
tion of separate devices to be directly compared. The meters 
have been designed to work with any reference voltage from 
6V rms to 115V rms. 

STORAGE COMPARTMENT 

A storage compartment for storing the input leads and con- 
nectors is provided on the underside of the instrument, access 
to this is by an easily operated slotted screw fastener. The 
API is delivered with part of the Application Kit stored in this 
compartment. 

SELF TESTING 

Both Angle Position Indicators have a self checking facility. 
This is provided by internally simulated input angles of 45 
and 225° selected by the front panel mode switch. The simu- 
lated angles have an accuracy an order of magnitude greater 
than the Instrument. 


NATO CODE NUMBER 

The API1718 BCD option has been issued with a Nato Stock 
Number, 6625-99-539-8389, which eases acceptance of the 
Angle Position Indicator in military applications. 

MODELS AVAILABLE 

The two Angle Position Indicators described in this data sheet 
differ primarily in the format of the display and the presence 
of a Display Check or Display Latch facility. 

Model API1620 has a display format of degrees and decimal 
parts of a degree with a full scale range of 359.99° and an ac- 
curacy of 0.02°. It has a display check facility on the front 
panel and is available in two options, viz. 

BINARY option has 16-bit representation at TTL levels of 
the input angular signal in natural binary form on the rear 
connector. 

BCD option has a 5 decade BCD representation at TTL levels 
of the input angular signal on the rear connector. 

Model API1718 has a display format of degrees and minutes 
with a full scale range of 359° 59 minutes and an accuracy of 
2 arc minutes. It has a display latch facility on the front panel 
and is available in two options, viz. 

BINARY option has a 16-bit representation at TTL levels of 
the input angular signal in natural binary form on the rear 
connector. 

BCD option has a 5 decade BCD representation at TTL levels 
of the input angular signal on the rear connector. 
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(typical @ +25° C unless otherwise noted) 


Models 

API1620 

API 17 18 

ACCURACY* 

±0.02° at 400Hz 
±0.03° at 60Hz 

2 arc minutes at 400Hz 

3 arc minutes at 60Hz 

ANGULAR RANGE 

000.00° to 359.99° 
continuous rotation 

000.00° to 359° 59 minutes 
continuous rotation 

TEMPERATURE RANGE 

Operational 0 to +50°C 

Storage -5°Cto+55°C 

* 

INPUT SIGNAL VOLTAGE 

11.8V rms 200Hz to 600Hz 

26.0V rms 200Hz to 600Hz 

90.0V rms 47Hz to 600Hz 

* 

REFERENCE VOLTAGE 

6V rms to 115V rms with no 
adjustments required 

* 

REFERENCE FREQUENCY 

47Hz to 600Hz 

* 

INPUT IMPEDANCE 

Signal 2MQ 

Reference 200kQ 

* 

TOLERANCE ON SIGNAL 

TO REFERENCE PHASE 

±20° 

* 

DISPLAY 

5 digit, dot matrix LED 

* 

DATA OUTPUT (TTL) ON 
REAR CONNECTOR 
(BCD 2TTL Loads, 

Binary 3TTL Loads) 

Either 5 decade BCD or 

16-bit natural binary. 

Degrees and decimal parts of 
a degree format. 

* 

INHIBIT INPUT (TTL) 

(ITTL LOAD) 

Logic “0" = Hold 

Logic “1” = Track 

* 

BUSY OUTPUT (TTL) 

(lOTTL LOADS) 

Logic “0” = Data Stable 

Logic “1” = Busy 


POWER SUPPLY 

23VA (typ), 28VA (max) at either 
115 V rms or 220V rms ±15% 

47Hz to 400Hz 

* 

WEIGHT 

10 lbs 4.53Kgm 

* 

SIZE (EXCLUDING HANDLE) 

11.75" X 8" X 4" 

(300mm X 204mm X 102mm) 

* 

NATO STOCK NO. 

- 

6625-99-539-8389 
(BCD version only) 


NOTES 

'Specifications same as API1620, 

‘ Full accuracy is maintained if signal voltages within ±10% of the nominal values are 
applied (all lines varying together). The input amplifier limits are set at +15% of the 
nominal voltage levels, no damage will occur if 90 volts is applied on the 11.8 volts 
or 26.0 volt settings and up to 150 volts can be applied on the 90 volts setting without 
damage. For voltages considerably lower than the normal voltages the API will continue 
to function at a reduced accuracy; the inaccuracy will manifest itself mainly as an 
hysteresis error. 

Specifications subject to change without notice. 
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DATA READOUT 

The digital angle readout is displayed on a five digit display 
by Light Emitting Diode (LED) dot matrix indicators on the 
front panel. 

The API1620 model displays this angle as degrees and hun- 
dredths of a degree. 

The API 171 8 model displays this angle as degrees and minutes. 

The displayed angle is also available at TTL levels in either 
Binary or BCD format on the rear connector. In both APIs 
this angle is produced in degrees and hundredths of a degree. 

DISPLAY CHECK (API1620) 

The API1620 has a display check press button on the front 
panel which when pressed causes all the dots in all LED 
matrices to be illuminated. 

POWER CONNECTIONS 

The Angle, Position Indicators can be powered from 115V ac 
or 220V ac ±15%, the changeover switch being on the front 
panel. The supply frequency can be 47Hz to 400Hz. 

DISPLAY LATCH (API1718) 

The API1718 has a Display Latch button on the front panel 
which when pressed will hold the display at its existing reading 
—but does not effect the digital output data. 

Both APIs have a latch facility available on Pin 36 on the 
rear connector. This ‘INHIBIT” input will “Freeze” both the 
display and the digital output data if a Logic “0” is applied. 

OUTPUTTING VALID DATA 

A “Converter Busy” pulse is available on Pin 37 of the rear 
connector, which indicates the state of the converter. When 
this line is at Logic 1 the converter is busy and the data is 
changing. A Logic 0 indicates that the data is valid. 

Data can be transmitted without error under the following 
timing sequence. 

2.7ms 
1 _ 


"1" 

CONVERTER 
BUSY .,Q„ 

"1” 

APPLIED 
INHIBIT -o" 

DATA "1" 


W m- 

n 

FL 


1 


□ 






"1 n 

1 

1 

1 4ms^ I 

1 



TRANSFER 

"0" 

(WHEN AT 
LOGIC "1”) 


1 


I 

2ms 



Data Transfer Waveforms 


DATA OUTPUT CONNECTIONS AND BIT WEIGHTS 
The APIs are available in two forms one giving the output in 
BCD form and the other giving the output in natural binary 
form. In both cases the resolution corresponds to 16-bits binary. 
The pin connections for the 37 way DCM 37S Souriau rear 
connector are given in the following table. 

OPERATING NOTES 

The line voltage selector switch must be set in the correct 


PIN 

NUMBER 

NATURAL BINARY VERSION 

BCD VERSION 

BIT NO. 1 BIT WEIGHT 

CODING 

1 

GROUND 

GROUND 

2 

16 

0-0055 

0-01“ 

3 

15 

0-0110 

0-02“ 

4 

14 

0-0220 

0-04“ 

5 

13 

0-0439 

0-08“ 

6 

12 

0-0879 

0-1 o“ 

7 

11 

0-1758 

0-20“ 

8 

10 

0-3516 

0-40“ 

9 

9 

0-7031 

0-80“ 

10 

N/C 


i-o“ 

11 

N/C 


2-0“ 

12 

8 

1-4063 

4-0“ 

13 

7 

2-8125 

8-0“ 

14 

6 

5-6250 

10-0“ 

15 

5 

11-2500 

20- 0“ 

16 

4 

22-5000 

40- 0“ 

17 

3 

45-0000 

80-0“ 

18 

2 

90-0000 

100-0“ 

19 

1 

180-0000 

200-0“ 

20 

N/C 


N/C 

to; 

• • 


to; 

35 

N/C 


N/C 

36 

INHIBIT INHIBIT 

37 

BUSY BUSY 


Connections on Output Connector at rear of API 


position before the power is applied. To the left of the voltage 
selector switch is the instrument “on/off” press button and to 
the left of that is the power indicator neon. 

SIGNAL VOLTAGE SELECTOR SWITCH 
The three position selector switch alters the transformers to 
suit the synchro or resolver voltages being applied to the API. 
THIS SWITCH SHOULD BE SET IN THE 90 VOLT POSI- 
TION DURING 45° OR 225° CHECKING, no damage will be 
done if this or any of the switches are in wrong positions but 
errors in checking could occur. 

MODE SELECTOR SWITCH 

This mode selector switch marked M, S, R, 45°, 225° meaning 
Magslip, Synchro, Resolver, 45° check and 225° check is for 
making appropriate changes according to whether a magslip 
synchro or resolver is being used. If two differing systems are 
being applied to the inputs e.g. Channel 1 resolver at 26V 
and Channel 2 synchro 90V, then the mode switch will 
have to be changed from R to S and the voltage switch from 
26V to 90V when changing from Channel 1 to Channel 2. No 
damage will be done to the API by any order of switching but 
some change of loading on the inputs may occur. To avoid this 
problem the channel switch marked CHI, OFF, CH2 should 
be set in the OFF position when changing the mode and 
voltage switches. 

DIRECTION OF DATA ROTATION 

The convention of zero angle on Magslips differs from Synchros 
by 150°. Correction for this has been made inside the APIs, so 
that zero degrees will be indicated on the API for both Syn- 
chro and Magslips set to zero. The direction of rotation 
convention is different for Synchros and Magslips this has not 
been changed so that a clockwise rotation (from zero) of the 
synchro will give the same reading as an anticlockwise rotation 
(from zero) of a Magslip. 
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SI 

INPUT S2 
CHANNEL S3 
1 (S4) 

Rlo 
Rhi 


INPUT 52 
CHANNEL S3 
2 (S4) 

Rlo 

Rhi 



INPUT 


Schematic Arrangement of the AP1 1620 and AP1 1718 


REFERENCE INPUT 

Both the Angle Position Indicators require a reference voltage 
to be supplied via the input connectors. This must be the same 
reference as supplied to the devices under test and can be any 
voltage from 6V rms 115 V rms. 


In many areas of mechanical engineering where angular set-' 
tings have to be made to high accuracies, the APIs can be used 
with a precision synchro to display the shaft angle— or by 
using both inputs to compare shaft angle settings. 


POWER AND SIGNAL INPUT CONNECTIONS 
The power and input connectors have lettered pins (see 
table on previous page). Connections are: 

Power 

Fixed Connector: Amphenol 62GB-57A-8-3.3P 
Free Connector: Amphenol 62GB-16F-8-3.3S 

3 Way: Pin A Ground 
Pin B Live 

Pin C Neutral 

Inputs 

Fixed Connector: Amphenol 62GB-57A-10-6P 
Free Connector: Amphenol 62GB-16F-10-6S 

6 Way: Pin A to SI Pin D to S4 

Pin B to S3 Pin E to Ref High 

Pin C to S2 Pin F to Ref Low 

For resolver inputs the sine voltage is applied to SI and S3 

and the cosine to S2 and S4. The phase of the resolver con- 
nections should be such that if S3 and S4 and Ref Low 
are regarded as common then in the first angular quadrant 
0 to 90° the voltages on S2 and Ref High will be in time 
phase, i.e., positive together and negative together and the 
voltages on SI and Ref High will be 180° out of time phase. 
For synchro or magslip operation the connections should 
be made to SI, S2 and S3 in rotation. 



Pin Connections as Viewed Looking at the Front of the 
APi1620andAPI1718 


APPLICATIONS OF THE ANGLE POSITION INDICATOR 
The API finds many applications in both civil and military 
systems where it is common place to use synchro or resolver 
angular data transmission. 


Other examples of the API’s applications are checking constant 
velocity, coupling (universal joints) and measuring nonuni- 
formity in the gearing velocity of gear boxes. By converting 
the digital output data to printers, permanent records can be 
obtained. 


FUSES 

The AP11620 is protected by a 300mA anti-surge fuse in the 
fuse holder in the rear panel. The AP11718 has two 160mA 
anti-surge fuses located on the rear panel for 240V operation. 
When used at 115V the 300mA fuses supplied should be fitted. 


ORDERING INFORMATION 

The APIs should be ordered according to the following: 

API 1620/BCD degrees and hundredths display. BCD 
digital data output on rear connector. 

API1620/BIN degrees and hundredths display. Binary 
digital data output on rear connector. 

API 17 18/BCD degrees and minutes display. BCD 

digital data output on rear connector. 
Nato Code: 6625-99-539-8389. 


API1718/BIN degrees and minutes display. Binary 
digital data output on rear connector. 


The API1620 is supplied with the following applications 
kit: 2 input connectors Amphenol sockets type 62GB— 
16F10— 6S, 1 mains lead with Amphenol socket type 
62GB— 16F8— 3.3S attached, one 37 way DCM37S 
Souriau connector with cover and spring clip. 1 Users 
Handbook. Calibration Result Sheet. 


The API1718 is supplied with the following applications 
kit: 2 input leads with Amphenol socket type 62GB— 
16F10— 6S attached. (Nato stock number 6625—99—541— 
3454). 1 mains lead with Amphenol socket type 62GB— 
16F8— 3.3S attached. (Nato stock number 6625—99—541— 
3453). One 37 way connector DCM37S/Souriau connector 
with cover and spring clip. 1 Users Handbook. 3 Spare fuses 
(one 160mA anti-surge, two 300mA anti-surge). Calibration 
result sheet. 
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n analog 

Digital-to-Synchro 

U DEVICES 

Converters 


DSC1 705/1 706 


FEATURES 

Very Low Radius Vector Variation (Transformation 
Ratio) (±0.1%) 

High Accuracy (±2 arc-mins at +25°C) 

12- or 14-Bit Resolution 
No 5 Volt Power Supply Required 
MIL Spec/Hi Rel Versions Available 
Internal 1.3VA Amplifiers 
Internal Transformers (40PHz Option) 

No Trims or Adjustments Necessary 

APPLICATIONS 

Driving Control Transformers 

Driving Torque Receivers (with External Amplifiers) 

Servo Mechanisms 
Retransmission Systems 
Positional Control 

GENERAL DESCRIPTION 

The DSC1705 and DSC1706 are Digital-to-Synchro and Digital- 
to-Resolver converters capable of driving electromechanical 
loads of up to 1.3 VA. 

They accept a 14- or 12-bit digital input representing angle 
and a reference voltage of either 60Hz or 400Hz, and produce 
a 3 wire or 4 wire output suitable for driving Synchros or 
Resolvers. 

The 400Hz converters contain internal 1.3VA amplifiers as 
well as output and reference transformers. 

The 60Hz versions contain internal 1.3VA amplifiers but 
require external output and reference transformers. 

If it is necessary to drive a load requiring more than 1.3VA, 
options for both the 400Hz and 60Hz converters are available 
allowing the use of external amplifiers and transformers. 

RADIUS VECTOR 

One of the outstanding features of these converters is the 
almost negligible Radius Vector variation (Transformation 
Ratio). 

On many Digital-to-Synchro converters presently available, the 
individual sine and cosine outputs produced do not follow the 
exact sine and cosine laws, and depending upon angle can vary 
up to ±7%. This is not always important as the ratio of the sine 
to the cosine, i.e., the tangent, is always correct to the speci- 
fied accuracy of the converter. There are cases however, when 
driving torque receivers and certain servo control loops when 
this variation is unacceptable. 

The design of the DSCl 705 and DSCl 706 has reduced this 
variation to less than ±0.1%. This means that when the 
converters are used in closed loop servo systems, the gain of 
the closed loop is independent of the digital input angle, thus 
making reference correction unnecessary. 



MODELS AVAILABLE 

The two Digital to Synchro/Resolver converters described in 
this data sheet differ primarily in the areas of resolution and 
accuracy as follows: 

Model DSC1705XYZ is a 14-bit converter with an overall 
accuracy of ±4 arc-minutes. 

Model DSC1706XYZ is a 12-bit converter with an overall 
accuracy of ±8 arc-minutes. 

The XYZ option code defines the option thus: (X) signifies 
the operating temperature range, ( Y) signifies the reference 
frequency, (Z) signifies the output and the reference voltages, 
whether the output is in Synchro or Resolver format and 
whether external transformers are required. 



DIGITAL INPUT (01 


Principle of Operation 

FUNCTIONAL DIAGRAM, DSC1705 and DSC1706 
The principle of operation of the converters described in 
this data sheet is shown in the diagram above. 
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(typical @+25°C unless otherwise noted) 


Model 

DSC1705 

DSC1706 

accuracy' 

±4 arc-minutes 

±8 arc-minutes 

RESOLUTION 

14 Bits (ILSB = 1.3 arc-minutes) 

12 Bits (ILSB = 5.3 arc-minutes) 

INPUT CODE 

14-Bits Natural Parallel Binary with 

12-Bits Natural Parallel Binary with 


MSB = 180° MSB = 180° 


REFERENCE VOLTAGE INPUT 
With Internal Transformers 


Low Level 

26V rms 

* 

High Level 

115V rms 


External Transformer Options^ 

4V rms 


REFERENCE FREQUENCY 

60Hz or 400Hz 


REFERENCE INPUT IMPEDANCE 



With Internal Transformers 



Low Level 

20kn 

* 

High Level 

200kQ 

♦ 

External Transformer Options^ 

lOkQ 

* 

DIGITAL INPUT (TTL COMPATIBLE) 

ITTL Load 



OUTPUT VOLTAGE AND FORMAT 
With Internal Transformers 


Low Level 

High Level 

External Transformer Options^ 

11.8V rms Line-to-Line Synchro 
or Resolver 

90V rms Line-to-Line Synchro 
or Resolver 

7V rms Sine and Cosine 

♦ 

* 

* 

LOAD CAPABILITY 

1.3VA 

* 

SHORT CIRCUIT PROTECTION 

Continuous for 5 minutes 

* 

OUTPUT SETTLING TIME'* 

50/is for 180° Step 

« 

RADIUS VECTOR VARIATION 

±0.1% max Sine and Cosine 

* 

(Transformation Ratio) 

INTERNAL TRANSFORMER ISOLATION 

500V dc 

* 

POWER SUPPLIES 

Voltage 

±15Vdc ±5% 

* 

Current 

(a) No Load 

95mA per Line 

* 

(b) Full Load Mean 

225mA per Line 

* 

WARM-UP TIME 

Isec to Full Accuracy 

* ■ 

OPERATING TEMPERATURE RANGE 

0 to +70°C Standard 

« 


-55°C to +105°C Extended 

* 

STORAGE TEMPERATURE RANGE 

-55°Cto +125°C 

* 

SIZE 

3.125" X 2.625" X 0.8" 

* 


(79.4mm x 66.7mm x 20.3mm) 

* 

WEIGHT 

8 ounces (224 grams) max 


MEAN TIME BETWEEN FAILURES 

(MTBF) CALCULATED 

150,000 Hours 

* 


NOTES 

‘Specifications same as DSC1705. 

' Accuracy applies over the full operating temperature range 
of the option and for; 

(a) ±10% reference frequency and amplitude variation. 

(b) ' 10% harmonic distortion on the reference. 

(c) ±5% power supply variation. 

(d) Any balanced load from no load to full load. 


* Refers to input to converter and not to external transformers. 

* Refers to output from internal converter amplifiers and not from 
external transformers. 

* Dependent upon option and load conditions. 


Specifications subject to change without notice. 
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CONNECTING THE CONVERTER CONVERTER OUTLINE DIMENSIONS 

400Hz options. All these converters contain internal output AND PIN CONNECTION DIAGRAM 

and reference transformers. Dimensions shown in inches and (mm). 


The digital input should be connected to pins “1” through 
“12” on the DSC1706 and pins “1” through “14” on the 
DSC1705, noting that pin “1” is the Most Significant 
Bit (MSB). 

“SI”, “S2” and “S3” should be connected to the appropriate 
inputs on the synchro being driven. (“S4” is used also when 
connection is made to a resolver). 

The reference should be connected to “Rni ’’ *'^Lo ' 

ensuring that the phase is correct. 

“GND” is the common for both power supplies and digital 
inputs. 

60Hz Options. For 60Hz operation, an external transformer, 
STM1679 is required. 

The power supplies and digital input should be connected as 
for the 400Hz version. 



The STM1679 transformer should have its pins “SIN”, 

“COS” and “V” eonnected to the equivalent pins on the 
converter. The “GND(SIG)” and “GND(REF)” should both 
be connected to “GND” on the converter. 

The outputs to the load should be taken from “SI”, “S2” 
and “S3” on the STM1679 transformer (“S4” also in the 
case of a resolver). 

The reference input should be made to “Rhi” and “Rlq” on 
the STM1679. 



NOTE 

DIAGRAMS ABOVE SHOW DSC1705. 

DSC1706 DOES NOT HAVE PINS ”13 ' AND ”14''. 

MATING SOCKET: CAMBION 450-3388-01-03 

TRANSFORMER (STM1679) OUTLINE DIMENSIONS 
AND PIN CONNECTION DIAGRAM 

Dimensions shown in inches and (mm). 



•S4 PIN PRESENT FOR RESOLVER OPTION ONLY 


60Hz Connection to a Control Transformer 
(Diagram Shows Bottom View of Modules) 


OPERATION WITH EXTERNAL AMPLIFIERS OR 
TRANSFORMER OTHER THAN STM1679 
For certain applications, the power output required by the 
load will be greater than the 1.3VA supplied by the internal 
amplifiers. Thus external amplifiers and transformers will 
be needed. Products offered to fulfull this requirement are : 

SPA1695 — Dual 5VA Amplifier 

STM1696 — 5 VA output and reference transformers (400Hz) 
STM1697 — 5 VA output and reference transformers (60Hz) 

If you have a requirement for such products please request 
the data sheet. 


BIT WEIGHT TABLE 

Bit Number Weight in Degrees 


1 (MSB) 180.0000 

2 90.0000 

3 45.0000 

4 22.5000 

5 11.2500 

6 5.6250 

7 2.8125 

8 1.4063 

9 0.7031 

10 0.3516 

11 0.1758 

12(LSBforDSC1706) 0.0879 

13 0.0439 

14(LSB forDSC1705) 0.0220 
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LOADING THE DSC’s WITH 
CONTROL TRANSFORMERS (CT’s) 

The most common device to be driven by Digital to Synchro 
converters is the control transformer (CT) 

The minimum power required to drive a CT can be expressed 
as: 



where V is the line to line voltage and is the impedance 
between one input terminal and the other two shorted to- 
gether with the rotor open circuit. (Zg^ = Rjo + j X^q) 

For example, if a CT has a Zjg of 700 + j 4900 and a line to 
line voltage of 90 volts, then: 

IZsol = y/700^ + 4900^ = 4950 Ohms 


PRACTICAL CONSIDERATIONS OF TUNING CT LOADS 

1. The capacitors used need not be of high tolerance, 20% 
is sufficient. 

2. Three capacitors must be used, one across SI and S2, one 
across SI and S3 and one across S2 and S3. 

3. Voltage working and type of capacitors should be as 
follows: 

11.8V Line-to-Line options: 

15 Volt ac working or greater, non-polarized tantalum 
type. 

90V Line-to-Line options: 

100 Volt ac working or greater, for example, low K 
ceramic types. 

4. For tuning Resolver loads, two capacitors only are required, 
one connected between SI and S3 and the other connected 
between S2 and S4. 


-<i(VA)= Jg- - I .1.23VA 
TUNING CT LOADS 

The load can be reduced by tuning the output with 3 
capacitors as shown below. 


CONTROL DIFFERENTIAL TRANSMITTERS (CDX’s) 

The loading on a DSC of these devices can be considered in a 
similar way to that of CT’s. However becasue a CT normally 
follows a CDX, the effective Z will need to be calculated. This 
value will normally be between 66% and 80% of the Z^g 
quoted for the CDX. 



Capacitor Connection for Tuning CT's 

C should be equal to: 


2co(Rso' + Xso^) 


The power required after tuning will be: 

(VA) untuned x 

^so 

Therefore in the above example the capacitor value should 
4900 


2 X 27r X 400 (245 x 10^) 


= 40nF 


and the power required after tuning will be: 


Note allowance should always be made for tolerances in the 
CT windings, capacitors and frequency. 


TORQUE RECEIVERS (TR’s) 

Torque receivers are more difficult devices to drive than CT’s 
and CDX’s, and in general external amplifiers and transformers 
will be necessary. However, because of the lack of radius vector 
variation, the DSC1705 and DSC1706 are far more suited to 
driving TR’s than converters with a variation of ±7%. 

For a deviation of an angle 9, the drive current required will be 

2 -V -sin I 

iZssI 

Points to be observed are: 

(a) The TR should not be allowed to lock up. 

(b) A phase lead equal to that specified for the TR should 
be introduced into the reference input to the DSC. 

(c) The reference should always be present on the TR and 

the converter. 

(d) The DSC output voltage should be matched exactly to 
the voltage requirements of the TR. 

CAUTIONS 

(a) Do not connect a 115V reference to a 26V converter. 

(b) Do not reverse the power supplies. 

(c) Do not connect the reference to any other pins except 
“Rhi” and “Rlo”- 

ORDERING INFORMATION 

When ordering, the converter part numbers should be suffixed 
by an option code in order to fully define the item. All 
standard options and their appropriate option codes are listed 
below. 


Part Number* 

Resolution 

Operating 
Temp. Range 

Line-to-Line 
Output Voltage 
and Format 

Reference 

Voltage 

Reference 

Frequency 

DSC1705511 

14 Bits 

0 to ■^70°C 

11.8V Synchro 

26V 

400Hz 

DSC1705512 

14 Bits 


90.0V Synchro 

115V 

400Hz 

DSC1705611 

14 Bits 

■EHiPIBinifliBl 

11.8V Synchro 

26V 

400Hz 

DSC1705612 

14 Bits 


90.0V Synchro 

115V 

400Hz 

DRC1705518 

14 Bits 

ElElEQiaHB 

1 1 .8 V Resolyer 

26V 

400Hz 

DRC1705618 

14 Bits 


11.8V Resolyer 

26V 

400Hz 

DSC1705507 and STM1679522 

14 Bits 



115V 

60Hz 

DSC1705607 and STM1679622 

14 Bits 

1 -55'Cto+105''C 1 

1 90.0V Synchro 

115V 

60Hz 


Note: 1. For 12-bit resolution, substitute DSC1706 in place of DSC1705 in the above. 
2. For options not shown above, consult the factory. 
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ANALOG 

DEVICES 


FEATURES 

Accurate Sine, Cosine Multiplication 
14-Bit Resolution 
3 Arc-Minutes Accuracy 
0.1% Radius Accuracy 
Low Profile (0.4") 

Maximum Frequency to Full Accuracy 2.5kHz 
Low Feedthrough 

APPLICATIONS 

Digital to Synchro Conversion 

Displays 

Axis Rotation 

Simulators 

Numerical Control 

Prediction 

Vector Resolution 

Spectrum Analysis 

Ultra Low Frequency Oscillators 


GENERAL DESCRIPTION 

The DTM1716 and DTM1717 are computing converters which 
have a digital angle input in natural binary form and a bipolar 
analog input V,(t). There are two analog outputs Vqi (t) and 
Voaft), the outputs are related to the inputs by; 

Vqi (t) = V,(t) sin 0(t) (t) = V,-(t) cos 0(t) 

where 0 is the digital angular input. 0 ranges from 0 to 360°. 
The analog input has a range of ±10V; the analog output has 
a range of ±10V. 

The digital input has a resolution of 14 bits for the DTM1716 
and 12 bits for the DTM1717. The modules are powered from 
±15V supply lines. 


If the output voltages are regarded as the components of a 
vector, the radius accuracy is better than 0.1% and the angular 
inaccuracy is less than 3 arc minutes for the DTM1716. 

A block diagram of the DTM1716 is shown in Figure 1. 

Particular attention has been paid in the design to achieve 
high accuracy in the sine and cosine generation so that they 
may be used separately as accurate functions. 


14 BIT DIGITAL INPUT REPRESENTING Oltl 



Figure 1. Diagram of DTM 1716 


Digital Vector Generator 
DTM1 71 6/1 71 7 SERIES I 



Two models are available each with two options as shown below. 

DTM1716500 has 14-bit digital input resolution and a 0 to 
+70 C operating temperature range. 

DTM1716600 has 14-bit digital input resolution and a -55°C 
to +105 C operating temperature range. 

DTM1717500 has a 12-bir digital input resolution and a 0 to 
+70 C operating temperature range. 

DTM1717600 has a 12-bit digital input resolution and -55°C 
to +105°C operating temperature range. 

OPERATION 

The operation of the DTM1716 is straightforward, being pow- 
ered from ±15V lines relative to the common pin. No damage 
is caused by either the +15V or -15V being disconnected but 
they must not be reversed. The analog input is protected 
against a short circuit to either power line. The output is short 
circuit proof and can be connected to either power line with- 
out damage. The digital inputs are standard TTL levels. The 
module dimensions and pin out are shown in Figure 2. 



MATING SOCKET: CAMBION 450-3388-01-03 
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Applying the DTM1 71 6/1 71 7 Series 


APPLICATIONS OF THE DTM17I6 
Figure 3 shows how the DTM1716 can be used in radars and 
radar simulators for modulating display sawtooth generators 
using signals derived from a synchro transmitter on the anten- 
na and a Synchro to Digital converter. The synchro signal 
representing the antenna angle is converted to a 14-bit natural 
binary representation by the Synchro to Digital converter 
SDC1704. The digital angle is applied to the digital input of 
the DTM1716. A dc voltage is applied to the DTM1716 analog 
input which controls the radius of the displayed raster. The 
output voltages are used to provide the X and Y time base 
currents. The switches across the capacitors are opened on the 
leading edge of the transmission pulse and closed after a time 
interval determined by the range. 



Figure 3. PPI Waveform Generation Using the DTM1716 
AXIS ROTATION 

Figure 4 shows how two DTM1716’s may be used to compute 
the new two dimensional coordinates of a point relative to a 
rotated set of axes. The input voltage Xi and Yi are propor- 
tional to the coordinates of a point in the XY plane. If a dig- 
ital angle 0 is applied to the DTM1716^s, the output voltages 
X 2 and Y 2 correspond to the X and Y coordinates of the 
point relative to a set of axes rotated through the angle 0. The 
systems can be extended to three dimensions. 

The arrangement as shown in Figure 4 may also be used to 
obtain the new coordinates of a point which is rotated through 
the angle in the same coordinate set. This scheme provides a 
low cost, accurate and compact solution to transformation 
problems. 


SYNCHRO TO INVARIANT SINE/COSINE 
In many engineering applications it is required to obtain volt- 
ages proportional to the sine and cosine of an angular move- 
ment and to be able to scale the voltages electrically. Figure 5 
shows how a Synchro to Digital converter and the DTM1716 
may be used for this purpose. The advantage of this scheme is 
that the coefficients of sine and cosine are electrically scalable 
by means of the bipolar voltage V,-, saving memory space, multi- 
pliers, power and space. 



Figure 5. Synchro to Invariant Sine/Cosine 
Using the SDC1704 and DTM1716 


POWER SPECTRUM ANALYSIS 

Figure 6 shows a less usual application of the DTM1716 in the 
spectrum analysis of low frequency signals. This has the advan- 
tage of providing almost infinite resolution at extremely low 
relative cost. 


A simple method of obtaining the power in the frequency in- 
terval f ± Af is shown in Figure 6. 


The input waveform from which the power spectrum is required 
isg(t). Multiplication of this waveform by Sin Zrrft causes the 
energy in the waveform between f - Af and f + Af to be shifted 
to lie between - M and f + Af . The low pass filter passes this 
voltage waveform to the square law devices to produce an out- 
put proportional to the power. Two channels, sine and cosine, 
are used for the case where g(t) may contain a periodic com- 
ponent. If for example there is a line in the power spectrum, 
without the use of the two channels the output at that fre- 
quency would depend upon its phase. The use of both sine and 
cosine multiplication avoids this problem. 



Figure 4. Axis Rotation in Two Dimensions Figure 6. The Use of die DTM 1716 to Obtain the 

Using the D TM 1716 Power Frequency Spectrum of g(t) 
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PHASE MODULATION 

The DTM1717 can be used for low frequency phase modula- 
tion of subcarriers. Figure 7 shows the method which uses two 
DTM1717’s and an ADC. Frequency modulation can be ob- 
tained if the amplitude of the signal is made to be inversely 
proportional to its frequency. This can be accomplished by 
inserting an integrator in series with the modulation input. 
Similar techniques can be used for very low frequency 
synthesis. 



Figure 7. Phase Modulation Using 2 DTM1717's 
ORDERING INFORMATION 

There are only two options for each of the DTM1716 and 
DTM1717. They are the commercial or extended temperature 
ranges. The appropriate designations are as follows: 

DTM1716500 (14 bits) 0 to +70°C 
DTM1716600 (14 bits) -55°C to +105°C 
DTM1717500 (12 bits) 0 to +70°C 
DTM1717600 (12 bits) -55°C to +105°C 


OTHER PRODUCTS 

Many modular and hybrid devices concerned with the con- 
version of synchro data are manufactured by us, some of these 
are listed below. 

DIGITAL VECTOR GENERATORS 
The DRC1765 and 1766 are hybrid digital-to-resolver con- 
verters that perform a similar function to the DTM1716 but 
operate over the extended temperature range of -5 5 C to 
+125°C. 

SYNCHRO-TO-DIGITAL CONVERTERS 
SDC1700 series of low profile modular converters with 10-, 
12- and 14-bit natural binary output. These all have internal 
transformers for all frequency options. 

SDC1740 series of hybrid converters with 10-, 12- and 14- 
bit natural binary output. These hybrid converters offer 
transformer isolation of both the signal and reference inputs. 
The operating temperature range is the extended range of 
-55°Cto+125°C. 

DIGITAL-TO-SYNCHRO CONVERTERS 
DSC1705 and 1706 are modular 14- and 12-bit digital-to- 
synchro converters with a 1.3VA output and internal trans- 
formers for signal and reference isolation. 

DRC1745 and 1746 are hybrid 14- and 16-bit signal to 
resolver converters with a 2VA output working over the 
extended temperature range of -55 C to +125 C. 
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ANALOG 

DEVICES 


Inductosyn™ Preamplifier 
and Power Oscillator 


IPA1751,0SC1754 


FEATURES 

IPA1751 

Encapsulated for Protection 
Phase Shift <5° 

Phase Match >1“ 

Load Capacity 10,000pF 

OSC1754 
Isolated Output 
Multi-Tapped 

Quadrature Reference Output 
APPLICATIONS 

The IPA1751 and OSC1754 when used with one of the 
IRDC1730 series Inductosyn/resolver-to-digital conver- 
ters offers the user all the electronic modules neces- 
sary for the Inductosyn to controller interface. 

GENERAL DESCRIPTION 
IPA1751 

The output signals from an Inductosyn slider are at a low level 
of the order millivolts and requires amplification and buffering 
before transmission to an Inductosyn to digital converter. The 
IPA1751 provides the necessary gain and output impedance for 
this purpose. 

Any gain mismatch in the two channels amplifying the sine and 
cosine outputs of the Inductosyn slider contributes to the system 
error. The IPA1751 with a 0.15% gain match over the temperature 
range only contributes an error of 0.23 micron using a 2mm 
pitch Inductosyn; By carefully controlling phase mismatch to 
less than 1° the error contribution is only 0.2 micron in a 2mm 
pitch Inductosyn. 

The IPA1751 with an output resistance of less than 3 ohms and 
a capability of driving a cable capacity of 10,000pF is totally 
suited to machine tool application where the Inductosyn to 
digital converter is remote from the measuring Inductosyn. 



OSC1754 

The OSC1754 provides the drive for energization of the Inductosyn 
track. Transformer isolated outputs are available at four voltages 
that allows a wide range of track resistance to be accommodated. 
In addition to the power output, a two low power outputs are 
provided one in phase and one 90° in advance of the power 
output. The necessity for a quadrature output is for the reference 
input of the IRDC, since Inductosyn track impedance is predo- 
minantly resistive, the slider sine and cosine output voltages are 
in phase quadrature with the voltage. 

The demands on the absolute accuracy of the phase, frequency 
and amplitude are not exacting owing to the method of conversion 
used in the IRDC that is tolerant to all these parameters (see 
IRDC1730/31/33 Data Sheets). 

MODELS AVAILABLE 

Model IPA1751/560 is a two channel preamplifier IkHz to lOkHz 
operating 0 to +70°C. 

Model OSC1754/500 is a power oscillator at lOkHz operating 0 
to -l-70°C. 


Inductosyn is a registered trademark of Farrand Industries, Inc. 
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(typical @ +25°C over full range of power supply inputs unless otheiwise noted) 


Model 

IPA1751/560 

GAIN 

1300 ± 10% 

GAIN MISMATCH 

Channel to Channel 

Over Temperature Range 

±0.1 5% (equivalent 
to 2. 5 arc mins) 

PHASE SHIFT 

<5° 

PHASE MISMATCH 

Channel to Channel 

<r 

CROSSTALK 

<0.1% 

OPERATING FREQUENCY 

lOkHz 

INPUT RESISTANCE 

5kn±10% 

OUTPUT RESISTANCE 

<5n 

MAX LOAD CAPACITY 

lO.OOOpF 

MAXIMUM SIGNAL 
OUTPUT LEVEL 

3V rms 

POWER SUPPLIES 

Voltage 

Current 

± 12 V to ± 15 V 

30mA max 

TEMPERATURE RANGE 
Operating 

Storage 

0 to -1- 70°C 
-55°Cto-f-125°C 

SIZE 

2.0" X 2.0" X 0.4" 

(50.8mm x 50.8mm x 10.2mm) 


NOTE 

Specifications subject to change without notice. 


HYBRID INDUCTOSYN PREAMPLIFIER AND POWER 
OSCILLATOR 

The IPA1764 and OSC1758 are extended temperature devices 
( — 55°C to + 125°C) with performance similar to the IPA1751 
and OSC1754 described in this data sheet. U.S. MIL-STD-883B 
processing is available on these products. 

These products are housed in a hermetically sealed 18-pin double 
DIP metal case - 0.775" (19.7mm) x 0.975" (24.8mm) x 0.2" 
(5.1mm). 

OTHER PRODUCTS 

We manufacture a range of Inductosyn/resolver-to-digital con- 
verters specifically designed for the numerical controlled machine 
tool and robot applications. 

IRDC1730 - 12-bit parallel binary output with analog velocity 
output, direction and ripple carry logic outputs. Tracking rate 
up to 170 revolutions per second. 

IRDC1731 - A serial output converter with 4,000 counts per 
revolution, direction and ripple carry output. Tracking rate up 
to 100 revolutions/pitches per second. 

IRDC1732 - A low cost hybrid. Twelve-bit parallel tri-state 
latched binary output. 

IRDC1733 - With the features of the IRDC1730 without analog 
velocity and at a reduced cost. 

In addition to this above range, we manufacture a complete 
range of modular and hybrid synchro/resolver-to-digital and 
digital-to-synchro/resolver converters . 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


i 


■c,, 


0.4 ±0.02 
(10.2) 


0.020 i 0.001 ^ 

(0.5 ±0.0131 • U 

BRASS GOLD PLATED 



ABSOLUTE MAXIMUM VALUES 


Sin & Cos I/P ±V 

-t-VPin +17V 

-V Pin -17V 

Sin & Cos 0/P Ik Load ^ ±10V 


Indefinite Short Circuit Proof 
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(typical @ + 25°C with ± 1 5V supplies unless otherwise noted) 


Model 

OSC1754/500 

Comments and Conditions 

FREQUENCY 

lOkHz ±5% 

Over Temperature Range 

OUTPUTS 

ISOLATED 
POWER 0/P 

20V rms 

15V rms 5 Watts 

lOV rms Maximum 

5V rms 

With+V=±15V 

All Output Meet ± 5% 

Tolerance Over Temperature 

Range Fully Loaded. 

REFERENCE 1 

2.5V rms@4mAmaxm 

Phase with Power Outputs 

Additional 7% max Change No 

Load to Full Load. 

REFERENCE 2 

2.5V rms (3> 4mA max 90° 

Phase Advanced WRT Power Outputs 

N.B. All Outputs Vary Proportional to 
+ V Supply 

POWER SUPPLY 

+ 12Vto + 15V 

100mA max 

500mA max 

No Load 

Full Load 

-V 

-12to-15 

20mA max 

Independent of Load 

TEMPERATURE RANGE 
Operating 

Storage 

0 to + 70°C 
-55^Cto + 125"C 


SIZE 

3.125" X 2.625" x 1" 

(79.4mm x 66.7mm x 25.4mm) 


WEIGHT 

8oz 

224g 



NOTE 

Specifications subject to change without notice. 


OUTLINE DIMENSIONS 


ABSOLUTE MAXIMUM VALUES 


Dimensions shown in inches and (mm). 



+ VPin 
-VPin 



+ 18V 
-18V 
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APPLICATION OF OSC1754 AND IPA1751 

The diagram below shows a “hookup” with the preamplifier 
power oscillator and an IRDC1733 with an Inductosyn. Precise 
application information is not possible as the Inductosyn in its 
application has many variables. 

Current Set Resistor 

This resistor is used to match the voltage output of the oscillator 
to the Inductosyn track resistance and provide the manufacturer’s 
recommended current. By variation of the voltage outputs and 
current resistance, track by this up to approximately 30 feet (9.1 
meters) can be accommodated. 

Decoupling 

The preamplifier and oscillator have internal high frequency 
decoupling capacitors on the supply lines, however, it is recom- 
mended that electrolytic decoupling capacitors are connected 
close to the module pins. 


Channel Gains 

There are several ways to achieve a signal value of 2.5V rms at 
the converter input. When setting gains it is important that the 
2.SV rms signal is the maximum in either channel. 

Within the limits set by noise, slider exactation can be varied. A 
useful feature of the tracking converter is its ability to reject 
incoherent and common mode noise. 

As the input impedance of the IRDC is resistive, the gain can 
be scaled by the addition of series resistors. The required value 
is 2.22kn per excess volt, the mismatch being more important 
than the absolute value. A mismatch of 0.1% in the values gives 
rise to an error of 0.0000787 of the Inductosyn pitch. 


CURRENT SET RESISTOR 


TYPICALLY 250mA 



Use of IRDC1733 with Inductosyn Preamplifier IPA1751 and Power Oscillator OSC1754 


ORDERING INFORMATION 

IPA175 1/560 Preamplifier 0 to -f-70°C 
OSC1754/500 Oscillator lOkHz, 0 to +70°C 
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ANALOG 

DEVICES 


12-Bit, Tracking Inductosyn™/ 
Resoiver-to- Digital Converters 


IRDC1 730/1 733 


FEATURES 

Uses Ratiometric Amplitude Measurement Principle 
Can Be Used with Inductosyns or Resolvers 
12-Bit Parallel Word Representing Resolver Shaft Angle or 
Distance Moved Through Inductosyn Pitch 
Tracking Rates at Up to 170 revs/sec 
(10,200 rpm) or 170 Pitches Per Second 
Transformer Isolated Inputs 

Resistive Scaling Facility Accommodates Most Resolver 
Signal Levels 
Direction Output 

Ripple Clock Output (Revolution or Pitch Count) 

DC Velocity Output Representing Input Rate 

No External Trims or Adjustments 

Four Frequency Options (400Hz, 2.6kHz, 5kHz or 10kHz) 

Low Profile Module (0.4", 10.2mm) 

Designed to Meet Intrinsic Safety Requirements 

APPLICATIONS 

Industrial Control 

Machine Tool and Robot Control 

GENERAL DESCRIPTION 

The 1RDC1730/33 convert resolver format (sine and cosine) 
signals into a 12-bit parallel word. The units accept inputs from 
either a resolver, in which case the 12-bit word represents the 
angle of the resolver shaft or from an Inductosyn slider via 
external pre-amps in which case the 12-bit word represents the 
distance moved through an Inductosyn pitch. 

The converters are of the continuous tracking type working on 
a type 2 servo loop principle and operate for input rates of up 
to 170 revs per second (in the case of the 5kHz and lOkHz 
versions). In the case of an Inductosyn input used at these fre- 
quencies, they will track at a maximum rate of 170 pitches per 
second. 

The converters are available in 4 different frequency options, 
400Hz, 2.6kHz, 5kHz and lOkHz; and the signal and reference 
inputs, which are transformer isolated, are accepted as 2.5 
volts rms max. An outstanding feature of the converters is that 
even though the signal and reference inputs are transformer 
isolated, they can still be externally resistively scaled to ac- 
commodate the user’s particular voltage levels. 

A further advantage of the IRDC1730/33 is that they work on 
a ratiometric, amplitude comparison principle and therefore 
any voltage drop between the resolver or the Inductosyn and 
the converter does not substantially affect the accuracy. The 
amplitude measurement technique also ensures a high degree 
of noise immunity which might exist on the signal input lines. 

Inductosyn is a registered trademark of Farrand Industries, Inc. 



In addition to the digital output, the 1RDC1730 also provides 
a dc velocity signal which is proportional to the rate at which 
the input is changing. 

A direction signal is also provided as well as a ripple clock 
output which gives a pulse every time the resolver input passes 
through the zero position or the Inductosyn slider moves to 
an adjacent pitch (see timing diagram). 

The IRDC1730/33 are housed in a 0.4" (10.2mm) low profile 
module and weighs only 3.5 ozs (lOOG). 

MODELS AVAILABLE 

The IRDC1730/33 are available in two operating temperature 
versions, each one of which is available in four frequency 
options. For details of how to specify an exact part number 
see “Ordering Information”. 

OPERATION OF THE CONVERTER 

The IRDC1730/33 are tracking converters. This means that the 
output always automatically follows the input for speeds up 
to the maximum specified tracking rate of the particular 
option. There is no requirement for “Convert Command” 
signals. One full revolution of the resolver or the movement of 
the slider through a distance equivalent to one pitch of the 
Inductosyn will cause the output of the converter to change 
from an output of all “zeroes” through to an output of all 
“ones” or vice versa. As the output of the converter passes 
through electrical zero of the resolver or the Inductosyn, a 
pulse will be output on the Ripple Clock (RC) pin. The di- 
rection of rotation is indicated by the DIR signal. 
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SPECIFICATIONS 


(typical @ +25° C unless otherwise stated) 


Model 


IRDC1730 


ACCURACY* ±8 arc-minutes Static Input (see tracking rate specification) 

RESOLUTION . 12 Bits (LSB = 5.27 arc-minutes or 1/4096 of a pitch) 

DIGITAL OUTPUT Parallel, 2TTL Loads, MSB = 180° or half pitch posn. 

SIGNAL AND REFERENCE FREQUENCY* 400Hz, 2.6kHz, 5kHz or lOkHz 

SIGNAL VOLTAGE* 2.5 volts max (Sine and Cosine) rms 


SIGNAL IMPEDANCE 

REFERENCE VOLTAGE* ^ 

REFERENCE IMPEDANCE 

ALLOWABLE PHASE SHIFT^ (Signal to 
reference) 

TRANSFORMER ISOLATION 

TRACKING RATE (min, i.e., at least) 


SETTLING TIME (For 179° Step) 
400Hz Options 
2.6kHz Options 
5/lOkHz Options 

ACCELERATION CONSTANT (Ka) 
400Hz Options 
2.6kHz Options 
5/lOkHz Options 

“BUSY” OUTPUT 

DIRECTION OUTPUT (DIR) 


RIPPLE CLOCK OUTPUT (RC) 


INHIBIT INPUT 


5.6kn 

2.5 volts rms 

5.6kn 

±20° will give no additional error with a static input 
500 volts dc 

For ±14 arc-minutes Accuracy: 

68 rps (400Hz) 

87 rps (2.6kHz) 

170 rps (5kHz, lOkHz) 

For ±10.5 arc-minutes Accuracy: 

34 rps (400Hz) 

43 rps (2.6kHz) 

85 rps (5kHz, lOkHz) 

38ms 

33ms 

12ms 

88,435/sec’ 

469,000/sec’ 

1,015,000/scc’ 

Logic “HI” when busy. 350ns max width. ITTL load. 

Logic “LO” when counting up. Logic “HI” when 
counting down. 2 STTL load (Mil) 4STTL loads 
(comm). Valid for min of 300ns before and min of 
75ns after positive going edge of BUSY. 

Low going pulse indicating when internal counters will 
change from all “Is” to all “Os” or vice versa. Duration 
equals BUSY period, between contiguous positive 

going edges. 

Logic “LO” to inhibit. ILS TTL Load. 


VELOCITY OUTPUT CHARACTERISTICS: 
Scaling 
Polarity 
Zero Offset 

Gain Temperature Coefficient 

Linearity 

Output Noise 

POWER SUPPLIES 


±5V ±5% dc for max stated tracking rate of option 
Positive going voltage for increasing angle 
5mV max at +25 C max 

lOmV max at max specified operating temperature 
0.07%/°C typical, 0.2%/°C max 
2% over one fifth max tracking rate. 

Less than 5mV in 0 to 20Hz bandwidth 

±15 volts @ 25mA 
+5 volts ® 185mA 


IRDC1733 


* 


* 




NOTES 

‘ Accuracy applies over the operating temperature range and over: (a) ±10% signal and reference voltage and 
frequency variation (b) ±10% signal and reference harmonic distortion (c) ±5% power supply variation. 
*See “Dynamic Accuracy vs. Resolver Phase Shift" on next page. 

* Specifications same as IRDC1730. 


Specifications subject to change without notice. 
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CONNECTING THE CONVERTER AND RESISTIVELY 
SCALING THE INPUTS 

The sine and cosine signal inputs from the resolver or the 
Inductosyn slider are required to be 2.5V rms at the con- 
verter pins (see note 1, on previous page). 

The resistive voltage scaling facility enables higher voltages to 
be interfaced by the simple addition of external scaling series 
resistors. 

In the case of the signal voltages, the resistor value should be 
2.22kr2 per extra volt required. The matching of the resistors 
is more important than the absolute calculated value. A match- 
ing of 0. 1% be ween the wo resistors will give rise to an ad- 
ditional error of 1.7 arc-minutes or 0.0000787 times the 
Inductosyn pitch. 

The reference input can also be scaled using a resistance of 
2.2kn per extra volt in the Rhi lipe. The absolute value of this 
resistor is not critical as long as the voltage appearing on the 
converter pins is within ±10% of 2.5 volts rms. 

An example of resistive scaling is shown below where a resolver 
with a signal voltage of 11.8 volts rms and a reference voltage 
of 26 volts rms is being used with the 1RDC1730. 



Resistive Scaiing of a Resolver to the IRDC1733 


The electrical connections to the converter are straightforward. 
The power lines, which must not be reversed, are ±15V and 
+5V. They must be connected to the “±15V” and “+5V” pins 
with the common connection to GND. It is suggested that 
O.ljuF and 6.8jLiF capacitors be placed in parallel from +15V 
to GND, from -15V to GND and from +5V to GND. 

DYNAMIC ACCURACY VS RESOLVER PHASE SHIFT 
Most resolvers, particularly those of the brushless variety, 
exhibit a phase shift between the signal and the reference. This 
phase shift will give rise under dynamic conditions to an addi- 
tional error defined by: 



Reference Frequency 


For example, for a phase shift of 20°, a shaft rotation of 22 
RPS and a reference frequency of 5kHz, the IRDC1730/33 
will exhibit an additional error of: 


20X22 

5000 


= 0.088° 


This effect can be eliminated by putting a phase lead in the 
reference to the converter equivalent to the phase shift in the 
resolver. 


THEORY OF OPERATION 

The sine and cosine signals are applied to the signal trans- 


formers to produce on the secondary windings the following 
voltages: 


Vi = K Eq Sin tot Sin 0 
V 2 = K Eq Sin cot Cos 0 

Where B is the angle of the resolver shaft of the distance 
moved through a particular pitch of the Inductosyn. 

To understand the conversion process, then assume that the 
current word state of the up-down counter is 0. 

The Vi is multiplied by Cos 0 and V 2 is multiplied by Sin 0 
to give: 

K Eq Sin cot Sin 9 Cos 0 
and K Eq Sin cot Cos 9 Sin 0 


These signals are subtracted by the error amplifier to give: 

K Eq Sin cot (Sin 9 Cos 0 - Cos 9 Sin 0) 
or K Eq Sin cot Sin (9 - 0) 

A phase sensitive detector, integrator and Voltage Controlled 
Oscillator (VCO) form a closed loop system which seeks to 
null Sin (9 - 0). 

When this is accomplished, the word state of the up-down 
counter (0), equals within the rated accuracy of the converter, 
the resolver shaft angle 9 . 


The Ripple Clock output (RC) is provided from the most 
significant end of the counter while the direction output (DIR) 
is taken from the steering logic input to the counter. The 
BUSY output is derived from the clock used to drive the 
counter and this can be disabled using the INHIBIT. 



RC DIGITAL DIR BUSY INHIBIT VEL 


0/P (1730) 

e ONLY 

Schematic Diagram of the I RDC1 730/33 
DATA TRANSFER 

The readiness of the converter for data transfer is indicated 
by the state of the BUSY pin, (see diagram). 


The voltage appearing on the BUSY pin consists of a train of 
pulses, at TTL levels, when the input to the converter is 
changing. The converter is busy when the BUSY pin is at a 
TTL “Hi” level. These pulses correspond to those delivered by 
the VCO to increment or decrement the up-down counter (see 

H K 350ns 

BUSY 

I TIME DEPENDS I I 

ON VELOCITY I 

I (e.g. 4096 PULSES PER REV | | 

I OR PITCH) ! ’ 



Data Transfer Diagram (See Also Timing Diagram) 
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schematic diagram). Thus the pulses will occur for increasing 
and decreasing counts. 

The most suitable time for transferring data is at or following 
the negative going transition of BUSY. 

Taking the INHIBIT to a logic “Lo” state prevents the VCO 
(BUSY) pulses from updating the u p-down co unter. However, 
if applied during a BUSY pulse, the INHIBIT will not become 
effective until the end of the BUSY pulse. 

An alternative method of transferring the data is by applying 
the INHIBIT (taking it to a logic “Lo” state), waiting for at 
least the width of a BUSY pulse, transferring the data and 
releasing the INHIBIT. 

Note that sustained application of the INHIBIT opens the 
internal control loop and the converter may take an apprecia- 
ble time to recover to full accuracy when the loop is restored. 

USE OF THE IRDC1730 IN A RESOLVER MACHINE TOOL 
APPLICATION 

In many machine tool applications, a resolver is fitted to the 
axis lead screw in order to provide a method of measuring 
linear displacement. The IRDC being a tracking converter with 
no drift or stale data problems and having a very high maxi- 
mum tracking rate (over 10,000 rpm in the case of the 5 and 
lOkHz versions) forms an ideal method of converting the out- 
put of the resolver into digital format for use by the control- 
ler. The diagram below shows how the resolver may be used in 
this type of application as well as a method of using external 
counters to count the number of revolutions of the lead screw 
and so give an absolute digital representation of the machine 
axis position. 

Note that unlike the phase measuring resolver to digital con- 
version techniques which require the resolver to be supplied 
with a very accurate sine and cosine waveform, this method 
requires that the resolver rotor is energized and the sine and 
cosine outputs from the stator taken to the converter. The 
advantage of this method is that the converter’s ratiometric 
operation does not require a particularly stable voltage or 
frequency reference to be applied to the resolver rotor. In ad- 
dition, any small drops in voltage between the resolver and the 



Using the I RDC1 730 with a Resoiver on a Machine 
Tooi Axis 


converter or any noise induced in the signal lead, will not sub- 
stantially affect the accuracy. 

The “Set Datum” microswitch shov/n on the end of the lead 
screw and the associated circuitry is used to zero the counters 
when the axis movement is at the end of the lead screw. As 
long as the microswitch operates within a pitch, the datum can 
then be set electronically. 

USE OF THE IRDC1730 WITH AN INDUCTOSYN FOR 
MEASURING LINEAR OR ROTARY DISPLACEMENT 
The IRDC1730 can be used very effectively with an Inducto- 
syn to provide a very accurate linear or rotary measurement 
system. Inductosyns are normally of 2mm pitch and therefore 
the resolution obtainable will be in excess 0.5 microns. The use 
of the 1RDC1730 in, for example, a machine axis control sys- 
tem is shown in the diagram below. 

The Inductosyn gives signals similar to a resolver but with two 
important differences. The output signals from the slider are 
very small and need preamplification before being applied to 
the converter. 

These signals are also advanced in electrical phase by 90° with 
respect to the current flowing in the Inductosyn track. The 
simplest way of correcting this is to drive a reference input 
to the converter which is also shifted in phase by 90 . This 
is performed internally in the OSC 1754 drive oscillator. 

The amplifiers which are necessary between slider and con- 
verter need to have equal gains in order to amplify the signals 
to the 2.5 volts rms required by the converter. (A gain ratio 
of 1.002 will give rise to an inaccuracy of 1/6000 of a pitch). 

A typical voltage which might be available at the input to the 
amplifier is 2mV. The amplifiers should be connected as close 
to the slider as possible with the longer connecting leads being 
at the high voltage level. The low output impedance of the 
amplifiers will then drive the cable. 

The “Set Datum” circuitry shown in the diagram is identical 
to that used for the resolver application, the only provision 
being that the microswitch always operates within the same 
pitch of the Inductosyn. 


CURRENT SET RESISTOR 



Use of IRDC1733 with Inductosyn Pre-Amplifier IPA1751 
and Power Oscillator OSC1754 
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CONVERTER OUTLINE DIMENSIONS 
AND PIN CONNECTION DIAGRAM 

Dimensions shown in inches and (mm). 


BIT WEIGHT TABLE 



2.625 1 0.020 166.71 


i 


0.4 1 0.020 
( 10 . 2 ) 


0.04 (1.02) OIA BRASS, f 
HARD GOLD PLATED 



Bit Number 

Weight in Degrees 

1 (MSB) 

180.0000 

2 

90.0000 

3 

45.0000 

4 

22.5000 

5 

11.2500 

6 

5.6250 

7 

2.8125 

8 

1.4063 

9 

0.7031 

10 

0.3516 

11 

0.1758 

12(LSB) 

0.0879 


VELOCITY OUTPUT FILTER 

The velocity output of the IRDC1730 is internally filtered 
as shown below. 


lOkD 

-Wr- 



— O VEL 
lOOnF 


TIMING DIAGRAM 


BUSY 


350ns MAX RANGE 
300ns MAX 
250ns TYP 
200ns MIN RANGE 


MIN=1.05m$@170RPS 
- MAX = <» (DEPENDS — 
ON INPUT RATE) 


L 


87ns MAX RANGE 
63ns MAX 
39ns TYP 


_ 1 20ns MIN 
DATA -Grange 

M 



1 

DATA VALID 

1 

} 

a 

DATA VALID 


A 

J 

( 

DATA 

VALID 


g7nsMAX RANGE 
48ns TYP 
24n$MIN RANGE 


97ns MAX RANGE 

48ns TYP 

24ns MIN RANGE 


RIPPLE m 

CLOCK 

•CNT. DN. STATE 1 ‘CNT. DN. STATE 0 

•CNT. UP. STATE 4094 ‘CNT. UP. STATE 4095 


*CNT. DN. STATE 4095 
•CNT UP. STATE 0 



300ns MIN 
500ns TYP 

1 @170RPS 

75ns MIN 

125ns TYP 


1 • 


DIRECTION VALID 

X V X INVALID XXX 

VALID 

XXX 


•CNT DN. SHOWS STATE OF DATA OUTPUT WHEN COUNTING DOWN. 
♦CNT. UP. SHOWS STATE OF DATA OUTPUT WHEN COUNTING UP. 
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USE OF THE IRDC1730 VELOCITY OUTPUT VOLTAGE 
The diagram below shows the use of the velocity output volt- 
age of the IRDC1730 in a servo system. 



Practical control using the IRDC1730 as a virtual tachometer 


TRANSFER FUNCTIONS 

The transfer functions of the various options of the IRDC1730 
is as shown below. 

400Hz Options 

00 4.815 X 105s 9.331 X 107 

01 “ s3 + 1.055 X 103s2 + 4.815 X 105s 9.331 X 107 
2.6kHz Options 

00 2.745 X 106s -H 1.935 X 109 

^ “ s3 +4.125 X 103s2 -I- 2.745 X 106s + 1.935 X 10? 

5kHz and lOkHz Options 
00 5.909 X 106s-f 3,908 X 109 

~ s3 3.85 X 103s2 + 5.909 X 106 s + 3.908 X 109 

OTHER PRODUCTS 

In addition to the IRDC1730/33, we also manufacture a very 
comprehensive range of products which are concerned with the 
conversion of synchro and resolver information into digital 
format. 

Of particular note is the IRDC1731 which accepts similar in- 
puts to the lRDC1730butprovidesa4000 count serial output. 
Also we manufacture: 

IPA1751 Inductosyn pre-amplifier 
OSC1754 Inductosyn/resolver power oscillator 
SDC1740/41/42 14- and 12-bit hybrid synchro/resolver- 
to-digital converters with internal transformers. 

SDC1702, 1700 and 1704 10-, 12- and 14-bit synchro/ 
resolver-to-digital converters. 

SDC1725 and 1726 12- and 10-bit synchro/resolver-to- 
digital converters with latched three-state outputs. 

SDC1721 16-bit synchro/resolver-to-digital converter. 


DTM1716 and 1717 digital vector generators. 

DSC1705 and 1706 14- and 12-bit digital-to-synchro/ 
resolver converters with low radius vector variation. 

API 1620 angle position indicator. 

ORDERING INFORMATION 

The 1RDC1730 part number is suffixed with an X and a Y 
code to denote operating temperature range and reference 
frequency as follows. (Note that the Z code used in our other 
products to denote voltage is left as a zero in this product). 

IRDC1730/XY0 
IRDC1733/XYO 
Y=1 400Hz 
Y = 4 2.6kHz 
Y=5 5kHz 
Y= 6 lOkHz 

X=5 0'’Cto-H70°C 
X = 6 -55°Cto ■H05°C 

ABSOLUTE MAXIMUM INPUTS 

Rhi to Ri o . ± 5V rms 

Sin/Cos to Signal Common ± 5V rms 

-I- 15V Pin + 17V 

-15V Pin -17V 

-I- 5 V Pin - 0.4V to 7V 

Any Logic Inputs -0.4V to -f5.5V 

All dc voltages are with respect to GND pin. 

Note: 

No damage will result by allowing the signal and reference 
voltages to be applied without the dc power supplies present. 
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ANALOG 

DEVICES 


4000 Count, Tracking Inductosyn™/ 
Resolver-to- Digital Converter 


IRDC1731 


FEATURES 

Works on Amplitude Measurement Technique 

Can Be Used with Inductosyns or Resolvers 

4000 Count Serial Output per Revolution or Pitch 

Transformer Isolated Inputs 

100 revs/sec (pitches/sec) Tracking Rate 

Resistive Scaling Facility Accommodates Most Signal Levels 

Direction Output 

Zero Crossing Output (Pitch or Revolution Counter) 

No External Trims or Adjustments 
Low Profile 0.4” (10.2mm) 

APPLICATIONS 

Digital Display of Inductosyn or Resolver Information in 
Robotics or Machine Tool Axis Measurement 


GENERAL DESCRIPTION 

The IRDC1731 converts resolver format (sine and cosine) 
signals into a 4000 count serial output. The unit accepts inputs 
from either a resolver, in which case the 4000 counts repre- 
sent 1 revolution of the shaft or from an Inductosyn slider via 
external pre-amps in which case the 4000 counts represent a 
distance corresponding to 1 pitch of the Inductosyn track. 

The converter is of the continuous tracking type working on a 
type 2 servo loop principle and operates for input rates of up 
to 100 revolutions per second in the case of the resolver and 
100 pitches per second in the case of the Inductosyn. The con- 
tinuous tracking principle gives the advantages of zero drift 
and instantly available, nonstale data. 

The converter operates on a 5kHz reference frequency and the 
inputs, which are transformer isolated, are accepted as 2.5 
volts rms max. 

An outstanding feature of the converter is that even though 
the signal and reference inputs are transformer isolated, they 
can be externally resistively scaled to accommodate the user’s 
particular voltage levels. 

A further advantage of the IRDC173 1 is that it works on a 
ratiometric, amplitude comparison principle and therefore any 
voltage drops between the resolver or the Inductosyn and the 
converter does not substantially affect the accuracy. The ampli- 
tude measurement technique also ensures a high degree of im- 
munity to noise which may exist on the signal input lines. 



In addition to the serial output, a direction signal is provided 
as well as a Zero Crossing signal which gives a pulse every time 
the resolver input passes through the zero position or the 
Inductosyn slider moves to an adjacent pitch. 

The IRDC1731 is housed in a 0.4” (10.2mm) low profile mod- 
ule and weights only 3.5 ozs. (100 G). 

MODELS AVAILABLE 

Two models of the 1RDC1731 are available, viz: 

Model 1RDC1731550 which operates over a 0 to +70°C tem- 
perature range. (Commercial temperature option). 

Model IRDC1731650 which operates over a -55°C to +105°C 
temperature range. (Extended temperature option). 


Inductosyn is a registered trademark of Farrand Industries, Inc. 
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SPECIFICATIONS 


(typical @ ■»25°C unless otherwise stated) 


Model 

IRDC1731 

ACCURACY* 

±2 counts (static input) 

±3 counts (50 pitches or revs/sec input) 

±4 counts (100 pitches or revs/sec input) 

RESOLUTION 

4000 counts equals one revolution of resolver or 
one pitch of the Inductosyn 

DIGITAL OUTPUT 

Serial, negative going pulses, width 1.0 ±0.5 (is 

4 TTL loads — commercial temperature options 

2 TTL loads — extended temperature options 

SIGNAL AND REFERENCE FREQUENCY 

5kHz 

SIGNAL INPUT VOLTAGE' 

2.5 volts rms 

SIGNAL INPUT IMPEDANCE 

5.6kQ 

REFERENCE INPUT VOLTAGE* 

2.5 volts rms 

REFERENCE INPUT IMPEDANCE 

5.6kQ 

PHASE SHIFT (Signal to Reference) (See 
‘Dynamic Accuracy vs. Resolver Phase 

Shift’) 

±20" will give no additional error with a static 
input 

TRANSFORMER ISOLATION 

500 volts dc 

TRACKING RATE (Minimum) 

lOOrevs/sec (Resolver input) 

100 pitches/sec (Inductosyn input) 

STEP RESPONSE (179“ Step) 

80ms max for ±1 count additional error 

ACCELERATION 

Constant Ka 

650,000/sec* 

DIRECTION OUTPUT (DIR) 

Logic “Lo” when counting up. Logic “Hi” when 
counting down. Direction output level changes at 
least 0.25iis before serial output pulse. 

4 TTL loads — commercial temperature options 

2 TTL loads — extended temperature options 

ZERO CROSSING OUTPUT (Z.C. 0/P) 

Positive going pulse, 1.0 ±0.5/is in width produced 
when resolver input passes through zero position or 

Inductosyn slider moves to adjacent pitch. 

4 TTL loads — commercial temperature options 

2 TTL loads — extended temperature options 

POWER SUPPLIES* 

+1 5V dc @ 3 5mA max 
-15V dc @ 35mA max 
+5V dc @ 170mA max 

POWER DISSIPATION 

1.90 watts max 

OPERATING TEMPERATURE RANGE 
Commercial 

Extended 

0 to +70'’C 
-55‘’C to +105°C 

STORAGE TEMPERATURE RANGE 

-55°Cto+125°C 

DIMENSIONS 

2.625" X 3.125" X 0.4" 

(66.7mm X 79.4mm X 10.2mm) 

WEIGHT 

3.5 ozs. (100 G) 


NOTES 

‘ Accuracy applies over the appropriate operating temperature range and: 

(a) 110% signal and reference voltage amplitude variation. 

(b) 110% signal and reference harmonic ^stortion. 

(c) 110% variation in reference frequency. 

(d) 15% power supply variation. 

Specifications subject to change without notice. 
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OPERATION OF THE CONVERTER 
The IRDC173 1 is a tracking converter meaning that the out- 
put automatically follows the input up to a rate of 100 revs, 
or pitches per second without the need for any convert com- 
mand signal. 4000 negative going pulses are output for each 
full revolution or pitch and a TTL direction output (DIR) in- 
dicates the direction of motion. 

CONNECTING THE CONVERTER AND RESISTIVELY 
SCALING THE INPUTS 

The sine and cosine signal inputs from the resolver or Inducto- 
syn and the reference input are required to be 2.5 volts rms. 
The voltage scaling facility enables higher voltages to be inter- 
faced by the simple addition of external series scaling resistors. 
In the case of the signal voltages, the resistors should be 
2.22kQ, per extra volt required. The matching of the resistors 
is more important than the absolute calculated value. A match- 
ing of 0.1% between the two resistors will give rise to an addi- 
tional error of ±0.31 counts. 

The reference input can be scaled resistively also using a re- 
sistance of 2.2ktL per extra volt in the Rhi line. The absolute 
accuracy of this resistor value is not critical as long as the 
voltage appearing on the converter pins is within the tolerance 
specified for the 2.5 volt rms reference input. 

An example of resistive scaling is shown below where a re- 
solver with a signal voltage of 11.8 volts rms and a reference 
voltage of 26 volts rms is being used with the IRDC1731. 



The electrical connections to the converter are straightfor- 
ward. The power lines, which must not be reversed, are ±15V 
and +5V. They must be connected to the “±15V” and “+5V” 
pins with the common connection to the ground pin GND. 

It is suggested that O.ljuF and 6.8/iF capacitors be placed in 
parallel from +15 V to GND, from -15V to GND and from 
+ 5VtoGND. 

USE OF THE IRDC1731 IN A RESOLVER MACHINE TOOL 
APPLICATION 

In many machine tool applications, a resolver is fitted to the 
axis lead screw in order to provide a method of measuring 
linear displacement. The IRDC1731, being a tracking con- 
verter and having no drift or stale data problems, forms an 
ideal method of converting the output of the resolver into 
digital format, either for use by a processor or for a visual 
digital readout of axis position. The diagram shows how a 
resolver may be used in this type of application with the 



Figure 1. Diagram Showing IR DC 1731 Used with a Resolver 
in a Machine Tool Axis Measurement System 


IRDC1731 and external counters to provide a BCD (Binary 
Coded Decimal) indication of axis position. 

In the diagram shown, the number of counters will be suf- 
ficient to register the 4000 counts produced by one revolution 
of the resolver. This means that the counter output will repre- 
sent a distance equivalent to one pitch of the lead screw (nor- 
mally 2, 5 or 10 millimeters). In order to provide a readout 
of the absolute position on the lead screw, more counters can 
be added as indicated in the diagram. 


The “Set Datum” microswitch shown on the end of the lead 
screw and the associated circuitry is used to zero the counters 
when the axis movement is at the end of the lead screw. Once 
the microswitch has been activated, the counters will be reset 
to zero by the next zero crossing pulse (Z.C. O/P) and the 
counting will commence. This method gives the advantage 
that the lead screw zero datum can be accurately set to within 
one count while the microswitch is only required to operate 
within one revolution of the lead screw. 



DYNAMIC ACCURACY VS. RESOLVER PHASE SHIFT 
Most resolvers, particularly those of the brushless variety, 
exhibit a phase shift between the signal and the reference. 
This phase shift will give rise under dynamic conditions to an 
additional error defined by: 


Shaft Speed (R.P.S.) X Phase Shift (Deg) 


Reference Frequency 

For example, for a phase shift of 20°, a shaft rotation of 22 
revs, per second and a reference frequency of 5kHz, the 
IRDC173 1 will exhibit an additional error of: 


20X 22 
5000 


0.088° = 0.98 counts 


This effect can be eliminated by putting a phase lead in the 
reference to the converter equivalent to the phase shift in the 
resolver. 
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USE OF THE IRDC1731 WITH AN INDUCTOSYN FOR 
MEASURING LINEAR DISPLACEMENT 
The IRDC1731 can be used very effectively with an Inducto- 
syn to provide a very accurate linear displacement measure- 
ment system. Inductosyns are normally of 2mm pitch and, 
therefore, the resolution obtainable will be 0.0005mm or 
0.5 microns. 

The diagram indicates the method of converting the 
Inductosyn output into digital format. 



Figure 2. An Inductosyn Used with the IRDC1731 
and External Counters 

The Inductosyn in this case is made to behave like a resolver. 
The fixed track is driven from an ac current generator at a 
frequency of 5kHz, and the resolver format sine and cosine 
signals are available from the slider. The reason for using a 
current source is that the track is mainly resistive and it is 
better to determine the phase by deliberately driving the 
track from a current source and inserting a 90 degree phase 
advance into the reference rather than having a less accurately 
defined phase shift due to the track’s X to R ratio. 

The amplifiers which are necessary between slider and con- 
verter need to have equal gains in order to amplify the signals 
to the 2.5 volts rms required by the converter. (A gain ratio 
of 1.002 will give rise to an inaccuracy of 1/6000 of a pitch.) 
A typical voltage which might be available at the input to the 
input to the amplifiers is 3mV, The amplifiers should be con- 
nected as close to the slider as possible with the longer con- 
necting leads being at the high voltage level. The low output 
impedance of the amplifiers will then drive the cable. 


Further information on interfacing the IRDC1731 to Inducto- 
syns is available from the factory. 

The “Set Datum” circuitry shown in the diagram is identical 
to that used for the resolver application, the only provision 
being that the microswitch always operates within the same 
pitch of the Inductosyn. 

OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 



2.625 t 0.020 IC6.7) ► 

± 

L 

IRDC 1731 

0.4 

(10.2) 




IJO.04 (1.02) OIA BRASS. HARD GOLD PLATED 

.0.2 (5.1) 



ORDERING INFORMATION 

Order IRDC1731550 for operation over temperature range of 
0 to +70'’C. (Commercial) 

Order IRDC1731650 for operation over temperature range of 
-55°C to +105‘’C. (Extended) 

OTHER PRODUCTS 

In addition to the IRDC1731, we also manufacture a very 
comprehensive range of products which are concerned with 
the conversion of synchro and resolver information into 
digital format. 

Of particular note is the IRDC1730 which accepts similar 
inputs to the IRDC1731 but provides a parallel 12-bit digital 
representation of the input as well as a direction and Zero 
crossing output. In addition a dc voltage is provided which 
represents input velocity. 
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□ ANALOG MULTIBUS^'” Compatible 

DEVICES Multi-Channel Interface 

MC1 1794 


FEATURES 

Complete Three-Channel Tracking Inductosyn^'^''/ 
Resolver-to-Digital Converter 
12-Bit Angular Resolution 
12-Bit Pitch Counter 
I/O or Memory Mapped 

Compatible with Both 8- and 16-Bit MULTIBUS 
Processors 

Three Independent Channels 

Tracking Rates up to 170rpm (10,200rpm) 

Powered from the Standard MULTIBUS Supplies 


GENERAL DESCRIPTION 

The MCI 1794 is a complete three-channel tracking Inductosyn 
or resolver-to-digital converter. Each channel converts an input 
angle into a 12-bit binary data and also contains an independent 
12-bit pitch counter for multiturn applications. 

The MCI1794 compliance is: Slave D16, 116. 

The MCI 1794 greatly simplifies the task of interfacing Inductosyns 
or resolvers with Intel 8080/85/86 based microprocessors and is 
particularly useful in numerically and computer controlled 
machines. 

The MCI 1794 is provided with wire-wrap links which preset the 
port address (Table I). 

The user can change the links to suit both the required addresses 
and the master data bus requirements. 

8- AND 16-BIT MULTIBUS COMPATIBILITY 

The resolver board is capable of operating on both 8-bit and 16- 
bit buses. Read and write operations to and from the resolver 
board are accomplished through seven on-board I/O ports. Ports 
0 to 5 are concerned with reading the shaft angle and pitch. 

Port 6 is used to reset the read signal logic. 

The shaft angle and its pitch are represented by two 12-bit 
words. Each of the 3 axis resolvers has one 16-bit and one 8-bit 
port. The word structure of each of the six resolver ports is 
given in Table I. The shaft pitch is obained from a 12-bit counter 
which is clocked each time the shaft rotates through 360'’. The 
pitch counters of each axis can be cleared independently by 
performing an I/O write to either of the two port addresses for 
the axis concerned. 

Inductosyn is a registered trademark of Farrand Industries, Inc. 
MULTIBUS is a registered trademark of Intel Corporation. 



DATA ACQUISITION 

To allow maximum flexibility the resolver board has been designed 
to work in both 8-bit and 16-bit bus systems. 


Each resolver has a unique I/O board address which is set by 
connecting the BOARD SELECT pin (T57) to one of the outputs 
of the board select decoders, BSO-BS15 (Table II). A total of 16 
boards can be connected to the same computer bus. The position 
of the board select address in the I/O address field is set by 
connecting 104 (LSB), 105, 106 and 107 (MSB) to the appropriate 
address pins Z58-Z44 (ADRI-ADRF). A further three address 
lines are decoded to select which on-board port is to be accessed. 
The position of the on-board port select lines in the I/O field is 
determined by connecting 100, 101 and 102 to the appropriate 
address pins. It is usual to have the on-board port address below 
the board select address. 

The board is normally fitted with three IRDC1730/33 converters. 
For complete information regarding these parts ask for the 
separate data sheet. 
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The remaining address line, i.e., those which have not been ANALOG INPUT SIGNALS 

decoded, should be connected to connector pins T16 through The analog inputs are connected via a 50-pin connector, J. The 

T26, with any spare connector pins between T16 and T26 being pin designation of this connector is given in Table III and should 

connected to T6 (Logical 1). be read in conjunction with the IRDC1730 data sheet. 


Port Address 
(Hex) 

Channel No. 

Data M.S. 4 Bits 

Data L.S. 4 Bits 

Port No. 

48 

Channel 1 

Pitch M.S. 8 Bits 

0 

4B 

Channel 1 

Pitch L.S.P. 

AngleM.S.P. 

) 

) 

) 1 

) 

4A 

Channel 1 

Angle L.S. 8 Bits 

44 

Channel 2 

Pitch M.S. 8 Bits 

2 

47 

Channel 2 

Pitch L.S.P. 

AngleM.S.P. 

) 

) 

) 3 
) 

46 

Channel 2 

Angle L.S. 8 Bits 

40 

Channel 3 

Pitch M.S. 8 Bits 

4 

43 

Channel 3 

Pitch L.S.P. 

AngleM.S.P. 

) 

) 

) 5 
) 

42 

Channel 3 

Angle M.S. 8 Bits 

4C 

Clear 

Not Applicable 

6 


Table I. MCI1 794 Port Designation (as Supplied): 8-Bit Data Bus 


Table II. Post Address Significance When T57 (Board Select) 
is Connected to a BS Terminal 

ORDERING INFORMATION 

The Y of the suffix specifies the frequency option of the IRDC1730 converters. 

MCI1794/5Y0 

' Y = 1 400Hz 

Y = 4 2.6kHz 

Y = 5 5kHz 

Y = 6 lOkHz 


MSB Port Address (Hex) 

BS No. Connected to T57 

0 

0 

1 

4 

2 

2 

3 

6 

4* 

1* 

5 

5 

6 

3 

7 

7 

8 

8 

9 

9 

A 

10 

B 

11 

C 

12 

D 

13 

E 

14 

F 

15 


*N.B. This address is pre- wired. 


J2-J50 


AllGND 

J1 

Channel 1 

Velocity Output 

J3 

Channel 1 

Signal Common 

J5 

Channel 1 

Cosine Input 

J7 

Channel 1 

Sine Input 

J9 

Channel 1 

GND 

J13 

Channel 1 

Rlo Input 

J15 

Channel 1 

Rhi Input 

J17 

Channel 2 

Velocity Output 

J19 

Channel 2 

Signal Common 

J21 

Channel 2 

Cosine Input 

J23 

Channel 2 

Sine Input 

J29 

Channel 2 

Rlo Input 

J31 

Channel 2 

Rhi Input 

nm 

Channel 3 

Velocity Output 


Channel 3 

Signal Common 


Channel 3 

Cosine Input 


Channel 3 

Sine Input 


Channel 3 

Rlo Input 


Channel 3 

Rhi Input 


Table III. J Connector Pin Designation 
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□ ANALOG 

DEVICES 5VA Output Transformers 


RTM/STM 1686/1696/1736/1687/1697/1737 



RTM/STM 1686 


SPECIFICATIONS (typical @ +25°C unless otherwise noted) 


ACCURACY* (after balancing) 
OPERATING FREQUENCY 
LOAD CAPABILITY 
OPERATING TEMPERATURE 
STORAGE TEMPERATURE 
VOLTAGE ISOLATION 
WEIGHT 
NOTES 


±2.4 arc minutes 

400Hz 

5VA 

-55°C to +105°C 
-55°Cto+125°C 
500V dc 

21 ounces (580G) 


‘ Accuracy applies over the full operating temperature range of the 
option and for: 

(a) ±10% reference frequency and amplitude variation. 

(b) 10% harmonic distortion on the reference. 

(c) Any balanced load from no load to full load. 


Specifications subject to change without notice. 


APPLICATION OF THE RTM/STM1686 
The RTM/STM1686 should be used in conjunction with the 
DTM1716 or the DTM1717 Digital Vector Generator and the 
SPA1695 Power Amplifier. 


ORDERING INFORMATION 


Operating 

Part Number Temp. Range 
STM1686611 -55°C to +105°C 

STM1686612 -55°C to +105°C 

RTM1686618 -55°C to +105°C 


Line-to-Line 
Output Voltage 
and Format 
11. 8V Synchro 
90.0V Synchro 
1 1.8V Resolver 


Reference Reference 

Voltage Frequency 

26V 400Hz 

115V 400Hz 

26V 400Hz 


Note: For options not shown above, consult the factory. 



Figure 1. Diagram Showing Connection of the STM 1686 to a- 
DTM1716 orDTM1717 and SPA 1695 (See Notes) 


RTM/STM1686 OUTLINE DIMENSIONS 
AND PIN CONNECTION DIAGRAM 

Dimensions shown in inches and (mm). 



■S4 PIN PRESENT FOR RESOLVER OPTION ONLY 
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RTM/STM 1696 

SPECIFICATIONS (typical @ +25°C unless otherwise noted) 


ACCURACY* (after balancing) 
OPERATING FREQUENCY 
LOAD CAPABILITY 
OPERATING TEMPERATURE 
STORAGE TEMPERATURE 
VOLTAGE ISOLATION 
WEIGHT 


±2.4 arc minutes 

400Hz 

5VA 

-55°Cto +105°C 
-55°Cto +125°C 
500V dc 

22 ounces (620G) 


NOTE: 

'See STM1686 note 1. 

Specifications subject to change without notice. 


APPLICATION OF THE RTM/STM1696 
The RTM/STM1696 should be used in conjunction with the 
DSC1705 or DSC1706 Digital-to-Synchro (or Resolver) Con- 
verter and the SPA1695 Power Amplifier. 

ORDERING INFORMATION 


Operating 

Part Number Temp. Range 
STM1696611 -55°C to +105°C 

STM1696612 -55°C to +105°C 
RTM 1696618 -SS^C to +105°C 


Line-to-Line 
Output Voltage 
and Format 
1 1 .8V Synchro 
90.0V Synchro 
11.8V Resolver 


Note: For options not shown above, consult the factory. 


Reference Reference 

Voltage Frequency 

26 V 400Hz 

115V 4001 Iz 

26V 400Hz 



Figure 2. Diagram Showing Connection of the STM 1696 to a 
DSC1705 or DSC1706 and SPA 1695 (See Notes) 


RTM/STM1686 OUTLINE DIMENSIONS 
AND PIN CONNECTION DIAGRAM 
Dimensions shown in inches and (mm). 



'S4 PIN PRESENT FOR RESOL VE R OPTION ONLY 


RTM/STM 1736 


SPECIFICATIONS (typical @ +25°C unless otherwise noted) 
ACCURACY* (after balancing) ±2.4 arc minutes 


OPERATING FREQUENCY 
LOAD CAPABILITY 
OPERATING TEMPERATURE 
STORAGE TEMPERATURE 
VOLTAGE ISOLATION 

WEIGHT 

Note: 

'See STM 1686 note 1. 


400Hz 

5VA 

-55°Cto+105°C 
-55°C to +125°C 
500V dc 

19 ounces (540G) 


Specifications subject to change without notice. 


APPLICATIONS OF THE RTM/STM1736 
The RTM/STM1736 should be used in conjunction with the 
DSC1605 or the DSC1606 Digital-to-Synchro Converter and 
the SPA1695 Power Amplifier. 


ORDERING INFORMATION 



Operating 

Line-to-Line 
Output Voltage 

Reference 

Reference 

Part Number 

Temp. Range 

and Format 

Voltage 

Frequency 

STM1736611 

-55°Cto ■^105°C 

1 1.8V Synchro 

26 V 

400Hz 

STM1736612 

-55°C to ■(-105°C 

90.0V Synchro 

115V 

400Hz 

RTM1736613 

-55°C to -^105°C 

11.8V Resolver 

11.8V 

400Hz 

RTM1736614 

-55°C to ■fl05°C 

26V Resolver 

26 V 

400Hz 

RTM1736618 

-55°C to ■fl05°C 

1 1.8V Resolver 

26V 

400Hz 

Note: For options not shown above, consult the factory. 




NOTES FOR FIGURES 1, 2, AND 3: 

1. The “Sin F/B” and the “Cos F/B” pins of the SPA1695 
should be connected directly of the “Sin” and “Cos” 
terminals- on the output transformer at the transformer. 
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Figure 3. Diagram Showing Connection of the STM 1736 to a 
DSC 1605 or DSC 1606 and SPA 1695 (See Notes) 

RTM/STM1736 OUTLINE DIMENSIONS 
AND PIN CONNECTION DIAGRAM 
Dimensions shown in inches and (mm). 



This is to compensate for any drop in voltage along the 
connections between the “Sin O/P” and “Cos O/P” pins 
of the amplifier and the transformer. 







2. The “+15V” and “-15V” pins of the SPA1695 should be 
connected to a regulated power supply in order to drive 
the internal operational amplifiers. The “+15V(P)” and 
“-15V(P)” are used for the output stage and these supplies 
need not be a precision source, the range of voltage when 
considering all tolerances including ripple, should be be- 


tween 14.75 and 20 volts. 

3. The part of the 0 volt system local to the amplifier and 
converter should be tapped from the “GND(SIG)” pin on 
the transformer and should not interconnect with any 
other part of the 0 volt system by any other method (see 
above diagram). 


STM 1687 

SPECIFICATIONS (typical @ +25°C unless otherwise noted) 


ACCURACY* (after balancing) 
OPERATING FREQUENCY 
LOAD CAPABILITY 
OPERATING TEMPERATURE 
STORAGE TEMPERATURE 
VOLTAGE ISOLATION 
WEIGHT 


±2.4 arc minutes 

60Hz 

5VA 

-55°C to+105°C 
-55°C to +125°G 
500V dc 
3 lbs (1.34kg) 


Note: 

‘See STM1686 note 1. 

Specifications subject to change without 'notice. 


APPLICATION OF THE STM1687 

The STM1687 should be used in conjunction with the 
DTM1716 or the DTM1717 Digital Vector Generator and the 
SPA1695 Power Amplifier. 


DIMENSIONS AND CONNECTIONS 
The STM1687 consists of a kit of two D3953 transformers 
and one A10163 transformer. These should be connected as 
shown in Figure 4. 

The dimensions are given in Figures 7 and 8. 



Figure 4. Diagram Showing the Connection of a STM 1687 
to a DTM1716or DTM1717anda SPA1695 

ORDERING INFORMATION 

The transformer should be ordered as: 

STM1687622 50/60Hz, Synchro output, 90 volt 

signal, 115 volt reference. 

Note; For options not shown above, consult the factory. 


STM 1697 

SPECIFICATIONS (typical @ +25°C unless otherwise noted) 


ACCURACY* (after balancing) 
OPERATING FREQUENCY 
LOAD CAPABILITY 
OPERATING TEMPERATURE 
STORAGE TEMPERATURE 
VOLTAGE ISOLATION 
WEIGHT 


±2.4 arc minutes 

60Hz 

5VA 

-55°Cto +105°C 
-55°Cto+125°C 
500V dc 
3 lbs (1.34kg) , 


Note: 

‘See STM1686 note 1. 

Specifications subject to change without notice. 


/ 


APPLICATION OF THE STM1697 
The STM1697 should be used in conjunction with the 
DSC1705 or the DSC1706 Digital to Synchro Converter and 
the SPA1695 Power Amplifier. 


DIMENSIONS AND CONNECTIONS 
The STM1697 consists of a kit of two D3953 transformers 
and one A10033 transformer. These should be connected as 
shown in Figure 5. 

The dimensions are given in Figures 7 and 8. 



Figure 5. Diagram Showing the Connection of a STM 1697 
to a DSC1706 or DSC1705 and a SPA 1695 

ORDERING INFORMATION 
This transformer should be ordered as: 

STM1697622 50/60Hz, Synchro output, 90 volt 

signal, 11 5 volt reference. 

Note: For options not shown above, consult the factory. 
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STM 1737 


SPECIFICATIONS (typical @ +25°C unless otherwise noted) 


ACCURACY* (after balancing) 
OPERATING FREQUENCY 
LOAD CAPABILITY 
OPERATING TEMPERATURE 
STORAGE TEMPERATURE 
VOLTAGE ISOLATION 
WEIGHT 


±2.4 arc minutes 

60Hz 

5VA 

-55°Cto+105°C 
-55°Cto+125°C 
500V dc 
3 lbs (1.34kg) 


Note; 

‘See STM1686 note 1. 

Specifications subject to change without notice. 


APPLICATION OF THE STM1737 
The STM1737 should be used in conjunction with the 
DSC1605 or the DSC1606 Digital-to-Synchro Converter and 
the SPA1695 Power Amplifier. 

DIMENSIONS AND CONNECTIONS 
The STM1737 consists of a kit of two D3953 transformers 
and one A10033 transformer. These should be connected as 
shown in Figure 6. 

The dimensions are given in Figures 7 and 8. 



Figure 6. Diagram Showing the Connection of a STM1737 
to a DSC 1606 or DSC1605 and a SPA 1695 

ORDERING INFORMATION 
This transformer should be ordered as: 

STM1737622 50/60Hz, Synchro output, 90 volt 

signal, 115 volt reference. 

Note; For options not shown above, consult the factory. 


OUTLINE DIMENSIONS 

Dimensions shown.in inches and (mm). 


1 ^ 


1.94 

149.281 

i_ 


2.312 

■(35.725)" 


r' ' 




N.B. PIN NUMBERS 
NOT MARKED ON 
TRANSFORMERS 



Figure 7. Outline Drawing and Dimensions of the D3953 Figure 8. Outline Drawing and Dimensions of the A 10163 
Transformer and A1 0033 Transformers 


BALANCING SCOTT-T TRANSFORMERS (APPLIES ONLY 
TO TRANSFORMERS IN KIT FORM). 



Figure 9. Diagram Showing Balancing Circuit 

The Scott T transformers (two D3953 transformers) can be 
balanced by the following method: 

Connect the primary windings of the transformers to give a 
known angle input of 45°. This can be done by connecting the 
two coils in parallel to a 7V rms supply, thus giving an equal 


sine and cosine contribution. 

The 3 wire output signal is then monitored on an Angle 
Position Indicator (e.g. API1620 or API1718) with no load 
attached. A resistor R1 should be connected across SI and S3 
until the API reads 45.00°. 

A balanced load is then connected across SI, S2 and S3 the 
change in angle is monitored by the API and minimized by 
adding resistors (R2 and R3) in series with SI and S3. R2 and 
R3 will have equal values. Increasing R2 and R3 will decrease 
the angle monitored by the API. 

Suggested initial values for R1 is 27kS2 and for R2 and R3 is 
3on. 

The transformer modules STM1686, 1696 and 1736 are 
balanced before leaving the factory. 
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ANALOG 

DEVICES 


Synchro/Resolver- 
to-Linear DC Converter 


SAC1763 


FEATURES 

High Dynamic Performance (27,000°/sec) 

High Accuracy (±11 Arc-Minutes) 

Internal Converter Tracking Loop Provides High 
Noise Immunity 

Low Output Ripple (Less than 5mV p-p) 

DC Output Proportional to Input Rate 
50Hz to 2.6kHz Reference Frequency Operation 
Self Contained— No External Transformers or 
Adjustments Needed 

APPLICATIONS 

Measurement and Recording of Synchro or Resolver 
Information on Chart Recorders, X-Y Plotters, 
FM Recorders, Etc. 

Servo Control and Positioning 


GENERAL DESCRIPTION 

The SAC1763 is a Synchro/Resolver-to-Linear dc Converter. 

It takes input angular information in synchro or resolver form 
voltages and gives an output voltage which is linearly propor- 
tional to the input angle. The output voltage of ±10V at ±5mA 
represents an input angular change of ±180 degrees of the syn- 
chro or resolver format signals applied to the converter input. 

Options are available for all the standard line to line voltages 
and frequencies for either synchro or resolver inputs. Theses 
options together with commercial or extended temperature 
ranges are determined by a code following the type number 
(see ordering information). 

An important feature of the SAC 176 3 series converters is that 
no external transformer modules are required. The transformer 
isolation is carried out by micro transformers which are inside 
the converter module even for the 60Hz versions. 

When converters are used in control loops, it is often useful to 
have a voltage which is proportional to angular velocity. This 
voltage is available and has been brought out on all SAC 176 3 
converters. The availability of the velocity voltage eliminates 
the need for a tachometer for stabilization. 



MODELS AVAILABLE 

Options of the SAC1763 are available to cover all the standard 
synchro and resolver voltages and frequencies. In addition, 
options exist for standard operating temperature (0 to ■t-70 C) 
and extended operating temperature (-55°C to -h 105°C) (see 
ordering information). 

THEORY OF OPERATION 

The SAC 176 3 is based upon the well proven 12-bit tracking 
Synchro/Resolver Converter type SDC1700. This is followed 
by a 12-bit precision DAC (Digital-to-Analog Converter). 
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(max at 25°C unless otherwise stated)’ 


Model 

SAC1763 

ACCURACY 2 

±11 arc-minutes 

RESOLUTION 

1 part in 4096 

ANALOG OUTPUT 

±10V Representing ±180° 5mA is Available 

OUTPUT DRIFT 

0.175 arc-minutes per °C 

OUTPUT RIPPLE AND NOISE 

< 5mV p-p 

SIGNAL AND REFERENCE FREQUENCY’ 

60Hz, 400Hz and 2.6kHz 

SIGNAL INPUT VOLTAGE (LINE TO LINE) 

90V, 26V or 11.8V rms 

SIGNAL IMPEDANCE 


5>0V Signal 

200kO Resistive 

26V Signal 

58kQ Resistive 

11.8V Signal 

27kQ Resistive 

REFERENCE VOLTAGE 

115V, 26V or 11.8V rms 

REFERENCE IMPEDANCE 


115V Reference 

270kn 

26V Reference 

56kQ 

11.8V Reference 

27kQ 

TRANSFORMER ISOLATION ON SIGNAL 


AND REFERENCE INPUTS 

500V dc 

MAX INPUT RATES FOR FULL ACCURACY 


60Hz Options 

5 revs/sec 

400Hz Options 

36revs/sec 

2.6kHz Options 

75revs/sec 


MAX ACCELERATION ON INPUT FOR 
ADDITIONAL ERROR LESS THAN 


6 ARC-MINUTES 


60Hz Options 

166° /sec^ 

400Hz Options 

9668° /sec^ 

2.6kHz Options 

45,528°/sec* 

STEP RESPONSE (179° Step) 


(For less than 6 arc-minutes error) 


60Hz 

1.5 sec 

400Hz 

125ms 

2.6kHz 

50ms 

VELOCITY VOLTAGE OUTPUT 


(See also Specifications on the next page') 

±10V nominal for +max input rate of the option 

POWER SUPPLY REQUIREMENTS 

+ 15V at 150mA , 


-15 V at 45mA 

POWER DISSIPATION 

2.93 watts 

OPERATING TEMPERATURE RANGE 


Standard 

0 to +70°C 

Extended 

-55°C to+105°C 

STORAGE TEMPERATURE 

-55°Cto+125°C 

DIMENSIONS 

3.12"X 2.625" X 0.8" 


(79.4mm X 66.7mm X 20.3mm) 

WEIGHT 

7 ozs. (200 grams) 


NOTES 

‘ The converters can be used over the following reference frequency ranges with no 
loss of accuracy. They will, however, retain the dynamic characteristics (input rate 
and acceleration) quoted for the particular option. 

60Hz options can be used over 50Hz to 800Hz 
400Hz options can be used over 400Hz to 2000Hz 
2.6kHz options can be used over 2kHz to 3.5kHz 


* Accuracy is specfied for the following conditions: 

(a) ± 10% signal and reference amplitude variation. 

(b) ± 10% signal and reference harmonic distortion. 

(c) ±5% power supply variation. 

Specifications subject to change without notice. 
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2 Volts (Nominal) 


CONNECTING THE CONVERTER 
The electrical connections to the converter are straighfor- 
ward. The power lines, which must not be reversed, are ±15V. 
They must be connected to the “+15V” and “-15V” pins with 
the common connection to the ground pin “GND”. 

It is suggested that 0.1/iF and 6.8juF capacitors be placed in 
parallel from +15V to GND, from -15V to GND. 

In the case of a Synchro, the signals are connected to “SI”, 
“S2” and “S3” according to the following convention: 

Esi - S3 = Erlo - RHI Sin U)t Sin Q 

Es3 - S2 = Erlo - RHI Sin (Ot Sin (0 + 120°) 

Es2 - si = Erlo - RHI Sin cot Sin (6 + 240°) 

For a resolver, the signals are connected to “SI”, “S2”, 

“S3” and “S4” according to the following convention; 

Esi - S3 = Erlo - RHI Sin cot Sin 6 
Es2 - S4 = Erhi - RLO Sin COt Cos 6 

The system reference voltage is connected to pins “Rhi” and 
“Rlo” in accordance with the above convention. 

The analog output voltage representing the digital angle is 
between the pin “OUT” and “GND”, ±10V corresponding to 
±180 degrees. Up to 5mA may be taken from the “OUT” pin. 
The relationship between the output voltage and the input 
angle is shown in the diagram below. 



Diagram Showing Relationship Between Input and Output 

Sometimes, it is required that the input/output relationship 
of the converter is the other way round. This can be achieved 
in the case of synchro options by interchanging connections 
“SI” and “S3”. This is shown in the diagram below. 



Diagram Showing Relationship Between Input and Output 
When "SI" and "S3" are Interchanged 

VELOCITY PIN 

The analog voltage proportional to the rate of change of angle 
is provided between the pins VEL and GND. The variation is 
IIO.OV nominal for the maximum velocity of the option. 

This pin provides a dc voltage output which is proportional to 
the angular yelocity of the input. The voltage goes negative for 
an increasing digital angle and goes positive for a decreasing 
digital angle. 

The characteristics of the velocity pin output are given in the 
following table. 


Seating of Output Voltage 
for One Fifth max Velocity 


Output Voltage Temp. Coeff. 

0.05%/°C of 

Output 

Output Voltage Drift (All Models) 

0to■^70®C 
±50;iV/’C 
-SS^C to+105®C 
±100#iV/®C 

Linearity 

Oto 100* /sec 

60Hz Options 1.5% 

0 to 800* /sec 

400Hz Options 2% 

Oto 1600*/scc 

2.6kHz Options 2% 

Noise (0 to 20Hz) 

60Hz Options: 0 to 200*/sec 2mV rms 

400Hz Options: 0 to 1600*/scc 2mV rms 
2.6kHz Options: 0 to 3300“/sec 2mV rms 

Impedance (Output) 


max Current Available 

ImA 


The velocity voltage can be used in closed loop servo systems 
for stabilization instead of a tachometer. 

The SAC 176 3 velocity outputs do not have the disadvantages 
of being inefficient at low speeds and do not need gearing re- 
quired by tachometers. In addition, the output is available at 
no extra cost. 


For other velocity output scaling and linearity consult the 
factory. 

RESISTIVE SCALING OF INPUTS 
A feature of this converter is that the signal and reference 
inputs can be resistively scaled to accommodate any range of 
input signal and reference voltages. 

This means that a standard converter can be used with a per- 
sonality card in systems where a wide range of input and ref- 
erence voltages are encountered. 

To calculate the values of the external scaling resistors in the 
case of a Synchro Converter, add l.llk(2 per extra volt of 
signal in series with “SI”, “S2” and “S3”, and 2.2kn per extra 
volt of reference in series with “Rhi’’> 

In the case of a Resolver-to-Digital Converter, add 2.22kf2 in 
series with “SI” and “S2” per extra volt of signal and l.lkQ. 
per extra volt of reference in series with “Rhi”. 

For example, assume that we have an 11.8V line to line, 26V 
reference Synchro Converter, and we wish to use it with a 60V 
line to line signal with a 115V reference. 

In each signal input line, the extra voltage capability required 
is: 

60-11.8 = 48.2V 

Therefore each one of the three resistors needs to have a value 
of: 

48.2X 1.11= 53.5kn 

Similarly the single resistor needed in series with “Rhi” can be 
calculated as being 195.8kn. 

The inputs of the converter can therefore be scaled a.s in the 
diagram below. 

NOTE 

IN THE CASE OF THE SIGNAL RESISTORS THE 
RATIO ERRORS BETWEEN THE RESISTANCES IS 
MORE IMPORTANT THAN THE ABSOLUTE 
RESISTANCE VALUES. 

IN GENERAL A 1% RATIO ERROR WILL GIVE RISE 
TO AN EXTRA INACCURACY OF 17 ARC-MINUTES 
WHILE A RATIO ERROR OP 0.1% WILL GIVE RISE 
TO AN EXTRA INACCURACY OF 1.7 ARC-MINUTES. 

THE ABSOLUTE VALUE OF Rp IS NOT CRITICAL. 

R1. R2. R3 - 53.5kJ2 
Rp - 195.8kU 
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USING THE CONVERTERS WITH OTHER THAN THE 
SPECIFIED REFERENCE FREQUENCY 
The converters can be used with different reference frequen- 
cies, other than those for which they are basically specified, 
with no resulting loss of accuracy (see below). However, they 
will retain the dynamic characteristics given in the specifi- 
cation. 

Basic Option Frequency Range for no Loss in Accuracy 

60Hz 50Hz 800Hz 

400Hz 400Hz ^ 2000Hz 

2.6kHz 2kHz -»■ 3.5kHz 

TRANSFER FUNCTION 

The transfer functions for the three reference frequency 
options of the converters are shown below. 

60Hz Options 

00 _ 1-9 X 10^ (1 -H5.6X lO'^s) • 

01 s^ + 1.03 X 10^ s^ + 1.08 X lO'^s + 1.9 X 10^ 

400H2 Options 

^0 8.8X 10^ (1-H6.8X lO'^s) 

01 s^ +8.04X lO^s^ +6.1 X 105s + 8.8X 10^ 

2.6kHz Options 

00 10^(1+ 3.3 XlO'^s) 

01 s^+1.7X 10^s^+3.303 X lO^s+10^ 

OUTLINE DIMENSIONS AND 
PIN CONNECTION DIAGRAM 
Dimensions shown in inches and (mm). 

MATING SOCKET: CAMBION 450-3388-01-03 



APPLICATIONS OF THE SAC1763 

The SAC 176 3 may be used to record synchro or resolver 
information, from for example gyrocompasses or other 
navigational aids, on to equipment such as X-Y recorders, 
chart recorders or FM tape recorders, see below. 



Diagram Showing Gyrocompass Information Being 
Recorded Using SAC1 763 

The applications of the SAC1763 are not only in measure- 
ment of synchro or resolver information but also in con- 
trolling angular movement. The diagram below shows the 
SAC1763 being used inside an angular control loop where the 
input is a dc voltage. The availability of the velocity voltage 
eliminates the need for an electromechanical tachometer for 
stabilization purposes. 

FREQUENCY 

ANALOG INPUT SHAPING 



Diagram Showing the SAC1763 Used in a Servo System 
Where the input is a dc Voltage 

ORDERING INFORMATION 

The full part number for all the standard converter options 
defining reference and signal voltage and frequency, operating 
temperature range and whether Synchro or Resolver format 
is given below. It should also be remembered that the signal 
and reference inputs can be resistively scaled (see section 
“Resistive Scaling of Inputs”) and that in certain cases refer- 
ence frequencies other than those specified can be used. (See 
section “Using the Converters with other than the Specified 
Reference Frequency”.) 


Part Number 

Operating Temp. Range 

L to L Voltage/Format 

Ref. Voltage 

Ref. Freq. 

SAC1763511 

0 to +70°C 

11.8V Synchro 

26 Volts 

400Hz 

SAC1763611 

-55°C to +105°C 

11.8V Synchro 

26 Volts 

400Hz 

SAC1763512 

0 to +70°C 

90.0V Synchro 

115 Volts 

400Hz 

SAC1763612 

-55°C to +105°C 

90.0V Synchro 

115 Volts 

400Hz 

SAC1763522 

0 to +70°C 

90.0V Synchro 

115 Volts 

60Hz 

SAC1763622 

-55°C to +I05°C 

90,0V Synchro 

115 Volts 

60Hz 

SAC1763513 

0 to +70°C 

11.8V Resolver 

11,8 Volts 

400Hz 

SAC1763613 

-55°Cto+105°C 

11.8V Resolver 

11.8 Volts 

400Hz 

SAC1763514 

0 to +70°C 

26.0V Resolver 

26 Volts 

400Hz 

SAC1763614 

-55°C to +105°C 

26.0V Resolver 

26 Volts 

400Hz 

SAC1763518 

0 to +70°C 

11.8V Resolver 

26 Volts 

400Hz 

SAC1763618 

-55°C to +105°C 

11. 8 V Resolver 

26 Volts 

400Hz 

SAC1763543 

0 to +70°C 

11.8V Resolver 

11.8 Volts 

2.6kHz 

SAC1763643 

-55°C to +105°C 

1 1.8V Resolver 

11.8 Volts 

2.6kHz 

SAC1763544 

0 to +70°C 

26.0V Resolver 

26 Volts 

2.6kHz 

SAC1763644 

-55°C to +105°C 

26.0V Resolver 

26 Volts 

2.6kHz 

SAC1763548 

0 to +70°C 

11.8V Resolver 

26 Volts 

2.6kHz 

SAC1763648 

-55°C to+105°C 

11.8V Resolver 

26 Volts 

2.6kHz 
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ANALOG 

DEVICES 


BCD Output 
Synchro-to-Digital Converters 


SBCDl 752/1 753/1 756/1 757 


FEATURES 

BCD (Binary Coded Decimal) Output Representing 0 to 359.9° 
or 0 to ±179.9° 

-15V Power Supply Requirement Optional 
High Tracking Rate (75 revs/sec) 

Internal Microtransformers for 60Hz, 400Hz and 2.6kHz 
Options 

Voltage Scaling with External Resistors (Unique Feature) 
Transformer Isolated Outputs 
Low Cost 

MIL Spec/Hi Rel Options Available 
APPLICATIONS 

Visual Display of Angular Information 
Valve Position Indication 
Antenna Monitoring 
Industrial Controls 

GENERAL DESCRIPTION 

The SBCD1752, SBCD1753, SBCD1756 and the SBCD1757 
are modular, continuous tracking Synchro/Resolver-to-Digital 
converters which employ a type 2 servo loop. 

They are intended for use in both Industrial and Military 
applications either for displaying angular data directly, or for 
inputting BCD information directly into a data processing 
system. 

The input signals can be either 3 wire synchro plus reference 
or 4 wire resolver plus reference, depending on the option. 

The outputs will be presented in parallel Binary Coded 
Decimal (BCD). 

Particular attention has been paid in the design, to achieving 
the highest tracking rates and accelerations possible, com- 
patible with the resolution and carrier frequency used, while 
at the same time obtaining a high overall accuracy. 

One of the outstanding features of these converters is the use 
made of precision Scott T and reference microtransformers. 

This has made it possible to include the transformers within 
the module, even for the 60Hz version as well as providing 
facilities for external voltage scaling. 

MODELS AVAILABLE 

The four Synchro-to-Digital converters described in this data 
sheet, differ primarily in the areas of output format and power 
supply requirements. 

Model SBCD1752XYZ is a 13-bit plus sign, BCD output con- 
verter, giving -180.0° to -0.1° and -t-0.0 to -fl79.9° requiring 
±15V and -i-5V power supplies, and having an overall accuracy, 
of ±0.2 Degrees. 



Mode l SBCD1753XYZ is a 14-bit, BCD output converter, 
giving 0 to 359.9°, requiring ±15V and +5V power supplies, 
and having an overall accuracy of ±0.2 Degrees. 

Model SBCD1756XYZ is a 13-bit plus sign, BCD output con- 
verter, giving -180.0° to -0.1° and +0.0 to +179.9° requiring 
+15V and +5V power supplies, and having an overall accuracy 
of ±0.2 Degrees. 

Model SBCD1757XYZ is a 14-bit, BCD output converter, 
giving 0 to 359.9°, requiring +15V and +5V power supplies, 
and having an overall accuracy of ±0.2 Degrees. 

The XYZ code defines the option thus: 

X signifies the operating temperature range. 

Y signifies the reference frequency. 

Z signifies the input voltage and range and whether it will 
accept Synchro or Resolver information. 

More information about the option code is given under the 
heading “Ordering Information”. 

DATA TRANSFER (ALL MODELS) 

The readiness of the converters for data transfer is indicated 
by the state of the BUSY pin. The voltage appearing on the 
BUSY pin consists of a train of pulses, at TTL levels, of length 
according to the option (see Specifications table). The con- 
verter is busy when the BUSY pin is at TTL “High” level. The 
pulses occur for increasing and decreasing counts. 

The most suitable time for transferring data is 400ns after the 
trailing edge of the BUSY pulse, and the times allowable for 
data transfer are shown in the specification. Even at the maxi- 
muih speed of the option, these times will be sufficient to 
transfer data before the next BUSY pulse occurs. 
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(c) ±5% power supply variation 

<d) ±10% vuittion in reference frequency. Specifictions subject to chsnge without notice. 
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BUSY 


DATA 

VALtD 


RECOMMENDED 
DATA TRANSFER 
TIME (HIGH STATE) 


Data Transfer Diagram 

The function of the INHIBIT pin is to enable the user to 
inhibit the update of the converter’s output counter. This is 
achieved by taking the INHIBIT pin to a TTL Logic zero. If 
used, the INHIBIT should be applied 400ns after the trailing 
edge of the BUSY pulse. This will ensure that the data on the 
output pins is valid. The data should then be transferred and 
the INHIBIT released before the next BUSY pulse occurs. 

The worst case times allowable for data transfer in this case 
are shown in the Specifications under the heading of “MAX 
DATA TRANSFER TIME (from 400ns After Trailing Edge of 
BUSY at Max Velocity)”. It should be noted that the applica- 
tion of the INHIBITwill not prevent the BUSY pulses appear- 
ing on the BUSY pin, and thus if the INHIBIT is not released 
by the time that the next BUSY pulse occurs, the BUSY pulse 
will still appear, although the internal converter loop will have 
been opened. Under this condition, a worst case recovery time, 
equivalent to that of a step of 179 degrees may be encountered 
(see Spec.). To avoid this and to ensure valid data transfer, the 
system shown in the diagram is recommended. 



TO COMPUTER INPUT PORT 


Suggested External Interface Circuitry 

In cases where the converter is connected to a data bus or used 
as a peripheral, the method outlined in the above diagram is 
recommended. The INHIBIT is not necessary in this case, and 
the external “Enable” has control of the converter output. 

The AC 175 5 mounting card described later in this data sheet 
contains the external components shown in the diagram. 

CONNECTING THE CONVERTER 

The power lines, which should not be reversed, should be con- 
nected to “+15V”, “-15V” and “+5V” in the case of the 
SBCD1752 and SBCD1753, and to “+15V” and “+5V” in the 
case of the SBCD1756 and SBCD1757, with the common con- 
nection to “GND” in all cases. 

It is suggested that O.ljuF and 6.8/iF capacitors be placed in 
parallel from +15V to GND, from -15V to GND and from 
+5V to GND. 


^ I 1^ WIDTH DEPENDS ON 
\ OPTION (SEE SPEC.) 



NOT TO SCALE 


Applying the SBCD1 752/1 753/1 756/1 757 

The digital output connections in the case of the SBCD1753 
and SBCD1757 should be taken from the pins marked “0.1” 
through to “200”; these values being represented in degrees. 

In the case of the SBCD1752 and SBCD1756, the data should 
be taken from the pins marked “0.1” through to “100”, these 
values also being represented in degrees. In the case of these 
latter units the “SIGN” pin will indicate the polarity of the 
output. Logic “0” representing positive angles and Logic “1” 
representing negative angles. 

In the case of a synchro, the signals are connected to Si , S2 
and S3 according to the following convention: 

Synchro connection 

^1 - S3 ^ ^RLO - RHI ^ o 

Egj _ s2 “ %LO - RHI 

E52 - SI “ %LO - RHI ) 

For a resolver, the signals are connected to “SI”, “S2”, “S3” 
and “S4” according to the following convention: 

Resolver Connection 

- S3 “ %LO - RHI ^ 

Eg2 _ S4 “ %HI - RLO ^ 

The BUSY and INHIBIT pin (if used), should be connected 
as described under the heading “DATA TRANSFER”. 

The reference connections are made to pins Rpjj and Rlq- 


PIN CONNECTION DIAGRAM 
Dimensions shown in inches and (mm) . 



MATING SOCKET: CAMBION 450-3388-01-03 
RESISTIVE SCALING OF INPUTS 
A unique feature of the SBCD1752/1753/1756/1757 con- 
verters is that the inputs can be resistively scaled to accommo- 
date any value of input signal and reference voltage. 

In order to calculate the values of the external scaling resistors 
necessary, add l.llkJ2 in series with the input per extra volt 
in the case of the signal, and 2.2kf2 per extra volt in the case 
of the reference. 

For example, assume that it is required to use a standard 11.8V 
line to line signal, 26V reference converter with 60V line to 
line signal and a 1 1 5 V reference. The resistors should be ar- 
ranged as in the diagram. 
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R, - Rj - Rj -63.5kn 
Rp - 195.8kn 


Note: In the case of R i , R2 , and R3 , the ratio error between 
the resistances is more critical than the absolute value. In 
general a 1% ratio error will give rise to an extra inaccuracy of 
0.28 Degrees, while a ratio accuracy of 0.1% will give rise to 
an extra inaccuracy of 0.028 Degrees. The absolute value of 
Rp is not critieal. 

CARD MOUNTING 

All the converters ean be mounted on an AC1755 mounting 
card. This card contains the latches and monostable, described 
under the “DATA TRANSFER” heading, which are necessary 
to transfer the data on to a computer bus system, as well as 
sockets for the converter. The latehes have a tri-state output 
to facilitate ease of use. The AC1755 also eontains facilities 
for the inclusion of input signal scaling and reference resistors 
as described under the heading “RESISTIVE SCALING OF 
INPUTS”. The card uses a 22/22 0.156" pitch edge connector. 
The pin-out is shown below. If it is not required to use the 
external latches, they can be jumpered on the board. 



STANDARD 
11 8V SIGNAL 

S6CD SERIES 
CONVERTER 



T [4-3.57 (M SI-J 



AC1755 Mounting Card (First Angie Projection). 
Dimensions Shown in inches and (mm). 


Edge Pin 
Number 

Function 

Edge-Pin 

Letter 

Function 

1 

R(Lo) 

A 

Tri-State Enable 

2 

R(Hi) 

F 

■H5 Volts 

3 

S3 

H 

■Hi 5 Volts 

4 

S2 

J 

-15 Volts (3) 

5 

Si 

K 

-15 Volts (3) 

6 

S4 

L 

GND 



M 

GND 

13 

BUSY 

N 

-H5 Volts 

15 

INHIBIT 

P 

-H5 Volts 

16 

0.1 

T 

8 

17 

0.2 

U 

10 

18 

0.4 

V 

20 

19 

0.8 

W 

40 

20 

1 

X 

80 

21 

2 • 

Y 

100 

22 

4 

Z 

200(1) SIGN (2) 


NOTES 

(1) SBCD1753 and SBCD1757 only 

(2) SBCD1752 and SBCD1756 only 

(3) SBCD1752 and SBCD1753 only 


AC1755 Mounting Card Edge Connections 


ORDERING INFORMATION 

Converters should be ordered by the appropriate part number 
(i.e., SBCD1752, SBCD1753, SBCD1756 or SBCD1757) fol- 
lowed by the appropriate option code. 

If the unit is to be a Resolver-to-Digital eonverter, the SBCD 
should be replaced by RBCD in the part number. 

The XYZ-options are as follows: 

X signifies the operating temperature range thus; 

X = 5 0 to +70°C (Commercial Temp.) 

X=6 -55°C to - h 105°C (Extended Temp.) 

Y signifies the reference frequency thus; 

Y = 1 signifies 400Hz 

Y = 2 signifies 60Hz* 

Y = 4 signifies 2.6kHz 

Z signifies the input signal and reference voltages and whether 
the converter is a Synchro-to-Digital or a Resolver-to-Digital 
converter. The options for Z are: 

Z = 1 signifies Synchro, signal 11.8 Volts 
reference 26 Volts 

Z = 2 signifies Synchro, signal 90 Volts 

reference 115 Volts 

Z = 8 signifies Resolver, signal 11.8 Volts 
reference 26 Volts 

Thus an SBCD1753 with a commercial (0 to -h 70°C) operating 
range, using a 400Hz, 26 volt reference with an 1 1.8 volt 
signal would be ordered as an SBCD175 3511. 

•For 50Hz operation, a 60Hz converter can be used with no reduction 
in accuracy. 

In addition a 400Hz unit will work with a 2.6kHz reference and a 60Hz 
unit will work with a 400Hz reference; however they will have the 
velocity and acceleration characteristics of the lower frequency rated 
unit. 

OTHER PRODUCTS 

The SBCD series of Synchro-to-Digital converters are just a few 
of the modules and instruments concerned with Synchro con- 
version manufactured by us. Some of our other products are 
listed below and technical data is available. If you have any 
questions about our products or require advice about the use 
of them for a particular application, please contact our 
Applications Engineering Department.. 

SYNCHRO-TO-DIGITAL CONVERTERS 
The SDC1700 is a low profile (0.4") converter with a 12-bit 
natural binary output. Its overall accuracy is ±8.5 arc-minutes, 
and the module contains internal transformers for all reference 
frequency options including 60Hz. The SDC1702 is similar to 
the SDC1700 but has a 10-bit natural binary output and an 
overall accuracy of ±22 arc-minutes. 

The SDC1704 is similar to the above two converters, but has a 
14-bit natural binary output and an overall accuracy of ±2.0 
arc-minutes ±1LSB. 

TWO SPEED PROCESSORS 

The TSL1612 and the TSL1729 both produce one digital out- 
put word up to 20 bits in length from the outputs of 2 Synchro- 
to-Digital converters in a coarse/fine system. The TSL1612 is 
used for ratios of 9:1, 18:1 and 36:1, while the TSL1729 is 
programmable for all ratios from 1:1 to 63:1. 
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ANALOG 

Solid State 

DEVICES 

Control Differential Transmitter 


SCDX/RCDX1623 


FEATURES 

Accuracy is ±4 Arc Minutes 

14 Bit Resolution 

Small Size — 3.125" x 2.6" x 0.8" 

Low Power Dissipation — 1.5 Watts 

Mil. Spec. Versions Available 



ANAUJg 

devices 






DESCRIPTION 

The SCDX/RCDX Series are solid state control differential 
transmitters. Their function is analogous to an electro- 
mechanical CDX except that the mechanical input of the CDX 
has been replaced by a binary input angle. The solid state 
differential transmitter accepts a digital angle input together 
with either a 3 wire synchro (SCDX) (or 4 wire resolver; 

RCDX) angle input and gives as output synchro or resolver 
signals representing the difference between the two input 
angles. Thus the outputs can be described by A sin cot sin (0 - 0) 
and A sin cot cos (0 - 0) where 0 represents the synchro or 
resolver input angle, 0 represents the binary input angle 
(14 bits) and co is the synchro excitation frequency. 


(5.0 volts rms at maximum) which can be fed into a power 
amplifier and Scott transformer to provide cither 3 wire 
synchro or 4 wire resolver outputs at appropriate voltage levels. 

Both 60Hz and 400Hz versions of the SCDX series are available. 
The 400Hz modules have the input transformers contained 
inside the module for either synchro or resolver inputs. 

The SCDX modules for use on60Hz do not contain the input 
transformers; suitable external transformers are available for 
either synchro or resolver inputs. 


These transformers are designated STM 1 67 1 /XYZ or RTM 
1671/XYZ where the X, Y and Z signify the temperature and 
voltage conditions. 


The outputs from the SCDX resemble in tiieir function the out- 
puts from a conventional resolver but they are not transformer 
isolated. The outputs are from a pair of operational amplifiers 



Figure 1. 
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SPECIHCATIONS 


(typical @ +25°C and ±15V unless otherwise noted) 


Accuracy* 

±4 arc minutes 

Resolution 

1 4 bits ( 1 LSB = 1 .3 arc minutes) 

Digital Inputs 

14 bits natural binary 

Digital Input Levels 

TTL, DTL 

Digital Input Loading 

3 TTL loads 

Response Time to 1 80° 
digital or synchro input 
step 

300 micro seconds 

Signal Inputs 

Resolver 5.0 volts 400Hz 

Synchro 1 1 .8 volts rms 400Hz 

Resolver 1 1 .8 volts rms 400Hz 

Resolver 26.0 volts rms 400Hz 

Synchro 90 volts rms 60Hz or 400Hz 
Resolver 90 volts rms 60Hz or 400Hz 
Resolver 1 15 volts rms 60Hzor400Hz 

Signal Impedance 

Low level 20K ohms L-L 

High level 200K ohms L-L 

Transformer Isolation 

500 volts DC 

Output Voltage 

5 volts rms into 2K ohms (min) 

Carrier Phase Shift 

Less than 1 degree 

Power Supplies 

+ 15 volts at 45mA 
- 15 volts at 45mA 
+5 volts at 20mA 

Operating Temperature 
Range 

-55°Cto + 105°Cor 

0°CtoH-70°C 

Storage Temperature 
Range 

-55°Cto + 125°C 

Warm up 

Full accuracy upon switch on 

Dimensions 

3.125" X 2.625" X 0.8" 

79.4mm x 66.6mm x 20.5mm 

Weight 

7 oz. (200 grams) 

*Note; Accuracy applies over operating 
temperature range and for — 


a) ±10% signal amplitude variations 

b) 10% signal hannonic distortion 

c) ±10% signal frequency variation 

d) ±5% power supply variation 

Specificttions subject to change without notice. 


PRINTED CIRCUIT CARDS FOR SCDX/RCDX 400Hz AND 
60Hz MODULES 

Printed circuit cards are available for both the 400Hz and the 
60Hz SCDX or RCDX modules. In the case of the 400Hz 
versions of the SCDX or RCDX the input transformers are 
contained inside the modules which are mounted on the 
smaller printed circuit card. For 60Hz use the input 
transformer module is mounted on the printed circuit card. 
The edge connections are shown in table 1 the connections 
are 22/22 way - 0.1 56” pitch. (Pin 3, i.e. S4 is only used on 
AC 1656 in which case it is connected to W.) 

The card type numbers are AC 1637 for mounting the 400Hz 
module and AC 1656 for mounting the 60Hz module and its 
transformer unit. 
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Figure 3. STM 1671 and 60Hz SCDX Modules 
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Applying the SCDX/RCDX1 623 


USE OF THE SCDX AND RCDX 

The inputs to the SCDX are two angles one as either resolver 
or synchro wires and the other in digital form. The output 
from the SCDX or RCDX is from operational amplifiers giving 
5 volts RMS capable of driving into loads of 2K ohms or more 
and it is in resolver form. The output can in some cases be used 
directly or via a directly connected Scott transformer to 
convert to synchro three wire data. The output magnitudes 
represent the sine and cosine of the difference between the 
input angle and the digital angle. 

CONNECTIONS 

The SCDX modules can be used for either synchro or resolver 
use and in each case they can be used at 400Hz or 60Hz. 

400Hz operation. In the case of 400Hz operation the input 
transformers are contained inside the SCDX module or RCDX 
module. The internal connections are different for the resolver 
and synchro use but in both cases the input pins marked Sj, 

S2 and S3 are used for the signal voltages. For resolver use 
Si is the sin input, S2 is the cosine input and S3 is the common 
connection. For synchro use the signals are applied to the pins 
Si, S2 and S3 in rotation. The distinction between the modules 
is in the marking RCDX or SCDX. Different signal voltage 
levels are accommodated by different transformer windings and 
are determined by the number representing Z in the ordering 
code; see the back page for details. A diagram showing the pin 
arrangement for the 400Hz version of the SCDX and RCDX is 
shown in Fig. 2. 

60Hz operation. In this case the signal input uses four pins to 
the SCDX or RCDX modules which will be marked QRST, 
these pins take in resolver format signals (2 volts rms max.) 

Pin T is common, S is plus cosine, R is plus sine, and Q is 
minus cosine. The pins QRST on the RCDX or SCDX module 
must be connected to the pins QRST on the transformer 
module, i.e. Q ♦Q etc. In the case of 60Hz synchro use the 
inputs must be applied to the pins marked S 1 , S2 and S3 on 
the transformer module. In the case of 60Hz resolver use the 
sine input must be applied between Si and S3 and the cosine 
input between S2 and W. (The sense of the connections is such 
that if W and S3 are regarded as common then Si and S2 will 
be in time phase with each other in the first quadrant.) 

No reference input is used in this module. A diagram showing 
the SCDX module and the STM 1671 transformer module pin 
arrangement and marking is shown in Fig. 3. 

Warning In no circumstances should the synchro or resolver 
voltages be connected directly to the pins marked QRST. 

The outputs are directly availqble from the module on the pins 
marked sine and cos. 

Pins 1 to 14 are the TTL digital angle input pins, pin 1 is the 
MSB (180"). 

The power supplies and ground are as shown in Fig. 2. 

The power supply lines should not be reversed. 
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TABLE 1. Edge Connections for Cards AC1 637 and AC1 656 
When Used to Hold SCDX or RCDX Modules 


BIT WEIGHT TABLE 


Bit Number 

Weight in Degrees 

1 (MSB) 

180.0000 

2 

90.0000 

3 

45.0000 

4 

22.5000 

5 

1 1.2500 

6 

5.6250 

7 

2.8125 

8 

1.4063 

9 

0.7031 

10 

0.3516 

11 

0.1758 

12 

0.0879 

13 

0.0439 

14 

0.0220 


APPLICATIONS 

The SCDX so far described has an input angle 0 from Synchro 
lines and a digital input angle <p, the output is either resolver 
or synchro signals representing the angle (0 - 0). Alternative 
types of SCDX are available in which the output due to the 
input angles 0 and 0 is synchro or resolver signals representing 
(0 + 0). With the availability of SCDX units which can either 
add or subtract the input angles a greater flexibility of 
application is available. A common and obvious application 
for the SCDX is to add computer provided angular 
information to synchro wires. The example of application 
shown here has been chosen to show how apart from coupling 
in and out of computer systems, the advent of angle to digital 
conversion and visa versa has generated applications which do 
not have simple electromechanical equivalents. 



Figured. "Gear-Box" Using SCDX Moduies 

Fig. 4 Shows three interconnected modules i.e. two SCDX’s 
and one synchro to digital converter. The inputs and outputs 
are either three wire synchro or four wire resolver signals. 
Modules interconnected in this way are used to give the 
electrical equivalent of gear changing. K represents the 
angular rotation of the input signals, L represents the angular 
rotation of the signals coupling the output of SCDX ( 1 ) to 
the input of SCDX (2) and M represents the angular rotation 
of the output signals. The coupling between the 16 bit 
synchro to digital converter and the SCDX (1) has been 
offset by “n” bits from the M.S.B. As a result of this the 
rotation L will be given by:- 

L = K+2"K (1) 

In (1 ) the plus or minus sign will depend upon whether the 
SCDX (1) is of the type that gives out fl + 0 or 0 — 0. 

The interconnections between the synchro to digital converter 
and the SCDX (2) have also been staggered by m digits from 
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the M.S.B. and this means tliat M will be given by:- 
M = L±2'"K (2) 

again the plus or minus sign will depend upon whether the 
SCDX (2) adds or subtracts. / 

Combining ( 1 ) and (2) gives, 

M = K(1 ± 2"±2'»’) 

For n and m up to 3 all the odd ratios from 3-1 to 1 7 - I 
are possible. For n = 0 (i.e. direct connection) using an 
“adding” SCDX (1) and the non-binary even ratios 6 and 10 
are obtained for m = 2 and m = 3. Higher ratios can be 
obtained at the expense of angular resolution by taking n 
and m greater than 3. 

If in Fig. 4 the staggering of the interconnections is reversed 
i.e. the M.S.B. on the synchro to digital converter is connected 
to the second M.S.B. on SCDX ( 1 ) reduction ratios can be 
obtained but there will be severe limitations on the total 
output excursion in angle due to the saw toothed behaviour of 
the input information to the SCDX’s. This difficulty can be 
overcome by using the system of Fig. 4 in a feed-back loop. 
Showing the unit of Fig. 4 as a step up ratio box N in Fig. 5 
an alternative method of speed reduction is obtained. 

With such a system however instability may occur unless the 
frequency response characteristic of the synchro to digital 
converter in Fig. 5 is shaped for the particular ratio. 



Figure 5, Reduction Gearing Using Step Up 
in the Feedback Path 


In Fig. 5 K is the input angle L is the output angle, N is the 
step up ratio, and the following hold;- 

M= LN 

L =K-M 
= K-LN 

^ 1 +N 

giving a ratio of 1 + N. The problem of shaping the frequency 
response of the synchro to digital converter or putting some 
dontinant lag around the loop should not be overlooked. 

An interesting application of the SCDX occurs in providing a 
local method of deviating or biasing a controlled system, for 
example a radar antenna. Fig. 6 shows a system for controlling 
an output rotation from a digital input. The unit marked SSCT 
is a solid state control transformer which is another module 
produced by Analog Devices. This module, the SSCT. is the 
equivalent of its electromechanical counterpart. It has as 
inputs an angle in synchro format 0 and a control angle 0 
in digital form. It gives out a carrier voltage with an amplitude 
proportional to sin (0 - 0). By using a phase sensitive detector 
shown as A and a D.C. motor system the control loop is 
formed. The output shaft will take up an angle demanded by 
the digital input angle 0. 


DIGITAL INPUT ANGLE 



Figure 6. The Use of an SCDX to Produce an Offset Angie 
inside a Control Loop 

If an SCDX is inserted in the loop as shown by the dotted 
lines, the setting of the output angle will be determined by 
both the input digital angle 0 and the digital angle a, being 
either the sum or difference according to how the SCDX is 
connected. The input angle a applies a shift in angle equivalent 
to altering the mechanical connection between the antenna 
and the electromechanical control transmitter or adding an 
angle to the input demand. Such a scheme could be very 
useful in the initial stages of on site commissioning of 
equipment. 

ORDERING INFORMATION 

The module numbers RCDX 1623 and SCDX 1623 must be 
followed by a code XYZ defining the requirements in more 
detail. X signifies temperature range, Y signifies the frequency 
of operation and Z determines the signal and reference voltage 
levels. XY and Z must be replaced by numbers following the 
number 1623 where: - 

X = 5 signifies temperature range 0 to 70°C 

X = 6 signifies temperature range -55°C to + 105°C 

Y = 1 signifies reference frequency of 400Hz 

Y = 2 signifies reference frequency of 60Hz 

Z = 1 signifies synchro signal voltage 1 1.8 volts, reference 

26.0 volts (Y must equal 1) 

Z = 2 signifies synchro signal voltage 90.0 volts, reference 

1 1 5.0 volts (Y may equal 1 or 2), 

Z = 3 signifies resolver signal voltage 1 1 .8 volts, reference 
1 1.8 volts (Y must equal 1) 

Z = 4 signifies resolver signal voltage 26.0 volts, reference 

26.0 volts (Y must equal 1) 

Z = 5 signifies resolver signal voltage 90.0 volts, reference 

90.0 volts (Y may equal 1 or 2) 

Z = 6 signifies resolver signal voltage 1 1 5.0 volts, reference 

1 1 5.0 volts (Y may equal 1 or 2) 

Z = 8 signifies resolver signal voltage 1 1.8 volts, reference 
26 volts (Y must equal 1) 

Z = 9 signifies resolver signal voltage 5.0 volts(SCDX only) 
(Y must equal 1 ) 

EXAMPLE! RCDX 1 623/5 1 4 is for a solid state control 
transmitter with resolver inputs, suitable for operation over 
the temperature range 0 to 70”C working at 400Hz with 

26.0 volts signal and 26.0 volts reference. 

Transformer module. For 60Hz operation the transformer 
module STM 1671 /XYZ is required where the XYZ are as 
above. 

Mounting Cards. For plug-in mounting cards order: 

AC 1656 for 60Hz units, AC 1637 - for 400Hz units 
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ANALOG Low Profile 

DEVICES Synchro/Resolver-to-DIgItal Converter 

SDC1700/1702/1704 SERIES 


FEATURES 

Internal Microtransformers for 60Hz, 400Hz and 2.6kHz 
References 
Low Profile (0.4") 

10-, 12- or 14-Bit Resolution for 360° 

High Tracking Rates (75 revs/sec) 

Voltage Scaling with External Resistors (Unique Feature) 
DC Voltage Output Proportional to Angular Velocity 
Low Cost 

Lightweight 3oz. (85 grams) 

MIL Spec/Hi Rel Options Available 

APPLICATIONS 
Servo Mechanisms 
Retransmission Systems 
Coordinate Conversion 
Antenna Monitoring 
Simulation 
Industrial Controls 
Fire Control Systems 
Machine Tool Control Systems 

GENERAL DESCRIPTION 

The SDC1700, SDC1702 and SDC1704 are modular, contin- 
uous tracking Synchro/Resolver-to-Digital Converters which 
employ a type 2 servo loop. 

They are intended for use in both Industrial and Military 
applications. 

The input signals can be either 3 wire synchro plus reference 
or 4 wire resolver plus reference, depending on the option. 
The outputs will be presented in TTL compatible, parallel 
natural binary. 

One of the outstanding features of the converters is the use 
of precision Scott T and reference microtransformers. This 
has made it possible to include the transformers within the 
module, even oti the 60Hz option, and yet still maintain 
the profile height of OA". 

Particular attention has been paid in the design, to achieving 
the highest tracking rates and accelerations possible, com- 
patible with the resolution and carrier frequency used, while 
at the same time obtaining a high overall accuracy. 

When SDC’s are used in control loops, it is often useful to 
have a voltage which is proportional to angular velocity. This 
voltage is available and has been brought out on all the 
SDC1700 converters. 



Extended temperature range versions of all the converters 
are available. 


MODELS AVAILABLE 

The three Synchro-to-Digital Converters described in this 
data sheet differ primarily in the areas of resolution, accu- 
racy and dynamic performance as follows: 

Model SDC1702XYZ is a 10-bit converter which has an 
overall accuracy of ±22 arc-minutes and a resolution of 21 
arc-minutes. 

Model SDC1700XYZ is a 12-bit converter with an overall 
accuracy of ±8.5 arc-minutes and a resolution of 5.3 arc- 
minutes. 

Model SDC1704XYZ is a 14-bit converter with an overall 
accuracy of ±2.2 arc-minutes ±1LSB and a resolution of 1.3 
arc-minutes. 

The XYZ code defines the option thus: (X) signifies the 
operating temperature range, (Y) signifies the reference fre- 
quency, (Z) signifies the input voltage and range, and whether 
it will accept synchro or resolver format. 

More information about the option code is given under the 
heading of “Ordering Information”. 

NOTE 

For all the standard options, no external transformers are needed 
with these converters. 
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(typical @ +25°C unless otherwise noted) 


MODELS 

SDC1702 

SDCi700 

SDC1704 


accuracy' (max error) 





60Hz 

±22 arc-minutes 

±8.5 arc-minutes 

±2.9 arc-minutes ± ILSB 


400Hz 

±22 arc-minutes 

±8.5 arc-minutes 

±2.2 arc-minutes ±1LSB 


2.6kHz 

±22 arc-minutes 

±8.5 arc-minutes 

±2.9 arc-minutes ±1LSB 


RESOLUTION 

10 Bits (ILSB = 21 arc-mins) 

17 Bits (ILSB = 5.3 arc-mins) 

14 Bits (ILSB =1.3 arc-mins) 


OUTPUT (In Parallel) 

10 Bits (Natural Binary) 

12 Bits (Natural Binary) 

14 Bits (Natural Binary) 


SIGNAL AND REFERENCE 





FREQUENCY 

60Hz, 400Hz, 2.6kHz 

* 

* 


SIGNAL VOLTAGE (Line-to-Line) 





Low Level 

1 1.8V rms 




High Level 

90V rms 


• 


SIGNAL IMPEDANCES 





Low Level 

26kQ (Resistive) 


* 


High Level 

200kn (Resistive) 

• 



REFERENCE VOLTAGE 





Low Level 

26V (11.8V Signal) 


* 


High Level 

115V (90V Signal) 

* 



REFERENCE IMPEDANCE 

270kn (115V Signal) 

• 




56kQ (26V Reference) 





(Impedance is Resistive) 




TRANSFORMER ISOLATION 

500V dc 

• 



TRACKING RATE (min) 





60Hz 

5 Revolutions Per Second 

• 

5 00° /sec 


400Hz 

36 Revolutions Per Second 


12 Revolutions Per Second 


2.6kHz 

75 Revolutions Per Second 


25 Revolutions Per Second 


Accel.' 





Constant K^ 





60Hz 

1880/sec’ 


520/sec’ 


400Hz 

110,000/sec’ 

• 

36,000/sec’ 


2.6kHz 

518,000/sec’ 

* 

170,000/sec’ 


STEP RESPONSE (179° Step) 





(For ILSB Error) 





60Hz 

1.5sec 

• 

• 


400Hz 

125ms 

• 

• 


2.6kHz 

50ms 

• 

• 


POWER LINES 

±15V ® 25mA) 

• 

+ 15V® 30mA ) +5. 



+5V @ 70mA f 

• 

■t5V@85mA f 


POWER DISSIPATION 

1.1 Watts 

« 

1.3 Watts 


DATA LOGIC OUTPUT^ 

2TTL Loads SDC17026YZ 

2TTL Loads SDC17006YZ 

2TTL Loads on 


(TTL Compatible) 

4TTL Loads SDC17025YZ 

4TTL Loads SDC17005YZ 

All Options 


BUSY LOGIC OUTPUT, POSITIVE PULSE (1 TTL Load) 




60Hz 

9.0gis ) 

♦ 

9.0/as ) 


400Hz 

2.0ns S ±30% 

• 

2.0/is > ±30% 


2.6kHz 

2.0ps ) 

• 

1.3/is ) 


MAX DATA TRANSFER TIME 





60Hz 

40/as 

• 

35/is 


400Hz 

5.0/as 

• 

3.0/is 


2.6kHz 

1 .8/as 

• 

0 .8/as 


INHIBIT INPUT (To Inhibit) 


• 

Louie “0” 2 TTL Loads 


WARM UP TIME 

1 sec to Rated Accuracy 

• 

* 



TEMPERATURE RANGE 

Operating 0 to +70°C Standard 

-55°C to +105°C Extended 


Storage -55°C to +125°C 


DIMENSIONS 

3.125" X 2.625'' X 0.4" 

(79.4 X 66.7 X 10.2mm) 

• 

• 

WEIGHT 

3 ozs. (85 grams) 

♦ 

• 

NOTES 


•Specifications same as SDC1702. 

'Specified over the appropriate operating temperature range of the option and for: 

(a) ± 10% signal and reference amplitude variation (b) 10% signal and reference 
Harmonic Distortion (c) ±5% power supply variation (d) ±10% variation in reference 
frequency. 

*It is recommended that buffers should be used if the above converters 
are required to drive over a distance greater than 6". 

Specifications subject to change without notice. 
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DATA TRANSFER (All Models) 

The readiness of the converters for data transfer is indicated 
by the state of the BUSY pin. 

The voltage appearing on the BUSY pin consists of a train of 
pulses, at TTL levels, of length according to the model and 
option (see specification table). The converter is busy when 
the BUSY pin is at a TTL “High” level. These pulses corres- 
pond to those delivered by the VCO to increment or decre- 
ment the up-down counter (see schematic diagram). Thus 
the pulses will occur for increasing and decreasing counts. 

The most suitable time for transferring data is when the 
BUSY is at a logic “Lo” state, and the times allowable for 
data transfer are shown in the specification. Even at the 
maximum speed of the option, these times will be sufficient 
to transfer data before the next BUSY pulse occurs. 

♦I WIDTH DEPENDS ON OPTION 

AND MODEL (SEE SPEC) 


INTERFACING WITH A COMPUTER 
It is recommended that external latches are used to enable 
data to be transferred onto a computer data bus. One method 
is shown in the diagram. Using this method will mean that the 
latches are constantly updated by the BUSY signal, while at 
the same time enabling inputs to be made to the computer 
by means of normal data transfer procedures. The AC1755 
mounting card contains these external components. 





TO COMPUTER INPUT PORT 


DISTANCE DEPENDS 
ON VELOCITY 


Data Transfer Diagram 


DATA TRANSFER DIAGRAM 

Taking the INHIBIT to a logic “Lo” state prevents the VCO 
(BUSY) pulses from updating the up-down counter. How- 
ever, if applied during a BUSY pulse, the INHIBIT will not 
become effective until the end of the BUSY pulse. 

The best method of transferring the data is by applying the 
INHIBIT (taking it to a logic “Lo” state), waiting for at 
least the width of a BUSY pulse, transferring the data and 
releasing the INHIBIT. 

Note that sustained application of the INHIBIT opens the 
internal control loop and the converter may take on ap- 
preciable time to recover to full accuracy when the loop 
is restored. 


Suggested External Computer Interface Circuitry 
THEORY OF OPERATION 

If the unit is a Synchro-to-Digital Converter, then the 3 wire 
synchro output will be connected to SI, S2 and S3 on the 
module and the Scott T transformer pair will convert these 
signals into resolver format, 
i.e., Vi = K Eq Sin cot Sin 6 

Vj = K Eq Sin cot Cos 0 

Where d is the angle of the Synchro Shaft. 

If the unit is a Resolver-to-Digital Converter, then the 4 wire 
resolver output will be connected to SI, S2,'S3 and S4 on 
the module and the microtransformer will act purely as an 
isolator. 

To understand the conversion process, then assume that the 
current word state of the up-down counter is 0. 

The Vi is multiplied by Cos 0 and Vj is multiplied by Sin 0 
to give 

K Eq Sin cot Sin 6 Cos 0 
and K Eq Sin cot Cos 6 Sin 0 



DIGITAL 
OUTPUT WORD 


Functional Diagram of the SDC1 700/2/4 Converters 
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These signals are subtracted by the error amplifier to give: 

K Eq Sin cot (Sin d Cos <j) - Cos 6 Sin 0) 
or K Eq Sin cot Sin (0-0) 

A phase sensitive detector, integrator and Voltage Controlled 
Oscillator (VCO) form a closed loop system which seeks to 
null Sin (0 - 0). 

When this is accomplished, the word state of the up-down 
counter (0), equals within the rated accuracy of the con- 
verter, the synchro shaft angle 0. 

CONNECTING THE CONVERTER 

The electrical connections to the converter are straightfor- 
ward. The power lines, which must not be reversed, are ±15V 
and 5V. They must be connected to the “±15V” and “5V” 
pins with the common connection to the ground pin GND. 

It is suggested that O.l/uF and 6.8/aF capacitors be placed in 
parallel from +15 V to GND, from -15V to GND and from 
+5V to GND. 

The digital output is taken from pins: 

1 through to 10 for the SDC1702 
1 through to 12 for the SDC1700 
1 through to 14 for the SDC1704 

Pin 1 represents the MSB in each case. The reference con- 
nections are made to pins “Rhi” *'^LO "• 

In the case of a Synchro, the signals are connected to “SI”, 
“S2” and “S3” according to the following convention: 

^S1 - S3 " ^RLO - RHl ® ^ 

^3 - S2 ~ %LO - RHl ^ 

%2 - SI “ ^RLO - RHl ^ 

For a resolver, the signals are connected to “SI”, “S2”, 

“S3” and “S4” according to the following convention: 

- S3 “ %LO - RHl ® 

^S2 - S4 " ^RHI - RLO ^ 

The analog voltage representing velocity is available between 
“VEL” and “GND”. 


The “BUSY” and “INHIBIT” pin (if used), should be con- 
nected as described under the heading “Data Transfer”. 

NOTE; If the INHIBIT pin is used (i.e., driven to 0 volts), 
the control loop will be opened and a finite time will be 
required (see spec) for the converter to recover. 

OUTLINE DIMENSIONS AND 
PIN CONNECTION DIAGRAM 
Dimensions are shown in inches and (mm). 


S4PIN PRESENT 
FOR RESOLVER 
ONLYIRDC) 



-e»] 1^- 0.1 (2.5) ORIO 

NOTE 

ABOVE DIAGRAM ILLUSTRATES CONNECTIONS FOR SDC1704. 

“ 1 ARE OMITTED. PIN 12 IS LSB. 

. 14 ARE OMITTED. PIN 10 IS LSB. 


MATING SOCKET: CAMBION 450-3388-01-03 


RESISTIVE SCALING OF INPUTS 

A unique feature of the SDC1700 series of converters is that 
the inputs can be resistively scaled to accommodate any range 
of input signal and reference voltages. 

This means that a standard converter can be used with a 
personality card in systems where a wide range of input and 
reference voltages are encountered. In addition it should be 
noted that a 400Hz unit will operate from a 2.6kHz reference. 
It will however have the velocity and acceleration character- 
istics as specified for the 400Hz converter. A 60Hz converter 
will operate from a 400Hz reference and will have the veloc- 
ity and acceleration characteristics as specified for the 60Hz 
converter. 

To calculate the values of the external scaling resistors for a 
synchro converter, add l.llkfi in series with SI, S2 and S3 
per extra volt in the case of the signal, and 2.2kn in the case 
of the reference. In the case of a resolver converter add 
2.22kf2 per extra volt in series with SI and S2 for the signal 
and 2.2kr2 per extra volt in series with Rhi for the reference. 

For example, assume that we have an 11.8 volt line to line 
signal/26.0 volt reference converter, and we wish to use a 
60 volt line to line signal with a 115 volt reference. 

Thus in each signal input line, the extra voltage capability 
required is: 

60 - 11.8 = 48.2 volts 

Therefore each resistor needs to have a value of 48.2 x 
1.11 = 53.5kS2. In the case of the reference, the extra volt- 
age capability required is: 

115 - 26.0 = 89 volts 

Therefore the resistor needs to have a value of: 

89.0 X 2.2 = 195.8kn 

Thus the inputs can be scaled as in the diagram below. 


R1, R2, R3 = 53.Sk.T2 
Rp - 195.8kn 

NOTE 

IN THE CASE OF R1, R2 AND R3, THE RATIO ERRORS 
BETWEEN THE RESISTANCES IS MORE IMPORTANT 
THAN THE ABSOLUTE RESISTANCE VALUES. 

IN GENERAL A 1% RATIO ERROR WILL GIVE RISE 
TO AN EXTRA INACCURACY OF 17 ARC-MINUTES 
WHILE A RATIO ERROR OF 0.1% WILL GIVE RISE 
TO AN EXTRA INACCURACY OF 1.7 ARC-MINUTES. 

THE ABSOLUTE VALUE OF Rp IS NOT CRITICAL. 


BIT WEIGHT TABLE 


Bit Number 

Weight in Degrees 

1 (MSB) 

180.0000 

2 

90.0000 

3 

45.0000 

4 

22.5000 

5 

11.2500 

6 

5.6250 

7 

2.8125 

8 

1.4063 

9 

0.7031 

10 (LSB for SDC1702) 

0.3516 

11 

0.1758 

12 (LSB for SDC1700) 

0.0879 

13 

0.0439 

14 (LSB for SDC1704) 

0.0220 
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VELOCITY PIN 

This pin provides a voltage output which is proportional to 
the angular velocity of the input. The voltage goes negative 
for an increasing digital angle and goes positive for a de- 
creasing digital angle. 

The characteristics of the velocity pin output are given in 
the table below. 

Scaling of Output Voltage IVolts (Nominal) 

for One Fifth max Velocity 


Output Voltage Temp. Coeff. 

0.05%/°C of 

Output 

Output Voltage Drift (All Models) 

0 to ♦70°C 
±50/uV/°C 
-55°C to +105°C 
±100nV/°C 


Linearity; 0/sec to 800°/sec SDC1704 


^ 400Hz 1% 

O/sec to 100° /sec SDC1704 
^ 60Ha 1% 

0°/sec to 800°/sec SDC 1700/2 
^ 400Hz 2% 

0°/sec to 100°/sec SDC 1700/2 

60Hz 1.5% 

Noise; (0 to 20Hz) ®1600°/sec SDC1700/2/4 

400Hz 2mV rms 
@200° /sec SDC 1 700/2/4 
6 0Hz 2mV rms 

Impedance (Output) 112 

max Current Available 1mA 

The velocity voltage can be used in closed loop servo systems 
for stabilization instead of a tachometer. 

The SDCl 700/2/4 velocity outputs do not have the disad- 
vantages of being inefficient at low speeds and do not need 
gearing required by tachometers. In addition, the output is 
available at no extra cost. 

For other velocity output scaling and linearity consult the 
factory. 

Two examples of the use of the velocity pin are shown in 
the diagram below. 


DEMANDED VELOCITY 



Diagram showing a veiocity feed forward appiication. The 
SDC is used to produce the demanded veiocity from Synchro 
form inputs. 



TO LOAD 


Diagram showing the veiocity voltage being used to stabilize 
an electro-mechanical control loop 


APPLICATIONS OF SYNCHRO-TO-DIGITAL 
CONVERTERS 

SDCs can be used in a variety of ways in control loops as 
well as for the conversion of angular data into a form which 
is readily acceptable to digital displays or computers. 

The diagram below shows an SDC being used in a digitally 
controlled feedback loop. 


DEMANDED 
DIGITAL ANGLE («) 



An SDC Being Used in a Digitally Controlled 
Feedback Loop 

Such loops as shown in the diagram above require the high 
dynamic performance of the SDCl 700 series converters. It 
should be noted that in this application, the SDC1700 series 
will replace conventional tachometers and phase sensitive 
detectors while at the same time provide digital position 
feedback. 

Many synchro systems employ a two speed, geared arrange- 
ment utilizing one synchro for the fine shaft and one for the 
coarse. An example of this type is shown below. 


INPUT MECHANICAL 



UP TO 19 BITS 
OUTPUT 


Diagram Showing Coarse /Fine Synchro Processor 
System 

In the above example, two tracking SDC’s are being used to 
provide data for coarse/fine (two speed) data transmission 
systems. 

The TSL1612 is a processor which combines the outputs of 
two SDC’s to provide one output word of up to 19 bits in 
length. 

The TSL1612 is available for any ratio between 2: 1 and 36: 1 
and provides automatic compensation for misalignment of the 
coarse synchro relative to its shaft. It also corrects for any 
overlap between the digits of the coarse and fine shafts. 
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MEAN TIME BETWEEN FAILURES (M.T.B.F.) 

The estimated mean time between failures is given as follows: 

SDC1700/2 174,000 Hours 

SDC1704 167,000 Hours 

Further information relating to M.T.B.F. and to the quality 
control and test procedures employed by us can be obtained 
from the factory on request. 

TRANSFER FUNCTION 

The transfer function of the SDC1700/2 and SDC1704, 
400Hz versions, is given below. 

For the transfer functions of the other models or for a de- 
tailed analysis of those given here, please contact us. 
SDC1700/2 400Hz 

^ _ 8.8 X 10“^ (1 +6.8X lO'^s) 

+8.04X lO^s^ +6.1X 10®s + 8.8X lO'' 

SDC1704 400Hz 


00 2.95 X lO’ (1 + 8.2 X 10-3 s) 

s3 +8.05 X lO^s^ + 1.95 X 103s+2.95X lO’ 

CARD MOUNTING 

All the converters can be mounted on an AC1755 mounting 
card. This card contains the latches described under the “Data 
Transfer’’ heading, which are necessary to transfer the data on 
to a computer bus system, and sockets for the converter. 

The latches have a tri-state output to facilitate ease of use. 

The AC1755 also contains facilities for the inclusion of in- 
put signal and reference scaling resistors as described under 
the heading “Resistive Scaling of Inputs”. 

The card uses a 22/22 0.156" pitch edge connector. The pin 
out is shown below. If it is not required to use the external 
latches, they can be jumpered on the board. 

AC175 5 MOUNTING CARD 
Dimensions shown in inches and (mm). 


0.4 (10.16) 



EDGE CONNiiCTiONS /\C1755 


Edge Pin 

Number Function 

1 R (Lo) 

2 R (Hi) 

i S3 

4 S2 

5 SI 

6 S4 

8 VEL 

13 BUSY 

15 INHIBIT 

16 BIT 14 

17 BIT 13 

18 BIT 12 

19 BIT 11 

20 BIT 10 

21 BIT 9 

22 BIT 8 

NOTE; SDC1702 does not use pins 16. 17. 


Edge Pin 

Letter Function 
A Tri-State Enable 

F +15V 

H +15V 

J -15V 

K -15V 

. L GND 

M GND 

N +5V 

P +5V 

T BIT 7 

U BIT 6 

V BIT 5 

W BIT 4 

X BIT 3 

Y BIT 2 

Z BIT 1 

or 19. SDC1700 does not use pins 16 and 17, 


ORDERING INFORMATION 

Parts should be ordered by the appropriate part number (i.e.. 


SDC1700, SDC1702, SDC1704) followed by the appropriate 
XYZ option code. 

If the unit is to be a Resolver-to-Digital Converter, the SDC 
should be replaced by RDC in the part number. 

The XYZ options are as follows: 

X signifies the operating temperature range and the options 
are: 

X = 5 signifies 0 to +70°C (commercial) temperature. 

X = 6 signifies -55°C to +105°C (extended) temperature. 

Y signifies the reference frequency and the options are: 

Y = 1 signifies 400Hz 

Y = 2 signifies 60Hz * 

Y = 4 signifies 2.6kHz 

Z signifies the input signal and reference voltages and 
whether the converter is an SDC or an RDC. The options arc: 

Z = 1 signifies synchro, signal 11.8V rms, reference 26V rms 
Z = 2 signifies synchro, signal 90V rms, reference 115V rms 
Z = 3 signifies resolver, signal 11.8V rms, reference 11.8V rms 
Z = 4 signifies resolver, signal 26V rms, reference 26V rms 
Z = 8 signifies resolver, signal 11.8V rms, reference 26V rms 

Thus, for example, an SDC1704 with a commercial (0 to 
+70 C) operating range, using a 400Hz, 26V reference with 
an 11.8V signal would be ordered as an SDC 17045 11. 

For other than these options, consult the factory. 

CAUTIONS 

Do not reverse the power supplies. 

Do not connect signal and/or reference inputs to other than 

SI, S2, S3, S4, Rj,j or Rlo' 

Do not connect signals and/or references to a lower voltage 
rated converter. (Such as a 115V Synchro into a 26V Con- 
verter). 

Misconnections as per the above will damage the units and 
void the warranty. 

OTHER PRODUCTS 

The SDC1700/2/4 converters are just a few of the modules 
and instruments concerned with Synehro and Resolver con- 
version manufactured by us, 

Other products are listed below and technical data is avail- 
able. If you have any questions about our products, or 
require advice about the use of them for a particular applica- 
tion, please contact our Applications Engineering Department. 

TWO SPEED PROCESSORS 

Which utilize the digital outputs of two SDCs in a 2 speed 
coarse/fine system to produce one combined digital word of 
up to 19 bits in length. The TSL1612 in particular is available 
for any ratio between 2: 1 and 36:1. 

DIGITAL-TO-SYNCHRO CONVERTERS 
Resolutions of between 10 and 14 bits are available. 

BCD OUTPUT SYNCHRO-TO-DIGITAL CONVERTERS 
The SBCD1752 and SBCD1753 are converters with a BCD 
instead of a binary output based upon the SDC1700. They 
have outputs of ±180.0 degrees and 0 to 360.0 degrees 
respectively. 


* 50Hz Operation 

For 50Hz operation, a 60Hz converter can be used with no 
reduction in accuracy. 


VOL II, 13-54 SYNCHRO & RESOLVER CONVERTERS 



ANALOG 

DEVICES 


16-Bit, High Accuracy 
Three-State Latched Output 
Synchro-to- Digital Converters 


SDC/RDC1721 


FEATURES 

High Accuracy ±40 arc-sec 
16-Bits Resolution 
Three State Latched Output 
Simple Data Transfer 
Internal Transformers 

Continuous Tracking— Even During Data Transfer 
Extended Temp Range Options Available 

APPLICATIONS 
Replacing Two Speed Systems 
Test Equipment 
Servo Mechanisms 
Antenna Monitoring 
Simulation 

Artillery Fire Control Systems 


GENERAL DESCRIPTION 

The SDC1721 is a 16-bit output, high accuracy, continuous 
tracking Synchro- or Resolver-to-Digital Converter with three 
state latched outputs. The converter employs a type 2 Servo 
Loop and is accurate to ±40 arc-secs. 

The input signals can be either 3 wire synchro plus reference 
or 4 wire resolver plus reference depending on the option. The 
outputs will be present in TTL compatible parallel natural 
binary, buffered by three-state latches. 

The three-state output facility not only simplifies multiplexing 
of more than one device onto a single data bus but also enables 
the “INHIBIT” to be used without opening the internal con- 
verter loop. 

The SDC1721 is available in a 400Hz to 2.6kHz option as 
standard and contains internal transformers which provide 
isolation on the signal and reference inputs. 

The converter requires no external trims or adjustment 
components. 

MODELS AVAILABLE 

Options of the SDC1721 are available to cover the standard 
Synchro and Resolver voltages as well as standard and extended 
temperature ranges. 

More information about the options available and their order- 
ing code is given under the heading of “Ordering Information”. 



! 


THEORY OF OPERATION 

If the unit is a Synchro-to-Digital Converter the 3 wire synchro 
output will be connected to SI, S2 and S3 on the module and 
the Scott T transformer pair will convert these signals into 
resolver format. 

i.e., Vj = K Eq Sin cot Sin 6 
V 2 = K Eo Sin cot Cos 6 
Where 6 is the angle of the synchro shaft. 

If the unit is a Resolver-to-Digital Converter, the 4 wire re- 
solver output will be connected to SI, S2, S3 and S4 on the 
module and the microtransformers will act purely as isolators. 

To understand the conversion process, assume that the current 
word state of the up-down counter is 0. 

Then Vi is multiplied by Cos 0 and V 2 is multiplied by Sin 0 
to give ; 

K Eq Sin tot Sin 6 Cos 0 

and 

K Eq Sin cut Cos 6 Sin 0 

These signals are subtracted by the error amplifier to give-. 

K Eq Sin tJt (Sin 6 Cos 0 - Cos 9 Sin 0) 
or 

K Eq Sin tJt Sin (0 - 0) 

A phase sensitive detector, integrator and voltage controlled 
oscillator (VCO) form a closed loop system which seeks to null 
Sin (0-0). 
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SPECIFICATIONS 


(typical @ +25° C unless otherwise noted) 


Model 

SDC/RDC1721 

accuracy' 

±40 arc-seconds 

RESOLUTION 

16 Bits (ILSB = 19.8 arc-seconds) 

OUTPUT 

16-Bits Parallel Natural Binary 

SIGNAL AND REFERENCE 
FREQUENCY 

360Hz-2.9kHz 

SIGNAL VOLTAGE (Line to Line) 

11.8V rms 

26V rms 

90V rms 

SIGNAL IMPEDANCES 

11.8V Signal 

26V Signal 

90V Signal 

200kQ min 

500kS2 min 

IMQ min 

REFERENCE VOLTAGE 

11.8V rms 

26V rms 

115 V rms 

REFERENCE IMPEDANCE (Resistive) 
11.8V Reference 

26V Reference 

115 V Reference 

27kQ 

56kn 

270kn 

TRANSFORMER ISOLATION 

500V dc 

ALLOWABLE PHASE SHIFT 
BETWEEN SIGNAL AND 
REFERENCE 

±20 deg 

TRACKING RATE (Minimum) 

3 Revolutions Per Second 

ACCELERATION 

Constant 

55,000/sec* 

STEP RESPONSE (179° Step) 

(For ILSB Error) 

250ms 

POWER LINES 

+15V @ 45mA typ (80mA max) 
-15V @ 45mA typ (80mA max) 

+5 V @ 1 10mA typ (250mA max) 

POWER DISSIPATION 

1.9 Watts typ (3.65 Watts max) 

DATA LOGIC OUTPUTS^ 

(TTL Compatible) 

6TTL Loads all Options 

BUSY LOGIC OUTPUT LOADING^ 

2TTL Loads 

BUSY LOGIC OUTPUT WIDTH^ 

330ns max 

INHIBIT INPUT (TO INHIBIT) 

Logic “0” ITTL Load 

ENABLE INPUTS (TO ENABLE)^ 

Logic “0” ITTL Load 

WARM-UP TIME 

5 sec to Rated Accuracy 

TEMPERATURE RANGE 

Operating 

Storage 

0 to +70°C Standard 
-55°C to +70°C Extended 
-55°C to +125°C 

DIMENSIONS 

3.125" X 2.625" X 0.8" 

(79.4 X 66.7 X 20.3mm) 

WEIGHT 

3.3 ozs(93 G) 


CONVERTER OUTLINE DIMENSIONS 
AND PIN CONNECTION DIAGRAM 
Dimensions shown in inches and (nun). 



ABSOLUTE MAXIMUM VOLTAGES 

Rhi to Rlo - 50% V* rms 

Signal Inputs ± 50% V* rms 

(Line to Line) 

+ 15V Pin +17V 

-15V Pin -17V 

+ 5VPin -0.4V to 7V 

Any Logic Inputs -0.4V to +5.5V 

‘where V is voltage option 


NOTES 

'Specified for: (a) ±10% signal and reference amplitude variation; 
(b) 10% signal and reference harmonic distortion; (c) ±5% power 
supply vitiation; and (d) ±10% variation in reference frequency. 

’ Schottky logic loading rules apply. 

’enable M enable most significant 8 bits. ENABLE L enable least 
significant 8 bits. 

Specifications subject to change without notice. 
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When this is accomplished, the word state of the up-down 
counter (0) equals, within the rated accuracy of the converter, 
the synchro shaft angle 6. 

Assuming that the “INHIBIT” is at a logic high state, then the 
digital word 0 will be strobed into the latches 150ns after the 
up-down counter has been updated. If the three state 
ENABLE M and L are at a logic low, then the digital output 
word will be presented to the output pins of the module. 



Figure 1. Functional Diagram RDC1721 


Bit Number 

Weight in Degrees 

1 (MSB) 

180.00000 

2 

90.00000 

3 

45.00000 

4 

22.50000 

5 

11.25000 

6 

5.62500 

7 

2.81250 

8 

1.40625 

9 

0.70313 

10 

0.35156 

11 

0.17578 

12 

0.08789 

13 

0.04395 

14 

0.02197 

15 

0.01099 

16 

0.00549 


Bit Weight Table 


One method is to detect the state of the BUSY signal, which 
. is high for 330ns while the up-down counters and latches are 
settling, and transfer data when it is in a low state. 


DISTANCE DEPENDS ON 


VCD OUTPUT 
(POINT "A" 
ON DIAGRAMI 


— VELOCITY OP INPUT — 

ROTATION 




DATA 

VALID 

(HIGH STATE) 



Figure 2. Timing Diagram 


However, a much more satisfactory method is to use the 
“INHIBIT” inputs. As can be seen from the functional diagram 
application of the “INHIBIT” prevents the two monostables 
being triggered and consequently the latches being updated. 
Therefor e, it follow s that data will always be valid from 330ns 
after the INHIBIT has been taken to a logic low state, see Fig- 
ure 3 . It can also be seen tha t this met hod of data transfer is 
valid regardless of when the INHIBIT is applied. 



DATA TRANSFER 

Data transfer from the SDC1721 is very straightforward. 

Consider the timing sequence shown in the timing diagram. 
Figure 2 which assumes that the input to the converter is 
changing. 

From this diagram, it can be seen that there are two ways to 
transfer data. 


Figures, D iagram Showing Data Transfer Using the 
"INHIBIT" input 

The three-state ENABLE can be used at any time in order to 
present the data in the latches to the output pins. ^ABLE M 
enables the most significant 8 bits while ENABLE L enables 
the least significant 8 bits. 

Note that the operation of the internal converter loop cannot 
be affected in anyway by the logic state present on the 
INHIBIT and ENABLE pins. 
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CONNECTING THE CONVERTER 

The electrical connections to the converter are straightforward. 
The power lines, which must not be reversed, should be con- 
nected to the “+15V”, “-15V” and “+5V” pins with the com- 
mon connection to the ground pin “GND”. It is suggested that 
a parallel combination of a O.ljuF and a 6.8juF capacitor is 
placed in each of the three positions from “+15V” to “GND", 
from “-15V” to “GND” and from “+5V” to “GND”. 

The digital output is taken from pins: 

“1” through to “16” for the SDC1721 
Pin “1” represents the MSB. 

The reference connections are made to “Rhi" and “Rlo ”• 

In the case of a Synchro the signals are connected to “SI”, 
“S2” and “S3” according to the following convention: 

Esi - S3 = Erlo - RHI Sin cut Sin 0 

Es3 - S2 = Erlo - RHI Sin cjt Sin (0 + 120°) 

Es2 - si = Erlo - rhi Sin tot Sin (0 + 240°) 

For a resolver, the signals are connected to “SI”, “S2”, “S3” 
and “S4” according to the following convention: 

Esi - S3 = Erlo - RHI Sin tot Sin 0 
Es2 - S4 = Erhi - RLO Sin tot Cos 0 

The “BUSY”. “INHIBIT” and “ENABLE” pins should be con- 
nected as described under the heading “Data Transfer”. 

DYNAMIC PERFORMANCE 

The transfer function of the converter is given below. 



Open loop gain: 

0OUT _ Ka ^ 1 + STl 
0IN ~S^ * l + STj 



Magnitude of Gain vs. Frequency 



12.5 25 50 100 200 

FREQUENCY -H* 


Output Anguiar Phase vs. Frequency 


Closed loop gain: 


OTHER PRODUCTS 


0OUT _ 1 + STl 

0IN 1 + ST, + 

K-a 

Where: 

Ka= 55,000 
T, =6.8 milliseconds 
T 2 = 1.22 milliseconds 



The SDC/RDC1721 is just one of the modules and instruments 
concerned with Synchro and Resolver conversion manufac- 
tured by us. Full technical data and applications literature is 
available for all products. If you have any questions about our 
products or require advice about the use of them for a partic- 
ular application, please contact our Applications Engineering 
Department. 


ORDERING INFORMATION 

When ordering please use the XYZ option code as defined below 
to fully specify the part number. 


SDC1721XYZ 



SDC = Synchro-to-Digital Converter 
RDC = Resolver-to-Digital Converter 


L-, 


Z = 1 Signal 

11.8V 

Reference 

26V 

Synchro 

Z = 2 Signal 

90V 

Reference 

115V 

Synchro 

Z = 3 Signal 

11.8V 

Reference 

11.8V 

Resolver 

Z = 4 Signal 

26V 

Reference 

26V 

Resolver 

Z = 8 Signal 

11.8V 

Reference 

26V 

Resolver 


jY = 1 400 Hz Reference Frequency 

X = 5 0 to 70° C Operating Temperature Range 

X = 6 -55°C to +105°C Operating Temperature Range 
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□ ANALOG 
DEVICES 


Ultra-Low Profile (0.35") Three-State 
Latched Output S-to-D Converters 


SDC1 725/1 726 


FEATURES 

Three-State Latched Output 
Continuous Tracking Even During Data Transfer 
Simple Data Transfer Facility 
Low Profile 0.35" (8.9mm) 

Internal Transformers for 60Hz, 400Hz and 2.6kHz References 
Signal and Reference Voltage Scaling with External Resistors 
High Tracking Rates (50 revs/sec) 

Lightweight 3.3 oz. (93 gms) 

MIL Spec/Hi Rel Options Available 

APPLICATIONS 
Servo Mechanisms 
Retransmission Systems 
Coordinate Conversion 
Antenna Monitoring 
Simulators 
Industrial Controls 
Artillery Fire Control Systems 
Machine Tool Control Systems 

GENERAL DESCRIPTION 

The SDC1725 and SDC1726 are modular, continuous tracking 
Synchro/Resolver-to-Digital Converters which employ a type 2 
servo loop and contain three-state latches on the digital outputs. 



MODELS AVAILABLE 

The two Synchro/Resolver-to-Digital Converters described in 
this data sheet differ primarily in the areas of resolution and 
accuracy as follows: 

Model SDC1725XYZ is a 12-bit converter with an overall ac- 
curacy of ±3.2 arc-minutes ilLSB and a resolution of 5.3 
arc-minutes. 


The input signals can be either 3 wire synchro plus reference 
or 4 wire resolver plus reference depending on the option. The 
outputs will be presented in TTL compatible parallel natural 
binary, buffered by three-state latches. 

The three-state output facility not only simplifies multiplexing 
of m ore than o ne device onto a single data bus but also enables 
the “INHIBIT” to be used without opening the internal con- 
verter loop. 

Another outstanding feature of these converters is the use of 
precision Scott T and reference microtransformers. This has 
made it possible to include internal transformers, even on the 
60Hz options, and yet obtain a profile height lower than any 
other modular Synchro/Resolver to Digital Converter cur- 
rently available. 


Model SDC1726XYZ is a 10-bit converter with an overall ac- 
curacy of ±22 arc-minutes and a resolution of 21 arc-minutes. 

The XYZ code defines the option as follows: (X) signifies the 
operating temperature range, (Y) signifies the reference fre- 
quency, (Z) signifies the signal and reference voltage and 
whether it will accept synchro or resolver format. 

More information about the option code is given under the 
heading of “Ordering Information”. 


NOTE 

No external transformers are required with these converters. 
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(typical at +25°C unless otherwise stated) 


Models SDC1725 SDC1726 


ACCURACY* 


(max Error all Options) 

±3.2 arc-minutes ±1LSB 

±22 arc-minutes 

RESOLUTION 

12 Bits 

10 Bits 

OUTPUT 

12-Bits Parallel Natural Binary 

10-Bits Parallel Natural Binary 

SIGNAL AND REFERENCE 
FREQUENCY 

60Hz, 400Hz, 2.6kHz 

• 

SIGNAL VOLTAGE (Line to Line) 

Low Level 

High Level 

11.8V rms 

90.0V rms 

* \ 

SIGNAL IMPEDANCES 

Low Level 

High Level 

26kQ Resistive 

200kQ Resistive 

* 

* 

REFERENCE VOLTAGE 

Low Level 

High Level 

26V rms (11.8V Signal) 

115 V rms (90.0V Signal) 

* 

• 

REFERENCE IMPEDANCE 

Low Level 

High Level 

56kQ (26V Reference) 

270kf2 (115V Reference) 
(Impedance is Resistive) 

• 

* 

TRANSFORMER ISOLATION 

500V dc 


TRACKING RATE (Minimum) 

60Hz Options 

400Hz Options 

2.6kHz Options 

5 Revolutions Per Second 

36 Revolutions Per Second 

50 Revolutions Per Second 

• 

• 

• 

ACCELERATION 

Constant K( 

60Hz Options 

400Hz Options 

2.6kHz Options 

2000/sec’ 

120,000/sec’ 

600,000/sec’ 

• 

• 


STEP RESPONSE (179° Step) 
(For ILSB Error) 


60Hz Options 

400Hz Options 

2.6kHz Options 

1.5sec 

125ms 

50ms 

• 

• 

POWER LINES 

+15V® 25mA 

• 


-15V @ 25mA 

* 


+5V ® 120mA 


POWER DISSIPATION 

1.35 Watts 

• 

DATA LOGIC OUTPUTS’ 

(TTL Compatible) 

6TTL Loads All Options 

• 

BUSY LOGIC OUTPUT LOADING’ 

2TTL Loads 

* 

BUSY LOGIC OUTPUT WIDTH’ 

330ns max, 200ns min 

• 

INHIBIT INPUT (TO INHIBIT) 

Logic “0” 1 TTL Load 

• 

ENABLE INPUT (TO ENABLE) 

Logic “0” 1 TTL Load 

• 

WARM UP TIME 

Isec to Rated Accuracy 

• 

TEMPERATURE RANGE 

Operating 

0 to +70°C Standard 



-55'’C to +105'’C Extended 

• 

Storage 

-55°C to +125'’C 

• 

DIMENSIONS 

3.125" X 2.625" X 0.35" 

• 


(79.4 X 66.7 X 8.9mm) 

* 

WEIGHT 

3.3 ozs (93 gms) 



NOTES 

’ Specified over the appropriate operating temperature range and for: (a) ±10% signal and reference amplitude 
variation; (b) 10% signal and reference harmonic distortion; (c) ±5% power supply variation; and (d) ±10% 
variation in reference frequency. 

’ Schottky logic loading rules apply. 

* Specifications the same as for SDC1725. 

Specifications subject to change without notice. 
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THEORY OF OPERATION 

If the unit is a Synchro-to-Digital Converter the 3 wire synchro 
output will be connected to SI, S2 and S3 on the module and 
the Scott T transformer pair will convert these signals into 
resolver format. 

i.e., Vj = K Eq Sin cot Sin 6 
V 2 = K Eo Sin cot Cos 6 
Where d is the angle of the synchro shaft. 

If the unit is a Resolver-to-Digital Converter, the 4 wire re- 
solver output will be connected to SI, S2, S3 and S4 on the 
module and the microtransformers will act purely as isolators. 

To understand the conversion process, assume that the current 
word state of the up-down counter is 0. 

Then is multiplied by Cos 0 and V 2 is multiplied by Sin 0 
to give: 

K Eq Sin tot Sin 6 Cos 0 

and 

K Eo Sin cot Cos 6 Sin 0 

These signals are subtracted by the error amplifier to give: 

K Eo Sin cot (Sin 6 Cos 0 - Cos 6 Sin 0) 
or 

K Eo Sin cot Sin (0 - 0) 

A phase sensitive detector, integrator and voltage controlled 
oscillator (VCO) form a closed loop system which seeks to null 
Sin (0 - 0). 

When this is accomplished, the word state of the up-down 
counter (0) equals, within the rated accuracy of the converter, 
the synchro shaft angle 6. 

Assuming that the “INHIBIT” is at a logic high state, then the 
digital word 0 will be strobed into the latches 150ns after the 
up-down counter has been updated. If the three state “EN- 
ABLE” is at a logic low, then the digital output word will be 
presented to the output pins of the module. 

DATA TRANSFER 

Data transfer from the SDC1725 and SDC1726 is very straight- 
forward. 

Consider the timing sequence shown in the timing diagram 
which assumes that the input to the converter is changing. 

From this diagram, it can be seen that there are two ways to 
transfer data. 

One method is to detect the state of the BUSY signal, which 

is high for 330ns while the up-down counters and latches are 

settling, and transfer data when it is in a low state. 

However, a much more satisfactory method is to use the 
“INHIBIT” input. As can be s een from the functional diagram 
application of the “INHIBIT” prevents the two monostables 
being triggered and consequently the latches being updated. 
Therefor e, it follow s that data will always be valid from 330ns 
after the INHIBIT has been taken to a logic low state. It can 
also be seen that this meth od of data transfer is valid regard- 
less of when the INHIBIT is applied. 

The three-state ENABLE can be used at any time in order to 
present the data in the latches to the output pins. A logic low 
on this pin will cause the data to be presented to the outputs. 



CONNECTING THE CONVERTER 

The electrical connections to the converter are straightforward. 
The power lines, which must not be reversed, should be con- 
nected to the “+15V”, “-15V” and “+5V” pins with the com- 
mon connection to the ground pin “GND”. It is suggested that 
a parallel combination of a O.ljuF and a 6.8/iF capacitor is 
placed in each of the three positions from “+15V” to “GND”, 
from “-15V” to “GND” and from “+5V” to “GND”. 

The digital output is taken from pins: 

“1” through to “10” for the SDC1726 
“1” through to “12” for the SDC1725 
Pin “1” represents the MSB in each case. 
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The reference connections are made to “Rhi” and “Rlo”- 

In the case of a Synchro the signals are connected to “SI”, 
“S2” and “S3” according to the following convention: 

Esi - S3 = Erlo - RHI Sin cot Sin 0 

Es3 - S 2 = Erlo - rhi Sin cot Sin {0 + 120°) 

Es2 - si = Erlo - RHI Sin cot Sin (6 + 240°) 

For a resolver, the signals are connected to “SI”, “S2”, “S3” 
and “S4” according to the following convention: 

Esi - S3 = Erlo - RHI Sin cot Sin 6 
Es2 - S4 = Erhi - RLO Sin cot Cos 6 

The “BUSY”, “INHIBIT” and “ENABLE” pins should be con- 
nected as described under the heading “Data Transfer”. 

RESISTIVE SCALING OF INPUTS 
A feature of this range of converters is that the signal and 
reference inputs can be resistively scaled to accommodate any 
range of input signal and reference voltages. 

This means that a standard converter can be used with a per- 
sonality card in systems where a wide range of input and ref- 
erence voltages are encountered. 

To calculate the values of the external scaling resistors in the 
case of a Synchro Converter, add per extra volt of 

signal in series with “SI”, “S2” and “S3”, and 2.2kr2 per extra 
volt of reference in series with “Rhi”- 
In the case of a Resolver-to-Digital Converter, add 2.22kSl in 
series with “SI” and “S2” per extra volt of signal and 2.2kf2 
per extra volt of reference in series with “Rhi”- 

For example, assume that we have an 11.8V line to line, 26V 
reference Synchro Converter, and we wish to use it with a 60V 
line to line signal with a 115V reference. 

In each signal input line, the extra voltage capability required 
is: 

60 -11.8 = 48.2V 

Therefore each onef of the three resistors needs to have a value 
of: 

48.2 X 1.11 = 53.5kn 

Similarly the single resistor needed in series with “Rhi” can be 
calculated as being 195.8kJ2. 


The inputs of the converter can therefore be scaled as in the 
diagram below. 


USING THE CONVERTERS WITH OTHER THAN THE 
SPECIFIED REFERENCE FREQUENCY 
A 60Hz converter can be used from 50Hz to 400Hz, and a 
400Hz converter can be used from 400Hz up to 2.6kHz, but 
they will have the dynamic characteristics speciHed for the 
unit concerned. 


60V L-L 
INPUT 





R1. R2. R3 • 53.5kn 
Rp - 195.81(0 


NOTE 

IN THE CASE OP THE SIGNAL RESISTORS THE 
RATIO ERRORS BETWEEN THE RESISTANCES IS 
MORE IMPORTANT THAN THE ABSOLUTE 
RESISTANCE VALUES. 

IN GENERAL A 1% RATIO ERROR WILL GIVE RISE 
TO AN EXTRA INACCURACY OF 17 ARC-MINUTES 
WHILE A RATIO ERROR OF 0.1% WILL GIVE RISE 
TO AN EXTRA INACCURACY OF 1.7 ARC-MINUTES. 

THE ABSOLUTE VALUE OF Rp IS NOT CRITICAL. 


OUTLINE DIMENSIONS AND 
PIN CONNECTION DIAGRAM 

Dimensions shown in inches and (mm). 



u 




PINS 0.04 tO.001 (10.16 X 
10.03) DIA. (1) BRASS HARD 
GOLD PLATED 



MATING SOCKET: CAMBION 450-3388-01-03 


ORDERING INFORMATION 

When ordering, the converter part numbers should be suffixed 
by an option code in order to fully define them. All the stand- 
ard options and their option codes are shown below. For op- 
tions not shown, please consult the factory. 


Part Number 

Resolution 

Operating Temp. Range L to L Voltage/Format 

Ref. Voltage 

Ref. Freq. 

SDC1725511 

12 Bits 

C to +70°C 

11.8V Synchro 

26 Volts 

400Hz 

SDC1725611 

12 Bits 

-55°C to +105°C 

11.8V Synchro 

26 Volts 

400Hz, 

SDC1725512 

12 Bits 

0 to +70° C 

90.0V Synchro 

115 Volts 

400Hz 

SDC1725612 

12 Bits 

-55°C to +105°C 

90.0V Synchro 

115 Volts 

400Hz 

RDC1725518 

12 Bits 

0 to +70°C 

11.8V Resolver 

26 Volts 

400Hz 

RDC1725618 

12 Bits 

-55°C to +105°C 

11.8V Resolver 

26 Volts 

400Hz 

SDC1725522 

12 Bits 

0 to +70°C 

90.0V Synchro 

115 Volts 

60Hz 

SDC1725622 

12 Bits 

-55°C to +105°C 

90.0V Synchro 

115 Volts 

60Hz 

SDC1725541 

12 Bits 

0 to +70°C 

11.8V Synchro 

26 Volts 

2.6kHz 

SDC1725641 

12 Bits 

-55°C to+105°C 

11.8V Synchro 

26 Volts 

2.6kHz 

RDC1725548 

12 Bits 

0 to +70°C 

11.8V Resolver 

26 Volts 

2.6kHz 

RDC1725648 

12 Bits 

-55°C to+105°C 

11.8V Resolver 

26 Volts 

2.6kHz 


NOTE 

For 10-bit resolution, substitute 1726 in place of 1725 in the part number above. 
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ANALOG 

Synchro/Resolver 

DEVICES 

Power Amplifier 


SPA1695 


FEATURES 

5VA Output — Capable of Driving 4 Size 1 1 CT's 

Indefinite Short Circuit Protection 

Metal Case Acts as Heatsink 

Easily Mounted 

Voltage Sensing Facility 

Operation with No Derating Up to +105°C 

Suitable for 50 to 400Hz Operation 

APPLICATIONS 

Can Be Used With the Digital Vector Generators 
(DTM1716 and DTM1717) to Drive Control 
Transformers (CT's) 



GENERAL DESCRIPTION 

The SPA1695 is a two channel amplifier intended for use in 
conjunction with the DTM1716 and DTM1717 Digital Vector 
Generators for driving Control Transformers (CT’s). 

The unit is capable of supplying 5 VA to the load and therefore 
can be used in cases where the internal amplifiers of a Digital- 
to-Synchro Converter are not sufficient (i.e., in general when 
the load exceeds 1.3VA). 

The SPA1695 is contained in an aluminium case which has pre- 
drilled flanges for mounting purposes and excellent heatsinking 
properties. 

The amplifier has no derating up to +105°C and is indefinitely 
short circuit protected at 25 C ambient. 

The unit accepts resolver format inputs (Sine and Cosine) at 
7 volts rms max. The output of the amplifier is in resolver for- 
mat at 7 volts rms max and should be fed into suitable trans- 
formers (see ordering information). 

Voltage sensing pins are provided to compensate for any volt- 
age drop which may occur between the output of the amplifier 
and the output transformer. 


DIGITAL 

VECTOR SPA1695 OUTPUT 

GENERATOR AMPLIFIER TRANSFORMERS 



SCHEMATIC DIAGRAM OF AN SPA1695 AMPLIFIER 
BEING USED TO DRIVE A CONTROL TRANSFORMER (CT) 
The above diagram shows a Digital Vector Generator being 
used in conjunction with the SPA1695 amplifier and external 
transformers to drive a Control Transformer. 

The diagram illustrates the use of the Sine and Cosine feedback 
pins (“Sin F/B” and “Cos F/B”). 


MODELS AVAILABLE 

The SPA1695 does not require any option numbers in order to 
fully specify it. The standard unit operates over the frequency 
range 50 to 400Hz and over the temperature range of -55°C 
to +105°C. 
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SPECIFICATIONS (typical at 25°C unless otherwise noted) 


POWER output' 

5VA 

ACCURACY* (between channels) 

2 arc-minutes 

GAIN accuracy’ (matching) 

0.1% 

INPUT VOLTAGE (per channel) 

7V rms 

OPERATING FREQUENCY 

50 to 400Hz 

INPUT IMPEDANCE 

Greater than SOkQ 

INPUT BIAS CURRENT 

Less than IfiA 

GAIN (per channel) 

Unity 

INPUT DRIFT 

50;iV/°C 

INITIAL OUTPUT OFFSET 

3mV max at 2S°C 

CROSS OVER DISTORTION 

0.01% max 

DERATING OF AMPLIFIER 

None up to +105°C 

POWER SUPPLY REQUIREMENTS; 
±15V(P) No Load 
±15V(P) Average Full Load 
±15V 

llSmA Unregulated 

630mA Unregulated 

ISmA Regulated 

WEIGHT 

275 Grams (9.7 ozs) 

SIZE 

3.46" X 2.68" X 0.98" 

(88mm x 68mm x 25mm) 

OPERATING TEMERATURE RANGE -5 S^C to + 105°C 

STORAGE TEMPERATURE RANGE 

-55°C to +125°C 


NOTES 

1. Power output is sufficient to drive four 400Hz 90 volts line to 
line control trinsfotmert. 

2. Valid over full temperature range of -SS*C to 4^105^0. 

SpeciHcations subject to change without notice. 

CONNECTING THE SPA 1695 

The diagram shows the connection of the SPA1695 to the 
DTM1716 or DTM1717 Digital Vector Generator, and 
STM1686 output and reference transformers. 



Diagram Showing Connection of the SPA 1695 
to a DTM1716 or DTM1717 and STM1686 

NOTESi 

1. The “Sin F/B” and the “Cos F/B” pins of the SPA1695 should be 
connected directly the the “Sin” and “Cos” terminals on the output 
transformer at the transformer . This is to compensate for any drop 
in voltage along the connections between the “Sin O/P” and “Cos 
O/P” pins of the amplifier and the transformer. 

2. The “+15V” and “-15V” pins of the SPA1695 should be connected 
to a regulated power supply in order to drive the internal operation- 
al amplifiers. The “+15V(P)” and “-15V(P)” are used for the output 
stage and these supplies need not be a precision source. The mini- 
mum voltage when considering all tolerances including ripple, 
should be between 14.75 and 20 volts. 

3. The part of the 0 volt system local to the amplifier and converter 
should be tapped from the “GND(SIG)” pin on the transformer and 
should not interconnect with any other part' of the 0 volt system by 
any other method (see above diagram). 

4. In the above diagram, connection is also shown between the refer- 
ence transformers, contained in the STM1686 and the Digital 
Vector Generator. 
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USING TWO SPA1695 AMPLIFIERS IN PUSH-PULL 
CONFIGURATION 

Twice the output power may be achieved by connecting the 
outputs from two SPA1695 amplifiers in push-pull config- 
uration, the two devices being fed with out of phase signals. 

For more information consult the factory. 

ADDITIONAL HEATSINKING 

Although the SPA1695 case will provide the necessary heatsink 
properties to allow the amplifier to provide the 5VA power 
output over the full temperature range, it is recommended that 
additional heatsinking be provided where possible. 

ORDERING INFORMATION AND TRANSFORMER TYPE 
Part number SPA1695 is sufficient to specify the amplifier — 
no option eodes are needed. 

The transformers should be ordered according to the following: 

STM1686611 400Hz, Synchro output, 11.8 volt 

signal, 26 volt reference. 

STM1686612 400Hz, Synchro output, 90 volt 

signal, 115 volt reference. 

RTM1686618 400Hz, Resolver output, 11.8 volt 

signal, 26 volt reference. 

STM1687622 50/60Hz, Synchro output, 90 volt 

signal, 115 volt reference. 

NOTESt 

1. Above transformers are suitable for use over the temperature 
range -55°C to +105°C. 

2. If it is required to use the SPA1695 with Digital to Resolver 
converters, then use: 

a. STM1736 for 400HZ and STM1737 for 50/60Hz systems 
in the case of the DRC1605 and DRC1606 converters. 

b. STM1696 for 400Hr and STM1697 for 50/60Hz systems 
in the case of the DRC1705 and DRC1706 converters. 

AMPLIFIER OUTLINE DIMENSIONS AND PIN 
CONNECTION DIAGRAM 
Dimensions shown in inches and (mm). 
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ANALOG 

DEVICES 


Solid State 
Control Transformer 


SSCT/RSCT1621 


FEATURES 

Accuracy ±4 Minutes of Arc 
Low Power Dissipation 

Accommodates ±12.5° Error Angie About Null 
Synchro Input Isolation 
Transformer Output Isolation 
No 5 Volt Line Required 


DESCRIPTION 

The SSCT 1621 and RSCT 1621 are solid state control 
transformers which perform identical functions to electro- 
mechanical control transformers except that the mechanical 
inputs have been replaced by digital inputs. The SSCT is for 
three wire synchro inputs the RSCT is for four wire resolver 
inputs. In other respects they are idential. The solid state 
control transformer accepts three or four wire input 
information together with a 14 bit digital angle input and 
gives out a voltage at the carrier frequency with a magnitude 
proportional to the sine of the difference between the two 
angles. The output can be described by A sin 27rft sin(0-0) 
where "0” represents the 14 bit parallel binary input angle, 
“0” represents the input angle from the three wire synchro 
or four wire resolver, and f is the excitation frequency. 

The scaling of the output is 0.4 volts/degree and the nominal 



ouput voltage range is ± 5 volts rms. This implies a span of 
± 12.5° for full scale ouput (These voltages are for the ouput 
side of the output transformer which has a step down ratio of 
7 to 5). 

The solid state control transformer 1621 is intended for use as 
an error generator in follow up servo systems and for this 
reason the span of the output is more than adequate for all 
such systems. Since the output is by transformer coupling 
various output voltage scalings can be obtained on special 
order. 

The solid state control transformer 1621 provides an attractive 
alternative to digital-to-synchro converters in follow up servo 
applications, the elimination of the balanced output trans- 
formers removes constraints associated with Digital to 
Synchro converters. 



Figure 1. SSCT Schematic Diagram 
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SPECIHCATIONS 


(typical @ +25°C and ±15V unless otherwise noted) 


Accuracy* 

± 4 minutes of arc. 

Resolution 

14 bits ( 1 LSB = 1 .3 arc minutes) 

Digital input 

14 bits natural parallel binary 

Logic levels 

DTL/TTL 

Digital input loading 

“1” 0.4 mA, “0” 1 .6 mA 

Scaling 

0.4 volts/degree 

Output signal 

400 Hz: 5 volts rms (max) 
into 500 ohms 

60 Hz: 7 volts (max) into 1 K ohms 

Output angle range 

± 12.5 degrees 

Output impedance 

10 ohms 

Step response time, 
synchro or digital 
input 

Less than 1 milli-second 

Synchro/Resolver input 

-All standard 60Hz or 400Hz 
synchro or resolver levels (see 
ordering code overleaf) 

Power supplies 

± 15 volts at 40 m A/line 

Size 

3-125''x 2-625" X 0-8" 

79-4 mm x 66-6 mm x 20-5 mm 

Operating Temperature 

0 to +70 degrees C. 

-50 to -(-105 degrees C. 

Storage Temperature 

-50 to +125 degrees C. 


^Accuracy applies over the operating temperature range for:- 

(a) ± 10% signal variation 

(b) 1 0% signal harmonic distortion 

(c) ± 5% power supply variation 



Figure 2. Pin Arrengement of the SSCT1621 (400Hi) 


Pin 040*±00rDia. 

Mating socket 
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Figure 3. Pin Arrangement of the STM1636 


ELECTRICAL CONNECTIONS 

400 Hz operation. The physical form and dimensions of the 
1621 for 400 Hz use are shown in Fig. 2. For operation on 
400 Hz both the signal input transformers and an output 
transformer are encapsulated within the module. The signal 
connections are made via the pins marked S, , S; , S3 and S4 . 

For synchro use only the pins S| , 83 and S3 are used (S4 is 
not used). For resolver use, the sine input is applied between 
pinsS, and S3 and the cosine input between Sj and S4 and 
the polarities are such that if S, is connected to 83 and both 
to common, then the voltages on S3 and S4 will be in time 
phase in the first quadrant. 

The output which is provided on the pins marked 0/P Hi and 
0/P Lo has a maximum voltage of 5 volts rms and is suitable 
for driving loads of 500 ohms or greater. This output is coup- 
led from the output operational amplifier by means of a 7:5 
step down transformer which is contained inside the SSCT 
module. 

60 Hz operation. When used on 60 Hz the SSCT has an ex- 
ternal transformer module for the signal input transformers 
(see Fig. 3). No output transformer is used on 60Hz, the out- 
put being taken directly from the pins V and U (output Hi and 
Lo respectively ) on the SSCT module. The output voltage is 7 
volts rms directly from the output of an operational amplifier 
(it is short-circuit proof) and is suitable for driving into loads 
of IK ohms or more. The signal inputs to the module are in 
resolver form and connect via the pins marked Q.R.S.T. The 
pins Q.R.S.T. on the SSCT module must be connected to the 
pins marked Q.R.S.T. on the transformer module Q — > Q 
etc. (see Fig. 4). The input signal connections are made to the 
transformer module pins marked S, 83 S3 and W. For synchro 
use the signals are connected to S, S3 and S3 , no use being 
made of pin W. For resolver use the sine input is applied bet- 
ween pins S, and S3 and the cosine input between S3 and W. 

The polarity should be such that if S, and S3 are connected 
together and regarded as common, the voltages on S3 and W 
will be in time phase in the first quadrant. 

■ The remaining pins on the transformer module i.e. U. V, RLo. 
RHi and Q' should not he used in this application. 

The SSCT module makes use of only ± 15 volts which should be 
connected to the pins marked +15, -15 and GND on the module. 
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Applying the SSCT/RSCT1 621 



Figure 4. Pin Arrangement of the SSCT1621 ( 6 OH 2 ) 

Table 1 shows the bit weights for the digital inputs which con- 
nect to pins 1 through to 14. The levels required are TTL with 
loading of 0.4 tnA for the “1” state and 1.6 mA for the “0” 
state. 


DIGITAL INPUT ANGLE 14 



The system using the SSCT provides an alternative to the use 
of a digital to synchro converter followed by an electromech- 
anical control transformer; the SSCT control loop is simpler 
than the DSC system and is capable of providing higher 
accuracy. 

In addition to its use in the simple servo control loop as 
shown, the SSCT has application in electronic speed chang- 
ing systems where it is used in conjunction with synchro to 
digital converters (SDC’s) and solid state control transformers 
(SCDX’s) which are also available in encapsulated modules. 

The output of the 400 Hz SSCT is from a transformer con- 
tained inside the module the standard ratio of which is 
7:5, but other ratios can be provided to meet special needs. 


BIT WEIGHT TABLE 


Bit Number 

Weight in Degrees 

1 (MSB) 

180.0000 

2 

90.0000 

3 

45.0000 

4 

22.5000 

5 

11.2500 

6 

5.6250 

7 

2.8125 

8 

1.4063 

9 

0.7031 

10 

0.3516 

11 

0.1758 

12 

0.0879 

13 

0.0439 

14(LSB) 

0.0220 


TABLE 1. 


DIGITALLY CONTROLLED SERVO LOOP USING THE 
SSCT 1621 

Fig. 5 shows how the SSCT would be used in a servo loop 
where the input angle is defined digitally as a 14 bit word into 
the SSCT. If the servo power drive is a D.C. motor the SSCT 
signal is fed into a phase sensitive detector together with the 
reference signal which is followed by a suitable power 
ampliHer to drive the motor. The mechanically coupled 
synchro transmitter energised by the reference signal provides 
the angular feedback signal to the SSCT. In low power systems 
a bi-phase motor might be used in which case the phase 
sensitive detector would be omitted and the reference signal 
fed to the motor as well as to the synchro transmitter. 


ORDERING INFORMATION 


The model Number SSCT/ 1621 for Synchro use or RSCT/ 
1621 for resolver use, must be followed by a 3 digit number 
XYZ which defines the operating conditions and signal levels. 
X defines the operating temperature range, Y determines the 
frequency and Z determines the signal voltage level and 
synchro or resolver use as follows: - 


X = 5 signifies temperature range 0 - 70°C 

X = 6 signifies temperature range - 55°C to +105°C 

Y = 1 signifies carrier frequency of 400 Hz 

Y = 2 signifies reference frequency of 60Hz 

Z = 1 signifies synchro signal voltage 1 1.8 volts 

(Y must =1) 

Z = 2 signifies synchro signal voltage 90 volts 

(Y = 1 or 2) 

Z = 3 signifies resolver signal voltage 1 1.8 volts 

(Y must = 1) 

Z = 4 signifies resolver signal voltage 26.0 volts 

(Y must = 1) 

Z = 5 signifies resolver signal voltage 90.0 volts 

(Y = 1 or 2) 

Z = 6 signifies resolver signal voltage 1 15.0 volts 

(Y = 1 or 2) 

Z = 8 signifies resolver signal voltage 1 1.8 volts 

(Y must = 1) 

The external signal transformer module for 60 Hz use is 

designated STM 1636/XYZ or RTM 1636/XYZ for either 

synchro or resolver use. 


CARD MOUNTING A printed circuit card for holding the 
400 Hz version of the 1621 is available, it is the P.C. card type 
AC 1637. 
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ANALOG 

DEVICES 


Two Speed Processor (for Coarse/Fine 
Synchro/Resolver Systems) 


TSL1612 


FEATURES 

36:1, 18:1 or 9:1 Ratios with Same Module 
No False Output Readings 
Fast (500ns) Parallel Operation 
Easy to Use 

Up to 19-Bits Resolution 

Automatic Correction for Misalignment Between Synchros 
or Resolvers 

Low Profile — 0.4" (10.2mm) 

APPLICATIONS 

Combining the Digital Outputs of Synchro-or-Resolver-to- 
Digital Converters in Coarse/Fine Systems 



OUTfUf 


(Mse> 


a analog 
devices 








GENERAL DESCRIPTION 

The TSL1612 is used for combining the digital outputs of two 
Synchro- or Resolver-to Digital Converters in a mechanically 
or electrically geared coarse/fine system in order to produce a 
single unambiguous digital word representing the coarse shaft 
angle (see diagram). 



DIGITIZING THE OUTPUT OF THE COARSE AND FINE 
SYNCHRO TRANSMITTERS (CX’S) IN A TWO SPEED SYSTEM 

The unit described in this data sheet provides for ratios of 9.1, 
18:1 and 36:1 in a single module. However, other ratios are 
sometimes encountered in coarse/fine Synchro or Resolver 
Systems, and details of special versions of the TSL1612 for 
use with ratios of 2:1 thru 35:1 are available on request. 


The digital inputs to the TSL1612 are up to 14 bits from the 
fine converter and up to 7 bits from the coarse converter 
according to the gear ratio required. The output is up to 19- 
bits parallel binary angle data. The module may be used with 
any Synchro or Resolver Converters which produce parallel 
binary output. 

MODELS AVAILABLE 

The standard TSL1612 which provides for ratios of 36:1, 18:1 
and 9:1 has two options. They are as follows: 

TSL1612500 0 to +70°C Operating Temperature 

TSL1612600 -55°C to +105°C Operating Temperature 

OUTLINE DIMENSIONS AND 
PIN CONNECTION DIAGRAM 


Dimensions are shown in inches and (mm). 
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SPECIFICATIONS unless otherwise noted) 


Ratios: 

36:1, 18:1, ’9:1 

Fine Synchro Input 

Up to 14-Bits Parallel Binary Angle 

Coarse Synchro Input 

Up to 7-Bits Parallel Binary Angle 

Logic Levels 

DTL/TTL Compatible 

Input Loading 

2TTL Loads 

Output Fan Out 

5TTL Loads 

Digital Output 

Up to 19-Bits Parallel Binary Angle 

Accuracy 

±1LSB 

Conversion Time 

500ns 

Temperature Range 
Storage 

Operating 

-55°C to+125°C 

0 to +70° C Standard 
-55°C to +105°C Extended 

Power Supplies 

+5V ±5% @ 600mA 

Size 

3.125" X 2.625" X 0.4" 

79.4mm X 66.6mm X 10.2mm 

Weight 

3.5ozs. 100 grams 


Specifications subject to change without notice. 

CONNECTING THE TSL1612 

For all ratios the fine SDC outputs connect directly to the 
fine TSL1612 inputs i.e. bit (1) out to bit (1) in through to bit 
14 out to bit 14 in. If a Synchro- or Resolver-to-Digital Con- 
verter with a resolution of less than 14 bits is used to provide 
the fine input, then the unused inputs to the TSL1612 should 
be grounded and the output accuracy will be reduced accord- 
ingly by the same number of bits. 

The connections of the coarse inputs and the TSL1612 
outputs change according to the ratio to be obtained ie:-, 

36il RATIOS 

Bits 1 to 7 from the coarse Synchro- or Resolver-to-Digital 
Converter should be connected to bits 1 to 7 on the coarse 
input of the TSL1612. The output is taken from bits 1 to 19. 

18:1 RATIOS 

Bits 1 to 6 from the coarse Synchro- or Resolver-to-Digital 
Converter should be connected to bits 2 to 7 on the coarse 
input of the TSL1612. The output is taken from bits 2 to 19 
(bit' 2 is the MSB of the output word). 

9:1 RATIOS 

Bits 1 to 5 from the coarse Synchro- or Resolver-to-Digital 
Converter should be connected to bits 3 to 7 on the coarse 
input of the TSL1612. The output is taken from bits 3 to 19 
(bit 3 is the MSB of the output word). 

CORRECTION FOR MISALIGNMENT OF THE COARSE 
AND FINE SYNCHROS OR RESOLVERS 
In the two speed digital converters which receive inputs from 
both the coarse and fine synchros, circumstances will occur 


when the coarse angle determined by the most significant 
digits of fine synchro will conflict with the overlapping least 
significant digits of the coarse synchro. (This is due to the 
backlash in the gearing or misalignment in the synchros 
causing different readings at the major transition points.) 
Digital logic circuits for resolving this conflict are included in 
the TSL1612. The digital reading from the fine synchro is 
made to dominate in the overlapping region, and a correction 
is made bringing the coarse reading into line to provide an un- 
ambiguous digital representation of the angle of the coarse 
shaft. The TSL1612 will correct for a misalignment of (90 
divided by the ratio) degrees. 

DATA TRANSFER FROM THE TSL1612 

Data transfer can be made in a number of ways in which two 

are listed below. 

1. The BUSY outputs of the fine and coarse Synchro/Resolver- 
to-Digital Converter can be “OR”ed together to give an 
indication of when neither converter is being updated (see 
appropriate converter data sheet). The data can then be 
taken from the TSL1612. (The conversion time of the 
TSL1612 is usually insignificant.) 

2. The INHIBIT can be applied to both the Synchro/Resolver- 
to-Digital Converters simultaneously in order to freeze their 
outputs (see appropriate data sheet). When the inputs to 
the TSL1612 are frozen the output data can be taken. In 
cases where 12 bits is sufficient for the fine input, the 
three-state input SDC1725 Synchro/Resolver-to-Digital 
Converter should be used in conjunction with the SDC1726 
on the coarse input. These converters allow the INHIBIT 
to be used without any risk of opening the internal con- 
verter tracking loop (see data sheet). 

THEORY OF OPERATION 

The theory of operation of the TSL1612 is shown in the 
diagram below. 



FUNCTIONAL DIAGRAM OF TSL1612 


ORDERING INFORMATION 
Order: — 

TSL1612500 for 0 to +70°C Operating Temperature 
Range. 

TSL1612600 for -55°C to +105°C Operating Temperature 
Range. 
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Sample/Track-Hold Amplifiers 


Contents 

Page 

Selection Guide 14-2 

General Information 14-8 

Definitions 14-9 

ADSHM-5 Ultra-Fast 0.01% Track/Sample-Hold Amplifiers 14-11, 

SHA1144 Module, High-Resolution Sample-Hold Amplifier 14-15 

THS/THC Modules, Ultra-High Speed Track-Hold Amplifier Series 14-19 


SAMPLE/TRACK-HOLD AMPLIFIERS VOL II, 14-1 




Selection Guide 

Sample/Track-Hold Amplifiers 


General Purpose 

LOGIC LOGIC 

NC NC IN + IN - +Vs -IN OUTPUT 



AD582 Page 

Suitable for 12-Bit Applications Vol. I 

High Sample/Hold Current Ratio: 10^ 14-23 

Low Acquisition Time: 6p.s to 0.1% 

Low Charge Transfer: <2pC 
High Input Impedance in Sample and Hold Modes 
Connect in Any Op Amp Configuration 
Differential Logic Inputs 



SAMPLE/HOLD 

CONTROL 

GND 

N.C. 

HOLD CAP. 


V+ 

CASE 


AD583 

High Sample-to-Hold Current Ratio: 10^ 

High Slew Rate: 5Vps 

High Bandwidth: 2MHz 

Low Aperture Time: 50ns 

Low Charge Transfer: lOpC 

DTL/TTL Compatible 

May Be Used as Gated Op Amp 


Vol. I 
14-27 
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High Speed 


SUMMING PT 



AD346 

Fast 2.0)ji5 Acquisition Time to ±0.01% 

Low Droop Rate: 0.5mV/ms 
Low Offset 
Low Glitch: <40mV 
Aperture Jitter: 400ps 

Extended Temperature Range: -55°Cto +125°C 
Internal Hold Capacitor 


TTL 

LOGIC REF 

HOLD REF OUT +Vs Rin Rfb Vqut 
[TT] n?! n^l ITTI [lol [Tl |T1 



LiJ LlI LiJ L±J LlI LlJ LiJ 

-V|N +V,„ NULL -Vs NULL GND CH 


AD585 

Fast 2.5|xs Acquisition Time to ± 0.01% 

Low Droop Rate: 0.5m V/ms 
Low Offset: ImV 
Sample/Hold Offset Step: ImV 
Aperture Jitter: 0.5ns 

Extended Temperature Range: — 55°Cto +125°C 
Internai Hold Capacitor 

APPLICATIONS 
Data Acquisition Systems 
Data Distribution Systems 
Anaiog Delay & Storage 
Peak Amplitude Measurements 


Page 

Vol. I 
14-11 


Vol. I 
14-31 
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Selection Guide 

Sample/Track-Hold Amplifiers 

High Speed 



HTC-0500 

700ns Acquisition Time 
<750mW Power Dissipation 
14-Pin DiP 
0.01% Linearity 

APPLICATiONS 
Data Acquisition Systems 
Data Distribution Systems 
Analog Deiay and Storage 
Peak Ampiitude Measurements 


Page 

Vol. 1 
14-45 


I~2kTC 
T 5k 
P -aAA/ — ( 



ANALOG -15V MODE ANALOG 
IN CONTROL COMMON 

I 

N/C = NO CONNECTION 
INTERNALLY 


I .^1 1 

OPTIONAL EXTERNAL C 


ADSHC-85 

Improved SHC-85 Replacement 
500ns Sample-to-Hold Transient 
50|jiV rms Noise 
Low Droop Rate of 0.2mV/ms 


Vol. I 
14-37 
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Very High Speed 



ADSHM-5 

2nd Source-Replaces All SHM-5 Series 
Fast 350ns Acquisition Time to ±0.01% 
Aperture Uncertainty 250ps 
ADSHM-5K 

Ultra Fast 250ns Acquisition Time to ±0.01% 
100ns Acquisition Time to ±0.1% 
Wide 12MHz Bandwidth 
300Vp.s Slew Rate 
Super Low 2nA Input Bias Current 


Page 

Vol. II 
14-11 



HTS-0010 

Aperture Jitter of 5ps 
Acquisition Time 10ns 
Output Current ±40mA 
Slew Rate 300V/|jis 


Vol. I 
14-19 
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Selection Guide 

Sampie/Track-Hold Amplifiers 

Very High Speed 



HTS-0025 

Aperture Time to 20ps 
Acquisition Time to 20ns 
Linearity 0.01% 

10'°n Input Z (HTS-0025) 
±50mA Output Current 


P^e 

Vol. I 
14-55 



HTC-0300 

Aperture Jitter of lOOps Vol. I 

Input Range ± 10V 14-41 

Output Current ±50mA 
Max Droop Rate SpV/ps 
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AD389 

Companion to High Resolution A/D Converters 
Fast Acquisition Time: 2.5ps to ±0.003% 

Low Droop Rate: 0.1p.V/|jis 
Aperture Jitter: 400ps 
Internal Hold Capacitor 
Unity Gain Inverter 
Low Power Dissipation: 300mW 


SHA1144 


High Resolution 14-Bit Sample-and-Hold Amplifier 

±10V Range 

50ns Aperture Delay 

0.5ns Aperture Jitter 

Acquisition Time: Bps to ±0.003% 

Bps Settling Time 
0.001% Max Gain Linearity Error 
Complete with Input Buffer: No External 
Components Required to Meet Rated Performance 







Orientation 

Sample/Track-Hold Amplifiers 


The technical data in this volume embrace high-performance 
(high-resolution and high-speed) sample/track-holds, in the 
form of encapsulated modules. As the Selection Guide indi- 
cates, data on a variety of monolithic and hybrid sample/ 
track-holds can be found in Volume I. 

Besides the products in this section (stand-alone devices for 
performing the sample/track-hold function) similar functions 
can be found integrated into a variety of component and sub- 
system products. Component examples; a number of video 
A/D converters have on-board track-holds (MOD-1 205); some 
high-speed D/A converters have on-board sample-holds for 
deglitching (MDD); and high-resolution D/A converters have 
deglitcher options (Deglitcher IV for the DAC1138). Besides 
these, sample-hold functions are inherent in Data-Acquisition 
Subsystems, Microcomputer Analog I/O Boards, Intelligent 
Measurement-and-Control Subsystems, and MACSYM. 

The principal application for sample/track-hold amplifiers is to 
maintain an analog-to-digital converter’s input constant during 
conversion, at a value representing the analog input as of a cer- 
tain precisely known time. The characteristics of the SHA are 
crucial to system accuracy and the reliability of the digital 
data, especially in 12-bit and/or high-throughput-rate 
applications. 

A sample/track-hold amplifier (s/h or SHA), as its name indi- 
cates, has two modes of operation, programmed by a digital 
control-input. In the track— or sample— mode, the output 
follows the input, usually with a gain of +1. When the mode- 
input switches to hold, the output of the SHA ideally retains 
the last value it had when the command to hold was given, 
and it retains that value until the logic input dictates track 
(sample), at which time the output ideally jumps to the input 
value and follows the input until the next hold command is 
given. 

Analog Devices track-holds and sample-holds are functionally 
identical: they are designed to acquire input signals for either 
immediate hold or for a possibly extended period of tracking. 
They should not be confused with ac devices termed “sample- 
hold” that can only obtain quick samples and cannot track the 
input continuously. 

SHA CIRCUITRY AND HARDWARE 

A sample-hold amplifier usually consists of a storage capacitor, 
input- and output buffer-amplifiers, and a switch and its drive- 
circuitry. During sample, the circuit is connected to promote 
rapid charging of the capacitor. During hold, the capacitor is 
disconnected from its charging source and— ideally— retains 
its charge. The figure below shows a typical feedback con- 
figuration: the input buffer is a high-gain differential amplifier 
with a current output that charges the capacitor through the 
logic-controlled switch. The capacitor is unloaded by a unity- 
gain buffer-follower. The output is fed back to the negative 
input (as in an op-amp follower configuration), and thus, in 
sample, the charge on the capacitor is compelled to follow the 


input. In hold, the input amplifier no longer drives the capaci- 
tor; it retains its charge, unloaded by the output follower. In 
another popular configuration, the capacitor is used as the 
feedback element of an inside-the-loop integrator (SHA1144). 
The highest-speed devices usually run open-loop. 




MODE CONTROL 


Since drive current is finite, and leakage current in hold is not 
zero, the capacitance— if large— limits the slewing rate in sam- 
ple and— if small— converts leakage current to “droop” in 
hold. In s/h modules, the capacitance is usually fixed, and the 
properties of the complete device are optimized for one con- 
dition— and so specified. In s/h monolithic ICs, the capacitor 
is omitted, and furnished by the user (both for flexibility and 
because good capacitors for this purpose are hard to integrate). 
The optimum capacitance can be selected for the specific 
application. In some types, (e.g., SHA1144), the gain con- 
nections are external, like those of an op amp, permitting 
gains other than +1. 


PERFORMANCE 

In the sample mode, it is useful to consider that a SHA’s per- 
formance can be characterized by specifications similar to 
those of a closed-loop operational amplifier (offset, drift, 
nonlinearity, gain error, bias current, etc.), but with somewhat 
slower response (gain-bandwidth, slewing rate, settling time) 
because of the need to charge the storage capacitor. 

However, during the sample-to-hold, hold, and hold-to-sample 
states, the dynamic nature of the mode-switching introduces a 
number of specifications that are peculiar to SHAs. The most- 
important of these are defined below and illustrated in the 
adjoining figure. They include the aperture time and its uncer- 
tainty, the sample-to-hold step, feedthrough and droop (in 
hold), and acquisition time. 



sample logic input sample 
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DEFINITIONS 

Acquisition Time is the time required by the output of the 
device to reach its final value, within a specified error band, 
after the sample command has been given. Included are 
switch-delay time, the slewing interval, and settling time for 
a specified output-voltage change. 

Aperture (Delay) Time is the time required after the hold com- 
mand for the switch to open fully. The sample is, in effect, 
delayed by this interval, and the hold command would have to 
be advanced by this amount for precise timing. 

Aperture Uncertainty— ox Aperture (Delay) Jitter— \s the range 
of variation in the aperture time. If the aperture time is “tuned 
out” by advancing the hold command a suitable amount, this 
spec establishes the ultimate timing error, hence, the max- 
imum sampling frequency to a given resolution. For example, 
the ADSHM-5K specs are 20ns and lOOps. 

Charge Transfer (or offset step), the principal component of 
sample-to-hold offset (ox pedestal), is the charge transferred 
to the storage capacitor via stray capacitance when switching 
to the hold mode. It can sometimes be reduced by lightly 


coupling an appropriate-polarity version of the hold signal to 
the capacitor for cancellation. The associated voltage error 
(AQ/C) can be reduced by using greater capacitance for storage; 
but this increases response time. 

Droop is the change of the output voltage during hold as a 
result of leakage or bias currents flowing through the storage 
capacitor. Its polarity depends on the sources of leakage 
current within a given device. In ICs, it is specified as a (droop 
or drift) current, in modules, a dV/dt. (Note: I = CdV/dt.) 

Feedthrough is the fraction of the input signal variation or ac 
input waveform that appears at the output in hold. It is caused 
by stray capacitive coupling from the input to the storage ca- 
pacitor, principally across the open switch. 

Sample-to-Hold Offset, a shift in level between the last value in 
sample and the value settled-to in hold, is the residual step er- 
ror after the charge transfer is accounted for and/or cancelled. 
Since it is unpredictable in magnitude and may be a function 
of the signal, it is also known as offset nonlinearity. 
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ANALOG 

DEVICES 


Ultra Fast 0.01% 
Track/Sample -Hold Amplifiers 


ADSHM-5/ADSHM-5K 


FEATURES 

ADSHM-5 

2nd Source— Replaces all SHM-5 Series 
Fast 350ns Acquisition Time to ±0.01% 
Aperture Uncertainty 250ps 
ADSHM-5K 

Ultra Fast 250ns Acquisition Time to ±0.01% 
100ns Acquisition Time to ±0.1% 
Wide 12MHz Bandwidth 
300V//its Slew Rate 
Super Low 2nA Input Bias Current 

APPLICATIONS 
Fast Data Acquisition 
Data Distribution Systems 
Peak Measurement 
Simultaneous Sample & Hold 
Analog Delay & Storage 



GENERAL DESCRIPTION 

The ADSHM-5 is a new ultra-fast (350ns to 0.01%) sample- 
hold amplifier designed for use with high-speed 10- and 12-bit 
analog-to-digital converters, such as Analog Devices’ MAH, 
MAS, and HAS Series, as well as other manufacturers’ types. 

Designed specifically to second source other SHM-5 ’s, the 
ADSHM-5 is a fit, form and function equivalent for these 
modules. 

When used in a 12-bit data acquisition system, the ADSHM-5 
acquires to within 12 bits (±0.01%) in 350ns for a lOV step 
change. For systems requiring 10-bit performance, the 
ADSHM-5 acquires to within ±0.1% in just 200ns max. 

Other salient features of the ADSHM-5 include 0,005% max 
Tracking Nonlinearity and a Small Signal Bandwidth of 5MHz. 

To upgrade system performance one need only to look at the 
new ADSHM-5K. While sharing the same pinout and package 
of the ADSHM-5, this all new module utilizes the latest “state- 
of-the-art” hybrid techniques to offer the user the optimum in 
specifications. The ADSHM-5K features a maximum 12-bit 
acquisition time of only 250ns and 10-bit acquisition time of 
an astonishing 100ns max. Another improvement is in acqui- 
sition time where the input buffer must also respond to a lOV 
step change, such as in multiplexed applications. The total 
acquisition time in this application is only 350ns max. Fur- 
ther, the Small Signal Bandwidth has been improved from 
5MHz to 12MHz. 

Both units are packaged in a 2”X2”X0.4” case. The opera- 
ting temperature range is 0 to +70°C, and the power require- 
ments are ±15V dc @ 75mA max. 



ANALOG 

OUTPUT 


ANALOG 

OUTPUT 

GROUND 


Figure 1. ADSHM-5; ADSHM-5K Block Diagram 


TRACK-AND-HOLD (T/H) MODE 

When a unit is operated in the T/H mode, it is allowed to “track” 
the input signal for a period of time prior to initiating a “Hold 
Command.” During the track period, the output follows the 
input, and the device functions like a unity gain amplifier. 


When a Logic “0” is applied to the “Sample Control” input of 
the T/H, its output is frozen. This output level is held until the 
track mode is reestablished by a Logic “1” at the “Sample 
Control” input. This operation is shown graphically in Figure 
4. The held output level is the voltage value at the input at the 
instant the hold command is applied, plus the aperture time. 
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SPECIFICATIONS 


(typical @ +25°C and ±15V dc power supplies unless otherwise noted) 


MODEL 

UNITS 

ADSHM-S 

ADSHM-5K 

ANALOG INPUT 




Input Voltage Range 

V min 

±10 

• 

Input Overvoltage, No Damage 

V max 

±15 


Input Impedance 

n 

lOOM 

lO"* 

Input Bias Current 

nA max 

250 

2 

Offset Adjustment Range 

mV 

±300 

* 

SAMPLE CONTROL INPUT 




Sample Mode: Logic "1”, TTL* 

V 

+2.0 to +5.5 

• 

Hold Mode; Logic “0”, TTL 

V 

0 to +0.8 

• 

Loading 

mA 

+1 

• 

ANALOG OUTPUT 




Output Voltage Range . 

V min 

±10 

• 

Output Current 

mA 

±40 

±50 

Output Impedance 

n max 

0.1 


Noise (dc to 2.5MHz) 

MV 

100 


ACCURACY/STABILITY DC 




Gain* 

V/V 

-1.000 ±0.1% 

• 

Gain vs. Temperature 

ppm/° C 

±10 

• 

Output Offset vs. Temperature 

H'V/°C max 

±30 

• 

Output Offset vs. Supply 

mV/V 

1 

• 

Tracking Nonlinearity 

% max 

±0.005 

• 

Output Offset Voltage, Sample Mode 

mV max 

±50 



DYNAMIC RESPONSE^ 
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BOTTOM VIEW 


H K” 


Acquisition Time^ , lOV to 0.1% 

ns max 

200 

100 

Acquisition Time* , lOV to 0.01% 

ns max 

350 

250 

Acquisition Time* , lOV to 0.01% 

ns typ 

1)000 

300 

Bandwidth, Tracking, -3dB 

MHz 

5 

12 

Slew Rate, Tracking 

V//is 

25 

300 

Aperture Delay Time* 

ns 

20 

• 

Aperture Uncertainty Time 

ps 

250 

100 

Hold Mode Droop 

HV/ns max 

20 

12 

Hold Mode Feedthrough, dc to 500kHz 

dB 

70 

• 

Sample to Hold Offset Error 

mV max 

±5 

• 

POWER REQUIREMENT 




Power Supply Voltage 

Vdc 

±15 ±0.5 

• 

Quiescent Current 

mA max 

75 

• 

PHYSICAL-ENVIRONMENTAL 




Operating 

“c 

0 to +70 

• 

Storage 

°C 

-55 to +125 


Relative Humidity 

% 

Up to 100%, 
noncondensing 


Case Size 

tt 

2.0 X 2.0 X 0.4 


Case Material 

N/A 

Diallyl Phthalate per MIL-M-14 



Type SDG-f 


Pins 

N/A 

0.020 round, gold plated; 0.25 



long min 



Figure 2. Mechanical Dimensions 
Dimensions shown in inches and (mm). 


PIN 

FUNCTION 

1 

SAMPLE CONTROL 

2 

SAMPLE CONTROL GND 

15 

ANALOG OUTPUT GND 

16 

ANALOG OUTPUT 

17 

NC 

18 

OFFSET ADJUST 

19 

+15V POWER 

20 

-15V POWER 

21 

POWER GROUND 

31 

ANALOG INPUT GND 

32 

ANALOG INPUT 


Figure 3. Pin Designations 


NOTES 

' TTL compatible. Schottky Pull Up (74S132 or equivtlent) recommended to lupply the ImA required. 

* The G&in Error of ±0.1% can be adjusted out most easily by u^g the Gain Adjust of the companion 
A/D converter. 

* When switched into Hold, about 50ns is required for switching transients to settle. This time should 
be allowed before initiating the Hrst conversion. 

^From Tracking Mode. 

* From Input Buffer. 

^ The Analog Signal Delay from the input to the Sampling Switch is apprOAiniatciy 32a$. Aperrare 
Delay time is 20ns. 

* Specifications same as ADSHM*5. 

Specifications and prices subject to change without notice. 
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Applications 


Variations in the instants of sampling are called Aperture Un- 
certainty. It appears as jitter in the sampling point and can 
cause significant errors when very high dV/dt inputs are 
sampled. 



Figure 4. Track/Hold Waveforms 

During the hold period, feedthrough and droop rate can intro- 
duce errors at the output. It is important that a track-and-hold 
have high feedthrough rejection to prevent input to output 
leakage during the hold period. The droop rate is the amount 
the output changes during the hold period, as a result of load- 
ing on the internal hold capacitor. 

When the sample control input returns to the track condition, 
the amount of time required for the T/H output to reestablish 
accurate tracking of the input signal is called the acquisition 
time. Figure 5 shows settling accuracy versus acquisition time 
for the ADSHM-5 and ADSHM5-K. 



ACQUISITION TIME - ra 



SAMPLE-AND-HOLD (S/H) MODE 

In the S/H mode of operation, devices are normally left in the 
hold condition. A very short sample pulse is applied to the 
sample control input when a new sample needs to be obtained 
at the output. The sample pulse width is dictated by the ac- 
quisition time. 

OPERATION WITH A/D CONVERTER 
The most common use for a track-and-hold is to place it ahead 
of an A/D converter to allow the digitizing of signals with 
bandwidths higher than the digitizer alone can handle. The use 
of the ADSHM series track-and-holds can allow a reduction of 
system aperture to lOOps. These track-and-holds may also be 
used for peak holding functions, simultaneous sampling A/Ds 
(with appropriate analog multiplexing), and other high-speed 
analog signal processing applications. The ADSHM series is 
designed to operate in either the track-and-hold or sample- 
and-hold modes. They perform well with the MAH series 
A/D converters as well as several other manufacturers’ types, 
such as the Datel ADCEH series. 

By using the circuit shown in Figure 6 using a 12-bit, 2/us A/D 
converter, throughput rates of up to 450kHz can be achieved 
for ultra-high-speed data acquisition applications. 

The maximum value of input signal frequency that can be ac- 
quired and digitized (by the A/D converter) to within ±1/2 LSB 
can be determined by the following: 

2-n 1 

fs = = = 388.7kHz 

2irTA 2n • 4096 • 1 X 10-^° 



(DEPENDING ON CONVERTER BEING USED. 
EOC SIGNAL MAY REQUIRE INVERTER) 


Figure 6. Typicai Circuit for Operation with A/D Converter 


PEAK DETECTOR 

Figure 7 shows a slope-sensitive circuit which is capable of 
finding the peaks of positive excursions of an input waveform 
and digitizing the result. The circuit may be implemented with- 
out the A/D converter, in which case the output is an analog 
level held by the T/H module that may be observed or meas- 
ured in some other manner. 


The comparator triggers the T/H module when the positive 

Figure 5. Acquisition Time vs. Settiing Accuracy ^ threshold slope equal 

to 15V/R2C1. A minimum posmve slope of 15V/R1C1 is 
required to arm the detector. Resistors R1 and R2 are used 
to provide a guard band to prevent noise from triggering the 
circuit. The guard-band voltage is equal to 15V X R1/R2 and 
is generally set to approximately 5mV to 20mV. 
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♦2V 


THRESHOLD SLOPE 
' TRIGGERS 74121 


RECOMMENDED FOR USE WITH 
THESE POPULAR A/D CONVERTERS 
MAS SERIES 



Figure 7. Peak Detector Circuit 


OFFSET ADJUSTMENT 

The maximum samplc-to-hold offset error of 5mV is constant 
with signal level. The circuit of Figure 8 can be used to adjust 
this error out while in the hold mode. Please note that the 
ADSHM-5 or ADSHM-5K can be adjusted for zero output off- 
set in either the tracking (sample) mode or the hold mode, but 
not in both at the same time. 


+15V 


OFFSET 

ADJUST 



PIN 18 


-15V 


Figure 8. Offset Adjustment 


START , 
CONVERT 


■IQQns 


J A/D CONVERT 
|2ms typ) 


n 


S/H ACQUIRE 
A/D 
DATA 
OUT 


A/D CONVERT 



Figure 9. Timing Diagram Acquisition Time 

Ta = ADSHM-5 = 350ns; Ta = ADSHM-5K = 250ns 



FEATURES 
High Speed at Low Cost 
8 Bits l/us max 
10 Bits l.Sjis max 
12 Bits 2jus max 

No Missing Codes Over Temperature 
Low Power 

Industry Standard Pin Out 
Parallel and Serial Outputs 
Pin and Function Compatible with 
ADCEH Series 



FEATURES 

Reliable Hybrid Construction 
Conversion Times as Low as 1.2|is 
Resolution: 8, 10 and 12 Bits 
Exceptional Accuracy, 0.012% of FS 
Low Power 

Contained in Glass or Metal 32-Pin DIP 
Adjustment-Free Operation 



FEATURES 
High Speed at Low Cost 
8 Bits ® 750ns max 
10 Bits @ ljus max 
Monotonic Over Temperature 
Differential Nonlinearity ±1/4LSB typ 
Parallel and Serial Outputs 
Pin and Function Compatible with 4130, 4131 
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ANALOG 

DEVICES 


High Resolution 14-611 
Sample and Hold Amplifier 


SHA1144 


FEATURES 

±10V min Input/Output Range 

50ns Aperture Delay 

0.5ns Aperture Jitter 

6/i$ Settling Time 

±0.001% Max Gain Linearity Error 

Complete with Input Buffer 

APPLICATIONS 
Track and Hold 
Peak Measurement Systems 
Data Acquisition Systems 
Simultaneous Sample-and-Hold 


GENERAL DESCRIPTION 

The SHA1144 is a fast sample-hold amplifier module with ac 
curacy and dynamic performance appropriate for applications 
with fast 14-bit A/D converters. In the “sample” mode, it acts 
as a fast amplifier, tracking the input signal. When switched to 
the “hold” mode, the output is held at a level corresponding 
to the input signal voltage at the instant of switching. The 
droop rate in “hold” is appropriate to allow accurate conver- 
sion by 14-bit A/D converters having conversion times of up 
to 150/jIs. 

DYNAMIC PERFORMANCE 

The SHA1144 was designed to be compatible with fast 14-bit 
A/D converters such as the Analog Devices’ ADC1130 and 
ADC1131 series, which convert 14 bits in 25ius and 12ps, re- 
spectively. Maximum acquisition time of 8)is for the SHA1144 
permits high sampling rates for 14-bit conversions. The 
SHA1144 is guaranteed to have a maximum gain nonlinearity 
of ±0.001% of full scale to insure 1/2LSB accuracy in 14-bit 
systems. When in the “hold” mode, the droop rate is lpiV//is, 
so the SHA1144 will hold an input signal to ±0.003% of full 
scale (20V p-p) for over 600/Js. 

PRINCIPLE OF OPE^TION 

The SHA1144 consists basically of two high speed operational 
amplifiers, a storage capacitor, and a digitally controlled 
switch. It differs from typical sample-and-hold modules in one 
important respect; application versatility. The user completes 
the SHA1144 feedback circuit external to the module. There- 
fore, the module may be used in inverting or noninverting con- 
figurations and can easily be arranged to provide circuit gain of 
more than unity to simplify signal conditioning in a subsystem. 



FEEDBACK CONNECTIONS 

A block diagram of the SHA1144 is shown in Figure 1. The in- 
put section acts as a voltage-to-current converter, providing the 
current needed to charge the “hold” capacitor. The output 
amplifier isolates the “hold” capacitor and provides low out- 
put impedance for driving the load. Since feedback is not hard- 
wired in the module, both inverting and noninverting input 
terminals are available, and the SHAl 144 can be connected as 
a follower with unity gain or potentiometric gain, as well as 
inverter or even a differential amplifier. Since the unity gain 
follower mode will be the most frequent application, perform- 
ance data listed in the Specifications table is based on this 
operating mode. 


ANALOG 

-15V GROUND +15V 



Figure 1. Block Diagram — SHA 1 144 
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SPECIFICATIONS 


(typical @ +25° C, gain = +1 V/V and nominal supply voltages unless otherwise noted) 


MODEL 

SHA1144 

ACCURACY 


Gain 

+1VA^ 

Gain Error 

±0.005% 

Gain Nonlinearity 

±0.0005% (±0.001% max) 

Gain Temperature Coefficient (0 to +70°C) 

±lppm/°C (±2ppm/°C max) 

INPUT CHARACTERISTICS 

Input Voltage Range 

±10V 

Impedance 

10“Q|| lOpF 

Bias Current 

0.5nA max 

Initial Offset Voltage 

Adjusuble to Zero 

Offset vs. Temperature (0 to +70°C) 

±30iLtV/°C max 

OUTPUT CHARACTERISTICS 

Voltage 

±10V min 

Current 

±20mA min 

Resistance 

<in 

Capacitive load 

350pF 

Noise ® lOOkHz Bandwidth 

lOpV p-p 

@ IMHz Bandwidth 

175mV p-p 

SAMPLE MODE DYNAMICS 

Frequency Response 

Small Signal (-3dB) 

IMHz 

Full Power 

50kHz 

Slew Rate 

3Vips 

SAMPLE-TO-HOLD SWITCHING 

Aperture Delay Time 

50ns 

Apermre Uncertainty 

0.5ns 

Offset Step 

ImV 

Offset Nonlinearity 

IdOjLtV 

Switching Transient 

Amplitude 

50mV 

Settling Time to ±0.003% 

l/JS 

HOLD MODE DYNAMICS 

Droop Rate 

l/iV//Lts(2/jV/jUS max) 

Variation with Temperature 

double every +10°C 

Feedthrough (for 20V p-p Input @ IkHz) 

-80dB 

HOLD-TO-SAMPLE SWITCHING 

Acquisition Time to ±0.003% (20V Step) 

6/is {8ps max) 

(lOV Step) 

5/is 

±0.01% (20V Step) 

5ps 

(lOV Step) 

4/is 

DIGITAL INPUT 

Sample Mode (Logic “1”) 

+2V<Logic “1” <+5.5V 
@ 15nA max 

Hold Mode (Logic “0”) 

0V<Logic “0” <+0.8V 
@ 5nA (20)LtA max) 

POWER REQUIRED* 

+15V ±3% @ 60mA 
-15V ±3% @ 45mA 

TEMPERATURE RANGE 

Operating 

0 to +70°C 

Stor^e 

-55°Cto +85°C 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


-2.015 MAX (51.18)- 




NOTES 

‘ Recommended Power Supply ADI Model 902-2, ±15V ( 
Specifications subject to change without notice. 


tlOOmA output. 


BOTTOM VIEW 


PIN DESIGNATIONS 


1. TRIM 

2. TRIM 

3. +INPUT 

4. -INPUT 

5. TRIM 

6. +15V 


7. ANALOG GROUND 

8. -15V 

9. ANALOG OUTPUT 

10. MODE CONTROL 

11. DIGITAL GROUND 


OFFSET ZERO ADJUST 
(OPTIONAL) 


OFFSET .* 

ZERO r— 
ADJUST ! ^ 

u_. 

I lOkn 


oi 


O 2 
O 5 



Figure 2. Unity Gain Foliower 



Figure 3. Noninverting Operation 
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Applying the SHA1144 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



1, PI IS CINCH CONNECTOR TYPE 2S1 22 30 160. 

2. P2 IS CINCH CONNECTOR TYPE 251 06 30 160 


Figure 4. AC1580 Mounting Board 


ANALOG 

INPUT/OUTPUT 

SIGNALS 


SHA1144MODE 


SHA1144 
MODE CONTROL 
INPUT 



t 


DESIRED 

SWITCHING 

POINT 


Figure 5. Aperture Uncertainty 


The maximum allowable slew rate will thus equal the quotient 
of the maximum allowable voltage uncertainty and the 0.5 ns 
aperture uncertainty. For sinewave inputs, the corresponding 
maximum frequency is expressed by. 


fmax= =3.18 x108 ^ 

bps 27rAt Eps 


where: AE = the allowable voltage uncertainty 
Eps = the sinewave magnitude 


For a system containing a SHA1144 and a 14-bit A/D with 
±10V input signals and an allowable input uncertainty of 
±1/2LSB (±620/iV), the maximum allowable signal frequen- 
cy will be 19.7kHz. 


POWER SUPPLY AND GROUNDING CONNECTIONS 
The proper power supply and grounding connections are shown 
below in Figure 6. 


OPTIONAL AC 15 80 EVALUATION BOARD 

The optional AC1580, shown in Figure 4, is available for 

benchtop-evaluation of the SHAl 144, 

SI, S2: Harris HI508A multiplexers (optional, not included). 
DATA ACQUISITION APPLICATION 

Successive-approximation A/D converters can generate substan- 
tial linearity errors if the analog input varies during the period 
of conversion; even the fast 14-bit models available cannot 
tolerate input signal frequencies of greater than a few Hz. For 
this reason, sample-and-hold amplifiers like the SHA1144 are 
connected between the A/D and its signal source to hold the 
analog input constant during conversion. 

When the SHAl 144 is connected to an A/D, its aperture time 
uncertainty, rather than the A/D’s conversion time, is the fac- 
tor which limits the allowable input signal frequency. The 
SHAl 144, with a typical aperture delay time of 50ns and an 
uncertainty of 0.5ns, will change from the sample mode to the 
hold mode 50 to 50.5ns after the “1” to “0” transition of the 
mode control input. If the system timing is so arranged as to 
initiate the mode control signal 50ns early, then switching will 
actually occur within 0.5ns of the desired time as shown 
below. 



Figure 6. Power Supply and Grounding Connections 

The ±15V power supplies must be externally bypassed as shown. 
The capacitors should be tantalum types and should be installed 
as close to the module pins as possible. The analog and digital 
ground lines should be run separately to their respective power 
supply commons to prevent coupling of digital switching noise 
to the sensitive analog circuit section. 
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OPERATION WITH AN A/D CONVERTER 
Figure 7 below shows the appropriate connections between 
the SHA1144 and a successive approximation A/D converter 
in block diagram form. 


OPERATION WITH AN A/D AND MULTIPLEXER 
The subsystem of Figure 10 may also be connected to a multi- 
plexer like the Harris HI508A as shown below. 



SHA1144 


ANALOG 




DIGITAL 

INPUT O— 

INPUT OUTPUT 


INPUT CONVERTER 


MODE 


CONVERT 


CONTROL 


STATUS COMMAND 

CONVERT 





I DIGITAL 
f OUTPUT 


Figure 7, SNA 1 144 and A/D Connections 



DIGITAL 

OUTPUT 


The resulting timing sequence at the start of conversion is illus- 
trated in Figure 8. 



Figure 10. A/D, SHA, and MPX Connections 

The leadi ng edge of the convert command pulse sets the 
STATUS output to Logic “0” thereby switching the SHA1144 
to “hold"; the corresponding change to Logic “1” of the 
STATUS output increments the binary counter and changes 
the multiplexer address. Since the SHA1144’s aperture time is 
small with respect to the multiplexer switching time, it will 
have switched to the hold mode before the multiplexer actu- 
ally changes channels. The multiplexer switching transients 
will settle out long before the SHA returns to “sample" at the 
end of conversion. The timing sequence described above is 
illustrated in Figure 11. 


Figure 8. A/D and SHA Timing at Start of Conversion 

Note that the le ading edg e of the convert command pulse causes 
the converter’s STATUS output to go to Logic “0” which in 
turn switches the SHAl 144 from sample to hold. As discussed 
previously, the typical SHAl 144 actually changes modes 50 
to 50.5ns after the “1” to “0” transition of the mode control 
input. This mode switching causes a transient on the output 
terminal which decays to within 0.003% of the final value in 
approximately Ifxs. Once the transient has settled, the convert 
command input is returned to Logic “0" and the conversion 
proceeds. As shown in Figure 9, the STATUS signal returns 
to Logic “1” and the SHAl 144 returns to the sample mode 
at the end of conversion. Within 6/iis, it will have acquired the 
input signal to 0.003% accuracy and a new conversion cycle 
may be started. 



Figure 9. A/D and SHA Timing at End of Conversion 


CONVERT 

COMMAND 


n n TL 


STATUS OUTPUT/ 
MODE CONTROL INPUT 


n n r 


MULTIPLEXER 

CHANNEL 


CHI; 48V I CH2:-10V * | CH3:-^3V | CH4: Ov' 


MULTIPLEXER 

OUTPUT/ 

SHA INPUT 


SHA1144MODE 


SHA OUTPUT/ 
A/D INPUT 


CHANNEL BEING 
DIGITIZED 


II 

ibh 


B 

igwiSBBBBB 







f''' \/ 





CHANNEL iTBMrCHA?iNEL7'BW~CHA?<NEr3~Bi 


Figure 1 1. A/D, SHA, and MPX Timing 


This method of sequencing the multiplexer may be altered to 
permit random addressing or addressing in a preset pattern. 
The timing of the multiplexer address changes may also be 
altered but consideration should be given to the effects of 
feedthrough in the SHAl 144. Feedthrough is the coupling of 
analog input signals to the output terminal while the SHA is 
in “hold”. Large multiplexer switching transients occuring 
during A/D conversion may introduce an error. 
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ANALOG 

DEVICES 


FEATURES 

20p$ Aperture Uncertainty (THS) 
25 or 100ns Acquisition Times 
0.01% Linearity 

DC Coupled High Input Z Buffer 

APPLICATIONS 
Data Acquisition Systems 
Peak Measurement Systems 
Simultaneous Sample & Hold 
Analog Delay & Storage 


Ultra High Speed 
Sample/Track-and-Hold Amplifiers 


THS, THC SERIES 



GENERAL DESCRIPTION 

The THC-0300 and THS-0025 Sample/Track-and-Hold Ampli- 
fiers offer designers a choice of modules which can best meet 
the needs for various kinds of applications. 

The THS-0025 has an acquisition time of 25ns and is capable 
of sample rates of 30MHz or higher for use in systems requir- 
ing this type of performance. The THC-0300 is not as fast as 
its companion T/H, but offers low droop rates, high output 
drive, and low feedthrough for situations which need those 
parameters. The combination of the two devices allows the 
system designer to make economical tradeoffs in choosing 
the precise characteristics needed for his design. 

Both units feature high input impedance buffer amplifiers. 

The HTS-0025 is an “open-loop” T/H and achieves its speed 
with a dc-coupled Schottky diode sampling bridge; the 
“closed loop” HTC-0300 uses MOS FET switches. 

APPLICATIONS 

The most common use for a track and hold is to place it ahead 
of an A/D converter to allow the digitizing of signals with 
bandwidths higher than the digitizer alone can handle. The use 
of the THS-0025 can allow a reduction of system aperture 
to 20ps while THC-0300 units provide lOOps. These track 
and holds may also be used for peak holding functions, simul- 
taneous sampling A/D’s (with appropriate analog multiplex- 
ing), and other high speed analog signal processing applica- 
tions. These modules have been used to construct 13 -bit 
A/D converters with word rates as high as lOMHz. The 
THS/THC series is designed to operate in either the track- 
and-hold or sample-and-hold modes. They perform well with 
the MAS series’ A/D converters. 

TRACK-AND-HOLD (T/H) MODE 

When a THS/THC unit is operated in the T/H mode, it is al- 
lowed to “track” the input signal for a period of time prior to 


initiating a “hold command”. During the track period, the out- 
put follows the input, and the device functions as an ampli- 
fier. In the THC-0300, a resistor-gain-programmable op amp 
provides this function. 

When a Logic “1 ” is input to the “hold command” input of the 
T/H, its output is frozen. This output level is held until the 
track mode is reestablished by a Logic “0” at the “hold com- 
mand” input. This operation is shown graphically in Figure 1. 
The held output level is the voltage value at the input at. the 
instant the hold command is applied, plus the aperture time. 


Variations in the instants of sampling are called aperture un- 
certainty. It appears as jitter in the sampling point and can 
cause significant errors when very high dV/dt inputs are 
sampled. 

During the hold period, feedthrough and droop rate can intro- 
duce errors at the output. It is important that a track and hold 
have high feedthrough rejection to prevent input to output 
leakage during the hold period. The droop rate is the amount 
the output changes during the hold period, as a result of 
loading on the internal hold capacitor. 




Figure 1. Track-and-Hold Operation 
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(typical at 25°C and nominal supply voltages) 




FAST 

ULTRA FAST 

MODEL 

UNITS 

THC-0300 

THS-0025 

DYNAMIC CHARACTERISTICS 




Acquisition Time (to 0.1%) 

ns 

100 

25 

Sample Rate (max)' 

MHz 

5 

30 

Aperture Time TTL 

ns 

18 

10 

ECL 

ns 

8 

6 

Settling Time THC to 0.1%, THS to 1% 

(See Figure 2) 

Bandwidth (Small Signal 3dB) 

Slew Rate 

Aperture Uncertainty 

Harmonic Distortion. 500kHz THC, 5MHz THS 
Feedthrough Rejection (dc to max Sample Rate/2) 

ns 

MHz 

V/lls 
ps max 
dB 

dB 

80 

12 

300 

100 

68 

63 

15 

60 

300 

20 

65 

(dc to 5MHz THS) 

Droop Rate 

/uV//is 

12 

5000 

ACCURACY/STABILITY DC 




Gain 

V/V 

-1 ±2% (Pin 6 to Pin 15) 

0.975 

Gain vs. Temperature 

ppm/ C 

10 

5 

Zero Offset Voltage 

ppm/ C 

Adjustable to Zero 

« 

Offset vs. Temperature 

10 

30 

Linearity 

% 

±0.01 


INPUT 




Voltage 

V max 

±10 

±2 

Impedance 

Q 

lo'® 

IM 

Bias Current 

nA 

0.05 


OUTPUT 




Voltage 

V max 

±10 

±2 (No Load) 

Current 

mA 

±50 

• 

Impedance 


Less than O.OlQ ® dc 

Sn (Output 1, Pin 21) 

75n (Output 2, Pin 22) 

Noise (dc to 15MHz THS) (dc to 2.5MHz THC) 

fxV rms 

100 

200 

HOLD COMMAND (DIGITAL INPUTS) 



(TTL or ECL Offered as no cost Options) 

TTL Single Line Input (2 Std. TTL Loads) 




“0” = Sample/Track 


0 to +0.4V 

• 

“1” = Hold 


+2.4 to +5V 

• 

ECL* 


Single Line Input^ 

Two Line Complementary® 

“0” = Sample/Track 

V 

-1.7 

• 

“1” = Hold 

V 

-0.8 

• 

POWER REQUIREMENTS 




+ 15V±5%(THC) +12Vto+15V(THS) 

mA max 

90 

100 

-15V ±5% (THC) -12V to -15V (THS) 

mA max 

80 

100 

+5V±5%(THS) TTL Option 
-5.2V ±5% (THS) 

mA max 
mA max 

N/A 

N/A 

20 

80 

-5.2V ±5% (THS) ECL Option 

mA max 

N/A 

24 

Power Supply Rejection Ratio ±15V 

mV/V max 

10 

20 

TEMPERATURE RANGE 




Operating 

°C 

0 to +70 

• 

Storage 

°C 

-55 to +125 


PHYSICAL CHARACTERISTICS 




Case 


diallyl phthalate per MIL- 
M-14 type SDG-F 



NOTES 

* Sample rates shown are a guide only and are based on 
system acquisition times— not logic speed. These rates 
can be exceeded with acquisition time trade-offs. 

^ These inputs are unterminated. An external pull down 
resistor should be used when driven by ECL 10k logic 
source. 

^ These inputs are each terminated with a 330n pull down ' 
resistor to -5.2V. 

•Specifications same as THC-0300. 

Specifications subject to change without notice. 
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OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 


PIN DESIGNATIONS 



NOTES: PINS ARE GOLD PLATED. 

DOT ON TOP INDICATES POSITION OF PIN 1. 



BOTTOM VIEW I ( 

0.1 (2.54) GRID 


NOTES: PINS ARE COLO PLATED. 

DOT ON TOP INDICATES POSITION OF PIN 1. 



THC-0300 


THS-0025 


When the hold command input returns to the track condition, 
the amount of time required for the T/H output to reestablish 
accurate tracking of the input signal is called the acquisition 
time. Figure 2 shows settling accuracy versus acquisition time. 
Figure 3 shows superimposed photographs of the input and 
output waveforms of a THS-0025 operated as a track-and- 
hold amplifier. Note that the output re-acquires the input 
just 12ns after the end of the hold time. 



THS-0025 10 15 20 30 40 50 

THC0300 100 200 300 400 500 


ACQUISITION TIME -ns 

Figure 2. Acquisition Time vs. Settling Accuracy 



10MHz SINE 
WAVE INPUT 


Figure 3. Track-and-Hold Operation (THS-0025) 
SAMPLE AND HOLD (S/H) MODE 

In the S/H mode of operation, devices are normally left in the 
hold condition. A very short sample pulse is applied to the 
hold command input when a new sample needs to be obtained 
at the output. The sample pulse width is dictated by the ac- 
quisition time. For small sample-to-sample variations, a pulse 
width as narrow as 12ns may be used for THS-0025 units and 
80ns for THC-0300 units. For greater accuracy, sample pulses 
should be wider (see Figure 2). 

In general, however, the pulse width to the THS-0025 should 
be 15ns to 50ns, depending on required accuracy. Figure 4 
shows the input and output waveforms of a THS-0025 used in 
the S/H mode. 



125kHzSINE 
WAVE INPUT 


Ims/DIV 

(SAMPLE WINDOW IS 20ns) 

Figure 4. Sample-and-Hold Operation (THS-0025) 
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APPLICATION NOTES 

Figure 5 shows a slope sensitive circuit which is capable of 
finding the peaks of positive excursions of an input waveform 
and digitizing the result. The circuit may be implemented with- 
out the A/D converter, in which case the output is an analog 
level held by the T/H module that may be observed or mea- 
sured in some other manner. 



The comparator triggers the T/H module when the positive 
slope of the input signal drops below a threshold slope equal 
to 15V/R2C1. A minimum positive slope of 15V/R1C1 is 
required to arm the detector. Resistors R1 and R2 are used 
to provide a guard band to prevent noise from triggering the 
circuit. The guardband voltage is equal to 15V X R1/R2 and 
is generally set to approximately 5 to 20mV. 


I SAMPLE/TRACK-AND-HOLD MODULE 1 



COMMAND COMMAND 
TTL ECL 


Figure 7. Sample/Track-and-Hold THC-0300 Block Diagram 



ANALOG OUT 
#1 

, ANALOG OUT 
#2 

I +15V 
-15V 

)+5V(NOTE 1) 
-5.2V 




ZERO J 
OFFSETS 
ADJUST \ 


16 0 TO -10V 


F.S. ADJUST 

» ho h 


MAS-1001 

A/D 

CONVERTER 




ODATA READY 


/ 

CONVERSION 

COMPLETE 


Figure 6. A/D Conversion System (THC) 


Figure 8. Sample/T rack-and-Hold THS-0025 Block Diagram 


+15V 

I O PIN 11 

+15V 10k PIN 13 


PIN 12 


-15V 


Throughput Rate 
Overall Accuracy 
Resolution 

Aperture Uncertainty 
Analog Input 
OV 

+5.000V 

+9.990V 


Greater than 400kHz 
0.05% 

One Part in 1024 (10 Bit) 
lOOps 

Distal Output 

0000000000 

1000000000 

1111111111 


Table I, Capsule Performance for the A/D System 

Analog Devices’ THC series track-and-holds are designed to 
interface directly with the MAS series A/D converters as well 
as other commercially available modular A/Ds. In the above 
application, the THC module is used to acquire the analog 
signal to be converted and hold the sampled output over a 
much longer time period to permit the A/D module to ac- 
curately encode the analog data sample. In this way, the sys- 
tem aperture time is reduced to less than lOOps, and analog 
bandwidths up to the Nyquist limit may be accurately 
digitized. 


THC THS 

Figure 9. Optional Offset Adjustments 


ORDERING INFORMATION 

Order THS-0025 TTL, THS-0060 TTL, or THS-0225 TTL for 
TTL Hold Command Option. 

Order THS-0025 ECL, THS-0060 ECL, or THS-0225 ECL for 
Balanced ECL Hold Command Input. 

Order THC-0300, THC-0750, THC-1500 as required. All 
have available TTL and ECL Logic Inputs. 
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Selection Guide 

Data Acquisition Subsystems 


SAMPLE- 

HOLD SINGLE-END/DtFFERENTIAL 

COMMAND MODE SELECT INPUT 



AD362 

16 Single-Ended or 8 Differential Channels with 
Switchable Mode Control 
True 12-Bit Precision: Nonlinearity £±0.005% 
High Speed: lOps Acquisition Time to 0.01% 
Complete and Calibrated: No Additional Parts 
Required 

Small, Reliable: 32-Pin Hermetic Metal DIP 
Versatile: Simple Interface to Popular Analog-to- 
Digital Converters 

High Differential Input Impedance (10^°n) and 
Common-Mode Rejection (80dB) 

Fully Protected Multiplexer Inputs 



AD363 


Complete System in Reliable 1C Form 
Small Size 

16 Single-Ended or 8 Differential Channels 
with Switchable Mode Control 
Versatile Input/Output/Control Format 
Short-Cycle Capability 

True 12-Bit Operation: Nonlinearity £±0.012% 
Guaranteed No Missing Codes Over Temperature 
Range 

High Throughput Rate: 30kHz 
Low Power: 1.7W 


AD364 

Complete Data Acquisition System in 2-Package 
1C Form 

Full 8- or 16-Bit Microprocessor Bus Interface 
16 Single-Ended or 8 Differential Channels with 
Switchable Mode Control 
True 12-Bit Operation: Nonlinearity £±0.012% 
Guaranteed No Missing Codes Over Specified 
Temperature Range 
High Throughput Rate: 20kHz 
Fast Successive Approximation Conversion: 25p.s 
Buried Zener Reference for Long-Term Stablility and 
Low Gain TC 

Small Size: Requires Only 2.8 Square Inches 
Short Cycle Capability 
Low Power: 1.4W . 
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DASH 28 

Complete Data Acquisition System 
12-Bit Digital Output 
16 Single or 8 Differential Analog Inputs 
High Throughput Rate 
Selectable Analog Input Ranges 
Versatile Input/Output/Control Format 
Low 3 Watt Power Dissipation 
Small 3" X 4.6" X 0.375" Module 
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DAS1152/DAS1153 

14-Bit & 15-Bit Sampling A/D Converter Vol. II 

Complete with High Accuracy Sample/Hold and 15-13 

AID Converter 

Differential Nonlinearity: ±0.002% FSR max 
(DAS1153) 

Nonlinearity: DAS1152: ±0.005% FSR max 
DAS1153: ±0.003% FSR max 
Low Differential Nonlinearity T.C.: ±2ppm/°C max 
High Throughput Rate: 25kHz min (DAS1152) 

High Feedthrough Rejection: -96dB 
Byte-Selectable Tri-State Buffered Outputs 
Internal Gain & Offset Potentiometers 
Improved Second Source to A/D/A/M 824 and 
A/D/A/M 825 Modules 



DAS1155/DAS1156 

14-Bit & 15-Bit Low Level Data Acquisition System Vol. II 

Functionally Complete: 15-17 

Includes Instrumentation Amplifier, Sample/Hold 
Amplifier, and Analog-to-Digital Converter 
Differential Nonlinearity: ±0.002% FSR max 
(DAS1156) 

Guaranteed Nonlinearity: ±0.005% FSR (DAS1155) 

±0.003% FSR (DAS1156) 

High Common-Mode Rejection: -80dB (up to 
500Hz) 

High Feedthrough Rejection: — 96dB 
Resistor Programmable Gain: 1V/V to 1000V/V 
Byte Selectable Tri-State Buffer Outputs 
Internal Gain and Offset Potentiometers 
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ANALOG 

DEVICES 


FEATURES 

Complete Data Acquisition System 
12-Bit Digital Output 
16 Single or 8 Differential Analog Inputs 
High Throughput Rate 
Selectable Analog Input Ranges 
Versatile Input/Output Control Format 
Low 3 Watt Power Dissipation 
Small 3" X 4.6" x 0.375" Module 


GENERAL DESCRIPTION 

The DAS1128 is a complete self-contained miniature high 
speed data acquisition system. The compact 3 x 4.6 x 0.375 
module provides the designer with an easily implemented solu- 
tion to the data acquisition problem. It contains an analog in- 
put signal multiplexer, a sample-and-hold amplifier, a 12-bit 
A/D converter, and all of the programming, timing and control 
circuitry needed to perform the complete data acquisition 
function. 


Low-Cost, High Speed 
Data Acquisition Moduie 


DAS1128 





.kM iiiks 

•i: ‘ ‘ ' 






The DAS 1128 is a high performance device which can digitize 
an analog signal to an accuracy of ±ViLSB out of 12 bits, rela- 
tive to full scale. It has ±8ppm/°C gain temperature coefficient, 
and the maximum throughput rate can be varied from 50,000 
conversions/second for a 12 bit conversion from different 
analog input channels, to 200,000 conversions/second for a 
successive 4-bit conversion made on a single channel. 


- S Q fc 


NSORRTNO 38 
N9 0RRTN1 48 
N1Q0RRTN2 58 
N110RRTN3 €8 
N12 0RRTN4 78 
N13 0RRTNS 88 
N14 0RRTN6 98 
NISOfl RTN7 


CLKTRIM 268 
TRiG t 26T 

TIfrai 27T 

Short CYCLE 28t 

LOAD ENABL E 248 
CLR ENABLE 268 



Figure 1. Functional Block Diagram 
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SPECIFICATIONS 


(typical @ +25°C and ±15V unless otherwise noted) 


ANALOG INPUTS 

Number of Inputs to Multiplexer 

Input Voltage (Full Scale Range) 


Maximum Input Voltage 
Input Current (per channel) 

Input Impedance 
Input Capacitance 

Input Fault Current (power off or 
MUX failure) 

Direct ADC Input Impedance 
ACCURACY' 

Resolution 

Error Relative to F.S. 
Quantization Error 
Differential Nonlinearity Error 
@ 33l(Hz throughput rate 
@ SOkHz throughput rate 
Noise Error 

-FS to +FS Error Between Succes- 
sive Channel Transitions 
TEMP. COEFFICIENTS 
Gain 
Offset 

Differential Nonlinearity 
SIGNAL DYNAMICS 

Throughput Rate (12 Bits) 


MUX Crosstalk (“OFF” channels 
to “ON” channel) 

Differential Amplifier CMRR 
SHA Acquisition Time to 0.01% 
SHA Aperture Uncertainty 
SHA Feedthrough 

DIGITAL INPUT SIGNALS 
Compatibility 

MUX Address Inputs (8, 4, 2, It 
Pins 19B through 22B) 


MUX ENABLE HI (Pin 18T) 
MUX ENABLE LO (Pin 17B) 


STROBE (Pin 24T or 25T) 


LOAb enable (Pin 24B) 


CLEAR ENABLE (Pin 25B) 


TRIGGER (Pin 26T) 


tRlGGER (Pin 27T) 


16 Single Ended, 8 True-Differential, 
16 Pseudo-Differential 
-lOV to +10V, OV to +10V, -5V to 
+5V, OV to +5V, -10.24V to 
+ 10.24V, OV to +10.24V, -5.12V 
to +5. 12V, or OV to +5. 12V. 

+ 15V 

5nA max 

>10'° ohms 

lOpF for “OFF" channel 

lOOpF for “ON" channel 

Internally limited to 20mA 
lOkQ for each input line 

12 Bits 
±'/iLSB 
±%LSB 

±!4LSB, ILSB max 

±1LSB 

±'/4LSB 

±1LSB 

8ppm/°C, 20ppm/°C max 
5ppm/°C, 15ppm/°C max 
2.5ppm/ C, 6ppm/ C max 

SOkHz (max) 

(includes 5pis for MUX and SHA 
settling time plus ISfts for ADC) 

>80dB down @ IkHz 
70dB to IkHz 
4.5/Js max 
10ns 

70dB down ® IkHz 

Standard DTL/TTL logic levels, ' 

1 unit load/line 

Positive true natural binary coding 
selects channel for random address- 
ing mode. Must be sta ble for 
100ns after STROBE. 

High (Logic “1”) input enables MUX 
“HI" output (for inputs 0 through 7) 
High (Logic “1”) input enables MUX 
“LO” output (for inputs 8 through 
15) 

Negative going transition (Logic “1” 
to Logic “0") updates MUX address 
register. STROBE 1 must be a Logic 
“1” to enable STROBE 2. STROBE 

2 must be at Logic “1” to enable 
STROBE 1. 

High (Logic "1”) input allows next 
STROBE command to sequentially 
advance MUX address register. 

Low (Logic “0”) input allows next 
STROBE command to update MUX 
address register according to exter- 
nal address inputs. 

Low (Logic "0”) input allows next 
STROBE command to reset MUX 
address to channel “0” overriding 
LOAD ENABLE. 

Positive going transition (Logic “0” 
to Logic “1”) initiates A/D conver- 
sion (even during conversion); 
TRIGGER (Pin 27T) must be at 
Logic “0” to allow TRIGGER 
function. 

Negative going transition (Logic “1” 
to Logic “0”) initiates A/D conver- 
sion; Pin 26T (TRIGG ER) must be 
at Logic “1” to allow TRIGGER 
function. 


DIGITAL OUTPUT SIGNALS 
Compatibility 

Parallel Outputs 
Coding 

MUX Address Outputs 
(BT, 8, 4, 2, 1; pins 18B, 
19T through 22T) 
DELAY OUT (Pin 23T) 


EDE (Pin 27B) 

ADJUSTMENTS & TRIMS 
Offset Adjust 

Internal Adjustment (Externally 
Accessible) 

Remote External Adjustment 
(Pin 16T) 

Range Adjust 

Internal Adjustment (Externally 
Accessible) 

Remote External Adjustment 
(Pin 16B) 


CONTROLS 

SHORT CYCLE (Pin 28T) 


Channel Selection Mode 

(MUX Address Loading Mode) 

A-D Conversion/Channel-Select 
Sequences 


Range Select (Pin 12T) 


BINARY SCALE (Pin 15B) 


OUTPUT CODING (Pin 17T) 


POWER REQUIREMENTS 
+15V±3% 

-15V ±3% 

+5V±5% 

Power Supply Sensitivity^ : 
Gain 
Offset 
Ref 

ENVIRONMENT & PHYSICAL 
Operating Temperature 
Storage Temperature 
Relative Humidity 
Electrical Shielding 

Packaging 


Standard DTL/TTL logic levels; 5 
unit loads/iine. 

BT, B1 through B12 
Natural binary, two’s complement, 
offset binary , or one’s complement. 
Pin selectable. 

Positive true natural binary coding 
indicates channel selected. 

Negative going transition (Logic “1” 
to Logic “0”) occurring normally 
5 /lis (adjusta ble from 3.0 ms to 
20/js) after STROBE command 
initiates A/D conversion automati- 
cally when connected to the 
TRIGGER. 

High (Logic “1”) output during A/D 
conversion. 


tlOLSBs (min) 
llOLSBs (min) 


tlOLSBs (min) 
ilOLSBs (min) 


3.0ms 

3.0ms to 20 ms 

Connect to ground for full 12 bit 
resolution. Connect to Bq output 
for resolution to Bn-i bits. 

Random, sequential continuous, 
and sequential triggered. Pin 
selectable. 

Normal (input channel remains 
selected during its A/D conversion) 
and overlap (next channel selected 
during A/D conversion). Pin select- 
able. 

Differential Amplifier gain control: 
connect to ANA RTN (Pin 2T) for 
XI gain; connect to AMP OUT (Pin 
13B) for X2 gain. This control is 
used in FSR selection procedure. 

Connect to REF ADJ (Pin 16B) to 
set reference to 10.24V. This con- 
trol is used in FSR selection pro- 
cedure, see Table 11. 

Ground for I’s complement output 
code-, connect to -15V dc for other 
available codes. 

40mA, 50mA max 
70mA, 100mA max 
250mA, 500mA max 

±2.0mV/V 
±4.0mV/V 
±0.5mV/V 

0 to ■r70°C 
-25°C to ■r85°C 
Up to 95% noncondensing 
RFl & EMI 6 sides (except connec- 
tor area) 

Insulated steel cased module 3.00" x 4.60" 
0.375" 


Clock Trim (Pin 26B) 

Factory Setting (Pin 26B "OPEN") 1.25Ms/Bit 
External Adjustment Range 1.25MS/Bit to 2.08Ms/Bit 

Delay Trim (Pin 23B) 

Factory Setting (Pin 23B 
“OPEN”) 

External Adjustment Range 


NOTES 

‘ Warm-Up time to rated accuracy is 5 minutes. Specifications subject to change without notice. 

’Specification applies only when tracking -flSV and -ISV supplies are used, and for 
slowly occuring variations in power supply voltages. 
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THEORY OF OPERATION 

A block diagram of the DAS1128 is shown in Figure 1. Analog 
input signals are applied to the various inputs of the 16 channel 
CMOS multiplexer. This multiplexer in conjunction with the 
differential amplifier that follows it, can be configured by the 
user to accept 16 single ended analog inputs, or 8 fully differ- 
ential analog inputs. It can also be connected as a 16 channel 
“pseudo-differential” input device, which permits some of the 
benefits of differential operation while maintaining a 16 chan- 
nel input capability. 

The differential buffer amplifier is gain programmable by the 
user via jumpers at the module pins. This feature, along with 
the selectable reference voltages, permits the user to set up the 
DAS 11 28 to operate on any of 8 input voltage ranges. The 
differential amplifier drives a sample-and-hold amplifier, whose 
function it is to hold the selected analog input signal at a con- 
stant level while the A/D converter is making a conversion. 

The A/D converter is a high speed 12-bit successive approxima- 
tion device that has been designed using the Analog Devices’ 
AD562, 12-bit integrated circuit D/A. The reference voltage 
for the conversion is supplied by an adjustable precision refer- 
ence circuit that has a temperature coefficient of 5ppm/ C. 

In addition to these basic functional blocks, the DAS1128 also 
contains all of the clock circuitry necessary to perform the 
complete data acquisition function. The internal clock can be 
externally adjusted to provide various throughput rates at diff- 
erent accuracies. Input channel addressing logic is provided, as 
is the capability to short cycle the A/D converter (i.e. perform 
conversions of less than 12-bits resolution). It is also possible 
for the user to adjust the time interval between input channel 
selection and the commencement of a conversion. The user can 
thus trade off speed vs. accuracy in the settling time of the 
multiplexer and sample-and-hold amplifier, as well as speed 
versus accuracy of the A/D converter. 

strobe 

MUX ADDRESS 
DEL AY OUT 
(TRIG) 

EOC 
B1 

B12 
+FS 

DIFF AMP OUT 
-FS 

+FS 
S8i HOUT 
-FS 

Figure 2. Simplified Timing Diagram, Showing Time-Interval 
Assignmen ts and Constan ts 


INPUT CONNECTIONS 

As shown in Figure 3, three input configurations can be used. 
16 single-ended inputs (3a) can be connected to the multiplex- 
er, all referenced to analog gnd. In the second configuration 
(3b), the inputs are connected individually as 8 true differen- 
tial pairs. In this case the differential amplifier is connected 
“Differentially” with the output of the MUX. Finally, a 
“Pseudo-Differential” connection (3c) can be realizedunder 
favorable ground path conditions. In this configuration the 
differential amplifier Lo terminal is used as the ground return 



Applying the DAS1128 

for all sensors. In each of these input schemes, it should be 
noted that the input multiplexer has been designed to protect 
itself and signal sources from both overvoltage failure and from 
fault currents due to power-off loading or MUX failure. 



Figure 3. Signal Input Connections for Three Different 
Configurations 


Full scale range of the DAS1128 may be set by appropriate 
jumper connections for 8 different ranges: 0 to +10V; 0 to 
+5V; 0 to +10.24V; 0 to +5. 12V! -10 to +10V; -5 to +5Vi 
-10.24 to +10.24V; -5.12 to +5. 12V. 

Note that 10.24 and 5.12 ranges are commonly used since con- 
version increments become 5mV/bit, 2.5mV/bit, and 1.25mV/ 
bit. 


MUX AND S/H DYNAMICS - OVERLAP MODE 


The overlap mode is defined as the ability of MUX to accept 
a new channel address thereby selecting the next channel to be 
sampled while the previously acquired sample is being held by 
the S/H for conversion. The dynamic characteristics of the 
S/H circuit are shown in Figure 4. Maximum throughput rates 
are obtainable when a single channel is held at a single address 
and the channel is sampled repeatedly. In a dynamic condition, 
data-throughput rates obtainable are shown in Figure 5. 



SAMPLE-HOLD DYNAMICS 



(TRIG for TRIG |f) 


Figure 4. Sample-Hold Parameters Defined and Specified 
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SHORT CYCLE 

It is possible to short cycle the DAS 1128, i.e. stop the conver- 
sion after less than 12 bits. This can be done by connecting an 
external jumper between short cycle terminal and one of the 
output terminals. With shorter cycles the attainable through- 
put rate increases, see Figure 5. In short cycle operation the 
EOC will decrease proportionately to the number of bits 
selected. Note the short cycle terminal must be grounded for 
full 12-bit operation. 



RESOLUTION - Bits 


Figure 5. DAS1 128 Throughput Rates 
MUX ADDRESSING 

External terminals have been provided for the address counter. 
Thus the address counter can be configured to produce the 
following modes: Continuous sequential scanning (free run- 
ning), sequential scanning with external step command, abbre- 
viated scan continuously, random channel selection. See Figure 
6 and set up procedure for details. 


MUX SCAN CONTROL CONNECTIONS 



Figure 6. To shorten scanning sequence of multiplexer chan- 
nels, make the appropriate connections, (as shown in the chart) 
between an external NA ND gate and MUX ADDRESS terminals 
19Tto21T 
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GROUNDING CONSIDERATIONS 

Attention should be given to the methods of connection for 
electrical returns and voltage reference points. Analog return 
(ANA RTN) and digital return (DIG RTN) are provided. The 
following rules should be applied when integrating the DAS 11 28 
into the system. 

1. If the ±15V power supply is floating (for optimum analog 
accuracy), connect its return to ANA RTN (Pin 2B or 2T). 

If the ±15V power supply is not floating, connect its return 
to DIG RTN (Pin 35T or 35B). 

2. Connect the +5V supply return to DIG RTN (Pin 35T or 
35B). If this supply also powers additional equipment, run 
separate, parallel returns to the equipment ground and to 
DIG RTN (Pin 35T or 35B). 

3. To minimize signal grounding problems, single-ended input 
signals should only be returned to ANA RTN (Pin 2B or 
2T). If this is not possible, then connect the input signals 
in either the “true differential” or “pseudo-differential” 
configurations (see Figure 3). 

4. Connect computer ground to DIG RTN (Pin 35T or 35B). 

Use heavy wire or ground planes. 

5. The computer chassis should be connected to the computer 
and power supply grounds at only one point. 

6. Connect the third-wire ground from main ac power input 
to the computer power supply return. 


GAIN AND OFFSET ADJUSTMENTS 

The DAS1128 is calibrated with external gain and offset adjust- 
ment potentiometers connected as shown in Figure 7 and 8. 

The offset adjustment potentiometer has an adjustment range 
of at least tlOLSBs, and the gain range adjustment potentio- 
meter has an adjustment range of at least ilOLSBs, 

Offset calibration is not affected by changes in gain calibration, 
and should therefore be performed prior to gain calibration. 
Proper gain and offset calibration requires great care and the 
use of extremely sensitive and accurate reference instruments. 
The voltage standard used as a signal source must be very stable. 
It should be capable of being set to within ±1/10LSB of the 
desired value at any point within its range. 

These adjustments are not made with zero and full scale input 
signals, and it may be helpful to understand why. An A/D con- 
verter will produce a given digital word output for a small 
range of input signals, the nominal width of the range being 
one LSB. If the input test signal is set to a value which should 
cause the converter to be on the verge of switching between 
two adjacent digital outputs, the unit can be calibrated so that 
it does switch at just that point. With a high speed convert 
command rate and a visual display, these adjustments can be 
performed in a very accurate and sensitive way. Analog Devices 
Analog-Digital Conversion Notes gives more detailed informa- 
tion on testing and calibrating A/D converters. 


OFFSET CALIBRATION 

For unipolar -i-lOV operation set the input voltage precisely to 
+0.0012V and adjust the offset potentiometer until the con- 
verter is just on the verge of switching from 000000000000 to 
000000000001. 

For ±5V bipolar operation set the input voltage precisely to 
-4.9988V ; for ±10V units set it to -9.9976V. Adjust the offset 






potentiometer, Figure 7, until Offset Binary coded units are 
just on the verge of switching from 000000000000 to 
000000000001 and Two’s Complement coded units are just 
on the verge of switching 100000000000 to 100000000001. 


INT. OFFSET ADJUSTMENT 



Figure 7. Ext. Offset Adjustment 


CLOCK RATE ADJUSTMENT 

The clock rate may be adjusted for best conversion time/accu- 
racy trade-off. The conversion time is varied by means of the 
external circuitry shown in Figure 9. An open CLK TRIM 
terminal (Pin 26B) results in 1.25/xs/bit nominal conversion 
time. A grounded CLK TRIM terminal (for highest accuracy) 
results in 2.08jLis/bit conversion. 



GAIN CALIBRATION 

Set the input voltage precisely to +9.9963V for unipolar oper- 
ation, +4.9963V for inputs of ±5V or +9.9926V for inputs of 
±10V, Note that these values are IViLSBs less than nominal 
full scale. Adjust the 20k variable gain resistor. Figure 8, until 
Binary and Offset Binary coded units are just on the verge 
of switching from 111111111110 to 111111111111 and Two’s 
Complement coded units are just on the verge of switching 
from 011111111110 to 011111111111. 


INT. RANGE ADJUSTMENT 



LEAST 47kn AND NO 
MORE THAN 470ktZ. 
REDUCING R INCREASES 
ADJUSTMENT RANGE. 


Figure 9. Clock Trim 
DELAY TIME ADJUSTMENT 

The DLY OUT signal may be adjusted to vary the A/D conver- 
ter triggering time by means of the external circuitry shown 
in Figure 10. An open DLY TRIM terminal (Pin 23B) results in 
a nominal delay time of 3.0/js. A grounded DLY TRIM 
terminal (for highest-accuracy) results in 20/xs delay time 
nominal. 



Figure 10. Delay Trim 


Figure 8. Ext. Ref. Adjustment 


TABLE I 


INPUT 

ANALOG INPUT 

ANALOG 

JUMPER 

CONFIGURATION 

CONNECTIONS 

INPUT RETURN 

CONNECTIONS 

16 Single-Ended 

3T thru lOT 

All input returns 

IIB to IIT 

Inputs 

and 

to 2B or 2T 

12B to 2B or 2T 

(Figure 3 a) 

3B thru lOB 


17B to 19T 




18T to 18B 

8 Differential 

3T 

3B 

IIB to 12B 

Inputs 

thru 

thru 

17B to 18T to “1” 

(Figure 3b) 

roT 

lOB 


16 Pseudo-Differ- 

3T thru lOT 

Common Input 

IIB to IIT 

ential Inputs 

and 

return to 12B 

17B to 19T 

(Figure 3 c) 

3B thru lOB 


18T to 18B 
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RECOMMENDED SET-UP PROCEDURE 

1. Select input configuration, see Table I. 

2. Select MUX address mode. 

The method of addressing the multiplexer can be selected 
by connecting the unit as follows: 

RANDOM . Set Pin 24B (LOAD ENB) to Logic “0”. The 
next falling edge of STROBE will load the address presented 
to Pins 19B through 22B (8, 4, 2, 1). The code on these 
lines must be stable during the falling edge of STROBE plus 
100ns. 

SEQUENTIAL FREE RUNNING . Set to Logic “1”, Pin 
24B (LOAD ENB) and 25B (CLR ENB). Connect Pin 27B 
(EOC) to Pin 24T (STROBE 1). Connect Pin 23T (DLY 
OUT) to Pin 27T (TRIG). Use Pin 26T (TRIG) as a run/ 
stop control (i.e., A/D conversion will continue while TRIG 
is high and will stop while TRIG is low). 

SEQUENTIAL TRIGGERED. Set to Logic “1”, Pins 24B 
(LOAD ENB) and 25B (CLR ENB). Connect Pin 24T 
(Strobe) to external triggering source. The multiplexer 
address register will automatically advance by one channel 
whenever a STROBE command is received. The initial chan- 
nel can be selected by setting Pin 24B (LOAD ENB) to Logic 
“0” during only one STROBE command. The multiplexer 
address will then be determined by the logic levels on Pins 
19B through 22B (the external MUX address lines). Channel 
“0” can be selected as the initial channel by setting Pin 25B 
(CLR ENB) to Logic “0” during only one STROBE com- 
mand. The final channel can be selected by following the 
procedure presented in Figure 6. 

3. Select A-D conversion/channel select sequence (see Figure 5). 

(1) NORMAL (input channel remains selected during 
its A/D conversion). Connect Pin 23T (DLY OUT) 
to Pin 27T (TRIG). 

(2) OVERLAP (next channel is selected during A/D 
conversion). Connect Pin 27B (EOC) to TTL com- 
patible inverter input. Connect inverter output to 
Pin 24T (STROBE). Connect Pin 23T (DLY OUT) 
to Pin 27T (TRI G). A djust the delay to at least 
4/Lts greater than EOC, 20/Lis max (see Figure 10). 

The signal on Pin 26T (TRIG) serves as RUN/ 

STOP control. 

(3) REPETITIVE SINGLE CHANNEL. After selecting 
the input channel to be repetitively sampled (see 
MUX ADDRESS MODE, above), set Pin 27T (TRIG) 
to Logic “0”. Connect Pin 26T (TRIG) to a trig- 
gering source. Conversion process is initiated by 
positive edge of TRIG command. 


4. Select output resolution. 

a. Full 12-bit resolution: connect Pin 28T (SHORT CYCLE) 
toPin 35B (DIG RTN). 

b. Bn (Bn < 12) bit resolution: connect Pin 28T to the 
output pin for Bn + 1. 

5. Select optimum throughput rate. 

The system clock frequency and the STROBE to TRIG 
delay (if used) can be trimmed to optimize the accuracy/ 
throughput rate trade-off. See Figures 9 and 10. 

6. Select input voltage full scale range. See Table 11. 

7. Select output digital coding. See Table III. 


TABLE II 


FOR FULL SCALE 
RANGE OF: 

MAKE THE FOLLOWING 
CONNECTIONS 

Oto +10V 

12T to 2T; 14T to 14B to ADC Source*. 

0 to + 10.24V 

same as 0 to +10V, plus 15B to 16B. 

0 to +5V 

12T to 13B; 14T and 14B to ADC Source' 

Oto +5. 12V 

same as 0 to +5V, plus 15B to 16B. 

-lOV to +10V 

12T to 2T; 14T to 15T; and 14B to ADC 
Source*. 

-10.24V to +10.24V 

same as-lOV to +10V,p/Ms 15B to 16B. 

-5V to +5V 

12T to 13B; 14T to 15T and 14B to ADC 
Source*. 

-5.12V to +5. 12V 

same as -5V to +5V, plus 15B to 16B. 


•ADC Source is usually Sample and Hold Output (13T), but may be any 
signal source including Diff. Amp. Output (13B) if Sample and Hold is 
not desired. 


TABLE III 


OUTPUT CODE 

CONNECTIONS 

Unipolar 

Connect 17T to -15V 

Binary 

Use 29T (Bl) for MSB 

2’s Complement 

Connect 17T to -15V 
Use 28B (bit for MSB 

Offset Binary 

Connect 17T to -15 V 
Use 29T (Bl)for MSB 

I’s Complement 

Connect 17T to 2B 

Use 28B (Bl)for MSB 
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Timing Diagrams 





DELAY OUT/TRiCj IN 


MUX ADDRESS OUT 


OUTPUT DATA VALID 


DIFF. AMP, OUT 0 



Figure 1 1. Timing for Non-Overiap Operation in Both Random and Sequential Addressing Modes. 

For Status Keys and Signal Condition Data, Refer to Box Below. 

SIGNAL CONDITIONS 
AND STATUS KEYS 
FOR FIGURES 11 AND 12. 


SEQUENTIAL ADDRESSING, OVERLAP MODE 
ARRANGED FOR CONTINUOUS CONVERSION WITH 20ys PERIOD, 


CH. 2 = -3.415V CODE 010 101 010 101 
CH. 3 = +10.235V CODE 111 111 111 111 
CH. 0 = -10.240V CODE 000 000 000 000 
CH. 1 = +3.410V CODE 101 010 101 010 


OUTPUT DATA VALID I 

+FS +3.410 1 


ADJUST TO 20pi \ 

^MPLINGl 

iipscoNV \ ! 


Figure 12. Timing Diagram for Overlap Operation in the 
Sequential Addressing Mode. For Status Keys and Signal Con- 
dition Data, See Box at Right. 


ADC SET UP FOR ±10.24V. INPUT, 
OFFSET BINARY. jFOR TWO’S 
COMPLEMENT, USE B1 FOR MSB.) 


S2 May change Don’t know 

zzz May change 0 to 1 I Changes 0 to 1 1 
May change 1 to 0 Changes 1 to 0 
OR Must be stable Will be stable 
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Outline Drawings and Pin Designations 


OUTLINE DIMENSIONS 
Dimensions shown in inches and (mm). 


DAS1128 CONNECTOR PIN DIAGRAM 


+15V 

IT 

1B 

-15V 

ANA RTN 

2T 

2B 

ANA RTN 

CH 0 IN 

3T 

3B 

CH 8 IN (CHORTN) 

CH 1 IN 

4T 

4B 

CH 9 IN (CH 1 RTN) 

CH 2 IN 

5T 

5B 

CH 10 IN (CH 2 RTN) 

CH 3 IN 

6T 

6B 

CH11 IN (CH3RTN) 

CH 4 IN 

7T 

7B 

CH12IN ICH4RTN) 

CH 5 IN 

8T 

8B 

CH 13 IN (CHS RTN) 

CH 6 IN 

9T 

9B 

CH 14 IN (CH6RTN) 

CH 7 IN 

10T 

10B 

CH 15 IN (CH 7 RTN) 

MUX HI OUT 

11T 

11B 

MUX LOOUT 

RANGE SEL 

12T 

12B 

AMP IN LO 

S&HOUT 

13T 

13B 

AMP OUT 

ADC IN 

14T 

14B 

ADC IN 2 

+10V REF 

15T 

15B 

BINARY SCALE 

EXT OFFSET 

16T 

16B 

REF ADJ 

OUTPUT CODING 

17T 

17B 

ENABLE LO 

ENABLE HI 

18T 

18B 

ffOUT 


19T 

19B 

8IN| MUX 

4 0UT| address 

20T 

20B 

ADDRESS 


21T 

21B 

LINES 

TOUT* 

22T 

22B 

1 IN I 

DLY OUT 

23T 

23B 

DLY TRIM 

STROBE 1 

24T 

24B 

Load ENR 

Strobe i 

25T 

25B 

CLR EN8 

TRIG 

26T 

26B 

CLK TRIM 

TRIG" 

27T 

27B 

EOC 

SHORT CYCLE 

28T 

28B 

BTOUT 

< B1 OUT 

29T 

29B 

B2 OUT 

B3 0UT 

30T 

30B 

B4 0UT 

B5 0UT 

31T 

31B 

B6 OUT 

B7 OUT 

32T 

32B 

B8 OUT 

B9 0UT 

33T 

33B 

BIO OUT 

B11 OUT 

34T 

34B 

B12LSB OUT 

DIG RTN 

35T 

35S 

DIG RTN 

+5V 

36T 

36B 

■fSV 


Typical Applications 


INTERNAL INTERNAL 
RANGE ZERO OFFSET 
ADJUST ADJUST 



PIN# IT' 
PIN# IB 


0.375 MAX (9.53) 


BASIC MODULE CONFIGURATION 


P. C. BOARD LAYOUT 


NO COMPONENTS IN THIS AREA. 

MUST BE LEFT CLEAR IN ORDER TO SEPARATE 
MODULE FROM RIGHT ANGLE CONNECTOR 


MTG. HARDWARE (REF) 



CONNECTOR MUST BE ORDERED 
SEPARATELY: MODEL AC1545 



DAS1128 WITH MOTOROLA 6800 


DAS1128 WITH INTEL 8080 




NOTE: 

1. 8255 USED IN MODE 1 (STROBED I/O) 

2. PC6 INDEXES MUX TO DESIRED CHANNEL 

3. CS TO Aj (WHERE. A, IS AN ADDRESS BIT OTHER THAN Aq OR A^) 

4. PC7 INITIATES CONVERSION 

5. EOC STROBES IN DATA AND MUX INFO 

6. 8255 SHOWN, HOWEVER 6820 CAN ALSO BE USED 


NOTE: 

1. 8255 USED IN MODE 1 (STROBED I/O) 

2. CSTO A| (WHERE, Aj IS AN ADDRESS BIT OTHER THAN AqORAi) 

3. PC6 INDEXES MUX TO DESIRED CHANNEL 

4. PC7 INITIATES CONVERSION 

5. EOC STROBES IN DATA AND MUX INFO 
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ANALOG 

DEVICES 


14-Bit & 15-Bit Sampiing 
Anaiog-to-Digitai Converter 


DAS1152/DAS1153 


FEATURES 

Complete with High Accuracy Sample/Hold and 
A/D Converter 

Differential Nonlinearity: ± 0.002% FSR max 
(DAS1153) 

Nonlinearity: DAS1152: ±0.005% FSR max 
DAS1153: ±0.003% FSR max 
Low Differential Nonlinearity T.C.: ±2ppm/°C max 
High Throughput Rate: 25kHz min (DAS1152) 

High Feedthrough Rejection: -96dB 
Byte-Selectable Tri-State Buffered Outputs 
Internal Gain & Offset Potentiometers 
Improved Second Source to A/D/A/M 824 and 
A/D/A/M 825 Modules 

APPLICATIONS 

Process Control Data Acquisition 
Automated Test Equipment 
Seismic Data Acquisition 
Nuclear Instrumentation 
Medical Instrumentation 
Robotics 

GENERAL DESCRIPTION 

The DAS1152/DAS1153 are 14-/15-bit sampling analog-to-digital 
converters having a maximum throughput rate of 25kHz/20kHz. 
They provide high accuracy, high stability, and functional 
completeness all in a 2" x 4" x 0.44" metal case. 

Guaranteed high accuracy system performance such as nonlinearity 
of ±0.005% FSR (DAS 11 52)/ ±0.003% FSR (DAS1153) and 
differential nonlinearity of ±0.003% FSR (DAS 1152)/ ±0.002% 
FSR (DAS1153) are provided. Guaranteed stability such as 
differential nonlinearity T.C. of ± 2ppm/°C (DAS 1153) maximum, 
-zero T.C. of ±80|jiV/°C maximum, gain T. C. of ±8ppm/°C 
maximum and power supply sensitivity of ±0.001% FSR/% Vs 
are also provided by the DAS1152/DAS1153. 

The DAS 11 52/DAS 11 53 make extensive use of both integrated 
circuit and thin film components to obtain their excellent 
performance, small size, and low cost. The devices contain a 
precision sample/hold amplifier, high accuracy 14-/15-bit analog- 
to-digital converter, tri-state output buffers, internal gain and 
offset trim potentiometers, and power supply bypass capacitors 
(as shown in Figure 1). 



SiH CONTROL 


EOC 

TRIGGER 



*S/H INPUT IS THE ANALOG SIGNAL INPUT IF THE 
INTERNAL SAMPLE/HOLD AMPLIFIER IS USED. 

Figure 7. DAS1 152/DAS1153 Block Diagram 

Four analog input voltage ranges are selectable via user pin 
programming: 0 to + 5V, 0 to + lOV, ± 5V, and ± lOV. Uni- 
polar coding is provided in true binary format with bipolar 
coding displayed in offset binary and two’s complement. 
Tri-state buffers provide easy interface to bus structured 
applications. 
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SPECIFICATIONS 


(typical @ + 25°C unless otherwise specified) 


MODEL 

DAS1152 

DAS1153 

RESOLUTION 

MBits 

15 Bits 

DYNAMIC PERFORMANCE 



Throughput Rate 

2SkHz min 

20kHz min 

Conversion Time 

35p.s max 

44p.smax 

S/H Acquisition Time 

4p.smax 

5p.s max 

S/H Aperture Delay 

SOns 

* 

S/H Aperture Uncertainty 

Ins 

* 

Feedthrough Rejection' 

-96dB 

* 

Droop Rate 

0.05p.V/(ji.s (0. 1 p.V/p,s max) 

* 

Dielectric Absorption Error 

± 0.005% of Input Voltage Change 

* 

ACCURACY 



Integral Nonlinearity^ 

± 0.005% FSR’ max 

± 0.003% FSR’ max 

Differential Nonlinearity 

± 0.003% FSR’ max 

± 0.002% FSR’ max 

No Missing Codes 

Guaranteed 

* 

± 3(t Noise (S/H plus A/D) 

75p.Vrms 

* 

±3(7 Noise (A/D) 

50p.V rms 

* 

STABILITY 



Differential Nonlinearity T.C. 

± 2ppm/°C max 

* 

GainT.C. 

± 8ppm/°C max 

* 

Zero T.C. 

± 30p.V/°C typ, ± 80fJLV/®C max 

* 

Power Supply Sensitivity 

± 0.001% FSR’/%V. 

* 

ANALOG INPUT 



Voltage Range 



Bipolar 

±5V, ±10V 

* 

Unipolar 

0to+5V, Oto + lOV 

* 

ADC Input Impedance 0 to + 5V 

2.5kn 

* 

Oto + lOV, ±5V 

5kfl 

* 

±I0V 

lO.Okn 

* 

S/H Input Impedance 

100Mn|5pF 

* 

DIGITAL INPUTS 



Convert Command* 

ITTL Load, Positive Pulse 



Negative Edge T riggered 

* 

S/H Control 

HOLD = Logic 0 

* 


SAMPLE = Logic 1 

* 

Low Enable, High Enable 

ENABLE = Logic 0 

* 

DIGITAL outputs 



Parallel Data Outputs 



Unipolar 

Binary 

* 

Bipolar 

Offset Binary, 2’s Complement 

* 

Output Drive 

2TTL Loads 

* 

Status 

Logic “ 1 ” During Conversion 

* 

Output Drive 

2TTL Loads 

* 

INTERNAL REFERENCE VOLTAGE 

+ lOV, ±0.3% 

* 

External Load Current (Rated Performance) 

2mA max 

* 

Temperature Stability 

± 5ppm/°C max 

* 

POWER REQUIREMENTS 



Rated Voltages 

±15V(±3%), +5V(±5%) 

* 

Operating Voltages’ 

± 12V to + 17V, + 4.75V to + 5.25V 

* 

Supply Current Drain ± 15V 

±37mA 

* 

+ 5V 

80mA 

* 

TEMPERATURE RANGE 



Specified 

0 to + 70”C 

* 

Operating 

-25^ to +85”C 

* 

Storage 

■ -25'’Cto +85'’C 

* 

Relative Humidity 

Meets MIL-STD-202E, Method 103B 

* 

Shielding 

Electrostatic (RFI) 6 Sides, 

* 


Electromagnetic (EMI) 5 Sides 

* 

SIZE 

2" X 4" X 0.44" Metal Package 

* 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



t,10 (27.91- 


1^0.1 (25.4) GRID 


NOTES 

•Specifications same as DAS1152 

'Measured in hold mode, input 20V pk-pk lOkHz. 

^orst-case summation of S/H and A/D nonlinearity errors. 

^FSR means Full Scale Range. 

*When connecting the Convert Command and the S/H control terminals together, the pulse width must be long enough for the S/H 
amplifier to acquire the input signal to the required accuracy 4p.s (max, DAS1152)/5 m. 8 (max, DASH53). If the A/D convener 
is only used, the Conven Command pulse width should be lOOns min (see Figure 2). 

^If only the AIX portion is used, the operating power supply voltage can be mainuined at ± 12V to ± 17V. But if the S/H section is 
required, the operating voltage must be maintained at ± 15V (±3%) or the S/H input voltage must be limited to -7V 
to + lOV for a ± 12V supply voltage. 

'’Recommended Power Supply: Analog Devices Model 923. 

Specifications subject to change without notice. 
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Applying the DAS1152/DAS1153 


OPERATION 

The DAS 1 1 52/DAS 1 1 53 are functionally complete data acquisition 
subsystems being fully characterized as such. All the necessary 
data acquisition and microprocessor interface elements are 
provided internal to these devices. Accuracy and performance 
criteria are tested and specified for the entire system. Thus, 
design time and associated high accuracy problems are minimized 
because layout and component optimization have already been 
performed. 

For operation, the only connections necessary to the DAS 1152/ 
DAS1153 are the ± 15V and +5V power supplies, analog input 
signal, trigger pulse, and the HI-ENABLE/LO-ENABLE tri- 
state controls. Analog input and digital output programming are 
user selectable via external jumper connections. 

ANALOG INPUT SECTION 

The analog input can be applied to just the A/D converter or to 
the internal sample/hold amplifier ahead of the A/D converter. 
When using just the A/D converter, apply the analog input per 
the voltage range pin programming shown in Table I. When 
using the sample/hold amplifier in conjunction with A/D con- 
verter, apply the analog input to the S/H INPUT terminal and 
connect the S/H OUTPUT terminal to the appropriate A/D 
converter analog input. 


Analog Voltage 
Input 

Range 

Connect 

V,NorS/HOut 

To 

Connect 
Analog Common 
To 

Connect 
Ref Out 
To 

0to-F5V 

ANA INI, 

ANA IN 2, 

ANA IN 3 

Ground 

NC* 

Oto-l-lOV 

ANA IN 2 

ANA IN 3 

Ground 

ANA INI 

NC* 

±5V 

ANA INI 

Ground, 

ANA IN 3 

ANA IN 2 

±10V 

ANA IN 3 

Ground, 

ANA IN 1 

ANA IN 2 


*No Connection 


Table I. Analog Input Pin Programming 
Errors due to source loading are eliminated since the sample/hold 
amplifier is a high-impedance unity-gain amplifier. High 
feedthrough rejection is provided for either single-channel or 
multichannel applications. Feedthrough rejection can be 
optimized, in multichannel applications, by changing channels 
at the rising or falling edge of the S/H control pulse. 



Figure 2. Analog Input Block Diagram 


TIMING DIAGRAM 

The timing diagram for the DASl 152/DAS 1153 is illustrated in 
Figure 3. This figure also includes the sample/hold amplifier 
acquisition time. 

If the sample/hold amplifier is required, the TRIGGER input 
and S/H CONTROL terminal can be tied together providing 
only one conversion control signal. When the trigger pulse goes 
high, it places the sample/hold amplifier in the sample mode 
allowing it to acquire the present input signal. The trigger pulse 
must remain high for a minimum of 4p.s (DAS1152)/5|jls 
(DASl 153) to insure accuracy is attained. If the sample/hold 
amplifier is not used, the trigger pulse needs to be only 100ns 
(min) in length to satisfy the A/D converter trigger requirements. 
At the falling edge of the trigger pulse, the sample/hold 
amplifier is placed in the hold mode, the A/D conversion 
begins, and all internal logic is reset. Once the conversion 
process is initiated, it cannot be retriggered until after the end 
of conversion. 

With this negative edge of the trigger pulse the MSB is set low 
with the remaining digital outputs set to logic high state, and 
the status line is set high and remains high through the full 
conversion cycle. During conversion each bit, starting with the 
MSB, is sequentially switched low at the rising edge of the 
internal clock. The DAC output is then compared to the analog 
input and the bit decision is made. Each comparison lasts one 
clock cycle with the complete 14-/15-bit conversion taking 35|xs/ 
44|iS maximum for the DAS1152/DAS1153 respectively. At this 
time, the STATUS line goes low signifying that the conversion 
is complete. For microprocessor bus applications, the digital 
output can now be applied to the data bus by enabling the tri- 
state buffers. For maximum data throughput, the digital output 
data should be read while the sample/hold amplifier is acquiring 
the new analog input signal. 



BIT 15 

ILSB FOR DAS1153I 



7jl ’ 



NOTES 

1. Output Data Valid. 

* 2. If S/H Control and Trigger are tied together. Pulse Width 

must be 4ps (DAS1152)/5p.s (DAS1153) min to allow the S/H 
Amplifier to acquire the Input Signal. If the ADC is only 
used, the Trigger Pulse must be 100ns min. 


Figure 3. DASH 52/DAS 1 1 53 Timing Diagram 
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GAIN AND OFFSET ADJUSTMENT 

The DAS1152/DAS1153 contain internal gain and offset 
adjustment potentiometers. Each potentiometer has ample 
adjustment range so that gain and offset errors can be trimmed 
to zero. 

Since offset calibration is not affected by changes in gain 
calibration, it should be performed prior to gain calibration. 
Proper gain and offset calibration requires great care and the 
use of extremely sensitive and accurate reference instruments. 
The voltage standard used as a signal source must be very stable 
and be capable of being set to within ± 1/lOLSB of the desired 
value at any point within its range. 

OFFSET calibration 

For a 0 to + lOV unipolar range set the input voltage precisely 
to +305|i,V for the DAS1152 and + 153p.V for the DAS1153. 
For a 0 to +5V unipolar range set the input to + 153p,V for the 
DAS1152 and +76p,V for the DAS1153. Then adjust the zero 
potentiometer until the converter is just on the verge of 
switching from 000 000 to 000 001. 

For the ± 5 V bipolar range set the input voltage precisely to 
4-305 jjlV for the DAS1152 and +153p,V for the DAS1153. For 
a ± lOV bipolar range set the input voltage precisely to +610p,V 
for the DAS1152 and +305p,V for the DAS1153. Adjust the 
zero potentiometer until the offset binary coded units are just 

on the verge of switching from 000 000 to 000 001 

and the two’s complement coded units are just on the verge of 
switching from 100 000 to 100 001. 

GAIN CALIBRATION 

Set the input voltage precisely to +9. 99909V (DAS1152)/ 

+ 9.99954V (DAS 11 53) for the 0 to + lOV units, + 4.99954V 
(DASl 152)/ + 4.99977V (DAS1153) for 0 to +5V units, 

+ 9.99817V (DAS 11 52)/ + 9.99909V (DAS1153) for ± lOV 
units, or +4.99909V (DAS1152)/ + 4.99954V (DAS1153) for 
± 5V units. Note that these values are 1 l/2LSBs less than 
nominal full scale. Adjust the gain potentiometer until binary 
and offset binary coded units are just on the verge of switching 

from 11 10 to 11 11 and two’s complement coded units 

are just on the verge of switching from 011 10 to 011 11. 

DAS1152/DAS1153 INPUT/OUTPUT RELATIONSHIPS 

The DAS1152/DAS1153 produces a true binary coded output 
when configured as a unipolar device. Configured as a bipolar 
device, it can produce either offset binary or two’s complement 
output codes. The most significant bit (MSB) is used to obtain 
the binary and offset binary codes while (MSB) is used to obtain 
two’s complement coding. Table II shows the DAS1152/DAS1153 
unipolar analog input/digital output relationships. Tables III 
and IV show the DAS1152/DAS1153 bipolar analog input/digital 
output relationships. 


NOMINAL BIPOLAR INPUT-OUTPUT RELATIONSHIPS 


ANALOG INPUT 

0 to +5V Range 0 to +10V Range 


DAS1152 

+ 4.99969V 
+ 2.50000V 
+ 0.62500V 
+ 0.0003V 
+ O.OOOOV 


DASn53 
+ 4.99984V 
+ 2.50000V 
+ 0.62500V 
+ 0.00015V 
+ O.OOOOV 


DAS11S2 

+ 9.99939V 
+ 5.0000V 
+ 1.25000V 
+ 0.0006V 
+ O.OOOOV 


DAS1153 
+ 9.99969V 
+ 5.00000V 
+ 1.25000V 
+ 0.0003V 
+ O.OOOOV 


DIGITAL OUTPUT 
Binary Code 


DASII52 
II 111 111 111 111 
10 000 000 000 000 
00 100 000 000 000 
00 000 000 OOO 001 
00 000 000 000 000 


DAS1I53 

III 111 111 111 111 

100 000 000 boo 000 
001 000 000 000 000 
000 000 000 000 001 
000 000 000 000 000 


Table II. Unipolar Input/Output Relationships 


Analog Input 

± 5V Range ± lOV Range 


Digital Output 

Offset Binary Code Two’s Complement Code 


+ 4.99939V 
+ 2.50000V 
+ 0.00061V 
+ O.OOOOOV 
-5.00000V 


+ 9.99878V 
+ 5.0000V 
+ 0.00122V 
+ 0.00000V 
- lO.OOOOOV 


11 111 HI 111 111 
1 1 000 000 000 000 
10 000 000 000 001 
10 000 000 000 000 
00 000 000 000 000 


01 111 111 111 111 
01 000 000 000 000 
00 000 000 000 001 
00 000 000 000 000 
10 000 000 000 000 


Table III. DASl 152 Bipolar Input/Output Relationships 


Analog Input 

± SV Range ± lOV Range 


Digital Output 

Offset Binary Code Two’s Complement Code 


+ 4.99969V + 9.99939V 

+ 2.50000V + 5.0000V 

+ 0.0003V + 0.00061V 

+ 0.00000V +O.OOOOOV 

-5.00000V -lO.OOOOOV 


111 HI HI 111 111 
110 000 000 000 000 
100 000 000 000 001 
100 000 000 000 000 
000 000 000 000 000 


011 HI HI HI HI 
010 000 000 000 000 
000 000 000 000 001 
000 000 000 000 000 
100 000 000 000 000 


Table IV. DASl 153 Bipolar Input/Output Relationships 
TRI-STATE DIGITAL OUTPUT 

The ADC digital outputs are provided in parallel format to the 
output tri-state buffers. The output information can be applied 
to a data bus in either a one-byte or a two-byte format by using 
the HIGH BYTE ENABLE and LOW BYTE ENABLE 
terminals. If the tri-state feature is not required, normal digital 
outputs can be obtained by connecting the enable pins to 
ground. 

POWER SUPPLY AND GROUNDING CONNECTIONS 

Although the analog power ground and the digital ground are 
connected in the DAS1152/DAS1153, care must still be taken to 
provide proper grounding due to the high accuracy nature of 
these devices. Though only general guidelines can be given, 
grounding should be arranged in such a manner as to avoid 
ground loops and to minimize the coupling of voltage drops (on 
the high current carrying logic supply ground) to the sensitive 
analog circuit sections. Analog and digital grounds should 
remain separated on the PC board and terminated at the 
respective DAS 11 52/DAS 11 53 terminals. 

No power supply decoupling is required since, the DAS 11 52/ 
DASl 153, contain high quality tantalum capacitors on each of 
the power supply inputs to ground. 
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ANALOG 

DEVICES 


14-Bit & 15-Bit Low Level 
Data Acquisition Systems 


DAS1155/DAS1156 


FEATURES 

Functionally Complete: 

Includes Instrumentation Amplifier, Sample/Hold 
Amplifier, and Analog to Digital Converter 
Differential Nonlinearity: ±0.002% FSR max (DAS1156) 
Guaranteed Nonlinearity: ±0.005% FSR (DAS1155) 
±0.003% FSR (DASH 56) 

High Common Mode Rejection: -80dB (up to 500Hz) 
High Feedthrough Rejection: -96dB 
Resistor Programmable Gain: 1V/V to lOOOV/V 
Byte Selectable Tri-State Buffer Outputs 
Internal Gain and Offset Potentiometers 

APPLICATIONS 

Low Level High Accuracy Data Acquisition Systems 

Process Control 

Nuclear Instrumentation 

Automated Test Equipment 

Medical Instrumentation 

GENERAL DESCRIPTION 

The DAS1155/DAS1156 are 14-/15-bit low level data acquisition 
systems having a minimum throughput rate of 25kHz/20kHz. 
These data acquisition systems provide high accuracy, high 
stability, and functional completeness all in a 2" x 4" x 0.44" 
metal case. 

Guaranteed high accuracy system performance such as nonlinearity 
of ±0.005% FSR (DAS1155)/±0.003% FSR (DAS1156) and 
differential nonlinearity of ±0.003% FSR (DAS 11 55)/ ±0.002% 
FSR (DAS1156) are provided. Guaranteed stability such as 
differential nonlinearity T.C. of ±2ppm/°C maximum, offset 
T.C. of ±(1 + 50/G) |i,V/°C (RTI) and gain T.C. (RTI) of 
± 16ppm/°C are also provided by the DAS1155/DAS1156. 

Each DAS1155/DAS1156 makes extensive use of both integrated 
circuit and thin-film components to obtain its excellent perfor- 



Figure 1. DAS1 1 55/DAS 1 156 Block Diagram 



mance and small size. Incorporated in these devices are a gain 
programmable instrumentation amplifier, precision sample/hold 
amplifier, high accuracy 14-/1 5-bit analog to digital converter, 
tri-state output buffers, gain and offset trim potentiometers, and 
power supply bypass capacitors (as shown in Figure 1). 

Unipolar coding is provided for true binary format with bipolar 
coding displayed in offset binary or two’s complement. Tri-state 
buffers are available for easy interface to bus structured applica- 
tions. 

OPERATION 

The DAS1155/DAS1156 are designed, built, and tested to meet 
system data acquisition requirements. These units can significantly 
reduce design and debug time by providing, in one package, all 
of the circuitry necessary for low level data acquisition and 
microprocessor bus interface. 

For operation, the only connections necessary to the DAS1155/ 
DAS1156 are the ± 15V and +5V power supplies, analog input 
signal, trigger pulse, and the HI-ENABLE/LO-ENABLE tri-state 
controls. Digital output programming is user selectable via 
external jumper connections. 

ANALOG INPUT SECTION 

The analog input section consists of a true differential instru- 
mentation amplifier used to obtain high accuracy measurements 
in the presence of noise (as shown in Figure 2). It also provides 
input impedance of (lOOMfl) and high common mode rejection 
of (-80dB). User selectable gain of IV/V to lOOOV/V via an 
external resistor enables either low level or high level full scale 
ranges to be applied to the input ( + lOmV to + lOV unipolar, 

± 5mV to ± 5V bipolar) with gain determined by the following 
formula: 

GAIN = 1 + (g) 
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SPECIFICATIONS 


(typical @ + 25°C and rated supplies unless otherwise noted) 


model 

DASIISS 

DAS11S6 

RESOLUTION 

14 Bits 

IS Bits 

DYNAMIC CHARACTERISTICS 



ADC Conversion Time 
lA SeltlingTimc,(10V Output Swing) 

35p.s max 

44|tsmax 

to0.003%FSR@G=l 

15p.s max 

* 

to0.003%FSR@G=I0 

15^.s max 

* 

toO.Or/oFSR@G=IOOO 

50p,s 

* ' 

Throughput Rate @ G = 1 , 1 0 

25kHz min 

20kHz min 

SAMPLE HOLD 



Acquisition Time 

4p.s max 

5p.smax 

Aperature Delay Time 

50ns 

* 

Aperture Uncertainty Time 

Ins 

* 

Feedthrough Rejection * 

-96dB 

* 

Droop Rale 

O.eSpV/ps 

* 

ACCURACY 



Differential Nonlinearity (FSR)^ 

±0.003% max 

±0.002% max 

Integral Nonlinearity (FSR)^ 

± 0.005% max 

±0.003% max 

No Missing Codes 

Guaranteed 

* 

Offset Error 

Adjustable to Zero 

* 

Gain Error 

Adjustable to Zero 

* 

STABILITY 

±(l+^)pV/"C 


Offset (RTI)T.C. 

* 

Gain(RTI)T.C. 

± 16ppm/°C 

* 

Differential Nonlinearity T.C. 

±2ppm/®C max 

* 

Power Supply Sensitivity 

±0.0015%FSR>/oVs 

* 

ANALOG INPUTS 



Voltage Input Range 

+ 10mVto + 10V(Unipolar) 

± 5mV to ± 5V (Bipolar) 

* 

Instrumentation Amplifier 



Gain 

Resistor Programmable 

• 

Gain Range 

1 to 1000 

* 

Gain Equation 

g=i.(2^) 

* 

Input Impedance 

io*n 

* 

Bias Current 

SOnA 

* 

Offset Current 

2nA 

* 

CMR (up to 500Hz) 

-80dB 

• 

CMV 

±10V 

* 

DIGITAL INPUTS 



ADC Convert Command'* 

ITTL Load, Positive Pulse 

Negative Edge Triggered 


SHA Control 

HOLD = Logic 0 

SAMPLE = Logic 1 


Low Enable, High Enable 

ENABLE = LogicO 


DIGITAL OUTPUTS 



Parallel Data Outputs 

Tri-Stale 


Unipolar 

Binary 


Bipolar 

Offset Binary, 2’s Complement 


Output Drive 

2TTL Loads 


Status 

Logic “ 1 ” During Conversion 


Output Drive 

2TTL Loads 


INTERNAL REFERENCE VOLTAGE 

+ 10V, ±0.3% 


External Load Current (Rated Perfonnance) 

2mA (max) 


Tem^rature Stability 

±8.5ppm/'’C (max) 


POWER REQUIREMENTS 



Rated Voltages 

±15V ±5%, +5V ±5% 


Operating Voltages’ 

± 12V to ± 17V, + 4,75V to + 5.25V 


Supply Current Drain ± 15V 

±40mA 


+ 5V 

80mA 


TEAIPERATURE IL^NGE 



Specified 

Olo +70“C 


Operating 

-25‘’Cto+85°C 


Storage 

-25°Cto+85"C 


Relative Humidity 

(Meets MIL-STD-202E, Method 103B) 

SHIELDING 

Electrostatic (RFI) 6 sides, 
Electromagnet (EMI) 5 sides 


SIZE 

2 " X 4" X 0.44" metal package 



OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


jr^ 


lONCONDUCTIVE UBEL 


“T 

0.44 (11.2) 

_l 




0.025 DIA PIN 
HALF-HARD BRASS 
GOLD PLATED (MIL-G45204) 


twONCONDUCTIVE 

HEADER 


U — 



INTERCONNECTION AND SHIELDING 
TECHNIQUES 

To preserve the high CMR characteristics of 
the DAS1155/DAS1156, care must be taken 
to minimize noise wherever possible. For best 
performance use twisted shielded cable, for 
the sensitive input signal, to reduce inductive 
and capacitive pickup. The cable should be 
connected as close as possible to the input 
common mode signal source. Place the gain 
setting resistor as close as possible to its re- 
spective terminal connections to avoid pick- 
up. 


NOTES 

‘Measured in hold mode, input 20V pk-pk @ lOkHz. 

^FSR means Full Scale Range. I 

^Worst-case summation of lA, S/H and A/D nonlinearity errors. 

*When connecting the Convert Command the S/H control terminals together, the pulse 
width must be long enough for the S/H amplifier to acquire the input signal to the required accuracy 
4pLS (min, DASIISS) Sp4 (min, DAS11S6). 

’If a ± 12V operating power supply is used, the analog input must be limited to ±7V. 

^Recommended Power Supply: Analog Devices Model 923, 

*Same specifications as for DASIISS. 

Specifications subject to change without notice. 
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Applying the DAS1155/DAS1156 


Figure 2. 


Analog Input Block Diagram 


The gain T.C., of the DAS1155/DAS1156, will be directly 
affected by the resistor used for Rq. Using a high quality metal 
film resistor is recommended. Bipolar operation is obtained by 
connecting the REF OUT and the BIPOLAR OFFSET terminals 
together. 

The output of the instrumentation amplifier drives the sample/hold 
amplifier which has a gain of IVA^. The sample/hold amplifier 
holds the input signal at a constant level during the A/D conversion. 
Acquisition times of 4p.s and 5p,s maximum are provided re- 
spectively by the DAS 1155 and DAS 1156. Full scale A/D converter 
input range is programmed for + lOV (unipolar) or ± 5V (bipolar). 
Therefore, the instrumentation amplifier gain must be set ac- 
cordingly to obtain maximum usable resolution. 

COMMON MODE REJECTION 

CMR is dependent on source impedance imbalance, signal fre- 
quency, and amplifier gain. CMR is specified having a ± lOV 
CMV and Ikfl source imbalance over a frequency range of dc to 
500Hz. Figure 3 illustrates the typical CMR vs. source impedance 



10k 10Qk 

SOURCE IMBALANCE - il 


Figure 3. CMR vs Gain and Source Imbalance DAS1 155/ 
DAS 11 56 




1 10' 10* 10* 10* 10* 


Figure 4. CMR vs Frequency DAS1 155/DAS1156 


imbalance for the DAS1155/DAS1156. Increasing the input gain 
of the instrumentation amplifier increases the CMR. At Gain = 

1 V/V, CMR is maintained greater than 80dB for source impedance 
imbalance up to lOkO. Figure 4 illustrates the CMR vs. gain 
and frequency. 

SETTLING TIME VS. GAIN 

Illustrated in Figure 5 is the typical settling time vs. gain of the 
instrumentation amplifier in the DAS1155/DAS1156. Settling 
times are specified to 0.003% FSR for gains 1 and 10, and to 
0.01% FSR for gain to 1000 having an output step voltage of 10 
volts. Settling time to 0.003% FSR for gains greater than 10 are 
not shown because of the effects of voltage noise at the higher 
gains. 



1 10 100 1000 
GAIN > V/V 


Figure 5. Typical Settling Time vs Gain 

TIMING DIAGRAM 

The timing diagram for the DAS1155/DAS1156 is illustrated in 
Figure 6. This figure includes the sample/hold amplifier charac- 
teristics and assumes that the instrumentation amplifier is allowed 
to settle during the previous conversion. 



NOTES 

//////, 1. Output Data Valid. 

* 2. This Diagram assumes that the Instrumentation Amplifier 

is allowed sufficient time to settle before the Sample/Hold 
Amplifier is placed in the Sample Mode. Instrumentation Amplifier 
settling can take place during the A/D Conversion process 
for the next conversion (see throughput rate). 

3. The S/H Control and Trigger are tied together. Pulse Width 

must be 4|jis (min)/5fjis (min) to allow the S/H Amplifier to acquire 
the Input Signal. 

Figure 6. DAS 11 55/DAS 11 56 Timing Diagram 
The TRIGGER input and S/H CONTROL terminal can be tied 
together requiring only one conversion control signal. When the 
trigger pulse goes high, it places the sample/hold amplifier in 
the sample mode allowing it to acquire the present input signal. 
The trigger pulse must remain high for a minimum of 4p,s/5(JLS, 
for the DAS1155/DAS1156 respectively, to insure accuracy is 
attained. At the falling edge of the TRIGGER pulse, the sample/ 
hold amplifier is placed in the hold mode, the A/D conversion 
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begins, and all internal logic is reset. Once the conversion process 
is initiated, it cannot be retriggered until after the end of 
conversion. 

With this negative edge of the trigger pulse the MSB is set low 
with the remaining digital .outputs set to logic high state, and 
the status line is set high and remains high thru the full conversion 
cycle. During conversion each bit, starting with the MSB, is 
sequentially switched low at the rising edge of the internal clock. 
The internal DAC output is then compared to the analog input 
and the bit decision is made. Each comparison lasts one clock 
cycle with the complete 14-/15-bit conversion taking 35p.s/ 

44|jls maximum respectively for the DAS1155/DAS1156. 

At this time, the STATUS line goes low signifying that the 
conversion is complete. For bus applications, the digital output 
can now be applied to the selected data bus by enabling the 
tri-state buffers with the HI-ENABLE and LO-ENABLE ter- 
minals. 

GAIN AND OFFSET ADJUSTMENTS 
The DAS 11 55/DAS 11 56 each are provided with internal gain 
and offset adjustment potentiometers. Each potentiometer has 
ample adjustment range so that gain and offset errors can be 
trimmed to zero. 

Since offset calibration is not affected by changes in gain cali- 
bration, it should be performed first. Proper gain and offset 
calibration require great care and the use of extremely sensitive 
and accurate reference instruments. The voltage standard used 
as a signal source must be very stable and be capable of being 
set to within ± 1/lOLSB of the desired value at any point within 
its range. 

The analog input values given in Tables I, II, III and in the 
following Offset & Gain Calibration Section, are values that 
should be present at the input to the internal ADC. The value 
of the analog input will be affected by the gain of the input 
instrumentation amplifier.(Example: For a full scale input of 0 
to + 5V, divide the 0 to -I- lOV range input values by 2 and set 
input gain to 2.) 


Analog Input Digital Output 

0 to + lOV Range Binary Code 

DAS1155 DAS1156 DASU55 DAS1156 


+ 9.99939V 
+ 5.00000V 
+ 1.25000V 
+ 0.0006V 
+ O.OOOOV 


+ 9.99969V 
+ 5.00000V 
+ 1.25000V 
+ 0.0003V 
+ 0.0000V 


11 111 111 111 
10 000 000 000 
00 100 000 000 
00 000 000 000 
00 000 000 000 


111 

111 

111 

000 

100 

000 

000 

001 

000 

001 

000 

000 

000 

000 

000 


111 111 111 
000 000 000 
000 000 000 
000 000 001 
000 000 000 


Table I. Nominal Unipolar/Output, Relationships 


Analog Input Digital Output 

±5V Range Offset Binary Code Two’s Complement Code 


+ 4.99939V 
+ 2.50000V 
+ 0.00061V 
+ 0.00000V 
-5.00000V 


11 111 111 111 111 
11 000 000 000 000 
10 000 000 000 001 
10 000 000 000 000 
00 000 000 000 000 


01 111 111 U1 111 
01 000 000 000 000 
00 000 000 000 001 
00 000 000 000 000 
10 000 000 000 000 


Table II. DAS 11 55 Bipolar Input/Output Relationships 


Analog Input Digital Output 

±5V Range Offset Binary Code Two’s Complement Code 


+4.99969V 
+ 2. 50000V 
+ 0.00030V 
+0.00000V 
-5.00000V 


111 111 111 111 111 
110 000 000 000 000 
100 000 000 000 001 
100 000 000 000 000 
000 000 000 000 000 


on 111 111 111 111 
010 000 000 000 000 
000 000 000 000 001 
000 000 000 000 000 
100 000 000 000 000 


Table III. DAS 11 56 Bipolar Input/Output Relationships 


OFFSET CALIBRATION 

For 0 to + lOV unipolar range set the input voltage precisely to 
+ 305irV for the DAS1155 and +153 |j.V for the DAS1156. 

Then adjust the zero potentiometer until the converter is just on 
the verge of switching from 00 00 to 00 01. 

For the ± 5V bipolar range set the input voltage precisely to 
-h305|xV for the DAS1155 and +153p,V for the DAS1156. 
Adjust the zero potentiometer until the offset binary coded units 

are just on the verge of switching from 00 00 to 00 01 and 

the two’s complement coded units are just on the verge of switching 
from 10 00 to 10 — --01. 

GAIN CALIBRATION 

Set the input voltage precisely to +9.99909 (DAS1155)/ 

+ 9.99954V (DAS1156) for the 0 to + lOV units, or +4.99909V 
(DAS 11 55)/ + 4.99954V (DAS 11 56) for ±5V units. Note that 
these values are 1 1/2LSB less than nominal full scale. Adjust 
the gain potentiometer until binary and offset binary coded 

units are just on the verge of switching from 11 10 to 11 11 

and two’s complement coded units are just on the verge of 
switching from Oil 10 to 011 11. 

THROUGHPUT RATE 

Throughput rates for the DAS1155/DAS1156 can be increased 
by the use of the OVERLAP MODE, i.e. updating the input 
while the ADC is making a conversion. 

The guaranteed throughput rates are 25kHz (g; G = 1, 20kHz 
@ G = 1000 for the DAS1155 and 20kHz (g G = 1 and 1000 
for the DAS 11 56. When the lA settling time is less than or 
equal to the sum of SHA acquisition time and ADC conversion 
time, 39p,s, the DAS throughput rate equals l/39|j,s or 25.6kHz. 
When lA settling time is greater than 39(xs (see Figure 5), the 
DAS throughput rate becomes dependent upon the lA settling 
time and equals its reciprocal. 

DAS1155/DAS1156 INPUT/OUTPUT RELATIONSHIPS 

The DAS 11 55/DAS 11 56 produces a true binary coded output 
when configured as a unipolar device. Configured as a bipolar 
device, it can produce either offset binary or two’s complement 
output codes. The most significant bit (MSB) is used to obtain 
the binary and offset binary code while the (MSB) is used to 
obtain the two’s complement code. Table I shows the unipolar 
analog input/digital output DAS1155/DAS1156 relationships. 
Tables II and III show the DAS1155/DAS1156 bipolar analog 
input/digital output relationships respectively. 

TRI-STATE DIGITAL OUTPUT 

The digital outputs are provided in parallel format to the output 
tri-state buffers. The output information can be applied to a 
data buss in either a one-byte or a two-byte format by using the 
HI-ENABLE and LO-ENABLE terminals. If the tri-state feature 
is not required, normal digital outputs can be obtained by con- 
necting the enable pins to ground. 

POWER SUPPLY AND GROUNDING CONNECTIONS 

Although the analog power ground and the digital ground are 
connected in the DAS 11 55/DAS 11 56, care must still be taken to 
provide proper grounding due to the high accuracy nature of 
the devices. Though only general guidelines can be given, ground- 
ing should be arranged in such a manner as to avoid ground 
loops and to minimize the coupling of voltage drops (on the 
high current carrying logic supply ground) to the sensitive analog 
circuit sections. Analog and digital grounds should remain sepa- 
rated on the PC board and terminated at the respective DAS 1155/ 
DAS 11 56 terminals. 

No power supply decoupling is required since, both the DASl 155 
and DASl 156, contain high quality tantalum capacitors on each 
of the power supply inputs to ground. 
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Selection Guide 

Digital Panel Instruments 

For the purpose of selection, the instruments in this section are divided into three classes, each having its own 
Selection Guide; 

1. 3- to 4 3/4-digit panel meters for general applications, powered by dc voltage furnished by the 
user’s instrumentation-system +5V logic supply 

2. 3- to 4 3/4-digit panel meters for general applications, powered by ac line voltage, and 
including multi-channel scanning and true-rms types 

3. Single- and scanning multi-channel digital temperature meters for measurements with thermo- 
couples, RTDs, thermistors, and AD590 semiconductor temperature sensors 

The Selection Guides permit all the devices in each class to be compared in terms of their salient features, to narrow the 
field of choice to one or two devices, for which page locations are given. The data sheets in this Volume have technical 



(80.65 X 45.97mm) cutout. All ac-powered DPMs except AD2006 use industry standard case with 3.930" X 1.682" 
(99.82 X 42.72mm) cutout. AD2006 uses same case as logic powered DPMs. 
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descriptions, specifications, and in many cases, applications information. Complete data sheets for most of these instru- 
ments, with further information on application and use of the products, are available upon request. General information 
on digital panel instruments can be found in the pages that follow the Selection Guides. 

For temperature instrumentation, there are a number of other products dedicated to temperature measurement, includ- 
ed in this Databook, that may be of interest. They are to be found in these sections: Transducers & Signal Conditioners, 
)UMAC-4000 Intelligent Measurement-and-Control Subsystems, and MACSYM. Power supplies for excitation of system- 
powered panel instruments may be found in the Power Supply section. 

Finally, in the Synchro & Resolver Conversion section, there are the benchtop API1620 and API1718 Angle Position 
Indicators, which accept synchro or resolver input, convert to digital, and provide a 5-digit numerical LED display of 
the angle, and a 5-decade BCD or 16-bit binary data output. 



NOTES 

‘ Full scale inputs when reading out in dB are SOOmV, 5V, 50V, 500V and 625V rms. 

*Case depth includes mating connector. All logic powered DPMs use industry standard case with 3.175" X 1.810" 
(80.65 X 45.97mra) cutout. All ac-powered DPMs except AD2006 use industry standard case with 3 .930" X 1 .682" 
(99.82 X 42.72mm) cutout. AD2006 uses same case as logic powered DPMs. 
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Selection Guide 

Digital Panel Instruments 



NOTE 

‘ AC line-operated versions. 

Shading indicates new product since publication 
of 1 982—1 983 Databook Update, 
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UNDERSTANDING DPMS 
Introduction 

A DPM is basically an analog to digital converter with a visual 
readout. The DPM samples the input voltage periodically, con- 
verts that voltage to digital outputs, and displays the corres- 
ponding reading visually. A digital panel meter, then, consists 
of four basic functional sections: the input section, including 
signal conditioning and analog to digital conversion circuitry; 
the display ; the data outputs; and the power supply. 

Processing The Input Signal 

The primary function of the input section is to convert an 
analog voltage input into a digital signal for display. Besides 
this basic function, the input section also buffers the input to 
provide a high input impedance, prevent circuit damage in 
overvoltage conditions, reject both normal mode and common 
mode noise on the input signal, compensate for large varia- 
tions in operating temperature, and sometimes even measure 
the ratio of two separate input voltages. 

The analog to digital conversion scheme used on most DPMs is 
the dual-slope type, due to its inherent stability and normal 
mode noise rejection. The dual slope converter can also be used 
to measure the ratio of two input voltages, in some DPM 
designs. Lower-resolution DPMs sometimes use staircase or 
single slope converters, which require RC filtering of the in- 
put signal for normal mode noise rejection. 

The input of the DPM may be single-ended, differential or 
floating. Single-ended inputs measure the input voltage with 
respect to input common and may require some care in appli- 
cation to avoid ground loop problems. To prevent ground 
loops, some of Analog Devices’ DPMs use a “limited differen- 
tial input”, where a resistor separates analog and digital 
grounds, allowing up to 200mV of common mode voltage and 
providing up to 60dB of common-mode rejection. 

True differential input DPMs accommodate common mode 
voltages of up to ±5V, adequate for most bridge transducer 
type applications. For very high common mode voltages, the 
opto-isolation technique, used in several Analog Devices’ DPMs, 
allows common mode voltages of up to ±300V and provides 
100 to 120dB of common mode rejection, even when BCD 
data outputs are being used. Any ac powered DPM can be 
floated on the power supply transformer to provide isolation 
and CMR, similarly to the opto-isolated DPM, if no BCD out- 
puts or control signals are being used (i.e., in readout-only 
operation). Further information on DPM input configurations 
can be found in the section, “DPM Input Types and Their 
Applications.” 


Orientation 

Digital Panel Instruments 

Displaying the Data 

Once the input signal is digitized, it is decoded and displayed 
on a digital readout. Numerous types of displays are available 
today, but Analog Devices’ DPMs use large LED (light emit- 
ting diode) displays on all of the latest models. Seven-segment 
LED displays as large as 0.56 (14.3mm) offer the ultimate in 
ruggedness, reliability and aesthetic appeal, and challenge 
Beckman gas discharge displays for size. 

Beckman displays and smaller 0.2?" (6mm) solid state LEDs 
are also used by Analog Devices. The large shaped characters 
of the Beckman display easily read at up to 30 feet (9 
meters) away. The neon orange digits can be filtered to provide 
either an amber or a red display. The smaller LEDs, packaged 
with counting and decoding logic circuitry, permit the ex- 
tremely small packaging of the AD2010 and the AD2004. 

Producing Digital Outputs 

Since the visual display of a DPM must be in a decimal format, 
the counters used in DPM conversion circuitry are always 
binary-coded decimal (BCD) counters. The data-output format 
depends on the circuit design of the meter: most designs using 
TTL integrated circuits have parallel BCD data outputs, with 
all BCD bits available simultaneously. Parallel data is easiest 
to interface to, since most data peripherals, such as printers 
and comparators, require parallel data. Parallel data can be 
latched, and therefore valid, except for the period of several 
microseconds after each conversion, when it is updated, or 
unlatched, where the data is valid only between conversions. 

In either case, a STATUS or DATA READY signal is available 
to indicate when the data outputs are valid. 

DPMs using MOS-LSI (metal-oxide semiconductor, large scale 
integrated circuits) usually have character serial outputs, where 
each BCD digit is gated onto a single set of parallel output 
lines in sequence. This technique is used to reduce the number 
of pins used on the LSI chip and to simplify data interfacing 
to the display. Although some data peripherals, such as micro- 
processors, require character-serial data inputs, for many appli- 
cations it is necessary to use latches or shift registers to con- 
vert the data into a parallel format for interfacing. Most DPMs 
using LSI have an extra cost option available that provides 
parallel data outputs. 

Digital data outputs from DPMs are generally compatible with 
DTL or TTL logic systems, but some of the newer DPMs using 
LSI are only compatible with CMOS logic. The parallel output 
option with these LSI DPM designs, however, is generally TTL 
compatible for ease in interfacing. 
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Understanding Performance Speciflcadons 

Resolution, Accuracy, and Stability— thcst three specs are very 
important in the selection of a DPM. Although more digits may 
mean more resolution, the digits themselves are useless unless the 
accuracy is sufficient for the digits to have real meaning. There- 
fore, accuracy and resolution should be comparable. 

Besides temperature variations, there are three components of 
DPM inaccuracy: zero offset error, gain error, and quantiza- 
tion error. In any device using a counter and clock to deter- 
mine a digital output, there is always a potential ±1 count 
error in the output. This is caused by the timing of the input 
gate of the counter; when the gate closes asynchronously with 
the clock, a clock pulse that occurs just as the gate closes may 
or may not be counted, hence the fixed ±1 digit inaccuracy. 

Zero level offsets in the analog circuitry cause errors specified as a 
percentage of full scale reading. These errors can be corrected by a 
zero calibration potentiometer requiring periodic resetting, or by 
internal calibration circuits that set the zero level automatical- 
ly between each reading, assuring no zero level contribution 
to the error. 

Gain variations occur as a function of signal level in the analog 
circuitry and produce errors which are specified as a percent- 
age of the reading. These are the hardest errors to design out 
of a DPM circuit, but they can be minimized by component 
specification and selection. A range potentiometer is used for 
periodic adjustment of the gain. Gain errors may also be cal- 
ibrated out in “smart” instruments having an automatic in- 
ternal calibration facility (e.g. AD 2050). 

Since all the electronic components used in the design of a 
DPM have some temperature dependence, one can expect the 
accuracy of the DPM to be affected by changes in operating 
temperature. If automatic zero correction circuitry is not used, 
the zero level may drift with temperature. Variations in the 
reference voltage circuitry and its associated switches will 
cause changes in the gain of the DPM, but careful selection 
and matching of components can minimize this error. 

To illustrate these specifications, consider a 3 Vi digit DPM 
(1999 counts full scale). The resolution of the unit is the 
value of one digit, 1 part in 2000 or 0.05% of full scale. If the 
accuracy is comparable to the resolution (exclusive of digital 
indecision), the DPM should have a maximum error of ±0.05% 
±1 digit. 

Temperature coefficient specifications for a DPM should be 
very good to maintain the accuracy. A tempco of only 
50ppm/°C (0.005%/° C) will produce an additional error of 
±0.05% over a range of only ±10°C. 

Since each manufacturer tends to use a different method of 
specifying accuracy and temperature coefficients, specifica- 
tions must be expressed in common terms to be comparable. 
For example, one may find specifications for 3 Vi digit DPMs 
in the formats shown below (“R” = “of reading”): 

Unit 1: max error: ±0.05% R ±1 digit, tempco: 
±50ppm(R)/°C 


Unit 2: max error: ±0.02% R ±0.03% F.S. ±1 digit, 
tempco: ±0.004%R ±0.001% F.S./°C 
Unit 3: max error: ±0.05% R ±0.05% F.S. ±1 digit, for 
temperature +15°C to +35°C 
To compare the three units, one must establish a common 
ground: full scale reading, temp range -h 15 C to +35°C 
(±10 C). The specification then becomes: 

Unit 1: ±0.05% F.S. ±1 digit ±(50ppm(F.S.)/°Cx±10°C) 

= ±0.05% F.S. ±1 digit ±0.05% F.S. 

= 0.1% F.S. ±1 digit 

Unit 2: ±(0.02% F.S. ±0.03% F.S.) ±1 digit (0.004% F.S. 
±0.001% F.S.)/°Cx±10°C 
= 0.05% F.S. ±1 digit ±0.05% F.S. 

= 0.1% F.S. ±1 digit 

Unit 3: ±0.05% F.S. ±0.05% F.S. ±1 digit 
= 0.1% F.S. ±1 digit 

Even though all units are specified differently, they have 
equivalent performance. 

DEFINITIONS - TERMS & SPECIFICATIONS 
Accuracy (absolute): DPMs are calibrated with respect to a 
reference voltage which is in turn calibrated to a recognized 
voltage standard. The absolute accuracy error of the DPM is 
the tolerance of the full-scale set point referred to the abso- 
lute voltage standard. ^ 

Accuracy (relative): Relative accuracy error is the difference 
between the nominal and actual ratios to full scale of the digi- 
tal output corresponding to a given analog input. See also: 
linearity. 

Automatic Zero: To achieve zero stability, a time interval dur- 
ing each conversion is provided to allow the circuitry to com- 
pensate for drift errors, thereby, providing virtually no zero 
drift error. 

Bias Current: The current required from the source at zero 
signal input by the input circuit of the DPM. Bias current is 
normally specified at typical and maximum values. Analog 
Devices’ DPMs using transistor input circuitry are bias cur- 
rent sinks. 

Binary Coded Decimal (BCD): Data coding where each decimal 
digit is represented by a group of 4 binary coded digits (called 
“quads”). Each quad has bits corresponding to 8, 4, 2 and 1 
and 10 permissible levels with weights 0-9. BCD is normally 
used where a decimal display is needed. 

Bipolar: A bipolar DPM measures inputs which may be of 
either positive or negative polarity and automatically displays 
the polarity as well as the magnitude of the input voltage on the 
readout. 

Character Serial BCD: Multiplexed BCD data outputs, where 
each digit is gated sequentially onto four common output lines. 

Common-Mode Rejection: A differential-input DPM will re- 
ject any input signals present at both input terminals simul- 
taneously if they are within the common mode voltage range. 


VOL n, 16-6 DIGITAL PANEL INSTRUMENTS 


Common mode rejection is expressed as a ratio and usually 
given in dB. (CMR = 20 log CMRR). 120dB of common-mode 
rejection (CMRR = 10®) means that a lOV common-mode 
voltage is processed as though it were an additive-differential 
input signal of 10/iV magnitude. 

Common Mode Voltage: A voltage that appears in common at 
both input terminals of a device, with respect to its ground. 

Conversion Rate: The frequency at which readings may be pro- 
cessed by the DPM. Specifications are typically given for in- 
ternally clocked rates and maximum permissible externally- 
triggered rates. 

Conversion Time: The maximum time required for a DPM to 
complete a reading cycle, specified for the full scale reading. 

Dual-Slope Conversion: An integrating A/D conversion tech- 
nique in which the unknown signal is converted to a propor- 
tional time interval, which is then measured digitally. This is 
done by integrating the unknown for a predetermined time. 

Then a reference input is switched to the integrator, and in- 
tegrates “down” from the level determined by the unknown, 
until a “zero” level is reached. The time for the second inte- 
gration process is proportional to the average of the unknown 
signal level over the predetermined integrating period. 

Input Impedance: The complex ratio of signal voltage to signal 
current at the input terminals. For dc measuring DPMs, the 
input is measured at dc. For ac measuring DPMs, it is expressed 
as a dc resistance shunted by a specified capacitance. 

Linearity: The conventional definition for nonlinearity of a 
DPM is the deviation from a “best” straight line which has 
been fitted to a calibration curve. Analog Devices defines non- 
linearity as the deviation from a straight line drawn between 
the zero and full scale end points. Not only is this an easier 
method for customer calibration, it is also a more conservative 
method of specifying nonlinearity. 


IDEAL 



Linearity 

Normal Mode Rejection: Filtering or integrating the input sig- 
nal improves noise rejection of undesired signals present at the 
analog high input. Normal mode rejection is expressed as the 
ratio of the actual value of the undesired signal to its measured 
value over a specified frequency range. (NMR (dB) = 20 log 
NMRR, e.g. NMR = 40dB means an attenuation of 100:1). 


Overload: An input voltage exceeding the full scale range of 
the DPM produces an overload condition. An overload condition 
is usually indicated by conspicuous manipulation of the display 
such as all dashes, flashing zeros, etc. On a 3 ‘/i digit DPM with a 
range of 199.9mV, a >200mV signal will produce an over- 
load condition. 

Overrange: An input signal that exceeds all nines on a DPM, 
but is less than an overload. On a 3 ‘A digit DPM with a full 
scale range of 199. 9mV, the all-nines range is 0-99. 9m V, and 
signals from 100-199. 9mV are said to fall in the 100% over- 
range region. Some DPMs have higher overrange capability. A 
3% digit DPM has a full scale range of 3.999 or 300% over- 
range. 

Overvoltage Protection: The input section of the DPM must 
provide protection from large overloads. Specifications are 
given for sustained dc voltages that can be tolerated. 

Parallel BCD: A data output format where all digital outputs 
are present simultaneously. 

Range (Temperature Operating): The range of temperatures 
over which the DPM will meet or exceed its performance 
specifications. 

Range (Full Scale): The range of input signals that can be 
measured by a DPM before reaching an overload condition. A 
iVi digit DPM’s full-scale range consists of three digits (all- 
nines range) and 100 percent overrange capability. 

Ratiometric: Dual Slope DPMs compare voltage inputs to a 
stable internal reference voltage. In some systems, the voltage 
being measured is a function of another voltage, and accurate 
measurements should be made as the ratio of the two voltages. 
Some DPMs provide inputs for external reference voltages for 
ratiometric measurements. 

Resolution: The smallest voltage increment that can be meas- 
ured by a DPM. It is a function of the full scale range and num- 
ber of digits of a DPM. For example, if a 3 Vi digit DPM has a 
resolution of 1 part in 2000 (0.05%) over a full scale range of 
199 .9mV, the DPM can resolve O.lmV. 


Digits 

Counts (F.S.) 

Resolution (% 

2Vz 

199 

0.5% 

3 

999 

0.1% 

3 Vi 

1999 

0.05% 

3H 

3999 

0.025% 

4 

9999 

0.01% 

4*/i 

19999 

0.005% 

4% 

39999 

0.0025% 


Single Slope Conversion: In the single slope converter, a refer- 
ence voltage is integrated until the output of the integrator is 
equal to the input voltage. The time period required for the 
integrator to go from zero to the level of the input is propor- 
tional to the magnitude of the input voltage and is measured by 
an internal clock. 
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VOLTAGE 



Single Slope Converter 

Staircase Conversion; A simple analog-to-digital conversion 
technique in which a clock and counter drives a digital-to- 
analog converter which produces an output voltage waveform 
resembling a staircase. A comparator stops the counter when 
the voltage exceeds the input voltage; the count achieved by 
the counter is the digitized output. 


VOLTAGE 



STAIRCASE CONVERTER TIME 

Staircase Converter 


Temperature Coefficient: The additive error term (ppm/°C or 
% Reading/ C) caused by effects of variations in operating 
temperature on the electronic characteristics of the DPM. 


Unipolar Input DPM: A DPM designed to measure input 
voltages of only one polarity. 

DPM Input Types And Their Applications 
The four different input configurations used on DPMs (single- 
ended, limited differential, differential, and floating) are made 
available to solve various applications problems. In OEM appli- 
cations where the DPM is a dedicated readout for an instru- 
ment or system, a single-ended DPM is usually desired for its 
low cost. But single-ended DPMs require care in application to 
prevent ground loops from interfering with measurements. The 
“limited differential” input pioneered by Analog Devices, how- 
ever, uses a single resistor to isolate analog and digital (and, in 
logic powered DPMs, the power supply) grounds to effectively 
eliminate ground loops. This limited differential input allows 
up to approximately 200 millivolts of common mode voltage 
and 60dB of common mode rejection without imposing the 
cost penalties of a true differential or floating input. Thus the 
majority of DPM applications require only a single-ended or 
limited differential input DPM. 

But if the DPM is measuring the output of a bridge transducer, 
higher common mode voltages must be accommodated, and 
differential input DPMs which allow a CMV up to ±5V are 
usually necessary. Where extremely high common mode vol- 
tages are required, such as current measurements, a floating 
(usually opto-isolated) input DPM can provide for up to±300V 
CMV. Either the differential or floating input DPM will also 
provide greater common mode noise rejection, if necessary. 

If digital control signals and BCD data outputs are not needed, 
any ac line powered DPM can be floated on the power supply 
transformer to provide high CMV and CMR. But care must be 
exercised when applied in this fashion at high CMV, since all 
connections may be floating at dangerously high voltages. All 
line powered DPMs have a connection for “earth ground” 
which may be connected to a transformer shield or guard 
track on the printed circuit board, but this earth ground is 
usually capacitively coupled to the digital ground for noise 
rejection. Always insure that the earth ground is not directly 
connected to digital ground when “floating” a line powered 
DPM in this manner. 



DIFFERENTIAL 




Grounding Configurations of DPMs 
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ANALOG High Performance 4^/4 Digit 

DEVICES DPM For System Applications 

~~ AD2004 


FEATURES 

Floating Optically Isolated Analog Section 
Excellent Common Mode Rejection: 120dBat±300V 
High Normal Mode Rejection: 60dB 
5V dc Powered 

Automatic Zero with Maximum Error: 0.01% ±1 Digit 
LED Display with Latched Digital Outputs 
Small Size: 1.8"H x 3"W x 2.5"D 

APPLICATIONS 

Industrial Weighing Systems 

Process Control Monitoring 

Precision Differential Measurement 

Ground Loop Elimination 

Off Ground Signal Measurements 

Analytical and Scientific Instrumentation 

GENERAL DESCRIPTION 

Analog Devices’ model AD2004 is a 4‘/j Digit, 5V dc powered 
digital panel meter offering 0.01% ±1 digit accuracy, resolu- 
tion of O.lmV, common mode voltage (CMV) of ±300V with 
a common mode rejection ratio (CMRR) of 120dB. 

Using optically coupled isolation techniques for the signal 
channel, this new design is capable of performing precision 
measurements of floating differential voltages in noisy envi- 
ronments or under widely varying common mode voltage levels 
of up to ±300V. The optically isolated design assures ground 
loop elimination and permits critical measurement of off 
ground signals such as those found in the nuclear and process 
control industries. 

The AD2004 features a 4% digit light-emitting-diode (LED) 
display with a full scale range of 0 to ±1.9999 volts and 
latched digital data outputs and control interface signals. 
Automatic-zero correction circuitry measures and compensates 
for offset and offset drift errors thereby providing virtually no 
zero error. 

The conversion rate of the AD2004 is normally 4 readings per 
second. However, an external trigger may be applied to vary 
the sampling rates from a maximum of 8 readings per second 
down to an indefinite hold rate. During conversion, the pre- 
vious reading is held by the latched logic. The numeric readout 
is available as BCD data. Application of the metering system in 
a computer or data logging system is made easy with the avail- 
ability of the “overrange,” “polarity,” “overload,” and 
“status” signals. 

The AD2004 can operate from the users 5V dc system supply, 
thereby, eliminating the shielding and decoupling needed for 



line powered units when the ac line must be routed near sig- 
nal leads. 


TYPICAL APPLICATIONS INCLUDE: 

• Ground loop elimination between input transducer and out- 
put circuit functions. 

• High resolution monitoring of small signals impressed on 
high off-ground voltages of up to ±300V. 

• Electronic indicating weighing systems for industrial appli- 
cations. Numerical output may be interfaced with a digital 
computer or data logging system. 

• Digitally controlled industrial process where analog and 
digital signal isolation is required. 

• Balanced strain gage bridge output measurement for indus- 
trial requirements. 

• Digital indicating micrometer using a linear variable differ- 
ential transformer (LVDT). Due to the high normal mode 
rejection ratio of the AD 2004, the ac excitation of the 
LVDT does not induce errors into the system. 

• Analytic and Scientific Instrument displays with isolated 
numeric readout. 

FLOATING DIFFERENTIAL INPUT OFFERS HIGH CMV 

AND CMR 

Figure 1 illustrates the isolation technique used to achieve 

high CMV and CMR. 




Figure 1. Simplified Block Diagram 


For detailed information, contact factory. 
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(typical @ +25° C and +5V dc unless otherwise noted) 


DISPLAY OUTPUT 

• Display consists of five LEDs for data digits plus 100% 
overrange. 

• Overload — Four data digits display zeros and flashes 
when reading exceeds the input range (>1.9999 volts). 

• Decimal Points — Selectable at input eonnector. 

INPUT 

• Full Scale Range — 0 to ±1.9999 volts 

• Automatic Zero 

• Automatic Polarity 

• Floating 

• Bias Current — < 1 nA max 

• Impedanee — >100MS2 

• Overvoltage Protection — ±50V sustained without 
damage. 

• Decimal Points (4) — Selectable by Logic “1” or by 
leaving open. Grounding the input turns decimal 
points off. 

ACCURACY (30 Minute Warm-Up) 

• 0.01% of Reading ±1 Digit 

• Resolution — 0.1m V 

• Temperature Range — 0 to +50°C operating 

• Temperature Coefficient — ±15ppm/ C max 

NORMAL MODE REJECTION 

• 60dB without filter @ 50-60Hz minimum 

COMMON MODE REJECTION 

• 120dB typical dc-lkHz with Ikfl unbalance 

COMMON MODE VOLTAGE (with digital interface 
signals connected) 

• ±300V dc (600V peak to peak) 


Polarity — Logic “1” with positive polarity input — 
Latched — 7TTL loads 

CONVERSION TIME 

• 125ms for Full Scale Input (145ms for AD2004/E) 

SPEED 

• External Trigger — 8 conversions per second (6 conver- 
sions per second for AD2004/E) 

• Internal Conversion — 4 conversions per seeond 

• Hold and Read on Command 

SIZE AND WEIGHT 

• 3"W X 1.8"h X 2.5"d (7.62 x 4.57 x 6.35cm) (overaU 
depth for case and connector is 3.3” (8.38cm)). Weight, 
8 oz. (227 gm). 

POWER 

• 5V de ±5% @ 800mA typ, 90bmA max 

ORDERING GUIDE 

• AD2004 — Standard AD2004 as described above — 
tuned for peak normal mode rejection at 60Hz and 
its harmonics. 

• AD2004/E — Standard AD2004 as described above 
— tuned for peak normal mode rejection at 50Hz 
and its harmonics. 

CONNECTOR 

• AC1600 6 feet of decade coded wire mated with “3M” 
Connector (Part No. 3414) 

AC1601 “3M” mating connector (Part No. 3414) only 

NOTE 

Specifications subject to change without notice. 


DATA PROCESSING SIGNALS 


IN OUT 
<0.8V <0.4V 
>2.0V >2.4V 


DTL/TTL Compatible Logic “0” 

Logic “1” 

Inputs 

External Trigger — Operation in the External Trigger 
mode requires the External Hold input be held at Logic 
“0” or grounded. A negative going external trigger pulse 
(Logic “1” or Logic “0” and return) is required to start 
each conversion. The DPM is reset on the negative tran- 
sition and a new conversion is triggered on the positive 
transition. The pulse width must be greater than 100ns. 
The ST.ATUS signal is set at the negative transition and 
the actual conversion begins 0—33fxs (maximum of 1 
clock pulse) after the positive transition to allow syn- 
chronizing conversion with the internal clock. 

External Hold — When this input is grounded or held at 
0.8V max, the last conversion is held and displayed. For 
a new eonversion under internal eontrol, this input must 
be open or at Logic “1”. 


• Output 

4BCD Digits (8421 Positive True) - Latched - 3TTL loads 
Overrange — Logic “1” indicates an overrange — Latched 
- 9TTL loads 

Overload — Logic “1” indicates the input has exceeded 
the input range — Latched — 9TTL loads 
Status Signal — Logic “0” indicates eonversion is com- 
plete — 9TTL loads 



NOTE: 

1. Maximum Delay of One 
Clock Pulse 3.3/is 

to Synchronize with 
Clock. 

2. AD2004E (50Hz Model) 

Timing. 

Ramp up 40ms 
Ramp down 80ms 
Zero correct 25ms 

Maximum Trigger Rate 
Sms 

Figure 2. AD2004 Timing Diagram 
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ANALOG 

DEVICES 


AC Powered 3^/^ Digit 
PPM with Sperry Display 

AD2006 


FEATURES 

AC Line Powered (+5V dc Powered Optional) 

0.55" Sperry Display 

Differential Input 

Maximum Error: ±0.05%±1 Digit 

AC Terminal Strip for Safety 

Ratiometric Operation 

Power Outputs for External Circuitry 

APPLICATIONS 

Analytical, Medical and Scientific Instrumentation 
Industrial Test Equipment 
Process Control Instrumentation 


GENERAL DESCRIPTION 

Analog Devices’ model AD2006 is an ac line-powered, 3‘/a 
digit panel meter with Sperry displays for high visibility. The 
design of the AD2006 includes ratiometric operation and ex- 
ternal power outputs to increase its application versatility. 

The AD2006 provides high accuracy measurements of bipolar, 
differential input signals over a full scale range of ±1.999V, 
with a maximum error of ±0.05% (reading) ±1 digit. For 
most applications, the differential input section provides 
greater than 70dB of common mode rejection (CMRR) at 
common mode voltages (CMV) up to ±5 V. In addition, the 
AD2006 can be floated on the ac power supply in the single- 
ended mode, allowing common mode voltages up to ±300V to 
be accommodated with common mode rejection exceeding 
lOOdB. To insure the safety of operational personnel and 
interconnected equipment, especially at high CMV, a ter- 
minal strip is provided for connection of ac power. 

For best visual readout, the AD2006 is internally programmed 
to make 5 readings per second. For data acquisition applications, 
up to 90 conversions per second can be externally triggered. 
DTL/TTL compatible parallel BCD data outputs and control 
signals are provided for interfacing to other digital data sys- 
tems. To extend its versatility, external power outputs suitable 
for powering op amps and IC circuits arc available to facilitate 
scaling or buffering inputs and driving external logic. Standard 
ratiometric operation allows normalizing inputs to an external 
reference voltage for making compensated measurements with 
bridge and potentiometric transducers. 



In addition to ac line powered versions, the AD2006/D is 
available for operation from +5V dc power supplies com- 
monly used for digital logic circuitry. The AD2006/D has 
identical performance specifications to all other AD2006 
versions, except that it cannot be floated on the power 
supply for measurements at high common mode voltages 
and, of course, the +5V dc output is not available. 

LARGE CLEAR DISPLAY ENHANCES READABILITY 
The AD2006 uses large (0.55") Sperry, seven-segment, planar 
gas-discharge displays which appear as continuous solid digits. 
The display size, brighmess and contrast ratio makes the 
AD2006 readable at distances up to 40 feet or more and in 
any ambient lighting condition including bright sunlight. The 
display is filtered to provide bright red digits and is readable 
without distortion over a 130° viewing angle. Overload con- 
ditions are indicated by displaying all dashes with the polarity 
sign remaining valid. The polarity sign can be blanked for 
display in engineering units where polarity indication is 
unnecessary. 


For detailed information, contact factory. 
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SPECIFICATIONS 


(typical @ +25° C unless othervyise noted) 


DISPLAY OUTPUT 

• Sperry Gas Discharge displays (seven segment, 0.5 5” (1.4cm)H), 
for 3 data digits, 100% overrange and polarity indication. 

• Overload: Center segment dashes, polarity remains valid. 

• Decimal Points: Selectable at input connector (contact closure). 

• Polarity Sign may be blanked for display in engineering units. 
INPUT 

• Full Scale Range: 0-±1.999V 

• Automatic Polarity 

• Differential 

• Bias Current: High Input - 3nA typ. (7nA maximum) 

Low Input - 200nA typ. (500nA maximum) 

• Impedance: >100Mn 

• Overvoltage Protection: Analog Hi = ±50V sustained 

Analog Low = ±30V sustained 

EXTERNAL REFERENCE INPUT 

• Range: +5.8 to +6.8 Volts 

• Input Impedance: >0.5MS2 

• Not protected against overvoltage 

• Absolute Value Measurements: Internal +6.4V reference 
must be externally connected to the reference input. 

ACCURACY 

• Maximum Error: 0.05% of reading ±1 digit 

• Resolution: ImV 

• Temperature Range: 0 to +50°C operating, -55°C to +85°C storage. 

• Temperature Coefficient: Gain: <50ppm/°C 

Zero: <±5QtiV/°C 

COMMON MODE REJECTION 

• Differential Mode: 70dB, dc to IkHz, with lkf2 unbalance 

• Floated on power supply transformer: >100dB' 

COMMON MODE VOLTAGE 

• Differential Mode: ±5V 

• Floating Mode: ±300V dc (600V p-p ac)' 

SPEED 

• External Trigger: Up to 90 conversions per second 

(without display) ^ 

• Internal Trigger: 5 conversions per second 

• Hold and Read on Command 
CONVERSION TIME 

• Normal Conversion: 9ms maximum 

• Overload Conversion: 11ms maximum 

INTERFACE SIGNALS 

• DTL/TTL Compatible 

IN OUT 

logic “0” <0.8V <0.4V 

logic “1” >2.0V >2.4V 

• Inputs 

Polarity Sign Blanking: Logic “0” or grounding blanks the 
polarity sign being displayed. 

External Hold: Logic “0” or grounding this input disables 
the internal trigger, and the last conversion is held and dis- 
played. External triggering can only be done when the 
AD2006 is in “HOLD”. 

External Trigger: A negative trigger pulse applied to the 
external trigger input will initiate conversion. 

• Outputs 

Status: All digital outputs are valid when status is low 
(logic “0”), logic “1” indicates conversion is in process. 

3BCD Digits (8421 positive true), unlatched, 6TTL loads. 
Overrange: Logic “1”, unlatched, 6TTL loads, indicates 
overrange (>1.000V). 


Overload: Logic “1” unlatched, 6TTL loads, indicates 
overload (>1.999V), logic “0” indicates data is valid. 

Polarity: Logic “1”, latched, 6TTL loads, indicates pos- 
tive pola rity. 

Polarity: Logic “1”, latched, 6TTL loads indicates nega- 
tive polarity.* 

POWER 

• AC line power (see option table), 7 Watts at nominal line voltage. 

• AD2006/D: +5V dc @ 850mA 
WARMUP 

• 20 minutes to specified accuracy. 

ADJUSTMENTS 

(recommended calibration period: 6 months) 

• Gain 

• Zero Offset 

EXTERNALLY AVAILABLE POWER OUTPUTS 

• +5V ±5% ® 50mA (continuous short circuit protection)' 

• ±15V ±10% ® 10mA (No short circuit protection; may require 

filtering for power supply-sensitive components) 

SIZE 

• 3"Wx 1.8"H x4"d (7.62 x4. 57 x 10.16cm) (4.95" (12.57cm) 
max to rear of mating connector, 4.80(12. 19cm) max on 
AD2006/C) 

WEIGHT 

• 19 oz. (540gm) with ac power 

• 10'/4 oz. (300gm) on AD2006/D 

OPTIONAL FEATURES & ORDERING GUIDE 
(All options on any AD2006 are listed on the label affixed to the 
bottom of the unit.) 

• Power Supply Inputs (only one may be specified) 


AD2006 

115V ac±10% 

1 

AD2006/E 

220V ac±10% 

> (50 -60HZ) 

AD2006/H 

240V ac ±10% 

AD2006/F 

lOOV ac ±10% 

) 

AD2006/D 

+5V dc ±5% 



• Card Edge Connector: AD2006/C 

• Any combination of the above options - excluding power 
inputs - can be specified. When ordering, specify power supply 
option first, then the other option desired. For example, an 
AD2006/E/C operates on 220V ac, and has the connector 
card edge. 

• Display Lenses (only one may be specified): 

Lens-5 will be supplied if none is specified) 

Lens-5 Red w/ADI Logo 
Lens-6 Red no ADI Logo 
Lens-9 Amber w/ADl Logo 
Lens-10 Amber no ADI Logo 

CONNECTOR 

• 3M connector #3414, (optional) AC1600— 34 pin connector and 6 ft. 
(1.83m) of color-coded, 34 way, 28 AWG flat woven cable. 

• AC1601-connector only. 

• AD2006/C requires 30 pin, 0.156 spacing,. Viking No. 2VK 15D/1-2 
or Cinch type 251 No. 5030A30. 

• AD2006/C optional — Order AC1501. 

• AC Power Line Cords are not supplied by ADI. 

NOTES 

‘ Not applicable to AD2006/D. 

’Not applicable to AD2006/C. 

Specifications subject to change without notice. 
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RATIOMETRIC OPERATION EXTENDS APPLICATIONS 
The AD2006 has provision for making measurements norma- 
lized to an external reference voltage. This feature allows com- 
pensation for transducer outputs sensitive to excitation voltage 
variations, by making all measurements with reference to the 
excitation voltage. Figure 1 shows the AD2006 used with a 
bridge transducer which may be measuring temperature, pres- 
sure or any other physical parameter. The excitation voltage of 
the transducer is used as the reference input of the DPM. When 
used in the ratiometric mode, reference inputs in the range of 
+5.8 to 6.8 volts must be presented to the REFERENCE 
INPUT. The reference input must be relatively stable since the 


, and any variations 


f Ejndt r Ejn 

DPM measures not I dt, and any variati 

A®"* 

in the reference voltage during conversion may produce erro- 
neous readings. 
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Figure 1. Bridge Transducer Measurements Using the 
AD2006's Ratiometric input 

The REFERENCE OUTPUT can be used for driving trans- 
ducers if it is properly buffered using an external op amp. 
Figure 2 shows a thermistor temperature measuring circuit 
using the AD2006 to power the entire measurement system. 
The REFERENCE INPUT is a high impedence input which 
will not load any reference source, but this input is not pro- 
tected from overload damage. If normal operation of a 


Applying the AD2006 


AD2006 is required, connection of the Reference Output to 
the Reference Input will allow operation using the internal 
+6.4V reference source. 


-IBBB 
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Figure 2. AD2006 Thermistor Temperature Measure- 
ment System 

DC OUTPUTS CAN POWER EXTERNAL CIRCUITRY 
Since the circuitry of the AD2006 requires ±15V and +5V to 
be generated internally, these voltages are made available to 
allow operation of external circuitry used in conjunction with 
the DPM. Sufficient power is available to drive op amps to 
scale inputs or even buffer the reference output to drive 
transducers such as in the thermistor application shown in 
Figure 2. The +5V output (not available on AD2006/D models) 
can be used for external logic. In many measurement systems, 
these power outputs will be sufficient to power aU the cir- 
cuitry external to the DPM. Although the regulation and 
ripple are adequate for the sensitive analog and digital circuitry 
of the AD2006, further filtering may be necessary for com- 
ponents that are extremely power supply sensitive. 

AD2006 THEORY OF OPERATION 
Figures 3 and 4 are the block diagram and timing diagram 
for the AD2006. The'AD2006 uses a standard dual slope con- 
version technique with an absolute value voltage to current 
converter on the input. The absolute value of the analog input 
voltage produces a proportional current. When the convert 
command pulse initiates conversion, this current is integrated 
“up” for a fixed time period (1000 clock periods). The con- 


i/e BB 


AD2006/0 
POWER SUPPLY 
(OPTIONAL) 


(REPLACES AC POWER SUPPLY) 



INTERNAL TRIGGER 
(SYNCED TO 
DISPLAY) 


Figure 3. AD2006 Block Diagram 
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verter then integrates “down” using a reference current of 
opposite polarity until the comparator senses that the in- 
tegrator output voltage has returned to the original baseline. 
During the ramp-down period, the counters count clock 
pulses, and the number stored at the end of ramp-down is 
proportional to the analog input voltage. 



Figure 4. AD2006 Timing Diagram 


INTERFACING THE AD2006 

AC POWER CONNECTIONS ; Connect ac power lines to the 
terminal strip on the rear of the AD2006. The ground line is 
internally connected to the case of the DPM. To assure safe 
operation, always use three-wire ac only, and cover the ter- 
minal strip with the protective cover provided, AD2006/D 
versions use the +5V dc Output and the Digital Ground as 
power supply INPUTS . 

INPUT CONNECTIONS : Differential input signals should be 
connected between the ANALOG HI and the ANALOG LOW. 
The ANALOG GROUND must be connected to the system 
ground. For single-ended operation, connect the ANALOG 
LOW to the ANALOG GROUND. To allow operation at 
high common mode voltage, the AD2006 may be floated on 
the ac power supply transformer in the single-ended mode, 
without the digital interface signals connected. (See note on 
decimal points. AD2006/D versions can only be operated in 
the differential mode.) For absolute value measurements, the 
REFERENCE OUTPUT must be connected to the REFER- 
ENCE INPUT. 

DECIMAL POINTS : Grounding the appropriate pin will il- 
luminate the desired decimal point (Note: Decimal points 
can be used in the “floating” mode if and only if the appro- 
priate pin is grounded only to the AD2006 digital ground. 

DIGITAL DATA OUTPUTS : The digital data outputs are un- 
latched, positive true, parallel BCD, at DTL/TTL logic levels. 
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All data outputs are valid when the STATUS line is low (logic 
“0”). Erroneous data will be present when the conversion is in 
process and the STATUS line is high. 

EXTERNAL CONTROL SIGNALS: 

EXTERNAL HOLD: Logic “0” or grounding the HOLD input 
disables the internal trigger, and the last conversion is held 
and displayed. If a HOLD input is applied during conversion, 
the conversion will be completed and displayed. No further 
conversions will be made unless the HOLD input is removed 
or an EXTERNAL TRIGGER pulse is applied. 

EXTERNAL TRIGGER; Operating in the EXTERNAL 
TRIGGER mode requires that the HOLD line be held at logic 
“0” or grounded. A negative going trigger pulse (logic “1” to 
logic “0” and return) of ljus minimum and 1ms maximum 
width applied to the trigger input will initiate a conversion. 

The external trigger input must be a pulse since the STATUS 
is set on the negative-going edge of the pulse and the con- 
version is initiated on the positive-going edge of the pulse. 
Triggering at high rates asynchronously with line frequency 
may cause modulation of the display brightness, since the 
display is blanked both during conversion and during the 
negative half of the line cycle. Care should be taken to insure 
that triggering does not occur during conversion, as this will 
cause an erroneous conversion. 

POLARITY SIGN; A logic “0” or ground blanks the polarity 
sign being displayed. 

CALIBRATION PROCEDURES 

WARNING: For the safety of personnel and interconnected 
equipment, all calibration should be done using a PLASTIC 
TRIMMING TOOL ONLY. 

The accuracy of the AD2006 should be checked approximately 
every six months. A precision voltage reference or a calibrated 
DVM or DMM and a stable voltage source are required. The 
location of the adjustment potentiometers are shown on the 
mechanical layout drawings. Under most circumstances, only 
the gain will need adjustment. Should zero adjustment be 
necessary, adjust the zero before adjusting the gain. 

ZERO OFFSET: Apply an input of OV or short the analog 
inputs. If the meter does not read zero, adjust the zero offset 
pot until the meter reads zero and the polarity sign periodi- 
cally changes. (Turning the pot clockwise, viewed from the 
back, makes the reading more negative.) 

GAIN : Set the input of the panel meter to 1.900V. The input 
can be from a precision reference source, or from a stable 
voltage source set using a calibrated DVM or DMM. If the meter 
does not read 1900, adjust the gain pot to set the proper read- 
ing. (Turning the pot clockwise will increase the reading.) This 
is a bipolar adjustment, when correctly adjusted, the meter 
will read correctly for both polarities. 


ANALOG 

DEVICES 


Low Cost 3|4 Digit 
DPM For OEM Appiications 

AD2010 


FEATURES 

LED Display with Latched Digital Outputs 
Small Size, Lightweight 

Automatic Zero Correction; Max Error: 0.05% Digit 
High Normal Mode Rejection: 40dB @ 50 or 60Hz 
Optional Ratiometric Operation 
Leading "0" Display Blanking 
5V dc Powered 

APPLICATIONS 

Medical/Scientific/Analytic Instruments 
Data Acquisition Systems 
Industrial Weighing Systems 
Readouts in Engineering Units 
Digital Thermometers 


GENERAL DESCRIPTION 

Analog Devices’ model AD2010 represents an advance in price/ 
performance capabilities of 3 '/a digit digital panel meters. The 
AD2010 offers 0.05% ±1 digit maximum error with bipolar, 
single ended input, resolution of lOO/iV, and a common mode 
rejection ratio of 60dB (CMRR) at ±200mV (CMV). 

The AD2010 features a light-emitting-diode (LED) display 
with a full scale range of 0 to ±199.9 millivolts, latched digital 
data outputs and control interface signals, and leading zero dis- 
play blanking. Automatic-zero correction circuitry measures 
and compensates for offset and offset drift errors, thereby 
providing virtually no error. Another useful feature of the 
AD2010 is its 5 V dc operation. The AD2010 can operate from 
the users’ 5 V dc system supply, thereby eliminating the shield- 
ing and decoupling needed for line powered units when the ac 
line must be routed near signal leads. 

To satisfy most application requirements, the conversion rate 
of the AD2010 is normally 4 readings per second. However, an 
external trigger may be applied to vary the sampling rates from 
a maximum of 24 readings per second down to an indefinite 
hold time. The AD2010 can also be connected for automatic 
conversion at its maximum conversion rate. During conversion, 
the previous reading is held by the latched logic. The numeric 
readout is available as BCD data. Application of the metering 
system in a computer or data logging system is made easy with 
the availability of the “overrange,” “polarity,” “overload,” 
and “status” signals. 

The AD2010/R option for ratiometric operation allows read- 
ings to be made of the ratio of two input voltages as well as 
the absolute value of the input. AD2010/R operation is de- 
scribed in a later section. 



A simplified block diagram of the AD2010, illustrating the 
features described above is shown in Figure 1. 


ANALOG SECTION 
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mB 


LED DISPLAY 
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POLARITY SIGNAL 
OVERLOAD SIGNAL 
OVERRANGE SIGNAL 
STATUS SIGNAL 


Figure 1. Simplified Block Diagram 

IMPROVED NOISE IMMUNITY, ACCURACY AND 

ZERO STABILITY 

Dual-slope integration, as used in the AD2010 and as described 

in the theory of operation section, offers several design benefits. 

• Conversion accuracy, for example, is independent of both 
the timing capacitor value and the clock frequency, since 
they affect both the up ramp and down ramp integration 
in the same ratio. 

• Normal mode noise at line frequencies or its harmonics is 
rejected since the average value of this noise is zero over the 
integration period. 

• To achieve zero stability, a time interval during each conver- 
sion is provided to allow the automatic-zero correction cir- 
cuitry to measure and compensate for offset and offset drift 
errors, thereby, providing virtually no zero error. 


For detailed information, contact factory. 
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SPECIFICATIONS 


(typical @ +25°C and +5VDC unless otherwise noted) 


DISPLAY OUTPUT 

• Display consists of four LED’s (7 segment — 0.27" (6.9mm) high), 
for data digits plus 100% overrange and polarity 

indication. 

• Overload — three data digits display zeros 
and flashes. 

• Decimal Points — selectable at input connector. 

• Leading “0” Display Blanking — controlled externally. 

INPUT 

• Full Scale Range — 0 to ±199.9 millivolts 

• Automatic Zero 

• Automatic Polarity 

• Bias Current — 3nA 

• DC Impedance — lOOMfl 

• Overvoltage Protection — 20V sustained, 50V momentary 
without damage. 

• Decimal Points (3) — illuminate with logic “1”, extin- 
guish with logic “0”. 

ACCURACY 

• Maximum Error — 0.05% of reading ±1 digit 

• Resolution — 0.1 millivolt 

• Temperature Range — 0 to +50‘’C operating 

-30°C to +85°C storage 

• Temperature Coefficient — ±50ppm/°C 

NORMAL MODE REJECTION 

• 40dB@60Hz(50HzonAD2010/E) 

COMMON MODE REJECTION 

• 60dB@±200mV 

CONVERSION RATE 

• External Trigger — up to 24 conversions per second 

• Internal Trigger — 4 conversions per second 

• Automatic — A new conversion is initiated automatically 
upon completion of conversion in process; conversion 
rate will vary from 24/sec to 40/sec depending on input 
magnitude. 

• Hold and Read upon command. 

CONVERSION TIME 

• Normal Conversion — 42ms max (full scale input) 

50ms max Model AD2010/E 

• Overload Conversion — 62ms max 

INTERFACE SIGNALS 

• DTL/TTL Compatible IN OUT 

logic "O” <0.8V <0.4V 
logic “1” >2.0V >2.4V 

• Inputs 

External Trigger — Operation in the “External Trigger” 
mode requires that the “External Hold” input be a logic ■ 

“0” or ground. 

Negative Trigger Pulses — Applying a logical “low” to 
the “HOLD” input disables the internal trigger. A 
negative trigger pulse (logic “1” to logic “0”) of 
l.Ons minimum applied to the “EXT TRIGGER” in- 
put will initiate conversion in the same manner as the 
internal oscillator. The external trigger should not be 
repeated, however, until the “status” indicates com- 
pletion of the conversion in process. 

Positive Trigger Pulses — The “HOLD” input can be 
used to trigger the AD2010 from a “normally low” 
signal with the “EXT TRIGGER” input open or logic “1”. 
Following a “hold” a new reading will be initiated on the 
leading edge of the “hold” signal. Thus, a momentary 
positive pulse on the “HOLD” input can be used to 
trigger the AD2010. The drift correct interval, how- 
ever, begins on the trailing edge of the positive pulse, 
so if the pulse width exceeds 1ms, the conversion will 
actually be initiated by the internal trigger. 


Maximum Conversion Rate - Automatic — The AD2010 
can also be connected for automatic conversion at its 
maximum conversion rate by connecting the “status” 
output back into the “hold” input. In this manner the 
status signal going high at the end of one conversion 
immediately initiates a new conversion. The pulses 
appearing on the status line can be used to step a 
multiplexer directly, since the built-in drift-correct 
delay of 8.33ms will allow settling of the input prior 
to conversion. A logic “0” applied to the “EXT TRIGGER” 
will inhibit the automatic trigger mode. 

External Hold — Logic “0” or ground applied to this in- 
put disables the internal trigger and the last conversion is 
held and displayed. For a new conversion under internal 
control the input must be opened or at logic “1”. For a 
new conversion under external control, a positive pulse 
of less than 1 .0ms can be applied (as previously explained). 

OUTPUTS 

• 3 BCD Digits (8421 Positive True) - latched - 3TTL loads 

• Overrange - logic “1 ” - latched - 6TTL loads, indicates 

overrange. 

• Overload - logic “0” indicates overload (>199.9mV) 

logic “1” - latched - 6TTL loads, indicates 
data valid. 

• Polarity - logic “1 ” - latched - 6TTL loads, indicates 

positive polarity input. 

• Status - logic “0” - conversion in process 

logic “1” - latched - 6TTL loads, indicates con- 
version complete. 

POWER 

• +5V dc ±5%, 500mA 

WARM UP 

• Essentially none to specified accuracy 

ADJUSTMENTS 

• Range potentiometer for full scale calibration. Calibra- 
tion recommended every six months. 

• Normal Mode Rejection potentiometer (AD2010R only) 

SIZE 

• 3"W X 1.8"H X 0.84"D (76.2 x 45.7 x 21.3mm) (overall 
depth for case and printed circuit board extension is 
1.40" (35.6mm)). 

ORDERING GUIDE 

• AD2010 - Standard AD2010 as described above - tuned 
for peak normal mode rejection at 60Hz and its 
harmonics. 

• AD2010/E - Standard AD2010 as described above - 
tuned for peak normal mode rejection at 50Hz and its 
harmonics. 

• AD2010/R - Standard AD2010 as described above - 
with Ratiometric option. 

• AD2010/E/R - Standard Ab2010/E as described above 
with Ratiometric option. 

WEIGHT 

• 4 oz. (113.5gm) 

CONNECTOR RECOMMENDATION 

• 30 Pin 0.156 spacing. Viking No. 2Vk 15D/1-2 or Cinch 
type 251 No. 5030A30. 

• Optional - Order AC1501. 


Specifications subject to change without notice. 
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Applying the AD2010 


5V dc OPERATION PROVIDES REDUCED NOISE PICKUP, 
IMPROVES RELIABILITY 

A DPM designed for 5V dc operation offers the user many ad- 
vantages over ac line powered devices. These benefits include: 

• REDUCED NOISE PICKUP AND SUSCEPTIBILITY . Since 
line voltages are not required for operation, signal leads and 
internal circuitry need not be exposed to this source of 
noise, thereby, reducing power-frequency interference. A 
separate 5V dc power supply also provides additional isola- 
tion from line transients. Shielding and decoupling of the 
DPM circuits can also be eliminated. The DPM may be used 
as a component without danger of shock hazards to opera- 
tional personnel or nearby circuitry. 

• IMPROVED RELIABILITY. DPMs without power supplies 
generally require less space and generate less heat. The re- 
sult is improved reliability while achieving lower cost. The 
smaller package size provides greater packaging flexibility 
and requires less ventilation behind the panel. 

LEDs GIVE LONG LIFE, SHARP DISPLAY 
The numeric outputs are displayed using 0.2?” high, 7 segment, 
red LEDs. The LEDs provide the physical ruggedness typical 
of ICs, with a life expectancy in excess of 100,000 hours. The 
displayed numerals are sharp and easily readable at distances of 
up to 8 feet. The clean uncluttered look of the lens and case 
design further enhance the visual attractiveness of the display. 

Optical features of the display include: a minimum photomet- 
ric brightness of 200 foot-lamberts, and a 6300 angstrom, wave- 
length at peak emission (red). Other display features include 
programmable decimal points, automatic zero, 4 readings per 
second display rate, external trigger-and-hold rate of up to 
24 readings per second, flashing-zeros overload indication, and 
leading “zero” display blanking. 

COMPACT DESIGN FEATURES EASY SNAP-IN 
INSTALLATION 

The AD2010 is housed in an aluminum case providing light 
weight, structural strength, optimum heat dissipation and 
shielding against external noise. With overall dimensions as 
shown in Figure 6, minimum space is required both on the 
panel and behind it. No tools are required for installation. You 
simply snap in the case, then snap on the filter and lens. Its 
light weight makes AD2010 ideal for applications in hinged 
panel equipment. 

THEORY OF OPERATION 

The AD2010 (Timing Diagram Figure 7) uses a dual-slope inte- 
grating A/D conversion scheme. When an input signal is 
applied to the DPM, it is applied to an integrator at the same 
time a counter is activated, initiating the count of clock pulses. 
After a predetermined number of counts (a fixed interval of 
time, T), the polarity of the input signal is strobed and a 
reference voltage having opposite polarity is applied to the 
integrator. At this instant, the accumulated charge on the 
integrating capacitor, C, is proportional to the average value 
of the input over the interval T. The integral of the reference 
is an opposite-going ramp having the fbced slop Vref^RC. At 
the same time, the counter is again counting from zero. When 
the integrator output reaches zero, the count is stopped, and 
the analog circuitry is reset. Since the charge gained is pro- 


portional to VinT, and the equal amount of charge lost is 
proportional to Vref/^^. then the number of counts relative 
to the full count is proportional to At/T, or Vum/Vref- The 
output of the counter is a BCD number, which is decoded 
and displayed as the digital representation of the input. 

AD2010/R OPTION EXPANDS APPLICATION 
RATIOMETRIC OPERATION WITH EXTERNAL REFER- 
ENCE: The ratiometric option (AD2010/R) allows readings to 
be normalized to an external reference. This option can be 
useful where the analog voltage to be measured is accurate rela- 
tive to an external reference which in itself is not accurate. A 
ratiometric application is illustrated in Figure 2. In this exam- 
ple, a position readout potentiometer operates with an external 
excitation supply which itself may not be very accurate. How- 
ever, the potentiometer output relative to the reference supply, 
will be accurate due to the potentiometric configuration. 



DISPLAY = 2000 = 2000a 

WHERE: E,n = oVr, Eref “ Vr, 

E|N '^ErEF 

LIMITS: +100mV < Eref +300mV and 
nOOmV « E|m max < ±200mV 

Figure 2. Ratiometric Operation 

In the AD2010 the normal reference voltage is 200mV and is 
internally connected. The AD2010/R, however, has a “Refer- 
ence Input” where an external reference voltage in the range 
of 100-300mV can be applied. The displayed output is 
given by: 


Display = 2000 

The AD2010 also has a “Reference Output” where the normal 
200mV reference is available. Absolute measurements using the 
AD2010/R can be made by externally connecting “Reference 
Output” to “Reference Input.” The “Reference Output” is 
provided for this purpose only. It should be noted that the ratio- 
metric option is intended only for normalization, and that the 
external reference must be a steady dc voltage. 

INTERFACING THE DPM 

The AD2010 can also be connected for automatic conversion 
at its maximum conversion rate by connecting the “status” 
output (Pin K) back into the “hold” input (Pin D). The 70ns 
pulses appearing on the status output line may be used to step 
a multiplexer. The status pulse width may be increased (if 
desired) as shown in Figure 3. 
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Figure 3. Increasing Pulse Width for Multiplexer Control in 
the Automatic Mode 

To maximize the common mode rejection, an external lOO/nF 
@ 3V capacitor, C, is recommended as illustrated in Figure 4. 
The capacitor will reduce ground noise and ripple where the 
interconnection wires are 12 inches or longer. The polarization 
of C will depend on actual configuration. 



Figure 4. insuring Maximum Common Mode 
Voltage Rejection 


The latched digital data outputs and control interface signals 
are available at the rear of the AD2010. The signals may be 
interfaced with the system using a Cinch or Viking PC edge 
connector with 0.156” spacing or the AC1501 connector 
option. Signal and pin designations are shown in Figure 5. 



IAD2010R ONLY) 



Figure 6. Overall Dimensions 

All dimensions are given in inches and (mm). 
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Figure 5. AD2010 Connector Pin Designations 
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NOTES: 

1. The internal trigger rate is 4 conversions/sec. 

2. A logic "0" applied to the "HOLD" input (pin D) 
disables the internal trigger. A positive pulse of 1ms 
max will initiate conversion. The "status" output 
may be used in this way for automatic triggering. 

3. With the internal trigger disabled a negative pulse 
applied to the "external trigger" (pin 1) will 
initiate conversion. 

4. Total ramp down time dependent on extent of 
overload (additional 20ms max). 

Figure 7. AD2010 Timing Diagram 
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□ ANALOG Low Cost, 31/2 Digit, 

DEVICES Line Powered DPM With LED Dispiay 


AD2016 


FEATURES 

"Second Generation" MOS/LSI Design 

Large 0.5" (13mm) LED Displays 

AC Line Powered, Universal Transformer 

±199.9mV dc, ±1.999V dc or ±19.99\/ dc Full Scale Ranges 

Auto-Zero Correction 

Limited Differential Input 

Character Serial Data Output Standard, Parallel Data Optional 
Industry Standard Case Design — Second Sources Available 

APPLICATIONS 

General Purpose ac Line Powered DPM Requirements 


GENERAL DESCRIPTION 

The AD2016 is a low cost, BVz digit, line powered Digital Panel 
Meter with large LED displays, designed for general purpose 
DPM applications. The AD2016 measures bipolar input vol- 
tages over full scale ranges of ±199. 9mV dc, ±1.999V dc or 
±19. 99V dc with an accuracy of ±0.05% reading ±0.025% full 
scale, ±1 digit. By using the “limited differential” input first 
used on Analog Devices’ AD2010, the AD2016 input prevents 
ground loop problems and provides common mode noise rejec- 
tion at common mode voltages up to ±200mV. Normal mode 
rejection is 40— 45dB at 50 to 60Hz. 

AD2016 models are available for operation at any line voltage 
and frequency required throughout the world. But, since the 
AD2016 uses a “universal” transformer, simple internal changes 
by bridging solder pads allow easy changing of the input power 
voltage for specific requirements. Thus, the OEM need not 
stock a variety of models for export requirements, but can 
easily change the voltage as required. 

THE BENEFITS OF SECOND GENERATION DESIGN 
The AD2016 is designed around MOS/LSI (Metal Oxide Semi- 
conductor, Large Scale Integration) integrated circuits to 
reduce the number of components and power consumption, 
which greatly enhances reliability. However, these ICs provide 
the performance and features of earlier DPM design. The large 
0.5 inch (13mm) LED displays provide the visual appeal of the 
gas discharge displays with the reliability of all solid state 
devices. 

VERSATILE DATA INTERFACING 
Since the AD2016 is designed around MOS/LSI circuits, the 
BCD output data is presented in a bit parallel, character serial 
format compatible to CMOS logic systems. Although some 



applications, such as interfacing with microprocessors are sim- 
plified with this data format, many applications involving line 
printers or comparators require parallel data outputs. For these 
applications, the AD2016/B provides parallel BCD data, TTL 
compatible. The conversion from a serial to a parallel format 
is done using shift registers, so the output data is fully latched. 
The AD2016/B also has two “Hold” inputs, one which stops 
DPM conversions and one which prevents data updating. Thus, 
the data outputs can be held for data transfer while the DPM 
continues to convert and update the display. 

STANDARD PACKAGING/SECOND SOURCES 
The AD2016 is packaged in Analog Devices’ ac line powered 
DPM case, which requires the same panel cutout as cases used 
by most other manufacturers of ac line powered DPMs. In 
addition, the pin connections are the same as several other 
DPMs, including the Analog Devices’ AD2009. (Even the BCD 
outputs of the AD2016/B are the same as the AD2009). With 
this commonality between DPMs, the user is assured of having 
second sources available or can update instrument or system 
designs to utilize the newer technology of the AD2016 without 
expensive mechanical or electrical changes to current products. 

DESIGNED AND BUILT FOR RELIABILITY 

Even beyond the reliability advantages of the LSI IC design 
and LED displays, the AD2016 has had extreme care taken in 
its design and manufacture to insure reliability. Manufacturing 
processes are monitored by continual quality assurance inspec- 
tions to insure proper workmanship and testing. Automatic 
test equipment is used to test each DPM at board level and 
final assembly to assure thorough testing without error. And, 
each AD2016 gets one full week of failure-free burn-in at 50°C 
and with cycled power before shipment. 
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SPECIFICATIONS 


(typical at +25°C and nominal power supply voltage) 


DISPLAY OUTPUT 

• Light-emitting diode (LED), planar seven segment display 
readouts, 0.5 (13mm) high for 3 data digits, 100% over- 
range and negative polarity indication. Overload indicated 
by flashing display, polarity remains valid. 

• Decimal points (3) selectable at input connector. 

• Display Blanking 
ANALOG INPUT 

• Configuration: bipolar, limited differential 

• Full Scale Ranges: ±1.999V dc (standard), ±199mV dc 
(“S” option) or ±19.99V dc (“V” option) 

• Automatic Polarity 

• Auto Zero 

• Input Impedance: lOOMfl (lMf2 — *‘V” option) 

• Bias Current: 50pA 

• Overvoltage Protection: ±200V dc sustained 
ACCURACY 

• ±0.05% reading ±0.025% full scale ±1 digit* 

• Resolution: ImV (standard), lOO/iV (“S” option), lOmV 
(“V” option) 

• Temperature Range^ : 0 to +50°C operating, -25°C to 
+85 °C storage 

• Temperature Coefficient: Gain: 50ppm/°C 

Zero: Auto Zero 

• Warm Up Time to Rated Accuracy: less than one minute 

• Settling Time to Rated Accuracy: 0.5 seconds (-full scale 
to +full scale) 

NORMAL MODE REJECTION 

• 45dB at 50— 60Hz (40dB, “V” option) 

COMMON MODE REJECTION 

Limited Differential 

Input Range (dc-lOkHz, no imbalance) 

±199.9mV 50dB 

±1.999V 35dB 

±19.99V 15dB 

COMMON MODE VOLTAGE 

• Limited Differential Mode: ±200mV 

• Floated On Power Supply Transformer When No BCD 
Outputs or Control Signals are Used: ±300V dc or 
600V ac p-p 

CONVERSION RATE 

• 5 conversions per second 

• Hold and read on command 

CONTROL INPUTS^ 

Display Blanking (TTL/DTL Compatible, 3 TTL Loads) 
Logic “0” or grounding blanks the entire display except for 
the decimal points at the tens and hundreds digits. Logic 
“1” or open circuit for normal operation. Display blanking 
has no effect on the output data and the display is valid 
immediately upon removal of a blanking input. 

Converter Hold (CMOS, TTL/DTL Compatible, 1 LPTTL 
Load) 

Logic “O’* or grounding causes the DPM to cease conversions 
and display the data from the last conversion. Logic “1" or 
open circuit for normal operation. After a “Converter Hold” 
is removed, one or two conversions are needed before the 
reading or BCD data is valid. 

Decimal Points (Not TTL Compatible) 

Grounding or Logic “0” will illuminate the desired decimal 
point. External drive circuitry must sink 50mA at a 25% 
duty cycle when a decimal point is illuminated. 

Data Hold (AD2016/B Only) (TTL/DTL Compatible, 

1 TTL Load) 

Logic “0” or grounding inhibits updating of the latched 
parallel output data of the AD2016/B. Logic “1” or open 
circuit allows the data to be updated after each DPM con- 
version. This input has no effect on the normal conversion 
of the DPM. 


Floating® 
(dc-lOOHz, Ikn 
imbalance) 
120dB 
120dB 
lOOdB 


DATA OUTPUTS® (See applications section for details on the 
data outputs) 

Bit Parallel, Character Serial BCD Data Outputs Standard. 

4 BCD data bits, positive true logic (CMOS, LPTTL or LP 
Schottky compatible, 1 LP Schottky load); 4 digit strobes 
(CMOS, TTL compatible, 1 TTL load); Polarity (CMOS, 

TTL compatible, 1 TTL load), logic “1” indicates positive 
polarity: Clock Output (CMOS, LPTTL or LP Schottky 
compatible, 1 LP Schottky load); Status Output (CMOS or 
LPTTL, 1 LPTTL load) are available. 

Parallel BCD (AD2016/B) Optional. 3 BCD digits. Over- 
range, Overload and Data Ready Outputs (TTL com- 
patible, 4 TTL loads). BCD data outputs are latched, posi- 
tive true logic. The Overload Output is at Logic “0” for 
inputs greater than full scale range. Logic "1” when other 
data outputs are valid. Polarity Output (TTL compatible, 

4 TTL loads latched) indicates positive polarity when high 
(Logic “1”). 

POWER INPUT 

AC line, 50— 60Hz. Power Consumption: 3.3 watts at 60Hz; 
3.8 watts at 50Hz (Parallel BCD: 3.9 watts at 60Hz; 4.4 watts 
at 50Hz). 


CALIBRATION ADJUSTMENTS (See application section for 
calibration instructions) 

• Gain 

• Zero (capability for system zero adjustment, meter is 
auto zero) 

• Recommended recalibration interval: six months 


SIZE 

• 4.22''W X 1.97"H x 4.15''L (107 x 50 x 105mm) 

• 4.77 (121mm) to rear of card edge connector 

• Panel Cutout Required: 1.682“ x 3.924" (42.72 x 
99.67mm) 


WEIGHT 


• 12 ounces (340 grams) 


ORDERING guide” 

Power Input 
117V ac ±10% 
220V ac ±10% 
lOOV ac ±10% 
240V ac ±10% 
Input Range 
±1.999Vdc 
±199.9mVdc 
±19.99V dc 
Data Output 
Standard 
Parallel BCD 



DISPLAY LENS OPTIONS® 

• Lens 7 — Red with ADI logo 

• Lens 8 — Red without ADI logo 


CONNECTOR (OPTIONAL) 

30 pin, 0.156 spacing card edge connector, Amphenol 
225-21524-601 (117) or equivalent 


Optional: Order AC2611 


NOTES 

'Guaranteed at +25°C. 

’Guaranteed 

’No control inputs or data outputs can be used when the AD2016 is 
floated on the power supply transformer at high common mode voltages. 
‘Only one AC power supply input and input range may be specified. 

The "B” option can be ordered with any combination of power and 
range options. 

’Lens 7 is supplied if no lens option is specified. 

Specifications subject to change without notice. 
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Applying the AD2016 


Wiring Connections 

Figure 1 is a wiring diagram for AD2016 applications. The 
“limited differential” input uses a 4752 resistor to isolate the 
analog input from the digital and power supply sections to 
prevent ground loop problems. The analog ground must be 
connected to Pin 10 only, since there may be up to 200mV 
voltage difference between the input and digital ground. 


/ ij Q Q 

1 1 1 1 1 1 1 


to reducing the input to the normal range. Note that the dis- 
play will flash only the three full digits, since it is impossible 
to flash a “2” on the overrange readout. Thus, a reading of 
2.300V or 230.0mV on an AD2016 will read as “300” and 
will be flashing. 

BCD outputs on the standard AD2016 also will be valid up 
through the 3000 count range, but the BCD parallel outputs 
of the AD2016/B will indicate overload beyond 1999 counts. 

CONVERSION IN PROCESS 


DIGITAL GND< 
EARTH GNOC 


Figure 1. AD2016 Wiring Interconnections 

Decimal Points 

Grounding, or Logic “0”, applied to the appropriate pin will 
illuminate the desired decimal point. External drive circuitry, 
if used, must sink 50mA at a 25% duty cycle when the decimal 
point is turned on. 

Display Blanking 

Grounding, or Logic “0”, blanks the entire AD2016 display 
with the exception of the decimal points on the tens and 
hundreds digit. The display is valid immediately upon removal 
of a blanking signal. 

Converter Hold 

Grounding, or Logic “0”, causes the DPM to cease conversions 
and display the data from the last conversion. After a “Conver- 
ter Hold” input is removed, the auto zero circuitry requires 
one or two conversions before the display and data outputs are 
again valid. 

Data Hold (AD2016/B only) 

Grounding, or Logic “0”, on this input inhibits updating of the 
parallel BCD outputs of the AD2016/B. If the parallel data is 
interfaced to a printer, comparators, or a computer, requiring 
the data to be held stable for proper operation, the Data Hold 
input should be used to prevent data updating, but the DPM 
itself will continue making conversions. After a Data Hold in- 
put is removed, the BCD data will be updated at the end of the 
conversion cycle. 

Extended Range Measurements 

Although the full scale range of the AD2016 is 2000 counts, 
and it flashes the display to indicate overrange beyond this 
point, it actually makes measurements up to approximately 
3000 counts. Beyond this point, it will flash a constant num- 
ber. Thus, one can use this extra measurement range as a guide 


Figure 2. AD2016 Timing Diagram 

Interfacing Data Outputs — Character Serial Data 
The BCD data outputs standard on the AD2016 are in a bit 
parallel character serial format. There are four BCD bit outputs 
(1, 2, 4, 8) and four digit outputs (10°, lo' , 10^ , 10^ ) called 
Dl, D2, D3 and D4 respectively. The BCD bits are gated oi\to 
the output lines sequentially in the order Dl, D3, D2, D4 and 
the BCD bits are valid for the digit whose digit line is high. The 
serial output data is valid except when it is being updated, 
which occurs within 2 milliseconds after the Status line goes 
low, indicating the end of a conversion. 

Interfacing Data Outputs — Parallel Data 
The AD2016/B has data outputs in a full parallel BCD format. 
The output data is latched and is valid except for a 2ms period 
at the end of conversion when the “Data Ready” output is 
high (Logic “1”). As described above, the “Data Hold” input 
can be used to inhibit updating of the parallel data outputs 
without affecting the conversion of the DPM. 

Calibration Procedures 

A precision voltage reference is needed for the calibration of 
the AD2016. The location of the calibration potentiometers ■ 
is shown in Figure 5. Always adjust the zero offset before the I 
gain if zero adjustment is necessary. I 

Zero Adjustment: Short the signal inputs (Pins 2 and 10) 
and adjust the zero offset potentiometer until the meter reads 
000 . 

Gain Adjustment: Apply an input of +1.800V (+180.0mV 
on AD2016/S, or +18.00V on AD2016/V) and adjust the gain 
potentiometer until the meter reads 1800 exactly. 
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PIN DESIGNATIONS 


AD2016 CHARACTER SERIAL 


AD20^6/B 


PIN REF 

PIN FUNCTION 


PIN REF 

PIN FUNCTION 

1 

NC 


A 

NC 

2 

SIGNAL INPUT 


B 

NC 

3 

STATUS (PRINT) 


C 

NC 

4 

POLARITY 


0 

CONVERTER HOLD 

5 

NC 

KEY 

E 

D2 

6 

D4 


F 

NC 

7 

BCD 2^ 


H 

BCD 2° 

8 

BCD 2’ 


J 

BCD 2^ 

9 

CLOCK OUTPUT 


K 

D1 

10 

SIGNAL GROUND 


L 

DP3XX.X 

11 

NC 


M 

DP2 X.XX 

12 

D3 


N 

DIGITAL GROUND 

13 

DISPLAY BLANK 


P 

DPI .XXX 

14 

NC 


R 

SHIELD (EARTH GROUND) 

15 

AC LINE HIGH 


S 

AC LINE LOW 


(NC=>NO CONNECTION) 


PIN REF 

PIN FUNCTION 


PIN REF 

PIN FUNCTION 

1 

DATA HOLD 


A 

NC 

2 

SIGNAL INPUT 


B 

NC 

3 

DATA READY 


C 

OVERLOAD 

4 

POLARITY 


D 

CONVERTER HOLD 

5 

BCD 8 

KEY 

E 

BCD 1 

6 

BCD 2 


F 

BCD 4 

7 

BCD 80 


H 

BCD 10 

8 

BCD 20 


J 

BCD 40 

9 

BCD 800 


K 

BCD 100 

10 

SIGNAL GROUND 


L 

DP3 XX.X 

11 

BCD 400 


M 

DP2 X.XX 

12 

BCD 200 


N 

DIGITAL GROUND 

13 

DISPLAY BLANK 


P 

DPI .XXX 

14 

OVERRANGE 


R 

SHIELD (EARTH GROUND) 

15 

AC LINE HIGH 


S 

1 

AC LINE LOW 


Figure 3. 


Figure 4. 



MARKING TO 
APPEAR ON 
TOP SURFACE 


MOUNTING 

BLOCK 




FRONT VIEW 


GAIN 

ADJUST 


ZERO 

ADJUST 




1. SLIDE DPM THROUGH PANEL CUTOUT FROM FRONT OF PANEL. 

2. SNAP MOUNTING BLOCK INTO SLOT ON DPM SIDES. 

3. TIGHTEN MOUNTING BLOCK TENSION SCREWS SNUGLY TO 
SECURE DPM TO PANEL (DO NOT OVERTIGHTEN!) 

4. SNAP LENS ONTO FRONT OF DPM. 


Figure 5. AD2016 Mechanical Outline Figure 6, AD2016 Mounting Instructions 

(Dimensions shown in inches and (mm)) (Dimensions shown in inches and (mm)) 
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ANALOG Low Cost 31/2 Digit 

DEVICES Logic Powered DPM With LED Displays 

AD2021 



FEATURES 

"Second Generation" MOS-LSI Design 
Large 0.5" (13mm) LED Displays 
+5VDC Logic Powered 

±1.999V, ±199.9mV or ±19.99V Full Scale Ranges 
Limited Differential Input 
Low Power Consumption; 2.0 Watts 
Small Size, Industry Standard Case Design 

APPLICATIONS 

General Purpose Logic Powered DPM Applications 
Portable Applications Requiring Low Power Consumption 

GENERAL DESCRIPTION 

The AD2021 is a low cost, SVi digit, +5V dc logic powered 
digital panel meter with large LED displays. While designed for 
general purpose DPM applications, the small size, light weight 
and low power consumption of the AD2021 make it an ideal 
digital readout for modern, compact instrument designs. 

THE BENEFITS OF “SECOND GENERATION” DESIGN 
The AD2021 is designed around MOS-LSI (Metal-Oxide-Semi- 
conductor, Large Scale Integration) integrated circuits, which 
greatly reduce the number of components, and thereby the 
size, and reduce power consumption to 2.0 watts. Both the 
lower power consumption and fewer interconnections between 
components promise greatly increased reliability, and the cir- 
cuit design maintains the performance and features of earlier 
DPMs. Laige 0.5 inch (13mm) LED displays offer the visual 
appeal of gas discharge displays with the ruggedness and life- 
time of all solid state devices. 

EXCELLENT PERFORMANCE AND EASY APPLICATION 
The AD2021 measures input voltage over a full scale range of 
±1.999V dc or ±199.9mV dc (“S” option) with an accuracy 
of ±0.05% reading ±0.025% full seale ±1 digit. Using the 
“limited differential” input first used on Analog Devices’ 
AD2010, the AD2021 prevents ground loop problems and 
provides 35 to 50dB of common mode rejection at common 
mode voltages up to ±200mV. Normal mode rejection is 
40dB at 50Hz to 60Hz. 

BCD data outputs are provided in a bit parallel, character serial 
format compatible to CMOS logic systems. For those applica- 
tions requiring parallel BCD data, schemes for making the ser- 
ial to parallel conversion are available. Controls to hold readings, 
select decimal points and blank the display are provided. 

DESIGNED AND BUILT FOR RELIABILITY 
The AD2021 is packaged in Analog Devices’ logic powered 
DPM case size, only 1.25 inches (32mm) deep. The small size 
of this DPM makes it easy to accommodate in any instrument 
design, and since several other manufacturers now use the same 
panel cutout for logic powered DPMs, this industry standard- 
ization allows mechanical second sourcing. In addition, the 
AD2021 uses the same pin conneetions as the AD2010 (except 
in BCD outputs, of course) as a convenience to allow updating 


designs to take advantage of the second generation design and 
larger display of the AD2021. Eaeh AD2021 receives a full 
one week failure free burn-in before shipment. 



7475 QUAD LATCH 


Figure 1. AD2021 Bit Parallel Character Serial to Full Parallel 
Data Conversion. AD2021 Pin Connections are Shown in 
Parentheses. 


For detailed information, contact factory. 
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SPECIFICATIONS 


(typical at +25°C and nominal power supply voltage) 


DISPLAY OUTPUT 

• Light emitting diode, planar seven segment display read- ' 
outs, 0.5" (13mm) high for three data digits, 100% over- 
range and negative polarity indication. Overload indicated 
by flashing display, polarity remains valid. 

• Decimal points selectable at input connector. 

• Display blanking on three data digits (does not affect 
overrange digit, polarity sign of decimal points). 

ANALOG INPUT 

• Configuration: bipolar, limited differential 

• Full Scale Range; ±1.999V or ±199. 9mV (“S” option) 
±19.99V (“V” option) 

• Automatic Polarity 

• Auto Zero 

• Input Impedance: lOOMfi (IMfl — “V” option) 

• Bias Current: 50pA 

• Overvoltage Protection: ±50V dc, sustained 

ACCURACY 

• ±0.05% reading ±0.025% full scale ±1 digit* 

• Resolution: ImV, lOmV (“V” option) or lOOjuV 
(“S” option) 

• Temperature Range^ : 0 to +50°C operating; -25°C to 
+85°C storage 

• Temperature Coefficient; Gain; 50ppm/°C 

Zero: auto zero 

• Warm-Up Time to Rated Accuracy: less than one minute 

• Settling Time to Rated Accuracy: 0.4 second 

NORMAL MODE REJECTION 

• 40dB at 50-60HZ 

COMMON MODE REJECTION 

• AD2021: 35dB (dc-lOkHz) 

• AD2021/S: 50dB(dc-10kHz) 

• AD2021/V: 15dB (dc -lOkHz) 

COMMON MODE VOLTAGE 

• ±200mV 

CONVERSION RATE 

• 5 conversions per second 

• Hold and read on command 

CONTROL INPUTS 

• Display Blanking : (TTL, DTL compatible, 2 TTL loads). 
Logic “0” or grounding blanks the three data digits only, 
not the decimal points, overrange digit (if on) and polar- 
ity sign. Logic “1” or open circuit for normal operation. 
Display blanking has no effect on output data and the 
display reading is valid immediately upon removal of a 
blanking signal. 

• Hold: (CMOS, DTL, TTL compatible, ILP TTL load). 
Logic “0” or grounding causes the DPM to cease conver- 
sions and display the data from the last conversion. Logic 
“1” or open circuit for normal operation. After the 
“Hold” input is removed, one to two conversions are 
needed before the reading is valid. 

• Decimal Points : Grounding or Logic “0” will illuminate 
the desired decimal point. External drive circuitry must 
sink 35mA peak at a 25% duty cycle when the decimal 
points are illuminated. 


DATA OUTPUTS (See Application Section for details on 
data outputs) 

• BCD Data Outputs: (CMOS, LP TTL or LP Schottky 
compatible), bit parallel, character serial format. 

• Digit Strobe Outputs: (CMOS, DTL, TTL compatible, 
one TTL load). Logic “1” on any of these lines indicates 
the output data is valid for that digit. 

• Polarity Output: (CMOS, TTL, DTL compatible, one 
TTL load). Logic “1” indicates positive polarity input, 
logic “0” indicates negative polarity. 

• Status: (CMOS or LP TTL compatible). When this signal 
is at Logic “1”, the output data is valid. 

• Clock: (CMOS, DTL, TTL compatible, one TTL load). 

The clock signal is brought out to facilitate conversion 
from character serial to parallel data. 

• INTERFACING DATA OUTPUTS . The BCD data outputs 
are in a bit parallel, character serial format. There are four' 
BCD bit outputs (1, 2, 4, 8) and four digit outputs (10°, 10*, 
10^ , 10^ ). The BCD digits are gated onto the output lines 
sequentially, and the BCD bits are valid for the digit whose 
digit line is high. The data is valid except when being updated 
which occurs within 2 milliseconds after the status line 
goes low. 

REFERENCE OUTPUT 

• A 6.4V ±5% analog reference output is made available. 

This reference should be buffered and filtered if use in 
external circuitry is desired. 

POWER INPUT 

• +5V dc ±5%, 1.45 watts 

CALIBRATION ADJUSTMENTS (See Application Section for 
calibration instructions) 

• Gain 

• Zero 

• Recommended recalibration interval: six months 
SIZE 

• 3"W X 1.8"H X 1.33"D (76 x 46 x 34mm) 

• 1.90" (48mm) overall depth to rear of card edge connector. 

• Panel cutout required: 3.175" X I.8I0" (80.65 X 45.97mm). 

WEIGHT 

• 4 ounces, (115 grams) 

OPTIONS - ORDERING GUIDE 

• Input Voltage Range: AD2021 — 1.999V de Full Scale 

AD2021/S - 199.9mV dc Full Scale 
AD2021/V — 19.99V dc Full Scale 

• Display Lens Option^ : Lens 5 — Red with ADI logo 

Lens 6 — Red without ADI logo 

CONNECTOR 

• 30 pin, 0.156" spacing card edge connector. Viking 
2VK15D/1-2 or equivalent. 

• Optional: Order AC 1501 
NOTES 

' Guaranteed at 2S°C and nominal supply voltage 
^Guaranteed 

’if no lens is specifled. Lens 5 will be supplied. 

Specifications subject to change without notice. 
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ANALOG 

DEVICES 


Low Cost Digit 
DPMs With LED Displays 

AD2024/AD2027 


FEATURES 

"Second Generation" MOS-LSI Design 
Large 0.43" (11mm) LED Displays 
4'/^ Digit Resolution — 20,000 Counts Full Scale 
Limited Differential Input 

Either Line Powered (AD2024) or Logic Powered (AD2027) 
Industry Standard Case Designs 

APPLICATIONS 

High Resolution/High Accuracy Readout for: 

Test Equipment 

Process Control Instrumentation 
Analytical and Scientific Instruments 


GENERAL DESCRIPTION 

The AD2024 and AD2027 are low cost 414 digit DPMs with 
large LED displays. Both units offer the same features and iden- 
tical performance, but the AD2024 is ac line powered and the 
AD2027 is +5V dc powered. 

THE BENEFITS OF SECOND GENERATION DESIGN 
The AD2024 and AD2027 arc designed around MOS-LSI 
(Metal Oxide Semiconductor, Large Scale Integration) inte- 
grated circuits which greatly reduce the number of components 
and interconnections required to provide the performance and 
features expected in a high resolution 4‘/2 digit DPM. 

This “Second Generation” design, therefore, offers greatly 
increased reliability and significantly lower cost at little com- 
promise in performance. The large 0.43 inch (11mm) LED dis- 
plays offer the brightness and readability previously available 
only with gas discharge displays with the added advantage of 
an all solid state component. 

HIGH RESOLUTION AND VERSATILE FEATURES 
These DPMs measure dc input voltages over a full scale range 
of ±1. 9999V with an accuracy of ±0.005% reading ±0.005% of 
full scale ± 1 digit. Using the “limited differential” input first 
used by Analog Devices on the AD2010, the AD2024 and 
AD2027 prevent ground loop problems and provide 50dB of 
common mode rejection at common mode voltages up to 
±200mV. Normal mode rejection is 25dB at 50— 60Hz. 

BCD data outputs are provided in a bit parallel, character serial 
format compatible with CMOS logic systems. When applica- 
tions require parallel BCD data, such as interfaces to printers, 
comparators or slave displays, parallel BCD output options are 
available that are compatible to standard TTL logic systems. 



External power supply outputs at +5V and -25 V (-25V only 
on the AD2027) are made available for powering external cir- 
cuitry. In addition, control inputs for conversion “Hold”, 
display blanking and decimal point selection are provided. 

INDUSTRY STANDARD CASE DESIGNS 
Although both the AD2024 and AD2027 have identical elec- 
trical designs, they are packaged in the case sizes that have 
become industry standards for ac line powered and +5V dc 
logic powered DPMs respectively. The AD2024 fits the 3.924” 
x 1.682 ' (99.67 x 42.74mm) panel cutout common to most 
ac line powered DPMs, and the AD2027 fits the 3.175” x 
1.810 (80.65 X 45.97mm) panel cutout of the Analog Devices 
logic power case design, now used by several other manufac- 
turers of logic powered DPMs. Thus, interchangeability is 
assured, allowing mechanical second sourcing for both these 
DPMs. 

DESIGNED AND BUILT FOR RELIABILITY 
Even beyond the reliability advantages of the LSI-IC design 
and LED displays, the AD2024 and AD2027 have had extreme 
care taken in their design and manufacture to insure reliability. 
Manufacturing processes are monitored by continual quality 
assurance inspections to insure proper workmanship and test- 
ing. Automatic test equipment is used to test each DPM thor- 
oughly and without error. And each AD2024 and AD2027, 
like every Analog Devices DPM, receives a full one week failure- 
free burn-in before shipment. 


For detailed information, contact factory. 
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SPECIFICATIONS 


DISPLAY OUTPUTS 

• Seven Segment LED Display, 0.43 (11mm) high, for 
four data digits, 100% overrange and polarity indication. 

• Overload indication by blanking all digits, polarity sign 
remains valid. 

• Decimal points (4) selectable at input. 

• Display Blanking 

ANALOG INPUT 

• Configuration; Bipolar, limited differential 

• Full Scale Range: ±1. 9999V (±19.999V, “V" Option) 

• Automatic Polarity 

• Input Impedance: lOOMfi (1MJ2, “V” Option) 

• Bias Current: 30nA (3nA, “V” Option) 

• Overvoltage Protection: 120V rms sustained 
ACCURACY 

• ±0.005% reading ±0.005% full scale ±1 digit * 

• Resolution: 100;uV 

• Temperature Range^ : 0 to +50°C operating. -20 to +85°C 
storage. (AD2024/B: 0 to +45°C operatin|;) 

• Temperature Coefficient: Gain; ±30ppm/ C. Zero Offset: 
±10 /jV/°C (±40ppm/°C & ±100/jVrC, “V” Option) 

• Warmup Time; One minute to rated accuracy 

• Settling Time to Rated Accuracy: 450ms 

NORMAL MODE REJECTION 

• 25dBat 50-60HZ 

COMMON MODE REJECTION 

• 50dB, dc to IkHz, ±200mV common mode voltage 

• AD2024 (floated on power supply transformer if data out- 
puts and control signals are not used) — llOdB at 120V 
rms common mode voltage, lkJ2 imbalance at input. 

CONVERSION TIME 

• 180ms for full scale reading 

• 210ms for overload conversion 

CONVERSION RATE 

• 5 conversions per second 

DIGITAL INTERFACE SIGNALS 

• Inputs 

Display Blank — (DTL/TTL Compatible, 4 TTL Loads). 
Logic “0” or grounding blanks display, including polarity 
sign, but not decimal points. The display is valid immed- 
iately upon removal of the blanking signal. 

Hold — (DTL/TTL Compatible, 2 TTL Loads). Logic "0” 
or grounding causes the DPM to hold and display the last 
conversion. Upon removal of the hold, the DPM resumes 
conversions. 

Decimal Points — (Not TTL Compatible). Logic “0” or 
grounding turns on appropriate decimal point. External 
circuitry must sink 60mA when a decimal point is 
illuminated. 

• Outputs 

DTL/TTL Compatible^ — Status. Logic “1” indicates con- 
version in process. All digital outputs are valid when status 
is at logic “0”. 5 TTL loads. — Polarity. Logic “1” indi- 
cates positive polarity, latched. 5 TTL loads. 

CMOS and LP Schottkv Compatible — Overload, Logic 
“1” indicates overload (>20,000), latched. — BCD 
outputs. 41/2 BCD digits, character serial, bit parallel, 

1 LP Schottky Load. 

Digital Strobe Outputs - (CMOS or LP Schottky 
Compatible) Logic “1” on any of these line indicates 
the output data is valid for that digit, 1 LP Schottky 
Load. 

Parallel BCD Output (Option “B”). — 4‘/2 BCD digits, 
positive true, latched. Drives 5 TTL loads. — Data Ready. 
Logic “1” indicates output data is valid. Drives 2 TTL 
loads. 


EXTERNAL POWER SUPPLY OUTPUTS 

• AD2024: -I-5V at 25mA, -25V at 5mA 

• AD2027: -25V at 5mA 
POWER SUPPLY INPUTS 

• AD2024: ac line, 50-60Hz, 4.2W 

• AD2027: +5V dc, ±5% at 850mA 
CALIBRATION ADJUSTMENTS 

• Gain 

• Zero 

• Recommended recalibration interval; 6 months 
SIZE 

• AD2024; 3.92''Wx 1.67''H x4.48"d (100x42 X 114mm) 

Panel cutout: 3.930" x 1.682" (99.8 x 42.7mm) 

• AD2027: 3"W x 1.8 ''h x 4"d (76 x 46 x 102mm) 

Panel cutout; 3.175" x I.SIO" (80.65 x 45.97mm) 

WEIGHT 

• AD2024: 14 ounces (395 grams) 

• AD2027: 10 ounces (280 grams) 

OPTIONS - ORDERING GUIDE 
, • AD2024 

AC Power Inputs 
AD2024 - 117Vac \ 

AD2024/E - 220V ac I ^ 

AD2024/F - lOOV ac f 
AD2024/H - 240V ac ' 

Input Range Options 
AD2024 - ±1. 9999V Full Scale 
AD2024/V - ±19.999V Full Scale 

Data Output Options (available with any power input options) 
AD2024 — Character serial data outputs 
AD2024/B — Parallel BCD option 
Display Lens Options'* 

Lens 7 — Red with ADI logo 
Lens 8 — Red without ADI logo 

Connector — 36 pin, 0.156 ’ spacing, card edge connector. 
Viking 2VK18D/1-2 or equivalent. — Optional; Order 
AC2610. 

AD2024/B option also requires a 30 pin, 0.156" spacing, 
card edge connector. Viking 2VK15D/1-2 or equivalent. 

— Optional; Order AC1501. 

• AD2027 

Input Range Options 

AD2027 - ±1. 9999V Full Scale 

AD2027/V - ±19.999V Full Scale 

Data Output Options 

AD2027 — Character serial data outputs 

AD2027/B — Parallel BCD option 

Display Lens Options'* 

Lens 5 — Red with ADI logo 
Lens 6 — Red without ADI logo 

Connector — AC1501 (see above) or equivalent. AD2027/B 
option requires two each. 

NOTES 

‘ Guaranteed at +25°C and nominal power supply voltage. 

’Guaranteed. 

’ For CMOS compatibility, 3.3k pullup resistors to the +5V output of 
the DPM are required. 

* If no lens is specified. Lens 5 or 7 is supplied as appropriate. 

Specifications subject to change without notice. 
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Applying the AD2024 and AD2027 



Figure 2. AD2027 Wiring Interconnections 


Interfacing Data Outputs 

The standard data outputs are in a bit parallel character serial 
format compatible to CMOS and LP Schottky logic systems. 
The BCD outputs are multiplexed, and a digit output is pro- 
vided for each of the five digits of output. Thus, the four 
BCD lines on the output at a given time are valid for the 
digit whose digit line is currently high. The bit parallel 
character serial data is valid when the DPM status line is low 
for a period of 50ms between each conversion cycle. The 
overload line is latched output which is at logic “1”, when- 
ever the input exceeds the full 20,000 count range. 

Optional parallel BCD outputs (“B” option) are available on a 
separate card which is internally connected to the DPM. The 
output data then is presented in a full parallel format and is 
latched. The parallel data is valid whenever the data ready 
output is high. 

Pin connections for the “B” option are shown in the intercon- 
nection tables and a full timing diagram is shown in Figure 3. 


INTEGRATION 

CYCLE 


STATUS 


DIGIT.SERIAL 
DATA VALID 


PARALLEL-DATA 
READY FLAG 
(NOTE 2) 


PARALLEL-DATA 

VALID 



NOTE 1. APPROX. Sms REQUIRED TO LOAD PARALLEL-OUT REGISTERS. 
NOTE 2. B OPTION. 


Figure 3. AD2024/AD2027 Timing Diagram 



3 BCD 8 

4 BCD 2 

5 10* Digit (MSP) 

6 10’ Digit 

7 NC 

8 Power Ground 

9 -rSV (In) 

10 NC 


BCD 1 

BCD 4 

10‘ Digit 

10^ Digit 
-25VDC (Out) 
Digital Ground 
+5V (In) 

NC 


11 Display Blank 

12 Hold 

13 Overload 

14 DP1.XXXX 

15 DP1XX.XX 


Polarity 

Status 

DP1X.XXX 

DP1XXX.X 


NOTE 1; BCD multiplexer clock pulse available for remote 
placement of BCD option. 

AD2027 — Signal and Pin Connections 



NOTES: 1) Overload output is on main DPM connector. 


2) Pins marked "In" are made available for remote 
placement of BCD option card and are not 
normally used since all connections are 
interval. 


AD2024/AD2027 BCD Options - Signal and Pin Connections 
DIGITAL PANEL INSTRUMENTS VOL II, ie-27 




































V • n Ni lavM 

S33IA3a^ 

OOIVNVM 


ooooo 

ooooo 

oopoo 

Noixdo saiONsa • 


ZH 09-09 3VA 0»Z 
ZH 09-09 OVA 001 
ZH 09-09 OVA OZZ 
ZH 09-09 OVA Xll 


indNI Alddns U3MOd 

tzozov 

ooooooo 


KEY BETWEEN P1N2&3 



PANEL CUTOUT: 3.930 X 1.682 (99.82 X 42.72) 



Figure 4. AD2024 Mechanical Outline 
(Dimensions shown in inches and (mm)) 
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Figure' 5. AD2027 Mechanical Outline . 
(Dimensions shown in inches and (mm)) 
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ANALOG 

DEVICES 


Low Cost 4 % Digit 
DPMs With LED Dispiays 

AD2025/AD2028 


FEATURES 

"Second Generation" MOS-LSI Design 
Large 0.43" (11mm) LED Displays 
4% Digit Resolution — 40,000 Counts Full Scale 
Limited Differential Input 

Either Line Powered (AD2025) or Logic Powered (AD2028) 
Interchangeable with 472 Digit DPMs (AD2024 or AD2027) 
Industry Standard Case Designs 

APPLICATIONS 

High Resolution/High Accuracy Readout for: 

Test Equipment 

Process Control Instrumentation 
Analytical and Scientific Instruments 


GENERAL DESCRIPTION 

The AD2025 and AD2028 are low cost 4ii digit DPMs with 
large LED displays. Both units offer the same features and iden- 
tical performance, but the AD2025 is ac line powered and the 
AD2028 is +5V dc powered. 

The AD2025 and AD2028 are interchangeable with two 4Vi 
digit DPMs available from Analog Devices, the AD2024 and 
AD2027 respectively. Thus, they can be used in applications 
where either a 4% or 4‘/2 digit display may be desirable in one 
basic application. 

THE BENEFITS OF SECOND GENERATION DESIGN 
The AD2025 and AD2028 are designed around MOS-LSI 
(Metal Oxide Semiconductor, Large Scale Integration) inte- 
grated circuits which greatly reduce the number of components 
and interconnections required to provide the performance and 
features expected in a high resolution 4% digit DPM. 

This “Second Generation” design, therefore, offers greatly 
increased reliability and significantly lower cost at little com- 
promise in performance. The large 0.43 inch (11mm) LED dis- 
plays offer the brightness and readability previously available 
only with gas discharge displays with the added advantage of 
an all solid state component. 

HIGH RESOLUTION AND VERSATILE FEATURES 
These DPMs measure DC input voltages over a full scale range 
of ±3. 9999V or ±39. 999V with an accuracy of ±0.005% reading 
±0.005% of full scale ±1 digit. Using the “limited differential” 
input first used by Analog Devices on the AD2010, the 
AD2025 and AD2028 prevent ground loop problems and pro- 
vide 50dB of common mode rejection at common mode vol- 
tages up to ±200mV. Normal mode rejection is 25dB at 
50-60HZ. 



BCD data outputs are provided in a bit parallel, character serial 
format compatible with CMOS logic systems. When applica- 
tions require parallel BCD data, such as interfaces to printers, 
comparators or slave displays, parallel BCD output options are 
available that are compatible to standard TTL logic systems. 

External power supply outputs at +5V and -25V (-25V only 
on the AD2028) are made available for powering external cir- 
cuitry. In addition, control inputs for conversion “Hold”, 
display blanking and decimal point selection are provided. 

INDUSTRY STANDARD CASE DESIGNS 
Although both the AD2025 and AD2028 have identical elec- 
trical designs, they are packaged in the case sizes that have 
become industry standards for ac line powered and +5V dc 
logic powered DPMs respectively. The AD2025 fits the 3.924” 
X 1.682" (99.67 x 42.74mm) panel cutout common to most ac 
line powered DPMs, and the AD2028 fits the 3.175" x 1.810" 
(80.65 X 45.97mm) panel cutout of the Analog Devices logic 
power case design, now used by several other manufacturers 
of logic powered DPMs. Thus, interchangeability is assured, 
allowing mechanical second sourcing for both these DPMs. 

DESIGNED AND BUILT FOR RELIABILITY 
Even beyond the reliability advantages of the,LSI-IC design 
and LED displays, the AD2025 and AD2028 have had extreme 
care taken in their design and manufaeture to insure reliability. 
Manufacturing processes are monitored by continual quality 
assurance inspections to insure proper workmanship and test- 
ing. Automatic test equipment is used to test each DPM thor- 
oughly and without error. And each AD2025 and AD2028, 
like every Analog Devices DPM, receives a full one week failure- 
free burn-in with power cycling before shipment. 


For detailed information, contact factory. 
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(typical at +25°C and nominal power supply voltage) 


DISPLAY OUTPUTS 

• Seven Segment LED Display, 0.43" (11mm) high, for 
four data digits and 300% overrange. 

• Overload indication by blanking all digits except over- 
range, which indicates “0”. 

• Decimal points (5) selectable at input. 

• Display Blanking 

ANALOG INPUT 

• Configuration'; Bipolar, limited differential 

• Full Scale Range: ±3. 9999V (±39. 999V, “V” option) 

• Automatic Polarity (See applications section for details 
on polarity display) 

• Input Impedance: lOOMfi (lMf2. “V” ontion) 

• Bias Current: 30nA (3nA, “V” option) 

• Overvoltage Protection: 120V rms sustained 

ACCURACY 

• ±0.005% reading ±0.005% full scale ±1 digit* 

• Resolution: lOO^iV (ImV, “V” option) 

• Temperature Range^ : 0 to +50°C operating. -20 to +85°C 
storage. (AD2025/B: 0 to +45°C operating) 

• Temperature Coefficient: Gain: ±30ppm/ C. Zero Offset: 
±10/iV/°C (±40ppm/°C and ±100/iVrC, ”V” option) . 

• Warmup Time: One minute to rated accuracy 

• Settling Time to Rated Accuracy: 450ms 

NORMAL MODE REJECTION 

• 25dB at 50-60HZ 

COMMON MODE REJECTION 

• 50dB, DC to IkHz, ±200mV common mode voltage 

• AD2025 (floated on power supply transformer if data out- 
puts and control signals are not used) — llOdB at 120V 
fms common mode voltage, Ikfi imbalance at input. 

CONVERSION TIME 

• 300ms for full scale reading 

• 400ms for overload conversion 

CONVERSION RATE 

• 3 conversions per second 

DIGITAL INTERFACE SIGNALS 

• Inputs 

Display Blank — (open collector TTL Compatible, 4 TTL 
Loads). Logic “0” or grounding blanks display, but not 
decimal points. The display is valid immediately upon 
removal of the blanking signal. 

Hold — (DTL/TTL Compatible, 2 TTL Loads). Logic “0” 
or grounding causes the DPM to hold and display the last 
conversion. Upon removal of the hold, the DPM resumes 
conversions. 

Decimal Points — (Not TTL Compatible). Logic “0” or 
grounding turns on appropriate decimal point. External 
circuitry must sink 35mA when a decimal point is 
illummated. 

• Outputs 

DTL/TTL Compatible^ — Status. Logic “1” indicates con- 
version in process. All digital outputs are valid when status 
is at logic “0”. 4 TTL loads. — Polarity. Logic “1” indi- 
cates positive polarity, unlatched. 6 TTL loads. — Over- 
load, Logic “1” indicates overload (^40,000), unlatched 
4 TTL Loads. 

CMOS and LP Schottkv Compatible — BCD outputs, 4% 
BCD digits, character serial, bit parallel, 1 LP Schottky 
load. 

Parallel BCD Output (Option“B”). — 4% BCD digits, 
positive true, latched. Drives 5 TTL loads. — Data Ready. 
Logic “1” indicates output data is valid. Drives 2 TTL 
loads. — Polarity. Logic “1” indicates positive polarity, 
latched. Drives 2 TTL loads. 

Di git Strobe Outputs — (CMOS or LP Schottky Com- 
patible) Logic “1” on any of these lines indicates the 
output data is valid for that digit, 1 LP Schottky load. 
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EXTERNAL POWER SUPPLY OUTPUTS 

• AD2025:+5Vat25mA, -25Vat5mA 
, • AD2028: -25Vat5mA 

POWER SUPPLY INPUTS 

• AD2025: ac line, 50-60Hz, 4W 

• AD2028: 5V dc, ±5% at 800mA 

CALIBRATION ADJUSTMENTS 

• Gain 

• Zero 

• Recommended recalibration interval: 6 months 
SIZE 

• AD2025: 3.92"Wx 1.67"H x 4.48"d (100 x 42 x 114mm) 

Panel cutout: 3.930" x 1.682” (99.8 x 42.7mm) 

• AD2028: 3"Wx1.8"Hx 4"d (76x46 X 102mm) 

Panel cutout: 3.175" x 1.810" (80.65 x 45.97mm) 

WEIGHT 

• AD2025: 14 ounces (395 grams) 

• AD2028: 10 ounces (280 grams) 

OPTIONS - ORDERING GUIDE'* 

• AD2025 

AC Power Inputs — No cost option 
AD2025 - 117Vac ) 

AD2025/E - 220V ac ( 

AD2025/F - lOOV ac f 
AD2025/H - 240V ac \ 

Input Range Options — No cost option 
AD2025 - ±3.9999V Full Scale 
AD2025/V - ±39.999V Full Scale 
Data Output Options — See pricing guide 
AD2025 — Character serial data outputs 
AD2025/B — Parallel BCD option 
Display Lens Options^ 

Lens 7 — Red with ADI logo 
Lens 8 — Red without ADI logo 

Connector - 36 pin, 0.156 ' spacing, card edge connector. 
Viking 2VK18D/1-2 or equivalent. — Optional: Order 
AC2610. 

AD2025/B option also requires a 30 pin, 0.156" spacing, 
card edge connector. Viking 2VK15D/1-2 or equivalent. 

— Optional: Order AC1501 . 

• AD2028 

Input Range Options — No cost option 
AD2028 - ±3.9999V Full Scale 
AD2028/V - ±39.999V Full Scale 
Data Output Options — See pricing guide 
AD2028 — Character serial data outputs 
AD2028/B — Parallel BCD option 
Display Lens Options^ 

Lens 5 — Red with ADI logo 
Lens 6 — Red without ADI logo 

Connector — AC1501 (see above) or equivalent. AD2028/B 
option requires two each. 

NOTES 

‘ Guaranteed at +25'’C and nominal povver supply voltage. 

’Guaranteed. 

’ For CMOS compatibility, 3.3k pullup resistors to the +5V output of 
the DPM are required. 

’Only one AC Power Input and/or Input Range option may be specified. 
The “B” option can be ordered with any combination of power and 
range options. 

’if no lens is specified. Lens 5 or 7 is supplied as appropriate. 

SpeciTications subject to change without notice. 



Applying the AD2025 and AD2028 


APPLYING THE AD2025 AND AD2028 
Wiring Connections 

Figures 1 and 2 are wiring diagrams for AD2025 and AD2028 
applications. The “limited differential” input uses a lOOfi 
resistor to isolate the analog input from the digital and power 
supply sections to prevent ground loop problems. The analog 
input must be connected between the “analog high” and 
“analog ground” inputs only, since in some applications there 
may be up to a ±200mV CMV difference between analog and 
digital grounds. 



Figure 1. AD 2025 Wiring Figure 2. AD2029 Wiring 

Interconnections Interconnections 



FUNCTION 


m 

FUNCTION 

1 

Analog Ground 


A 

Analog High 

2 

10' Digit 


B 

--KE 

10° Digit (LSD) 




3 

BCD 2 


C 

10° Digit 

4 

10^ Digit 


D 

BCD 4 

5 

BCD 8 


E 

BCD 1 

6 



F 

10° Digit.(MSD) 

7 





8 

NC 


J 

NC 

9 



mm 


■Ei 

NC 


L 

NC 

■Oi 

AC Return 



AC Return 

mm 

NC 


mm 

NC 

mm 

Digital Ground 



Digital Ground 

mm 

DP .XXXXX 


mm 

Status 

mm 

Polarity 


s 

Hold 

mm 

Dispiay Blank 


T 

DPX.XXXX 

'■El 

DPXXXX.X 


U 

DPXX.XXX 

m 

Overload 


V 

DPXXX.XX 


NOTE 1: BCD multiplexer clock pulse available for 
remote placement of BCD option. 


Polarity Indication 

No direct polarity indication is provided on the AD2025 or 
AD2028 although both DPMs measure bipolar inputs. If 
indication of negative polarity is desired, the “polarity” out- 
put can be connected to the far left hand decimal point 
(DP .XXXXX) provided. When the polarity is negative, this 
decimal point will then be illuminated. 

Interfacing Data Outputs 

The standard data outputs are in a bit parallel character serial 
format compatible to CMOS and LP Schottky logic systems. 
The BCD outputs are multiplexed, and a digit output is pro- 
vided for each of the five digits of output. Thus, the four 
BCD lines on the output at a given time are valid for the 
digit whose digit line is currently high. The bit parallel 
character serial data is valid when the DPM status line is 
low for a period of 150ms between each conversion cycle. 
The overload line is latched output which is at logic “1”, 
whenever the input exceeds the full 40,000 count range. 

Optional parallel BCD outputs (“B” option) are available on a 
separate card which is internally connected to the DPM. The 
output data then is presented in a full parallel format and is 
latched. The parallel data is valid whenever the data ready 
output is high. 

Pin connections for the “B” option are shown in the intercon- 
nection tables and a full timing diagram is shown in Figure 3. 



Figure 3. AD2025/AD2028 Timing Diagram 


AD2025 — Signal and Pin Connections 


PIN 

FUNCTION 


PIN 

FUNCTION 

1 

Analog High 


A 

Analog Ground 

2 

10° Digit (LSD) 


B 

Mux Step' 

3 

BCD 8 


C 

BCD 1 

4 

BCD 2 


D 

BCD 4 

5 

10° Digit (MSD) 


E 

10' Digit 

6 

10’ Digit 


F 

10° Digit 

7 

NC 


H 

-25V dc (Out) 

8 

Power Ground 


J 

Digital Ground 

9 ^ 

+5V (in) 


K 

+5V (In) 

10 

-=KE 

NC 


L 

= KE' 

NC 




11 

Display Blank 


M 

DP.XXXXX 

12 

Hold 


N 

Polarity 

13 

Overload 


P 

Status 

14 

DPX.XXXX 


R 

DPXX.XXX 

15 

DPXXX.XX 


S 

DPXXXX.X 


AD 2028 — Signal and Pin Connections 


PiN 

FUNCTION 


PIN 

FUNCTION 

1 

+5V dc (in) 


A 

BCD 20,000 

2 

BCD 1 (In) 


B 

BCD 8 (In) 

-IVCI 



3 

BCD 4 (In) 


C 

BCD 2 (In) 

4 

BCD 2000 


D 

BCD 4 

5 

BCD 40 


E 

BCD 80 

6 

BCD 800 


F 

BCD 8000 

7 

BCD 100 


H 

BCD 1000 

8 

BCD 10,000 


J 

BCD 200 

9 

BCD 20 


K 

BCD 2 

10 

BCD 8 


L 

BCD 10 

11 

BCD 1 


M 

BCD 4000 

12 

BCD 400 


N 

10° Digit (In) 

13 

Data Ready 


P 

Status (In) 

14 

Polarity (In) 


R 

Mux Step (In) 

15 

Polarity (Out) 


S 

Digital Ground 


NOTES; 1) Overload output is on main DPM connector. 


2) Pins marked "In" are made available for remote 
placement of BCD option card and are not 
normaily used since ail connections are 
internal. 

AD2025/AD2028 BCD Options — Signal and Pin Connections 
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FRONT VIEW 



PANEL CUTOUT: 3.930 X 1.682 (99.82 X 42.72) 


Figure 4. AD2025 Mechanical Outiine 
(Dimensions shown in inches and (mm)) 




FRONT VIEW 



PANEL CUTOUT: 3.175 X 1.810 (80.65 X 45.97) 

Figure 5. AD2028 Mechanical Outline 
(Dimensions shown in inches and (mm)) 
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ANALOG 

DEVICES 


Low Cost 3 Digit 
AC Line or Logic Powered DPM 


AD2026 


FEATURES 

Third Generation 1^ L LSI Design 
Either Line Powered oi; Logic Powered 
Large 0.56" Red Orange LEDs 
Balanced Differential Input/Floating 
1000V, CMV 

Terminal Block Interface (ac Version) 
High Reliability: >250,000 Hour MTBF 
Small Size and Weight 
Low Cost 


GENERAL DESCRIPTION 

The AD2026 is specifically designed to provide a digital alter- 
native to analog panel meters. The AD2026 is available either 
logic powered (+5V dc) or ac line powered. Most of the 
analog and digital circuitry is implemented on a single I^L 
LSI chip, the AD2020. Only 13 additional components are re- 
quired to complete the AD2026 +5V dc version. The entire 
dc version is mounted on a single 3" X 1 5/8" PCB. AC line 
power is achieved with the addition of a second PCB contain- 
ing the ac power transformer and power supply circuitry. 

The AD2026, on both the ac line and logic powered versions, 
offers as a standard feature, 0.56" high LED Displays. Brightness 
is enhanced on both versions due to the Red Orange lens. In ad- 
dition to the Red Orange lens, the AD2026 is also available 
with a dark red lens for applications where maximum bright- 
ness is not required and minimum backlighting is desired. 

A unique patented case design utilizes molded-in fingers, both 
to capture the PCB in the case and to provide snap-in mount- 
ing of the DPM in a standard panel cutout. No mounting hard- 
ware of any kind is used. The dc version occupies less than l" 
of space behind the panel. The line powered version offers the 
same mounting features but occupies 2 1/2" of behind-panel 
space. 

EXCELLENT PERFORMANCE 

The AD2026 offers the instrument designer digital accuracy, 
resolution and use of readout while occupying less space than 
its analog counterpart. Other features of analog meters such as 
reliability and instantaneous response are retained in the 
AD2026. 

The AD2026 measures and displays inputs from -99mV to 
+999mV, with an accuracy of 0.1% of reading ±1 digit. Zero 
shift is less than one bit over the full operating temperature 
range, resulting in the same performance as a DPM with auto 
zero. The balanced differential input of the dc powered 
AD2026 rejects common mode voltages up to 200mV, enough 
to eliminate most ground loop problems. The floating differ- 
ential input inherent in the ac line powered version offers 
lOOOV of common mode voltage rejection. 

•Covered by patent numbers: 4,092,698; 29,992; 3,872,466; 
and 3,887,863. 



Optional 10. OV full scale (F.S.) range is available on the ac 
line version that will accept inputs from -0.99V to 9.99V. 

WIRING CONNECTIONS 

For Balanced Differential operation with the AD2026 dc ver- 
sion, connect input as shown in Figure 1. The common mode 
loop must provide a return path for the bias currents internal 
to the AD2026. The resistance of this path must be less than 
lOOkfi and total common mode voltages must not exceed 
200mV. 

For applications where attenuation is required, scaling re- 
sistors can be connected between pins 6 and 7 and between 
pins F and H. Pin 5 must be used as the High Analog Input 
when scaling resistors are used and pin 4 when they are not. 
Pin E is the Analog Low Input. 



Figure 1. 


Connection to the ac line powered AD2026 is via the terminal 
strip on the rear. AC line power is connected to terminals 4 
and 5 and the signal input is connected to terminal 1 (An- 
alog HI) and 2 (Analog Ground). 
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SPECIFICATIONS 


(typical at +25°C and nominal supply voltage unless otherwise noted) 


DISPLAY OUTPUT 

• Light emitting diode, planar seven segment display readouts, 0.56 (14.6mm) 
high (orange) 

• Overload Indication: EEE 

• Negative Indication: -XX 

• Negative Overload Indication: 

• Decimal Points; three (3) selectable at input connector (dc version); internally 
on ac version 

ANALOG INPUT 

• Configuration; balanced differential input (dc version) single ended isolated 
(ac version) 

• Full Scale Range: -99mV to +999mV 

-0.99V to +9. 99V (lOV option on ac version) 

• Automatic Polarity 

• Input Impedance; lOOMf); lOOkr) (lOV option) 

• Bias Current; lOOnA 

• Overvoltage Production; ±15V dc, sustained 
ACCURACY 

• ±0.1% +1 digit’ 

• Resolution: ImV or lOmV 

• Temperature Range^ ; -10°C to +60°C operating;-25°C to +80°C storage 

• Temperature Coefficient; Gain: 50ppm/°C 

Zero; 10 ;jV/°C (essentially auto zero) 

• Warm-Up Time to Rated Accuracy: Instantaneous 

• Settling Time to Rated Accuracy; 0.3 second for full input voltage 
swing (dc version); 0.75 second for full input voltage swing (ac version) 

COMMON MODE REJECTION (Ikf) source imbalance, dc to IkHz) 

• 50dB, ±200mV common mode voltage (dc version) 

• 116dB (96dB on lOV range); lOOOV rms max CMV (ac version) 

NORMAL MODE REJECTION 

• 30dB at 50-60HZ (ac version) 

CONVERSION RATE 

• 4 conversions per second 

• Hold and read on command (dc version only) 

CONTROL INPUTS 

Display Blanking/Displav Power Input, (dc version only) ; The display of|the 
AD2026 can be blanked by removal of power to the display power input, with 
no effect on conversion circuitry. If external logic switching is used, the display 
requires 110mA peak (85mA average) when illuminated. 

Hold (dc version only) : When the Hold input is at Logic “0", grounded or open 
circuit, the AD2026 will convert at 4 conversions per second. If a voltage of 
0.6V to 2.4V is applied to this input, the DPM will stop converting and hold the 
last reading. A 12kn resistor in series with this input to +5V will provide the 
proper voltage input. (Conisult factory for “HOLD" on ac version.) 

DECIMAL POINT 

• To illuminate decimal points on dc version, ground appropriate pin 
(A, Bor 3). 

• To illuminate decimal points on ac version, remove shroud and bridge 
appropriate solder pad (A, B or 3). 


POWER INPUT LOGIC POWER* 

• Converter: +5V ±5%, 0.2 watts typ; 0.33 watts max 

• Display: +5V ±40%, 0.45 watts typ; 0.75 watts max 
POWER INPUT AC LINE POWER 

• AC line, 50-60Hz, 1.5 watts 


CALIBRATION ADJUSTMENTS 

• Gain 

• Zero 

• Recommended recalibration interval: six months 
SIZE"* 

• 3.43''W X 2.0"H X 0.85''D (87 X 52 X 22mm) 

• 0.88' (22mm) overall depth to rear of connector 

• Panel cutout required: 3.175 ±0.015” X 1.810 ±0.015" 

(80.65 ±0.38 X 45.97 ±0.38mm) 

WEIGHT 

• 1.8 ounces (53 grams) (dc version) 

• 7 ounces ( 198 grams) (ac version) 

CONNECTIONS 

A 10-pin T&B/Ansley 609-1000M with two feet of 10 conductor ribbon 
cable is available. Order AC2618 (dc version, only). 

Conductor to pin A is color coded. Sequence of ribbon connections is 
A, l.B, 2,C, 3, etc. 

The AD2026 ac version is complete with terminal strip for easy interface. 


ORDERING GUIDE 
AD2026 
Power Input 
+5V dc 
90-129V ac 
198-264V ac 
Full Scale Input* 

IV dc Full Scale 
lOV dc Full Scale* 
Lens* 

Red Lens 
Red Orange Lens 




NOTES 

’Guaranteed at ^25'^C and nominal supply voltage. 

^Guaranteed. 

’when the same power supply is used to power both display and converter, +5V, ±5%, 
0.65 watts typical, 0,9 watts max is required. 

•Dimensions for ac line powered version: 3.43''W X 2.0”H X 2.44”D (87mm X 52mm X 
63mm) 

*No Charge Options 

* lOV dc full scale option is available on ac power only 
Specifications subject to change without notice. 


OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 



MODEL AD2026 


□ 


^ A Ut 


(34.04) (15.88) (12.70) 
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ANALOG 

DEVICES 


6 Channel Scanning 
Digital Thermometer 



FEATURES 

Automatic/Manual Scan of 6 Thermocouples (TCs) 

External Channel Selection by BCD Code 

J, K, or T Thermocouple 

°Cor°F Readout 

Self-Contained Linearization 

Isolated Analog Input 

Parallel BCD Output 

1° Resolution, 0.1° Optional 

AC Line or dc Powered 

-I-5V dc at 10mA for External Logic 

APPLICATIONS 

Multi-Point Temperature Measurements for Remote 
Data Acquisition and Data Logging 
Temperature Monitoring in Design, Laboratory, Manufac- 
turing and Quality Control 

GENERAL DESCRIPTION 

The AD2036 is a low cost 3 Vi digit, ac line or dc powered digital 
readout temperature meter. Inputs for six thermocouples of 
identical ^pes, either J, K, or T and calibrated temperature 
ranges in C or F, make up a total of six available models. 

Cycling on an internal clock, the AD2036 can continually 
scan 6 input channels. Individual channels can be manually 
selected via a small switch on the front. Channel selection 
can also be made via an external BCD input at the rear 
connector. A separate channel select output identifies the 
selected channel independent of selection mode. The channel 
select output together with the BCD Output provides com- 
plete information for automatic data collection. The Isolated 
Parallel BCD Output provides an easy interface to conven- 
tional recording and controlling instruments. For applications 
where there are high common mode voltages (CMV) present, 
the AD2036 has as a standard feature a floating opto iso- 
lated analog front end that will withstand CMV’s up to 
250V rms. 

The AD2036 displays readings on large 0.5" (13mm) high 
LED displays. Both (-h) and (-) polarities are indicated. Con- 
trols are provided for blanking the display. 

AUTO/SCAN 

The AD2036, while in the Auto/Scan mode, will permit un- 
attended scanning of all six input channels. The rate of the 
channel select is 3.2 seconds, 1.6 seconds or 0.8 seconds. 

The AD2036 can be used as a stand-alone instrument and with 



the Scan input held high will continually scan six channels. 
When the Scan input is brought low the AD2036 will continue 
to cycle and stop at channel 0. When used with a printer the 
channel select number in addition to the converted BCD value 
can be recorded. 

MANUAL CHANNEL SELECTION 

A switch on the front enables the user to manually select an 
individual thermocouple. As in the Auto/Scan mode, the 
BCD Output of the selected channel and the channel number 
are available. Selection of an individual TC channel automat- 
ically disables Scan and external channel selection is over- 
ridden. The Mode Output pin indicates when the switch is in 
this condition. On special order, meters can be supplied with 
card edge control for disabling the switch. , 

EXTERNAL CHANNEL SELECTION 
For remote control of channel selection the AD2036 pro- 
vides an input for an external BCD code selection. This 
feature enables external BCD switch, automatic microproc- 
essor or computer control. 

STANDARD PACKAGING 

The AD2036 is packaged in Analog Devices’ ac line powered 
DPM case which uses the same panel cutout as most other ac 
line powered DPM’s from other manufacturers. In addition, 
the pin connections for the AD2036 converter board are the 
same as for the AD2022, AD2009, AD2016 and DPM’s avail- 
able from several other manufacturers. 


For detailed information, contaet factory. 
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SPECIFICATIONS 


(typical @ +25° C and nominal line voltage unless otherwise specified) 


TYPES OF THERMOCOUPLE (TCs): J, K, or T 

accuracy' 


°c 


Error 

°F 


Error 



±MLSB 



±MLSB 

J 

-60 to 0 

±1.4 

J 

-76 to 32 

±2.5 


0 to 300 

±1.4 


32 to 932 

±2.5 


500 to 760 

±2.2 


932 to 1400 

±4.0 

K 

-60 to 0 

±1.4 

K 

-76 to 32 

±2.5 


0 to 150 

±1.4 


32 to 302 

±2.5 


150 to 1330 

±2.6 


302 to 2000 

±4.7 

t 

-100 to 0 

±1.3 

T 

-148 to 32 

±2.3 


0 to 250 

±1.5 


32 to 450 

±2.7 


230 to 400 

±2.0 


450 to 732 

±3.6 


DISPLAY OUTPUT 

• Light emitting diode (LED), seven segment display readouts, 0.5" 
(13mm) high for 3 data digits, 100% ovcrrange and polarity indica- 
tion. Overload >1999 indicated by flashing display, polarity remains 
valid. There is no overload indication for out of range readings. 

• Decimal points (3) selectable at input connector. 

• Display Blanking 

SIGNAL INPUT 

• Input Impedance; lOOMfl 

• Bias Current: lOnA 

• Overvoltage Protection Between Channels; tl8V peak max 

• Common Mode Voltage: 50V peak max 

• CMV Between Channels: ±6V peak max 

• Temperature Coefficient: Span: +temp, lOOppm; -temp, 120ppm 
Zero: 0.03dcgrces/dcgree C or F 

• Settling Time to Rated Accuracy: 2.0 seconds (full span step input) 

• Normal Mode Rejection: 60dB at 50 — 400Hz 

• Common Mode Rejection: 120dB @ 250V rms max CMV (Between 
TC’s and digital gnd), dvcm^dt<10® V/scc, 25012 imbalance 

CONVERSION RATE 

• 5 conversions per second 

• Hold and read on command 


Channel BCD Outputs (CMOS/TTL Compatible 2 TTL Loads) - BCD 
Channel number data outputs are positive true. 

Mode Output (CMOS/TTL Compatible 2 TTL Loads ) - Logic "1" indicates 
channel selection is by switch. Logic "O” indicates selection is by scanner 
or external control, useful in microcomputer interface. 

Data Ready (Data Ready) fCMOS/TTL Compatible 2 TTL Loads) - Logic 
“1” (“0”) indicates data from Temperature CUrd is ready. Data remains 
valid until next clock pulse (198ms). 

Spare Inverter Output (CMOS/TTL Compatible 2 TTL Loads) - Spare in- 
verter supplied for customer convenience. 

Clock OUT (CMOS. TTL Compatible. 2 TTL Loads) - Indicates E.O.C. 
When Clock pulse is high latches are being updated, data is invalid. Data 
is valid on negative going edge. Clock OUT pulse is disabled when DATA 
HOLD line is low. 

Analog Output - Nonlinear Error iO.S% ±lmV 

VouT» ''C = ( 1.784mV/‘*C) Temperature 
VoUT. = (0.991mV/®F)(T-32) 

TEMPERATURE RANGE’ 

• 0 to +50'’c Operating 

• -25'^C to +85 C Storage 
POWER OUTPUT 

• +5V dc @ 10mA 
POWER INPUT 

• AC line 50 — 400Hz, See Voltage Options below 

• Power Consumption - 5.8W (® 50 — 4001 Iz 

• 12Vdc+20%-10%, 4.8W 

• 5Vdc± 5%, 4W 
CALIBRATION ADJUSTMENTS 

• Span 

• Zero 

• Recommended Recalibration Interval: six months 
SIZE 

• 3.92" X 1.67"h X 5.80"d (100 x 42 x 147mm) 

• Panel cutout 3.930" x 1.682" (99.8 x 42.7mm) 

WEIGHT 

• 1.25 pounds (0.568 kg) 


CONTROL INPUTS 



grounding blanks entire display except for decimal points; Logic “1” 
or open circuit for normal operation. Display blanking has no effect 
on output data. Display is valid immediately upon removal of blank- 
ing input. 

Converter Hold (CMOS, TTL Compatible. 1 LSTTL Load) - Logic "O" 
or grounding causes DPM to cease conversions and display data from 
last conversion; Logic “1” or open circuit for normal operation. After 
“Converter Hold” is removed, one or two conversions are needed before 
reading and BCD are valid. 

Decimal Points (Not TTL Compatible) - Logic “0” or grounding illumi- 
nates desired decimal point. External drive circuitry must sink 35mA 
peak at a 25% duty cycle, when decimal point is illuminated. 

Data Hold (TTL Compatible. 1 TTL Load) - Logic “0" or grounding 
inhibits updating of latched parallel output data of AD2036. Logic “1” 
or open circuit allows data to be updated after each DPM conversion. 

This input has no effect on the normal conversion of the DPM and its 
display. 

Scanner Enable (CMOS/TTL Compatible 1 LSTTL Load) - Logic “1” will 
enable Scanner to control the channel selection. External channel input 
BCD lines can remain connected. A Logic “0” enables external channel 
selection. 

Scan (Scan) (CMOS/TTL Compatible. 1 L S TTL Load ) • A Logic "1" (“0”) 
for <4 seconds will initiate a scan of six channels. To use Scan input, the 
Scan input must be a Logic “0”. Both inputs have debounce circuitry. A 
momentary scan pulse while in the switch or external selection mode will 
initiate a sequence of six readings of the channel that is addressed then stop. 
Channel BCD Input (CMOS/TTL Compatible 1 LSTTL Load) - Logic “0” 
on Scanner Enable will allow use of external control. All other control 
inputs remain the same. 

Channel Increment (CMOS/TTL Compatible 1 LSTTL Load ) - Positive 
going edge will initiate sequence to the next channel. 

Spare Inverter Input (CMOS. TTL Compatible 1 LSTTL Load ) • Sparc 
inverter supplied for customer convenience. 

DATA OUTPUTS 

Isolated Parallel BCD Outputs - 3 BCD digits, Overrange, Overload and 
Data Ready Outputs (TTL Compatible, 4 TTL Loads). BCD data out- 
puts are latched positive true logic. Overrange Output is Logic “1” for 
data display greater than 999. Overload Output is Logic “0” for inputs 
greater than full scale range, Logic “1” when other data outputs arc 
valid. Polarity Output (TTL Compatible, 4 TTL Loads latched) indi- 
cates positive polarity when high (Logic “1”). Digital outputs arc fully 
isolated from input circuitry; all logic levels arc referenced to digital 
ground. 


DISPLAY LENS'* 

Lens 22-1; Red, °C with ADI Logo 
Lens 22-2: Red, °F with ADI Logo 
Lens 23-1: Red, “C without ADI Logo 
Lens 23*2: Red, °F without ADI Logo 


CONNECTORS(2) 

2 each, 30 pin, 0.156" spacing card edge connector 
Viking 2VK15b/l-2 or equivalent. 

Optional: Order AC1501. ' 


THERMOCOUPLE TYPE^ 

J 


POWER INPUT^ 

117V ac ±10% 

220V ac+10% 

100 V ac±10% 

240V ac±10% 
SVdc ±5% 

12V dc +20%, -10% 
SCAN rate’ 

3.2sec 

1.6sec 

0.8scc 

DEGREE readout’ 


ORDERING GUIDE 

AD2036 □ - □ □ □ 



- ENTER# 


resolution’ 

U -ENTER#' 


NOTES 

' For 0.1* resolution accuracy remains the same. Range is limited to 
200 . 0 * 

’Guaranteed 

’Only one option may be specified, 

*Lens 22 is supplied if no lens option is speciFied. 


□ 


Specifications subject to change without notice. 
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ANALOG 6 Channel Scanning 

DEVICES Digital Voltmeter/ Thermometer 


FEATURES 

Automatic Scan of 6 Channel Inputs 
Manual Selection of Individual Channel 
External Channel Selection by BCD Code 
±199.9mV or ±1.999V dc Full Scale Range 
Isolated Analog Input 
Parallel BCD Output 

Accessible Gain Points for Implementation of 
Selectable Gain, to 6V dc F.S. 

±12V dc and +5V dc for External Use 

AD2038: High Accuracy Temperature Measurements 

Used with AD590/AC2626 Transducer/Probe 

0.1° Resolution; 6 Channels 

-55.0°C to +150.0°C (-67.0°F to +199.9°F) 

APPLICATIONS 

AD2037: Multi-point Measurements for Data Acquisition, 
Logging and Control 

Data Processing from: Pressure and Flow Transducers; 

RTD and Thermistor Transducers; 
AD590 Temperature Transducers; 
LVDT and Level Transducers; 
Voltage and Current Sources. 

AD2038: Temperature Monitoring in Laboratory, Manu- 
facturing, and Quality Control 


AD2037 GENERAL DESCRIPTION 
The AD2037 is a low-cost 3 1/2 digit, ac line powered, 6 
channel digital scanning voltmeter designed to interface to 
printers, computers, serial data transmitters, telephone lines, 
etc., for display, control, logging or transmission of multi- 
channel analog data. With appropriate external signal condi- 
tioning on each channel, the AD2037 becomes a versatile 
building block for a broad range of data acquisition, data 
logging, or control applications. 

Channel selection is made via three methods: manual, using 
the switch provided on the front; Auto/Scan, where the 
AD2037 cycling on an internal clock can continually scan the 
6 input channels; or External selection,, where control inputs 
provided on the rear connector enables channel selection via 
external BCD code. 

A separate channel select output identifies the selected, chan- 
nel independent of selection mode. The channel select output 
together with converted BCD output provides complete infor- 
mation for automatic data collection. For applications where 
there are high common mode voltages (CMV) present, the 
AD2037 has as a standard feature, a floating opto isolated 
analog front end that will withstand CMV’s up to 250V rms. 
The ±199. 9mV full scale range or ±1.999V dc full scale range 
are user selectable via a jumper on the rear connector. Other 
full scale ranges, to 6V dc, are programmable, via one (1) 
external resistor. 


AD2037/AD2038 



AD2038 GENERAL DESCRIPTION 

The AD2038 is a dedicated 6 channel digital scanning thermo- 
meter. Based on the AD2037 and designed to be used in con- 
junction with Analog Devices’ AD590 Temperature Transdu- 
cer or Analog Devices’ AC2626 Temperature Probe, the 
AD 2038 retains all of the input/output features of the 
AD2037 as well as the channel selection methods. 

The AD2038 and AD590/AC2626 will measure and display 
temperatures to ±1.3°C accuracy over the temperature range 
of-55.0°C to +150.0°C (-67.0°F to 200.0°F), over limited 
temperature ranges around a calibration point, accuracies 
approach a few tenths of a degree. 

The AD590 is a laser trimmed, two terminal IC Temperature 
Sensor. Its output is a current (1/iA per °K) linearly propor- 
tional to absolute temperature thus eliminating the need for 
linearization and cold junction compensation. 


Due to the AD590’s high impedance current output, it is 
insensitive to voltage drops over long lines thus enabling 
remote monitoring with no need for costly transmitters or 
special wire. 

For normal applications the AD590J can be used and cali- 
brated at a single temperature point. Where better linearity or 
sensor interchangeability is needed, the “K” and “L” versions 
are available. All versions are available to MIL-STD-883AClass 
B processing. In addition, the AC2626 (an AD590JF mounted 
in a 3/16 inch diameter, by 6 inch long stainless steel probe) 
is available. The probe is supplied with 3 feet of wire for 
easy interface to the AD2038. 



For detailed information, contact factory. 
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SPECIFICATIONS 


(typical @ +25° C and nominal power supply voltage) 


DISPLAY OUTPUT 


• Light emitting diode (LED), seven segment display readouts, 0.5" (13mm) high for 3 data digits, 
100% overrange and polarity indication. Overload indicated by flashing display, polarity remains 
valid. There is no indication of out of sensor range on AD2038. 

• Decimal Points (3) Selectable at Input Connector 

• Display Blanking 


• Sensor Disconnect Indication same as overload. 


ANALOG INPUT 

• Opto/Transformcr Isolated 

• Configuration: Differential, isolated 

• ±1.999V dc and ±199. 9mV dc Full Scale Range 

• Full Scale Range Programmable to 6V dc 

• Input Impedance: 250Mn 

• Bias Current: 1.5nA 

• Overvoltage Protection: (Continuous Without Damage) 

Normal Mode: ±30V pk 
Channel to Channel; ±30V pk 
ACCURACY 
AD2037 

• ±0,05% Reading ±1 digit’ 

• Resolution: Programmable 

• Temperature Range: 0 to +50*C operating; -25*C to 
+85‘’C storage 

• Temperature Coefficient: Gain: 50ppm/'’C 

Zero; 

• Warm-up Time to Rated Accuracy; Less than 5 minutes 

• Settling Time to Rated Accuracy: 0.6 seconds ( - full 
scale to + full scale) 

• Max Voltage Between Channels: ±199. 9mV FS;±6.1V pk 

11.999V FSi±2.5V pk 


ACCURACY 

AD2038 

• Resolution 0.1® 

• Range -55*C to +150®C 

-67“F to +200®F 

• Accuracy: (±0.1 digitizing error)^ 

AD590j AD590K 

Sensor calibrated at +25®C (over range) ±2 2®Cmax ±l.2®Cmax 

Uncalibrated Error at +25®C ±5.2*Cmax ±2.2®Cmax 

Uncalibrated Error (over range) ±9.2®Cmax ±4,o'’C max 

Nonlinearity (over range) ±2.0 C max ±0.5 C max 

• Temperature Coefficient: Span: 50ppm/®C 

Offset: 0.01 degrecs/degree 


AU5V0L 

±1.2®Cmax 

tl.2®Cmax 

±2,6“Cmax 

±0.5®Cmax 


NORMAL MODE REJECTION 

• 50dB at 50 - 60Hz (Additional capacitor filtering may be added between pins A and 4 with 
degradation of response time) 

COMMON MODE REJECTION 

• Floated on Power Supply; 120dB at 250V rms max CMV, dV^.^n/dt 10^ V/$ec max, IkH Imbalance 


CONVERSION RATE 

• 5 Conversion/sec 

• Hold and Read on Command 
POWER INPUT 

• AC Line 50 - 400Hz. sec Voltage Options Below 

• Power Consumption - 5.8W ® 50 • 400Mz 


ANALOG OUTPUTS 

• ±12V dc ±10% ® 10mA (Referenced to Isolation Analog Grd.) 

.• +5V dc ±5% ® 30mA 

• Reference Voltage +6.4V ±1% (Referred to Analog Grd.) 25ppm/®C @ 50yA max output 

DATA OUTPUTS 

Isolated Parallel BCD Outputs • 3 BCD d^its, overrangc, overload outputs (TTL Compatible, 4 TTL 
Loads). BCD data outputs are latched positive true logic. Overrange output is Logic ’*1 ” for data display 
greater than 999. Overload output is Logic "O" for inputs greater than full scale range, Logic “I” when 
other data outputs are valid. Polarity output (TTL compatible, 4 TTL Loads latched) indicates positive 
polarity when high (Logic “1”). Digital outputs arc fully isolated from input circuitry; all Logic levels 
reference to digital ground. 

Channel Address Outputs (CMOS/TTL Compatible 2 TTL Loads ) • BCD Channel number data outputs 
are positive true. 

Mode Output (CMOS/TTL Compatible 2 TTL Loads ) ■ Logic “1” indicates channel selection is by switch. 
Logic “0” indicates selection is by scanner or external control, useful in Microcomputer Interface. 

Data Ready (Data Ready) CMOS/TTL Compatible 2 TTL Loads) - Logic “1” ("0*') indicates data from 
Scan Card is ready. Data remains valid until next clock pulse. 

Spare Inverter Output (CMOS/TTL Compatible 2 TTL Loads) - Spare inverter supplied for customer 
convenience. 

Clock Out (CMOS/TTL Compatible, 2 TTL Loads ) - Indicates EOC. When clock pulse is high, latches arc 
being updated, data is invalid. Data is valid on negative going edge for 198ms. Clock Out pulse is disabled 
when Data Hold line is low. 

ANALOG OUTPUT (P2 Pin A): 1mA max output 
AD2037; Vq = K V|n 

Where K is gain of programmable input amplifier, (K = 1 for 1,999V F.S. and K » 10 for 
199.9mV) 

AD2038: Vo =(18.95mV/®C)TforT = ‘’C 

Vo = (10.53mV/®F)(T-32) forT = ®F 
error = ±6mV 


CONTROL INPUTS 

Display Blanking (TTL Compatible, 3 LSTTL Load ) • Logic “0” or grounding blanks entire display 
except for decimal points; Logic “1” or open circuit for normal operation. Display blanking has no effect 
on output data. Display is valid immediately upon removal of blanking input. 

Converter Hold (CMOS/TTL Compatible. 1 LSTTL Load ) - Logic "0” or grounding causes DPM to cease 
conversions and display data from last conversion; Logic ‘*1" or open circuit for normal operation. After 
“Converter Hold” is removed, one or two conversions arc needed before reading and BCD arc valid. 
Decimal Points (Not TTL Compatible) ■ Logic “0“ or grounding illuminates desired decimal point. 
External drive circuitry must sink 35mA peak at a 25% duty cycle, when decimal point is illuminated. 
Data Hold (TTL Compatible. 1 TTL Load ) - Logic “0” inhibits updating of latched parallel output data. 
Logic “1“ or open circuit allows data to be updated after each DPM conversion. This input has no 
effect on normal conversion of the DPM and its display. 

Scanner Enable (CMOS/TTL Compatible 1 LSTTL Load) • Logic “1” will enable Scanner to control 
the channel selection. External channel input BCD lines can remain connected. A Logic “0“ enables 
external channel selection. 

Scan (Scan)(CMOS/TTL Compatible; 1 LSTTL Load ) - A Logic "I" (“0”) for <4 seconds will initiate a 
scan of six channels. To use Scan input, the Scan input must be a Logic “0”. Both inputs have debounce 
circuitry. A momentary scan pulse while in the switch or external mode will initiate a sequence of six 
readings of the channel that is addressed then stop. 

Channel Address Input (CMOS/TTL Compatible 1 LSTTL Load) ■ Logic “0” on Scanner Enable will 
allow use of external control. All other control inputs remain the same. 

Channel Address Increment (CMOS/TTL Compatible 1 LSTTL Load) - Positive going edge will initiate 
sequence to the next channel. 

Sparc Inverter Input (CMOS/TTL Compatible 1 LSTTL Load ) • Sparc inverter supplied for customer 
convenience. 

CALIBRATION ADJUSTMENTS 

• Gain 

• Offset, Course 

• Offset, Fine 

• Span/per Channel (AD2038 only) 

• Recommended Rccalibration Interval: Six Months 
SIZE 

• 3.92" X 1.67"Hx 5.80"D (100x42 X 147mm) 

• Panel Cutout 3.930" x 1.682" (99,8 x 42.7mm) 

WEIGHT 

• 1.25 pounds (0.563 kg) 

options’ 

AD2037 Lens; 28 Red with ADI Logo 

Lens: 27 Red without ADI Logo 

AD2038 Uns 22-1, Red ®C with ADI Logo 
Lens 22-2, Red ®F with ADI Logo 
Lens 23-1, Red ®C without ADI Logo 
Lens 23-2, Red ®F without ADI Logo 


CONNECTORS (2) 

2 each. 30 pin. 0.156" Spacing Card Edge Connector 
Viking 2Vk 15/1-2 or Equivalent 
Optional: Order AC1501 


ORDERING GUIDE 
AD2037orAD2038 - 
POWER INPUT* 

U7V ac±10% 
220V ac±10% 
lOOV ac ±10% 
240V ac ±10% 


P 


Enter ■■■— * 


□ 


SCAN RATE* 
3.2 sec 
1.6 sec 
0.8 sec 


TEMPERATURE SCALE READOUT (AD2038 Only)* 
Op W Enter 


□ 


NOTES 

'Guaranteed at 200mV full scale at '«’2S°C and nominal power supply. 

* Overall accuracy of meter plus sensor over entire sensor range (guaranteed max) Meter 
is factory calibrated for ideal sensor. 

’ Lens 22 (AD2038) Lens 28 (AD2037) supplied if no lens option is specificed. 

* Only one option may be specified. 


Specifications subject to change without notice. 
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ANALOG 

DEVICES 


Low Cost Temperature Indicator 

AD2040 


FEATURES 
Low Cost 

Direct Interface to AD590 or AC2626 Sensors 
Large 0.56" Red Orange LED Display 
Accuracy to ±1 .0° ±1 Digit 
Either ac Line or :4-5V dc Powered 
Temperature Range: -55°C to +150°C 
-67° F to +302° F 
1000V rms Isolation (ac) 

Terminal Block Interface 
Small Size, Panel Mount 

APPLICATIONS 

Temperature Monitoring in Design, Laboratory, 
Manufacturing and Quality Control for Both 
+5V dc or Line Powered Applications 


GENERAL DESCRIPTION 

The AD2040 is a low-cost 3 digit temperature indicator. Based 
on the highly successful AD2026 low-cost DPM and designed 
to be used in conjunction with Analog Devices’ AC2626 gen- 
eral purpose probe or the ADS 90 temperature transducer, the 
AD2040 is available in both 5V logic-powered, or ac line- 
powered versions. 

The 5V powered AD2040-12 reads out directly in °C, °F, °R 
or K. A precision voltage reference, resistor network, and span 
and zero adjusts, needed to implement display of the different 
temperature scales, are all self-contained. User selectable de- 
gree readout, as well as all other connections, i.e., +5V power 
and sensor or probe interface, are all made via a terminal 
block on the rear. 

For many stand-alone temperature measurement applications, 
i.e., in factories, labs, ovens, inspection stations, etc., +5V dc 
power is not available. For these applications, the AD2040 is 
available in an ac version. The ac-powered version retains all of 
the features of the 5V version, with the exception of the user 
selectable degree readout. °C or °F must be specified when 
ordering (see Ordering Guide). 

If required, calibration adjustments are easily accessible. No 
mounting hardware of any kind is used. 

The AD2040 and AC2626 or AD590 will measure and display 
temperatures on large 0.56" orange LED displays from -55 C 
to +150°C (-67°F to +302°F) with accuracy to ±1.0° ±1 digit. 
Reliability is assured with the inherent simplicity and accuracy 
of the sensor, combined with the highly efficient design of the 
AD2040. 

THE SENSOR 

The AD590 is a laser-calibrated, two terminal IC temperature 



transducer. Its output is a current (IjuA per K) linearly pro- 
portional to absolute temperature, thus eliminating the need 
for costly linearization and cold junction compensation. 


Due to the AD590’s high impedance current output, it is in- 
sensitive to voltage drops over long lines thus enabling remote 
monitoring with no need for costly transmitters or special wire. 



AD2040-12 (dc) Block Diagram 
Above is a block diagram of the AD2040-12,, showing the 
AD2026 DPM input, the current-to-voltage conversion re- 
sistors (Rl, R2, R3), the offsetting resistance network (R4, 
R5, R6, R7), and the connections to the terminal strip. At- 
tenuated voltage from the AD580, 2.5V reference, provides 
the offsets for readout on the F and C scales. On the 
AD2040-12 dc version, jumpers are connected by the user at 
the terminal strip to select the appropriate units of tempera- 
ture for display. °C or °F must be specified when ordering the 
ac version (see Ordering Guide). 
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SPECIFICATIONS 


(typical @ +25° C and nominal supply unless otherwise specified) 


ACCURACY 

• Resolution: 1 

• Range: -55°C to +150°C 

-67°Fto 302° F 
218Kto 423K 
425°R to 793°R 

• Accuracy: (±1 digit)* 

Calibration Error® +25°C 

Absolute Error (overrated performance temperature range) 
Without External Calibration Adjustment 
With +25°C Calibration Error Set to Zero 
Nonlinearity 

• Temperature Coefficient: 

Offset: 0.03 degrees/degree 
Span: 70ppm/ C 

• Common Mode Rejection (ac) 

117dB, lOOOV rms max Common Mode Voltage 

• Normal Mode Rejection 

30dB @ 50-60HZ 

DISPLAY OUTPUT^ 

• 7 Segment, Red Orange, LED 0.56” (13mm) High 
for 3 DataDigits 

• Sensor Disconnect Indication: (for °C and °F only) 

• DPM Positive Overload: EEE 

• DPM Negative Overload: 

• No Indication of Out of Sensor Range 

INPUT IMPEDANCE 

• °C, K: l.OKfi 

• °F, °C: 1.8Kf2 

CONVERSION RATE 

• 4 Conversions Per Second 


POWER INPUT 

• +5.0V ±5%; 160mA (dc version) 

• AC Line 50-400Hz; See Voltage Options Below 


ORDERING GUIDE 


POWER INPUT 

+5V dc 1 

90-129V ac 2 

198-264V ac 3 

DEGREE READOUT^ 
°C 1 

°F 2 



AC2626 

GRADE 


LENGTH 


AC2629 
BRASS 
TYPE 316 
STAINLESS 


AC2626 - □ nn 

i A 

T 

— ENTER > 

^ I — ENTER 

AC2629 - I I 

® I ENTER — ? 

SS/ 


AC2626J/ 

AD590J 

AC2626K/ 

AD590K 

AC2626L/ 

AD590L 

±5.0°C max 

±2.5°C max 

±1.0°Cmax 

±10.0°Cmax ±5.5°C max 

±3.0°C max 

±3.0°C 

±2.0°C max 

±1.6°C max 

±1.5°C 

±0.8°C max 

±0.4°C max 


POWER INPUT (ac Line Power) 

• AC Line Power, 50-60Hz, 1.5 Watts 


CALIBRATION ADJUSTMENTS 

• Span • Gain 

• Zero • Offset 

• Recommended Recalibration Interval: Six Months 


SIZE 

• 3.43"W X 2.0"h X 1.65"D (87 X 52 X 42mm) 

• Panel Cutout Required: 3.175 ±0.015" X 1.810 ±0.015" 

(80.65 ±0.38 X 45.97 ±0.38mm) 


WEIGHT 

• 3 ounces (88 grams) (+5V dc) 

• 7 ounces (198 grams) (ac Line Powered) 


NOTES 

‘ Overall accuracy of meter plus sensor over entire range. 

’ Leading zero cannot be blanked. 

’Select Degree Readout when ordering ac version only. (+5V dc 
version offers user selectable temperature scales— see Table 1. 

For +5V dc version enter 2, e.g., AD2040-12.) 

Specifications subject to change without notice. 
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Figure 1. Manual Switching with Multiple Inputs 
MULTIPLE SENSOR INPUTS 

Expansion to multiple sensors via manual switching is shown 
in Figure 1. The sensor selected will pass a signal current 
through, the current measuring circuitry, internal to the 
AD2040. Similarly automatic switching, shown in Figure 2 
is accomplished. A low level input on an inverter input will 
allow selection of the appropriate AD590. 


+5V 



•TERMINAL 5 IS -SENSOR INPUT ON THE +5V DC VERSION. 
THIS TERMINAL IS TERMINAL #2 ON THE AC VERSION. 

Figure 2. Automatic Switching 


SCALE 

TERMINAL 

2 

TERMINAL 

3 

TERMINAL 

4 

TERMINAL 

9 

“C 

X 

X 

X 


"F 





K 


X 

X 

X 

°R 


X 


X 


Table I. Temperature Scale Selection (+5V dc Only) 


TEMPERATURE SCALE SELECTION 

As shown in Table I any of the standard temperature scales 

may be displayed using the +5V dc AD2040-12. 

The AD2040-12dc version is factory calibrated in degrees 
F ahrenheit. Readout in degrees Celsius, Rankine or Kelvin 
are achieved via simple jumper connections on the terminal 
block, listed in the above table. (Connect terminals marked X.) 

Figure 3 shows how the AD2040, in conjunction with 4 re- 
sistors, 2 trim pots, and a dual comparator, can be used to con- 
trol as well as monitor particular applications via high and low 
set points. When the voltage at the AD2040 sense terminal 
(terminal 5) goes higher than the Hi Limit Set Voltage, the 



THIS TERMINAL IS TERMINAL #2 ON THE AC VERSION. 

Figure 3. Hi and Low Set Points 

output of A1 goes low and D1 is illuminated. Similarly when 
the voltage at terminal 5 goes below the Lo Limit Set Voltage, 
the output of A2 goes low illuminating D2. 

To set the high limit, replace the AD590 with a variable re- 
sistor. Adjust the resistor until the desired high temperature 
set point is displayed on the meter. Adjust R1 until D1 is just 
turning on. Repeat procedure for R2 (Lo Limit Set). 

CALIBRATION PROCEDURE 

The AD2040 is factory calibrated using an ideal sensor. The dc 
version is calibrated in °F and the ac version is calibrated to 
order. If sensor accuracy is adequate, no calibration is required 
(see note). If a lower grade sensor is used (i.e., J) and calibra- 
tion is required, adjust Span Adjust on the rear with sensor at 
a known temperature for that temperature, e.g. for “f place 
sensor in Ice Bath at 32°F and adjust span for reading of 32. 

Recalibration may be required after six (6) months; if so, pro- 
ceed as follows: 

1. With ADS 90 disconnected, short input of AD2040 (term- 
inal 5 to 9 on dc version, or 2 to 3 on ac vers ion). Remove 
AD2040 lens and adjust Front Panel |ZERO| Adjust to 
display 000. 

2. Attach ADS 90 sensor and stabilize at a known Reference 
Temperature; e.g.. Ice Bath. Connect terminal 9 to term- 
inal 3 (on dc version) or termina l 3 to access port (bn ac 
version) and adjust Rear | SPAN [ Adjust for a display of 
273 plus Reference Temperature for °C or 460 plus 
Reference Temperature for °F. 

3. Remove jumper between terminals 9 and 3 (dc version) or 
3 and access port (ac version). Adjust the Rear IoFFSEtI 
Adjust for Reference Temperature. (For K or °R omit 
step 3.) 

For optimum linearity calibration for °C, repeat steps two (2) 
and three (3) with Reference Temperature at 0. Then with sen- 
sor at 100°C adjust Front Panel IGAINI Adjust for a meter 
display of 100. Other high end temperatures may be used with 
this procedure as long as they are known to be accurate. 

For '’F repeat steps two and three with Reference Temperature 
at 32°F. Then with sensor at the high temperature, adjust Front 
Panel |gAIN | Adjust for readout equal to high temperature. 
The above temperature can be selected for optimum linearity 
over user’s temperature range. 

NOTE: If other than °F readout on the dc version is desired, follow 
step 2 and 3 of Recalibration Procedure. 
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OUTLINE DIMENSIONS 

Dimensions shown in inches and (mm). 


AD2040 (ac) 






1. -t-Sensor 

2. -Sensor 

3. Offset Calibration 

4. AC HI 

5. AC LO 




THE AC2626 

The AC2626 is a stainless steel tubular probe measuring 3/16 
inch (4.76mm) in outside diameter and is available in 6 inch 
(152,4mm) or 4 inch (101.6mm) lengths. Based on the new 
AD590F, the probe is available in linearity grades of 0.4°C, 
0.8°C or 1.5°C. 

The probe is designed for both liquid and gaseous immersion 
applications as well as temperature measurements in refrig- 
eration or any general temperature monitoring application. 

For taking measurements in pipes or other closed vessels, the 
AD2629 compression fitting is available. The AC2629 may be 
applied anywhere along the probe and is supplied in two ma- 
terials. The low cost AC2629B is constructed of brass and the 
higher priced AC2629SS is made of stainless steel. 


AC2626 

3/16 STAINLESS STEEL TUBING TYPE 316 
FILLED WITH THERMALLY CONDUCTIVE EPOXY 



3 FT. (914.4) ±1 (25.4) 
#24 STRANDED WIRE 
TEFLON INSULATED 



AC2629 


COMPRESSION FITTING (See Note 3) 
STAINLESS STEEL TYPE 316 



NOTES 

1. PROBES ARE AVAILABLE IN 4.INCH OR S INCH LENGTHS. 

2. + LEAD WIRE IS COLOR CODED; J. YELLOW; K, ORANGE; L, BLUE, 

3. WHEN ASSEMBLING COMPRESSION FITTING IAC2629) TO PROBE, 
TIGHTEN THE 1/2" NUT 3/4'SOF A TURN FROM FINGER TIGHT, 


The AD590 temperature transducer is available in two pack- 
ages— the “H” package (TO-52) and the “F” package (ceramic 


flat pack). 


AD590 F PACKAGE 


POSITIVE LEAD 




0.750 MIN 
09.04) 


— 0.200 (5.08) 
•0.230 (5.84) — 


0.105 

2.66 


•*■0.000 

+0.000 

: 055 ' 



AD590H (TO-52) 
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ANALOG 

DEVICES 


Microprocessor Based 
Thermocouple Meters 


AD2050/AD2051 


FEATURES 

Automatic Self-Calibration for Gain, Offset, Cold Junction 
Compensation and Thermocouple Linearization 
J, K, T, E, R, S Thermocouple Selections (AD2050) 
Universal Meter (AD2051), User Programmable 
Character Serial ASCII Digital Output 
Optional Linearized Analog Output: 1 mV/degree 
Optional Isolated 20mA Loop/TTL Serial Outputs 
Meets DIN/NEMA Dimension Specifications 
Temperature Ranges: -265°Fto -f 1999°F 
-leS'Cto -(-1760°C 

Power Options: 120V ac, 240V ac, -I- 7.5V dc to +28V dc 
APPLICATIONS 

Temperature Monitoring in Laboratory, Manufacturing, 
and Quality Control Environments 
Process Control Temperature Measurements 
Remote Data Logging 



general DESCRIPTION 

The AD2050 and AD205 1 are high performance single channel 
3'/: digit thermocouple meters that can measure temperatures 
accurately between -265 and + 1999 in degrees Celsius or 
Fahrenheit. The AD2050 is supplied factory programmed to 
interface directly with any of the following six thermocouple 
types: J, K, T, E, R and S. The AD2051 is a universal instrument 
in which the user selects one of the six thermocouple types via 
switch programming. Being microprocessor based, all gain and 
offset error correction, cold junction compensation, thermocouple 
linearization, and °C/°F scaling are automatically performed in 
firmware. 

The AD2050 and AD2051 display temperature information on 
large 0.56" (14.3mm) high LEDs. Digital information is provided 
in standard ASCII character serial format with rate selection for 
easy interface to printers, terminals, and other peripherals. For 


serial loop/TTL compatible interface is available. Also an optional 
analog output linearized to 1 mV/degree is provided for driving 
recorders and other analog instruments. Selection of °C or °F 
scaling is accessed by removing the front panel lens and setting 
the selector switch to its proper position. 

The AD2050 and AD2051 can also be ordered with any of the 
following power versions: 120V ac, 240V ac, or -I- 7.5V dc to 
+ 28V dc. Input overvoltage protection for 300V peak (ther- 
mocouple to ac line shorts) and common mode voltages as high 
as 1400V peak (ac version) with overrange and open thermocouple 
detection are provided. These instruments are rated for operation 
over the -I- 10°C to -I- 40'’C temperature range. Testing is performed 
per MIL-STD-202E Method 103B to insure specified operation 
over various relative humidity conditions. The AD2050 and 
AD2051 are supplied in rugged high impact plastic cases that 
meet DIN/NEMA standard dimensions. 
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SPECIFICATIONS 


(typical @ + 25°C and rated supply voltages unless otherwise specified) 


THERMOCOUPLE INPUTS 

• ThermocoupleTypes: J,K,T,E,S,R 

• Input Impedance: >100Mfl 

• External (Lead) Resistance Effect: <20p,V per 350fl of Lead 
Resistance 

• Cold Junction Compensation Error: ±0.5°C max (10°C to 
+ 40°C) 

• Open Thermocouple: +EEE Display; +EEEE ASCII 
Digital Output; + 2.048V Analog Output 

• Thermocouple Short to ac Line: Internal Protection Provided 
to 300V peak (200V ac rms) 

• Common Mode Voltage: 1400V peak (dc or ac), between 
Input and Power Line Ground (ac Versions) 

• Common Mode Rejection Ratio: >130dB with 250fl Source 
Imbalance (ac Versions); (dc to 60Hz) 

• Normal Mode Rejection Ratio: >80dB @ 50/60Hz 
DIGITAL OUTPUTS 

• Character Serial ASCII 

Data: Nine transmitted characters, (each 7 bits plus strobe) 
Drive Capability: 2TTL loads, CMOS/TTL compatible 
Strobe: Negative transition determines when character serial 
data is valid. CMOS/TTL compatible. 

Character Rate: Selectable on J1 (pin32) 

Grounded: 25 characters/sec. (SLOW) 

Open: 100 characters/sec. (FAST) 

• Isolated Serial Output (Optional) 

Data: Asynchronous ASCII 20mA current loop 
(Optically isolated to ± 600V peak) 

Baud Rate: Selectable on J 1 (Pin 32) 

Grounded: 300 baud (SLOW) 

Open: 1200 baud (FAST) 

Distance: 10,000 ft. max 

• Serial Output (Nonisolated, Optional) 

Data: Serial ASCII 

Drive Capability: 2TTL Loads, CMOS/TTL compatible 
Baud Rate: (same as Isolated Serial Output) 

• Overrange: ±EEEE 

• Minimum Time Between New Data Update: 150ms 
DIGITAL INPUTS 

• REQ: Low-Level Triggered: Must go low at any time o ther 
than during data transmission to be recognized. REQ line 
taken low during data transmission will not be acknowledged 
and the ASCII digital output tra nsmis sion will not occur. Dis- 
play readings are n ot effected by REQ. 

• SERIAL INPUT (Optional): Edge Triggered, Current On to 
Current Off: Must be triggered at any time other th an during 
data transmission to be recognized. Serial Input triggered 
during data transmission will not be acknowledged and the 
20mA isolated/TTL compatible serial output transmission 
will n ot occur. Display readings are not effected by Serial 
Input. 

ANALOG OUTPUT (OPTIONAL) 

• Voltage: ImV/dcgrcc, linearized 

• Current: ± 2mA max drive 

• CMV: 1400V peak (ac or dc) Peak between Analog Output 
Ground & ac Power Line Ground 

• Overrange: +2.048V, -0.512V 
ACCURACY 

• TemperatureResolution: 1°C/1°F 

• All Ranges are Guaranteed Monotonic 

• Range Temperature Coefficient: ± 25ppm/"C typ, ±60ppm/ 
°Cmax 

• Readout Accuracy @25‘’C: 

Sensor 

Type Range Accuracy 


J 

-165°Cto760°C 

±0.7‘’C 

+ 1/2LSD 

J 

-265''Ftol400'’F 

±1.3°F 

± 1/2LSD 

K 

-50'’Ctol250‘’C 

±0.9°C 

± 1/2LSD 

K 

-58°Ftol999'’F 

±1.6°F 

± 1/2LSD 

T 

- 150°Cto400°C 

±0.8°C 

± 1/2LSD 

T 

-238'’Fto752°F 

±1.4°F 

± 1/2LSD 

E 

-100°Cto870°C 

±1.0°C 

± 1/2LSD 

E 

-I48°Ftol598°F 

±2.0°F 

± 1/2LSD 

S,R 

-(-300°Ctol760°C 

±1.5°C 

± 1/2LSD 


0°to299'’C 

±6.0“C 

± 1/2LSD 

S,R 

-(-572°Ftol999°F 

±3.0°F 

± 1/2LSD 


-(-32°Fto571°F 

± 12.0“F 

± 1/2LSD 


ANALOG TO DIGITAL CONVERSION 

• Technique: Offset Dual Slope with Gain and Offset Error 
Correction 

• Rate: 2.5 Conversions/Second Typical 


• Input Integration Period: 100ms for 50/60Hz 
Noise Rejection 

POWER REQUIREMENTS (Choice of Three Supply Ranges) 

• ac: 90V ac to 132V ac (a 25mA (47Hz to 500Hz) 

198V ac to 264V ac (a 12.5mA (47Hz to 500Hz) 

• dc: -(-7.5V to -(-15V dc (<i 200mA (Protected Against 
Supply Reversals) 

DISPLAY 

• Type: Seven Segment Orange LED 0.56" (14.3mm) high 

• Polarity Indication: “ + ” or “ - ” displayed 

• Overrange Indication: ± EEE 

• Display Test: At Power Turn-On, 3 Second Display of 
“+ 1888” Tests all Segments of Display 

ENVIRONMENTAL 

• Rated Temperature Range: -(- 10“C to -(-40°C 

• Operating Temperature Range: - 10°C to + 50°C 

• Storage Temperature Range: -40°C to -(-85°C 

• Relative Humidity: Meets MIL-STD-202E, Method 103B 
DIMENSIONS 

• Case: 3.78" x 1.89" x 5.13" (96.8mm x 48.9mm x 
131.3mm), high impact molded plastic case. DIN/NEMA 
Standard 

• Weight: 15.2 oz (431 grams) max, ac powered 

12.0 oz (341 grams) max, dc powered. 
RELIABILITY 

• Burn In: 168 Hours at -f 50°C and Power ON/OFF Cy- 
cles. 

• Calibration: NBS Traceable 

• Recalibration: Recommended 15-Month Intervals 

• Warranty: 12 months 
CONNECTOR 

One 44 pin 0.1” (2.54mm) spacing card edge connector 
Viking 3VH22/1 JN5 or equivalent 
Optional: Order AC2630 





Figure 2. Rear Panel View 


ORDERING GUIDE 


THERMOCOUPLE TYPE* 

J \ 

K I 

T I 

E ( 

R I 
S / 

POWEROPTION* 

(1) 120Vac I 

(2) 240Vac > 

(3) -l-7.5Vdcto -(-I5Vdc ) 

ANALOG OUTPUT OPTION 

(A) Contains Analog Output 
(Blank) Does Not Contain Analog Output 
SERIAL OUTPUT OPTION 


(S) Contains Serial Output 

(Blank) Does Not Contain Serial Output 


AD205I /■■ / / 



•Only one option can be ordered. The thermocouple type docs not need to be specified 
when ordering the AD2051 since it is user programmable. 

Specifications subject to change without notice. 
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ANALOG Microprocessor Based Autoranging 
DEVICES RTD/Thermistor Meter 

AD2060/AD2061 


FEATURES 

Temperature Ranges: -328°Fto +1562^ 

-200Xto +850-0 

Autoranging: 0.1° from -199.9* to +199.9°; 1°^200° 
Sensor Selection (AD2060): RTD lOOfl Platinum 
a =0.00385, 0.00390, 0.00392 or 225211 Thermistor 
Universal Meter (AD2061) Sensor User Programmable 
Switch Selectable Sensor Configuration: 2, 3 or 4-wire 
7-Bit ASCII Character Serial Data Output 
Automatic Self-Calibration for Gain, Offset, Excitation 
and Sensor Linearization 
Optional Linearized Analog Voltage Output: 

1 mV/degree 

Optional Isolated 20mA ASCII Loop/TTL Serial Outputs 
APPLICATIONS 

Temperature Monitoring in Laboratory, Manufacturing 
and Quality Control Environments 
Process Control Temperature Measurements 
Remote Data Logging 


GENERAL DESCRIPTION 

The AD2060/AD2061 are high performance single channel 3‘/2 
digit RTD/Thermistor meters that can measure temperature s, , 
accurately between - 328°F and + 1562°F ( - 200°C and + 850°C). 
Both meters offer autoranging from 0. 1°C/F to 1°C/F. The 
AD2060 is supplied factory programmed for one of foul sensor 
types: lOOfl Platinum RTDs: a = 0.00385, 0.00390, 0.00392 or 
a 22520 Thermistor. The AD2061 is a universal meter in which . 
the user selects one of the four sensor types via switch program- 
ming. The microprocessor based AD2060/AD2061 provides 
gain, offset and excitation error correction, linearization and °C/ 
°F scaling in firmware. The AD2060/AD2061 display temperature 
information on large 0.56"(14.3mm) high LEDs. Digital infor- 
mation is provided in 7-bit standard ASCII character serial 



format with baud rate selection for easy interface to printers, 
terminals and otlier peripherals. For remote data acquisition 
applications, an optional isolated 2-wire 20mA ASCII serial 
loop/TTL compatible interface is available. For driving recorders 
or other analog instruments, an optional linearized analog voltage 
output of ImV/degree is available. Selection of °C or °F scaling 
is accessed by removing the front panel lens and setting the 
, ^selector switch to its proper position. 

Xhe AD206()/AD2061 can be ordered in one of the following 
power versions: 120V ac, 240V ac or +7.5V dc to + 28.0V dc. 
Input voltage protection of 180V peak (RTD short to ac line), 

’ conunon-mode voltage to 1400V peak (ac version) with overrange 
and open sensor detection is provided. These meters are rated 
for operation over the 0 to + 40°C temperature range. Each 
AD2060/AD2061 is burned-in for 168 hours @ 50°C with on/off 
; power cycles for increased reliability. The AD2060/AD2061 are 
supplied in rugged molded plastic cases that meet UL94V-0 and 
DIN/NEMA standard dimensions. 



Figure 1. AD2060&AD2061 Functional Block Diagram 
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(typical @ + 25°C and rated supply voltages unless otherwise specified) 


RTD INPUTS 

• RTD Types; ■ lOOH Platinum 

a = 0.00385 (Per DIN 43760) 
a = 0.00390 
a = 0.00392 

• Qjnfiguration: 2, 3 or 4 Wire 

• Excitation Current: 0.2SmA nominal 

• External Lead 

Resistance Effect; Automatically Compensated for 3 & 4 wire configurations 

• Lead Resistance; SOfl/Lead max; RTD + Lead Resistance must be less than 400fl 

• 3 Wire Error: 2.8°C7n of impedance imbalance 

• Open Sensor: DISPLAY + EEE 

• RTD Short to ac Line: Internal protection provided to 180V peak (130V rms) 

• Maximum Common-Mode Voltage: 1400V peak (ac or dc) between input and power 
line ground (ac version) 

• Common-Mode Rejection Ratio: lOOdB ac power to RTD input 

• Normal Mode Rejection; 60dB @ 50/60Hz 

THERMISTOR INPUTS 

• Thermistor Type: Series 400 R = 225211 

• Configuration; 2 Wire 

• Open Sensor: DISPLAY -EEE 

ACCURACY 

• Temperature Resolution: Autoranging (0.1° from — 199.9° to + 199.9°, 1°2:200*) 

• All Ranges Guaranteed Monotonic 

• Range Temperature Coefficient: 20ppm/°C typ, 30ppm/°C max 

• Readout Accuracy* @ -t- 25°C 

Sensor Range Accuracy 

lOOn RTD a = 0.00385 - 200°C to + 850°C ±0.3°C±1/2LSD 

-328°Fto + 1562°F ± 0.6°F ± 1/2LSD 

lOOn RTD a = 0.00392 - 200°C to + 640°C ±0.3°C± 1/2LSD 

- 328°F to + 1 184°F ± 0.6°F ± 1/2LSD 

100nRTDa = 0.00390 - 200°C to -I- 640°C i:0.3°Ci 1/2LSD 

-328°Fto + 1184°F ±0.6°F± 1/2LSD 

ThennistorR = 22520 - 30°C to -H00°C ± 0.4°C ± 1/2LSD 

-22°Fto+212°F ±0.8°F±1/2LSD 

‘Readout Accuracy: Includes Gain and Offset Errors. Recommended 
Recalibration Interval 15-MONTHS. 


ANALOG TO DIGITAL CONVERSION 

• Technique: Offset Dual Slope with Gain and Offset Error Correction 

• Rate: 2.5 Conversions/Second Typical 

• Input Integration Period: 100ms for 50/60Hz Noise Rejection 

POWER REQUIREMENTS (Choice of Three Supply Ranges) 

• ac: 90V ac to 132V ac @ 25mA (47Hz to 500Hz) 

198V ac to 264V ac @ 12.5mA (47Hz to 500Hz) 

• dc; -1-7. 5V to -I- 28V dc @ 200mA (Protected Against Supply Reversals) 

DISPLAY 

• Type; Seven Segment Orange LED 0.56' (14.3mm) high 

• Polarity Indication: “ -H ” or “ - ” displayed 

• Overrange Indication: ± EEE 

• Display Test; At Power Turn-On, 3 Second Display of “-f 188.8.” Tests all 
Segments of Display 

ENVIRONMENTAL 

• Rated Temperature Range; 0 to -f 40°C 

• Operating Temperature Range; - 10°C to + 50°C 

• Storage Temperature Range: -40°Cto -l-85°C 

• Relative Humidity: Meets MIL-STD-202E, Method 103B 
(0 to 90%, Noncondensing) 

DIMENSIONS 

• Case: 3.78' X 1.89” X 5.13" (96.8mm X 48.9mm X 131.3mm), rugged molded 
plastic case. Meets UL94V-0 and DIN/NEMA Standard dimensions 

• Weight: 15.2 oz (431 grams) max, ac powered 

12.0 oz (341 grams) max, dc powered. 

RELIABILITY 

, • MTBF: >55,000 hours calculated 

• Bum In: 168 Hours at -f50°C and Power ON/OFF Cycles. 

• Calibration: NBS Traceable 

• Recalibration: Recommended 15-Month Intervals 

• Warranty: 12 months 

CONNECTOR 

One 44 pin 0.1' (2.54mm) spacing card edge connector Viking 3VH22/1 JN5 or 
equivalent 

Optional: Order AC2630 


DIGITAL OUTPUTS 

• Character Serial ASCII 

Data: Eleven transmitted characters, (each 7 bits plus strobe) 

Drive C apability: 2TTL loads, CMOS/TTL compatible 

Strobe: Negative transition determines when character serial data is valid. CMOS/TTL 
compatible. 

Character Rate: Selectable on PI (Pin 32) 

Grounded: 25 characters/sec. (SLOW) 

Open: lOO chaiacters/sec. (FAST) 

• Isolated Serial Output (Optional) 

Data: Asynchronous ASCII 20mA current loop (Optically isolated to ± 600V peak) 
Baud Rate: Selectable on J1 (Pin 32) 

Grounded: 300 baud (SLOW) 

Open: 1200 baud (FAST) 

Distance: 10,000 ft. max 

• Nonisolated Serial Output (Optional) 

Data: Serial ASCII 

Drive Capability: 2TTL Loads, CMOS/TTL compatible 
Baud Rate: (same as Isolated Serial Output) 

• Overrange: ±EEE.E 

• Minimum Time Between New Data Update; 150ms 
DIGI TAL INPUTS 

• REQ: Low-Level Triggered: Must go low at any time other than during data 
transmission to be recognized. REQ line taken low during data transmission will 
not be acknowledged and the ASCII digital output transmission will not occur. 
Display readings are not effected by REQ. 

• SERIAL INPUT (Optional); Edge Triggered, Current On to Current Off; Must be 
triggered at any time other' than during data transmission to be recognized. Serial 
Input triggered during data transmission will not be acknowledged and the 20mA 
isolated/TTL compatible serial output transmission will not occur. Display readings 
are not effected by Serial Input. 

ANALOG OUTPUT (OPTIONAL) 

• Voltage; ImV/degree, linearized 

• Current: ± 2mA max drive 

• CMV: 1400V peak (ac or dc) between Analog Output Ground & ac Power Line 
Ground 

• Overrange: -I-2.048V, -0.512V 

• Accuracy: ± 2mV from Display Reading 



Figure 2. Rear Panel View 


ORDERING GUIDE 


SENSOR TYPE* 

(385) lOOn Platinum RTD a = 0.00385 j 
(390) lOOn Platinum RTD a = 0.00390 | ENTER 
(392) icon PUtinum RTD a = 0.00392 ) 

(2252) Thermistor R = 2252H 
POWER OPTION* 

(1) 120Vac ) 

(2) 240Vac | ENTER 

(3) -t-7.5Vdcto-l-28Vdc I 
ANALOG OUTPUT OPTION 

(A)Contains Analog Output 1 e},jti 

(Blank) Does Not Contain Analog Output ) 
SERIAL OUTPUT OPTION 
~(S) Contains Serial Output I gjqq-g] 

(Blank) Does Not Contain Serial Output ; 


.. ALL 
L/LL 

_l I T t 


‘Only one option can be ordered. The sensor type does not need to be spediied 
when ordering the AD206 1 since it is user progranunable. 


Specifications subject to change without notice. 
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Selection Guide 

Microcomputer Analog I/O Subsystems 


Analog Devices Real-Time Interface (RTI) products provide a 
direct memory-mapped interface between popular microcom- 
puters and analog input and output signals. Each RTI board 
is electrically and mechanically compatible with the bus it is 
designed to interface with. No additional interface logic or 
power are required for the board, which plugs directly into 
the microcomputer card cage. 

As the Selection Guide indicates, there are Input-only, Output- 
only, and— in most cases— Input/Output cards available for 
each bus type. Within each card family, there are optional 
features available to provide a close fit to the individual 
user’s application. 


For STD-bus users, there is a “smart” subsystem, the A/D-CPU 
Base Card and RTI-1271 Signal-Conditioning Cards. Included 
are sensor signal conditioning and on-board intelligence to 
perform scaling, linearization, and conversion to engineering 
units for up to 16 channels of low- or high-level analog input. 

The Selection Guide provides selection information in capsule 
form, permitting card types to be matched to desired features. 
Additional information and complete specifications are pro- 
vided on the individual card or family data sheets. 


FEATURE SELECTION CHART 


VMEbus 
MOTOROLA 
SIGNETICS 
MOSTEK 


MICROCOMPUTER BUS COMPATIBILITY 


lULTIBUS™(IEEE-796), 



Board Type Input 

Input/Output 

Output 
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1 
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Channel Capacity Input 
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Output Resolution 8 Bits 
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Additional Features 
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DC/DC Converter 
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Software PGA 
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Gains of 1 to lOOOV/V 
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4-20mA Output 
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Digital Output Drivers 











Direct Sensor Interface 
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Thermocouples, RTDs 
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17-7 
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17-9 
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NOTES 

^ RTI-1200, 1201 and 1202 I/O boards not listed, but still available. 
^This product includes sensor signal conditioning and on-board 
intelligence to perform scaling, linearization and conversion 
to engineering units. 

Shading indicates new product since publication 
of 1982—1983 Databook Update. 


MULTIBUS is a trademark of Intel Corporation. 
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Board Type Input 

Input/Output 

Output 


Channel Capacity Input 


Output 


Input Resolution 10 Bits 
12 Bits 


Output Resolution 8 Bits 
12 Bits 


Additional Features 
DC/DC Converter 
Software PGA 

Gains of 1,2,4, 8V/V 
Resistor PGA 

Gains of 1 to lOOOV/V 
4-20mA Output 
Digital Output Drivers 
Direct Sensor Interface 
Thermocouples, RTDs 


Volume 11 
Page 
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ANALOG 

DEVICES 


Low Cost 
VMEbus Compatible 
Analog I/O Boards 

RTI-600 Series 


FEATURES 

RTI-600 ANALOG INPUT BOARD 
32SE/16D Input Channels 
User Configurable Gains of 1 to 1000 
12-Bit A/D Resolution (AD574) 

RTI-602 ANALOG OUTPUT BOARD 
4 Analog Output Channels 
12-Bit D/A Resolution (AD7541) 

Optional 4-20mA Output 

GENERAL 
Low Cost 

Compatible with All VME Microcomputers 
Interfaces through Primary Connector (PI) 

Memory Mapped into VME Short I/O Address Space 
Single Eurocard Format (100 x160mm) 

Single -f-5V Power Requirement 
0 to -f-70°C Temperature Range 

GENERAL DESCRIPTION 

The RTI-600 Series products from Analog Devices are high 
performance analog input and output boards compatible with 
the VMEbus. They provide a cost effective and convenient 
means of interfacing your microcomputer to the real (i.e., 
analog) world. The boards feature 12-bit resolution, programmable 
gain for low-level signals, analog channel expansion, 4-20mA 
outputs, and on-board dc/dc converter. 

The series consists of an analog input board (RTI-600) and an 
analog output board (RTI-602); each of which interfaces to the 
VMEbus PI connector, as a block of contiguous address 
locations (memory mapped interface) in the VMEbus short I/O 
address space. 

The RTI-600 Analog Input Board provides data acquisition for 
16 single-ended or 8 differential channels with optional expansion 
to 32 single-ended or 16 differential. The instrumentation amplifier 
is user configurable for gains of 1 to 1000. Combining this with 
a sample-hold circuit and 12-bit A/D converter, the data acquisition 
section features ±0.01% accuracy, 12-bit resolution and conver- 
sion rates up to 25kHz. The RTI-602 Analog Output Board 
uses four, 12-bit D/A converters to provide independently pro- 
grammed voltage output channels. In addition, two channels 
can be configured for 4-20mA outputs by using optional voltage 
to current converters which install on the board. 



Analog signal connections are made using reliable socket and 
header connectors which enables flat ribbon cable to be combined 
with gas tight and corrosion resistant connectors. An optional 
screw termination panel is also offered for simple and convenient 
field wire connections. 

All boards are single height (100 x 160mm), require -I-5V power 
and have an operating temperature range of 0 to -I- 70°C. 

OPTIONAL SIGNAL CONDITIONING 

For low-level analog signal conditioning such as Sensor-based 
applications. Analog Devices 3B Series Signal Conditioning I/O 
Subsystem offers rail-mounted industrial hardened analog signal 
interface modules with a single channel format and high level 
analog output. Optional sensor signal conditioning, transformer 
isolation of ± 1500V, high common-mode and normal-mode 
noise rejection and 130V input protection makes the 3B series 
an ideal for analog input and output signal conditioning for the 
RTI-600 series. 

Whether you require sensor signal conditioning, analog I/O 
boards or both. Analog Devices is the source of the widest 
selection of solution for any measurement and control application 
control application. They are key elements in factory automation, 
process control, laboratory applications as well as OEM usages. 


Card Type 

Model No. 

INPUT 

Channel Capacity A/D 

STD OPT Gain Range Resolution 

OUTPUT 

D/A 4-20mA 

Channel Capacity Resolution (OPT) 

Analog Input 
Analog Output 

RTI-600 

RTI-602 

16SE/8D 32SE/16D 1-1000 12 Bits 

N/A ► 

4 12 Bits 2 



RTI-600/602 Function Chart 


This two-page data summary contains key speciflcations to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 


^COMPUTER ANALOG I/O SUBSYSTEMS VOL. II, 17-5 








(typical @ +25°C with nominal supply voltage unless otherwise noted) 


RTI-600 ANALOG INPUT CARD 
Number of Input Channels 

1 6 Single-Ended or 8 Differential (Jumper Selectable) 
Expandable to 32 Single-Ended or 1 6 Differential using 
two plug-in multiplexers (ADI Part #OA10) 

Input Overvoltage Protection' 

± 35V (Dielectrically Isolated) 

Input Impedance 

>io«n 

Input Current 

±50nA 

Analog Connector 

SO pin IDE 

A/D Input Ranges^ 

Oto-l-lOV, ±10V 

A/D Resolution 

12 Bits (4096 Counts) 

A/D Output Codes^ 

Binary, Offset Binary, Two’s Complement 

Instrumentation Amplifier Gain Ranges 

1 to lOOOV/V (Resistor Programmable Gain) 

Gain Equation 

A/D Conversion Time 

„ ,^20kn 

G=l-t--g — 

25|is ^ 

System Throughput^ 

25 .000 Channels/sec (G< 1 50) 

20.000 Channels/sec (150<G>300) 

11.000 Channels/sec (G = 1000) 

Common Mode Voltage (CMV) 

± lOV min 

Common Mode Rejection (CMR) 

78dB 

Linearity 

± 1/2LSB 

Differential Nonlinearity 

± ILSB 

Total System Errors 

±0.01% of FSR (G=ltol0) 

±0.05% of FSR (G=100) 

±0.1% of FSR (G=1000) 

Temperature Coefficient 


Gain 

±30ppmrCofFSR(G=l) 

Offset 

± 100ppm/°C FSR (G = 1000) 

±10ppm/°CFSR(G=l) 

± 100ppmrCofFSR(G= 1000) 

RTI-602 ANALOG OUTPUT CARD 
Number of Output Channels 

4 

D/A Resolution 

12 Bits (4096 Counts) 

D/A Input Codes^ 

Binary, Offset Binary 

Output Voltage Range^ 

OV to 4- 5V, OV to lOV, ± 5V, ± lOV @ 5mA 

Output Current Range^ 

4-20mA using 2 V/I converters 

(Optional-2 Channels Only) 

(ADI Part #OA08) 

Analog Connector 

26 pin IDE 

Nonlinearity 

± 1/2LSB 

Differential Nonlinearity 

± 1/2LSB 

Output Settling Time 

25p,s(to±l/2LSB) 

Gain Error (Adjustable to Zero) 

±0.01%ofFSR 

Offset Error (Adjustable to Zero) 
Temperature Coefficient 

±0.02% of FSR 

Gain 

±15ppm/°CofFSR 

Offset 

±25p,V/”C 

INTERFACE PARAMETERS 


Compatibility 

Meets all electrical and mechanical VMEbus specifications 

Implementation 

Address Selection 

Memory mapped I/O, compatible with all CPU types 

RTI-60O 

2 contiguous bytes in a 256 byte block. (Jumper selectable in 
the VMEbus short I/O space) 

RTI-602 

8 contiguous bytes in a 256 byte block (Jumper selectable in 
the VMEbus short I/O space) 

POWER REQUIREMENTS 


RTI-600 

-b 5V ± 5% @ 650mA typ, 700mA max 

RTI-602 

4- 5V ± 5% @ 550mA typ, 650mA max 
(on-board dc/dc converter generates an isolated 
± 1 5 V to power the data acquisition components.) 

TEMPERATURE 


Operating 

Oto 4-70°C 

Storage 

-55‘’Cto 4-85‘’C 

RELATIVE HUMIDITY 

Meets or exceeds MIL-STD 202 Method 103 


NOTES 

' Specified with power applied, ± 20V with power off. 

^User selectable with wire-wrap jumpers. 

^Does not include CPU latency time. Throughput = multiplexer 
+ amplifier settling time + A/D conversion time. 

^Solder in option, 16V to 30V loop power required. 

FSR = Full Scale Range. 

Specifications subject to change without notice. 
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ANALOG 

DEVICES 


MULTIBUS™ (IEEE-7g6) Compatible 
Analog Input/Output Boards 


RTI-711, 724, 732 


FEATURES 

Direct Plug-In Replacements With Industry 
Standard 711/724/732 Analog I/O Boards 
RTI-711 Input Board 
32SE/16D Input Channels 
Programmable Gain Amplifier 
12-Bit A/D Resolution 
RTI-724 Output Board 
4 Output Channels 
12-Bit D/A Resolution 
4-20mA Current Loop Outputs (Optional) 

RTI-732 Input/Output Board 
(Same as 711 and Includes) 

2 Output Channels 

12-Bit D/A Resolution 

4-20mA Current Loop Outputs (Optional) 

General 

Compatible With All MULTIBUS (IEEE-7g6) 
Microcomputers 

Memory-Mapped I/O Operation Over 24-Bit Address 
Range 

Operates Under Intel's RMX-8() Real-Time 
Multitasking Exec 
Single -fEV Power Requirement 


GENERAL DESCRIPTION 

Analog Devices RTI-711, RTI-724, and RTI-732 are complete, 
single board analog input/output subsystems that interface with 
any MULTIBUS (IEEE-796) compatible microcomputer. These 
boards provide measurement and control capability to a wide 
range of data acquisition and voltage actuated applications. 

The series is comprised of an input only board (RTI-711), an 
output only board (RTI-724) and a combination I/O board 
(RTI-732); each of which interfaces to the microcomputer as a 



block of address locations (memory mapped interface). All data 
bus, control bus and address bus connections to the microcomputer 
are made by simply plugging the board into the computer card 
cage. 

All boards are direct replacements for industry’s standard 711/ 
724/732 analog I/O boards. In addition. Analog Devices boards 
offer extended memory-mapped addressing over the entire 24- 
bit address range. This extended memory permits direct 
compatibility to SBC-80, SBC-86, SBC-88, or any other 8- or 
16-bit microcomputer that requires address capability up to 
16M byte. In addition, the RTI-711, 724, 732 boards are 
designed to operate under Intel’s RMX-80 analog software 
drivers. 

A compatible signal conditioning subsystem (3B Series) is also 
offered by Analog Devices which provides signal conditioning 
necessary for direct connections to thermocouples, RTDs and 
strain gages. 




INPUT 

OUTPUT 



Channel Capacity 

Gain 

A/D 

Channel 

D/A 

4-20mA 

Model 

Board Type 

Standard 

Optional 

Range 

Resolution 

Capacity 

Resolution 

Output 

RTI-711 

Analog Input 

16SE/8D 

32SE/16D 

1,2, 4, 8 

12 Bits 


—N/A 

► 

RTI-732 

Analog Input/Output 

16SE/8D 

32SE/16D 

1,2, 4, 8 

12 Bits 

2 

12 Bits 

2 

RTI-732-V 

Analog Input/Output 

16SE/8D 

32SE/16D 

1,2, 4, 8 

12 Bits 

2 

12 Bits 

- 

RTI-724 

Analog Output 


N/A 

► 

4 

12 Bits 

4 

RTI-724-V 

Analog Output 


N/A 


4 

12 Bits 

_ 


RTI-71 1/724/732 Functional Chart 
MULTIBUS RMX-80 is a trademark of Intel Corporation. 


This two-page data summary contains key specifications to speed your selec- 
tion of the proper solution for your application . Additional information on this 
product can be obtained from your local sales office. 
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SPECIFICATIONS 


(typical @ 25°C with nominal supply voltage unless otherwise noted) 


ANALOG INPUT (RTI-?!!, 732) 
Number of Input Channels 


Input Overvoltage Protection* 

Input Impedance 
Input Bias Current 
Analog Connector 
A/D Input Voltage Ranges^ 

A/D Resolution 
A/D Output Codes^ 

Instrumentation Amplifier Gain Ranges 
A/D Conversion Speed 
System Accuracy^ 

System T emperature Coefficient 

Common Mode Rejection (CMR) 
Common Mode Voltage (CMV) 

System Throughput^ 

Sample Rate (Single Channel) 
Channel to Channel Rate 
External Trigger 
Pacer Clock 


16 Single-Ended or 8 Differential 
(Jumper Selectable) 

Expandable to 32 Single-Ended or 16 
Differential Using Two Plug-In 
Multiplexers (ADI P/N OAIO) 

± 35 V (Dielectrically Isolated) 

>10*fl 

±50nA 

50 pin (Mating Connector 3M #3415-000) 

0 to + 5V, 0 to + lOV, ± 5V, ± lOV 
12 Bits (4096 Counts) 

Binary, Offset Binary, Two’s Complement 
1, 2, 4, 8 (Software Programmable) 

40kHz 

0.05% FSR ± 1/2LSB (Gain = 1) 

0.07% FSR ± 1/2LSB (Gain = 2,4,8) 
0.0025% FSR/°C (Gain = 1) 

0.0030% FSR/°C (Gain = 2,4,8) 

60dB (Differential Input) 

± 10.24V (Signal Plus Common Mode) 

33.000 Channels/sec 

25.000 Channels/sec 

TTL Compatible, 1 .5ns (min) Pulse Width 
Crystal Controlled Accuracy 0.05% 

Divider Range of ms where n = OtolO 


ANALOG OUTPUT (RTI.724, 732) 
Number of Output Channels 

D/A Resolution 
D/A Input Codes^ 

Output Voltage Ranges^ 

Output Current Range (RTI-724, 732) 
Output Connector 
Slew Rate 
Accuracy^ 

T emperature Coefficient 

INTERFACE PARAMETERS 
Compatibility 

Implementation 

Addressing 


POWER REQUIREMENT 
RTI-711 
RTI-724 
RTI-732 

TEMPERATURE RANGE 
Operating 
Storage 

RELATIVE HUMIDITY 


4 (RTI-724) 

2 (RTI-732) 

12 Bits 

Binary, Offset Binary, Two’s Complement 
Oto +5V,0to +10V, ±5V, ±10V@±5mA 
4-20mA 

50 Pin (Mating Connector 3M #3415-000) 
lOV/ns 

0.05% FSR ±1/2LSB 
± 50ppm of FSR/°C 

Meets all Electrical and Mechanical 
MULTIBUS (IEEE-796) Specifications 
Memory Mapped I/O Compatible With all 
CPUs 

Reserved a Block of Contiguous Memory 
Locations Relative to a Jumper Selectable 
Memory Base Address ' 

+ 5V±5%0.8A 
+ 5V ±5%0.6A 
+ 5V±5%1.2A 


0to-f-70°C 
-55^ to +85°C 

Meets or Exceed MIL-STD- 202 Method 103 


NOTES 

* Specified with power applied, ± 20 V with power off. 

^User selectable with wire-wrap jumpers. 

^Includes 3 sigma noise, linearity, offset gain and dynamic response errors. 
^Assuming 8MHz CPU clock includes time requir^ to transfer data from RTI to 
system memory. 

Specifications subject to change without notice. 
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ANALOG 

DEVICES 


Low Cost, STD Bus 
Compatible Analog I/O Subsystems 


RTI-1225/1226 


FEATURES 

RTI-1225 ANALOG INPUT/OUTPUT CARD 
16 Single-Ended/8 Differential Input Channels 
2 Output Channels 
10-Bit A/D and 8-Bit D/A Resolution 

RTI-1226 ANALOG INPUT CARD 
16 Single-Ended/8 Differential Input Channels 
10-Bit A/D Resolution 

GENERAL 
Low Cost 

Single -f 5V Power Requirement 
Memory Mapped or I/O Selectable 
Compatible with A!l STD CPU Cards 


. -rt IRE 



SERIES DESCRIPTION 

Analog Devices’ RTI-1225 series products handle analog inputs 
and outputs for STD Bus microcomputer systems. These 
subsystems provide a cost effective solution to interfacing with 
the analog world by minimizing the hardware development time 
and providing low function cost. 

The RTI-1225 combines both analog input and output functions 
on a single card, thus reducing components count. This design 
provides data acquisition of analog signals from 8 differential or 
16 single-ended, jumper-selectable voltage inputs and 2 indepen- 
dent voltage outputs. Also included is a differential amplifier, a 
sample and hold circuit and a 10-bit A/D converter (AD571). 
Throughputs of 25,000 channels per second are achievable. The 
analog output section consists of two 8-bit D/A converters. Each 
channel has a user selectable output range of 0 to -I- lOV, ±5V 
and ± lOV. 


The RTI-1226 Analog Input Card provides the same analog 
functions as the RTI-1225, but does not include the two 
channels of 8-bit analog output. An ideal choice when only 
analog inputs are required, this card can be configured for 0 to 
-f lOV, ± 5V and ± lOV input ranges. 

Reliable analog connections are made using 3M’s “Scotchflex” 
socket and header connectors which enable a flat ribbon cable to 
be combined with gas tight and corrosion resistant connectors. 
An optional screw termination panel is also offered for simple 
and convenient field wire connections. 

The RTI-1225 series cards come complete with their own dc/dc 
converters, allowing the cards to operate directly from the 
microcomputers + 5V supply. Configured as a block of contiguous 
memory locations (memory mapped interface), these products 
simplify the task of interfacing STD Bus microcomputers to the 
real world. 




INPUT 

OUTPUT 

Card Type 

Model No. 

Channel 

Capacity 

A/D 

Resolution 

Channel 

Capacity 

D/A 

Resolution 

Analog Input/ 
Output 

RTI-1225 

16SE/8D 

10 Bits 

2 

8 Bits 

Analog Input 

RTI-1226 

16SE/8D 

10 Bits 

N/A ► 


RTI- 1225/1226 Function Chart 


This two-page data summary contains key specifications to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 
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SPECIFICATIONS 


(typical @ 25°C with nominal supply voKage unless otherwise noted) 


INPUT 

Number of Output Channels 

1 6 Single-Ended or 8 Differential (Jumper Selectable) 

Input Overvoltage Protection' 

± 35V (Dielectrically Isolated) 

Input Impedance 

>io*n 

Input Current 

±50nA 

Input Voltage Ranges^ 

OVto + lOV, ±5V, ±10V 

Input/Output Connector 

3M #3493, 34 pin 

A/D Resolution 

1 0 Bits ( 1 024 Counts) 

A/D Output Codes^ 

Binary, Offset Binary , Two’s Complement 

Instrumentation Amplifier Gain Range 

IV/V 

A/D Con version Time 

25p.s 

System Throughput 

25,000 channelS/sec 

Common Mode Voltage (CMV) 

± lOV min 

Common Mode Rejection (CMR) 

60dB 

Linearity 

± 1/2LSB 

Differential Nonlinearity 

Total System Error 

± 1/2LSB 

(Adjustable to Zero) 

T emperature Coefficient 

±0.1%ofFSR 

Gain 

. ± 50ppm/°C of FSR (Full Scale Range) 

Offset 

± 25ppm/°C of FSR 

OUTPUT (RTI-1225 Only) 

Number of Output Channels 

2 

D/A Resolution 

8 Bits (256 Counts) 

D/A Input Codes^ 

Binary, OffsetBinary,Two’sComplement 

Output Voltage Ranges 

OV to + lOV, ± 5V, ± lOV @ 5mA 

Output Settling Time 

25p.s(to + 1/2LSB) 

Nonlinearity 

± 1/2LSB 

Differential Nonlinearity 

± 1/2LSB 

Total Error (Adjustable to Zero) 
Temperature Coefficient 

±0.4% 

Gain 

± 50ppm/°C of FSR 

Offset 

±30ttV/°C 

INTERFACE PARAMETERS 


Compatibility 

Meets all Electrical and Mechanical STD Bus Specifications 

Implementation 

Memory Mapped I/O Compatible with All CPU Types 

Port Mapped I/O Compatible with 8080, 8085, 8086 and Z-80 
FamilyofCPUs. 

Address Selection 

5 Contiguous Bytes in a 16 Byte Block. (Jumper Selectable 
in Any One of 256 Locations in 64K of Memory Space.) 

Port Selection 

5 Contiguous Ports in a 16 Port Block. (Jumper Selectable 
on Any 1 6 Port Boundary in Either an 8-Bit orl6-BitPortImage.) 

Expansion Options 

MEMEX and lOEXP Fully Supported with Jumper 

Selectable Enable High, Enable Low and Ignore Expansion Options. 

POWER REQUIREMENT 

+ 5V±5%@750mA 

(On-Board dc/dc Converter Generates An Isolated ± 1 5 V to 

Power the Data Acquisition Components) 

TEMPERATURE 


Operating 

Oto +70^ 

Storage 

-55°Cto +85^ 

RELATIVE HUMIDITY 

Meets or Exceeds MIL-STD 202 Method 103 


NOTES 

' Specification with power applied, ± 20V vnth power off. 
^Uscr selectable with wire-wrap jumpers. 

Specifications subject to change without notice. 


ORDERING GUIDE 


ADI Model No. Description 

Cards 

RTI-1225 Analog Input/Output Card 

Mating Connectors 

AC 1562 34-pin flat cable connector 

with 3' color coded cable 
Analog Input/Output 
Analog Input 

Screw Termination Panel 

AC 1585-3 Screw terminal for field wiring. 

User’s Manual* 

AC1564 User’s Manual for RTI-1225/1226 


Used On 


RTI-1225 

RTI-1226 

RTI-1225/1226 


*A user’s manual is furnished with each shipment. Additional copies are available under this part number. 
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ANALOG 

DEVICES 


Micromodule Motorola Compatible 
Analog I/O Subsystems 


MODELS RTI-1230, 1231, 1232 


FEATURES 

Complete Analog I/O Systems for OEM Applications 
Motorola Micromodule and EXORcisor Compatible 
Memory Mapped I/O Interface 
Convenient Address and Features Selection 
12-Bit ADC 

Direct Operation from ±12V, +5V Bus Power 
Analog Input Subsystem RTI-1230 
Up to 32 Input Channels 
Each Input Channel Protected to Vcc +20 Volts 
Software or Resistor Programmable Gain 
Software Controlled EOC Interrupt 
Auto Scan Capability 
0-20mA Current Loop Input 
Analog Combination I/O Subsystem RTI-1231 
Same Analog Input Features Plus: 

Two 12-Bit D/A Converters 
4 Quadrant Multiplication 
On-Board or External Reference Capability 
Analog Output Subsystem RTI-1232 

Four Independent 12-Bit Analog Outputs 
Four Software Controlled, High Current Logic Driver 
Outputs 

Optional 4-20mA Current Loop Converter Outputs 
DAC and Logic Driver Reset 
Remote Load Sensing 

SERIES DESCRIPTION 

The RTI-1230 series are complete 12-bit analog I/O sub- 
systems which are electrically and mechanically compatible 
with the Motorola EXORcisor Development System and Micro- 
module single board microcomputer. The series is comprised 
of an input only board (RTI-1230), an output only board 
(RTI-1232), and a combination I/O board (RTI-1231); each 
of which interfaces to the microcomputer as a block of 16 
address locations (memory mapped interface). All data bus, 
control bus and address bus connections to the microcomputer 
are made by simply plugging the board into the computer card 
cage. The analog signals connect at the opposite board edge 
from the digital bus connector. 

Many additional features and options reduce both the hard- 
ware and the software effort required to interface analog sig- 
nals to the microcomputer, freeing the designer to spend more 
time and effort on his particular application. 

RTI-1230 ANALOG INPUT SUBSYSTEM 
The basic function of the RTI-1230 input subsystem is to 
digitize analog signals and transfer the converted digital data 
to the microcomputer. The design includes protected input 
multiplexers, either a resistor-programmable-gain or a software 
programmable-gain instrumentation amplifier, a sample and 
hold amplifier, a 12-bit analog to digital (A/D) converter 
(RTI-1230-R and RTI-1230-S) and the associated digital 
interface logic. 



RTM231 COMBINATION ANALOG I/O 
SUBSYSTEM 

The RTI-1231 provides the same analog input functions as the 
RTI-1230 p/ws two channels of high resolution, 12-bit analog 
voltage output. The 12-bit digital to analog converters are 
capable of full 4 quadrant multiplication. Four output voltage 
ranges can be jumper selected independently for each output 
channel, by using the on-board references. 

RTI-1232 ANALOG OUTPUT SUBSYSTEM 
The RTI-1232 output subsystem provides 4 channels of 12-bit 
analog output and 4 high current, digital logic driver outputs. 
The four digital outputs are software controlled, open collector 
drivers capable of sinking 300mA and sustaining voltages up to 
■h 30V. They can be used to provide “ON/OFF” system functions 
for driving relays, solenoids, and valve control. 

The DAC’s used are 4 quadrant multiplying 12-bit DAC’s. 

Each DAC input code and output range are jumper selectable. 

The analog output channels can also be ordered with optional 
4-20mA current loop outputs ideal for use in process and in- 
dustrial control applications. These high compliance voltage to 
current (V/I) converter modules (P/N 0A08) meet all the re- 
quirements of ISA-S50.1 compatibility of signal for Type 3, 
Class L, nonisolated 4-20mA current loop transmitters. 


This two-page data summary contains key specifications to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 
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SPECinCATIONS 


(typical @ +25®C and +5V, ±15V unless otherwise noted) 


ANALOG INPUT 

Model Numbers - Input Boards; 

Combo I/O Boards: 

Input Channels: Basic Board 

with On-Board Expansion 
with Off-Board Expansion 
Input Range at Card Edge 
Current Loop Inputs 
Input Protection 
Switching Characteristics 

Instrumentation Amplifier Gain 


RTI-1230-R 
RTI-1231-R 
16 SE, 16 PD, 8 Diff. 

32 SE. 32 PD, 16 Diff. 
256 Total 

lOmV F.S. to ±10V F.S. 
Resistor Selectable 
±(Vcc +20V) 
Break-Before-Make 
Resistor Programmable 


RTI-1230-S 

RTI-1231-S 


0.625V F.S. to ±10V F.S. 


Software Programmable 


Gain Range 


IV/V to lOOOV/V 

1.2,4, 8V/V 





CMV Range 


±10V min 

• 





CMRR (dc to 500Hz) 


78dB min 

• 





Input Settling Time (G = 1) 


15ps max 

lOpLS max 





Input Impedance 


>io*n 

• 





Input Bias Current 


±50nA 

±5nA max 





0 to +70 C 


±70nA max 

±50nA max 





ADC Resolution 


12 Bits 

12 Bits 





Conversion Time 


25ps max 

• 





Throughput Rate 


40K Channels/sec 

• 





ADC Input Ranges 


±5V, ±5. 12V, +10V, ±10.24V 







+2.5V, +5V, +10V, +10.24V • 





ADC Output Codes 


BIN.OBN, 2SC 

• 





Nonlinearity Error 


±1/2LSB typ (+1LSB max) 

• 





Offset Error 


Adj. to Zero 

• 





Offset TC (RTl) 


(i,^)^v/“c 

ISO/iV/'^C 





Gain Error 


Adj. to Zero 

* 





Gain TC (RTl) 


±25ppm of RDG./°C 

• 





Noise Error (G = 1) 


±1/4LSB max 

• 





Overall Error (G = 1) ' 


tlLSB max 

• 





Overall Error 


±lLSBatG= 100 

±1.5LSB aiG = 8 





ANALOG OUTPUT 


POWER REQUIREMENTS 





Model Numbers - 



without dc-dc Option 

Input Boards 

Output Boards 

Combo Boards 

0A08(2 

Combo 1/0 Boards; 

RT1-1231-R, S 


±15V/±3% 

30mA 

50mA 

50mA 

10mA 

Output Boards; 


RTM232 

-15V/±3% 

30mA 

40mA 

45mA 

2mA 

Output Channels 

2 

4 

+5V/±5% 

700mA 

350mA 

900mA 

0mA 

DAC Resolution 

12 Bit 

• 

With dc-dc Option 





Nonlinearity Error 

±0.05% FSR 

« 

+SV/±5% 

1100mA 

950mA 

_ 

- 

Settling Time for a 20V Step 

lOps max 

• 







±5V. ±10V, +5V, +10V 
5mA @ lOV 
Adj. to Zero 
±25 mV/°C 
Adj. to Zero 
±25ppm/'’C 
-lOV to +10V 
lOkn Each DAC 
BIN.OBN, 2SC 
Double Buffered 
Each DAC 


Output Ranges 
Output Current 
Offset Error 
Offset TC 
Gain Error 
Gain TC 

External Reference Range 
Input Impedance 
DAC Input Codes 
DAC Updating 
Load Sensing 

CURRENT LOOP OUTPUTS (RTI-1232) (Option P/N 0A08) 


Type 
Number 

Output Current Range 
Supply Voltage Range 
Load Resistance Range 
Offset TC 
Gain TC 
Nonlinearity 
Settling Time 

DIGITAL OUTPUTS (RTI-1232) 

Type 
Number 
Current Range 
Supply Voltage Range 
MECHANICAL 
Size 

Weight 

TEMPERATURE RANGE 
Operating 0 to +70°C 
Storage 
NOTES 

*Same specifications as for RTI-1231-R. 
Specifications subject to change without notice. 


ISA-S50,1. Type 3, Class L 
One per DAC 
4-20mA (Nonisolated) 

+ 15Vto+30V 
on to 475n 
±0.4/jA/°C 
±30ppm/°C 
±1/2LSB 

50ns max to 0.05% 

Open Collector Peripheral Driver 
4(Independently Controlled) 
300mA max Sink Current at O.IV 
30V max at the Collectors 


9.75 X 6.00 X 0.6 

(247.6mm x 156.2mrn x 15.2mm) 

14 oz (500gm) 

0 to +70°C 
-25°C to +85°C 


MODEL 

NUMBER 

RTI-1230-R 

RT1-1230-S 

RTI-1231-R 

RT1-1231S 

RTI-1232 

ACCESSORIES 

0A08 

0A09 

0A10 

CONNECTORS 

AC1556 

AC1557 

AC1559 


ORDERING GUIDE 


DESCRIPTION 


Input Board with 12 Bit A/D and 

Resistor Programmable Gain Amplifier 

Input Board with Software PGA 

I/O Board with Resistor Programmable 

Gain Amplifier 

I/O Board with Software PGA 

Output Board with 4 DAC's 


4-20mA V/l Module 
DC-DC Converter 
Multiplexer Expansion Kit 


20 Pin, Card Edge* 
50 Pin, Card Edge* 
26 Pin, Card Edge* 


*ALL CONNECTORS HAVE 3' OF COLOR CODED CABLE 
ATTACHED 
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ANALOG 

DEVICES 


TM990 Compatible 
Analog I/O Boards 


RTI-1240 Series 


FEATURES 
RTI-1240 Input Board 
32SE/16D Input Channels 
Programmable Gain Amplifier 
12-Bit A/D Resolution 
RTI-1241 Input/Output Board 
(Same as RTI-1240 and Includes) 

2 Output Channels 

12-Bit D/A Resolution 

4-20mA Current Loop Outputs (optional) 

RTI-1242, 1243 Output Boards 
4 or 8 Output Channels 
12-Bit D/A Resolution 
8 Logic Drivers 

GENERAL 

Compatible to all TM990 Microcomputers 
Selectable 64K, 1M or 16M Address Space 
Single -I- 5V Power Requirement (Optional) 

GENERAL DESCRIPTION 

Analog Devices RTI-1240 Series are complete, 12-bit resolution, 
analog input, output and combination input/output subsystems 
that interface to any Texas Instruments TM990 Microcomputer 
Module. These boards provide analog measurement and control 
capability in a wide range of data acquisition and voltage 
actuated applications. These products simplify the task of 
interfacing a digital microcomputer to the analog world and 
incorporate design techniques which maximize the performance. 

The series is comprised of an input board (RTI-1240), a 
combination input/output board (RTI-1241) and two output 
boards (^lTI-1242, 1243); each of which interfaces to the 
TM990 microcomputer as a block of contiguous address 
locations (memory mapped interface). Tke boards are electrically 
and mechanically compatible to any TM990 microcomputer. 



The RTI-1240 Series boards provide a cost effective solution to 
interfacing to the real world and feature 12-bit resolution, 
programmable gain for low level signals, analog channel 
expansion, 4-20mA output, high current logic driver outputs 
and on-board power supplies. 

APPLICATIONS 

In a typical application- there are several transducers which 
convert real world variables such as temperature, pressure, and 
flow into changing electrical units such as voltage, current and 
resistance. The analog input board allows the microcomputer to 
measure these varying signals. The computer collects and 
digitally processes the data and makes decisions based on these 
measurements according to programs stored in memory. The 
analog output board receives a digital word from the microcom- 
puter and converts it into an analog signal that can be used to 
drive chart recorders, proportional valves, positioners, and 
motors. 


Model Board Type 

INPUT 

OUTPUT 

Channel Capacity Gain Range A/D 

Standard Optional -S -R Resolution 

Channel D/A 4-20mA 

Capacity Resolution Output , 

RTI- 1240 Analog Input 

RTI-1241 Analog Input/Output 

RTI-1242 Analog Output 

RTI- 1243 Analog Output 

16SE/8D 32SE/16D 1,2, 4, 8 1-1000 12 Bits 

16SE/8D 32SE/16D 1, 2,4,8 1-1000 12Bits 





RTl- 1240 Series Functional Chart 


This two-page data summary contains key speciflcations to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 
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SPECIFICATIONS 


(typical @ +25°C and nominal supply voltage) 


ANALOG INPUT (RTI-1240, RTI-1241) 
Input Channels' 


Input Overvoltage Protection 
Input Impedance 
Input Bias Current 
Input Connector 
A/D Input Voltage Ranges' 


A/D Resolution 
A/D Output Codes* 


1 6-SingIe Ended or 8 Differential 

Expandable to 32-Single Ended or 16 Differential Using 

two plug-in multiplexers (ADI P/N OAIO) 

± 35 V (Dielectrically Isolated) 

> 10*11 
± 50nA max 

50 pin (Mating Connector 3M#3415-000) 

0 to -t-lOV.O to -f 10.24V 
±5V, ± 5.12V, ±10V, ±10. 12V 
0 to + 5 V, 0 to -t- lOV, 0 to 4- 10. 12V 
12 Bits (4096 Counts) 

Binary, Offset Binary, Two’s Complement 



RTI-1240-R, RTI-1241-R 

RTI-1240-S,RTI-1241-S 

Instrumentation Amplifier Gain Range 

1 to lOOOV/V Resistor Programmable 

1 , 2, 4, 8 V/V Software Programmable 

System Accuracy 

± 0.025% FSR max (Gain = 1) 

± 0.05% FSR max (G = 200) 

±0.025% FSR max (Gain = 1,2,4, 8) 

System Temperature Coefficient 

*(l+f)„v/-c 


Offset Error (RTI) 

±30fj.V/'’C 

Gain Error 

± 25ppm of Reading/°C 

± 20ppm of Reading/°C 

Common Mode Rejection (CMR) 

76dB min 

★ 

Common Mode Voltage (CMV) 

System Throughput^ 

± 10.24V (Signal Plus Common Mode) 

★ 

Single Channel Rate 

33,000 Conversions/sec 

★ 

Channel to Channel Rate 

25 ,000 Channels/sec 

* 

A/D Conversion Speed 

40kHz 

* 

External Trigger 

TTL Compatible, 1 .5p.s (min) Pulse Width 

• * 

ANALOG OUTPUT (RTI- 1 24 1 , RTI- 1 242 , RTI- 1 243) 


Number of Output Channels 

2 (RTI-1241) 

4 (RTI- 1242) 

8 (RTI- 1243) 


D/A Resolution 

12-Bits 


D/A Input Codes' 

Binary, Offset Binary, Two’s Complement 


Output Voltage Ranges' 

Oto -M0V,0to 4- lOV, ±5V, ± 10V@ ±5mA 


Output Current Range^ 

4-20mA Using V/I Converter (P/N OA08) 


(Optional 2 Channel on RTI- 1 24 1 Only) 
Nonlinearity 

±0.01% max 


Differential Nonlinearity 

<1LSB 


Gain Error (adjustable to zero) 

± 0.01% of FSR (Full Scale Range) 


Offset Error (adjustable to zero) 
Temperature Coefficient 

±0.02% of FSR 


Gain 

± 30ppm of FSH/X 


Offset 

±25fxWC , 


Output Connector 

50 pin (Mating Connector 3M #3415-000) 


INTERFACE PARAMETERS 
Compatibility 

Meets all T M990 Module Mechanical and 
Electrical Specifications 


Addressing 

Memory Mapped I/O Module(64K, IM or 16M byte address space) orparallel I/O 

Implementation 

Reserves a Block of Contiguous Memory or Parallel I/O Locations Relative to 


a jumper selectable base address. 


Power Requirements 



Using OA09 

4-5V ±5%@L6A 



External Power + 5 V ± 5% @ 1 . 1 A 


+ 15V ±3%@50mA 

- 15V ± 3% @ 40mA (RTI-1240) 

- 15V ± 3% @ 80mA (RTI-1241, RTI- 1242) 

- 15V ±3% @ 150mA (RTI-1243) 


TEMPERATURE 


Operating 

0 to 4- 70°C 

Storage 

-55°Cto4-85°C 


NOTES 2 j[jj effective throughput rate is determined by software data handling routine, processor type and gain setting. 

*SpecificationssameasRTI-1240-R,RTI-1241-R. ’V/I converter requires + 16V to + 30V loop power. 

' User selectable with wire-wrap jumpers. Specifications subject to change without notice. 
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ANALOG 

DEVICES 


DEC LSM1 LSI-11/2 and LSI-11/23 
Compatible Analog I/O Subsystems 

MODELS RTI-1250, 1251, 1252 


FEATURES 

Complete Analog I/O Subsystems 

Digital Equip. Corp. 16-Bit LSI-11/2 and 11/23 Compatibility 

Memory Mapped I/O Interface 

12-Bit Resolution and Accuracy 

Single +5V Power Requirement 

4-20mA Current Loop I/O Capability 

Convenient Wire Wrap Feature Selection 

RTI-1250 Analog Input Subsystem 

16 Input Channels — Expandable On-Board to 32 Channels 
Input Overvoltage Protection to ±35 Volts 
Resistor or Software Programmable Gain Amplifier 
Software Control of Interrupt, Channel Scanning and 
External Trigger 

RTI-1251 Analog I/O Subsystem 

16 Input Channels and 2 12-Bit Analog Output Channels 
Four Quadrant Multiplying DAC's 
On-Board Reference 
RTI-1252 Analog Output Subsystem 
2- or 4-, 12-Bit Analog Output Channels 
Field Expandable from 2 to 4 DAC Outputs 
4 High Current Digital Logic Drivers 
Optional 4-20mA Current Loop Outputs 
Selectable DAC and Logic Driver Reset 
SERIES DESCRIPTION 

The RTI-1250 Series products are complete, 12-bit resolution, 
analog I/O subsystems which are electrically and mechanically 
compatible with the Digital Equipment Corp. LSI-1 1, LSl-11/2, 
and LSI-11/23 single board microcomputers. The series is com- 
prised of an input only board, an output only board, and a 
combination I/O board; each of which interfaces to the micro- 
computer as a block of 4 address locations (memory mapped 
interface). All bus connections to the microcomputer are made 
by simply plugging the board into the computer card cage. The 
analog signals connect at the opposite board edge from the 
digital bus connector. 

Many additional capabilities, features and options are included 
to reduce both the hardware and software effort required to 
interface analog signals to the microcomputer. 

RTI-1250 ANALOG INPUT SUBSYSTEM 

The basic function of the RTI-1250 is to convert analog signals 
into a digital format and to present this digital data to the 
microcomputer. The design includes a protected input multi- 
plexer for switching up to 32 single-ended inputs, either a soft- 
ware or resistor programmable gain instrumentation amplifier, 
a sample and hold amplifier, a 12-bit A/D converter and the 
associated digital interface logic. 



INPUT MULTIPLEXER 

The RTI-1250 is available with up to 32 single-ended/16 dif- 
ferential protected input channels on board. The multiplexer 
(MUX) channel can be randomly selected by writing to the 
MUX ADDRESS BYTE in the memory map. Also, in the 
AUTO MUX INC mode the MUX can be automatically incre- 
mented to the next channel following the receipt of a convert 
command. This auto increment feature is enabled by a soft- 
ware command which allows sequential scanning and random 
channel addressing to be mixed under software control. 
INSTRUMENTATION AMPLIFIER/SAMPLE AND 
HOLD AMPLIFIER 

The RTI-1250 is available with two types of instrumentation 
amplifiers (I A) which provide 12-bit compatible CMRR and 
CMV specifications. The software-programmable-gain (1-2-4- 
8) lA provides dynamic range expansion through subranging 
as well as the flexibility of using different gains for each input 
channel to accommodate different signal levels. The resistor- 
programmable gain lA may be used for input ranges from 
lOmV F.S. to ±10V F.S. 


The sample and hold amplifier (SHA) allows sampling of high 
slew rate signals and is automatically switched to the hold 
mode upon receipt of a convert command. The RTI-1250 also 
has a built-in provision which delays the convert command to 
allow th? input section to fully settle following a gain change 
or channel change. For very high gain applications, the convert 
command delay can be increased either through software or by 
addition of a single resistor. 



This two-page data summary contains key speciflcations to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 
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(typical @ +25° C and nominal supply voltages unless otherwise noted) 


ANALOG INPUT 
Model Numbers 
Input Channels 
Basic Board 
Expansion On-Board 
FS Input Rangc^ 

Current Loop Inputs^ 
Input Protection 
Mux Switching 
Input Impedance 
Input Bias Current 
0 to +70°C 

Instrumentation Amplifier 
Gain Range 
CMV Range 
CMRR (dc-500Hz) 

Input Settling Time* 

ADC Input Ranges 
Resolution 
Conversion Time 
Throughput Rate* 

Output Codcs^ 
Nonlinearity Error 
Offset Error* 

Gain Error* 

Offset TC 

Gain TC 
Noise Error* 

Overall Error @ G = 1* 
SHA Aperture Delay 
SHA Aperture Width 
SHA Aperture Uncertainty 


< 

RT1-1250-R 


INPUT ONLY BOARDS 


RTI-1250-S 


COMBINATION 
I/O BOARDS 

RTI-1251 


16 SE, 16 PD, 8 Diff.' 

32 SE, 32 PD. 16 Diff.* 

±10mVFS to ilOVFS 

0 to 50mA, 0-20mA, etc. 

±(Vcc +20V) 

Break-Beforc-Make 

>io®n 

±50nA max 
±70nA 

Resistor Programmable Gain 

1 to lOOOV/V 
llOVmin 
76dB min 

20/is max (G = 1) 

±2.5V, ±5V, ±10V. 0 to lOV, 0 to 5V 
12 Bits 
25/is max 

30,000 Channcl/sec. 

Binary, Offset Binary, Two’s Complement 
±l/2LSB typ (±1LSB max) 

Adj. to Zero 
Adj. to Zero- 
■(,' + ^)/^V/°C(RTl) 

±20ppm of rdg./°C(RTl) 

±1/4LSB max 

ilLSB max 

90ns 

20ns 

5ns 


10.625VFS to ±10VFS 


±5nA max 
±50nA 

Software Programmable Gain 
1.2,4,8V/V 


ISfxs max (G = 1 to 8) 


±iO^V/°C (RTI) 

±25ppm of rdg./“c (RTI) 


None 

±10mVFS to±10VFS 


±50nA max 
±70nA 

Resistor Programmable Gain 
1 to lOOOV/V 


20/JS max (G = 1) 

±5V, ±10V, OV to ♦lOV 


± (l + -^jpV/°C(RTI) 
±20ppm of rdg./°C (RTI) 


ANALOG OUTPUT 
Model Number 
Output Channels 
Resolution 

Output Ranges’ (with on board Ref) 

Output Current 

Nonlinearity Error 

Offset Error 

Gain Error 

Offset TC*" 

Gain TC‘“ 

Settling Time® (for 20V step to ±0.01%) 
Input Codes 

Reference* * 


RTM251 

2 

12 Bits 

+ 5V, +10V, ±5V. ±10V 
±5mA min. @ ±10V 
±0.01% max 
Adj. to Zero 
Adj. to Zero 
±25AiV/*C 
±25ppm/'’C 
lO/iS max 

Binary, Two’s Complement, or Offset 
Binary 

-lO.OOV or-5.00V 


RTI-1252-2 
2 expandable to 4 

+5V, +10V, ±2.5V, ±5V, ±10V 

± 0 . 01 % 

±25pV/°C 

±l5ppm/'*C 


+6.3V ±2% 


OTHER OUTPUTS (RTl-1252 ONLY) 
Type 

Output Current Range’ 

Supply Voltage Range 
Input Voltage Range 
Offset Error 
Gain Error 
Offset TC*^ 

Gain TC’^ 

Nonlinearity Error** (V/I Only) 
Settling Time** 


V/I Current Loop Converter (Option 0A08) 4 Logic Drivers 

ISA-S50.1, Type 3, Class L ‘ Open Collector 

4-20mA 300mA sink @ 0.7V 

+ 15Vto+30V +30Vmax 

OV to +I0V 

Adj. to Zero 

Adj. to Zero 

±0.4mA/°C 

±30ppm/®C 

+0.01% max 

50^s max to 0.02% 


POWER REQUIREMENTS 
Model Number 
+ 5V+5% 

MICROCOMPUTER INTERFACE 
Complies with D.E.C. bus loading 


RTI-1250 RTI-1251 

1.4A 1.5A 


electrical specifications 


and 


RTl-1252 

1.4A 


TEMPERATURE RANGE 
Operation 
Storage 

MECHANICAL 

Size 

Weight 

Connectors 

•Same as for RTM250-R 
••Same as for RT1-1251-R 


0 to +70°C (0 - 95% RH non-condensing) 
-5^ Cto-+85'’c 

5” X 8.5" (per D.E.C. Drawing) 

10 ounces 

See Ordering Guide 


Specifications subject to change without notice. 


ORDERING GUIDE 


V/I (2) 
1.7A 


MODEL 

NUMBER DESCRIPTION 


RTI-1250-R 

RT1-1250-S 

RTI-1251 

RTI-1252-2 

RTI-1252-4 


Input Board with Resistor 
Programmable Gain Amplifier 
Input Board with Software 
Programmable Gain Amplifier 
I/O Board with Resistor 

Programmable Gain Amplifier and 
Two Multiplying DAC's 
Output Board with Two Trimmed DAC's 
Output Board with Four Trimmed DAC's 


ACCESSORIES 

0A08 4-20mA V/I Module 

0A10 Multiplexer Expansion Kit 

(2 ea. HI-0508A 5) 

0A12 12 Bit DAC for RTM252-2 


CONNECTORS 

AC1553 50 Pin, Flat Cable Connector* 

AC1554 26 Pin. Flat Cable Connector* 

AC1560 14 Pin, Dip Plug Connector*, 


*AII Connectors Have 3' of Color Coded Cable Attached 


NOTES 

’ User selectable by wire-wrap jumpers. 

* The full scale input signal range is the A/U converter range divided by the gain of the instrumentation amplifier. 

*The user may install one resistor per channel (4 max with RTI-1251. 8 max with RTI-1250) to convert the 
input current to the proper voltage range. Any input current span can therefore be accommodated. 

*This time can overlap A/D conversion period. The settling time increases to 50 ms @ G * 1000. 

*The effective throughput rate is determined by the user's software data handling capability. The max through- 
put rate listeii is exclusive of the CPU interface operations which may or may not be completed during the wb- 
system’s conversion time. The user's sofrware and interface time must be added to the conversion time to deter- 
mine the maximum effective throughput rate. 

‘ For any one programmable gain setting, maximum offset shift of ilLSB or gain shift of ±0.02% when using a 
programmable gain setting other than the one used during calibration. 


’Noise error increased to ±1/2LSB max @ G = 8 for the SPG models and to +1LSB @G * lOOfor the RPG models. 
•Overall error increases to ±2LSB max @ G *8 for the SPG models and 2LSB max @ G « 500 for the RPG 
models. 

*The current loop load resistance range is Of! to 4500 with a ■♦■15V supply. A load resistance of 5000 may be 
used with >+18V supply. , 

'•Temperature coefficients are specified for the ±10V full scale range. 

“The on-board references are also available at the card edge. Users must limit any current load to less than 2mA. 

External reference inputs have an input impedance of greater than 5kO. 

“Specified for V/I module only (P/N 0A08). 
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ANALOG 

DEVICES 


High Performance STD Bus 
Compatible Analog I/O Subsystems 


RTI-1260/1262 


FEATURES 

RTI-1260 ANALOG INPUT CARD 


32 Single-Ended/16 Differential Channels 
User Configurable Gains of 1 to 1000 
12-Bit A/D Resolution 


RTI-1262 ANALOG OUTPUT CARD 
4 Analog Output Channels 
12-Bit D/A Resolution 
Optional 4-20mA Current Loop Outputs 


port 


GENERAL 
Low Cost 

Single -H5V Power Requirement 
Memory Mapped or Port I/O Selectable 
Compatible with All STD CPU Cards 



GENERAL DESCRIPTION 

The RTI-1260 Series products from Analog Devices are high 
performance analog input and output cards compatible with the 
STD bus. They provide a cost effective and convenient means 
of interfacing your microcomputer to the real (i.e., analog) 
world. The cards feature 12-bit resolution, resistor programmable 
gain for low-level signals, analog channel expansion capabilities, 
4-20mA outputs and on-board dc/dc converter. 

The series consist of an analog input card (RTI-1260) and an 
analog output card (RTI-1262). The cards interface to the STD 
bus as either a memory mapped or an I/O port peripheral 
through a user-selection jumper option. 

The RTI-1260 Analog Input Card provides data acquisition for 
16 single-ended or 8 differential channels with optional expansion 
to 32 single-ended or 16 differential channels. The instrumentation 
amplifier is user configurable for gains of 1 to 1000. Combining 
this with a sample-hold circuit and 12-bit a/'d converter, the data 
acquisition section features ±0.01% accuracy, 12-bit resolution 
and throughput rates up to 25kHz. 

The RTI-1262 Analog Output Card uses four 12-bit d/a 
converters to provide independently programmed voltage output 
channels. In addition, two channels can be converted to 4-20mA 
outputs by using optional voltage-to-current modules which 
install on the board. 

Reliable analog connections are made using 3M’s “Scotchflex” 


socket and header connectors which enables a flat ribbon cable 
to be combined with gas tight and corrosion resistant connectors. 
An optional screw termination panel is also offered for simple 
and convenient field wire connections. 

All cards have an operating temperature range of 0 to -I- 70°C 
and come complete with dc/dc converter, allowing them to 
operate from the microcomputer’s + 5V supply. 


ORDERING GUIDE 


ADI Model No. 

Description 

Used On 

Cards 

RTI-1260 

Analog Input Card 

- 

RTM262 

Analog Output Card 

- 

Accessories 

OA08 

V/I converter provides 4-20mA output 
from D/A. One required per channel. 

RTI-1262 (2 max) 

OAIO 

Multiplexer Expansion Kit expands 

RTI-1260 


channel capacity from 16SE/8Dto 
32SE/16D. One required per board. 


Mating Connectors 

ACI553 

50-pin flat cable connector with 3 ' 



color coded cable (Analog Input). 

RTM260 

ACI554 

26-pin flat cable connector with 3 ' 



color coded cable (Analog Input) . 

RTI-1262 

AC1585-6 

3B01 to RTI-1260 

RTI-1260 

AC1585-7 

3B01toRTI-1262 

RTI-1262 

Screw Termination Panel 


AC1585-1 

Screw terminal connection to field wiring. 

RTI-1260 

ACl 585-2 

Screw terminal connection to field wiring. 

RTI-1262 

User’s Manual* 

AC1563 

U ser’s Manual for RTI- 1 260/ 1 262 



NOTE *A user manual is furnished with each shipment . Additional copies are available under this part number. 


Card Type 

Model No. 

1 INPUT 

1 OUTPUT 

Channel Capacity 

STD OPT 

Gain Range 

A/D 

Resolution 

Channel Capacity 

D/A 

Resolution 

4-20mA 

(OPT) 

Analog Input 
Analog Output 

RTI-1260 

RTI-1262 

16SE/8D 32SE/16D 


12 Bits 

■*r N/A ► 

4 1 12Bits 1 2 


RTI-1260/1262 Function Chart 


This two-page data summary contains key specifleations to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 
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SPECIFICATIONS 


(typical @ 25°C with nominal supply voltage unless otherwise noted) 


RTI- 1260 ANALOG INPUT CARD 
Number of Input Channels 

16 Single-Ended or 8 Differential (Jumper Selectable) 

Expandable to 32 Single-Ended or 16 Differential Using 

Two Plug-In Multiplexers (ADI Part #OA10) 

Input Overvoltage Protection* 

± 35 V (Dielectrically Isolated) 

Input Impedance 

>io*n 

Input Bias Current 

±50nA 

Analog Connector 

3M #3433, 50 pin 

A/D Input Ranges^ 

Oto + 10V, ±I0V 

A/D Resolution 

12 Bits (4096 Counts) 

A/D Output Codes^ 

Binary, Offset Binary, Two’s Complement 

Instrumentation Amplifier Gain Ranges 

1 to lOOOV/V (Resistor Programmable Gain) 

Gain Equation 

P ^ 20kn 

A/D Conversion T ime 

25(jls 

System Throughput^ 

25 .000 Channels/sec (G < 1 50) 

20.000 Channels/sec (150<G>300) 

1 1 .000 Channels/sec (G = 1 000) 

Common Mode V oltage (CMV) 

± lOV min 

Common Mode Rejection (CMR) 

78dB 

Linearity 

1/2LSB 

Differential Nonlinearity 

±1LSB 

Total System Error (Adjustable to Zero) 

±0.01%ofFSR (Gain=ltol0) 

± 0.05% of FSR (Gain = 100) 

±0.1%ofFSR (Gain=1000) 

Temperature Coefficient 


Gain 

i:30ppm/°CofFSR(G=l) 

Offset 

± 100ppm/‘’CofFSR(G= 1000) 

±10ppm/'>CofFSR(G=l) 

± 100ppni/'’CofFSR(G= 1000) 

INTERFACE PARAMETERS 


Compatibility 

Meets all Electrical and Mechanical STD Bus Specifications 

Implementation 

Memory Mapped I/O Compatible with All CPU Types 

Port Mapped I/O Compatible with 8080, 8085, 8086 and Z-80 

Family of CPUs 

Address Selection 

3 Contiguous Bytes in a 16 Byte Block. (Jumper Selectable 
in Any One of 256 Locations in 64K of Memory Space.) 

Port Selection 

3 Contiguous Ports in a 16 Port Block (Jumper Selectable 
on Any 16 Port Boundary in Either an 8-Bit or 16-Bit Port Image.) 

Expansion Options 

MEMEX and lOEXP Fully Supported with Jumper Selectable 
Enable High, Enable Low or Ignore Expansion Options. 

POWER REQUIREMENTS 

-f- 5 V ± 5% @ 450mA (OnrBoard dc/dc Converter Generates an 
Isolated ± 15V to Power the DataAcquisition Components.) 

TEMPERATURE 


Operating 

0 to 4- 70°C 

Storage 

-55'’Cto 4-85'’C 


NOTES 

'Specified with power applied, ± 20V with power off. 
^User selectable with wire-wrap jumpers. 

^Does not include CPU latency time. 

Specifications subject to change without notice. 
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ANALOG Bus Compatible 

DEVICES Sensor Based Data Acquisition Subsystem 


RTI-1 270 Series 


FEATURES 

Direct Analog Connection 
Thermocouples, RTDs, mV and V Signals, Strain 
Gages, Process Currents (4-20mA) 

Complete Signal Conditioning 
Input Protection, Filtering, Isolation, Amplification 
Cold Junction Compensation, Excitation 
Microcomputer Based 

Linearization, Conversion to Engineering Units 
Single +5V Power Requirement 

APPLICATIONS 

Industrial Process Control 

Laboratory and Scientific Data Acquisition 

Food Process Equipment 

Medical Equipment 

Production Machinery 

Energy Monitoring 

Data Logging 

GENERAL DESCRIPTION 

The RTI-1 270 Series is the first easy-to-use, easy-to-implement 
analog subsystem optimized for temperature and low level signal 
measurements. This series consist of an RTI-1270 A/D-CPU 
Base card and two RTI-1271 Signal Conditioning/Multiplexer 
cards. 

This subsystem is a complete solution to system integrators 
who must interface thermocouples (J, K, S, T, R, E, B, W 
type), RTDs (lOOfl platinum), strain gage mV, V or mA signal 
to the STD bus in the presence of electrical noise, ground loops 
and high common mode voltages. 

The RTI-1270 Subsystem include screw terminal connection, 
sensor signal conditioning, optional ± lOOOV isolation, 16-channel 
analog multiplexing, 13-bit A/D conversion, data manipulation 
(cold junction compensation, linearization, conversion to engi- 
neering units) and maps as a contiguous block of memory onto 
the STD bus. 

All signal conditioning is already done with cold junction com- 
pensation provided for thermocouples and excitation for RTDs. 
The input data is scaled, linearized and converted to engineering 
units which allows you to simply connect your sensors via 
industrial screw terminals, plug the cards into the STD bus and 
go. Modular design permits the ability to mix and match on a 
four-channel bases and expand to a sixteen channel input sub- 
system. 

The on-board intelligence performs all data acquisition control 
and preprocesses the data, thus reducing the software overhead 
by the STD bus host CPU. The RTI-1270 Subsystem requires a 
single 4- 5V power supply and will operate with any STD bus 
system employing a Z80 or 8085 CPU. 



APPLICATIONS 

The RTI-1270 Subsystem can be easily integrated into a broad 
range of industrial and laboratory measurement applications. 
Whether it be on-line food canning process monitoring or 
recording temperatures in a research lab, this subsystem is an 
ideal choice. 

USER BENEFITS 

Ease of Use: Direct sensor interface via screw terminal 
connectors, output in engineering units provide fast and easy 
system implementation. 

Integral Signal Conditioning: High quality signal conditioning 
provides input protection and isolation, cold junction compensa- 
tion for thermocouples, RTD excitation, and sensor linearization 
and scaling, eliminating the need for expensive external signal 
conditioning. 

Flexible: Modular design allows the mix and match of different 
input types on a four-channel basis and up to sixteen analog 
signals per subsystem. 

Reliability: State-of-the-art design combines high performance 
with reliability using transformer-isolated analog input multi- 
plexers. This provides common mode voltages of ± lOOOV and 
normal mode input protection to BOV rms. 


This two-page data summary contains key speciflcations to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office . 
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BUS BUS BUS 


RTM270 

A/D-CPU BASE CARD 


RTI.1271 

SIGNAL CONDITIONING CARD 


Figure 1. Functional Block Diagram 


FUNCTIONAL DESCRIPTION 
RTH270 SUBSYSTEM 

The RTI-1270 and RTI-1271 are a multicard subsystem which 
interfaces analog signals to the STD bus. The subsystem 
consists of an RTI-1270 A/D-CPU base card and up to four 
RTI-1271 signal conditioning/multiplexer cards. All cards are 
electrically and mechanically compatible with the STD bus with 
the exception being the RTI-1271’s component height. This 
requires the use of a backplane with 0.75" spacing or the use of 
two card slots. 

The RTI-1271-A and RTI-1271-B are signal conditioning/multi- 
plexer cards which accommodate a wide range of input ranges 
and signal types. Each card accepts 4 differential analog signals 
and provides analog signal conditioning for the RTI-1270. 

These high performance signal conditioning cards include input 
protection, isolation (RTI-1271-B) and common mode rejection, 
multiplexing, filtering and amplification.- The cards can be 
configured to accept a wide range of inputs by simple DIP 
switch programming. Connection to the RTI-1270 is made 
through a flat 20-pin ribbon cable. 

The RTI-1270 base card is the heart of the subsystem. It 
includes the A/D converter, a |xP and bus interface logic. The 
13-bit, integrating A/D converter offers excellent noise immunity 
of 50/60Hz noise pickup and can be set to continuously convert 
at either 15 or 30 conversions per second. The onboard p-P runs 
independent of the STD bus host and controls all data acquisition 
functions. The resultant data, stored in Ik of common RAM 
can then be read by the STD CPU HOST. 

RTI-1271 SIGNAL CONDITIONING CARD SELECTION 

All four channels of the RTI-1271 are dedicated to a single 
input range and accept the input ranges listed in Table I. The 
specific input range/type for the individual cards is switch 
selectable. Upon initialization, the switch is read by the |jlP and 
its code is stored in RAM. This information is used to direct 
the execution of linearization and unit conversion routines. 
Although the input range/type cannot be mixed on a card, 
several RTI-1271 cards each having a different input can be 
supported by the RTI-1270 A/D-CPU card. 


Signal Conditioning Card 
RTI-1271-A RTI-1271-B 

Input Type/Span (Nonisolated) (Isolated) 


dc, ± 25mV, ± 50mV, ± lOOmV / / 

dc, ±1V, ±5V, ±10V* / / 

dcO-lmA,0-20mA,4-20mA** J / 

Type J,K,S,T,R,E,B,W Thermocouple J / 

lOOn Platinum RTD y 


Strain Gage ±30mV, ± lOOmV Inputs J 
AD590, AC2626 T emperature Sensor J 

‘Requires resistor divider kit. 

“Requires shunt resistor kit. 

Table I. Signal Conditioning Card Selection 

Isolated vs. Nonisolated Inputs 

The RTI-1270-A accepts many of the same input types/ranges 
as the RTI-1271-B; however, the RTI-1271-B includes ± lOOOV 
isolation to eliminate ground loops and solve common mode 
voltage problems. A reliable transformer isolation design is used 
and the analog inputs meet the IEEE Standard for transient 
voltage protection (472-1974:SWC). This card is recommended 
for industrial applications such as measuring grounded 
thermocouples. 

Analog Connections 

The RTI-1271 provides the signal conditioning for a wide range 
of sensor and analog input ranges. Field wiring connections are 
made by means of industrial screw terminals which handle up to 
14 gauge wire. A temperature sensor is mounted next to the 
screw terminal to monitor the temperature and provide cold 
junction compensation for thermocouple inputs. 

Signal Conditioning 

The RTI-1271 is optimized for high performance measurements 
by providing normal mode input protection (130V rms), 

±1000V common mode voltage isolation (RTI-1271-B), low 
pass filtering and low drift amplification. Signal integrity is 
further preserved by excellent normal mode rejection and high 
immunity to electromagnetic fields and RFI. 
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ANALOG 

DEVICES 


Measurement-and-Control Subsystems 


|jiMAC-4000 


FEATURES 
Analog Inputs 

Thermocouples, RTDs, Strain Gages, AD590s 
High and Low Level Voltages, Current Loops 
± 1000V Isolated and Nonisolated 
Analog Outputs 
Voltage and Current 

± 1000V Isolated and Nonisolated 
Digital Inputs/Outputs 
Contact Closures 

ac and dc Signals (High and Low Level) 
Microcomputer Based 

Linearization, Unit Conversion, Limit Checking 
Powerful Command Set 
Serial Communications 
20mA or RS-232C 
Integral Power Supply 
ac or +24V dc 

GENERAL DESCRIPTION 

The |xMAC-4000 Measurement and Control System is a complete, 
low cost solution designed to simplify process to computer interface 
in a wide range of industrial automation applications. 

The p,MAC-4000 offers an unprecedented set of hardware and 
software capabilities that can be easily tailored to virtually any 
automation application. Modular design permits expansion within 
the system and the flexibility to accept a variety of analog and 
digital input and output functions. 

The (jlMAC-4000 is optimized for high performance measurement 
and control. Analog inputs handling capability offers reliable 
operation in harsh, electrically noisy, industrial environments. 
The high performance is assured by high quality signal condi- 
tioning featuring input protection, ± lOOOV channel-to-channel 
and input-to-output isolation, high common mode rejection, 
filtering, low drift amplification and 13-bit A/D conversion. A 
unique plug-in module approach allows the selection of standard 
signal conditioning modules for direct connection to a wide 
range of sensors. The p,MAC-4000 scales, linearizes and converts 
the input data to engineering units. 

Both analog and digital control capability is provided by the 
|i,MAC-4000 system. Analog outputs feature 12-bit resolution, 
voltage and 4-20mA/0-20mA current outputs with ± lOOOV 
isolation, as well as increment/decrement and bumpless transfer 
for precise control in either manual or computer mode. Digital 
I/O offers direct interface to contact closures, TTL levels or 
high level ac and dc voltages. 

The (xMAC-4000 system is designed to operate with any host 
computer which has a 20mA or RS-232C serial port. The |xMAC- 
4000 can be either used as a local front end or located up to 
10,000 feet from the host. A powerful command set is included 
in the fxMAC’s firmware which allows control via the serial 
interface, bus. Once the command is executed, the results are 
transmitted back to the host in an ASCII format-at speeds up to 
9600 baud. 



The |iMAC-4000 system requires either ac line power or -t- 24V 
dc. Circuitry is provided to detect intermittent ac power losses 
and switch automatically to an external battery backup mode. 

A wide variety of packaging options are available to match user 
requirements. These options include single board enclosures, 
card cage/rack mounting or NEMA enclosures. 

APPLICATIONS 

The |jlMAC- 4000 is a versatile, self-contained measurement and 
control system designed for a broad range of industrial and 
laboratory applications. It is extremely useful in both control 
room and remote locations where monitoring and control of 
temperature, pressure, flow, analog and digital signals are 
required. 

DESIGN FEATURES AND USER BENEFITS 

Ease of Use: Direct sensor interface via screw terminal connectors, 
output in engineering units, powerful command set, make the 
p,MAC-4000 extremely easy to use. 

Integral Signal Conditioning: High quality signal conditioning 
provides input protection and isolation, cold junction compensa- 
tion for thermocouples, RTD excitation, and sensor linearization 
and scaling, eliminating the need for expensive external signal 
conditioning. 

High Noise Rejection: The |i,MAC-4000 preserves high system 
accuracy in electrically noisy environments, providing excellent 
common mode and normal mode noise rejections and RFI/EMI 
immunity. 

Control Capability: Analog and digital outputs are provided 
to control motor speeds, dictate valve positions and drive 
actuators. 

Features such as isolation, bumpless transfer and DAC readback 
are included in the design. 

Expandability: Expansion capability to 384 analog input channels, 
256 analog output channels, 1088 digital inputs and 1088 digital 
outputs on one, 20mA serial line using the p,MAC-4000 with 
expander boards. 
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uMAC-4000 



Expander 


INPUT/OUTPUT 
Analog Inputs 
Thermocouples: J, K, T, S 
RTDs: icon Platinum 
Solid State Temperature Sensors: 

AD590 or AC2626 
Strain Gage Transducers: 

± 30mV and ± lOOmV spans 
dc Voltage: ±25mV, ±50mV, 

±100mV, ±1V, ±5V, ±10V 
dc Current: 4 to 20mA, 

0 to ± 1mA, 0 to ± 20mA 
Common Mode Voltage: ± lOOOV pk 
(chan/chan/gnd)-isolated input modules 
Input Protection: 130V rms con- 
tinuous IEEE-472 (SWC) transient 
A/D Converter: 13-Bit Dual Slope 
Scan Rate: 15 or 30 chan/sec 
Analog Outputs 

Voltage: ±5V, ± lOV 0 to ± 15V, 

0 to ± lOV 

Current: 4 to 20mA, 0 to 20mA 
Resolution: 12-Bits 
Isolation: ± lOOOV pk (chan/ 
chan/gnd)-current outputs 
Output Protection: 130V rms 
Digital Inputs 

Compatibility: TTL signals or 


p.MAC-4000 System Configuration 
The |xMAC-4000 system consists of a 
family of boards providing the measurement 
and control functions through interfaces to 
analog and digital inputs and outputs and 
the host computer. 

The system includes: the p,MAC-4000 
Master Board, the pM AC-40 10 Analog 
Input Expander, the pMAC-4030 Analog 
Output Expander, the pMAC-4040 Digital 
I/O Expander, and the pMAC-4020 High 
Level Digital I/O Subsystem. You select 
only the functions which are required. 

A typical configuration can consist of a 
single pMAC-4000 Master Board which 
accepts 4, 8 or 12 analog inputs and includes 
8 digital inputs and 8 digital outputs. A 
multiple board configuration (cluster) 
consists of one pMAC-4000 Master Board 
and up to six Expander Boards selected in 
any combination from up to three pMAC- 
4010’s and/or pMAC-4015’s, up to four 
pMAC-4030’s and up to four pMAC-4040’s. 
A pMAC-4000 Master Board must reside 
in each cluster since it contains the com- 
munications and intelligence. 

piMAC-4000 System Specifications 

contact closures and pMAC-4020 
for high level inputs 
Isolation: ±300V pk 
Digital Outputs 
Compatibility: TTL signal and 
pMAC-4020 for high level outputs 
Channel Capacity per Board 
pMAC-4000 and pMAC-4010 
12 Analog Inputs 
8 Digital Inputs 
8 Digital Outputs 
iiM AC-401 5 
12 Analog Inputs 
pMAC-4030 
8 Analog Outputs 
pMAC-4040 
32 Digital Inputs 
32 Digital Outputs 
tiLMAC-4020 

16 High Level Digital Inputs and 
Outputs 

Capacity per Cluster 
48 Analog Inputs 
32 Analog Outputs 
152 Digital Inputs 
152 Digital Outputs 
Total System Capacity 
8 addressable clusters on 



one serial communication port 
COMMUNICATIONS 
Mode: 4 wire full duplex 
20mA current loop or RS-232C 
Format: Serial Asynchronous ASCII 
Rate: Selectable from 110 to 9600 baud 
Distance: RS-232C: 50 ft (15m) 

20mA, 10,000 ft (3048m) 

Protocol: Command/Reply (prompted) 

POWER 

100/1 15/220/240V ac, 50/60Hz 
or -I- 24V dc 
MECHANICAL 
Single Board: 9.5" x 13" 

(241.3 X 330.2mm) 

4-Slot Card Cage: 14.8" x 11.2" x 10.3" 

(376.0x284.5x261. 6mm) 
7-Slot Card Cage: (15.75" x 19" x 11" 

(400.0 X 482.6 X 279.4mm) 
ENVIRONMENTAL 
Operating Temperature: 0 to +60°C 
Humidity: meets MIL-STD 202, 

Method 103 

Vibration: meets MIL-STD 167-1 
Magnetic Field Immunity: 200 gauss 
RFI Immunity: 5W @27MHz @3 ft. 
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ANALOG 

DEVICES 


Complete 

BASIC Programmable Stand-Alone 
Measurement and Control System 

fjiMAC-5000 


FEATURES/BENEFITS 

Low Cost, Completely Integrated Measurement and 
Control System On a Single Board 

• Wide Selection of Functionally Complete Analog 
and Digital I/O 

• Operates from ac or dc Power 

Integral Signal Conditioning Allows Direct Connection 
to a Wide Variety of Signal Sources 

• Sensors: Thermocouples, RTDs, Strain Gages, 

Load Cells, AD590/AC2626 

• Millivolt and Voltage Sources 

• 4-20mA/0-20mA Process Current Inputs 

• Counter or Pulse Inputs Provide for Frequency or 
Event Counting 

Powerful Measurement and Control pMACBASIC 
Language 

• Programs Developed and Run On Board 

• Analog and Digital I/O Are Performed By Key 
Words In BASIC 

• Program Storage in PROM or Battery Backed-Up 
RAM 

Advanced pMACBASIC Features 

• Functions and Procedures Allow User Defined 
Key Words 

• Advanced Block Structures Allow Modular, Self- 
Documenting Programs 

Powerful Communications Capabilities 

• Supports Communications in RS-232C, 20mA, 
RS-422 and RS-423 

• Supports Asynchronous Communications 

• Protocol Emulation Easily Accomplished with 
pMACBASIC 

GENERAL DESCRIPTION 

The p,MAC-5000 Measurement and Control System is a complete, 
low cost solution designed to solve a broad range of industrial 
measurement and control problems. It can be used in applications 
requiring distributed intelligence or as a local front end. 

The p.MAC-5000 offers an unprecedented set of hardware and 
software capabilities that can be easily tailored to virtually any 
measurement and control application. Modular design permits 
expansion within the system and the flexibility to accept a variety 
of analog and digital input and output functions. A powerful 
Measurement and Control BASIC language, p,MACBASIC, is 
provided with each product. 

The p.MAC-5000 is optimized for high performance measurement 
and control. Analog input handling capability offers reliable 
operation in harsh, electrically noisy, industrial environments. 
The high performance is assured by high quality signal condi- 
tioning featuring input protection, ± lOOOV channel-to-channel 
and input-to-output isolation, high common mode noise rejection. 



filtering, low drift amplification and 14-bit A/D conversion (13 
bits + sign). A unique plug-in module approach allows the 
selection of standard signal conditioning modules for direct 
connection to a wide range of sensors. The p,MAC-5000 scales, 
linearizes and converts the input data to engineering units. 

Both analog and digital control capability are provided by the 
fiMAC-SGOO system. Analog outputs, provided by the p,MAC-4030 
Analog Output Expander, feature 12-bit resolution, voltage and 
4-20mA/0-20mA current outputs with ± lOOOV isolation, as well 
as the capability of either auto or manual operation with bumpless 
transfer and programmable slew rate. Digital I/O offers direct 
interface to contact closures, TTL levels or high level ac and dc 
voltages. Two pulse accumulator or frequency inputs are available 
on each p,MAC-5000 and both have a 32-bit counter and operate 
over a 0 to 20kHz frequency range. 

The |xMAC-5000 board is designed to operate efficiently in 
stand-alone applications. The p,MAC-5000, which has two serial 
ports, can be used with any host computer. The local port can 
communicate in RS-232C, RS-422, or RS-423 and is primarily 
used for program development or for supporting a local printer 
or terminal. The remote port supports RS-232C, 20mA, RS-422, 
and RS-423. In supervisory control applications, the |jlMAC-5000 
can be used either as a local front end or located up to 10,000 
feet from a host and can operate at speeds up to 19.2K baud in 
an asynchronous mode. 

The (jiMACBASIC language was designed to address the needs 
of both the experienced and inexperienced programmers. The 
language provides the less experienced programmer with a pow- 
erful version of the popular BASIC programming language 
which allows programmers with only a fundamental knowledge 
of BASIC to easily write programs. p,MACBASIC also provides 
the experienced programmer with a truly modular, structured 
language which simplifies the task of writing larger, more complex 
programs and provides higher quality programs. 


This four-page data summary contains key specifications to speed your selec- 
tion of the proper solution for your application. Additional information on this 
product can be obtained from your local sales office. 


MEASUREMENT & CONTROL SUBSYSTEMS VOL II, 18-3 



Overview of the uMAC 5000 



Photograph of the |xMAC-5000, showing the system architecture. 



ANALOG INPUTS: UP TO 3 QMX MODULES IN ANY COMBINATION 


System functional block diagram. 


LEGEND 

1) Multiplexed Signal-Conditioning Mod- 
ules. Three plug-in 4-channel signal condi- 
tioning modules provide multiplexing, 
preamplification, and optional transformer 
isolation and bridge excitation. Four mix- 
matchable module types are available to 
handle many input sources: thermocouples, 
RTDs, strain gages, 4-20mA current loops, 
and millivolt, volt, and milliampere signals. 

2) Programmable-Gain Amplifier (PGA). 
Digital logic sets the gain of the PGA to 
amplify the preamplified input signal to 
the full-scale range of the a/d converter 
(hidden). 

3) A/D Converter. An integrating converter 
provides resolutions from 14 bits (13 bits 4- 
sign) to 11 bits, depending on the desired 
number of conversions per second (hidden). 

4) Intelligence. A 16-bit p,C with 80K bytes 
of ROM and 32K bytes of battery backed- 
up RAM supports stand-alone applications. 
Plug-in sockets support an optional 16K 
Bytes of ROM and 32K bytes of RAM. The 
pMAC BASIC compiler and operating sys- 
tem use 80K bytes of ROM and 12K bytes 
of RAM. A DlP-switch option permits run- 
ning programs from either ROM or RAM. 

5) Communications. Two serial ports con- 
nect the p-MAC-5000 to any host computer. 
Local and remote ports communicate in RS- 
232C, RS-422, or RS-423. The remote port 
also supports 20-mA current loops. 

6) Power Supply. An ac/dc converter and 
dc/dc converter generate +5V and ± 15V 
system voltages from an ac power line or 
+ 24V dc source. Using both, the system can 
detect brownouts or power outages and 
switch to dc without disturbing program 
execution. Factory-set line-voltage options 
are: lOOV, 115V, 220V, or 240V. 

7) Digital I/O. 8 digital inputs, optically iso- 
lated for 300V peak, can sense contact clo- 
sures or accept TTL signals. The 8 latched- 
TTL outputs can sink up to 24mA. The 
p,MAC-4020, connected to the digital I/O 
port, controls and monitors digital signals at 
line voltages. Two counters provide for 
pulse accumulator and frequency inputs. 

8) Expansion Port. The expansion port pro- 
vides for up to 6 mix/match expansion 
boards to greatly increase the number of 
available analog and digital I/O channels. 
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SYSTEM CONFIGURATION 

A single board system configuration consists of one |xMAC-5000 
Programmable Master Board which accepts 4, 8, or 12 analog 
inputs and includes 8 digital inputs and 8 digital outputs. Two 
of the digital inputs can optionally be used as pulse accumulators 
or frequency inputs. 

A multiple board configuration (cluster) consists of one (xMAC- 
5000 programmable Master Board and up to six Expander Boards. 
The p,MAC-4000 Series of expander products provides a wide 
range of analog and digital I/O capability and a cost effective 
solution to large point applications (see Table I). A (jlMAC- 5000 
must reside in each cluster since it contains the communications 
capability and intelligence. A network using up to 16 clusters in 
a multidrop configuration allows your host computer to monitor 
and control up to 1344 analog or 4864 digital points or varying 
combinations of both types from a single 20mA or RS-422 com- 
munications line. 

COMMUNICATIONS 

The (j,MAC-5000 System is designed to operate in stand-alone 
applications and can communicate with any host computer or 
terminal that has a 20mA, RS-232C, RS-422, or RS-423 port. 
The |xMAC-5000 has two serial communication ports. Both 
ports have 256 byte RAM-buffers. A full duplex USART is 
used to receive and transmit data at selectable baud rates. The 
|xMAC-5000’s serial link allows use of either a party line (Figure 
1) or radial system configuration. 

The local communications port is primarily used for program 
development and will support RS-232C, RS-422, and RS-423. It 
can also be used to support a printer or terminal in a run time 
environment. This port is capable of communicating from 150 
to 19.2K baud in an asynchronous mode. The local port can be 
used in either a full duplex or half duplex mode and can be 
used in a party line configuration when RS-422 is used. 

The remote communication port supports RS-232C, 20mA, RS- 
422 and RS-423. In the asynchronous mode, it can operate from 
110 to 19.2K baud. This port can be used in either a full duplex 
or half duplex mode and can be used in either a party line or 
radial configuration. The remote port has control lines (RTS, 
DCD, DTR, and CTS) which allow connection to a modem for 
long distance communications. The 20mA loop is optically coupled 
for harsh industrial environments. 


Model Function Description 

p.MAC-4010 -Analoginput -Up to 12 channels 

-Digital I/O using QMX modules 

-16 channels 
digital I/O 

fi,MAC-4015 -Isolated -Lowcost, 12 

analoginput channels of same 

input type 
-1500V isolation 

(jiMAC-4030 -8 channels -Voltage or 

analog output isolated 4-20mA 

outputs 

-Readback, bumpless 
transfer 

(i,MAC-4040 -Digital I/O -32 channels 

isolated 
digital inputs 
-32 channels 
digital outputs 
(TTL) 

p,MAC-4050 -Mulu- -Pulse accumulator 

function -input 

digital I/O -Frequency input 

-8 channels, -Pulse output 

mixed -Time proportional 

function output 

pMAC-4020 -Interface -Solid state relay 

subsystem to subsystem 

high level 16 channels, mix 

ac and dc of input and 

voltages and output functions 

currents 


Table /. fiMAC Series Expander Boards 
(See Data Sheet) 


ANALOG AND 
DIGITAL INPUTS 


ANALOG AND 
DIGITAL OUTPUTS 



Figure 1. Party Line Connection (Multidrop) 
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SPECIFICATIONS 
(tMAC-SOOO Board Features 
Input Types 

12 channels, mix and match 
Thermocouples: J,K,T,S,R,E,B,W (linearized) 

RTD: lOOn Platinum (linearized) 

Strain Gage: 30mV and lOOmV spans 

DC Voltage: 25mV to lOV 

Process Currents: 0-lmA, 4-20mA, 0-20mA 

Inputs Selectable by 4-channel QMX module — mix 3 types per 

board 

QMX03, 04 modules isolated to lOOOV channel-to-channel, 
input-to-output with IEEE-472 (SWC) transient 
protection 

A/D Converter: 14-bit integrating 

Digital I/O 

8 channels isolated digital or contact closure inputs 
8 channels digital outputs 

Connector-compatible with p,MAC-4020 high-level solid-state 
relay subsystem 

Pulse Inputs (optional use of two digital inputs) 

2 channels of frequency or pulse accumulator inputs 
32 bits pulse accumulation: 20kHz max frequency 
Two Communication Ports. 

4-wire full duplex 

256 byte RAM buffered; asynchronous 
Selectable baud rate: 110 to 19,200 baud 
Distance: 20mA-10,000 ft. (3048m) 

RS-232— 50 ft. (15m) 

RS-422— 10,000 ft. (3045m) 

RS-423— 1,000 ft. (305m) 

8088-Based Microcomputer 

32K RAM - expandable 

80K PROM 

16K user PROM socket 

Power 

On-board ac power supply: 100V/115V/220V/240V or +24V dc 
(used as primary power or back-up to ac line) 

Environmental 

Operating Temperature: 0 to -l-60'’C 
Humidity: meets MIL-STD 202, method 103 
Vibration: meeds MIL-STD 167-1 
Magnetic Field Immunity: 200 gauss 
RFI Immunity: 5W @ 27MHz @ 3 feet 
Mechanical 

fjLMAC-5000 Board: 9.5" x 13"(241.3 x 330.2mm) 
p.MAC-5000 Board Enclosure: 

9.2" X 14.3" X 3"(234.2 x 363.2 x 76.2mm) 

2-Board Enclosure: 10" x 15" x 6"(254.0 x 381.0 x 152.4mm) 
4-Board Card Cage: 

14.8" X 11.2" X 10.3"(376.0x 284.5 X 261.6mm) 

7-Board Card Cage: 15.75" x 19" x 1 1"(400.0 x 482.6 x 279.4mm) 


pMAC-SOOO APPLICATIONS 

Industrial Process Control and Monitoring: Temperature, 
pressure, flow and digital I/O measurements, and PID loop 
control are readily performed on the |xMAC-5000 in stand-alone 
applications. pMACBASIC allows for the creation of proprietary 
algorithms that can be hidden from the end user. 

Machine/Boiler/Furnace Control: High immunity to electrical 
noise, lOOOV isolation, 60°C operation, and single board packaging 
provide highly reliable operation in harsh industrial environments. 
The p,MAC-5000 is an ideal replacement for programmable 
controllers where analog I/O is required in addition to digital 
I/O. 

Remote Terminal Units for data acquisition and control in pipe 
line, utilities and oil field applications. p,M AC-5000 can readily 
emulate existing protocols with p,MACBASIC and is readily 
integrated into applications requiring distributed intelligence. 
p.MAC-5000 can also be used with modems in remote applica- 
tions. 

Energy Management: The p,MAC-5000 is a low cost solution 
for small point counts requiring a high degree of I/O flexibility 
in distributed monitoring and control applications - making it a 
natural for energy management applications. 

Industrial, Government or University R&D: p,MAC-5000’s 
broad functionality, low cost and ease of use make it the logical 
choice for monitoring or controlling experiments or pilot plants 
in a lab environment. Programs can be developed and edited 
with a dumb terminal and stored in battery backed-up RAM or 
PROM. 

Personal Computers as Data Loggers: The |jlMAC- 5000 is an 
ideal intelligent “front end” to a personal computer which allows 
it to be used to acquire, log, process, store and display data 
from a lab experiment or remote process. The p,MAC-5000 with 
a printer can be used as a stand-alone data logger with the capability 
of sending exception messages to a host. Personal Computers 
can also be used as program development work stations for the 
|xMAC-5000. 



Figure 2. fj.MAC-5000 Measurement and Control Concept 
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ANALOG 

DEVICES 


Measurement and Control Systems 

MACSYM 


THE MACSYM 150 

A 16-bit 8086 CPU combined with an 8087 math processor 
provide the power necessary for real-time measurement 
and control. 

MACBASIC 3 - a real-time multitasking BASIC optimized 
for Measurement and Control applications. Special com- 
mands have been added to standard BASIC which simplify 
real-world data acquisition, graphic presentation and 
control signal output. 

High resolution graphics (640 x 240 pixels) with either a 
black and white or color display. 


The MACSYM family of Measurement and Control Systems is 
configured around the powerful MACSYM ISO work station. 
The MACSYM ISO is a 16-bit microcomputer with integral 
floppy and/or external Winchester disk storage, and internal 
RAM up to S12K bytes. Specialized I/O cards (Series 100 cards) 
plug into a six slot internal backplane providing analog, digital, 
communications I/O and memory expansion. 

The MACSYM 3S0 combines the processing power of the 
MACSYM ISO with the accuracy, sampling speed, signal condi- 
tioning, and local data storage of the MACSYM 200. The 
MACSYM 200 is an intelligent measurement and control front 
end which greatly extends the analog/digital capability of the 
MACSYM 150. The MACSYM 200 provides for software select- 
able high speed 12-bit or high resolution 16-bit A/D conversion, 
and has a 16-bit CPU which controls the analog/digital I/O 
backplane and handles local data processing needs. Analog and 
digital I/O cards (ADIO cards) can plug directly into the 16 slot 
backplane of the MACSYM 200. Over thirty ADIO cards are 
available for interfacing to virtually any real-world sensor, trans- 
ducer, or actuator. Commimication between the MACSYM 150 
and the MACSYM 200 is completely transparent to the user. 

Because of this flexible and modular design, a stand-alone 
MACSYM 150 can be upgraded into a MACSYM 350 with the 


THE MACSYM 200 

A specialized measurement and control front end and I/O 
card provide for fast, accurate analog and digital meas- 
urements. 

A family of over 30 analog and digital I/O cards for direct 
connection to sensors, actuators and contact devices. 

Sampling rates to 30kHz. 

Auto calibration and 12- or 16-bit resolution for accurate 
measurement of up to 512 inputs per MACSYM 200. 

Configure up to 15 MACSYM 200's over 5000'. 


addition of a MACSYM 200. This results in a system with 
unprecendented power and flexibility. The system has the capa- 
bility of addressing an extremely wide range of complex com- 
puterized measurement and control applications. 

The MACSYM product line has four major elements: the 
MACSYM 150 work station, the Series 100 family of I/O cards, 
the MACSYM 200 intelligent front end and the ADIO (Analog/ 
Digital Input/Output) family of I/O cards. 

The MACSYM 150 is a 16-bit computer work station with 
integral disk storage, up to 512K bytes of RAM, black and 
white or color graphics, and an 82 key detached keyboard. 

Series 100 I/O Cards plug directly into the backplane of the 
MACSYM 150 and provide analog and digital input and output, 
serial communications, IEEE-488 bus control, RAM memory 
expansion, and a Winchester disk interface. 

The MACSYM 200 is an intelligent measurement and control 
front end designed around the 8088 16-bit microprocessor and 
featuring dual mode 12/16-bit A/D conversion, 12-bit sampling 
rates up to 33,000 samples per second burst mode, and a capacity 
for monitoring up to 512 channels of I/O. 

ADIO (Analog Digital Input Output) Cards plug directly into 
the MACSYM 200 I/O backplane and provide signal conditioning 
for a wide range of sensors, transducers and actuators. 
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SPECIFICATIONS 



MACSYM150 

Standard 

Optional 

CPU 

80865MHz 16-bit CPU 

8087 math coprocessor 


RAM 

256K bytes RAM 

Up to 5 12K bytes 

Hamming Code Error Correction 

MASS STORAGE 

5 1/4" disk drive single-sided, 96 tpi 

Second 5 1/4" disk drive for a total of 


320K bytes formatted storage 

2S0K bits/sec transfer rate 

640K bytes of floppy disk storage 



lOM byte Winchester disk 

VIDEO DISPLAY GENERATOR 



Text 

24 lines x 80 characters 

Black and white with gray scale 


blinking, underline, reverse video 
attributes 

8-color 

Graphics 

640 X 240 high resolution 

320 X 240 mediiun resolution 

Black and white with gray scale 



8-color 

VIDEO DISPLAY 

High resolution 12" green phosphor 
monitor 


KEYBOARD 

82 key detached keyboard with 12 cursor 
control and editing keys and 10 user 
definable special function keys 


COMMUNICATIONS 

TTL ASCII: Keyboard to console 

RS-232 


interface 

RS-422, RS-423, 


RS-422: MACSYM 150 to MACS YM 200 

20mA current loop. 


interface 

IEEE-488 

DATA ACQUISITION 

' 

16/32 channel 12-bit analog input card, 
4/8 channel analog output card, 

16 channel digital I/O card 

MACS YM 200 



CPU 

5MHz 8088 CPU 


RAM/PROM 

26K bytes 

Up to 48K bytes 

COMMUNICATIONS 

307K baud RS-422: dedicated for 
communicating with the MACSYM 150 


DATA ACQUISITION 



12-Bit Successive 

0.024% accuracy 


Approximation 

25p.s conversion speed 

33,000 samples/sec burst mode 


16-Bit Integrating Mode 

0.024% accuracy 

16.6ms conversion (60Hz systems) 

20.0ms conversion (50Hz systems) 


Calibration* 

Self calibration minimizes RTI, RTO and 
gain errors over changing environmental 
conditions. 


Temp. Coefficient* 

±3ppm/°Cmax 


Long Term Stability* 

25ppm/1000 hours 


ANALOG DIGITAL I/O 



MEASUREMENT INPUT 

ANALOG OUTPUT 

PULSE INPUT/OUTPUT 


Isolated and Nonisolated Analog Inputs Unipolar and Bipolar Voltage Output Pulse Cotuiter and Output 

Thermocouple Inputs (J,K,T,E,R,S) Current Output Frequency Input 


Strain Gage Input 

Loop Powered Analog Output 

Priority Interrupt 

RTD Input 

DIGITAL INPUT/OUTPUT 

MISCELLANEOUS 


Isolated ac and dc Input 

Watchdog Timer 


Isolated Solid State Input/Output 

Speech Synthesizer 


Isolated Digital Output 

Setpoint/ Alarm 

Specifications subject to change without notice 

Form “A” and “C” Relay Output 

Blank Breadboard 
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Power Supplies 


Modular AC/DC Power Supplies 


Analog Devices’ ac/dc Power Supplies are designed to provide 
OEMs and circuit designers with a broad line of high reliability, 
regulated and short circuit protected power supplies at low 
overall cost. These modules are available with 5 volt to 15 volt 
outputs (single, dual and triple) and current ratings from 
25mA to 2 amps. Most Analog Devices’ Power Supplies are 
available from stock in both large and small quantities. Sub- 
stantial discounts apply on quantity orders. 

ADVANTAGES 

Packaged circuit modules have found wide acceptance. Engi- 
neers have discovered the convenience and economy of plug- 
in building blocks ... op amps, logic cards, miniature A/D and 
D/A converters are now available in wide varieties. Now a com- 
plete line of modular power supplies is available from Analog 
Devices. These encapsulated units are shipped ready to use, at 
prices below the internal manufacturing cost of most OEM users. 
TRIPLE OUTPUT SUPPLIES 

Analog Devices offers four triple output ac/dc designs which 
are particularly useful in A/D, D/A and signal conditioning 
applications. Using a triple output supply is often less expensive 
than purchasing two separate supplies and also saves on space. 

Models 972 and 926 provide ±15V @ ±150mA and +5V @ 
300mA. Models 974 and 927 provide ±15V @ ±150mA and 
+5V @ 1000mA. Models 972 and 974 are chassis-mountable 
while models 926 and 927 are printed-circuit mountable. 


5 VOLT 3 AMP SUPPLY 

Models 976 and 928 supplies combine the primary advantages 
of switching linear regulated supplies in a single, compact 
package. This +5V 3 amp supply is available in PC-mountable 
(928) and chassis-mountable models (976). 

AC/DC POWER SUPPLIES FEATURES 

• Current limited short circuit protection 

• PC mounted and chassis mount designs 

• Single, dual and triple output designs 

• Current outputs of 25mA to 500inA for dual output sup- 
plies, 250mA to 3A for single output supplies 

• Free-air convection cooling— no external heat sink required 

GENERAL SPECIFICATIONS FOR ALL MODELS 
Input Voltage: 105V ac to 125V ac, 50 to 400Hz 
Temperature Coefficient: 0.02%/°C 
Input Isolation: 50Mr2 
Breakdown Voltage: 500V rms, minimum 
Operating Temperature: -25 C to +71 C 
Operating at elevated temperatures may require derating. 
Consult factory. 

Storage Temperature: -25°C to +85'’C 
Short Circuit Protection: All of the ac/dc Power Supplies 
employ current limiting. They can withstand substantial 
overload including direct shorts. Prolonged operation 
should be avoided since excessive temperature rises will 
occur. 


SPECIFICATIONS (typical @ -+25°C and 115V ac 60Hz unless otherwise noted; 
higher voltage inputs available, consult factory.) 





Output 

Output 

Line Reg. Load Reg. 

Output 

Ripple & 






Voltage 

Current 

Max 

Max 

Voltage 

Noise 

Dimensions 


Typ. 

Model 

Volts 

mA 

% 

% 

Error Max 

mV rms Max 

Inches 




915 

± 15 

±25 

0.2 

0.2 

±1% 

1 

3.5x2. 

5x0.875 



904 

2:15 

±50 

0.02 

0.02 

+ 200mV 
-OmV 

0.5 

3.5x2. 

5x0.875 


Dual 

902 

±15 

±100 

0.02 

0.02 

4-300mV 

-OmV 

0.5 

3.5x2. 

5x 1.25 


902-2 

+ 15 

+ 100 

0.02 

0.02 


0.5 

3.5x2. 

5x0.875 


Output 

920 

±15 

±200 

0.02 

0.02 

-OmV 
+ 300mV 
-OmV . 

0.5 

3.5x2. 

5x1.25 



925 

±15 

±350 

0.02 

0.02 

± 1% 

0.5 

3.5x2. 

5x 1.62 

•C 


921 

±12 

±240 

0.02 

0.02 

-b300mV 

0.5 

3.5x2. 

5x 1.25 

TS 






— OmV 




J 

906 

5 

250 

X).02 

0.04 

+ 1% 

1 

3.5x2. 

5x0.875 

% 

Single 

Output 

903 

5 

500 

0.02 

0.04 

±1% 

1 

3.5x2. 

5x 1.25 


905 

5 

1000 

0.02 

0.05 

±1% 

1 

3.5x2. 

5x 1.25 

et 

922 

5 

2000 

0.02 

0.05 

±1% 

1 

3.5x2. 

5x 1.62 

A 


928 

5 

3000 

0.05 

0.10 

±2% 

5 (typ) 

3.5x2. 

5x 1.25 



923 

±15 

±100 

0.02 

0.02 

+ 1% 

0.5 

3.5x2. 

5x1.25 




+ 5 

500 

0.02 

0.05 

± 1% 

0.5 





926 

±15 

±150 

0.02 

0.02 

±2% 

0.5 (typ) 

3.5x2. 

5x 1.62 


Triple 

927 

+ 5 
±15 

300 

±150 

0.02 

0.02 

0.10 

0.02 

±2% 

+ 2% 

1.0 (typ) 

3.5x2. 

5x 1.62 


Output 


+ 5. 

1000 

0.02 

0.10 

±2% 

1.0 (typ) 





2B35J 

±15 

±65 

0.08 

0.1 

(-0. -FBOOmV) 

0.5 

3.5x2. 

5x 1.25 




-f-lto + 15* 

125 

0.08 

0.1 


0.25 





2B35K 

±15 

±65 

0.01 

0.02 

(-0, +300mV) 

0.5 

3.5x2. 

X 1.25 




-l-llo + lS* 

125 

0.01 

0.02 


0.25 





952 

±15 

±100 

0.05 

0.05 

±2% 

1 

4.4x2. 

7 X 1.44 



970 

±15 

±200 

0.05 

0.05 

±2% 

1 

4.4x2. 

7 X 1.44 


Output 

973 

±15 

±350 

0.05 

0.05 

±2% 

1 

4.4x2. 

7x2.00 



975 

±15 

±500 

0.05 

0.05 

±2% 

1 

4.4x2. 

7x2.00 


Single 

955 

5 

1000 

0.05 

0.15 

±2% 

2 

4.4x2. 

7x 1.44 


Output 

976 

5 

3000 

0.05 

0.10 

±2% 

5 (typ) 

4.75x2 

7x2.00 

J 


972 

±15 

±150 

0.02 

0.02 

±2% 

0.5 (typ) 

4.75x2 

7x 1.45 


Triple 


-t-5 

300 

0.02 

O.IO 

±2% 

l.O(typ) 




Output 

974 

±15 

±150 

0.02 

0.02 

±2% 

0.5 (typ) 

4.75x2 

7x1.45 

' 


-1-5 

1000 

0.02 

0.10 

±2% 

l.O(tvp) 




•Resistor Programmable 
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Modular DC/DC Converters 


Analog Devices’ compact dc-dc converters satisfy a wide variety 
of floating power requirements in analog (Computational Cir- 
cuits, Op Amps, Instrumentation Amps) and digital (a-d/d-a) 
applications. Available in five power levels of 1 watt, 1.8 watt, 
4.5 watt, 6 watt and 12 watt, these designs offer accurate 
(±0.05% max error), regulated outputs with very low noise. 
Most models are high efficiency (typically over 60% at full 
load) that feature complete 6-sided continuous shielding 
for EMI/RFI protection. 

DUAL OUTPUT MODELS 

Logic to analog power conversion is available with several 
models delivering floating power (±12V and ±15V) from 
logic power sources (+5V). This permits analog networks to 
be separated from digital systems in order to avoid inter- 
system grounding problems. Model 945 derives regulated 
±15V outputs from any combination of inputs between 
23 and 31 volts. The 945 can be powered from dual 12 volt, 
dual 15 volt, +24 volt or +28 volt power supplies. 

DC/DC CONVERTERS FEATURES 

• Inaudible (>20kHz) converter switching frequency 

• Continuous, six-sided EMI/RFI shielding except on 
1 watt and 1.8 watt models 

• Free air convection cooling— no external heat sink or 
specification derating is required over operating tempera- 
ture range 


• Output short circuitprotection (either output to common) 
for at least 8 hrs. at T^ = +71°C 

• Automatic restart after short condition removed 

• Automatic starting with reverse current injected into 
outputs 

GENERAL SPECIFICATIONS FOR 4.5W, 6W, 1 2W MODELS 
Line Regulation— full range: ±0.05% max (±0.02% max, 

960 series) 

Load Regulation— no load to full load: ±0.05% max 
(±0,02% max, 960 series) 

Output Noise and Ripple: ImV rms max 
Breakdown Voltage: 500V dc minimum 
Input Filter Type: tt 

Operating Temperature Range: -25°C to +71°C 
Storage Temperature Range: -40°C to +100°C 

GENERAL SPECIFICATIONS FOR IW AND 1.8W MODELS 
Line Regulation— full range: ±0.3% (±1% max, 949) 

Load Regulation— no load to full load: 30% (±0.5% max, 949) 
Output Noise and Ripple: 20mV p-p (with 15juF tantalum 
capacitor across each output), hmV rms max, 949) 
Breakdown Voltage: 300V dc (500V dc min, 949) 

Input Filter Type: v (models 958, 960, 962, 964) 

Operating Temperature Range: -25°C to +7l‘’C 
Storage Temperature Range: -40°C to +100°C 


SPECIFICATIONS (typical ® + 25'’C over the full range of input voltages unless otherwise noted) 


Input* 

Output Output Input Voltage Input Output Temperature Efficiency 

Voltage Current Voltage Range Current ' Voltage Coefiicient Full Load Dimensions 


Model 

Volts 

mA 

Volts 

Volts 

Full Load 

Error Max 

/°CMax 

Min 

Inches 

943 

5 

1000 

5 

4.75/5.25 

1.52A 

±1% 

±0.02% 

62% 

2.0x2.0x0.38 

957* 

5 

100 

5 

4.515.5 

200mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

958 

5 

100 

5 

4.515.5 

200mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

941 

±12 

±150 

5 

4.75/5.25 

1.17A 

±0.5% 

±0.01% 

58% 

2.0x2.0x0.38 

959* 

±12 

±40 

5 

4.515.5 

384mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

960 

±12 

±40 

5 

4.515.5 

384mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

961* 

±15 

±33 

5 

4.515.5 

396mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

962 

±15 

±33 

5 

4.5/5.5 

396mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

963* 

±15 

±33 

12V 

10.8/13.2 

165mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

964 

±15 

±33 

12V 

10.8/13.2 

165mA 

±5% 

±0.01%(typ) 

50% 

1.25x0.8x0.4 

965 

±15 

±190 

5V 

4.65/5.5 

1.7A 

±1% 

± 0.005% (typ) 

62% (typ) 

2.0x2.0x0.38 

966 

±15 

±190 

12V 

11.2/13.2 

710mA 

±1% 

± 0.005% (typ) 

62% (typ) 

2.0x2.0x0.38 

967 

±15 

±190 

24V 

22.3/26.4 

350mA 

±1% 

±0.005% (typ) 

62% (typ) 

2.0x2.0x0.38 

968 

±15 

±190 

28V 

26/30.8 

300mA 

±1% 

±0.005% (typ) 

62% (typ) 

2.0x2.0x0.38 

949 

±15 

±60** 

5 

4.65/5.5 

0.6A 

±2% 

±0.03% 

58% 

2.0x1.0x0.375 

940 

±15 

±150 

5 

4.75/5.25 

1.35A 

±0.5% 

±0.01% 

62% 

2.0x2.0x0.38 

953 

±15 

±150 

12 

11/13 

0.6A 

±0.5% 

±0.01% 

62% 

2.0x2.0x0.38 

945 

±15 

±150 

28 

23/31 

250mA 

±0.5% 

±0.01% 

61% 

2.0x2.0x0.38 

951 

±15 

±410 

5 

4.65/5.5 

3.7A 

±0.5% 

±0.01% 

62% 

3.5x2.5x0.88 


NOTES 

*Unfiltered Models 

**Single-ended or unbalanced operation is permissible such that total output current load 
does not exceed a total of 120mA. 

* Models 940 and 94 1 will deliver up to 1 20inA output current (and model 943 will deliver 
up to 600mA) over an input voltage range of 4.65 and 5.5 Vdc. 
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DACPORT is a registered trademark of Analog Devices, Inc. 
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Product Families Not in This Databook 

(But Stili Available) 


The information published in this Databook is intended to assist the user in choosing components for the design of new 
equipment, using the most cost-effective products available from Analog Devices. The popular product types listed below 
may have been designed into your circuits in the past, but they are no longer likely to be the most economic choice for 
your new designs. Nevertheless, we recognize that it is often a wise choice to refrain from redesigning proven equipment, 
and we are continuing to make these products available for use in existing designs or in designs for which they are uniquely 
suitable. Data sheets on these products are available upon request. 


AD108/208/308 

ADC-QU 

DASllSO 

THS-0060 

311 

AD108Ay208A/308A 

ADC-8S 

DASllSl 

THS-022S 

424 

ADlll/211/311 

ADC-IOZ 

MAS-0801 

40 

426 

AD351 

ADC-12QZ 

MAS-1001 

42 

428 

AD370/371 

ADC-14I/17I 

MDA-IOZ 

43 

432 

AD502 

ADC-16Q 

MDH-0870 

44 

433 

ADS 11 

ADCllOO 

MDH-1001 

4S 

434 

AD512 

ADC1102 

MDH-1202 

46 

43S 

ADS 14 

ADC1103 

MDS-081S 

48 

436 

ADS20 

ADCllOS 

MDS-081SE 

S2 

440 

ADS23 

ADC 1109 

MDS-1020 

lOS 

441 

ADS28 

ADCllll 

MDS-1020E 

118 

4S0 

ADS30 

ADC1133 

MDS-1240 

119 

4S2 

ADS31 

ADG200 

MDSL-082S 

141 

4S4 

ADS40 

ADG201 

MDSL-103S 

146 

4S6 

ADSS9 

BDM161S/1616/1617 

MDSL-12S0 

148 

60S 

AD801 

DAC-M ' 

RTI-1200 

16S 

606 

AD2003 

DAC-QG 

RTM201 . 

180 

610 

AD2008 

DAC-QM 

RTI-1202 

183 

7S1 

AD2009 

DAC-QS 

RTI-1220 

184 

7S2 

AD2020 

DAC-QZ 

RTI-1221 

230 

7S6 

AD2022 

DAC-IODF 

SCM1677 

232 

934 

AD2023 

DAC-IOZ 

SDC1604 

233 

942 

AD2033 

DAC1009 

SHA-IA 

260 

944 

AD7S13 

DAC1106 

SHA-2A 

261 

946 

AD7S19 

DAC1108 

SHA-3 

272 

947 

AD7S27 

DAC1118 

SHA-4 

273 

9S6 

AD7S44 

DAC112S 

SHA-S 

27S 


AD7SSS 

DAC1132 

SHA-1114 

276 


AD7S70 

DAC1420 

SHA-1134 

28S 


AD7S83 

DAC1422 

THC-07S0 

288 


ADC-QM 

DAC1423 

THC-ISOO 

310 
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Substitution Guide for Product Famiiies 
No Longer Available 


The products listed in the left-hand column are no longer available from Analog Devices. In many cases, comparable functions 
and performance may be obtained with newer models, but-as a rule-they are not directly interchangeable. The closest 
recommended Analog Devices equivalent, physically and electrically, is listed in the right-hand colunm. If no equivalent is 
listed, or for further information, get in touch with Analog Devices. 



Closest 


Closest 


Recommended 


Recommended 

Model 

Equivalent 

Model - 

Equivalent 

AD501 

ADS 11 

47 

48 

AD505 

ADS09 

101 (module) 

4S 

AD508 

ADS17 

102 

48 

ADS 13 

ADS03 

106 

118 

ADS 16 

ADS06 

107 

118 

ADSSO 

None 

108 

S2 

ADSSl 

None 

110 

48 

ADSS3 

None 

111 

AD308 

ADSSS 

AD7S19 

114 

119 

AD810-813 

None 

IIS 

43 

AD814-816 

None 

120 

SO 

AD818 

None 

142 

48 

AD820-822 

None 

143 

S2 

AD830-833 

None 

149 

SO 

AD83S-839 

None 

1S3 

ADS17 

AD840-842 

None 

161 

16S 

AD7S16 

AD7S10DI 

163 

16S 

ADC1121 

AD7SS0 

170 

171 

ADMSOl 

ADMS01/S06 

220 

234 

ADPSOl 

ADPSll 

231 

233 

DAC-lOH 

DAC-IOZ 

274J 

284J 

DAC1112 

DAC12QS 

279 

286J 

DAC1122 

AD7S41 

280 

281 

IDC1703 

IRDC1730/1731 

282J 

292A 

MDA-LB 

None 

283J 

292A 

MDA-LD 

None 

301 (module) 

S2 

MDA-UB 

None 

302 

310 (module) 

MDA-UD 

None 

3S0 , 

None 

MDA-8H 

MDA-IOZ 

427 

424 

MDA-lOH 

MDA-IOZ 

602J10 

ADS24 

MDA-llMF 

AD7S21 

602J100 

ADS24 

MDS-0830 

HDS-0820 

602K100 

ADS24 

MDS-08S0 

HDS-0820 

603 

ADS24 

MDS-1040 

HDS-102S 

901 

904 

MDS-1080 

HDS-102S 

907 

921 

MDSL-0802 

HDS-0820 

908 

921 

MDSL-1002 

HDS-102S 

909 

921 

MDSL-1201 

HDS-12S0 

931 

None 

SERDEX 

jjlMAC-SOOO 

932 

None ' 

SHA-6 

SHA1144 

933 

None 

TSDC1608-1611 

TSL1612 

93S 

None 

2N39S4 

None 

948 

947 

2NS900 

None 

971 

921 

41 

ADS IS 

AD612 

ADS24 



AD614 

ADS24 
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Technical Publications 


Analog Devices provides a wide array of FREE technical publi- 
cations. These include Dau Sheets for all products; Catalogs; 
Application Notes and Guides; and three serial publications: 
Analog Productlog, a digest of new-product information, MCDigest, 
a quarterly digest of measurement-and-control-system applica- 
tions, feedback, and information for (and from) system users, 
and Analog Dialogue, our technical magazine, with in-depth 
discussions of products, technologies, and applications. 

In addition to the free publications, three technical handbooks, ' 
plus Analog Digital Convenion Notes and Synchro & Resolver 
Conversion are available at reasonable cost. System and subsystem 
products are supported with hardware and software documenta- 
tion, at prices related to content. 

Brief descriptions of typical publications appear below. For 
copies of any items, to subscribe to any of our free serials, or to 
request any other publications, please get in touch with Analog 
Devices or the nearest sales office. 

CATALOGS 

DATA ACQUISITION PRODUCTS DATABOOK (this book) 
Two volumes of data sheets for all Analog Devices ICs, hybrids, 
modules, and subsystems recommended for new designs. 

APPLICATION NOTES AND GUIDES 

ANGULAR AND LINEAR DATA CONVERSION 
A 12-page short-form guide to analog-digital conversion products 
for synchros, resolvers, and Inductosyns*, in forms ranging 
from hybrid ICs to instruments and systems. 

APPLICATION GUIDE FOR ISOLATION AMPLIFIERS 
A 16-page guide to specifications and applications of isolation 
amplifiers for industrial, instrumentation, and medical applica- 
tions. 

APPLICATION GUIDE TO CMOS MULTIPLYING D-TO-A 
CONVERTERS 

This guide includes detailed information on the internal design 
and successful application of CMOS MDACs. Typical circuits 
discussed include measurement, fimetion generation, program- 
mable filters, and control of audio signals. 

A COOKBOOK TO DIGITAL FILTERING AND OTHER 
DSP APPLICATIONS 

A collection of reprints of papers that originally appeared in 
EDN Magazine, during 1983. Topics include FIR filtering, 
temporal averaging, multiband filters, UR filtering, and imple- 
menting modem control theory with digital signal processing. 

DESIGNER’S GUIDE TO HIGH-RESOLUTION 
PRODUCTS 

20-page brochure describes how to use 14-, 16-, and 18-bit Dau 
Converters and where to apply them. 

HIGHSPEED DATA CONVERSION 
A 12-page short-form guide to video and other high-speed A/D 
and D/A converters and accessories, in forms ranging from 
monolithic ICs to card-level products. 


AN IC AMPLIFIER USER’S GUIDE TO DECOUPLING, 
GROUNDING, AND MAKING THINGS GO RIGHT FOR 
A CHANGE (8 pages) 

A down-to-earth application note on the often ignored topic of 
ground management in combined analog and digital systems. 

IC VOLTAGE-TO-FREQUENCY CONVERTER APPLICA- 
TION NOTES 

Twenty-four pages of V-to-F converter applications. 

MACSYM SYSTEM NOTES: 

Multiusking, RS-232 Interface, and P-I-D Control Loops 

MULTIPLIER (Analog) APPLICATION GUIDE 
Over 30 workable applications for the ubiquitous multiplier. 
Circuits, specifications and theory (50 pages). 

RMS-TO-DC CONVERSION APPLICATION GUIDE 
by Charles Kitchin and Lew Counts. Principles, specifications, 
and applications of tme-rms-to-dc converters in monolithic-IC 
form (46 pages). 

BOOKS 

SYNCHRO & RESOLVER CONVERSION (1980) 

Edited by Geoffrey Boyes 

Everything you need to know about interfacing synchros, resolvers, 
and Inductosyns^*^ to digital and analog circuitry. $11.50 

TRANSDUCER INTERFACING HANDBOOK (1980) 

A Guide to Analog Signal Conditioning 
Edited by D.H. Sheingold 

A book for the electronic engineer who must interface temperature, 
pressure, force, level or flow transducers to electronics, these 
260 pages tell how transducers work-as circuit elements-and 
how to connect them to electronic circuits for effective processing 
of their signals. Hardcover $14.50 

MICROPROCESSOR SYSTEMS HANDBOOK (1977) 
by Dr. D. Philip Burton and Dr. A. L. Dexter 
Two himdred pages of concise explanation of microprocessor 
hardware and software. Hardcover $9.50 

ANALOG-DIGITAL CONVERSION NOTES (1977) 

Edited by D.H. Sheingold 

A 250-page guide to A/D and D/A converters and their applications, 
illustrated by more than 275 diagrams and tables. $5.95 

NONLINEAR CIRCUITS HANDBOOK (1974) 

Edited by D. H. Sheingold 

A 540-page guide to multiplying and dividing, squaring and 
rooting, rms-to-dc conversion, and multifunction modules with 
325 illustrations. Principles, circuitry, performance, specifications, 
testing, and application of these devices. $5.95 


*Inductosyn is a registered trademark of Farrand Industries, Inc. 
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Worldwide Service Directory 

North America 


Alabama 


(205)536-1506 

(B) 

Alaska 


*(617)329-4700 

(B) 

*(714) 641-9391 

(B) 

*(408)947-0633 

(S) 

Arizona 


*(714) 641-9391 

(B) 

(602) 949-0048 

(C) 

Arkansas 


*(214)231-5094 

(C) 

*(713)664-6704 

(C) 

*(405)840-5154 

(S) 

California 


*(714)641-9391 

(B) 

*(408)947-0633 

(B) 

*(619)268-4621 

(C) 

Colorado 


*(714) 641-9391 

- (B) 

*(303)691-5582 

(S) 

(303)443-5337 - 

(C) 

Connecticut 


*(617)329-4700 

(B) 

(516)673-1900 

(C) 

Delaware 


*(215)643-7790 

(B) 

Florida 


*(305)851-3939 

(C) 

(305)855-0843 

(B) 

(305) 724-6795 

(S) 

(813)693-1076 

(S) 

Georgia 


(404)476-3107 

(C) 

(404)449-7662 

(S) 

Hawaii 


*(714)641-9391 

(B) 

Idaho 


*(206)251-9550 

(C) 

*(303)691-5582 

(S) 

(303)443-5337 

(C) 

Illinois 


*(312)653-5000 

(B) 

(312)945-8700 

(C) 

Indiana 


*(312)653-5000 

(B) 

(317)244-7867 

, (C) 

iowa 


*(312)653-5000 

(B) 

*(314)391-0052 

(S) 

(312)945-8700 

(C) 


Kansas 


*(312)653-5000 

(B) 

*(314)391-0052 

(S) 

(913)888-3330 

(C) 

Kentucky 


*(312)653-5000 

(C) 

(615)366-4009 

(B) 

Louisiana 


*(713)664-6704 

(C) 

*(713)664-5866 

(S) 

Maine 


*(617)329-4700 

(B) 

Maryland 


*(215)643-7790 

(C) 

*(301)992-1994 

(S) 

(301)799-7490 

(C) 

Massachusetts 


*(617)329-4700 

(B) 

Michigan 


*(312)653-5000 

(C) 

*(313)694-5450 

(S) 

(313)882-1717 

(C) 

Minnesota 


*(312)653-5000 

(C) 

*(612)944-5865 

(S) 

(612)835-2414 

(C) 

Mississippi 


(205) 536-1506 

(B) 

Missouri 


*(312)653-5000 

(B) 

*(314)391-0052 

(S) 

(314)725-5361 

(C) 

Montana 


*(714)641-9391 

(C) 

*(303)691-5582 

(S) 

(303)443-5337 

(C) 

Nebraska 


*(312)653-5000 

(C) 

*(314)391-0052 

(S) 

(913)888-3330 

(C) 

Nevada 


*(408) 947-0633 

(C) 

*(714)641-9391 

(C) 

*(303)691-5582 

(S) 

(505)262-1416 

(C) 

New Hampshire 


*(617)329-4700 

(B) 


New Jersey 


*(215)643-7790 

(B) 

*(617)329-4700 

(C) 

*(201)967-1126 

(S) 

(516)673-1900 

(C) 

New Mexico 


(505)262-1416 

(B) 

New York 


*(201)967-1126 

(S) 

*(716)634-7970 

(S) 

*(716)425-4101 

(C) 

*(315)437-5277 

(C) 

(516)673-1900 

(C) 

North Carolina 


(919)273-3040 

(C) 

(919)373-0380 

(S) 

(919)787-0808 

(S) 

North Dakota 


*(312)653-5000 

(B) 

*(612)944-5865 

(S) 

(612)835-2414 

(C) 

Ohio 


*(614)764-8795 

(C) 

*(216) 562-3115 

(S) 

*(614)764-8870 

(S) 

(216)321-3328 

(C) 

Oklahoma 


*(214)231-5094 

(C) 

*(713)664-6704 

(C) 

*(405) 840-5154 

(S) 

Oregon 


*(206)251-9550 

(C) 

(503)641-4463 

(S) 

Pennsylvania 


*(215)643-7790 

(B) 

*(412)885-6625 

(S) 

*(614)764-8795 

(C) 

(412)487-3801 

(C) 

Rhode Island 


*(617)329-4700 

(B) 

South Carolina 


(919)273-3040 

(C) 

(404)449-7662 

(S) 

(919)373-0380 

(S) 

South Dakota 


*(312)653-5000 

(B) 

*(612)944-5865 

(S) 

(612)835-2414 

(C) 

Tennessee 


(205) 536-1506 

(B) 

(615)366-4009 

(S) 


Texas 


*(214)231-5094 

(C) 

*(713)664-6704 

(C) 

*(713)664-5866 

(S) 

Utah 


*(408) 947-0633 

(B) 

*(303)691-5582 

(S) 

(801)268-8707 

(C) 

Vermont 


*(617)329-4700 

(B) 

Virginia 


*(804) 379-0905 

(S) 

(301)799-7490 

(C) 

Washington 


*(206)251-9550 

(C) 

(206)451-8223 

(S) 

(503)641-4463 

(S) 

West Virginia 


*(614)764-8795 

(C) 

*(301)992-1994 

(S) 

(412)487-3801 

(C) 

Wisconsin 


*(312)653-5000 

(B) 

*(612)944-5865 

(S) 

(414)784-7736 

(C) 

Wyoming 


*(408) 947-0633 

(C) 

*(303)691-5582 

(S) 

(303) 443-5337 

(C) 

Puerto Rico 


*(617)329-4700 

(B) 

(305) 855-0843 

(S) 

Canada 


(416) 625-7752 

(C) 

(613)722-7667 

(C) 

(514) 694-5343 

(C) 

(604) 984-4141 

(C) 

(416)451-0813 

(S) 

(514) 331-2032 

(S) 

(403)468-1661 

(S) 

Mexico 


*(617)329-4700 

(B) 
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Argentina 

(1)379890 

(C) 

Australia 

(2)4393288 

(B) 

(3) 5807444 

(B) 

Austria 

(222) 2355550 

(B) 

Belgium 

*(3)2374803 

(B) 

Brazil 

(11)2310277 

(C) 

CMEA COUNTRIES 

(222) 859304 

(C) 

(Austria) 

Denmark 

*(2)845800 

(B) 

Finland 

(0)372300 

(B) 

France 

*(1)6873411 

(B) 

*(76)222190 

(B) 

*(61)408562 

(B) 

*(99) 535200 

(B) 


Holland 


*(1620)51080 

(B) 

Hong Kong 


(3)903391 

(B) 

India 


(11)664850 

(B) 

Ireland 


*(01)9410466 

(B) 

(United Kingdom) 


Israel 


*(052)28995 

(B) 

Italy 


*(2)6883831 

(B) 

(2)9520551 

(C) 

(51)555614 

(C) 

(49)633600 

(C) 

(6)316204 

(C) 

(55)894105 

(C) 

(11)6503271 

(C) 

Japan 


*(3)2636826 

(B) 

*(6)3721814 

(B) 


Korea 

(2)4233101-5 

(B) 

Malaysia 

(65)2713163 

(B) 

(Singapore) 

New Zealand 
(9) 592629 

(B) 

Norway 

(2)123600 

(B) 

People's Republic 
of China -Beijing 
890721 -Ext. 827 

(B) 

Romania 

*(22)318720 

(B) 

(Switzerland) 

Singapore 

(65)2713163 

(B) 

South Africa 
(11)7868025 

(B) 

Spain 

(3)3017851 

(B) 

(1)7338937 

(B) 

(4)4150893 

(B) 


International 


Sweden 

*(8)282740 

(B) 

Switzerland 

*(22)315760 

(B) 

*(22)318720 

(B) 

*(01)527766 

(B) 

Taiwan 

(2)7150940 

(B) 

United Kingdom 
*(01)9410466 

(B) 

West Germany 

*(89) 570050 

(B) 

*(4)187381 

(B) 

*(721)616075 

(B) 

*(30)316441 

(B) 

*(221)686006 

(B) 

Yugoslavia 

*(22)318720 

(B) 


(Switzerland) 


•ANALOG DEVICES, INC. DIRECT SALES OFFICES 
B-ALLPRODUCTLINES / 

C-COMPONENT 
S- SYSTEMS 


WORLDWIDE HEADQUARTERS 

TWO TECHNOLOGY WAY • P.O. BOX 280 • NORWOOD, MASSACHUSETTS 02062-0280 U.S. A. 
TEL: (617) 329-4700, FAX: (617) 326-8703, TWX: (710) 394-6577, TELEX: 924491 
Cable: ANALOG NORWOODMASS 
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Product Index to Both Volumes 


Alpha-Numeric by Model Number 


Model # 

Vol.I 

Vol. II 

Model# 

Vol. I 

Vol.n 

AC2626 ...... 


9-13 

ADS78 

. . . .10-73 


ADIOIA 

4-17 


ADS79 

. . . .10-79 


AD201A 

4-17 


ADS80 

. . . . 7-S 


AD293 

S- 13 


ADS81 

. . . . 7-9 


AD294 

S- 13 


ADS82 

. . . .14-23 


AD301A 

4-17 


ADS83 

. . . .14-27 


AD301AL 

. 4-17 


ADS84 

. ... 7 - 17 


AD346 

14-11 


•ADS8S 

. . . .14-31 


AD362 

IS-S 


ADS89 

. ... 7-25 


AD363 

IS - 13 


ADS90 

. ... 8 - IS 


AD364 

1S-2S 


•ADS92 

. ... 8-23 


AD380 

4-21 


ADS94 

. ... 8-31 


AD381 

4-27 


•ADS9S 

. ... 8-31 


AD382 

4-27 


•ADS% 

. ... 8-39 


•AD389 

14-17 


•ADS97 

. ... 8-39 


AD390 

9-27 


•AD611 

. ... 4-91 


AD503 

4-3S 


AD624 

. . . . S-43 


AD504 

4-39 


•AD62S 

. . . . S-SS 


AD506 

4-3S 


AD630 

. . . . 6-S7 


AD507 

4-47 


AD632 

. ... 6-67 


AD509 

4-Sl 


AD636 

. ... 6-71 


ADS 10 

4-SS 


AD637 

. ... 8-77 


AD515 

4-S9 


AD642 

. . . . 4-9S 


ADS 17 

4-6S 


AD644 

. . . . 4-99 


ADS18 

4-71 


AD647 

. ... 4-103 


ADS21 

S-21 


AD6S0 

. . . .11-lS 


ADS22 

S-27 


•AD667 

. ... 9-83 


ADS24 

S-31 


•AD670 

. . . .10-8S 


ADS32 

...... 6- 17 


AD673 

. . . .10-95 


ADS33 

6-23 


AD741J/K/L/S .... 

. ... 4 - 107 


ADS34 

6-27 


AD1403/1403A 

. ... 7-19 


ADS3S 

6-37 


AD1408 

. ... 9-89 


ADS36A 

6-43 


AD1S08 

. ... 9-89 


ADS37 

11-7 


AD2004 


16-9 

ADS39 

6-49 


AD2006 


16-11 

ADS42 

...... 4- 7S 


AD2010 


16-15 

ADS44 

4-79 


AD2016 


16-19 

ADS4S 

4-83 


AD2021 


16-23 

ADS47 

4-87 


AD2024 . . . 


16 - 25 

ADSS8 

9-3S 


AD202S 


16-29 

ADS61 

9-43 


AD2026 


16-33 

ADS62 

9-Sl 


AD2027 


16-25 

ADS63 

9-Sl 


AD2028 


16-29 

ADS6SA 

9-S7 


AD2036 


16-35 

ADS66A 

9-6S 


AD2037 


16-37 

ADS67 

9-73 


AD2038 

. . . . 

16-37 

•ADS69 

9-81 


AD2040 


16-39 

ADS70 

10-27 


AD20S0 


16-43 

ADS71 

10-31 


AD20S1 


16-43 

ADS72 

10-39 


•AD2060 


16-45 

ADS73 

10-47 


•AD2061 


16-45 

ADS74A 

10 -SS 


AD2700/2701/2702 . . . 

. ... 7-33 


•ADS7S 

10-67 


AD2710/2712 

. ... 7-37 



•New product since publication of 1982-1983 Databook Update. 
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Vol. II 


Model# 


Vol. I 


Vol.U 


Model# Vol. I 

AD3554 4- 111 

AD3860 9-93 

•AD5010 10-103 

AD5200 10- 105 

AD5210 10-105 

AD5240 10- 111 

•AD6012 9-97 

•AD6020 10- 103 

AD7110 9-103 

AD7111 9-109 

•AD7115 9-115 

AD7118 9-123 

•AD7224 9- 129 

•AD7226 9- 133 

•AD7240 9- 145 

AD7501 16-5 

AD7502 16-5 

AD7503 16-5 

AD7506 .16 -9 

AD7507 16-9 

AD7510DI 16-13 

AD7511DI 16-13 

AD7512DI 16-13 

AD7520 9- 153 

AD7521 9- 153 

AD7522 9- 161 

AD7523 9- 167 

AD7524 9- 171 

AD7525 9- 177 

AD7528 9- 183 

AD7530 9- 191 

AD7531 9- 191 

AD7533 9- 195 

•AD7534 9-201 

AD7541 9 - 203 

AD7541A 9-209 

AD7542 9-215 

AD7543 9-223 

AD7545 9-231 

AD7546 9-239 

•AD7548 9 - 247 

AD7550 10- 119 

AD7552 10- 127 

AD7560 7-41 

AD7571 10- 139 

AD7574 ..10- 151 

AD7581 10 - 159 

AD7590DI 16-21 

AD7591DI 16-21 

AD7592DI 16-21 

•AD9000 Series 10-167 

AD9685/87 4- 117 

•AD9768 9-261 

ADADC71/72 10-175 


•New product since publication of 1982-1983 Databook Update. 


AD ADC80 

.10- 183 


ADADC84/85 

.10- 191 


•AD ADC-816 

.10-199 


ADCl 130/1 131 


11-27 

ADC1140 


11-31 

•ADCl 143 


11-35 

ADDAC-08 

. 9-265 


ADDAC71/72 

. 9-271 


AD DAC80 

. 9-277 


AD DAC85 

. 9-277 


ADDAC87 

. 9-277 


AD DAClOO 

. 9-287 


ADLH0032 

. 4-121 


ADLH0033 

. 4-125 


ADOP-07 

, 4-129 


•AD OP-27 

. 4-135 


•AD OP-37 

. 4- 143 


ADSHC85 

.14-37 


ADSHM-5 


14-11 

ADSP-1008 

.12-7 


•ADSP-1009 

.12-13 


ADSP-1010 

.12-19 


•ADSP-1012 

.12-27 


ADSP-1016 

.12-35 


•ADSP-1024 

.12-43 


ADSP-1080 

.12-51 


•ADSP-1081 

.12-57 


•ADSP-1110 

. 12 - 65 


ADVFC32 

.11-27 


API1620/1718 


13-5 

CAV-0920 


11-39 

•CAV-1040 


11-43 

CAV-1210 


11-45 

DAC-08 (see AD DAC-08) 



DAC71/72 (see AD DAC71/72) 



DAC80(seeADDAC80) 



DAC85(seeADDAC85) 



DAC87(seeADDAC87) 



DAC 100 (see AD DACl 00) 



DAC1136 


10-27 

DACl 138 


10-27 

DAC 1146 


10-35 

DAS1128 


15-5 

DAS1152 


15-13 

DAS 1153 


15-13 

DAS 1155 


15-17 

DAS1156 


15-17 

DRC1745/46 

.13t5 


DRC1765/66 

.13-13 


DSC1705 


13-9 

DSC1706 


13-9 

DTM1716 


13-13 

DTM1717 


13-13 
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Model# 

VoI.I 

Vol.II 

Model # 

Vol.I 

Voi.n 

HAS Series 

. . .10-201 


•OSC1754 . . . 


13-17 

•HAS-1201 

. . .10-205 


RCDX1623 


13-45 

•HAS-1409 

HDD Series 

. . .10-207 
... 9-295 


RDC1721 

RDC1740/1741/1742 . . . 

. . .13-23 

13-55 

HDD-1206 

. . . 9-301 


RSCT1621 


13-65 

•HDD-1409 

. . . 9-305 


•RTI-600 


17-5 

HDG Series 

... 9-309 


•RTI-602 


17-5 

HDH Series 

... 9-317 


•RTI-711 


17-7 

•HDM-1210 

... 9-315 


•RTI-724 


17-7 

HDS Series 

... 9-317 


•RTI-732 


17-7 

HDS-0810E 

... 9-321 


RTI-1225 


17-9 

HDS-1015E 

... 9-321 


RTI-1226 


17-9 

HDS-1240E 

... 9-323 


RTI-1230 


17-11 

HOS-050/050A/050C . . . 

... 4 - 147 


RTI-1231 


17-11 

HOS-060 

... 4 - 153 


RTI-1232 


17-11 

HOS-lOO 

... 4 - 157 


RTI-1240 '. . . 


17-13 

HTC Series 

. . .14-41 


RTI-1241 


17-13 

HTC-0500 

. . .14-45 


RTM242 


17-13 

HTS-0010 

. . .14-49 


RTI-1243 


17-13 

HTS-0025 

. . .14-55 


RTM250 


17-15 

•IPA1751 


13-17 

RTI-1251 ........ 


17-15 

IRDC1730 


13-21 

RTI-1252 


17-15 

IRDC1731 . 


13-27 

RTM260 


17-17 

•IRDC1732 . 

. . .13-17 


RTI-1262 


17-17 

IRDC1733 


13-21 

•RTI-1270 


17-19 

LTS-2010 

. . .18-1 


RTM Series 


13-33 

MACSYM 150 


19-1 

SAC1763 


13-37 

MACSYM 200 


19- 1 

SBCD1752 . . 


13-41 

MACSYM 350 ..... . 


19-1 

SBCD1753 


13-41 

MAH-0801 


11-49 

SBCD1756 


13-41 

MAH-1001 


11-49 

SBCD1757 


13-41 

MAS-0801 


11-53 

SCDX1623 ........ 


13-45 

MAS-lOOl 


11-53 

SDC1700 


13-49 

MAS-1202 


11-53 

SDC1702 


13-49 

MATV Series 


11-57 

SDC1704 


13-49 

•MCI 1794 


13-31 

SDC1721 


13-55 

MDD Series 


10-39 

SDC1725 


13-59 

MDMS Series 


10-43 

SDC1726 


13 - 59 

MOD- 1005 


11-61 

SDC1740/1741/1742 . . . 

. . .13-23 


MOD-1020 


11-65 

SHA1144 


14-15 

MOD-1205 


11-69 

SPA1695 


13-63 

nMAC-4000 


18-1 

SSCT1621 


13-65 

•jjlMAC-5000 


18-3 

STM Series 

THC Series 


13- 33 

14- 19 
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Model# 

Vol.I 

Vol. 

II 

Model# 

Vol. I Vol 

.n 

THS Series .... 



14- 

19 

755N/P 

8- 

7 

TSL1612 ...... 



13- 

69 

757N/P 

8- 

11 

•1S20 

13 

-29 



759N/P 

8- 

7 

•1S40 

13 

-29 



902/902-2 

20- 

1 

•1S60 

13 

-29 



903 

20- 

1 

•1S61 

13 

-29 



904 

. . ' 20- 

1 

2B20 



9- 

15 

905 

20- 

1 

2B22 



9- 

19 

906 

20- 

1 

2B23 



9- 

23 

915 

20- 

1 

2B24 



9- 

27 

920 

20- 

1 

2B30 



9- 

29 

921 

20- 

1 

2B31 



9- 

29 

922 . 

. . . 20- 

1 

2B34 



9- 

35 

923 

20- 

1 

2B35 



9- 

39 

925 

20- 

1 

2B50 



9- 

41 

926 

20- 

1 

2B52 



9- 

45 

927 

20- 

1 

2B53 



9- 

45 

928 

20- 

1 

2B54 



9- 

47 

940 

20- 

2 

2B55 



9- 

47 

941 

20- 

2 

2B56 



9- 

53 

943 

20- 

2 

2B57 



9- 

57 

945 

20- 

2 

2B58 



9- 

61 

949 

20- 

2 

2B59 



9- 

63 

951 

20- 

2 

3B Series 



9- 

65 

952 

20- 

1 

•4B Series 



9- 

69 

953 

20- 

2 

50/51 



4- 

17 

955 

20- 

1 

52 



4- 

19 

957 

20- 

2 

171 



4- 

21 

958 

20- 

2 

234 



4- 

23 

959 

20- 

2 

235 . 



4- 

23 

960 

20- 

2 

277 



5- 

9 

961 

20- 

2 

281 



5- 

11 

962 

20- 

2 

284J . 



5- 

11 

963 

20 - 

2 

286J 



5- 

11 

964 

20- 

2 

289 



5- 

17 

965 

20- 

2 

290A 



5- 

21 

966 

20- 

2 

292A 



5- 

21 

967 

20- 

2 

429 



6- 

9 

968 

20- 

2 

442 



7- 

7 

970 

20- 

1 

451 



12- 

7 

972 

20- 

1 

453 



12- 

7 

973 

20- 

1 

458 



12- 

13 

974 

20- 

1 

460 



12- 

13 

975 

20- 

1 






976 

20- 

1 


•New product since publication of 1982-1983 Databook Update. 
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